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PREFACE 


This book is addressed to anyone with some knowledge of electricity, 
electronics, and circuit theory who wishes to become familar with the 
great variety of electronic instruments and measuring systems available 
today and with the kinds of measurements they can make. Because the 
field has grown so big and exhibits such diversity, we have had to omit a 
great deal of material both of a fundamental nature and of a specialized 
nature. For example, there is no chapter on de measurements as such, 
although many instruments used in dc measurement are described fully 
in other chapters. At the other extreme, tremendously complex data 
telemetry systems such as are used in the space program are not treated, 
though many of the components of such systems are. Thus, we have 
tried to steer a course that avoids both the obvious and the esoteric, 
hoping thereby to provide a more generally useful book with wide appeal. 

Several years ago I was beguiled by the publishers into contracting to 
write this work. Their arguments were persuasive: the advent of the 
transistor had obsoleted existing books on the subject, the art had 
advanced greatly since these works were written, I had personally been 
involved with much of that advance, etc. Overcome by this suasion, I 
agreed to accept the assignment. My attitude at the time seemed 
euphoric, but now appears to me to have been more one of conceit, for as 
I approached my task closer, it loomed ever larger, and soon humbled me 
into a state of paralysis. After a long time during which I tried to delude 
myself that I could simultaneously write a book, be president of the 
IEEE, and carry out my regular job, a time during which my sense of 
guilt steadily grew, I had the good fortune to have John Cage offer his 


xv 


xvi Preface 


services in recruiting other writers and in compiling and consolidating 
their efforts. This book never would have materialized without their 
contributions and without John’s steadfast attention to details and to 
schedules. 

It is not the book I would have written, but it is, I think, a good book 
and in many ways superior to what I might have produced, given the 
time. For the sake of all those who have contributed I hope you and 


many, many others will find it valuable. 
B. M. Oliver 


FURTHER PREFACE 


As our technological civilization develops, both the amount and the 
complexity of measurement proliferates. I think it is axiomatic that the 
instrumentation art must grow faster than the science and engineering 
activities in which measurement is necessary. The mercurial growth of 
electronic measurement and instrumentation for use in electronics and in 
electrical engineering certainly supports the axiom. 

This inevitable growth in instrumentation presents a problem to the 
engineering or science student, to the young practicing engineer whose 
skill in measuring his working parameters is already obsolescent, to the 
manager who is keenly aware of the role played by clever measurement 
techniques in technical progress. Before these people can participate in 
the surge of progress, I think they must learn about the principles and the 
creative combinations of ideas in modern instruments. Then they can 
use the instruments skillfully and even conceive new instruments. This 
book is intended to help these people. 

Consider Chap. 4, ‘““Measurements of, with, and in the Presence of 
Noise.” Without an understanding of this material, how can an engineer 
or scientist penetrate very far in any discipline involving variable 
quantities? Or look at Chap. 5, ‘Signal Analysis by Digital Techniques.” 
What an important instrument is one that adequately displays the 
Fourier transform of a function of time, even when the interval of 
integration is not infinity! Or Chap. 16: Do you really understand 
spectrum analyzers? 

Several years ago, McGraw-Hill suggested that B. M. Oliver, Vice 
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President for Research and Development of the Hewlett-Packard 
Company, was one of the people who could be logically chosen to write a 
comprehensive reference book on electronic measurement and _ test 
instruments. However, it was apparent that the book would cover so 
many subdisciplines, require information from so many specialists, and 
require so many hours that it could not be fitted into Oliver’s activities. 
It was suggested that I work with him to achieve an acceptable time 
schedule. I knew from experience that working with Barney Oliver in 
any capacity would keep the cerebral vascular system healthy and 
transform senescence, as Shakespeare said, into “the silver livery of 
advised age.” 

It has been equally rewarding to work with the many specialists whose 
names appear with the chapter headings. To combine the notes and 
papers of more than thirty-five experts with some degree of continuity 
was educational, to say the least. These people were busy (and often 
nonaspiring as authors) but real authorities all the same. 

We lacked space to treat measurement specifically in the fields of 
medicine, chemistry, and other nonelectrical disciplines. These subjects 
will require separate books. 

I shall not discuss the plan of the book further in the Preface. Chapters 
1, 2, and 3 serve that purpose well. However, I must express my great 
appreciation to Miss Helen Azadkhanian for her very patient preparation 
of the manuscript, to Mrs. Downs for her help with some of the drafting 
problems, and to my wife, Mildred, who graces everything with beauty 
and love. 

John M. Cage 
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CHAPTER ONE 


BASIC PRINCIPLES 


Bernard M. Oliver 


Hewlett-Packard Company 
Palo Alto, California 


Although the measurement of simple physical quantities dates from 
ancient times, measurement as a precise art is only a few hundred years 
old, and many of the quantities we measure today were not even known to 
exist or were at best ill understood a century ago. Even so fundamental a 
dimension as time was measured extremely crudely with sand and water 
clocks until Galileo’s observations on the pendulum suggested replacing 
these dissipative mechanisms with resonant systems in which cycles are 
counted. Since that time, clocks have not changed in principle, though 
their accuracy has been improved enormously as better and better resonant 
systems were discovered. Today we use the atomic resonances of cesium 
and hydrogen to measure time with an accuracy that corresponds to less 
than a one-second error in thirty thousand years. No other physical 
quantity can yet be measured with this precision. But while horology 
may hold the current accuracy record, other areas too have greatly 
benefited from the application of electronics to their measurement 
problems. 

Electronic measurements are of two kinds: those made of electronic 
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quantities such as voltage, capacitance, or field strength, and those made 
by electronic means of other quantities such as pressure, temperature, or 
flow rate. Electronic instrumentation came of age in solving the mea- 
surement needs of electronics itself, but in its maturity it is proving 
remarkably adaptable to other fields. In this book we shall mainly 
consider electronic instrumentation as a tool of its own trade. This 
avoids a great deal of repetition and superficiality and at the same time 
represents very little loss of generality, since the first step in measuring a 
nonelectrical physical variable electronically is to convert the variable 
to an electrical quantity. 


1-1 The Role of Measurement 


Science and technology are so intertwined with measurement as to be 
totally inseparable from it. It is true that modern measuring instruments 
are one of the fruits of science, but it is equally true that without the 
ability to measure, there would be no science. When Lord Kelvin warned 
that knowledge not expressible in numbers was “‘of a meager and unsatis- 
factory kind,”’ he was not expressing a fetish; he was identifying an essen- 
tial aspect of scientific knowledge. The laws of physics are quantitative 
laws, and their validity can only be established by precise measurement. 
It is the insistence on quantitative agreement of theory with experimental 
fact that distinguishes science from philosophy. 

The careful astronomical observations of Tycho Brahe and the brilliant 
analysis of his data by Johannes Kepler illustrate very dramatically the 
contribution of accurate measurement to scientific progress. Plato, and 
the Greek philosophers who followed him, believed that the heavenly 
bodies, being perfect, were composed of the quintessence (literally the 
fifth essence of matter as distinct from earth, fire, air, and water) and that 
their motions must be eternal and perfect. Certainly the stars moved in 
circles, and it was believed that the motions of the planets could be 
described by an appropriate combination of uniform circular motions. 
For two thousand years the resolution of planetary motions into circular 
components was considered the most important problem in astronomy. 
The heliocentric theory of Aristarchus of Samos (250 B.c.), the geocentric 
theory of Ptolemy (a.p. 150), and even the heliocentric theory of Coper- 
nicus (A.D. 1543), all adhered to the concept of circular motions. But 
even though the Copernican theory greatly simplified the Ptolemaic 
theory by eliminating the large epicycles that were really the result of the 
earth’s own motion, neither theory predicted the exact positions of the 
planets at all times. The error in both theories was often as much as 
two degrees. 

To Tycho Brahe, who was born shortly after Copernicus’ death, two 
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degrees of error was intolerable. He decided that, before any correct 
theory could be discovered, the actual positions of the planets over many 
years would have to be measured with far greater accuracy than ever 
before. With the financial support of Frederick II of Denmark he built 
very large and rigid quadrants and other instruments for measuring 
angles. These he mounted on stable foundations in his observatory, 
which he named Uraniborg, or ‘‘castle of the heavens.” Then he cali- 
brated his instruments so that he could subtract their errors from his 
observations. For twenty years he recorded the positions of the planets. 
After the death of Frederick II he moved to Prague, where Kepler 
became his assistant. 

Kepler was assigned the task of computing the orbit of Mars from 
Brahe’s observations. After four years of arduous work Kepler came to a 
painful conclusion. No combination of the deferents and epicycles of the 
Copernican or the Ptolemaic systems would fit the facts. The motion of 
Mars could not be compounded out of regular circular motions as Plato 
had believed. The best solution Kepler found disagreed with observa- 
tions by only eight minutes of arc. But Kepler knew that Tycho Brahe’s 
observations could not be inerror by more than two minutesof are. With 
an integrity rare even in scientists, Kepler saw that beliefs twenty 
centuries old were doomed by an error only six minutes of arc too big to 
be allowable. 

Kepler then went on to discover his famous laws of planetary motion. 
Eighty years later Newton showed that all these laws were a consequence 
of his own laws of motion and his theory of universal gravitation, and 
thus provided convincing proof of the latter. Shattered forever were 
the crystalline spheres that carried the planets in their Ptolemaic orbits. 
All the complex motions of the planets, which had puzzled men for ages, 
were distilled into one simple little equation. 

Nor does the story end here, for later and much more accurate observa- 
tions, with telescopes, showed that the orbit of Mercury precessed by 43 
seconds of arc per century more than could be accounted for by perturba- 
tions of the other planets. This in turn later provided the best confirma- 
tion we yet have of Einstein’s general theory of relativity, which subsumes 
Newton’s law of gravitation as a special case. 

The role of measurement in unraveling the mysteries of celestial mechan- 
ics is paralleled in other branches of science. Quantitative measure- 
ments of the stoichiometry of chemical reactions established the existence 
of the atom, and precise measurements in spectroscopy have helped 
reveal its structure. Today, measurements of the trajectories of nuclear 
fragments are gradually revealing the nature of the nucleus. X-ray 
diffraction studies have taught us how crystals are built and have provided 
important clues to the nature of deoxyribonucleic acid (DNA) and other 
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organic molecules. The list is endless, for after Tycho Brahe, Galileo, and 
Newton, science became experimental, and all experiments involve 
measurement. Man finally learned not to impose his beliefs on nature 
but, instead, humbly to ask questions of her and apply reason to her 
answers. 

New discoveries in science provided new instruments for the study of 
nature and these studies produced new discoveries in a regenerative 
buildup that has been accelerating for the last two centuries and continues 
to accelerate today. Though much of physics has now been explored, 
many mysteries still remain at both extremes of size: the nucleus and the 
cosmos. The fields of particle physics and cosmology together with 
molecular biology are the major frontiers of modern science. All depend 
heavily upon instrumentation and measurement. 

The science of optics produced the first major contributions to scientific 
instrumentation: the telescope, the microscope, and the spectroscope. 
When Galileo refined a Fleming’s spyglass and turned it toward the heav- 
ens, a new era in astronomy was born. Later the spectroscope not only 
revealed new elements on earth, but provided, the final, uncontrovertible 
proof that the stars themselves, like our sun, are composed of these same 
elements. The microscope showed the cellular structure of living matter 
and the microorganisms that are the cause of disease. 

Imagine how different human history might have been had Aristarchus 
of Samos had a telescope and spectroscope, and Hippocrates a microscope! 
What Greek could have believed in the quintessence of matter having seen 
the mountains of the moon and spectral lines of earthly elements in sun- 
light? Or who could have insisted that all heavenly bodies revolved 
around the earth, having beheld the satellites of Jupiter? How could the 
deity have been so wasteful as to adorn the sky with stars not even visible 
to man’s naked eye? What need for evil spirits if microbes cause disease? 
The impact of such discoveries, had they been made by the Greeks, would 
surely have greatly accelerated civilization and profoundly affected 
theology. Indeed the western world might have been spared the dark 
ages and the tortures of the Inquisition if only the Greeks had had better 
instrumentation. 

In recent years both astronomy and biology have taken new leaps 
forward, again because of new tools, this time the result of progress in 
electronics. The radio telescope has enabled astronomers to study the 
matter between the stars in what was once thought of as simply space. 
Quasars, perhaps the most distant objects in the universe, and pulsars, 
believed to be star corpses composed almost entirely of neutrons, have been 
discovered with radio telescopes. Meanwhile, the electron microscope 
has revealed single strands of DNA and many of the fantastic transfer 
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mechanisms in the living cell that use the genetic code to construct 
proteins, antibodies, and enzymes. Living things too, it now seems 
certain, obey the laws of physics and chemistry. 

The role of science is to discover the laws of nature and how they operate 
in complex systems. The role of engineering is to apply the discoveries of 
science to human needs. Scientists make discoveries that increase our 
understanding of the world. Engineers make inventions intended to 
increase our productivity (and thereby our standard of living), our 
mobility, and (it is hoped) our ability to survive. Instrumentation is a 
branch of engineering that serves not only science but all branches of 
engineering and medicine as well. 

The precise measurement of dimensions, temperature, pressures, power, 
voltage, current, impedance, various properties of materials, and a host 
of other physical variables is as important to engineering as to science. 
Thus, mass production of goods that has produced our present affluent 
society would be impossible unless their parts could be made so nearly 
alike as to be completely interchangeable. 

Eli Whitney, the inventor of the cotton gin, seems to be the first to have 
eliminated the need for selective assembly. In 1798 he obtained a con- 
tract to produce ten thousand muskets for the United States govern- 
ment and decided to ‘“‘substitute correct and effective operations of 
machinery for that skill of an artist which is acquired only by long practice 
and experience.” It took Whitney two years, during which time not a 
single gun was produced, to develop the machines, tools, and fixtures to 
do the job. Washington officials became nervous at the delay, but finally 
Whitney appeared before the Secretary of War and other Army officers 
with boxes containing all the parts of his musket. While they watched in 
amazement, Whitney assembled ten muskets, taking parts indiscrimi- 
nately from the boxes. Afterward, in a letter to Monroe, Jefferson 
wrote: ‘‘He (Whitney) has invented molds and machines for making all 
the pieces of his locks as exactly equal, that take a hundred locks to 
pieces and mingle their parts and the hundred locks may be put together 
by taking the pieces that come to hand.” 

Accurate measurement is needed too for economy of design. A bridge 
several times stronger than needed to carry its heaviest possible load 
serves no one better and costs more than one designed to survive this 
worst load safely. For millions watching on television, the most dramatic 
moment of the Apollo 11 mission occurred when Neil Armstrong first set 
foot on the moon. But for many of the engineers who designed the 
vehicles and the computer programs, the most dramatic moment occurred 
two hours earlier when the lunar landing module set zts feet on the moon. 
At that moment, only ten seconds worth of fuel remained. Close timing 
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indeed, and a tribute to the designers of the mission, for every pound of 
spare fuel that did not have to be allowed for in the landing module 
could be used to increase the payload of the lunar escape module. 

Not only are instrumentation and measurement playing an increasingly 
important role in our technological society; electronics is playing an 
increasingly important role in instrumentation. The reasons for the 
latter are that most physical quantities can be converted by transducers 
into electrical signals and, once in this common form, they may be ampli- 
fied, filtered, multiplexed, sampled, and measured. The measurements 
are easily obtained in or converted into digital form for automatic analy- 
sis and recording, or the data can be fed to servo systems for automatic 
process control. Electronic circuits are unexcelled in their ability to 
detect and amplify weak signals and in their ability to measure events of 
short duration. The incorporation of electronic sensors and circuits into 
instruments has vastly increased our ability to measure and thereby our 
ability to find nature’s answers to new questions. 

Where science will take us in the future, no one knows. That is what 
makes it such an exciting adventure. But one thing seems certain. If 
social or political or ecological catastrophe can be avoided, science will 
continue to probe with new and even more sensitive instruments 
while the riddles of matter, of the origin of the universe, and of life are 
being answered. Perhaps in time we may be able to construct a phi- 
losophy in total accord with all knowledge. Or perhaps, as is more likely, 
we shall no longer feel the need for philosophy. For what is philosophy 
but intellectual speculation turned into belief, and what place is there for 
speculation except to develop premises to be tested? 


1-2. The Units of Measurement 


Set into the stone wall of Saint Stephen’s Cathedral in Vienna are two 
iron bars with protruding ends. One is about a yard long and the other 
is about a meter long, but they are much older than either of these units 
of measure. In medieval times Vienna was the western terminus of 
caravans that carried the trade from the East, and these bars were used to 
measure the width of silk cloth and other fabrics imported by the traders. 
The church in those days was the keeper of physical as well as spiritual 
standards and required the infidel to measure up to the former if not the 
latter. 

The measurement of quantities important in trade, such as length, 
mass, and volume, is as old as civilization itself, but very few units of 
ancient measure have been preserved. Today no one knows the exact 
length of the stadium or of the cubit. So when we read that Eratosthenes, 
in the third century B.c., having measured the angle of the sun’s rays in 
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Alexandria at the moment the sun was directly overhead in Syene, and 
knowing the north-and-south distance between these cities, computed the 
circumference of the earth as 250,000 stadia, we can only admire his 
genius, but we cannot check his result with certainty. 

The measurement of angles is unique in that the unit is dimensionless; 
no standard is needed, but only a numerical convention. Perhaps this 
accounts for the longevity of the Babylonian system of angle measure- 
ment, which is still in use today. In keeping with their sexaguesimal 
(base 60) number system, the Babylonians divided the angle of an 
equilateral triangle into 60 parts to get the degree. The degree was then 
divided into 60 tiny, or minute, divisions, and these in turn were divided 
into 60 second-order minute divisions, today called simply minutes and 
seconds. It is a pity that the Babylonians did not divide the circle into 
24 parts, as we now divide the day, to obtain their basic units for then 
these two traditional measures of time and angle, incompatible as their 
subdivisions are with the decimal system, would at least be consistent 
with each other and astronomers would not have to reckon with two 
kinds of minutes and two kinds of seconds.! 

As experimental science developed in the eighteenth and nineteenth 
centuries, the need for commonly accepted units of measure began to be 
felt. Without such standardization the intercomparison of results by 
workers in different countries was much more difficult. After the 
metricsystem was adopted in France in 1799, its measures of length and 
mass were gradually accepted, along with the already established unit of 
time, the second, as the units in which scientific findings in mechanics 
were reported. Even though many laboratories used different metric 
units such as the meter-gram-second (mgs) system, or the millimeter- 
milligram-second system, the integral powers of 10 relating these units 
made conversion relatively easy. Gradually however, the centimeter- 
gram-second (cgs) system became the universally accepted standard in 
science in the late nineteenth and early twentieth centuries. Not only 
were units standardized, but so were the symbols and names for the units 
of the various physical quantities. This too helped make the equations 
of science a sort of universal language easily understood by scientists 
everywhere. 

Electrical Units. The early history of electrical units was complicated 
by the fact that the relations between electrostatics and electromagnetics 


1 A new unit, the neugrad (or grad), equal to one four-hundredth of a circle, has been 
introduced in Europe. It is subdivided decimally, but this is also possible with 
degrees, and the virtue of dividing a right angle into 100 parts rather than 90 is any- 
thing but obvious. Indeed it is more awkward to have common angles such as 30° 
expressed as 3344 grad. If any change is to be made, let us choose the new unit to 
be 15°! 
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were not yet clearly understood. In both fields the importance of tying 
electrical units to the earlier, well-established mechanical units of work 
and force was appreciated. Thus workers in electrostatics chose the 
coulomb relation for the force between two point charges qi and qp, i.e.: 


pa he : (1-2-1) 
er? 

with e taken to be equal to unity in vacuum as the starting point for 
defining the unit of charge. Two equal charges that produced 1 dyne of 
force at a distance of 1 cm were each a unit charge. Since e was taken as 
unity in vacuum, it was generally regarded as dimensionless and this gave 
charge the dimensions of V ML?/T? = M“L”T~— in the electrostatic unit 
(esu) system. Then workers in electromagnetics followed a similar route. 
The unit magnetic-pole strength m; and m2 was that which produced unit 
force at unit distance in the relation 


Mime 


Pe 
pr? 


(1-2-2) 


with m; = m2 and » = 1 in vacuum. But since magnetic poles, unlike 
charge, cannot be isolated in nature, this equation was replaced by the 
theoretically equivalent relation involving currents J, and Jo: 


ay _ 2ul yl, 


a (1-2-3) 


for the force F per unit length / between two infinitely long parallel 
conductors separated by a distance d. Again because » was considered 
dimensionless, current, defined by Eq. (1-2-3), was assigned the dimensions 
WV ML/T? = M”*L”T-1, Charge, being the product of current and 
time, therefore had the dimensions ML” in the electromagnetic unit 
(emu) system. 

The dimensions of the esu unit of charge were thus L/T times the 
dimensions of the emu unit of charge, and the same was true for other 
units in the two systems. Because the number of units in a given quantity 
is inversely proportional to the size of the unit, we see that Qemw =" 2G éauy 
where v is some velocity. Upon substitution of the actual magnitudes, 
v turned out to be the velocity of light, a fact which strongly suggested 
to Maxwell and others that light is an electromagnetic phenomenon. 

While both the esu and emu systems were being used by theoreticians 
and scientific experimenters, still a third system of so-called practical 
units, comprising the volt, ampere, coulomb, and watt, was developed for 
use in engineering. In 1863 the British Association for the Advancement 
of Science, which played a leading role in the early standardization of all 
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basic units, defined certain of these practical units as decimal multiples of 
the emu units, and so they remain today. 

The dimensional disagreement between the esu and emu units for the 
same quantities made it clear that ein Eq. (1-2-1) and pin Eqs. (1-2-2) and 
(1-2-3) must not be considered dimensionless, and if not dimensionless, 
why give them the value of unity for vacuum? This practice, while it 
may have accelerated Maxwell’s unification of electric and magnetic 
theory, also led to much confusion by concealing the fundamental physical 
difference between the electric field strength E and the electric displace- 
ment density D and even more between the magnetic field strength H and 
the magnetic induction B. As soon as it was realized that there was no 
more reason for choosing ¢ and u equal to unity than for choosing y equal 
to unity in Newton’s law of gravitation 

ae me (1-2-4) 
(and thereby defining a unit of mass), the way was cleared for reconciling 
the esu, emu, and practical systems. This was done by adopting the unit 
of length as the meter, rather than the centimeter, and the unit of mass as 
the kilogram rather than the gram, to give the present mks (meter- 
kilogram-second) system. 

In the process, one other defect of both the esu and emu systems has 
been partially eliminated. Coulomb’s law involves spherical geometry. 
Each charge experiences a force from the spherical electric field of the 
other charge. Since by definition F = gH, the field must be assigned © 
unit strength with unit charges at unit distance when using Eq. (1-2-1) 
with e = 1. This leads to assigning a total flux = 41q to a charge q, 
and introduces the factor of 4m into a great many expressions involving 
rectangular goemetry and plane fields. The same situation exists in the 
emusystem. In 1882 Oliver Heaviside pointed out that a “‘more rational” 
system of units would result if Eqs. (1-2-1) and (1-2-3) were written as 


q192 
= 1-2-1 
Arer? ( 7) 
F pl ll 2 
eee 1-2-3 
1 nd e388) 


to take account of the spherical and cylindrical geometry respectively. 
The r in the equation numbers designates the rational form. Had this 
been done originally and ¢ and uv assigned the value unity for a vacuum, the 
esu and emu units of charge would have been 4m times as great. Heavi- 
side and Hendrik A. Lorentz proposed such a system and used it in their 
works. Modern practice is to write the equations in the above form, 
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use the esu, emu, or practical units, and subsume a compensating factor 
of 47 into e and uw. This is the origin of the 4m’s in the mks values of 


101! 10-8 
0 4xct 360 vey 
Bo = 4x X 107-7 (1-2-6) 


for the permittivity and permeability of free space; the remaining powers 
of 10 and c (the velocity of light) arise from the ratios of the esu and emu 
units to practical units. As a result of the rationalization, the factors of 
4m are missing from planar field equations written in mks units, but are 
contained in yw and e, which must always be included. 

The assignment of dimensions to ¢ and p in effect defines a new physical 
dimension which can be taken as the ampere or as the coulomb, and gets 
rid of the bizarre, irrational (and inconsistent) dimensions assigned to 
charge in the old esu and emu systems. For example, by virtue of Eq. 
(1-2-1) or (1-2-1r), e in the mks system.has the units 


coulomb? 2 Q?T? 


iaewton) (mete: 1-2-7 
(newton) (meter)? ML* ( ) 


We have no reason to believe that charge can be constructed out of 
mass, length, and time, and every reason to believe that charge is a qualita- 
tively distinct physical quantity meriting a dimension of itsown. Never- 
theless, the introduction of this fourth unit into the absolute system of 
units caused long and often acrimonious debate. The defenders of the 
classical system of the three fundamental dimensions of mass, length, and 
time seem not to have been bothered by the two different dimensionalities 
of charge in the esuandemusystems. Further, they seemed unaware that 
even three fundamental dimensions are unnecessary. If yin Eq. (1-2-4) is 
taken as dimensionless and equal to unity as was done for e« and yp in Eqs. 
(1-2-1) and (1-2-3), a new unit of mass is obtained having the dimensions 
L*T-?, Had this been done by Newton, then classicists who followed him 
might have objected.violently to introducing a third ‘‘fundamental”’ 
dimension for mass. 

As a matter of fact, even length and time can be eliminated by also 
defining, say, Planck’s constant and the velocity of light as dimensionless 
and equal to unity. One then has a system of units in which all the 
variables in physical equations are pure numerics, and the unit size is set 
by the requirement that certain prescribed physical measurements produce 
identities. Such a system would obviate the need for including many 
constants of proportionality, but at the same time would greatly obscure 
the qualitative difference of the variables in all equations and prevent the 
use of dimensional analysis in checking calculations. 
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Since the number of fundamental dimensions in a system of units is thus 
somewhat arbitrary, there is certainly nothing magic about the number 
three and no good physical reason to exclude charge as a fundamental 
dimension. 

It should be understood that the size of a unit can be chosen independ- 
ent of its dimensionality. We are free to pick any convenient size for 
just the reason that it 7s convenient, i.e., the quantities we need to express 
involve neither inconveniently (and almost meaninglessly) large or small 
multiples of our unit. The standard prefixes in three order-of-magnitude 
steps help a great deal in this problem. In fact, the appeal of the metric 
system resides not in the length of the meter, nor the mass of the kilogram, 
but rather in the decimal subdivisions and multiples of these units. 

The question arises: Is there a ‘‘natural’” system of units? That is, 
can we choose the size of our units of mass, length, time, and charge so as 
to cause many or all of the physical constants to become integers or 
rational numbers or, at the very least, numbers that have some physical 
significance in terms of allowed degrees of freedom or the like? At 
present the answer to these questions appears to be no. We can, for 
example, define the mass and charge of the electron, the velocity of light, 
and Planck’s constant as unity. But having done this, no further sim- 
plifications occur. No other physical constants assume integer values. 
Indeed there is one physical constant, the fine-structure constant, which 
combines the velocity of light, Planck’s constant, the electronic charge, 
and the permittivity of vacuum in the equation 


_ more 
~ 4e he 137.03602... 


The point is that a is dimensionless, so its value does not depend on our 
system of units. The number 137.03602 ... is a natural physical 
number in the same sense that 7 or ¢ are natural mathematical numbers. 
Sir Arthur Stanley Eddington believed that a—! had the integer value 137 
and offered several hypotheses for why this might be true. More accurate 
modern measurements have disproved his premise. Until future study 
reveals the existence of a natural system of units, there appears to be no 
reason to abandon the present mks system. 


1-3 Standards of Units of Measurement 


In order to make accurate measurements in different places that are 
intercomparable, accurate standards are needed. The early standards 
were all prototype standards: physical objects that defined the unit as one 
of their physical properties. The standard kilogram and the standard 
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meter bar are prototype standards. So was the earth itself, since the 
second was taken to be 16,400 part of the mean solar day. 

Prototype standards have several defects: They can change with time, 
they can be damaged, and like the stadium ,and cubit, they can be lost. 
Metals abrade and creep from internal stress. The earth slows down from 
tidal friction. The best standards appear to be atomic standards. So far 
as we know, all atoms of a given isotope of a given element are absolutely 
identical and invariant in their properties. In recent years two of our 
fundamental units, the second and the meter, have been defined in terms 
of atomic standards rather than their original prototype standards. 

This conversion to atomic standards has been made possible by the 
development of instrumentation techniques, specifically the interferometer 
and the cesium-beam clock, that enable the atomic properties to be com- 
pared with sufficient precision once and for all with the original prototype 
standard. From then on the original prototype need be preserved only 
for historical and sentimental reasons. So far, sufficiently accurate 
techniques have not been devised to permit replacing the prototype kilo- 
gram with an atomic reference standard, but that day may not be far off. 

The present definitions of the base units of the international system of 
units (Systéme International d’Unités, abbreviated SI) as adopted at the 
1967 (and earlier) general conferences (Conférence Générale des Poids et 
Mesures, abbreviated CGPI) of the International Committee on 
Weights and Measures (Comité International des Poids et Mesures, 
abbreviated CIPM) are given below. Only the kilogram involves a 
prototype standard. The kelvin and candela, while not exactly atomic 
standards, involve only the reproducible properties of matter. These 
two units are less basic than the others, but are included in the basic set 
for convenience. The thermodynamic scale of temperature could in 
principle be defined by specifying Boltzmann’s constant, while the candela 
is a physical standard for a physiological quantity, since luminosity 
involves the properties of the human eye. 


Definitions of the Base Units of the International System (Sl) 

Aleter (m), or metre. The meter is the length equal to 1,650,763.73 wave- 
lengths in vacuum of the radiation corresponding to the transition between 
the levels 2p; and 5d; of the krypton-86 atom. (Eleventh CGPM, 1960, 
Resolution 6.) 

Kilogram (kg). The kilogram is the unit of mass; it is equal to the mass of 
the international prototype of the kilogram. (First and third CGPM, 
1889 and 1901.) 

Second (s). The second is the duration of 9,192,631,770 periods of the 
radiation corresponding to the transition between the two hyperfine 
levels of the ground state of the cesium-133 atom. (Thirteenth CGPM, 
1967, Resolution 1.) 
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Ampere (A). The ampere is that constant current which, if maintained in 
two straight parallel conductors of infinite length and negligible circular 
cross section and placed 1 m apart in vacuum, would produce between 
these conductors a force equal to 2 X 1077 newton/m of length. (CIPM, 
1946, Resolution 2, approved by the ninth CGPM, 1948.) 

Keluin (K). The kelvin, unit of thermodynamic temperature, is the 
fraction 1473.16 of the thermodynamic temperature of the triple point of 
water. (Thirteenth CGPM, 1967, Resolution 4.) . 

Candela (cd). The candela is the luminous intensity, in the perpendicular 
direction, of a surface at }400,000 m? of a blackbody at the temperature 
of freezing platinum under a pressure of 101,325 newtons/m?. (Thirteenth 
CGPM, 1967, Resolution 5.) 


The connection between the mechanical and electrical standards is 
established by the definition of the ampere. Other choices are possible, 
but the determination of the relatively large magnetic forces caused by 
the passage of steady currents through coils of precise dimensions can be 
made with great accuracy. Parallel conductors are not used in the 
measurement. Rather, from the definition, the force between coils of 
convenient shape and size can be computed, though even this is not 
necessary. The discovery by Thompson and Lampard [1] of a class of 
computable capacitors (Chap. 9) and the ability to measure frequency 
with great accuracy allow the precise measurement of inductance. The 
ampere can then be ‘‘weighed” by knowing the law of variation of induc- 
tance L with displacement z between two coils carrying current I, one 
fixed and the other on one arm of a balance, by using the relation 


1 dl 


F= —— -3-1 
2 az heh) 


Having determined the ampere, the remaining primary electrical units 
may be given [2] the following definitions:} 


Volt (V). The-volt is the difference of electric potential between two points 
of a conducting wire carrying a constant current of 1 A, when the power 
dissipated between these points is equal to 1 W. 

Ohm (Q). The ohm is the electric resistance between two points of a conduc- 
tor when a constant difference of potential of 1 V, applied between these 
two points, produces in this conductor a current of 1 A, this conductor 
not being the seat of any electromotive force (emf). 

Coulomb (C). The coulomb is the quantity of electricity transported in 
1 s by a current of 1 A. 


1 Note that although we may have used the henry in determining the ampere, (a) 
this was not necessary and (b) the reasoning is not circular since the ampere was 
not used to determine the inductance in Eq. (1-3-1). Instead we used a computable 
capacitor and the fact that wl = 1/wC for some w. 
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Farad (F). The farad is the capacitance of a capacitor between the plates 
of which there appears a difference of potential of 1 V when it is charged 
by a quantity of electricity equal to 1 C. 

Henry (H). The henry is the inductance of a closed circuit in which an 
emf of 1 V is produced when the electric current in the circuit varies 
uniformly at a rate of 1 A/s. 

Weber (Wb). The weber is the magnetic flux which, linking a circuit of 
one turn, produces in it an emf of 1 V as the flux is reduced to zero at a 


uniform rate in I sec. 
Tesla (T). 


The tesla is a flux density of 1 Wb/m?. 


Although the ephemeral nature of prototype standards has led to their 
abandonment as primary standards whenever possible, they remain the 


basis for most secondary and working standards of measurement. 


Thus 


standard electrochemical cells of various types and Zener diodes are used 


as voltage standards subject to occasional absolute calibration. 


The 


hierarchy of standards and the interlocking series of crosschecks by which 


TABLE 1-1 Recommended Values of Physical Constants [3] 
Units 
Quantity Symbol Value mks cgs 
Velocity of light....... c 2.9979250 108 m/sec 10!° cm/sec 
Electron charge........ e 1.6021917 | 10°"%C 10-7 emu 
4.803250 | .........-00. 107?° esu 
Electron volt..........) ....-. 1.6021917 | 10°!9 J 10-! erg 
Equivalent to.......[ ...... 2.4179659 | 10714 Hz 
Equivalent to.......] ...... 8.065465 105 m7! 103 cm7 
Equivalent to.......] ...... 1.160485 104‘ K 
Planck’s constant...... h 6.626196 10-34 J-sec 10-27 erg-sec 
(c)~*(he/2e).......... h/e 4.135708 10-45 J-sec/C 10-7 erg-sec/emu 
Avogadro’s number..... N 6.022169 1026 kmole—! 1023 mole7! 
Atomic mass unit...... amu 1.660531 10-27 kg 10-44 g 
Electron rest mass..... Me 9.109558 10-3! kg 10° g 
m? 5.485930 10-4 amu 10-4 amu 
Proton rest mass....... M, 1.672614 10-27 kg 10-*4 g 
M} 1.00727661 amu amu 
Ratio of proton mass to 
electron mass........ M,/m. | 1,836.109 
Electron charge to mass | e/m, 1.7588028 | 101! C/kg 107 emu/g 
ratio 5272789 fbi eee 1017 esu/g 
Magnetic flux quantum | ® 2.067854 10715 T-m? 10-7? G-cm? 
Boltzmann’s constant k 1.380622 10-33 J/K 10-16 erg/K 
k/e 8.617087 10-5 V/K 
Gravitational constant. .| + 6.6732 10-!! N-m?/kg? | 10-8 dyn-cm?/g? 
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these are calibrated by standards laboratories in order to certify the 
accuracy of a secondary standard against the absolute units is too lengthy 
a subject to discuss meaningfully in this chapter or in this book. Our 
purpose has been simply to give the reader some idea of the role and 
importance of precisely defined universal units in measurement, and of the 
rationale of our present system. 

For the convenience of the reader, Table 1-1, giving the most recently 
determined values [8, 4] of some of the universal constants, is used to 
conclude the present chapter. Reference 3 is particularly recommended 
to the serious reader interested in examining the extremely meticulous 
techniques required in the refinement of standards. An excellent bibliog- 
raphy and many more constants are given in both references. 
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The most traditional of all electronic measurements are those made on 
supposedly linear devices or systems by using sine waves as test signals. 
Measurements of impedance, of gain or loss, of phase shift, of group delay, 
and of nonlinear distortion as well, all fall into this broad class. In spite 
of the rapid growth in recent years of nonlinear systems, such as digital 
computers, linear circuits and systems still play a major role in electron- 
ics. Radio, television, communications, recording and reproduction, 
data instrumentation, telemetry, and many other fields still rely heavily 
on linear circuits to detect, amplify, and transmit information-bearing 
signals. Linear-circuit theory is still an essential part of the electronics 
engineer’s training, as is a knowledge of the significance and methodology 
of sine-wave testing. 

Later chapters fully treat the most important instruments and tech- 
niques used in testing linear systems, but we feel the need to set the stage 
first. The present chapter defines and brings into focus those properties 
of linear systems, the understanding of which is essential in the sound 
practice of measurement. This chapter also gives a mathematical picture 
of the basic sine-wave measurement procedures or methods. 

Only the fundamental aspects of transmission measurements will be 
discussed here. The instruments are found mainly in Chap. 18, but 
keep in mind that many of the chapters are pertinent for the engineer who 
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would acquire a full technical understanding of the present art of sine- 
wave testing. 


2-1 Mathematical Background 


Of all possible test signals, sine waves have the unique property that 
their shape is unaffected by linear circuits or systems. In response to a 
sinusoidal excitation all voltages and currents in a linear system willbe 
sinusoids of the same frequency, altered at most in amplitude and phase. 
In addition, knowledge of the effect of a linear system on the amplitude 
and phase of an applied signal at all frequencies (or at a sufficiently 
closely spaced set of frequencies) completely defines the response of the 
system to any input signal that does not drive the system out of its 
range of linear operation. These facts enabled telephone repeaters, 
radio receivers and transmitters, and other systems to be built and tested 
long before the oscilloscope became a practical test instrument. Only 
oscillators, attenuators, filters, and voltmeters were used, and the care- 
ful measurements made with these often resulted in better performance 
than is obtained by the use of lavish test equipment today in the hands of 
a careless engineer. 

A system will be linear if it is composed entirely of linear devices, 
that is, devices in which the voltage (or current) is directly proportional 
to the first power of any integral or derivative of the current (or voltage). 
With mesh or nodal analysis, such a system can be described by a set of 
simultaneous linear differential equations with constant coefficients. If 
one assumes that all circuit amplitudes are of the form 


a:(t) = A,e 
where w is the angular frequency of the forcing function (the applied 
sinusoidal signal), then all nth derivatives of the amplitudes have the form 
d"a; 
dt" 


= (tw)"A ec = (Ww)"a;(t) (2-1-1) 


and differentiation is replaced by multiplication with iw. This converts 
the set of linear differential equations into a set of linear algebraic equa- 
tions, which can be solved by using determinants and Cramer’srule. The 
A; so obtained are complex constants giving the amplitude and phase 
factors by which the sinusoidal input is modified at the 7th node or mesh. 
The uniqueness theorem in the theory of differential equations states that 
any solution to a set of differential equations that satisfies all boundary 
conditions is the solution. Thus, the form-preserving property of sinus- 
oidal signals can be demonstrated for lumped linear networks. 

A more general approach is to define system linearity in overall oper- 
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ational terms without regard to the internal details. The system may 
in fact contain analog-to-digital converters, digital filters, pulse-code 
modulators and demodulators, digital-to-analog converters, or any 
number of nonlinear devices and still be considered linear, provided only 
that within the required accuracy and over the desired amplitude range: 

1. The Response Obeys the Superposition Principle. If an input fi(t) 
produces an output g,(¢) and an input f2(¢) produces an output g2(¢), then 
the input af,(t) + bf2(t) produces the output agi(t) + bge(t), where a and 
b are constants. 

2. The Response Is Invariant with a Time Translation. If the input 
f(t) produces the output g(t), then the input f(t — to) produces the output 
g(t — to). This simply says that the response does not depend upon the 
time at which the input is applied. 

We shall now show that if a device has these properties, its response 
to any input can be calculated by Fourier transform methods and, further, 
its response to a sine wave will be sinusoidal. 

Let the response of the device to a unit-area impulse occurring at 
t = 0 be k(t). Then by property 2 the response to a unit-area impulse 
occurring at t — r willbe k(t — r). Any actual input f(t) may be thought 
of as a series of impulses, the one at time 7 having an area f(r) dr. The 
response to this input will be f(r)k(t — r) dr. Hence by property 1 the 
response to f(t) is 


g(t) = [", f()k(t — 2) dr (2-1-2) 
We now take the Fourier transform of both sides of Eq. (2-1-2) to obtain 

Ga) = [Tee [| [7 tenet — 0) ar | a (2-1-3) 
We next exchange the order of integration, 

Go) = fs) [ [7 ee — ne at| ar (2-1-4) 
and then change variables, letting (¢ — 7) = u, to obtain 

Gla) = [7 see | [7 k(uyeno du | ar (2-1-5) 


The quantity in brackets, denoted below by K(w), is the Fourier trans- 
form of k(u). Since K(w) is not a function of r, we may remove it from 
under the first integral, which then becomes F(w), the Fourier transform 
of f(t). Thus 


G(w) = K(w)F(w) (2-1-6) 


and we see that for any system having the two properties given above, the 
spectrum of the output is the product of the spectrum of the input and a 
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system filtering function K(w), the latter being the Fourier transform of 
the impulse response. The output time function g(t) is the inverse 
transform of G(w). 

Finally we note that if f(t) is a sinusoid of frequency wo, then 


F(w) = 8(w — wo) 


and G(w) = K(w) 6(w — wo), which is the input sinusoid multiplied by 
K(wo). Thus any system that has these two properties will have a sinus- 
oidal response to a sine-wave input. For any input, each sinusoidal 
component produces its own sinusoidal response K (w) times as large, and 
the output is the sum of all these output sinusoids. 

Distortionless Systems. A transmission system is called distortionless 
if at its output and without change of shape, it reproduces any input wave 
it may be required to handle. More precisely, we require that for any 
input f(t), the output be g(t) = af(t — to), where a and to are constants 
representing respectively a change of scale and a delay. Thus 


G(w) = ae*toF"'(w) 


and so from Eq. (2-1-6), K(w) = ae-* over the range of w for which 
[F(w)| > 0. A distortionless circuit is therefore one whose frequency 
response has a constant amplitude a and a linear phase @ = wt over the 
frequency range of interest. 

Circuits that do not fulfill these criteria are said to introduce frequency 
distortion. One of the great virtues of sine-wave testing is that it is so 
simple to see if these criteria are met. Often, as in audio circuits, phase 
distortion (that is, phase shift not proportional to frequency) is relatively 
unimportant. In most cases the circuits under test are minimum-phase 
circuits or have an added constant delay, and so the phase distortion is 
uniquely determined by the amplitude characteristic. Therefore, it is 
usually only necessary to measure the latter. 


2-2 Gain or Loss Measurement 


Often the range of amplitude encountered in measuring the trans- 
mission of a device is extremely large. Further, when devices are oper- 
ated in tandem, the overall amplification or attenuation is the product of 
the amplifications or attenuations of the individual units. For these 
reasons it is convenient to express amplification and attenuation in loga- 
rithmic units, which are of convenient size and can be added rather than 
multiplied. At one time, and particularly in Europe, the neper, which is 
the natural logarithm of the ratio of output power to input power, was 


1In Germany and elsewhere this is sometimes called linear distortion in contrast 
to nonlinear distortion produced by circuit nonlinearities, 
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used. Today the decibel! is commonly used as the unit of gain or loss. 
The gain in decibels is defined as 


output power 


G = 101o (2-2-1) 


input power 
and the loss as 


bone (2-2-2) 
output power 
The classical method of measuring gain or loss is shown in Fig. 2-1. 
Sinusoidal signals from a test oscillator are fed through a calibrated 
attenuator and the device under test to a detector. The detector is any 
sort of power-indicating device with enough sensitivity to operate at the 
output signal level involved. Thermocouple or thermistor power meters 
have been commonly used (Chap. 16). The impedance of the detector 
should be padded to equal the proper load resistance for the device under 
test. The output of attenuator 1 should be padded so that it presents 
the proper source impedance to the device under test. Also the output 
of attenuator 2 should be padded to match the detector. These pad 
losses must be added to the readings of the attenuators. The conve- 
nience of having all connections at a common impedance level is evident. 
Attenuator 1 is first adjusted to give a convenient reading on the 
detector with the switches in position A. Then with the switches in 
position B, attenuator 2 is adjusted to give the same reading of the 
detector. The gain of the device is then 


G = a1 — a (2-2-3) 


where a; and a2 are the settings of the two attenuators plus their asso- 
ciated pad losses. This procedure is repeated at each new frequency. 

The readings obtained do not depend upon knowledge of the absolute 
level of the test signal or of the output signal. The law of the detector is 


1 One-tenth of a bel, a unit named after Alexander Graham Bell. 
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FIG 2-1 Classical substitution method for measuring gain or loss. 
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immaterial as is its absolute accuracy. The accuracy of measurement 
depends only on: 

1. The absolute accuracy of the attenuators, which can be very high 
since they are passive devices 

2. The accuracy to which two readings can be matched with the 
detector (repeatability and precision of the detector) 

3. Freedom from harmonics in the source and nonlinearities in the 
device under test 

4, Sensitivity of the detector to harmonics 

5. Freedom from overload, noise, hum, or any extraneous signal 

With care, measurements accurate to about 0.01 dB (0.23 percent) or 
better can be routinely made in this fashion, and millions of engineering 
man-hours have been spent doing just this. 

The advent of automatic level-control circuits made possible signal 
generators whose output was calibrated and constant over the entire 
frequency range, while the advent of feedback amplifiers made possible 
vacuum-tube and transistor voltmeters and power meters whose cali- 
bration is accurate to better than 1 percent over their frequency range. 
With these it is possible to simplify gain measurements by using the 
arrangement in Fig. 2-2. To get absolute measurements, the device 
under test must face its proper source and load impedances and these 
pad losses must be accounted for. However, with a signal generator 
having a calibrated step attenuator and with a voltmeter or power meter 
having an accurate decibel calibration over a range at least as large as 
the attenuator steps, data can be taken much more rapidly than with the 
substitution method shown in Fig. 2-1. With good instruments, readings 
accurate to about 0.1 dB or better can be obtained. 

With either of these methods a large number of points must be recorded 
if an entire frequency characteristic is to be determined, particularly if 
the frequency characteristic contains much fine structure. On the other 
hand, broadband amplifiers can be checked quite rapidly with the 
arrangement in Fig. 2-2 since it is often only necessary to verify the upper 
and lower cutoff frequencies and to check the midband variations for 
maxima and minima. 

A further increase in measurement speed, particularly for complicated 
or detailed frequency responses, is obtained by the system shown in 


Signal 
generator 


FIG 2-2 Direct method for gain and 


loss measurement. 
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Fig. 2-3. Here the signal generator is replaced by a sweep generator, 
which between adjustable upper and lower frequency limits supplies a 
sinusoid of constant amplitude whose frequency varies linearly or expo- 
nentially with time. If the device under test has a bandwidth compa- 
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FIG 2-3 Automatic plotting of frequency response. 


rable with, or perhaps much less than, its center frequency, a linear sweep 
of frequency with time is generally used, while if a frequency range of a 
' decade or more is to be covered, an exponential sweep is commonly 
chosen. If a wide range of output amplitudes is expected or if a direct 
reading scale in decibels is required, the output signal is passed through 
a logarithmic amplifier. The output of this amplifier is used to drive the 
y axis of an xy recorder, while the z axis is driven by a signal proportional 
to the frequency or the logarithm thereof. Some sweepers supply this 
z-axis output. With others a frequency meter must be used to measure 
the frequency being generated and to provide the z-axis signal. See 
Chaps. 13, 15, and 16 for elaboration. 

With the arrangement in Fig. 2-3, entire frequency characteristics can 
be recorded in less than a minute, even very complex ones containing 
many ripples. The arrangement is particularly valuable in loudspeaker 
and microphone testing where long-delayed echoes often cause the fre- 
quency characteristics to be very rich in detail. Measurements are 
easily made over a frequency range of four decades (10,000 to 1) and over 
a dynamic range of 60 dB or more to an accuracy of +1 dB or better. 
If the total dynamic range is restricted to a few decibels or less, the scales 
can be expanded and gain variations of +0.1 dB or even +0.01 dB are 
readily measured. For the highest accuracy, an attenuator may be 
incorporated before the device under test and the overall gain adjusted 
to be slightly less than 0 dB. Then by switching between two other 
reference paths, one having 0 dB gain or loss and the other, say, 1 dB 
loss, reference limits can be drawn on the same graph. The actual gain 
of the device under test can then be interpolated graphically with great 
accuracy, most systemic errors having been eliminated. 

For high-frequency measurements, such as of intermediate-frequency 
amplifiers, the sweeper can scan the frequency range very rapidly and the 
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whole scan can be repeated 60 or more times per second. The zy 
recorder is then replaced by an oscilloscope, and a true dynamic display is 
obtained. The effect on the frequency response of any adjustment of 
this device under test can immediately be observed. Since radio- and 
intermediate-frequency devices often have relatively narrow bandwidths 
compared with their center frequency, it is common practice in these 
applications to use a linear frequency scale, to omit the z-axis signal, 
and simply to synchronize the scope to the power line or to a trigger 
pulse generated by the sweeper at the start of each sweep. Often the 
sweeper will then include markers that produce pips on the scope traces 
at cardinal frequencies. 

Because of their great speed and adequate accuracy, sweep methods of 
measuring frequency responses are commonly used in the laboratory 
today and are almost exclusively used in the production testing of devices 
that require adjustment or control of their frequency characteristics. 
The great time saving and high uniformity of tested product more than 
justify the cost of the added test equipment. Frequently, even further 
automation of the test process is economically justified, and before long 
the sweeper and the measurements it makes will often be computer 
controlled as described in Chaps. 17 and 18. 


2-3 The Measurement of Phase 


Unlike voltage or current or power, which can easily be measured 
directly in a single signal, the measurement of phase shift inherently 
involves a comparison of two signals. It is meaningless to speak of the 
phase of a signal except with respect to another signal. Thus the typical 
phase measurement involves at least the complication shown in Fig. 2-4. 
The input and output waves of the device under test are monitored by 
bridging amplifiers or other means that do not affect these waves. The 
two sinusoids thus obtained are then compared in some sort of phase 
detector or comparator. 


Signal 
generator 
nee / AF oats 
Phase 
detector 


FIG 2-4 Phase measurement. 
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Phase comparisons can be made to an accuracy of about +1° by using 
an oscilloscope with identical X and Y channels. The reference signal 
is ordinarily applied to the X channel and the phase-shifted signal is 
applied to the Y channel. Thus, 


sin wt 


sin (wt + ¢) 


lI 


x 


(2-3-1) 


I 


If ¢ = 0, a 45° straight line should be displayed. It is a good idea 

to apply the same signal to both channels simultaneously and adjust the 
gains (and, if necessary, the phase shift in one channel) to get a 45° 
straight line before making a measurement. With either signal removed, 
10 divisions of peak-to-peak deflection should be produced in the direction 
of the remaining signals. Then, with both signals applied, the phase can 
be estimated from the y or x intercepts of the resulting ellipse. When 
x = 0, then y = sin ¢, and when y = 0, then x = sin (— ¢);so all inter- 
cepts should be equal, and the phase is + sin=!y or + sin-!'z. When 
@ ~ (2n — 1)90°, the z and y intercepts become very insensitive to small 
changes in ¢, and so the accuracy is very poor. 
_ A better method is to measure the minor axis of the ellipse. For 
|p| < 90°, this will lie on a line at —45° as shown in Fig. 2-5, while for 
|@| > 90°, the minor axis will be along a +45° line. If we call the peak 
x and y deflections unity, it is easy to show that the intercepts on the line 
at —45° and +45° are respectively 


u= V/2 sin 
v= V/2 cos 


(2-3-2) 


(2-3-3) 


Nle wls 


Thus scales like those shown in Fig. 2-5 can be constructed to read the 
minor axis. The ellipse always crosses these lines at right angles, which 
removes one source of reading error, and the minor axis is a sensitive 
function of ¢ for all ¢. 

Another method of using an oscilloscope to measure phase shift is to 
synchronize the sweep externally with the reference signal. By also 
looking at the reference signal on the y axis at the same time, the level 
and slope controls can be adjusted to put the positive-going intercept at 
the origin or at one end of the horizontal axis. Also, the sweep speed can 
be adjusted to make one-half cycle correspond to nine major divisions. 
When the phase-shifted signal is then applied to the y axis, its positive- 
going x-axis intercept will give the phase shift in units of 20° per major 
division. Obviously care must be taken to position the signals vertically 
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so that the positive and negative peak values of deflection are of equal 
magnitude. This method has the advantages that the phase scale is 
linear and that there is no ambiguity concerning the size of the phase shift. 

The use of oscilloscopes to measure phase is neither rapid nor very 
accurate, but has the great virtue that no special equipment is needed. 
When a great many or accurate phase measurements are to be made, other 
methods having higher inherent accuracy, faster readout, and greater 
immunity to noise and waveform distortion should be used (see Chap. 6). 

Phase Detectors. A very common form of phase detector is the diode 
ring modulator or synchronous detector shown in Fig. 2-6. Many modes 
of operation of this device are possible, depending on the input signal 
levels and waveforms and the source and load impedance. If the diodes 


FIG 2-5 Elliptical cathode-ray oscilloscope display for phase 
measurement. 
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FIG 2-6 Phase-detector circuit. 


are ideal solid-state devices so that their current is 
i = I,(ewv*? — 1) (2-3-4) 


where V = voltage across the diode 

q = charge on an electron 

k = Boltzmann’s constant 

T = temperature, °K 

I, = saturation current when V is negative 
and if R = 0, then with small signals applied, it is a simple matter to 
solve for the short-circuit output current zo since with R, = 0, the volt- 
ages applied to the diodes are specified by the input signals. If the 
reference input is e, = EH, sin wt and if the signal input is 


eg = E2(wet + ¢) 


then the short-circuit current will be 


ll 


II 


x 


to Hy Es (& 


y I, {cos [(w2 — wi)t + 4] 
~ cos [(w2 + wit + A} (2-3-5) 


The internal impedance of the device consists of the four diodes in par- 


allel and is 
~—!I 
) ~ * ues (2-3-6) 


1 (5 
Ro = ~{ — 
aaa | G 4ql, 


giving an open-circuit output voltage 


‘ _ fike q@ 
2 kT 


These equations hold provided EF, and E, are substantially less than 


{cos [(we = w)t + ¢| — cos [(we + wy)t So ¢]} (2-3-7) 
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kT/q ~ 25 mV so that powers of g(#1 + E2)/kT higher than the second 
may be neglected. Then only the sum and difference frequencies appear 
in the output. If the former is eliminated by low-pass filtering and 
if we = wy, then Eq. (2-3-7) becomes 


E\E, q 
2 kT 


and we see that the output voltage is proportional to the cosine of the 
phase difference and to the product of the two input amplitudes. In 
order for the internal impedance to be reasonably low, diodes having low 
barrier heights (large J.) must be used. The dependence of é on both 
E;, and E>, the rapid dependence of Ry on temperature (that is, on J;), 
and the low output signal levels produced make the unballasted (R = 0) 
diode ring modulator a poor choice for phase detection, although in many 
applications it makes an excellent mixer, demodulator, or single-sideband 
detector. 

The diode ring modulator can also be used at high signal levels by 
incorporating the ballasting resistors R, whose resistance is much larger 
than the forward resistance of the diodes. If the reference carrier is now 
made very large compared with the other input or made a square wave 
whose amplitude is only slightly larger than the peak signal amplitude, 
the modulator acts like a synchronous reversing switch. For example, 
when e¢; is positive, the lower diodes conduct and the upper diodes are 
back biased. When e; is negative, the reverse is true. Thus, the output 
is taken alternately from one-half or the other of the signal transformer 
secondary, and the instantaneous output open-circuit voltage is as shown 
in Fig. 2-7. The low-frequency output is obtained by integrating over 
a half cycle and is very nearly 


cos ¢ (2-3-8) 


€o = 


2 
60 = ~ Bs cos [(we = wi)t + ¢] (2-3-9) 


(We-Ww,) t +h 


Wy wy Wy 


FIG 2-7 How the circuit in Fig. 2-6 can be a synchronous 
reversing switch. 
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where we assume |w2 — w:| K we, w: and neglect any frequencies above 
we — wi]. The internal impedance is R/2. With this mode of operation 
the output is independent of the reference carrier amplitude, and FE, can 
be several tens or even hundreds of volts if desired. Diodes having 
negligible reverse saturation current can be used, and the operation can 
be made very stable and independent of temperature. As a phase 
detector, of course, w. = w; and ey) = (2/r)E2 cos ¢. Ifa calibrated out- 
put is desired, HZ. must be held constant. 

Many other kinds of phase detectors have been devised. Another 
common type generates two trains of pulses representing, say, the posi- 
tive-going intercepts of the two signals. The pulses in the signal train 
set a flip-flop to the “1” state and the pulses in the reference train return 
it to the “0” state. The duty cycle of one side of the flip-flop is thus 
directly proportional to the phase shift. This type of detector has the 
advantage of a linear scale, but is disturbed by noise when reading phase 
shifts near 0 (or 360°), whenever the time jitter of one or both series of 
pulses switches the duty cycle randomly between 0 and 1 and causes a 
noisy erroneous reading. 

Phase detectors are commonly used as null detectors to tell when the 
two waves have, say, exactly 90° of phase shift. The exact reading of the 
true phase is then taken from the scale of a calibrated phase shifter in the 
reference (or signal) channel required to establish the 90° condition. If 
desired, the output from the phase detector can be used to drive the phase 
shifter and produce an automatic balance. 

Many different kinds of phase shifters have been developed to produce 
phase shifts of up to 180 or 360° or even continuous phase shifts of 
unlimited amount. But except for the microwave rotary phase shifter, 
almost all these are single-frequency or at most narrow-band devices. 
Both because of this and because phase detectors themselves operate 
most accurately at one frequency, it is common practice to heterodyne the 
waves (whose phase is to be compared) to a common intermediate fre- 
quency at which all measurements are made. Thus gain- and phase- 
measuring instruments have traditionally been dual-channel superhet- 
erodyne receivers having linear stable mixers and intermediate-frequency 
amplifiers, and often with provision for locking the local oscillator to the 
signal, to obtain two intermediate frequencies whose amplitudes are 
proportional to the input signals and whose phase relationship is the 
same as that of the input waves. 

Recently a new type of amplitude- and phase-measuring device has 
been introduced, the vector voltmeter. The vector voltmeter uses two 
samplers (see Chap. 11 for a discussion of samplers) to sample the two 
waves whose amplitudes and relative phase are to be measured. The 
sampling pulses have a repetition rate offset from the signal frequency f 
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FIG 2-8 Vector voltmeter arrangement. 


by a constant frequency fo as shown in Fig. 2-8, and usually fo<<f. In 
this way two waves, both of frequency fo, are generated whose amplitudes 
and relative phase are the same as the original waves of frequency f. The 
samplers can be regarded in fact as very broadband, unity-gain mixers. 
The offset sampling frequency can be obtained by using the output of a 
discriminator fed by the sampled wave in the reference channel, or of a 
phase detector fed by the same wave and by a local oscillator of fixed fre- 
quency fo, to control the frequency of a voltage-tunable oscillator from 
which the sampling pulses are derived. 

Vector voltmeters are typically wideband devices covering a 1,000 
to 1 frequency range and accommodating inputs from a few microvolts 
up to about 1 V without the use of input attenuation. They allow volt- 
age ratios to be measured over a 70 to 80 dB range within a few tenths of 
a decibel and also the phase to be measured to an accuracy of about 1°. 
Because of the self-locking feature, the tuning of the local oscillator can 
be made automatic in each frequency range. As a result, vector volt- 
meters are essentially as easy to operate as simple voltmeters. Their 
introduction has greatly simplified the laboratory measurement of phase 
in the frequency range of from 1 to 1,000 MHz. 


2-4 Automatic Network Analyzers 


More recently the sampling principle used in the vector voltmeter 
has been used in a new class of instrument called a network analyzer. 
With the ability to measure the amplitude ratio and relative phase of 
two signals over a wide frequency range, it becomes a simple matter to 
measure impedances and transmissions and, with the help of directional 
couplers, reflection coefficients and return losses over a wide frequency 
range. Itis also easy to display the results of a swept frequency measure- 
ment either in terms of real and imaginary parts, or of gain and phase, or 
in polar form as on a Smith chart. 

A network analyzer is basically a combination of a swept-signal source 
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whose output frequency is offset to develop the sampling pulses and a 
vector voltmeter whose outputs are processed for dynamic display on an 
oscilloscope. These analyzers are especially important in microwave 
measurements, and their applications are treated thoroughly in Chap. 
17. There, the emphasis is upon the determination of s parameters of 
microwave networks. 

Finally, by making all the components programmable and under the 
control of a computer, one achieves the goal of the automatic network 
analyzer. With appropriate software the computer can be instructed in 
a convenient language to perform any or all of a series of measurements 
and to plot or tabulate the results. Alternatively, in production testing, 
the system can be programmed to accept or reject devices on the basis of 
specified tolerance limits and to print out, if desired, the reason or reasons 
for rejection. Computer-controlled testing can be carried out at very 
high speeds. Each test signal need only be applied long enough for 
initial device and system transients to die out, whereupon the readings 
are taken and the computer stores the data and immediately moves on 
to the next test. 

Not only does computer control greatly increase the speed of measure- 
ment; it can increase the accuracy as well, as discussed in Chaps. 17 
and 18. 


2-5 Measurement of Delay Distortion 


If a function f(é) is delayed by an interval 7, every sinusoidal component 
of f(t) is delayed by 7 and therefore shifted in phase by an amount — wr. 
A distortionless delay therefore multiplies the input spectrum F(w) by 
a phase shift proportional to frequency to give an output spectrum 
G(w) = F(w)e~“". The corresponding time function is 


1 wo 
g(t) = = G(w)e* dw 
ar Ji-° 


~ ~ i F(w)e@’— dw = f(t — 7) (2-5-1) 


since the second integral is the inverse transform of F(w) with t replaced 
byt—~+7. Delay is thus related to the slope of the phase characteristic. 

Suppose the phase characteristic of a device is ¢(w). In real physical 
devices $(w) will be an odd function of w, that is, 


$(w) = —¢$(—w) 
and ¢(0) = 0. Also d¢/dw = ¢’(w) = ¢’(—w) is an even function. 
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Around any frequency wo, the function ¢(w) can be expressed in a Taylor 
series 


b(w) = $(wo) + O’(wo)(w — wo) °° - 


2-5-2 
o(—w) = —(c0) + 4’ (or)(o — wo) + > - Pe) 
Now the spectrum of the pulse 
26 si : 
fy ee as (2-5-3) 
vs 


has the value unity for —wo — 6 < w < —wo + 6 and 
w—-b&<Kw<cw th 


and is zero everywhere else. If such a pulse is applied to a device whose 
transmission K(w) = e'™), the output spectrum G(w) will be e*© between 
the frequency limits given above and zero elsewhere. If 6< wo, We Can 
represent ¢(w) over these narrow intervals by Eq. (2-5-2). Upon taking 
the inverse transform we find, for the output wave, 


25 sin 6(t + ¢’) 


IO = FGF gr) 008 loot + b(wn)] (2-5-4) 
or if we let 

T= —-¢ = ee (2-5-5) - 

dw 

Kq. (2-5-3) can be written 

g(t) = hat ee) cos [wolf — 7) + oo] (2-5-6) 

aw O&(t — 7) 
where 
dg 
do = $(wo) + wor = (wo) + ea Be (2-5-7) 


and is the phase at which the tangent to ¢(w) at w = wo intercepts the 
w = 0 axis as shown in Fig. 2-9. The function g(t) is f(t) delayed by an 
amount d¢/dw ou and with the phase of the cosine term shifted by an 


additional amount ¢o. In particular, the envelope term sin 6t/ét is 
simply delayed by a time 7, and for this reason 


_ dow) 


TO) dw 


(2-5-8) 


is called the envelope delay or group delay. 
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FIG 2-9 Sample plot of phase shift versus w. 


Unless r(w) is a constant, wideband signals will suffer different delays 
for different frequencies in their spectra, and delay distortion will occur. 

For a “‘short”’ transmission system where both the input and output are 
available in the same locale, the phase characteristic can be measured and 
the variations in its slopes can be computed to determine the delay 
distortion. For “long’’ circuits, such as transcontinental telephone or 
television circuits,.a direct method is needed for measuring the variation 
in delay with frequency by means of signals sent over the circuit, or a 
pair of circuits. The classical method is to send two pairs of frequencies, 
the components of each pair being separated by the same frequency 
difference Aw and having the same relative phase at the same time. An 
appropriate method of doing this is shown in Fig. 2-10. If the outputs 


Amplifier 


Test 
signal 


FIG 2-10 Method for 


w measuring group delay. 


Oscillator 
Wy 
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of the oscillators are 


ey; = Ey, cos (wit + a1) 

A 
és = Ex, cos > t (2-5-9) 
eg = E, cos (wet + a2) 


then the output of balanced modulator 1 is 
A 
kE,Ex4 cos (wit + a1) cos > t 


and comprises the sine waves 


E cos [(« _ *) t+ as| 


and (2-5-10) 


E cos [(« + 3) t + as | 


while the output of balanced modulator 2 comprises the sine waves 


A 
€or = E cos | (« _ *) t + a:| 


€y = E cos [(« + *) t+ a:| 


If either of these pairs is applied to a phase detector, the output 
wave contains the difference frequency cos Aw and the sum frequency 
cos 2(wit + a) or CoS 2(wot + a2). The sum frequency can be removed 
by filters. Thus, as generated, the difference frequencies are in phase. 

If the four signals are now sent over a transmission circuit having a 
phase characteristic ¢(w), the phase ¢(w; — Aw/2) will be added to the 
argument of é14, ¢(w1 + Aw/2) to the argument of é2,., etc. Thus the 
two difference frequencies as developed by phase detectors at the 
receiving end will have the form 


C1a 


€1b 


(2-5-11) 


cos (Awt + Adi) 
and (2-5-12) 
cos (Awt + Ade) 


where 
Ad; = o(w: + Aw) - o(w; —_ Aw) i= 1, 2 (2-5-13) 
Ad; = Aw de = — Aw T(w;) (2-5-14) 
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Thus the difference in delay at the frequencies w: and w: is found by 
measuring the phase differences of the two difference frequencies at the 
receiving end, 

fete Picagines ROME: (2-515) 

Aw 
At the receiver, both pairs of frequencies are usually heterodyned down 
to the same frequencies w; + Aw/2 before phase detection, regardless 
of w, and we. This permits identical phase detectors to be used. By 
holding either w; or w2 constant and changing the other, a plot of delay 
distortion versus frequency can be obtained. It will be recognized that 
the measurement is basically a comparison of two differential phase shifts. 
The value of Aw determines the size of the differential used and is a scale 
factor in the measurement. The quantity Aw must be chosen small 
enough not to obscure any significant detail in the delay characteristic. 
The exact expression for Ag, is not Eq. (2-5-14) but 
wit Aw wit Aw/2 
Ag; = ae a = — pales t(w) dw (2-5-16) 

The actual measurement obtained is the convolution of the true delay 
characteristic and a rectangular ‘‘window” or scanning aperture of 
width Aw. 

It is apparent that one difference frequency merely serves as a time 
reference against which to compare the phase of the other difference 
frequency. No absolute measure of total delay is obtained or desired. 
If one pair of frequencies is swept rapidly and periodically across the 


cos[Awt  (a7)] sin[p(dt)-F] 


sini Aw +$) 


FIG 2-11 Another arrangement for 
group-delay measurement. 


frequency range of interest, then after phase detection, the difference 
frequency will have the form 


cos [Awt + ¢(wt)] (2-5-17) 


where w is the rate of sweep. If now a local oscillator of frequency Aw is 
phase locked to this wave by using a locking loop that does not transmit 
the repetition frequency of the sweep or any harmonics, as shown in 
Fig. 2-11, then the output of this oscillator is sin (Aw + ¢), where ¢ is 
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the average value of ¢(wt). The output of the phase detector (excluding 
sum frequencies) is now of the form sin [¢(#t) — ¢] and if the argument 
is kept small, is a linear representation of r(w#t) — 7. In this way only 
two frequencies need be sent over the test circuit, and a dynamic display 
is obtained. 

In frequency-modulation (FM) communication circuits the transmitted 
signals must contain no amplitude modulation (AM), for the system 
limiters would remove AM. Thus instead of sending one or two pairs 
of signals as indicated above, one transmits one or two waves frequency 
modulated with a low index. If two waves are transmitted, the phases of 
the two received modulations are compared. If only one wave is sent, 
the carrier frequency is swept and the phase modulation of the received 
modulation frequency is observed as above. 


2-6 The Measurement of Loop Gain 


A very commonly needed measurement, and one too often neglected, 
is that of the loop gain of a device having negative feedback. Knowledge 
of the loop gain over the frequency spectrum of the input is important 
because the magnitude of the loop gain gives a direct measure of the 
effectiveness of the feedback in suppressing distortion in amplifiers and 
modulators, voltage (or current) variations in regulated power supplies, 
and tracking errors in servomechanisms, to cite a few examples. Of 
equal or even greater importance is a knowledge of the shape of the loop 
gain and phase characteristic in the vicinity of gain crossover, that is, 
over the frequency range extending a decade or so on both sides of the 
frequency at which the loop transmission has a magnitude of unity 
(loop gain = 0 dB). Such knowledge enables the designer to predict 
with certainty the stability margins of the system and hence its immunity 
to changes in circuit element values or source and load impedances. 
Unless these stability margins are known to be adequate, there is no 
assurance that a stable prototype system can be reproduced in quantity 
with components having realistic tolerances or can remain stable under 
change of these components with temperature and time. 

The subject of the stability of feedback systems has been treated 
extensively in the literature [1-3] and will not be discussed at length 
here. We shall only remark that to be stable, the system determinant 
(which forms the denominator of all transmission or immittance 
expressions for the system and is found by mesh or nodal analysis) must 
contain no roots in the right half of the complex frequency plane, that 
is, no roots for which the real part is positive. Such roots represent 
exponentially growing normal modes, oscillations that increase in ampli- 
tude instead of dying out with time. Although the roots of the system 
determinant can be found fairly readily today with computers, and their 
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loci under changing system parameters can be determined, and although 
such plots have become fashionable in the study of system stability, in 
most cases this labor is unnecessary. As Nyquist showed long ago [4], 
the system determinant of a single-loop feedback system will contain 
no roots in the right-half plane if the complex plot of the loop gain from 
w = 0 tow = & does not enclose the point 1 + 70. Bode [3] has gener- 
alized Nyquist’s criterion to multiloop systems. 

Since the phase shift of a network is proportional to the weighted slope 
of the plot of gain versus log frequency in the vicinity of the frequency 
in question, Nyquist’s criterion will be satisfied if the loop gain does not 
decrease too rapidly with frequency near gain crossover. Generally 
speaking, the slope should be less than 9 dB per octave or 30 dB per 
decade. 

If one plots the locus of the complex loop transmission for all frequen- 
cies (Nyquist diagram) and also the loop gain and the loop phase as 
functions of frequency (Bode plots) in the vicinity of gain crossover, a 
great deal of information about the system stability can be found. Since 
the external transmission of the feedback system is 


ry as 

aa ear (2-6-1) 
where » = forward system given without feedback 

u8 = loop gain 
and since |1 — uA is the length of the vector from the point 1 + 70 to 
the curve of uf in the Nyquist diagram, the extent by which the length 
of this vector falls below unity at any frequency is a measure of the gain 
increase produced by feedback at that frequency. On the Bode plots, 
the phase of uf at gain crossover (that is, the amount by which the net- 
work phase shift falls short of 180°) is called the phase margin. It is 
a measure of how much the phase shift can increase before instability 
occurs. Similarly the amount by which the loop gain is less than 0 dB, 
when the phase of yf is zero, is called the gain margin, and it tells how 
much the loop gain can be increased before instability occurs. A system 
in which |1 — y@| never decreases below about 0.7 and in which the phase 
margin is at least 45° and the gain margin is at least 10 dB is generally 
considered to have satisfactory stability margins. 

The direct way to measure loop gain is to break the loop at a con- 
venient point, apply a signal to the proper side of the break, and measure 
the signal that appears on the other side of the break with the latter side 
terminated in the impedance it normally faces. Thus in Fig. 2-12 the loop 
has been broken at X, and the shunt impedance Z,, normally presented 
by the @ circuit, has been added. The loop transmission, yf, is then 
given by the magnitude and phase of E2/E;. Obviously a vector volt- 
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meter (or a network analyzer) is extremely convenient for this measure- 
ment. However, if the loop contains no nonminimal phase structures, 
only the magnitudes of FE, and EF, need be measured, since in principle 
the phase can be inferred from the loss-phase relationships [3]. 


FIG 2-12 Elementary method for the 
measurement of loop gain. 


When the loop gain of a system is very high, and particularly if (as 
is often true) the loop gain is high at de, the direct measurement of loop 
gain with the loop broken is difficult if not impossible. In a system with 
large de loop gain, the feedback at zero and very low frequencies is often 
essential to compensate for small bias changes with supply voltages and 
temperature that occur in the low-level stages. With the loop open, 
these drifts rapidly drive the output stages out of their operating range. 
In systems with very large ac loop gain, the output stages may be over- 
loaded with noise caused by the greatly increased external gain with the 
loop open. When these conditions prevail, various artifices must be 
used to obtain a loop-gain measurement. 

The simplest artifice is to break the loop into two or more sections so 
that no section contains excessive gain. The transmission of each of the 
sections, properly terminated at its output with the impedance normally 
presented, is then measured and the overall transmission, gain and phase, 
are then computed. The principal difficulty with this method is that of 
finding two or more points where the loop can be broken and where the 
impedance normally faced is simple enough to be simulated easily with 
sufficient accuracy. 

In systems with high loop gain at dc, the loop gain at moderate and 
high frequencies can usually be measured by opening the loop at these 
frequencies, but leaving it closed at de and very low frequencies. As 
shown in Fig. 2-13, this can be done by inserting an additional RC low- 
pass filter in the feedback path. If the test signal source has negligible 
impedance and if X. << R/|1 — ué| over the frequency range measured, 
then the filter provides a new stable gain crossover at low frequencies 
above which the loop is effectively open. Actually, it is not necessary 
that the loop transmission be reduced to less than unity over the fre- 
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FIG 2-13 Loop-gain measure- 
ment with loop still closed at low 
frequencies. 


quency range to be measured. It is only necessary that the resultant 
loop-gain characteristic with the added filter in place be stable. Then the 
loop transmission is given by the ratio of EZ, to H; (not Ho). For accurate 
measurements far beyond gain crossover where |u6| <1 it is also impor- 
tant that R>>|Z.|. Note that if R = Z:>> X., the element Z; may 
be omitted. 
Another, and often a very convenient method of measuring loop gain 
is to leave the loop gain unaffected at any frequency and simply inject 
a test-signal voltage in series with the loop, as shown in Fig. 2-14. In 
order not to disturb the normal loop gain, the source impedance of the 
generator should be small compared with |Z, + Z:|, and the shunt 
admittance to ground should be small compared with |1/Z, + 1/Z,|. 
This is easily accomplished by obtaining the test-signal voltage Ey from 
an isolated secondary winding (often a single turn is enough) of a step- 
down transformer whose primary winding is driven by the test oscillator 
or signal generator. For a given value of £,, the voltage EH, in Fig. 2-14 
will differ from that in Fig. 2-12 because the currents taken from the out- 
puts are different. In Fig. 2-12 the current supplied to the termination 
Z, is I, = E./Z, = uBEi/Z;. In Fig. 2-14 the current supplied to the 


FIG 2-14 Loop-gain measurement by 
placing a test voltage in series with the 
loop. 


actual circuit is J’ = E,/Z,. Since in Fig. 2-12 the ratio #2/Ei = uf, 
we have for the configuration of Fig. 2-14 


E, = pBE, + de — Iy)Z2 
Z 

wBEs + (ub — 1) Ea 
1 
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and therefore 


mm) = Bi (2-6-2) 
+ 22/21 

Very often an injection point can be found where Z2/Z;, is less than, say, 
10-3. This allows the loop gain to be taken as simply E2/E, over the 
frequency range of interest and well beyond gain crossover. 

- Rather than inject a voltage in series with the loop, a current can be 
injected into a node of the loop as shown in Fig. 2-15. Here the generator 
impedance must be kept large compared with |Z:Z2/(Z; + Zs)| in order 
not to disturb the stability. In this case it is the currents J; and J, 
that are measured by using current probes. By an analysis parallel 
to that for the injected voltage case, it can be shown [5] that 


ea oes I2/T; (2-6-3) 
+ 21/2: 

Aside from the sign difference in the numerator, which arises from 

choosing the positive directions of 7; and J, to be opposite, Eq. (2-6-3) 

is the dual of (2-6-2) and is especially useful when Z; «< Ze, for then 

Ms) ~ —I2/Ty. ; 

In making loop-gain measurements, it is prudent to scan the frequency 
region for at least two decades beyond gain crossover to make sure that 
no unsuspected resonances or transmission paths restore the loop gain 
and cause parasitic oscillations far outside the desired band. An 
unstable feedback loop will oscillate at a frequency near the measured 
frequency of gain crossover, but many a well-shaped stable loop has been 
known to oscillate at a far different frequency. Accidental internal local 


FIG 2-15 Injection of a test current to 
measure loop gain. 


feedback paths are often the cause. In fact, it is imperative first to 
determine that no parasitic oscillations are present with the loop open, 
for loop gain measurements made on a system already overloaded from 
parasitic oscillations are meaningless for design puposes. 
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2-7 The Measurement of Nonlinearity 


Since the response of any linear system to a sinusoid is a sinusoid of 
the same frequency, and since superposition holds, only those fre- 
quencies applied at the input will appear in the output. No new fre- 
quencies are generated by a stable linear system in response to an input. 
If the output contains frequencies not present in any input, the system 
is either unstable or nonlinear. Assuming the system is stable, the 
amplitude of the new frequencies in the output is then a measure of the 
nonlinearity. 

Common sources of nonlinearity in electronic circuits include the non- 
linear current-versus-voltage relations of active devices (diodes, tran- 
sistors, and vacuum tubes) and nonlinear effects in ferromagnetic and 
ferroelectric devices. In FM systems, there are band limitation, phase 
nonlinearity, and nonlinear discriminator characteristics. In electro- 
mechanical systems, static friction, couloumb friction, backlash, non- 
linear compliances, and nonlinear motors are common offenders. 

There are three broad classes of nonlinearities: (1) those for which 
the transfer characteristic of the nonlinear element is quite linear for 
small signals and becomes increasingly nonlinear as the level increases, 
as is true for a class-A amplifier; (2) those for which the transfer charac- 
teristic has a dead zone or a highly nonlinear region near the origin and 
becomes fairly linear at higher levels, as is true for an overbiased class-B 
amplifier or a mechanical system with static friction; (3) those for which 
the nonlinearity is “fine grained” and present at all levels, as in a quan- 
tized pulse code modulation system. Most analyses of distortion 
treat only the first class and yet the second and third classes are often 
encountered. 

When the transfer characteristics of all nonlinear elements in the system 
are single-valued functions, and a signal of the form 


@1 COS wit + ae COS wot (2-7-1) 


is applied as an input, the output will in general contain all frequencies 
of the form 


po. + qwe (2-7-2) 


where p and q are positive or negative integers. The transmitted output 
components are those for which p = 1,g = 0,andp =0,q = 1. Those 
for which p (or g) > 1 and g (or p) = O are the harmonics of w; (or w2). 
The component for which p and g are zero represents signal rectifica- 
tion. Finally, those components for which p, g ¥ 0 are called inter- 
modulation products. 

When the transfer characteristic can be expanded in a simple power 


Sine-wave Testing of Linear Systems A 


series about the operating point, there will be a fixed relationship between 
the amplitudes of the harmonics (or self-modulation products) and the 
intermodulation products of the same order, as generated [6]. However, 
the relative amplitudes as they appear in the output will be affected by 
the frequency discrimination of intervening networks. For example, 
the third harmonic 3w. and the intermodulation product 2w; — we are 
both of order n = |p| + |g| = 3 and arise from the cubic term in the 
power series for the transfer characteristic. But if w. is near the top 
of the band, 3we may be scarcely detectable in the output; whereas if 
w, * we/2, then 2w1 — w. will be a low frequency and may appear 
strongly in the output. 

Common measures of distortion are: 

1. Amplitude of individual harmonics relative to the fundamental 
(single-frequency input) 

2. Amplitudes of individual intermodulation products relative to the 
amplitudes of the inputs (often of specified ratio) producing them 

3. The total rms distortion, or the ratio of the power ‘‘scattered” 
into other frequencies to the power at the desired frequency or frequencies 

4. The power scattered into a particular frequency band by signals in 
other bands 

Which of these (or of many other possible) measures is ‘‘best’’ depends 
entirely upon the application. In sound reproduction, any harmonics or 
intermodulation products falling in the audible spectrum constitute 
distortion and measures 1, 2, and 3 are commonly used. In radio trans- 
mitters, certain harmonics of the carrier or intermodulation products 
between two carriers may cause severe local interference, while other 
products may be harmless. Here 1, 2, or 4 might be appropriate mea- 
sures, but 3 would not. 

Measures 1 and 2 require a selective detector sensitive to a narrow 
band of frequencies and capable of being tuned over the frequency range 
of interest. This permits particular harmonics or intermodulation 
products to be selected and measured. Such tuned detectors are com- 
monly called wave analyzers, and these instruments are discussed further 
in Chap. 16. Measure 3, on the other hand, requires a detector sensi- 
tive to all frequencies except those in the input. Usually the detector 
(or instrument) has zero response at a single frequency and is tuned to 
reject the single input frequency. Such instruments are called dzs- 
tortion analyzers. In all cases it is important that the spurious frequency 
output of the signal source be less than the level of the distortion to be 
measured. 

Almost all distortion measurements (save perhaps the direct measure- 
ment of a transfer characteristic) utilize the fact that stable linear systems 
generate no new frequencies that are not present at the input. How- 


42 Electronic Measurements and Instrumentation 


ever, it is not necessary to use sinusoidal test signals to exploit this prop- 
erty. Noise passed through a band-rejection filter is often used to 
measure intermodulation in multichannel communication circuits. At 
the receiving end, the power in the frequency band rejected by the input 
filter is measured. This method has the advantage that the test signal 
simulates the statistical properties of the actual signals quite well, and 
this gives a more meaningful measure of distortion in many cases. Chap- 
ter 14 discusses the application of this approach in testing transmitters 
and receivers. 


2-8 Precautions in Sine-wave Testing 


In spite of their apparent simplicity, sine-wave measurements are 
prone to errors that can invalidate the data. To avoid these requires 
vigilance and frequent checks to ascertain that (1) the reading obtained 
is in response to the desired signal only and (2) the system is being 
operated in its linear range. Usually the output reading in a sine-wave 
measurement is taken from a voltmeter or other wideband device 
responsive to noise, hum, interference, and harmonics, as well as to the 
desired signal. A tuned detector will avoid many of these problems, 
but at the cost of an extra adjustment per reading. Even with a tuned 
detector, troubles can arise from system overload. The following pre- 
cautions will avoid the great majority of gross errors in steady-state 
measurements: 

1. Observe the Output on an Oscilloscope. Ascertain that the output is 
sinusoidal, that there are no appreciable extraneous signals present, 
and that the signal is well above the noise level. Alternatively, carry 
out tests 2 and 3. 

2. Make Sure There Is No Output with No Input. Remove the applied 
input, and make sure the output drops to a negligible value. This 
ensures that the output is not caused (or augmented) by noise, hum, 
interference, or parasitic oscillations. 

3. Make Sure That Doubling the Input Doubles the Output. This 
ensures that the measurement is being made at least 6 dB below the onset 
of appreciable overload. This test should be made at frequencies where 
the output or the required input is greatest and at any other frequency 
where overload is especially likely. 

4. Test for Spurious Responses. In measuring frequency-selective 
devices, harmonics of the source or harmonics and intermodulation 
products generated in the device can cause outputs when a fundamental 
(or desired conversion product) is being transmitted. The use of tuned 
detectors, so that both the input and output frequencies are specified, 
is a great help in avoiding this problem. Alternatively, appropriate 
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filters in the input and output can be used. Often the spurious nature 
of a response can be ascertained by changing the input by, say, 1 dB and 
observing if the output changes by 1 dB or more. If more, the (integer) 
ratio of the two gives the exponent of the input signal in the modulation 
product term. 

5. Terminate! Many steady-state measurements are in error by 6 dB 
or even a much greater amount because of a failure to observe proper 
termination practice on the signal generator and other devices involved. 
Take care to ensure that all impedances presented are normal and that 
they do not change as attenuators are changed. 


CITED REFERENCES 


1. Graham, R. E.: Linear Servo Theory, Bell System Tech. J., vol. 25, no. 4, October, 
1946. 

2. Black, H. S.: Stabilized Feedback Amplifiers, Elec. Eng., January, 1934. 

3. Bode, Hendrik W.: ‘“‘Network Analysis and Feedback Amplifier Design,” D. Van 
Nostrand Company, Inc., New York, 1945. 

4. Nyquist, H.: Regeneration Theory, Bell System Tech. J., vol. 11, 1932. 

5. Spohn, Philip: A Quick Convenient Method for Measuring Loop Gain, Hewlett- 
Packard J., vol. 14, January-February, 1963. 

6. Warren, W. J., and W. R. Hewlett: An Analysis of the Intermodulation Method 
of Distortion Measurement, IRE, vol. 36, January-June, 1948. 


CHAPTER THREE 
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PULSE TESTING OF 
LINEAR SYSTEMS 
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Although sine-wave measurements can completely and accurately charac- 
terize a linear system, a single measurement at one frequency will not 
do so. Rather, an array of steady-state measurements or a swept- 
frequency measurement must be made. And although these measure- 
ments may tell all about a device, they may tell it in a roundabout way. 
For example, what is often important about a linear system is its response 
to transient signals. While the transient response may be inferred from 
the steady-state measurements, or may be computed by using Fourier 
transform techniques, a much more direct approach is to apply a kind 
of standardized transient and observe the response. The “‘standard tran- 
sients” most often used are step functions, square waves, and impulses. 

Square-wave testing first became widely used in the testing of video 
amplifiers and other circuits designed to handle television waveforms. 
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Since abrupt transitions from one brightness level to another are common 
in a picture arfd since the ability of a system to reproduce such changes 
faithfully is an important measure of the picture quality obtainable, it 
was natural to employ step functions as test signals in video engineering. 

The spectrum of an isolated impulse is a constant F(p) = A, where A 
is in the area of the impulse. The spectrum of an isolated step function 
is F(p) = a/p, where a is the amplitude of the step and p = iw. Both of 
these expressions hold up to frequencies on the order of the reciprocal 
of the impulse duration or step-function rise time. If the impulse dura- 
tion or step rise time is short enough, then a single impulse or step will 
contain all frequencies that would be used in a steady-state measurement, 
and in known amounts. In a sense, the impulse or step performs a 
complete characterization by applying the whole spectrum to the device 
in the form of a single signal. 

A train of impulses or a square wave (which may be regarded as a series 
of alternate positive- and negative-going steps) does not have the con- 
tinuous smooth spectrum of the isolated event, but rather, being periodic 
in nature, contains only frequencies that are harmonics of the repetition 
rate. Such a test signal samples the response of the device at these 
frequencies only. Any anomaly lying completely between zero frequency 
and the fundamental or between any two harmonics will not be observed. 
Just as care must be taken to spot the test frequencies closely enough in 
a steady-state measurement, so one must use a low enough repetition 
rate in pulse testing if fine detail in the frequency domain is to be properly 
represented. The criterion is very simple: To simulate isolated impulses 
or step functions the repetition rate must be low enough to allow the 
transient from each event to reach its final value (within the desired 
accuracy) before the next event occurs. The term final value may refer 
only to the completion of that portion of the transient we are interested 
in. For example, in looking at the rise time of a video amplifier that 
does not transmit dc, we ‘might use a fast repetition rate, whereas to 
see the decay from the low-end cutoff would require a very low repetition 
rate. 

Step functions or square waves, because of their greater energy at the 
low end of the spectrum, tend to display phenomena associated with 
low-frequency cutoffs more conspicuously than do trains of impulses. 
This is especially true for wideband devices where the high-end cutoff 
frequency may be several thousand times the low-end cutoff frequency. 
The maximum height of impulse or step is limited by the overload of 
active elements in the system. The duration of a test impulse should be 
short compared with the period of the highest frequencies passed by the 
system. The wider the frequency response of the system, the smaller 
the area of impulses that are suitable test signals. The ideal zero-rise- 
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time step can be approximated as closely as desired without incurring 
overload, but as an impulse is shortened, its amplitude must be increased 
to hold the low-frequency energy content constant, and overload soon 
becomes a problem. For these reasons, step functions and square waves 
are often preferred to impulses. 


3-1 Tools and Techniques 


The time scales involved in the transient testing of linear systems 
range from days to picoseconds. Naturally the appropriate instru- 
mentation depends greatly on the time scale. For very slow phenomena 
such as the warm-up curve of a furnace upon application of a step func- 
tion of power, the ‘“‘signal generator’ is the power switch and the output 
may be a series of readings of a thermocouple recorded manually. No 
special instrumentation is needed. For somewhat faster phenomena or 
for repeated measurements, a strip-chart recorder or xy plotter might be 
used to record the transient. For all these relatively slow phenomena, a 
single transient suffices for the entire measurement. 

For faster phenomena, the output is usually displayed on an oscillo- 
scope and the transient is repeated, usually at a rate high enough so that 
persistence of vision or fluorescence produces a steady picture. For these 
faster phenomena, special waveform generators with fast rise times 
have been developed. 

Modern square-wave and pulse generators and modern oscilloscopes 
allow rise times as short as a few tens of picoseconds and as long as a 
few tens of seconds to be displayed and recorded. Considerable overlap 
exists between high-speed recorders and the slower ranges of oscilloscopes. 

When the time scale is such that the transient is repeated at a few times 
per second at least, square-wave or impulse testing becomes a very con- 
venient dynamic measurement. A network or circuit under test may be 
adjusted while the transient response is being observed. In this way the 
desired transient response can be obtained far more quickly and directly 
than by using sinusoidal measurements. Further, in some devices, differ- 
ent elements affect distinctly different parts of the transient so that 
identification of a defective or misadjusted part is obvious from inspection 
of the response. This is especially true in testing systems where the delay 
is large compared with the rise time, as in time-domain reflectometry 
(see below). 

In the transient testing of linear systems it is Just as important to test 
for system overload as in sine-wave testing and, although an oscillo- 
scope will ordinarily be an integral part of the test, the response may not 
reveal that overload is present. In sine-wave testing, the output should 
be a sine wave and departures from this familiar shape are readily spotted. 
It is not as easy to detect system overload or nonlinearity in the impulse 
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or step-function response. When using square waves or step functions, 
system saturation may in fact produce a response that looks ideal, whereas 
the actual linear response may be very different. A quick test for 
freedom from overload is to double the input amplitude and verify that 
the output response doubles in amplitude without change of shape. 

Finally, it should be noted that since impulses, steps, and square waves 
carry the system very quickly through a portion of the transfer charac- 
teristic, these tests may not reveal certain types of nonlinearities such as 
crossover distortion in push-pull class-B amplifiers. It is therefore 
desirable to supplement square-wave or pulse tests with an inspection of 
the transfer characteristic, by using a sine or triangular wave of moderate 
frequency as the system (and z-axis) input, or with a full-scale test of 
harmonic and intermodulation distortion (see Chap. 2). 


3-2 Relations between Transient and Sinusoidal Responses 


It is very convenient to be able to associate a given impulse or step 
response with the corresponding frequency response, for then the tran- 
sient response that will be produced as a result of a given system gain and 
phase characteristic can be predicted, and vice versa. To do this, one 
must be familiar with the step and impulse responses produced by certain 
elementary frequency functions, such as simple poles and zeros or complex 
pairs, commonly found in networks and other linear systems. 

Since the spectrum of an impulse is a constant, the impulse response 
of a linear system is, from Eq. (3-2-1), a pulse whose spectrum has the 
amplitude and phase characteristic of the system under test. The impulse 
response k(t) is a constant (the impulse area A) times the inverse Fourier 
transform of the frequency response K (w), 


k(t) = = [2 Kw)e de (3-2-1) 


A unit step may be regarded as the integral up to time ¢ of a unit-area 
impulse, 


u(t) = fi. 5(d) dd (3-2-2) 


Inversely the unit-area impulse may be regarded as the derivative of a 
unit step. Integration in the time domain corresponds to multiplication 
by 1/p in the frequency domain, and so the spectrum of a unit step is 
1/p, as stated earlier. The step response is therefore the inverse Fourier 
transform of K(w)/iw, or 


s(t) = = i <e) et du (3-2-3) 
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Unit response 
(a) step 
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FIG 3-1 Ways of obtaining the step-function response 


Now integration and differentiation can be accomplished (over a finite 
frequency range) by linear filters. The system under test is a linear 
filter. In a transmission system the order in which linear filtering is 
accomplished is immaterial, except for possible noise added at inter- 
mediate points. Thus, as shown in Fig. 3-1, we can obtain the step 
response of a system directly as in (a), or by integrating an impulse to 
obtain a step-test signal as in (b), or by integrating the impulse response 
as in (c). Similarly, in Fig. 3-2, we can obtain the impulse response 
directly (a), or by differentiating the input step to get an impulse-test 
signal (b), or by differentiating the step response (¢): 

In all cases the step response is the time integral of the impulse 
response, and inversely the impulse response is the time derivative of the 
step response. 
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FIG 3-2 Various ways of obtaining the impulse response. 
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Table 3-1 shows the step and impulse responses produced by a variety 
of commonly encountered frequency response characteristics. The 
frequency responses are shown graphically with either linear or loga- 
rithmic (decibel versus log frequency) scales as best suits the nature of 
the function. Familiarity with these function transform pairs facilitates 
estimation of the transient responses that will be associated with a given 
frequency response, and vice versa (see pages 50 to 55). 


3-3 Response to Generalized Inputs 


The impulse or square-wave response of a linear system characterizes 
that system just as completely as the complex amplitude-versus-fre- 
quency response, in the sense that given either, one may in principle 
calculate the response of the system to any input. Since the impulse 
response and the complex amplitude-versus-frequency response are (aside 
from a factor representing the area of the impulse) a Fourier transform 
pair, both functions contain the same information. 

If the frequency characteristic of a linear system is known, the classical 
method of computing the response to a particular input is to find the 
spectrum (that is, the Fourier transform) of the input, multiply the input 
spectrum by the frequency characteristic of the system, and take the 
inverse Fourier transform of the product. This is the procedure labeled 
indirect route in Fig. 3-3. In this approach the system is thought of 
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FIG 3-3 Two ways of computing the response of a linear system 
to an arbitrary input. 
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TABLE 3-1 


Step response System freq. characteristic Typical network 


CASE 1. This is the typical simple low-frequency cutoff such as might be produced by a 
series condenser-shunt resistor combination. The step response shows an abrupt rise to 
unity followed by an exponential decay. Usually encountered in amplifier interstages 
and so-called ‘‘differentiating networks.” In interstages, fo is typically a few cycles; in 
differentiating networks, fo may be as high as several megacycles in which case the step 
response is very nearly an impulse 


Step response System freq. characteristic Typical network 
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CASE 2. Rising simple step in the frequency characteristic. Step response rises initially 
to amplitude determined by high frequency transmission, falls exponentially to level 
determined by low frequency (or d-c) transmission. 

This is commonly encountered in improperly compensated resistance-capacity dividers, 
such as scope probes, d-c amplifier interstages. 


Step response System freq. characteristic Typical network 
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CASE 3. The counterpart of case 2. Here it is the high frequency transmission that is 
deficient. 
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Step Function Response of Typical Networks 


Step response _ System freq. characteristic Typical network 


CASE 4. Typical simple high-frequency cutoff such as is produced by a parallel RC 
combination. The step response rises exponentially to the final value determined by the 
low frequency (or d-c) transmission. Commonly encountered in simple (not “peaked"’) 
interstages, and wherever shunt capacity (as from connecting cables) loads a resistive source. 


Step response System freq. characteristic Typical network 


CASE 5. Two simple RC high-frequency cutoffs in tandem. Typical rise characteristic 
of two-stage resistance coupled amplifier without "peaking." Principal differences 
compared with case 4: (1) longer rise time for same «, (2) zero slope at i = 0. For 
each additional high frequency cutoff one more derivative of step response vanishes at 
{= 0. Thus, if high frequency transmission falls (ultimately) at 6n db/octave, all 
derivatives of step response up to the nth are zero ati = 0. 


Step response System freq. characteristic Typical network 
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CASE 6. Phase-compensated low end cutoff. Step function response falls to zero 
eventually, but initial slope is zero. As a result square wave response shows little or no 
tilt. May be produced in a single network, or by two networks (cases 1 and 3) in tandem. 
Often found in video amplifiers. 
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Step response System freq. characteristic Typical network 


12 a9/Oct /| p 


CASE 7. Two simple low frequency cutoffs (case 1) in tandem. Typical low frequency 
transient response of single-stage resistance-coupled amplifier with input blocking 
capacitor or two-stage amplifier with no input blocking capacitor. Principal differences 
compared with case 1: (1) faster initial rate of fall for same ~o,(2) response goes negative, 
crossing axis até = 1 /wo. 

With each additional low-end cutoff one additional axis crossing is produced. Thus, 
if the low end response falls off (ultimately) at 6ndb-/octave, there will be n — 1 axis 
crossings. They do not occur at regular intervals—each successive half cycle takes 
longer. 


Step response System freq. characteristic Typical network 
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CASE 8. Simple high- and low-frequency cutoff. The step response rises exponentially 
at a rate determined by high frequency cutoff, then falls exponentially at a rate determined 
by low frequency cutoff. Typical complete resistance-coupled interstage response. If 
w/w, >> 1, then on a slow time scale response looks like case 1; on a fast time scale 
response looks like case 4. If w: = w: = wo, we have the case of a critically damped 
RLC circuit. The response then becomes wot e~. 


Step response System freq. characteristic Typical network 
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CASE 9. Typical damped oscillation. The dotted lines in the frequency characteristic 
are the asymptotes which the actual characteristic approaches for w/wo « 1 and w/wo > 1. 
The peak of the resonance curve is Q times as high as the intersection of these asymptotes. 
For reasonable Q’s, such that 8 ~ wo, the Q of circuit may be readily found from the fact 
that the envelope of oscillation decays to 1/e in Q/x cycles. Thus Q = xn where n is 
the number of cycles to the 1/e point. 
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(Continued) 


Step response System freq. characteristic Typical network 
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CASE 10. Small resonance in an otherwise flat characteristic. Response consists of unit 
step due to Aat transmission plus damped oscillation due to resonance. Initial amplitude 
of oscillation is related to amplitude of hump in frequency characteristic as indicated in 
figure. For the same amplitude of hump, increasing the Q decreases amplitude of oscilla- 
tion but oscillation persists longer. If hump is near top of band, time scale will be such 
that initial rise of response will not appear so abrupt, but will blend with oscillation to give 
response like that of over-peaked interstage. Midband resonances such as shown in this 
case often occur as a result of stray feedback paths or stray coupling, or from attempting 
to bypass electrolytics with small mica capacitors. (Electrolytics become inductive at 
high frequencies.) 


Step response System freq. characteristic Typical network 


CASE 11. Similar to case 10 but here there is a resonant dip. Note that the effect of a 
complete null (A = 1) is no worse than that of a6 db hump. The pilot separation filters 
used in coaxial television systems produce this type of dip —a complete null. Because 
their Q is so high (several thousand), the disturbance they produce, while it persists for a 
long time, is of such low amplitude as to be invisible in the picture. ; 


Step response System freq. characteristic Typical network 
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CASE 12. Positive echo. Associated frequency characteristic has nearly sinusoidal 
tipple in amplitude and phase. Frequency interval between successive maxima or 
minima is reciprocal of echo delay. The longer the delay, the closer the ripples. Com- 
monly encountered in systems having faulty or misterminated delay lines. Also in 
measurements where multipath transmissions can exist such as acoustic measurements. 
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TABLE 3-t 


Step response System freq. characteristic Typical network 


(Linear) 


CASE 13. Negative echo. Ripples same frequency as in case 11 but phase-reversed. 


Step response System freq. characteristic Typical network 


CASE 14. Rectangular pulse response. Can be considered to be a 100% negative 
echo. Minima of frequency ripples have now become nulls. Shape of amplitude 
characteristic is that of rectified sine wave. Phase characteristic is sawtooth decreasing 
from 7/2 linearly to —1/2 and jumping back to 7/2 at each null. Such a characteristic 
can be obtained by using a delay line as shown with the near end terminated and the far 
end shorted. 


Step response System freq. characteristic Typical network 


(Linear) 


CASE15. “Differentiated echo.” This is the sort of disturbance produced when a delay 
line is terminated in such a way that the reflection coefficient increases with frequency. 
Typical causes are (1) series inductance or shunt capacitance in the termination of a smooth 
line, (2) termination of a constant-k filter in simple resistances. With both ends matched 
at low frequencies the transmitted echo involves two reflections both of which increase with 
frequency and so tends to be “‘doubly differentiated” and smaller. 
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Step response . System freq. characteristic Typical network 
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constant - K 
filter 


CASE 16. Rise characteristic (qualitative only) of a low pass filter without phase 
correction. Following the initial smooth rise there is a ripple whose apparent frequency 
approaches the cutoff frequency after several cycles. With an increasing number of 
sections this ripple increases in amplitude and duration. The “ringing sound" so often 
attributed to sharp cutoff filters is not due to exaggeration of frequencies near cutoff nor to 
the sharp cutoff per se, but rather to the delay distortion which exists near cutoff causing 
those upper frequencies which are passed to arrive too late and thus be separately audible. 
The effect is noticeable only in extreme cases and with proper delay equalization the effect 
disappears. 


Step response System freq. characteristic Typical network 
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CASE 17. The ‘ideal’ low pass filter passes all frequencies below fy with the same 
amplitude and delay while attenuating completely those above fo. Its step response is the 
sine integral. This function differs from zero (except at discrete points) for all £ > — 0, 
Hence the ideal filter cannot be realized without infinite delay. A practical approxima- 
tion will have a finite delay and its step response therefore will execute only a finite number 
of wiggles before the main rise. Here again, the ripples in the step response do not 
indicate high frequency enhancement, but are the ‘‘Gibb's effect”’ encountered in Fourier 
series, and are properly called band elimination ripples. 


Step response System freq. characteristic Typical network 
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CASE 18. The ideal high pass filter. By superposition the response of this filter is 
obtained by subtracting the response of the ideal low pass filter from an equally delayed 
unit step. 
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as a filter that alters the relative amplitudes and phases of the components 
in the input spectrum. 

When the input spectrum consists of at most a few discrete components 
or can be expressed in a simple analytical form, and when the system 
frequency response is also simply expressed analytically, this indirect 
route may be the shortest and best route to take. On the other hand, 
when the system impulse response and the input wave are more simply 
expressed as functions of time than of frequency, it may be simpler to go 
from input to output directly by means of the convolution integral 


a(t) = ["_ f@)k — 1) dr (3-8-1) 


(In Sec. 5-1, convolution is reviewed, and Sec. 5-3 shows how the integral 
is solved digitally.) 

When two functions are convolved, one of them—in this case k(r)—is 
reversed in time (r > —r) and displaced (~r—>t— 1). The integral 
of their product is then found as a function of the displacement. The 
process is shown graphically in Fig. 3-4, where f(¢) is shown in (a) as a 
rectangular pulse and k(t) is shown in (b) as a decaying exponential. 
In (c), k(t — 7) is shown with f(r) scanned as ¢ varies. Since f(r) is a 
constant for 0 <r < to and is zero otherwise, the integral of the product 
in this case is proportional to the shaded area in (c). The output wave 
is shown in (d). 

Convolution will be recognized as the mathematical description of the 
process that occurs when a motion picture sound track scans past the 
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FIG 3-4 The convolution of two functions. 
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slit in the sound head. Convolution may thus be thought of as a gen- 
eralized scanning operation. In the frequency domain a network filters 
the input spectrum to produce the output spectrum. In the time domain 
the same network scans the input wave with the filter impulse response 
reversed in time. Multiplication in one domain corresponds to convo- 
lution in the other, and in this sense convolution is as fundamental a 
mathematical process as multiplication and should be just as well under- 
stood by the engineer. 

In predicting the response of a system to a given input, it is the system 
impulse response that must be convolved with the given input. This fact 
gives the impulse response a unique position among. system transients. 


3-4 Effect of Lew-end Cutoffs on Square-wave Response 


In testing ac-coupled amplifiers it is often inconvenient and of little 
value to use a square wave of such low frequency that the response to 
each transition is completed before the next transition occurs. Not 
only is the response often difficult to view, but the distortion to typical 
signals may be far less directly presented than with a higher frequency. 
For example the low-end cutoff of a video amplifier may be on the order 
of 1 or 2 Hz, but the 60-Hz square-wave response shows directly the 
distortion that the amplifier will introduce into a picture that has the 
top half bright sky and the bottom half dark ground. If the frequency 
of the test square wave is so high that little distortion is produced, the 
transients from the successive steps will be highly overlapping. Never- 
theless, the frequency response is easy to infer because only the funda- 
mental and lowest harmonics of the square wave are altered in amplitude 
or shifted in phase. 

Assume the low-end cutoff consists of a single real pole so that 


P 


K ans 
(p) alae 


(3-4-1) 


The square-wave response in this simple case can be computed exactly. 
As shown in Fig. 3-5, the response to the step of height 2 at t = 0 is 2e~“e, 
while the response to all prior signals is —ae~*. Thus for0 <¢t < T/2, 
f(t) = (2 — aje*, Because a = f(T/2) = (2 — a)e~T!?, we find that 
a = 2/(1 + emt?) and 2—a = 2/(1 + eT”), As wol'/2 > 0, a 0 
and 2—a-—>2. Thus in the limit, a low-frequency cutoff can double 
the peak-to-peak amplitude needed for a square wave. 

Now let us see if we can infer the shape of the output wave from the 
frequency response characteristic well above the low-frequency cutoff. 
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FIG 3-5 Square-wave distortion produced by simple-pole low-end 
cutoff, 


The input wave may be written as 
t 4 
f= > by sin 2rn - b, = — n odd (3-4-2) 
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The amplitude and phase of K(w) are 
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where the approximations apply for wo/w <1. Thus the output wave is 
t 

g(t) = » |A,,[b, sin (2x -+ ) (3-4-5) 
T 


Let us consider separately the effects of phase and amplitude distortion. 
This means ignoring some crossproduct terms of order wo'/w*, but these 
we are ignoring anyway. For the phase distortion we set |A| = 1 and get 


2nn : 2nn 
Gp(t) = > >, (cos @ sin Tt + sin #.cos 7" t) 


1 fool \?] 2 2an wo 2nn 
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= f@ + 6,(t) (3-4-7) 
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where 


3 (t) > 4 (=) é6 2rn t 2 (ty = 2rn | 
= —[{[—— s —t — — | — n — 
e “| an 2an T an \2an T 


The first term under the summation above is the Fourier series for a 
triangular wave of amplitude wo7'/2, while the second term is the Fourier 
series for a wave consisting of confluent parabolas and of amplitude 
(wo7'/8)? as shown in Fig. 3-6a. For the amplitude distortion we set 
6 = 0 and get 


galt) = ds E = (22) "| sin (3-4-8) 
which is the same as the first term of Eq. (3-4-6). We therefore have 

ga(t) = f(t) + d.(¢) (3-4-9) 
where 

5.(t) = ; _ = (ty sin ae (3-4-10) 


which is identical with the second term of 6,. Thus 6, merely doubles 
the curvature of 6,. 

The principal distortion of the square wave is caused by the phase 
shift of the fundamental and lower harmonics. The reason of course is 
that for w > wo, |K| — 1 > —}4(w0/w)? while 6 — wo/w. The amplitude 
departure from unity is therefore smaller and disappears more rapidly 
with increasing w than the departure due to phase shift. 


(a} Positive phase shift (&) Decreased amplitude 


FIG 3-6 Component distortion of square wave produced by single 
pole. 
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(a) Low- frequency phase leading (6) Low-frequency phase lagging 


(c) Low-frequency amplitude down (d) Low-frequency amplitude up 


(e) RC cutoff (atc) (f) Result of phase compensating (e/ 


FIG 3-7 Various forms of low-frequency square-wave distortion. 


The value of the preceding analysis lies iy the ease with which more 
complicated low-frequency cutoffs may be analyzed and equalized. 
Suppose the low-end characteristic consists of n poles and m zeros. Then 
to the same degree of approximation that we have been using, 


|K| -1 = i | (3-4-11) 
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where wp; is the frequency of the jth pole and w,; is the frequency of the 
ath zero, and so long as the fundamental of the square wave is well above 
the frequency of the highest-frequency pole or zero, the total phase and 
amplitude distortion may be predicted just as simply as for a single pole. 
Figure 3-7 shows qualitatively the types of square-wave distortions 
produced by various frequency response departures. 

If both poles and zeros are present and if 


2, Wp = »; Wei (3-4-13) 


Square-wave and Pulse Testing of Linear Systems 61 


then the linear term in the expansion of tan—! 6 disappears, which leaves 


n m 
3 
» wp;* = > Wzi 
i=) 


1 a 
6=- = + higher-order terms 
3 w 


The departure due to phase shift is now smaller and disappears more 
rapidly with increasing w than the amplitude departure |K| — 1. This 
is the principle of low-frequency phase compensation frequently used in 
ac-coupled broadband amplifiers. The residual distortion of a square 
wave is a slight enhancement of the fundamental as shown in Fig. 3-7f. 
The commonest form of phase-compensated interstage is one for which 
n = 2 and m = 1 and w, = 2w,. 


3-5 Time-domain Reflectometry 


Time-domain reflectometry is a special form of impulse or step-function 
test in which the signal viewed is the series of reflections produced by 
imperfections in a transmission system or delay line. In earlier fre- 
quency-domain reflectometers in which either the standing wave ratio 
(swr) or the reflection coefficient is measured as a function of frequency, 
the interpretation of the results for what might be causing the reflections 
is often quite difficult, especially when many reflections are present. In 
time-domain reflectometer, by contrast, the various echos are spread out 
in time just as in a radar display, and distance along the time axis cor- 
responds to distance down the transmission system. Touching the line 
with a probe produces another reflection, and by sliding the probe along 
until the probe reflection coincides with other reflections already present, 
the sources of these may be located physically. In short, one can literally 
put his finger on the trouble. 

Figure-3-8 shows the elements of a typical time-domain reflectometer. 
The fast-rise-time generator emits an impulse or step simultaneously 


Fast 
oscilloscope 


generator 


— -— 


FIG 3-8 A typical time-domain reflectometer. 
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with the start of the oscilloscope sweep. If the group velocity of the 
cable is v, then at a time ¢) = 1)/v later, the incident pulse or step is picked 
up by the sampling probe of the oscilloscope. The pulse continues on 
to the test system, and at a time no less than 2l/v sec later, the first 
reflection appears. This reflection continues on to the pulse generator 
and if the latter matches the cable, is absorbed there. Otherwise the 
reflection will reappear on the oscilloscope 2l)/v sec later. Regardless 
of generator match there is therefore a period 2l)/v sec long during which 
system reflections may be viewed without spurious reflections appearing. 

Although the time-domain reflectometry method had long been used 
to locate faults on telephone lines, the method came into widespread 
laboratory use only after the development of the sampling oscilloscope 
and fast-rise-time pulse generators made it possible to resolve time 
intervals of the order of 30 psec and therefore to locate reflections to 
within about 0.5 mm. In addition, the large dynamic range of the 
sampling scope made it easy to detect reflections as small as 1 part in 
10~* of the incident signal. This is the reflection produced by 0.01 & 
in series or 14 MQ in shunt with a-50-Q line. This resolution and sen- 
sitivity combine to make time-domain reflectometry a powerful measure- 
ment technique. 

In addition to locating reflections, the time-domain reflectometer 
display gives a good deal of information about their nature and probable 
causes. Knowing the kind of reflection produced by various typical 
mismatches and discontinuities, one can in most cases readily identify 
the cause of each reflection. The voltage reflection coefficient (in the 
frequency domain) is 


Z—-Z, Y.-¥ 
= i 3-5-1 
Sasee Vee £ ae 


where Zo (or Yo) and Z (or Y) are the impedance (or admittance) of line 
and load respectively. Any discontinuity may be regarded as a termi- 
nation consisting of the discontinuity in series with Z» or in shunt with Yo. 
Thus if the series discontinuity is AZ, we have Z = AZ + Z, and 


_ AZ az 
“OF AZ OFZ. 


p (3-5-2) 


while if the shunt discontinuity is AY, we have Y = AY + Y> and 
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(3-5-3) 


The reflected amplitude as a function of time for a unit-area impulse- 
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test signal is 
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u(t) = 5 ie. p(iw)e du (3-5-4) 
while the reflection for a unit-height incident step is 
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Rather than include the added phase factor e~7 in the reflection coef- 

ficient, we choose simply to remember that the reflection as calculated 

must be delayed with respect to the incident impulse or step by the round- 

trip delay r = 21/v. 

By using the above expressions, the reflections for several common 
types of terminations and discontinuities have been calculated and are 
shown in Figs. 3-9 and 3-10. The figures assume a zero-rise-time step 
generator and oscilloscope. The actual display will be the result of con- 
volving the responses shown with the derivative of the test step signal 
as seen in the oscilloscope. The principal effect of this convolution is 
that very small series inductive or shunt capacitive discontinuities tend 
to reproduce as small humps or dips having the shape of the derivative of 
the step response rather than the exponential shapes shown in Fig. 3-10c 
and d. 
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FIG 3-10 Typical reflections produced by simple discontinuities. 
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If the device under test presents a resistance R, then the reflection 
coefficient is p = (R — Zo)/(R + Zo) and the nelene of the trace after the 
echo appears is 


2R 

h(t) = 1 i) = ————— 
(t) + p(t) Riz, 
This is the scale law of the simple shunt ohmmeter and it is shown in 
Fig. 3-11. If now the device being tested is a piece of transmission line 


(3-5-6) 


FIG 3-11 A simple ohmmeter with a 
2-V battery produces the same relation 
between terminal voltage and resistance 
R as a transmission line excited by a 
unit step. 


of variable impedance, what will be seen if the impedance variation is 
not too great is a profile of the impedance versus distance, the vertical 
scale being the ohmmeter scale with Z» in the center. 

Time-domain reflectometer displays are not unique. For example, 
the impedance profile of a line whose impedance increases with distance 
can resemble very closely the reflection from a line with series resistive 
loss. Further, when two or more strong reflections are present, multiple 
reflections can confuse the picture. Fortunately the common types of 
discontinuity produce distinctive responses. If, as is usually the case, 
the object of the measurement is to get rid of the discontinuities or to 
reduce them to tolerable values, these defects of time-domain reflec- 
tometry do not cause much trouble. If one eliminates the first reflection 
first, then the next, and so on, multiple reflections can be ignored since 
they always occur later than the echo of interest. As each strong reflec- 
tion is eliminated, its multiple reflections disappear too, so that in the 
end a clear, simple picture results. 

Naturally, resonant elements or narrow-band filters will cause ringing 
on time-domain reflectometer display. Such devices are much more 
readily tested in the frequency domain. A good general rule is to test 
a device in the domain in which its properties are best localized and most 
simply described. Thus steady-state sine-wave measurements and 
impulse tests in the time domain are not so much competitive methods 
as they are supplementary. When frequency-domain measurements 
prove difficult, time-domain tests are often simple, and vice versa. 
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In communications and measurement, noise is any random function of 
time. That is, noise is a random process in which future instantaneous 
values cannot be predicted, no matter how long the noise has been 
observed in the past. However, noise can be described statistically, as 
reviewed below. 

Noise is present in every electrical circuit except at a temperature of 
absolute zero. It is also present in all measuring instruments, since 
they are merely specialized electrical circuits. From the measurement 
point of view, one is interested in noise in three basic ways: 


1. The measurement of the statistical properties of a noise signal 
2. The use of a noise test signal having accurately known statistical 
values to characterize the behavior of a circuit or system 
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3. The accurate measurement of a signal in the presence of unavoidable 
noise 


4-1 Mathematical Background 


Simple deterministic signals can be completely specified by a small 
number of parameters. Tor example, a de signal is specified by only one 
parameter. A step function is specified by two parameters: amplitude 
and time. And a sine wave is specified by three parameters: amplitude, 
frequency, and phase. 

Random signals, on the other hand, cannot be completely specified by 
a finite number of parameters [1]. However, we still need some way of 
describing them, and so we resort to statistical descriptions that tell us 
about the average behavior of the signals. 

For many practical purposes, a knowledge of the average behavior of 
a waveform is more useful than an exact detailed description. Tor 
instance, the mean square value of a waveform is easier to handle than 
a list of amplitudes of the individual Fourier components. Other com- 
monly used statistics of random signals are the power spectrum and the 
probability density function. 

Much of the mathematical background used to describe random data 
was originated by statisticians for the purpose of classifying the discrete 
events that arise in a population census. The techniques have been 
extended by engineers to cover continuous as well as discrete phenomena, 
and to include random pulse trains and the properties of binary digital 
Sequences. Before we can begin to use statistical techniques in measure- 
ment, we must first define some of the terminology, Then the important 
measurement procedures will be described. 

Ensemble. Let us start by considering the continuous function of time 
represented by the waveform .i(¢), Fig. 4-1. This could for instance be 
the variation in power-line voltage, with respect to the specified value, 
in a particular building in a city. Other waveforms re(t), «3(t), and so 
forth, could represent line voltage recordings taken at other points in the 
city. Such a family of similar sets of data is called an ensemble. 

The average value of all the waveforms at some instant in time f, is 
called an ensemble average, and it is written 


1 n 
z(t) = — «(t1) (4-1-1) 
u < 2 r 


The value of the ensemble average will, in general, depend upon the 
instant of measurement. This can be visualized in the case of an 
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FIG 4-1 Ensemble of random variables. 


ensemble of line voltage variations. In general, the ensemble average 
voltage will be low when the load on the power system is a maximum. 
A system or ensemble that behaves in this way is said to be nonstationary. 

Another nonstationary ensemble can be constructed by taking a record 
of a single repetitive signal, say the daily fluctuation of power-line voltage 
at one location, and cutting it into separate records, each 24 h long. 
The separate pieces are then assembled side by side, as in Fig. 4-1, and 
synchronized to an artificial time zero. It is now possible to take 
ensemble averages, as in Eq. (4-1-1) and determine the average line 
voltage at midnight, 0100 hours, 0200 hours, and so forth. 

This type of ensemble averaging forms the basis of a powerful measure- 
ment technique known as signal averaging (Chap. 5). It can be used 
whenever a repetitive waveform is hidden in noise, provided that it is 
possible to synchronize the separate samples to the artificial time zero. 

A stationary ensemble is one for which the ensemble average is invariant 
with shift of the observation time, or when 


p(t) = Mz(te) for any th, to (4-1-2) 


The velocities of individual gas molecules in a constant-temperature 
enclosure would be members of a stationary ensemble, or the noise 
currents from a collection of noise diodes having well-stabilized mean 
currents. In practice, truly stationary conditions are unusual, but for 
engineering purposes, it is often permissible to assume that stationary 
conditions exist over a period of time that is long with respect to any 
experiments. 

Time Average. In engineering practice, we do not often have an 
ensemble of random variables from which we can compute ensemble 
averages. Instead, we more frequently have a single record for a long 
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period of time. We compute another kind of average value, the time 
average. 


u(k) = lim : fr a(t) dt (4-1-3) 


T- « 


This average gives us specific information about the kth recording, but 
we cannot deduce anything about the time averages of other similar 
recordings except in certain special cases. For instance, in our previous 
example of an ensemble of line-voltage records taken at different points 
in a city, the time averages at different points are likely to be quite 
different, since each depends on local conditions, feeder lengths, and 
transformer tappings. 

Ergodic Systems. Under some conditions, however, we find a stationary 
ensemble in which the time average taken from any record is equal to the 
ensemble average taken at any time. Whenever time averages are equal 
to ensemble averages, we say that the system is ergodic. An example of 
an ergodic ensemble would be the thermal noise signals generated by a 
collection of identical resistors in the same constant temperature 
environment. 

Note that an ensemble must first be stationary before it is ergodic. 
In an ergodic system, then, 


N 
< yi tm(t) = lim 5 =f, ae(t) dt (4-1-4) 
m=1 


or in words, 
Ensemble average at time t; = time average of the kth record 
for any time instant ¢; or for any recording z;; or in symbols, 
uz(t;) = we(k) for any j, k (4-1-5) 


The ergodic hypothesis is a convenient aid in analysis, and it can 
often be justified by reasonable assumptions about the physics of the 
system. It allows an engineer to make predictions about hypothetical 
experiments, when the only information he has aya is one recording 
from a single experiment. 

Many systems are known to be nonstationary, and hence nonergodic, 
and special mathematical treatment is needed in these situations [2]. 
Easily recognized nonstationary effects are time-varying mean-square 
values and time-varying spectral properties. Speech is a good example 
of nonstationary data exhibiting these effects. 
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Mean-square Values. We have seen that there are two ways to measure 
average amplitudes from an ensemble of random data recordings. The 
ensemble averages and time averages will in general be different unless 
the system is ergodic. Similarly, the mean-square value can also be 
measured in two ways, across the ensemble or as a time average. 

The mean-square value taken across the ensemble at time ¢; can be 
written as 


N 
1 
As a 2( ft. kes 
wo) = DW) (4-1-6) 
and the time averaged mean-square value of the kth recording is 
: 1 sr 
veh) = lim f r42(t) dt (4-1-7) 


In electrical engineering, we are familiar with the concept of separating 
the de component or mean value » from the ac component or fluctuating 
component of a waveform. In random-data analysis, we must dis- 
tinguish between the mean-square value y? of the total signal (de plus 
ac) and the mean-square value of the fluctuating component alone, given 
by the symbol o?. Thus we have 


y? = p+? (4-1-8) 


The subscripts z or k have been omitted here, since the relationship 
is the same for both ensemble averages and time averages. In the 
following treatment whenever subscripts are omitted, it may be assumed 
that the signals are stationary and ergodic, and that time averages may 
be used. 

Power Spectrum. The power spectrum of a signal tells us how the 
power contributed by the separate frequency components of the signal 
is distributed over the frequency spectrum. A periodic waveform has 
a spectrum consisting of discrete frequencies, which coincide with har- 
monics of the fundamental frequency fy = 1/T, where T is the period 
of the waveform. 

The (amplitude)? or power! of each component can be represented by 
a line of the appropriate length on a graph, as in Fig. 4-2. 

The total power of a signal, or the mean-square value of the signal, 
a, is equal to the sum of the individual power contributions from each 
frequency component. For a given total power in the signal, the power 


1 Power should be measured in watts, but it is common practice in noise theory to 
consider (amplitude)? as the unit of power. For electrical signals the mean-square 
voltage is often referred to as the power of the signal. This inconsistency can be 
reconciled by assuming a 1-2 load resistor. 
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contributed by an individual component must decrease as the number of 
components increases. 

A random signal may be considered a periodic signal with infinite 
period. In the spectrum of a complex random signal, the frequency 
separation 1/T approaches zero and the power spectrum must have an 
infinite number of lines, all of infinitesimal amplitude. Thus, the power 


fo 2% Frequency, Hz 


FIG 4-2 Power spectrum of a periodic 
signal, period 7 sec. 


spectral components shrink to zero for a random signal, but this difficulty 
can be overcome by considering the spectral power density, which we 
shall call power density spectrum. Analogously, the concepts of mechanics 
are usually introduced by talking about ‘particles’ of zero dimension 
but finite mass. Later we extend these concepts to real physical objects, 
which have distributed mass, such as rods having so many grams per 
centimeter of length. To do this, we introduce the concept of density. 
In an exactly analogous way, when we talk about random signals (or 
any real signal having finite duration), we cannot truly say it has so 
much power at a certain frequency, but only that it has so much power 
per unit of bandwidth at that frequency. 

Power Density Spectrum. It is important to notice that the power 
spectrum is not the same as the power density spectrum. The former 
is Just the square of the amplitude spectrum and has units of (volts)?. 
The latter has units of (volts)? per hertz. The power spectrum is used 
to describe signals having a finite number of discrete frequency com- 
ponents, but its ordinates shrink to zero for a random signal. The 
power density spectrum, however, does not disappear. 

A power density spectrum is shown in Fig. 4-3. The total area under 
this curve gives the total power contained in the signal. The power 
contributed by all frequency components in any band, say from f, to 
fz, is equal to the area under the power density curve between f, and fe 
(shaded area in Fig. 4-3). 

Power density spectra can be measured experimentally with a narrow- 
band, constant-bandwidth wave analyzer containing, or followed by, a 
square-law meter with a long averaging time. 
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White Noise. Noise having equal power density at all frequencies is 
called white noise, by analogy to white light, even though equal density 
is not true of the light we conventionally call white! Truly white noise, 
which has infinite bandwidth and therefore infinite power, is never found 
in physical systems, which always have finite bandwidths. We usually 
call noise white if it has a flat power density spectrum over the band of 
interest. 

Probability Density Functions. The power density spectrum tells us how 
the energy of a signal is distributed in frequency, but it does not specify 
the signal uniquely, nor does it tell us very much about how the amplitude 
of the signal varies with time. The spectrum does not specify the signal 
uniquely because it contains no phase information. Two periodic signals 
have the same power spectrum if they both contain the same frequency 
components at the same amplitudes. But if the phase of just one com- 
ponent of one signal is shifted with respect to the phase of the corre- 
sponding component of the other, the two signals can have drastically 
different waveforms. 

A statistic of a signal that gives waveshape information and is inde- 
pendent of the spectrum is the probability density function, or pdf (see 
Fig. 4-4a). 

The area under a pdf between any two amplitudes x and 22 is equal 
to the proportion of time that the signal spends between 2 and 22. 
Equivalently, this area is the probability that the signal amplitude at 
any arbitrary time will be between z1 and x2. The total area under a 
pdf is always unity. In general, the pdf and the power spectrum or 
power density spectrum are two different unrelated properties of a 
signal. 

Refer to Fig. 4-4b for a simple circuit to measure the pdf of a signal. 
The z)-to-z2 gate is a circuit of biased diodes that transmits the high- 
frequency-clock frequency only when 21 < 2 < 22. If x2 — 2 is kept 
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FIG 4-3 Typical power density spec- 
trum for a random signal. The total area 
under the curve is the mean-square value 
of the signal, usually spoken of as power 
in noise theory. Shaded area is power 
in the frequency band from /f; to fs. 
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Amplitude X 


Probabitity 
density P(x) Time 


(a) 


Generator T sec 
(b) 
FIG 4-4 (a) Probability density function. The shaded area is 


equal to the proportion of time spent by signal between 2: and 72. 
(6) Block diagram for measuring pdf. 


constant as the two quantities are varied in steps over the amplitude 
range of z, the number of accumulated counts in T sec is proportional to | 
the pdf at given values of z; and x2. The pdf curve can be plotted from 
the measurements. 

Accurate measurement of the pdf of a signal requires a long averaging 
time at each amplitude level [see Eq. (4-2-8)] so that pdf measurement 
by this simple technique is very slow and tedious. More elaborate 
instruments having 100 or more parallel channels can give an on-line 
display of the complete pdf curve in a very short time. 

The Gaussian PDF. The most familiar pdf is the bell-shaped gaussian 
or normal curve, Fig. 4-5a, which is characteristic of many naturally 
occurring random disturbances. Gaussian means that a curve has the 
shape y = e-*. Probability density functions must all have unity area, 
and thus a gaussian pdf must be normalized, i.e., 


p(x) = a (4-1-9) 


oV Qn 


where ¢ is the rms value of the signal. 
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The curve falls away rapidly for large values of amplitude, and for 
many practical purposes, it may be assumed that the function is confined 
to a range of amplitudes within +30. 

A frequent practical problem is to estimate the probability of finding 
a random signal above a specified amplitude level 2;. The probability 
of exceeding the amplitude z; is equal to the shaded area of Fig. 4-6a 
and is plotted in Fig. 4-6b as a function of x,/o. The study of the 
probabilities of infrequent events is especially relevant in a noisy digital 
data transmission system, for instance, where the probability of an error 
is equal to the probability that the noise will exceed the threshold level. 
Figure 4-6b shows how the probability decreases rapidly as the threshold 
is increased. 

It is important not to confuse the gaussian pdf with the output of a 
so-called gaussian filter. A gaussian filter has an impulse response shaped 
like e~” and a frequency response shaped like e~**. The output of a 
gaussian filter may indeed have a gaussian pdf. But an arbitrary signal 
having a gaussian pdf may have a power density spectrum which bears 
no resemblance to the frequency response curve of the gaussian filter. 

It is also important to recognize that gaussian noise does not have 
to be white noise, and vice versa. The pdf and the power density 
spectrum are independent. 

Other PDFs. Although the gaussian pdf is so very common in natural 
disturbances, it is not the only probability distribution of importance in 
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FIG 4-5 (a) Gaussian pdf, and (b) 
cumulative distribution function. 
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FIG 4-6 (a) Gaussian pdf, and 
(b) the probability that the signal 
x will exceed a threshold level x. 
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engineering applications. A sine wave, for instance, has a pdf which is 
noticeably different from the gaussian shape, as shown in Fig. 4-7. 


1 
nO = a a 


ae lz] > A (4-1-10) 


lz) S A 


The Rayleigh distribution is important in communication problems, 
since the envelope of a narrow-band gaussian signal has a Rayleigh pdf. 
Other pdf’s are given in Table 4-1. 

Cumulative Probability Distribution. The cumulative pdf P(x) is the 
integral of the density function (Fig. 4-50) or 


P(2) = ,. p(u) du (4-1-11) 


and is often preferred in practical situations, such as when the signal is 
quantized into discrete amplitude levels. These signals have pdf’s 
consisting of narrow spikes. The cumulative probability distribution 
function, however, consists of a staircase function as in Fig. 4-8. The 
P(x) curve of a random quantity is also very useful in finding the prob- 
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FIG 4-7 Probability density function 


for a sine wave. 
TABLE 4-1 Examples of Autocorrelation Functions 
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FIG 4-8 Probability density and 
distribution function for a quan- 
pied tized signal. 


P(x} 


ability of that quantity’s being either less or greater than some specified 
value. The maximum ordinate of P(x) is always unity, and the deriva- 
tive of P(x) is p(z). 

Mean Values and Mean-square Values from PDFs. The pdf can be used 
to calculate the mean value, the mean-square value, or any other statistical 
function of the amplitude of a random signal. For instance, the mean 
value uz may be written 


dz = [> xp(x) dz (4-1-12) 

In this expression, the mean value is obtained by adding together all 
possible values of x from minus infinity to plus infinity, each amplitude 
x being weighted by a factor p(x) dz, which is the probability that that 
particular value of z will occur within the infinitesimal interval dz. 
Similarly, the mean-square value of a signal can. be computed from the 
pdf 


+ 
ve? = [> 2*p(2) dx (4-1-13) 
where y,” is the mean-square value of the total signal, de plus ac, and is 


Yo? = we” + a2? (4-1-14) 


Correlation Functions. A useful statistic because it tells something about 
the time or phase relationship between two signals (random or not) is 
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FIG 4-9 Correlation functions show time relationships between 
signals. They can be computed by multiplying one signal by a 
delayed version of the other and averaging the product. 


their crosscorrelation. The crosscorrelation function for two signals x(t) 
and y(t) is defined as 


. l rr 
Rey(t) = im 7 i x(t)y(t + 7) dt (4-1-15) 


This may be interpreted as the time average of the product of two 
signals, with one of the signals shifted (advanced) in time by 7 sec. 
The result R.,(r) is a function of the relative time shift r. 

In a stationary system, we obtain the same result whether we time- 
advance one signal y(¢) or time-delay the other signal z(t). Alternatively 
then we may write 


1 
Roy(o) = lim 5 ie x(t — r)y(t) dé (4-1-16) 


Time delays are physically realizable, so that the second equation is 
the one used as the basis for computation or instrumentation [3]. 

A block diagram of an instrument system that performs this calcula- 
tion approximately is shown in Fig. 4-9. One signal is multiplied by a 
delayed version of the other, and the product is averaged. The result 
is a function of the delay r. In physically realizable systems the result 
also depends on the averaging time T. Ideally 7 should be infinite, but 
this would mean that it would take an infinite amount of time to get an 
answer. Fortunately the statistical variance caused by using finite T 
can usually be made acceptably small by making 7 fairly large. 

If y(t) = x(t), the crosscorrelation function becomes the autocorrelation 
function of z(t), defined as 


Riz(r) = Am : fr x(t — r)ax(t) dt (4-1-17) 


Some important properties of autocorrelation and crosscorrelation func- 
tions may be listed: 
1. The autocorrelation function is an even function of r. 


R.z(t) = Raz(—7) 
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2. The autocorrelation function for zero 7 is equal to the mean-square 
value of the signal o,”, and must be positive. If the signal has a finite 
mean value, then the whole autocorrelation function is sitting on a 
pedestal, amplitude yu,?. The zero delay point is now equal to 


i ae Br” + oz" 


3. The autocorrelation function has an absolute maximum at zero 
delay, or 
R.2(0) > Raz(7) 


A periodic signal x(t) has a periodic autocorrelation function. 
The autocorrelation function of a random signal vanishes as r 0 
The spay a a function need not be symmetrical in r. 

Ray(r) = Rye(— The order of the suffixes is important. 

8. The aden function of the sum of two uncorrelated signals 
is the sum of the autocorrelation functions of the two signals. If 


a(t) = x(t) + y(t) and R(t) = 0 for all + 


anes 


then 
R.,(r) as R.z(7) + Ry (tr) 


Relationship between Autocorrelation and Power Density Spectrum. The 
autocorrelation function gives some indication of the relationship between 
signal samples taken 7 sec apart, and it is to be expected that this will 
depend in some way on the bandwidth of the signal. For instance, if 
the autocorrelation function indicates that there is still good correlation 
between samples taken 1 msec apart, then the random signal is unlikely 
to have significant frequency components above 1 kHz. In general, a 
wideband signal has an autocorrelation function confined to small values 
of delay, and vice versa. For example, the autocorrelation function 
of white noise is just a single delta function at r = 0; this means that any 
two samples of the same (infinite bandwidth) white-noise signal are 
uncorrelated as long as there is a nonzero time interval between them. 

A precise relationship exists between the autocorrelation function and 
the power density spectrum. They are in fact a Fourier transform pair. 


Sif) = doe R(r) cos 2nfr dr (4-1-18) 
R(t) = oe S(f) cos 2nfr df (4-1-19) 


where S(f) is the theoretical two-sided power density spectrum. It is a 
real, nonnegative, and even function, defined for both positive and 
negative frequencies. 

In the literature dealing with power spectra, we find a confusing 
assortment of definitions and conventions for the power spectral density 
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function. The variations arise mainly because of the alternative use of 
w for the frequency parameter. This accounts for the appearance of 
factors of 27. In addition, the theoretical treatment usually defines the 
spectrum for both positive and negative frequencies, so that to find the 
total power, it is necessary to integrate from —« to +« along the 
frequency scale. In a practical situation, however, the negative fre- 
quencies have no real significance, and it is more convenient to define 
a practical power density spectrum G(f), which exists for positive fre- 
quencies only, 


Gf) = 2S8(f) for f > 0 
=0 otherwise (4-1-20) 


The total power of the signal is obtained by integrating the area under 
the G(f) curve of positive frequencies only, Fig. 4-3. The practical 
power density spectrum G(f) is physically realizable in that it can be 
measured experimentally with a wave analyzer having a true mean- 
square voltmeter. 

Equations (4-1-18) and (4-1-19) can now be rewritten 


Gf) 
R(r) 


4 i R(r) cos 2nfr dr (4-1-21) 
i ” G(f) cos 2nfr df (4-1-22) 


where G(f) is a one-sided physically realizable power density spectrum, 
defined for positive frequencies only, measured in (volts)? per hertz. 
Table 4-1 contains a selection of commonly used pairs of spectra and 
autocorrelation functions. 

Since the autocorrelation function is the Fourier transform of the 
power density spectrum, it gives us no information that is not contained 
in the spectrum. In particular, there is no information about the phase 
of periodic components. However, it is an extremely useful function, 
and it is often simpler to compute than the power density spectrum, 
especially at low frequencies. 

Relationship between the Crosscorrelation Function and the Cross-power 
Spectral Density Function. The Fourier transform of the crosscorrelation 
function R,,(r) yields a complex function of frequency S,,(f) called the 
cross-power spectral density function. The relationships are 


Self) = [7S Ray(r) exp (—j2nfr) dr (4-1-28) 
Ray(t) = [7 Saulf) exp (2afr) df (4-1-24) 


od 


We can again define a function G,,(f) for positive frequencies only, 


Gu(f) = 28.,(f)  f > 0, otherwise 0 (4-1-25) 
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The real and imaginary parts can be separated as follows: 


Gu (f) = Cu(f) — iQz(f) (4-1-26) 


where C,,(f) is called the cospectrum, and Q:,(f) is called the quadrature 
spectrum. 


4-2 Measurement of Noise 


Many measurements of noise and random phenomena involve aver- 
aging. The properties of the noise that we wish to measure may be 
simple quantities like the mean value and the rms value, or we may be 
interested in much more complicated functions like pdf’s or functions 
of two variables like crosscorrelation functions. In the measurement 
of these quantities, averaging is used. 

The mathematical theory suggests that averages (integrals) should 
be taken over infinite time to get precise results, but averages taken 
over finite intervals can yield results sufficiently accurate for practical 
purposes [4]. We must now look at the averaging process and see what 
errors are involved when the averaging time is limited to finite values. 
This matter is also treated in connection with digital analysis of signals 
in Chap. 5. 

The result of an experiment designed to measure some parameter of 
a random signal is called a statistical est?mate. An estimate of the mean 
value of a signal is written f@, the caret over the u indicating that it is an 
estimate. The estimate of the mean value of the variable z(t) measured 
over a period of T sec would be written 


fe = : 1 x(t) dt (4-2-1) 


In general, we try to use an estimator that approaches the true value 
as the integration time is increased, so that in the limit, as T— o, the 
expected value of the estimator becomes equal to the true value, or 


E (az) = Mz (4-2-2) 


In this situation, the estimate is said to be unbiased. 

In measurements of random noise taken over finite averaging times, 
the estimates will differ from the true value. This error can itself be 
considered a random variable and will have some pdf associated with it. 
A knowledge of the distribution allows predictions to be made about the 
probable magnitude of error in a measurement, or alternatively about the 
averaging time necessary to reduce the error to an acceptable level. In 
most of the situations that concern us, the errors have a normal gaussian 
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probability distribution with respect to the correct value. The mean- 
square value of the error taken over many experiments is called the 
variance of the estimate, and its square root the standard deviation. For 
example, in the case of a measurement of the mean value u, of the signal z 
we can write 


A\Jean-square error in measurement of ur = /[ (fi. — u)?] 
= variance (,) 
(standard deviation)? 
(4-2-3) 


If a noise signal has a gaussian distribution, then we can say that 68 
percent of our measurements have an error of less than one standard 
deviation, and 95 percent of our measurements will have an error less than 
two standard deviations. This is what we mean when we talk about 
confidence limits. lor instance, 95 percent confidence limit occurs when 


Actual error < 2 standard deviations (4-2-4) 


Mean-value Estimates. The error of the estimate of the mean value of a 
gaussian random signal will itself be a gaussian random variable, and in 
the case of band-limited gaussian noise, the variance is given by 


oz” i. 

a _ =— 2 a es 

Var (fiz) = oBT (standard deviation) (4-2-5) 
where B is the noise bandwidth, o, is the rms value of the fluctuating 
component of the noise, and T is the time interval of averaging. Some 
care is required in using Eq. (4-2-5); it is an approximation with the 
assumption that BT > 1 and that averaging is done by the true integra- 


tion method rather than by using an RC filter. 


Example 


There is 10 mV of de hidden in 100 mV rms of band-limited gaussian noise with 
a flat spectrum up to 1 kHz. 

If an integrating voltmeter is used, what averaging time is necessary in order 
to yield a 99 percent accurate result with 95 percent certainty? 

From Eq. (4-2-4) for 95 percent confidence, actual error < 2 standard devia- 
tions < maximum allowable error. 

From Eq. (4-2-5), 


2 


ox 
Standard deviation = 
andard deviation Vez 


2 
Q00 mV)" < 9.01 x 10 mV 
2x 10°T 


T > 2 X 10° sec = 33 min 
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If the noise has a flat spectrum down to zero frequency, the ratio o,?/B 
is the zero-frequency power spectral density G(0), where G(f) is the physi- 
cally realizable single-sided power density spectrum. We can write 


ee eds (4-2-6) 


From this we see that the important parameters in determining the 
variance are the averaging time 7’ and the power density spectrum at low 
frequency G(0). The actual bandwidth and rms value of the noise are 
irrelevant, provided that BT >>1. The variance is caused by the very 
low frequencies in the spectrum, and prefiltering to reduce the high- 
frequency energy has no beneficial effect, providing the filter bandwidth 
B>1/T. 

If the cutoff frequency of the filter is lower than the reciprocal of the 
integration time, then the averaging process is controlled mainly by the 
characteristics of the filter [5]. 

Integrating Digital Voltmeters. Many digital voltmeters (DVMs) are 
available with the ability to measure the true average of the input voltage 
over a fixed measuring period. The major advantage of this type of 
analog-to-digital conversion is its ability to measure accurately in the 
presence of large amounts of superimposed noise. The integration period 
is usually one period of the power-line frequency, or in some instruments it 
may be extended up to 1 sec or longer. When the integration period is 
synchronized to the power-line period, the instrument provides very high 
rejection of unwanted noise at power-line frequency and its harmonics. 
Much longer integrating periods are required to reduce the effects of low- 
frequency white noise. 


Example 

What is the maximum amount of white noise permissible at the input to an 
integrating DVM if the integration period is 1 sec, and the maximum error is 
not to exceed 1 pV? 

Assuming 95 percent confidence limits, from Eq. (4-2-4) we have standard 
deviation of error < 144 maximum allowable error 


ao? 1 
x <— x 10-6 
2BT ~ 2 a 


2 


o 
B 


<5 X 10-1! V?/Hz 
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This is the maximum power density that can be tolerated at very low frequencies 
in order to achieve a measurement error of less than 1 wV. This noise power is 
equivalent to 7 uV rms of white noise in the bandwidth from 0 to 100 Hz (e.g., 
Johnson noise from a 30-MQ resistor at 27°C). 


In the above example, if the signal being measured by the integrating 
digital voltmeter were derived from an amplifying device, the 7 .V rms 
of white noise could easily come from the amplifier. The example points 
up the fact that even very accurate instruments cannot be accurately 
used without proper attention to noise in many situations. A smoothing 
filter can be used to reduce noise fluctuations, as described below, but 
in some respects this is really equivalent to increasing the time of 
integration. 

Mean Square Value Estimates. The measurement of the mean square 
value of a random signal is subject to statistical errors similar to those 
in the mean value estimate. For the case of bandwidth-limited white 
noise with zero mean value, the variance of the estimate of the mean 
square value o,? is given [3] approximately by 
oz! 


~ BL 


Var [o,7] (4-2-7) 


For a 1 percent maximum error with 95 percent confidence, this 
demands that the bandwidth time product BT must exceed 4 X 104. 

For small errors, the percentage error in root mean square values is 
half the percentage error in the mean square value; e.g., a measurement 
that gives a +1 percent error in measurement of mean square value 
implies an accuracy of +4 percent in terms of rms measurement. 

Averaging by Integration or by Exponential Smoothing. Evaluation of 
statistical parameters by integration over a finite period T is convenient 
in off-line batch processing situations, but for on-line work, some sort of 
continuous averaging is often preferred. On-line processing is appropri- 
ate whenever the statistics in question are likely to change with time, or 
whenever the result of some parameter adjustment must be observed. 
Exponential smoothing is perhaps the most convenient, either by analog 
or by digital techniques. The simple single-pole RC smoothing filter is a 
familiar example used in many analog measuring instruments. 

In the measurement of statistical quantities one must choose a smooth- 
ing time constant. The choice is a compromise between a long time con- 
stant to reduce statistical variance and a short time constant to make the 
output settle quickly; or in the case of nonstationary situations, where 
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the statistics may be changing with time, the smoothing time constant 
must be sufficiently short to allow the output to follow the variations. 

For a given statistical error, the smoothing time constant should have a 
value equal to about half the integration time [4] indicated in the previous 
paragraphs. Note that the actual time required for an exponential filter 
to settle down after switch-on is about 4 or 5 filter time constants, which 
is about twice the time required for the integrator to do an integration. 

Variance of PDF Estimates. The probability density function p(z) of a 
random signal may be estimated by observing the proportion of time spent 
by the signal between the amplitude levels x — W/2 andz+ W/2. The 
choice of the window sampling width W affects the resolution obtainable 
in the measurement. A wide window is unable to resolve rapid changes in 
p(z) and introduces a bias error. On the other hand, a narrow window 
gives a good resolution, but the amount of information collected is corre- 
spondingly smaller; therefore, the statistical error of individual estimates 
increases. Exact analysis is difficult, but for band-limited gaussian white 
noise, the normalized standard error of the estimate can be approximated 
by the empirical expression 


SD [A(z)] 0.7 
ws ON 2 Sa 4-2- 
SD) VW BT Wa) ee 


where B is the signal bandwidth in hertz, T is the averaging time in 
seconds, and W is the sample window width as a fraction of the rms value. 

A good practical compromise on W is to approximate the pdf by a 
histogram of 30 bins over the range +3e, the width of each bin being 0.2c. 
This is narrow enough to reduce bias errors to about 1 percent, and the 
statistical errors are reduced to manageable proportions. Under these 
conditions, a bandwidth-and-time product BT of 60,000 will reduce the 
standard error to less than 10 percent for all amplitudes up to +30. 

Variance of the Estimate of a Correlation Function. Estimates of correla- 
tion functions obtained by averaging over a finite interval have statistical 
errors depending on the statistical properties of the signals and the length 
of the averaging time. The mathematical expression for the magnitude 
of the errors is a complicated function of the signal statistics and the 
averaging times, and for large T the expression is given by 


Var [Rey()] = a f° (Ree(u)Ray(u) 
+ Ray(u t+ r)Ryz(u —7)]) du (4-2-9) 


In the particular case in which z and y are gaussian band-limited signals 
with identical bandwidths, Eq. (4-2-9) simplifies considerably to give the 
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following expressions for the variance of auto- and crosscorrelation 
- functions: 


Var [R.(r)) = a [Re2(r) + Rz-2(0)] (4-2-10) 


Var [Ray(r)] = [Riy(r) + Rz2(0)R,,(0)] (4-2-11) 


2BT 
where B is the effective signal bandwidth in hertz and T is the averaging 
time in seconds. 

Practical Implementation of Correlation Measurements. Given two signals 
x(t) and y(t), how can we measure the crosscorrelation function described 
by Eq. (4-1-16)? To repeat, 


1 
Reay(r) = im 7 i * x(t — r)y(t) dt (4-1-16) 


The first obvious problem is that the averaging time 7 must be finite 
in any practical measurement. The errors introduced by short averaging 
times have been discussed in the previous section. 

To make practical use of correlation-function measurements, it is 
necessary to mechanize the mathematical operations involved. Two 
approaches are possible. The first approach consists of direct computa- 
tion of the integral in Eq. (4-2-12) by a variety of techniques. 


R.,(r) = ah. x(t — r)y(t) dt (4-2-12) 


The second approach is an indirect attack on the problem and relies 
on the fact that correlation functions and power spectra are Fourier 
transform pairs. The (cross) power spectra are first measured, and then 
the Fourier transformations are made. 

Analog Methods. An approximation to the integral expression (4-1-16) 
can be achieved by analog computation over a finite time interval [as in 
Eq. (4-2-12)], statistical errors being introduced because of the short 
averaging time. Further errors will be introduced by the analog imple- 
mentation of the time delay and by the multiplication operation. These 
errors will depend on the particular hardware used and may be a few 
percent, even in good analog equipment. 

Digital Methods. \Iany of the accuracy problems of a purely analog 
system can be avoided by using digital or hybrid techniques, and to do 
this, the signals must be time sampled, so that the continuous integration 
of Eq. (4-2-12) now becomes a summation 


N 
Ret) = 5) aj at — Dy ad (4-2-18) 


j=l 
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Samples of y(t) taken every At sec are multiplied by samples of z(t) 
taken 7 sec earlier. It might be thought that the choice of sampling 
interval At would be determined by the bandwidth of the signals, but this 
is not so. In statistical measurements such as this, we are not trying to 
reconstruct the signal from the samples, and therefore, as suggested by 
Shannon’s sampling theorem, it is not necessary to have a sampling rate 
greater than twice the highest signal frequency. The samples in Eq. 
(4-2-13) may be taken indefinitely slowly so long as each pair of samples 
is separated by the correct interval of 7 sec. 

It is even possible to take the pairs of samples at irregular (i.e., random) 
instants in time and still obtain the correct result. For this situation 


N 
Balt) =) alb — yb) (4-2-14) 


=i as 


The sampling instants ¢; can occur indefinitely slowly and at irregular 
intervals; all that is necessary for a good approximation is that we take 
enough independent samples, that is, N must be large. For high-fre- 
quency performance, it is of course necessary that the sampling windows 
be narrow compared with the required resolution in r. This is easily 
achieved, and on this principle successful correlators can be built with a 
high-frequency performance similar to that of a modern sampling 
oscilloscope. 

Analog-to-digital Conversion. In a correlator employing entirely digital 
techniques, it is necessary to convert both channels of data into digital 
form. The question of resolution in the quantizer deserves special atten- 
tion since it affects the cost and the speed of computation. It has been 
shown [5] that the accuracy of correlation function measurements need 
not be impaired by coarse quantization. Under suitable conditions, it is 
even possible to quantize one channel to one-bit accuracy (sign only) 
without degrading the results. 

The justification for using coarse quantization in a correlator depends 
on the fact that under suitable conditions the quantization noise, or errors, 
in an analog-to-digital converter is uncorrelated with the input signal. 
Because of this, the quantization noise behaves like an uncorrelated back- 
ground disturbance and merely increases the variance on the resulting 
correlation function (Appendix4-B). Signals having sharp discontinuities 
in their pdf’s cannot use this technique successfully ; however, the difficulty 
can be overcome by the addition of gaussian random noise to the input 
signal before digitization. This ‘‘dither”’ noise must be uncorrelated with 
the input signal. It has the effect of apparently linearizing the quantizer 
nonlinearity (see Chap. 5). 
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Spectral Measurements. The measurement of the spectral properties of 
random noise is subject to a number of errors that reveal themselves as 
variance on the measured values, imperfect frequency resolution, and 
image effects that cause components at one frequency to affect. measure- 
ments at another frequency. The errors depend on the length of record 
and on the technique employed. 

The power density spectrum of a signal can be measured by analog 
techniques with a wave analyzer (narrow-band filter) having a true rms 
voltmeter. When the signal is gaussian random noise, the measurement 
will exhibit a statistical error depending on the bandwidth B, of the wave- 
analyzer filter and on the averaging time 7. The variance of the estimate 
will be 


Gif) 


Var [G.(f)] = BT 


(4-2-15) 


Note that the statistical error in power spectral measurements is inde- 
pendent of the frequency being analyzed. It depends on the bandwidth 
By, not the center frequency of the filter. 

Digital techniques allow the power density spectrum to be computed 
directly from the signal waveform, and the task is greatly simplified by 
using the fast Fourier transform algorithm described in Chap. 5. Whena 
suitable computer is available, this is a very convenient method of analysis. 

The third approach to power spectra is by way of correlation functions 
and exploiting the fact that they are Fourier transform pairs. In many 
practical situations, it is easier to measure the correlation function than 
to compute the power spectrum directly. 


4.3 Measurements with Noise as a Test Signal 


Random noise can be used as a test signal in many practical situations. 
There are two quite separate circumstances under which it is appropriate 
to use a random test signal. In the first, a random signal can be used to 
simulate the real-life operating conditions of a practical system in order 
to determine its overall behavior. The second use of random signals is 
as an alternative to sine waves in order to collect data about the dynamic 
behavior of the system. Let us look more closely now at these two quite 
separate applications of noise. 

A random signal is often the most appropriate test signal to use in 
order to simulate the actual working conditions of a system. This is 
especially true when nonlinear effects are present. Under these condi- 
tions, a knowledge of the response to a sinusoidal signal does not enable us 
to predict accurately the response to any other waveform. For instance, 
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in a frequency-division multiplexed telephony system, one of the sensitive 
indicators of performance is the so-called noise-loading test. The objec- 
tive is to estimate the spurious background noise introduced into a tele- 
phone channel by intermodulation distortion and conversations in other 
channels in the system. The conversations in all channels except the one 
under test are simulated by applying broadband gaussian white noise to 
the system. The channel under test is kept clear by a bandstop filter. 
At the receiving end, a bandpass filter examines the vacant channel for 
any indication of background noise. This is an example of a test situation 
in which it would be inappropriate to use sine waves to simulate the 
practical working conditions. 

Similar situations arise at much lower frequencies in the analysis of 
nonlinear control systems where it is necessary to simulate actual working 
conditions by the use of low-frequency random test signals. In these 
situations, the low-frequency random effects requiring simulation might 
be air turbulence in the case of aircraft, or target evasive action in the 
case of missile control systems design. 

In all these tests that attempt to simulate real working conditions, the 
chosen technique depends on the detailed requirements of the system 
being tested, and no general method is applicable to all situations (for 
noise figure tests on communications systems, see Chap. 14). 

When noise is used as an alternative to sine waves or other deterministic 
test signals for the evaluation of the dynamic properties of a system, the 
same mathematical treatment can be applied in all situations, and it is 
generally assumed that the system under test is linear. The method 
involves the crosscorrelation between the input and output of the system 
and yields information about the dynamic performance of the system. 
In the noise-testing method, all frequencies of interest are applied randomly 
and more or less simultaneously to a network, and the instrument system 
computes the response that the network would have to a unit impulse. 
Of course, it is impossible to measure all frequencies simultaneously in an 
instant; this fact is associated with the necessity for an adequate averaging 
time in the measurement of any statistical quantity. 

To summarize, the characteristics of a linear network can be measured 
in three basic ways. A sine generator and appropriate voltmeters can be 
used to measure frequency response. An impulse or step function can be 
applied to the network and the output waveform analyzed. Third, a 
noise signal can be applied and a measurement made of the crosscorrelation 
between that test signal and the network output. The relative accuracy, 
speed, and convenience of the methods depend upon the problem and 
upon the sophistication of the instruments employed. 

The characterization of linear networks by steady-state frequency 
response and by transient response measurements is well established, but 
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the statistical methods are not so well known. The main areas of applica- 
tion for statistical measurements by using random test signals follow: 


1. For simulating actual working conditions, especially when nonlinear 
effects are present 

2. In slow systems having long time constants 

3. In noisy situations which would require very long averaging times 
even with sine waves 

4. For short-lived or expensive test runs 


Evaluation of System Performance by Crosscorrelation. A linear system 
can be completely described by its response h(t) to a unit impulse function 


FIG 4-10 System with arbitrary input 
a(t). The term A(é) is the response to a 
unit impulse. 


s(t), and the response y(é) to any arbitrary input «(t) can then be calculated. 
by using the convolution integral 


y(t) = [> h(u)z(t — u) du | (4-3-1) 


In the situation we are considering (Fig. 4-10), the problem is to deter- 
mine h(t), the system impulse response, when both functions x(t) and y(t) 
are random and not known explicitly. Under favorable conditions the 
problem can be solved easily by crosscorrelating the input and output of 
the system, and the method provides a rapid means of evaluating the 
system response, especially in the presence of unwanted background 
disturbances. The crosscorrelation between input and output can be 


att) 7 y(t) 
— ; 


T sec 


FIG 4-11 Measurement of the cross- 
correlation between the input and output 
of a system. 


evaluated in the configuration shown in Fig. 4-11. Substituting Eq. 
(4-3-1) in (4-1-16), the crosscorrelation function R,,(r) can be expressed as 


Ray(t) = lim ¥ I * x(t — 7) [> h(u)x(t — u) du dt (4-3-2) 


T— © 
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When the input x(¢) is white noise, the expression is simplified and reduces 
to 
Ruy (r) = 44G,(O)h(r) (4-3-3) 


where h(r) is the impulse response of the system under test and G,(0) is 
the power density of the white-noise spectrum. Thus we see that the 
measured crosscorrelation function is proportional to the system impulse 
response, which we are trying to determine. For this relationship to be 
true, it is sufficient that the spectrum of the test signal x(t) be flat and 
much wider than the passband of the item under test (see Appendix 4-A 
for full treatment). 


a(t) 
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FIG 4-12 System output contaminated 
with unwanted noise. 


Effects of Background Disturbances. In most practical situations, the 
system output signal y(¢) is not visible directly; it is usually contaminated 
by some unwanted background noise n(t), as in Fig. 4-12. The visible 
output 2(é) = y(t) + n(t) is the only signal available for analysis. Under 
these conditions, the crosscorrelation function measured between the 
input x(t) and the visible output z(¢) can be shown (Appendix 4-B) to be 


Raz(r) = }9G,(0)h(r) + Ran(r) (4-3-4) 


This is a similar result to the noise-free situation, Eq. (4-3-3), except for 
the second term A.n(r), which is the crosscorrelation function between the 
input signal and the disturbing noise. Ifthe background noise is unrelated 
to the input signal, i.e., uncorrelated, then the crosscorrelation R,,(r) will 
be zero. This is true in many practical situations, especially when the 
input signal z(t) is obtained from a random-signal generator. 

Under these conditions, the measurement is unaffected by the presence 
of the background noise. This result demonstrates one of the unique 
advantages of correlation measurement techniques, namely, the ability to 
extract.accurate information from a noisy system. The background noise 
increases the variance of the result, but the statistical errors can be 
reduced by increasing the averaging time. 

Measurement by Normal Background Signals. In most practical systems 
under operation conditions, especially complex process controls, natural 
background disturbances are always present at both the input and output 
of every element in the system. It is often possible to use these distur- 
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bances as test signals in order to learn something about the dynamics of 
the system. Under favorable conditions (when the signal spectrum at 
input is flat and wider than the passband of the element), crosscorrelation 
analysis between the signals appearing at the input and output of an 
element yields the result 


Rey(r) = [7 h(u) Reel — wu) du (4-3-5) 


regardless of the origin of the signal z(t). If the spectrum appearing at 
the input to an element is flat across the passband of the element, then the 
input may be considered white noise, and the simplification of Eq. (4-3-2) 
applies, which gives the impulse response directly, 


Ray(r) = ¥4G,(0)h(7) (4-3-6) 


Injection of Test Signal into Operating System. Unfortunately, the signals 
that exist naturally within a system are often nonwhite and we are faced 
with the task of solving Eq. (4-3-5) for the function h(u). Even when 
computing facilities are available, the errors in computing h(u) can be 
considerable if the input signal does not have favorable statistics. A far 
better solution is to inject an artificial random disturbance having suitable 
white-noise characteristics. The total signal entering the item under test 
then has two components, the artificial disturbance s(é) plus the inevitable 
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FIG 4-13 Injection of an artificial dis- 
turbance s(t) into a system under operating 
conditions. 


background disturbance x(t), Fig. 4-13. The crosscorrelation measure- 
ment is then made between the output y(t) and the random test signal 
s(t). In this way, the statistics of the background disturbance z(f) can 
be eliminated, and it can be shown (Appendix 4-C) that 


Riy(r) = 14G,0)h() (4-3-7) 


Statistical Errors in Measurement of Impulse Response by Using a Random 
Test Signal. The crosscorrelation function between input and output of 
an element yields the impulse response, provided that the input is white 
noise and that the average is computed over a long enough period to 
reduce the statistical errors to an acceptable level. 

Two situations must be considered. One is the “noise-free” situation 
in which the visible system response is due entirely to the clean random 
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test signal applied to the input. The second situation includes the effects 
of spurious background noises introduced at the input or the output of the 
system. 

In the noise-free situation, the estimate of the crosscorrelation function 
between input and output of a system having an impulse response h(E) 
can be obtained directly from Eq. (4-2-9): 


Ver (Pe@lees ai G.(0) 
+ Ze 1G ne [77 ae + wale — w) du 4-3-8) 


This expression cannot be simplified in the same way as Eq. (4-2-9) since 
the bandwidths of the two signals z(t) and y(t) are not identical. In fact, 
one requirement is that the bandwidth of z(t) should be much wider than 
that of y(t). Further simplification is not possible without precise knowl- 
edge of the system impulse response no), but it is possible to put an upper 
bound on the variance. 


Var [Rzy(r)] < oy? 5 = — G,(0) + op TO (0)G,(0)B’ (4-3-9) 


where B’ is the effective statistical bandwidth of the system. 

When the system is subject to spurious background-noise disturbances, 
there is an additional effect. The crosscorrelation function averaged over 
a long period has a component R,,(r), owing to the crosscorrelation 
between the input z(t) and the background noise n(t), which approaches 
zero, i.e., the noise is uncorrelated. However, for short integration 
periods, the term does not necessarily reduce to zero. The total variance 
of the estimate, therefore, consists of two components 


Var (Rzz(t)] = Var [Rey(r)] + Var [Ren(z7)] (4-3-10) 


where z(t) = y(t) + n(Z) is the visible system output. 
The first right-hand term is the same as Eq. (4-3-8), and by using Eq. 
(4-2-9), the second term can be written 


Var (Ren(e)] = 7 [7 Res(u)Ran() dtu (4-3-1) 


Exact evaluation demands precise information about the test signal z(t) 
and the background noise n(¢). However, three special cases can be 
considered: 

1. Noise bandwidth much less than the signal bandwidth. Whenever the 
background noise is introduced into the measurement at a point before 
the system under test, then the observed noise bandwidth at the output 
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will be determined by the system bandwidth. Under these conditions, 
we can expect that the observed noise bandwidth will be much less than 
the test signal bandwidth, in which case 


on°Gz(0) 


Var [B.n(7)] = oF 


(4-3-12) 
where G,(0) is the single-sided power spectral density of the random test 
signal at zero frequency. 

2. Noise and signal bandwidths identical. From Eq. (4-2-11) we obtain 


V ~ 22072 
ar [Hen(r)] = > BT (4-3-13) 
where B is the bandwidth of both the signal and the noise. 
3. Noise bandwidth wider than the signal bandwidth. 
~ oz°Gn(0) 
zn =—_ sm -3-14 
Var [Rzn(7)] oT (4-3-14) 


4.4 Measurements with Pseudorandom Test Signals 


The spectrum and the pdf are two important statistics of random noise 
that often make it attractive as a test signal. However, the very random- 
ness or unpredictability of noise causes the results of measurements to 
exhibit statistical errors. Fortunately, the randomness itself is not an 
essential feature for a signal to exhibit a flat wideband spectrum or a 
gaussian pdf. It is quite possible to synthesize a nonrandom signal having 
an ideal flat spectrum and a gaussian pdf. In fact, the signal may be 
periodic. Unlike truly random noise, a periodic test signal does not 
introduce statistical errors into the measurement, provided that the 
measuring interval is an exact multiple of the signal period. A periodic 
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FIG 4-14 A clocked binary sequence. 


signal having noiselike properties js called pseudorandom noise; it is becom- 
ing increasingly popular as a substitute for random noise in many 
applications. 

Pseudorandom Binary Noise. Pseudorandom noise can be synthesized 
to have a variety of pdf’s, but the simplest example is binary noise, some- 
times called a random telegraph signal, illustrated in Fig. 4-14. 


94 Electronic Measurements and Instrumentation 


A(t) 


—— a2 


t ‘ Tv 
| t 


~AT +AT 


FIG 4-15 Autocorrelation function of 
clocked random binary sequence. 


The signal is restricted to changeovers that coincide with a regular 
clock-pulse period AT, and the probability of changeover is always 14. 
In a pure random binary signal, the pattern never repeats and the auto- 
correlation function has the simple form of Fig. 4-15. 

This follows quite simply from the fact that successive “bits” in the 
pattern are completely independent (probability of changeover is 1). 
Therefore, for any time shift greater than AT’, the average product must 
be zero. There is a linear transition from a? to 0 in the first time shift AT. 

Such a signal has a continuous power density spectrum of the form of 
(sin z/x)? (Fig. 4-16), with the first null at the clock frequency of 1/AT. 

Measurements involving this random binary signal would exhibit all 
the statistical errors previously mentioned, unless, of course, averages 
were taken over infinite time. 

In a pseudorandom binary signal (see Fig. 4-17a), the sequence 
repeats after a finite number of clock pulses, N. The pattern is so arranged 
that the autocorrelation function still has a triangular peak and a flat 
baseline. The autocorrelation function is of course cyclic with other 
identical peaks every N AT sec (Fig. 4-17b). 

The power spectrum of this signal now exhibits a line spectrum with 
the fundamental at 1/Nth the clock frequency (Fig. 4-18), but the envelope 
of the lines still follows the (sin x/zx)? envelope. 

Many binary sequences exhibit these ideal properties, but there is no 
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FIG 4-16 Power density spec- 
trum for a pure random binary 
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(a) 


(b) 7!4 AT -7 AT 0 oT 14 AT 


FIG 4-17 (a) Pseudorandom binary sequence and (b) its auto- 
correlation function. 


known technique for generating all possible sequences. One technique, 
however, has found widespread use and can generate sequences of length 
2" — 1 using an n-stage shift register with feedback [6]. The following 
example (Fig. 4-19) shows how a three-stage shift register can generate 
the repeating pattern of seven bits (Fig. 4-17) having the ideal auto- 
correlation-function properties. Feedback taken from the second and 
third stages through an exclusive or gate (output equals 1 if inputs are 
unequal) supplies the input to the first stage. 

This type of pattern generator has been well documented [7], and tables 
of feedback connection for various pattern lengths have been published [8]. 


Power 


Log V2 


Log frequency 
te 
N Fe=\/AT 


FIG 4-18 Power spectrum of a pseudorandom binary sequence. 
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Output 


Initial contents 1 oO 
After Ist shift O 1 


After 2d shift 4 @) Out put repeats 
after 7 shift 


After 3d shift 1 1 pulses 


After 4thshift 1 1 FIG 4-19 A three stage shift 
; register generates a  seven-bit 
AMER einsniTt, 2 pseudorandom pattern. 
After Gthshift O O 


After 7th shift 4 (6) 


Contents = original contents 


Let us examine the properties of a pseudorandom binary sequence 
generated by a shift register [6]: 

1. The sequence always has an odd number of bits in the pattern, 
N = 2" — 1, 

2. All possible patterns of 1s and Os that are n bits long occur just once 
in a complete pattern length, except the ‘“all-zeros” pattern, which never 
occurs. Hence, there are.2" — 1 steps rather than 2”, and there is slight 
inequality in the number of 1s and Os in the complete sequence. (There 
is one more 1 than there are 0s.) 

3. A symmetrical analog waveform generated from such a sequence 
has a slight offset in its de component because of the one-bit inequality 
between 1s and Os. The offset is insignificantly small for long sequences, 
being 1/N times the rms value of the waveform. 

4. The autocorrelation function has a constant value (almost zero) for 
time shifts greater than AT, and the pattern repeats every N AT sec. 

5.‘ The power spectrum has lines spaced f./N Hz apart, the fundamental 
being f./N. The envelope of the lines follows the (sin z/zx)? curve, the 
first null being at the clock frequency. 

6. Because the pseudorandom waveform is periodic, complete informa- 
tion about any statistic of the signal can be obtained by averaging over 
a time interval of one fundamental period equal to N AT’ sec. There will 
be no statistical error. 

A pseudorandom binary signal is a useful alternative to a wideband 
random white-noise signal whenever the form of the pdf is not important, 
i.e., a pseudorandom binary signal has ideal spectral properties, although 
its amplitude probability distribution is not typical of natural random 
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noise. This kind of noise, however, is particularly useful in many process 
control applications, where the actuating signals are often of an on-off 
nature. 

In the practical implementation of correlation measurements, a binary 
signal eases the problem of providing the time delay. Shift-register 
stages are ideal for the purpose. Alternatively, the shift-and-add prop- 
erty [8] of a pseudorandom binary signal allows a ‘‘phase-shifted” version 
of the original pattern to be generated by simple logical operations. This 
is usually simpler than providing true delay. 

Pseudorandom Gaussian Noise. In many applications both the spectrum 
and the pdf of the test signal are important, and in general, the required 
pdf will be gaussian. How can we generate a pseudorandom binary signal 
having a gaussian pdf? This is easily achieved by passing a pseudoran- 
dom binary signal through a low-pass filter with a cutoff frequency at 
about one-twentieth of the clock frequency. The resulting waveform has 
a pdf that closely approximates a gaussian distribution for all signal 
amplitudes up to about 3.5 times the rms value, and could be improved 
for even higher signal amplitudes by decreasing the filter cutoff frequency 
still further. However, a crest factor of 3.5 is usually considered ade- 
quate. It should be pointed out that the length of the pseudorandom- 
binary signal sequence has a profound effect on the distribution, short 
sequences giving very poor approximations to gaussian. For a 20:1 ratio 
between clock frequency and filter cutoff, sequences shorter than 8,191 
(213 — 1) show noticeable departures from the gaussian distribution. 


4-5 Measurement in the Presence of Noise 


We find that all physical measurements are ultimately limited in 
accuracy by the presence of background noise, either in the phenomenon 
being measured or in the instrument making the measurements. The 
phenomenon being measured might be a well-behaved function such as a 
sine wave, a de quantity, or the shape of a transient, and under noise-free 
conditions, the measurement would be extremely simple and accurate. 
The presence of background noise, however, introduces an unpredictable 
error. 

Other measurement problems are associated with the determination of 
the statistics of a random variable, and even in the absence of background 
disturbances the results will exhibit statistical variance because of the 
essential random nature of the quantity we are trying to measure. An 
example would be the measurement of the crosscorrelation function 
between two random variables. The presence of background disturbance 
adds a further component of error to the measurement. 

We are therefore able to recognize two quite separate measurement 
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problems: (a) the measurement of deterministic phenomena in the presence 
of background noise, and (b) the measurement of random phenomena in 
the presence of background disturbances. 

Measurement of Deterministic Phenomena in the Presence of Background 
Noise. Measurement in this class can be achieved by averaging, by 
frequency-selective filtering, or by correlation. 

Measurement of de in the presence of noise can be achieved by pure 
integration or by low-pass filtering. The variance for both situations 
is dealt with in Sec. 4-2. As a general rule, we could say that pure 
integration gives a result to within a specified error in about half the time 
required for exponential smoothing. The smoothing filter has the 
advantage of giving a continuous reading in a simple manner, which 
may be a distinct advantage for the continuous monitoring of a signal. 
A continuous-running average is usually more difficult to obtain by 
instrumentation. 

Measurement of Sinusoids in the Presence of Noise. A bandpass filter 
followed by a linear detector is the simplest way to measure the ampli- 
tude of a sine wave in the presence of noise. The method is accurate 
if the peak sine-wave amplitude is greater than three times the rms noise 
level. This corresponds to a signal-to-noise ratio of about 6 dB. 

Linear envelope 


Filter 
fl detector 
Jk VY 


FIG 4-20 Detection of sine wave in noise, by linear detection. 
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See Fig. 4-20. If the sine wave is A cos wt and the noise n(t) is gaussian 
with a uniform power density spectrum of G, W/Hz, the following 
relationships are true: 


V(t) = A cos wt + n(t) = filter input 

B,; = filter bandwidth in hertz (+B/2 about center frequency) 
w(t) + A cos wt = filter output 
w(t) = band-limited version of n(t) 


& 
Fite 
~ 
— 
I 


J»? = G,B; = noise power at filter output 


The output of the linear envelope detector consists of two components: 
a de component proportional to the peak sine wave, and a gaussian noise 
component z(t) having zero mean value. The problem is now one of 
measuring dc in the presence of noise. Averaging for a very long time 
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will smooth out fluctuations due to z(t), but for finite averaging times, 
the estimate A of the true sine wave of amplitude A will exhibit statistical 
errors, the variance from Eq. (4-2-5) being 


O22 


2B,T 


Var (A) = (4-5-1) 


where B, is the effective bandwidth of z(¢), and T' the true averaging time. 
(The effect of exponential smoothing instead of pure integration is dealt 
with in Sec. 4-2.) In this particular case, the bandwidth of the detector 
noise output B, = 1/2B, and the rms noise output o, is the same as the 
rms noise input o,, so that 


2 


Var (A) = a (4-5-2) 
Now the mean-square noise component out of the filter is 

ret = B/G (4-5-3) 

Var (A) = Ga (4-5-4) 


T 


This result seems to show that the variance on the estimate of the sine- 
wave amplitude due to the wideband noise is independent of the bandwidth 
of the bandpass filter, and depends only on the averaging time. The 
result is approximately correct, providing that the filter is sufficiently 
narrow to ensure, say, a sine wave-to-noise ratio of 6 dB at its output, 
and T>>1/B. For noisy signals, the analysis is much more complex [9]. 
Detection of a Sine Wave in Noise by Crosscorrelation with a Reference 
Sine Wave. A sine wave hidden in noise can be detected by crosscorrelat- 
ing the noisy signal with a clean version of the sine wave available locally. 
Both magnitude and phase of the hidden signal can be determined. In 
communications and radar applications, this is known as coherent detection. 
If z(t) is the noisy signal, 


z(t) = Asin (wé + 4) + n(é) (4-5-5) 


Then the crosscorrelation with a reference sine wave gives 


R.(r) = Asin w(t — 7)(A sin wt + 6) + n(t)] (4-5-6) 


2 as 
a cos (wr — ¢) + Asin w(t — 7)n(@) (4-5-7) 
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The second term, Eq. (4-5-7), is recognized as the crosscorrelation between 
the noise and the sine wave 


A? 
es cos (wer — 6) + Ran(r) (4-5-8) 


Now, in general, the term R.,(r) will be zero if the noise n(t) is truly 
random, so that the crosscorrelation R..(r) exhibits only the periodic 
term of amplitude A?/2 and phase —¢. This result is true when averages 
are taken over very long times, but for averages taken over a finite time, 
the statistical error, from Appendix 4-D, is 


san A2?G, 
Var (Riz(r)) = 7 
_ SD [estimate of (A?/2)] _ Gn 
as A?/2 ~ Ver re 


where G, is the power density of the noise in the region of f,. 

Detection of a Sine Wave in Noise by Autocorrelation. One of the most 
dramatic demonstrations of the power of correlation techniques for 
analyzing noisy signals is the detection by autocorrelation of periodic 
signals hidden in random noise. Again refer to Fig. 4-20. The technique 
relies on the fact that the autocorrelation function R..(r) of a periodic 
signal s(t) will itself exhibit periodicity over all values of 7, whereas the 
autocorrelation function Ran(r) of random noise n(t) will vanish for large r. 
If a signal z(¢) is the sum of a periodic signal s(t) = A cos wt and random 
noise n(t), we have a(t) = s(t) + n(t) and Ri(r) = Re(r) + Ran(r). 


Mean square 
of noise 


O 


FIG 4-21 Autocorrelation detects a sine wave hidden in random 
noise, 
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However, R,.(r) = 4A? cos wr, and for large 7, Ran(r) > 0. Thus, 
R.:(r) = 146A? cos wr (4-5-10) 


for large 7. 

We see therefore (Fig. 4-21) that by observing the autocorrelation func- 
tion for large 1, it is possible to determine both the amplitude A and the 
frequency w of the sinusoid. 


APPENDIX 4-A 


Determination of Impulse Response by Crosscorrelation 


: 1 sT 
Riy(r) = Ma tIo a(t — r)y(t) dt 


lim f f, 2-9 [72 nena — w) du at (4-A-1) 


i} 


Interchange order of integration 


TO «© 


co 1 

Riz(1r) = ae h(u) | lim T fe x(t — r)x(t — u) i du (4-A-2) 
The second integral is seen to be the autocorrelation of x(t) with argument 

(r — u) 
Rais [> h(u)Rex(r — u) du (4-A-3) 
Now, if we choose the bandwidth of the noise to be much greater than the 
system passband, then in Eq. (4-A-3), h(u) will be a relatively slowly changing 
function in comparison with R,,(r — u). The term h(u)will be almost constant 


over the small range of values of u around u = 7 for which R,.(r — u) has 
significant values. The integral then becomes 


Ray(s) = h(t) [7 Reale — w) du (4-A-4) 


Comparing this with Eq. (4-1-21), we see that the integral term gives us the 
power spectral density for f = 0; hence 


Riy(r) = 3¢h(7)G2(0) (4-A-5) 


where G,(f) is the physically realizable, one-sided power density spectrum, and 
G,(0) is the value of this function in (volts)? per hertz, at very low frequencies. 
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APPENDIX 4-B 
Effect of Contaminating Noise at Output of System 


Crosscorrelation between the input x(¢) and the observable output 2(t), 


Ri2(7) = lim af, = r)2(t) 


TO 0 


lim 7 te at — ry dt + f* alt — 2)n(t i 


Rz2(r) den h(u)Riz(r — u) du + Rea(r) (4-B-1) 


If x(t) is white noise, 
Razr) = 14G2(O)A(r) + Ren(r) (4-B-2) 


If background noise n(é) is uncorrelated with test signal x(t), then Rzn(r) = 0 for 
alls. Hence, 


Ras(r) = 1442(0)A(r) (4-B-3) 


That is, the result is unaffected by the presence of an uncorrelated background 
disturbance. 


APPENDIX 4-C 
Effect of Background Disturbances at Input to a System 


The term x(t) is a background disturbance and s(t) is an artificially injected 
test signal. 


: 1 sr 
Ray(r) = lim = fy s(t — ry) at (4-C-1) 
TO T 0 
y(t) = response due to z(t) + response due to s(t) 


= [7 hwae — w) du + [2 merste ~ 0) ao (4-0-2) 


Making the substitution for y(¢) and using a similar argument to that used in 
Appendix 4-A, we have 


Ry(r) = ee NN Rule = i) du io h(v) Ryg(r — v) dv (4-C-3) 


If s(t) and x(¢) are uncorrelated, then R,,(r) is zero for all r, and if s(t) is white 
noise, the second term is simplified. We then have 


Ruy(r) = 34G,(0)A(r) (4-C-4) 
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Crosscorrelation between the output and an injected white-noise test signal yields 
the system impulse response, regardless of the presence of an uncorrelated 
disturbance at the input. 


APPENDIX 4-D 
Statistical Errors in the Detection of a Sine Wave in Noise by 
Crosscorrelation 


When the frequency of the sine wave is known, its amplitude and phase can be 
measured by crosscorrelating with a clean reference sine wave, even in the presence 
of large amounts of background noise. Statistical errors are involved when 
averages are taken over short intervals, and these may be analyzed as follows: 

Let the noisy signal z(t) consist of a clean sine wave s(t) hidden in a background 
of band-limited gaussian noise n(t) having a flat spectrum up to B Hz. The 
frequency f, of the sine wave is less than the maximum noise frequency. We can 
write 


s(t) = A sin 2nf.t (4-D-1) 
a(t) = s(t) + n(t) (4-D-2) 


where n(t) is gaussian noise with spectrum flat to B Hz, B > f,. The operations 
in crosscorrelation are indicated in Fig. 4-D-1. The statistical errors can he 


Reterence sine wave 
$(1)=A sin we t 


X(t) 


FIG 4-D-1 Diagram of. the operations 
in crosscorrelation. 


estimated by examining the statistics of the signal y(t) at the output of the 
multiplier, 


y(t) = s()[s(t — +) + nt — 7)] (4-D-3) 
y(t) = A?sin 2nf.t sin 2rf-(t — 7) + nit — 7, A sin Qnf.t (4-D-4) 


If we take the average of y(t) over an interval of T sec, there will be three 
components: 
A mean level equal to the average of product 


A?2 
s(t)s(t —T) = > cos 2nf.r 
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Gn lf) . 


FIG 4-D-2 Powerdensity spectra 
of n(t) and y(t). 


tc 


A ripple component due to s(t)s(t — r) at frequency 2f,. This will be completely 
smoothed out by averaging time 7’. 


1 
T>- 
fe 


A component due to modulation products between noise n(t) and sine wave s(t). 
Noise in the band around the frequency f, contributes to the variance in the 
estimate of R,,(r). 

Only the first term gives rise to a dc component, and this is equal to the true 
value of the correlation function R,.(r) which we are trying to measure. 

The problem is to evaluate the variance on the estimate of this mean value 
caused by the second and third terms, but since the second term is negligible, we 
shall concentrate on the third term. By using Eq. (4-2-5), the variance of the 
result can be written 


Tyn? 


2BT 


Var [R,2(r)] = var (Ay) = (4-D-5) 


where oy, is the rms value of the random-noise component of y(t) and B is its 
equivalent bandwidth, and this can be written in terms of the low-frequency 
power spectral density 


G,(0) 
2T 


Var [Rs2(r)] = var (fy) = (4-D-6) 
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The magnitude of G,(0) can be deduced from a consideration of the power 
density spectra of n(t) and y(t). These are indicated in Fig. 4-D-2. 
We can now compute the variance in the estimate of the mean value of y(t). 


APG, 


Var (fy) = aT 


(4-D-7) 


where G,, is the power density of the original noise at frequencies in the region of 
the carrier frequency f,. 


f APG 
V. sax\T)) = 4-D- 
ar (Ria(n)] = (4-D-8) 
The normalized error 
¢ = SPR) _ | Ge (4-D-9) 


R(t) NAT 
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The theoretical aspects of signal analysis have been covered extensively 
in numerous texts and papers. However, the implementation of many of 
these operations on real data has not been studied so thoroughly. There 
are many restrictions imposed by ‘‘nature” that have a profound effect 
on the results of real-data analysis. For example, one restriction is the 
requirement of a finite observation interval. This chapter will discuss 
implications of these restrictions in the analysis of both random and 
coherent data. Data are assumed to be in digital form to facilitate the 
various operations that are normally required in signal analysis. The 
continual increase in availability and types of computer facilities and 
the decrease in cost are accelerating the development of digital instru- 
mentation for signal processing. 

In the context of this chapter, a signal is simply a function of a single 
real variable, usually time. The signal may be random, coherent, or 
mixed. It is generally desired to extract information from this signal in 
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some recognizable form. The various techniques that are available for 
this purpose comprise the tools for data analysis. The basic theory is 
assumed to be familiar and hence will be reviewed rather briefly. 

It must be recognized that all signal analysis is done with a finite 
amount of data. Also, the data are available over some effective time 
interval, and there is a limit to the time resolution that can be obtained. 
The quotient of these two numbers (interval/resolution) is the number 
of data points available. Similar limits on range and resolution apply to 
the ordinate of each data point. The various analysis techniques may 
reduce or alter the data, but obviously cannot provide new information. 
Furthermore, the information content may be quite small in comparison 
with the amount of data available (in random noise, for example). Thus, 
it is necessary to recognize the uncertainty or statistical variation of each 
ordinate value, and it may take vast amounts of data to yield information 
with a small degree of uncertainty. 

The Fourier transform and various statistical operations (such as 
averaging) constitute the basic tools that will be used. It is very con- 
venient to have data in digital form for the implementation of these 
operations because arithmetic can be performed with arbitrary accuracy 
and data may be stored indefinitely. The digital approach also makes 
the various resolution and range limitations more explicit and helps to 
emphasize the finite amount of available information. 

In order to place signal analysis in its proper context, consider some 
practical applications before delving into the theoretical details. Con- 
sider a vibrating structure such as an engine mount, a space vehicle, or 
a bridge, dam, or building. The designer must know the natural resonant 
frequencies and the sharpness (or Q) of these resonances. These quantities 
are usually very difficult to calculate and so must be measured. The 
excitation source may be a coherent signal such as a rotating eccentric 
weight attached to the face of a dam, or it may be a single transient 
such as a hammer blow. In some applications the source may be random 
noise such as turbulent air flow or a shake table driven from a random- 
noise generator. In many of these applications the source of excitation 
cannot be controlled by the user, which makes a study of the source char- 
acteristics another very important application. There may be many 
sources that contribute to the response at a particular point in a system. 
For example, how much of the vibration felt by an automobile passenger 
is caused by road roughness and how much originates in the motor or 
drive train? The use of crosscorrelation or cross-spectrum techniques 
allows the various sources and their propagation paths to be studied. 

It may be desirable to test a control system with a prescribed driving 
function such as a pulse or random noise. The Fourier transform of the 
output waveform can be divided by the transform of the input to obtain 
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the system transfer function. Again, it is possible to simulate different 
transfer functions and then to evaluate the performance with different 
excitation signals. 

In many situations the transfer function of a particular device or system 
causes a “smearing” of the true waveform and hence introduces a resolu- 
tion limitation. In this case, a deconvolution or inverse-filtering tech- 
nique can often be used to recover some of this “‘lost’”’ resolution. Thus, 
the resolution of devices such as the gas chromatograph, the nuclear 
scintillation detector, and the sampling oscilloscope can be improved by 
using this technique. A similar scheme can be used to improve seismo- 
graphic records that are obtained during exploration for oil or gas deposits. 

The power spectrum “‘signature”’ of a device can be used for identifica- 
tion purposes. For example, underwater noises can be used to locate 
schools of fish or to identify ships and submarines. 

Signal averaging has been used with considerable success in studying 
brain waves, heart waveforms, and pulsar signals from space. 


5-1 Fourier Transform—Review of Basic Theory [1, 2, 3,] 


Definition of continuous transform: 
F(s) = J _ f(he-#**" dt direct transform (5-1-1) 
fo = f. F(s)e** ds inverse transform (5-1-2) 


It is useful to think of ¢ as time and s as frequency. Note that ¢ and s 
have reciprocal dimensions. F(s) has the dimensions of éf(t) or s~\f(t). 
Thus, if f(é) is in volts, F(s) will be in volts per hertz. 

Denote transform pairs with a double arrow. The shifting and scaling 
relation is given by 


f ( *) «> be-i2*08F' (bs) (5-1-3) 


where f(t) <> F(s). 

Contraction of the t axis by a factor b results in expansion of the s axis 

by b, but also introduces a multiplier of 6 which preserves the area in the 

sdomain. Displacement of the t axis by a results in a helical twist about 

the s axisin the transform domain. The pitch of the helix is —27a rad/Hz. 
Convolution is defined as follows: 


nit) = ["_ FOdg¢ — ) ad (5-1-4) 


Let f(t) — F(s), g(t) @ G(s), and h(t) + H(s). Then H(s) = F(s)G(s). 
Thus convolution in one domain corresponds to multiplication in the 
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other domain. It is very useful to develop a “feel” for the convolution 
process. As indicated in the definition, g(t) is replaced by g(—t) and 
multiplied by f(é) for various displacements. The value of h(t) is simply 
the area under the product curve for a particular displacement. Thus it 
should be obvious that a rectangle convolved with itself is a triangle. 
Any waveform convolved with a delta function is simply a replication of 
the original waveform. : 

From the defining equations for the transform the following relations 
can be obtained: 


FO) = [",f@dt and 0) = ["_, F(s) ds (5-1-5) 


Thus, the area under f(é) is simply the value of its transform at the origin. 

From this it can be deduced that the convolution operation multiplies 

areas. The area under A(t) is the product of the areas under f(t) and g(t). 
Integration and differentiation operations are 


DF(s) <> (—i2mt)"f(t) —- Df(t) & (G2x8)"F (s) (5-1-6) 


D™ is the nth derivative operator. Integration is obtained when n is 
negative. Integration constants must usually be added. 

By combining the various relationships previously defined with the 
commonly known transform pairs shown in Table 5-1, it is often fairly 
simple to deduce the transform of a particular function. The transform 
of a real function always produces a real part with even symmetry and 
an imaginary part with odd symmetry. 

In practice, however, there are two reasons that the Fourier transform 
as defined above cannot be calculated: 

1. Integration intervals must be finite. 
2. Abscissa resolution is finite. 


TABLE 5-1 List of Common Transform Pairs 


F(s) f(t) 
1 é(t) Unit delta function 
TiI(s) Hii (t) Infinite train of unit delta functions with unit 

spacing 
sin 7s . ban fo fd . 
— M(t) Rectangle with unit width, height, and area 
Ss 
ere ene? Gaussian with unit height and area 
“ E as :| U(t) Unit step 
1S 


= (0(6 +1) —.8(s — 1)] | sin 2zt 
4g[8(s + 1) + 5(s — 1)]} | cos 2zt 
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As derived below, finite integration in one domain implies finite abscissa 
resolution in the other domain. Assume that ¢ is restricted to the range 
0<t< T. Since there is no available information outside of this range, 
an uncertainty has been introduced. This restricted function can be 


f(t) 


Original p ‘ if a : “ 


70 20 3a 


FIG 5-1. A function convolved with an infinite train of delta 
functions. 


convolved with an infinite train of unit delta functions a—III (t/a) spaced 
a units apart without affecting the interval 0 < t < 7, provided a > T 
(see Fig. 5-1). Thus F(s) can be multiplied by III(sT) without altering 
the original information. These samples are spaced As = 1/T apart. 
A similar argument will show that finite time resolution At dictates a 
band-limited frequency function not exceeding +1/2At. These restric- 
tions imply a finite number of data points, N = T/At = 1/(As At). 

Introducing the functions III(s/As) and III(¢/At) into the Fourier 
transform definition causes the variables ¢ and s to take on discrete values 
(¢ = n At and s = m As) and converts the integrations over infinite inter- 
vals into summations over finite intervals. The resulting discrete Fourier 
transform definitions are given below, with N At As = 1. 


N-1 

F(m As) = At > f(n At)e-#2emniv (5-1-7) 
n=0 
N~—1 

f(n At) = As F(m As)e?2rmnIN (5-1-8) 
m=0 


Now the Fourier transform simply becomes the product of a vector f(n At) 
and a matrix e~"™"/" to yield a vector F(m As) in the transform domain. 
A conjugate matrix is used for inversion. This is the classical way of 
calculating the transform, but it requires a very large number of arithmetic 
operations. In contrast, the Cooley-Tukey algorithm [4, 5] is much more 
efficient and will be described very briefly. t 

If N is factorable, then m and n can be written as the sum of several 
indices, each corresponding to a factor. Thus, the single large summation 


t Though the following few paragraphs will not enable the reader to use the algo- 
rithm in computations, it will give him a brief introduction to the procedure. Con- 
sult the references [4, 5] for detailed instructions. 
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is decomposed into several small summations. Similarly, the exponential 
matrix is broken into the product of several smaller matrices. The most 
efficient factorization occurs when N is an integer power of 2. Define a 
new set of indices as follows: 


; R-1 

n= >, k,2r (5-1-9) 
r=0 
where N = 28 
R-1 

m= ), 5,2 (5-1-10) 
r=0 


where 7, and k, are binary variables. 

The product mn contains terms that are multiples of N. These terms 
simply introduce a factor of unity and hence may be ignored. The 
resulting expression for mn/N is given below. 


R—-1 R-s-1 


- = > > jrkigQrtr-R (5-1-1) 
s=0 r=0 


The discrete Fourier transform may now be written as follows: 


ko=0 ki=0 


1 1 
Fads, +++ sdra)= at Y > 
1 R-1 R-s-1 
f(ko, ks, Ca a skr-1) Il Il e7aQi (5-1-12) 
kr-1=0 s=0 r=0 
where 


Que = jrkeg2*tr-B 


A study of mn/N will show that each time k, is summed out of the expres- 
sion it is replaced by jr_,1. Thus the least significant indices of n are 
replaced by the most significant indices of m. After R summations, the 
k indices have been summed out and replaced by the 7 indices. Since the 
significance of the indices has been reversed, the transform data will 
not be ordered properly and thus must be reordered. <A study of mn/N 
will show that after each summation there are additional multiplying 
factors that must be applied. Some of these must be applied before the 
next summation, while the application of other factors is optional. This 
algorithm essentially allows a one-dimensional transform to be calculated 
as an R-dimensional transform. However, the R dimensions are not inde- 
pendent since the original data points are ordered. The multiplying 
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factors after each summation are necessary to preserve the ordered rela- 
tionship between the points. 

The discrete Fourier transform is not the same as the continuous trans- 
form, and the resulting frequency functions may be considerably different. 
As indicated previously, sampling in the time domain with an interval 
At requires that the frequency spectrum be band limited to +1/2At. 
Thus the minimum sampling rate (Nyquist rate) is twice the highest 
frequency present. If sampling is done slower than this, there will be an 
overlap of adjacent replicas of the true spectrum and “aliasing” will 
occur. In some cases this overlap is actually desired, although in most 
cases it is considered an aliasing error. Sampling in the time domain 
with an interval Af actually causes a superposition of all frequency intervals 
spaced 1/At apart. Thus all frequencies above the Nyquist rate will be 
heterodyned into the base band. These “‘image’’ frequencies cannot be 
distinguished from the true base-band spectrum. 

Another very important anomaly introduced by the discrete transform 
is the finite time window and resulting frequency line shape. A rectangu- 
lar time window of width T produces a sin s7'/rs line shape in the fre- 
quency domain. Thus the true spectrum is convolved (smeared) by this 
line shape. This convolution is effected before quantization along the 
frequency axis. Thus, if the original data are periodic such that there is 
an integer number of periods in the time window, the line shape does not 
appear because frequency samples occur at zero crossings. However, 
if there is an odd number of half cycles in the time window, frequency 
samples occur at the peaks of the sin rsT'/rs line shape and a hyperbolic 
line shape 1/ws occurs. Thus asingle frequency waveform may transform 
into a broad band of frequencies. This leakage from one frequency into a 
band of adjacent frequencies is usually very undesirable. The cure is to 
reshape the time window to produce a line shape with smaller side lobes. 
This technique will broaden the main lobe and hence reduce frequency 
resolution, but it: reduces the interference of one frequency with its 
neighbors. Various time windows and line shapes will be evaluated later. 

References 1 through 5 are useful for the discussion to this point in the 
chapter. 


5-2 Statistics—Review of Basic Theory [6, 7, 8] 


A random variable is normally described by its pdf. Consider a random 

. b 2 
variable x and its probability density function p(z). Then f, ra p(x) dx 
is the probability of finding x between b and b + Az. Obviously, the 


total area under p(z) is unity. Ina similar way, it is possible to describe 
multidimensional pdf’s of several random variables. 
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The characteristic function of a random variable is simply the Fourier 
transform of its pdf. 


F(s) = il oe p(a)je2rz* dz (5-2-1) 
p(x) = i F(s)e'?*** ds (5-2-2) 


Note that F(0) = [", (2) dx = 
Differentiation of Eq. (5-2-1) n times and evaluation at s = 0 gives 


F™(0) = J * (—i2m2)"p(2) dx = (—i2n) "a (5-2-3) 
where x” is the nth moment of p(z) 


= oO). = / x x"p(z) dz (5-2-4) 


(—1i22)" 
Thus, the moments of p(z) can be easily calculated from the derivatives 
of the characteristic function. Similar equations apply for multidimen- 
sional distributions. 
The cumulative probability distribution is defined as 


P(2) = [7 paar (5-2-5) 


This expresses the probability that the random variable is less than some 
value z. The expression P(z) is used to obtain limits within which the 
random variable will be found a prescribed percentage of the time. 

By using the characteristic function, it is easy to show that the proba- 
bility density of the sum of several independent random variables is 
simply the convolution of their respective probability densities. Define 


n 
= > th 
+=1 
as the sum of n random variables. Then 


p(t) = pi(zi) * pr(%2) * * + + Pa(tn) 


where p,(zi) is the probability density of the random variable z;, and the 
asterisk denotes convolution. 

A random process can be described simply as a eandon variable that 
changes with time. Thus, in addition to the description of a random 
variable, it is necessary to describe the dynamics of the process as a 
function of time. The study of a single random record has limited value; 
therefore, the concept of an ensemble of records of a random process must 
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be introduced. Consider an arbitrarily large number of random records 
being produced simultaneously from different but identical sources. 
These data may be recorded in a multichannel memory for further study. 
The ensemble properties may be studied for each time value, or the time 
properties may be studied for each record in the ensemble. 

A stationary process is one in which the ensemble statistics (pdf and 
moments) are independent of time. Otherwise it is called a nonstationary 
random process. A stationary process is ergodic if the ensemble statistics 
are identical with the time statistics. This means that ensemble averages 
are the same as time averages. Most of the theoretical work in this field 
is based on stationary (and usually ergodic) processes. However, 
nonstationary processes very often occur in practice. 

The dynamics of a stationary random process are described by a power 
density spectrum or its Fourier transform, the autocorrelation function. 
It should be emphasized that the power density spectrum is not related 
to the pdf, and one cannot be derived from the other. It is possible that 
the pdf will be different in each frequency interval of the power density 
spectrum. The power density spectrum is an ensemble average of the 
power density of each time record. If the process is ergodic, an average 
of power densities calculated for different times may be used in place of an 
ensemble average. 


5-3 Signal Analysis 


The extraction of meaningful information from an arbitrary signal is 
more of an art than a science in many cases. If nothing is known a 
priori about the signal, then several measurement techniques must 
generally be tried and the properties of these measurement processes must 
be known in order to interpret the results correctly. The questions 
arise: How many power density spectra must be averaged to allow a 
prescribed accuracy in the detection or measurement of a coherent signal 
buried in noise? What is the frequency-domain equivalent of linear 
signal averaging? What are the problems encountered in inverse filtering 
or deconvolution? These questions and others of a related nature will be 
discussed, along with the various measurement techniques that have been 
found to be useful. 

Histograms. One of the simplest statistical measures is the amplitude 
probability density, or amplitude histogram. The general technique is 
to digitize the instantaneous amplitude of a signal and then to increment 
the count in a memory cell whose address is given by this signal ampli- 
tude. The statistical significance of the number in each memory cell is 
dependent on the magnitude of the number. This relation will be 
derived below. 
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It is important to note that the differential linéarity of the analog-to- 
digital converter is very critical in histogram applications. To under- 
stand this, denote the voltage resolution of the analog-to-digital converter 
by AE. Ideally each AE would be identical, but in practice there is some 
variation in AE from one voltage level to another. A typical probability 
density is shown in Fig. 5-2. 


pP(Q&) 


ae KE AE 
a0 AEm |x 


FIG 5-2 Probability density function 
of analog-to-digital converter sampling 
error, 


Define AE,, (Fig. 5-2) as the maximum deviation from AE (mean value 
of AK). Then the differential linearity is » = AE,/AE. In histogram 
measurements the amplitude in each channel is directly proportional to the 
channel width AEF, and thus the histogram plot will have an amplitude 
distribution that is the same as shown in Fig. 5-2. For example, 1 percent 
differential linearity will produce 1 percent amplitude variation in the 
histogram distribution. 

Assume that N memory channels are used to accumulate an amplitude 
histogram. Define ¢ as the probability of finding the input voltage in 
some particular memory channel. The probability density pi(m) for m 
counts in a particular channel after only one count has been recorded is 
shown in Fig. 5-3. (The probability is the area of the delta function.) 


1-e pp(m/p (1-€)? 
A, (m) 2€ (1-e) 
€ ae 


Oo 1 Oo 1 2 
FIG 5-3 Probability density after one FIG 5-4 Probability density after 
count (see text). two counts (see text). 


The probability density for m counts in a particular channel after a 
total of two counts have been recorded is simply the convolution of pi(m) 
with itself (Fig. 5-4). By generalizing this concept, it can be seen that 
the probability for m counts in a particular channel after a total of n 
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counts have been recorded is given by 


nN 


palm) = (=) a (5-3-1) 


where 


areas 


are the binomial coefficients. This equation represents a binomial dis- 
tribution. For ne(1 — e) >1, the above expression becomes gaussian: 
1 


e x= 9 (m—ne)4/ [2201-8] -3-2 
palm) (Qrne(1 — e)]”* O22) 


This equivalence is called the DeMowre-Laplace theorem [9]. 


The mean is m = ne and the standard deviation is ¢ = V ne(1 — ©). 
The quantity o/m = [(1 — &)/ne]* is a good measure of the statistical 
uncertainty. Note that this uncertainty depends on e as well asn. For 
« = I, all counts go into one channel ando = 0. Fore < 1, the uncer- 
tainty increases for a given value of n. The value of e may not be known 
a priori, but it will become apparent as the histogram is formed. 

Histograms are very useful to detect the presence of a coherent signal 
buried in noise, particularly when the noise has a gaussian or other known 
distribution. Amplitude histograms of coherent signals can often be 
recognized. Define a coherent and periodic function z = f(t). It can 
readily be shown that the probability density of z is given by 

1 T T 

p(z) _ TH for — 2 < t < 2 (5-3-3) 
where T is the period of f(t). Thus the probability density of a coherent 
signal is inversely proportional to its slope. For example, define 
z=f( =sint. Thenf’(t) = cost = (1 — 22)”, T = 22,and —4r <t <r. 
So, p(z) = 1/[r(1 — 2?)*] for —1<z<1. The range of z is covered 
twice as t ranges between +7, and so p(z) includes this additional factor 
of 2. 

Signal Averaging. For ergodic random processes it is possible to obtain 
an ensemble average by selecting records in time sequence. If the process 
has some coherent signal, and if sampling is done in synchronism with 
this coherent part, then the ensemble average will increase the signal-to- 
noise ratio. There are two aspects of this signal-averaging process to be 
considered. One aspect is concerned with the statistical variation in each 
memory channel of the sampled signal, and the other aspect is concerned 
with the dynamics or time-frequency behavior of the process. Consider 
first the statistical variation in each channel. All samples for a particular 
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memory channel are drawn from the same population, whose probability 
density can be described by Fig. 5-5. There exists some arbitrary proba- 
bility density function p(x) with a mean ¢ that represents the coherent 
signal value for that particular channel, and a distribution about that 


p(x} 


x 


FIG 5-5 Probability density in one 
memory channel of signal averager. 


mean which represents random noise. Let o? be the variance of p(z). 
The averaging process consists of summing n random variables from the 
above population (for each memory channel) and then dividing by n to 
obtain an average. If the samples are independent, the probability 
density of the sum of these n random variables is simply p(x) convolved 
together n times. This will produce a new mean nz and a new variance 
no’, The function p(z) will also tend to become gaussian for large n 
(central-limit theorem). Division by n will restore the mean to Z, but 
the variance is reduced to o?/n and the standard deviation is o/(n)”. 
Thus the averaging process has reduced the noise voltage by Vn, provided 
all samples are independent. 

The temporal dynamics of the signal-averaging process are best 
described by deriving the equivalent filter of the process in the frequency 
domain. Consider an arbitrary signal f(t) with a periodic component of 
period r. Records of length T will be sampled with a time window g(t) 
and averaged intoamemory. Successive records are taken in synchronism 
with the periodic component of f(t) and are spaced kr apart, where k is 
some positive integer (often unity). The resulting average of N time 
records can be represented by 


N-1 
1 
A(t) = = t')g(t! ~3-4 
(t yd, 1 g(t’) (5-3-4) 
where ¢’ = t — nkr and g(t) = 0 outside the interval 0 <<t< 7. Define 
H(s) h(t), F(s) of(), and G(s) g(t) as Fourier transform pairs. 
Then H(s) becomes 


1 N-1 
H(s) = N ) [F(s) * G(s) Je—#277*rs 
n=0 


1 N-1 
= —(|F * G( )} —i2axnkra (5-3-5) 
v (s) s >> e€ 
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where the asterisk denotes the convolution operation. The equivalent 
filter for the signal-averaging operation is 


N-1 
1 1 1 — e7t2nNkrs 
o(s) = v > ee = Ae [clea (5-3-6) 
n=0 
x sin aNkrs gcin(N—Dhts 
N sin xrkrs 
sin 7Nkrs 
= —__ -3-7 
|o(s)| N sin zkrs OD) 


The function |¢(s)| resembles a comb filter with major lobes at s = m/kr, 
where ™ is an integer (see Fig. 5-6). The quantity 1/k7 is the rate at 
which the various records of data are acquired. Thus all harmonics of 
this data-acquisition rate are preserved in the signal averaging. There 
are minor lobes at s = (m + 14)/Nkr, with an envelope (1/N) ese akrs. 
Further, |¢(s)| = 1 for s = m/kr (major lobes), and |¢(s)| = 1/N at the 
midpoint between major lobes. Thus various frequencies are attenuated 
by different amounts depending on their relationship with the basic data- 
acquisition rate. There are N — 1 lobes, and the main lobe is twice as 
wide as the side lobes. Thus as more records are averaged, the main 
lobe narrows, more side lobes appear, and the attenuation between major 
lobes increases. The following relation can be readily derived: 


T . T 1 
fr eo") ds =f)" lolitas = = (5-3-8) 


Thus, the power of initially white noise is reduced by 1/N by the averaging 
process, although the noise is no longer white. 

At the end of the chapter (Fig. 5-32) the effective transfer functions of 
a signal averager are shown, as determined by a digital computer. Start- 
ing with the top photograph, the value for N is progressively increased: 
2, 4, 8, 16, 32. . 


———_» 
Repeat 


FIG 5-6 Equivalent filter for a signal averager with N = 5. 
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Digitizing Errors. A digression will be made at this point to consider 
the effects produced in converting an analog signal into a digital repre- 
sentation. Consider a periodic record of period T sampled at At intervals 
so that T = n At. Each sample is digitized in an analog-to-digital con- 


Error E(t) 


FIG 5-7 Error signal after sampling. 


verter with a voltage resolution AH. Each sample may be in error by 
+AE/2 or less, and Fig. 5-7 shows one possible appearance of the error 
signal after sampling. Assume that the error in each sample is random 
and independent of all other sample errors. The probability density 


P(E) 


ie 
OE 


“ae ak . 
2 2 
FIG 5-8 Probability density of sam- 
pling error. 


(Fig. 5-8) of this random variable is rectangular. The variance of E is 
(AF)?/12 and represents the total noise power. The autocorrelation 
function is simply a train of delta functions spaced T apart, each having 
an area of At (AE)?/12. The power density spectrum (Fig. 5-9) is there- 


Power 
density 


ar 
—— SF (Ae)? 


s (frequency) 

1 {the ae, vag 

"ZAE 0 T 2 af 
T=n At 


FIG 5-9 Power density spectrum of sampling error. 


fore flat with frequency and has an amplitude of At (AZ)?/12. There are 
n samples of the power density spaced 1/T' apart, so that the total power 
is (AEF)?/12. Suppose that an m-bit analog-to-digital converter is used 
so that a full-scale voltage would have a magnitude E, = +2™-1 AF. A 
full-scale pulse of width At would produce a flat power density spectrum 
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of amplitude At E,,? = At (AE)? 2@"-2, The power signal-to-noise ratio 
at each frequency is 3 X 2°. Thus for a 10-bit analog-to-digital con- 
verter the signal-to-noise ratio is 64.98 dB. If a full-scale de signal is 
sampled, the power density spectrum would be a single sample point of 
amplitude n At E,,?. Thus the power signal-to-noise ratio is improved by 
the number of sample points in the record. It must be emphasized that 
the above results are only valid if the errors at the various sample points 
are independent. When sampling coherent waveforms, this condition 
may not be met. The worst case for coherent sampling occurs when the 
error is constant over the record with an amplitude of AE/2. The power 
spectrum is a single sample point of amplitude n At (AE)?/4._ The worst 
power signal-to-noise ratio is 2?"/n at de. 

There is a technique for reducing the noise caused by the digitizing 
process, provided it is possible to average many signal records. The 
scheme simply is to add a small amount of noise to the signal before 
sampling, and then average the result to reduce the noise. If the desired 
digitizing noise reduction is specified, the number of records that must be 
averaged is determined thereby, and the amount of noise that must be 
added to the original signal can be calculated. The algebra becomes 
rather tedious for portions of the discussion which follows, and so in some 
cases only the results will be shown. However, the general method of 
attack will be explained. 

Assume an arbitrary nonrandom input signal E(¢), which is sampled at 
some particular time ¢ (see Fig. 5-10). Assume that the true voltage at 
tois E,. The pdf for this voltage (Fig. 5-11)is 6(E — E,). Next assume 
random noise with probability density po(£) is added to E(t). The proba- 
bility density of the sum of two independent random variables is the 
convolution of their individual probability densities. The resulting dis- 
tribution is shown in Fig. 5-12. The mean of po(E) is assumed to be 


E(t) 
PIE) -BIE-Es) 
Es 
t 
to Es . 
FIG 5-10 An arbitrary nonrandom input FIG 5-11 Probability density for 
signal. voltage at f) in Fig. 5-10. 


zero. In the sampling process the FE axis is digitized into intervals of 
width AF (analog-to-digital converter resolution). The value assigned 
to the mth point is simply the integral of p(£) over an interval of width 
AE centered on the mth point. Figure 5-13 should clarify this statement. 


(m+ AE 
p(m AE) = 8(E — m AE) if i bee po(h — Ex) dd (5-3-9) 


m 
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The probability density after sampling then becomes 


L-) 


pi(k) = » p(m SE) 


m=—o 


) aH — mak) [7 n(*=Z**) po - By ad 


—_ (5-3-10) 


where [1(£) is a rectangle of unit width and height centered at the origin. 
Note that (EZ) = [1(—£). Thus the integral is represented by the con- 


E) 
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FIG 5-12 Probability density for E(é) FIG 5-13 Digitized value (shaded area) 
with random noise added. of p(E). 


volution of [1(H/AE) and po(E — E,). Define 


E +) 
UI (=) = AE » 5(E — m AE) 


m=— 


Thus, 


1 E E 
pik) = AE [n (3) * p(E — B)| Iil (=) (5-83-11) 


The characteristic function IIi(s) is given by 


i E 
IIi(s) = Iil(s AE) * | Hts) sins AL cis, | 


TS 


(5-3-12) 


where II(s) <> po(Z) are Fourier transform pairs. Thus the continuous 
function within the brackets is reproduced about a train of delta functions 
spaced 1/AE apart. Suppose that n records from the analog-to-digital 
converter are averaged together. The probability density of the sum of n 
independent random variables is the convolution of their individual 
densities. The characteristic function is therefore the product of the 
individual characteristic functions. 


px(E) = pi(E)*" (5-3-13) 
where * denotes convolution 


TI,(s) = T"(s) (5-3-14) 


122 Electronic Measurements and Instrumentation 


Writing Eq. (5-3-12) in a different way, 


sina AE zp . 
T,(s) = a lem) entrain (5-3-15) 


where 2m = s — (m/AE). Note that 11,0) = 1,(0) = 1 and 11)“ (0) = 0. 
Recall that the rth moment of E is given by 
— (r) 
ze 2°) 
(—129)* 


(5-3-16) 


where II (s) is the rth derivative of (s). Thusit is necessary to evaluate 
at least the first two derivatives of II,(s) at s = 0. 


Tn‘? (s) = nj-'(s)M(s) (5-3-17) 
TE, (s) = nI{7*(s),(s) + n(n — 1177? (s) [11 (s)]? (5-3-18) 
11,(s) = y ("= COS 2m = SIN AZm To(2n) 
motes Am 
+ ra [Io (2m) — i2nE tae] eB .n (5-3-19) 
em 
m 
h nm = § — — 
where z s AE 
a=a7AK 
. AE m 
(1) = — jm a. —i2nmE JAE oy is 
11, (0) aoe (—1)" = To (=) e (5-3-20) 
for m # 0, and for m = 0, 
1 (O) = Mo" (0) — i24F, = —12rE, (5-3-21) 


The second derivative is straightforward but involves considerable 
algebra. Only the result for 11,°(0) will be given. 


11,0) = —(2nE,)? 


m m 
rE, a (Db —i2nmE JAE -3-22 
+ irE IIo (=) IIo (3) e (5-38-22) 


for m # 0. 

Mh (0) = —(21)?8,? — 43 AE)? + To((0) (5-3-23) 
for m = 0. 

TI, (0) = n Wi (0) (5-3-24) 


1, (0) = ntl@) + a — ILO! (5-8-25) 
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The variance can be obtained by subtracting the square of the mean from 
the second moment. In the s domain this gives 


1,20) — 11,(0) 2 = nfl) — nf) (5-3-26) 


Thus the variance after summing is simply n times the variance before 
summing. Notice that the moments before sampling are given by m = 0. 
Thus the errors in the moments introduced by sampling are given by the 
terms m #0. The moments of EF after sampling and averaging are 


E=E,+ 6 (5-3-27) 
— & 1/7 1 1 
2 _ > eaerecing) |Weacae 2_ __ J], (2) 62 -3.9 
B — (By = +] (amt — m0) | + (5-3-28) 
inv. AE m 
oe = fy ——_ \ e-itrmE JAE -3.9 
? ee 1) = (7) ¢ (5-3-29) 
for m ~ 0. 
1 . AE [AE m 
2 =. — jm —_ | —_ oe 
¢ aaa a » wm [on (an) 
; m m ' — 
—ink J (=) — Tp’? (=) e-t2rmE JAE +. (AK)? (5-3-30) 
for m # 0. 
= 1 . AE m ; 
2— —})" —_ es —i2rmE JAE oo 
(AE)? = | >. (—1)"—— Ma (=). (5-3-31) 
for m # 0. 


The errors caused by sampling are e and 6%. The quantity (AE)? = 0 for 
all practical purposes. Notice that these errors are represented in 
Fourier series form in the variable E,/AE. The errors depend on the 
precise location of E, in the AE interval of analog-to-digital converter 
resolution. 

For most practical situations, the repeated convolution of probability 
densities will eventually lead to a gaussian probability density (central- 
limit theorem) so that it is reasonable to assume a gaussian distribution 
for E. The moments have already been calculated; therefore, the dis- 
tribution is given explicitly by 


_ nH 
—8(B—E) 12? TTT | —— 5-3-32 
e€ ( =) (5-3-32) 


1 
RAE D(2r)” 
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where 2? = H? — (EF)?. The random variable E actually is a discrete 
variable with an interval AE'/n (the averaging process has reduced the 
interval by n). However, pa(E) may be considered a continuous func- 
tion for all practical purposes. 

Define a confidence level A as follows: 


Eat Eo 
Aim / , Px(B) dB (5-3-33) 


where Hy is a confidence interval. This means that the probability of 
finding # in the interval FE, — Ey) < E < E, + Ey is A. Normally A is 
specified and Ey is calculated. Yor the gaussian distribution given above, 
A can be written as 


1 Eo + € Ko a € 
A= 9 ert (a) oie ent ( a5 )| (5-3-34) 


where erf (z) is the error function. Given A, then E, can be calculated or 
determined from a table of the error function. 

Consider a special case where the additive noise before sampling has a 
gaussian probability density with zero mean. 


1 
5 eI (5-3-35) 


PUL) a(27) 


where o” is the variance and rms noise power. The characteristic function 
is 


TI(s) = e—2ons)* (5-3-36) 
The error in mean value caused by the digitizing process is 


>) 
e=-— 
| Spied 


m=1 


AE E, 
—1)™ — e2mrs/AE)* sin [ 2nm 5-3-37 
(—1)"— (2 a) (5-3-37) 
This is a Fourier series describing « in terms of E,. Yor o = 0, this 
becomes the series representation of a sawtooth waveform with period 
AE and peak amplitude +AK/2. For o > AE, the only term of signifi- 
cance ism = 1. Thus, 


AE E, 
Siren e—*ra/AE)? sin (2 =) (5-3-38) 


Gere 


AE 
= —— e-Xro/AE)? (5-3-39) 
Tv 


For example, suppose |e|max = 0.01(AE/2). Theno = 0.4587AE. Thus 
two samples within the gaussian noise envelope will give a mean-value 
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error reduction of 100. The variance can be written as 


1f 1 
— (B)? = Az (AE)? + o| +x +| (an)? + | = 2? 
(5-3-40) 
1 AE\? E, E, 
2 x —— e-2an/AE)? ae a 2 a 
6 < (=) 008 an tae COE oe 
AE Es . 


us 


| (5-3-41) 


The expression for 6? assumes m = 1. Note that 6? is very small because 
of the term e-?*/4)’ and so will be neglected. Thus the mean and second 
moment of the final voltage after sampling have been determined. Fora 
specified number of averages, n, and a specified confidence level A, how 
much noise o should be added prior to sampling to reduce the digitizing 
error to a minimum, and what is this minimum value? The optimum o 
can be obtained by differentiating A with respect to ¢ and equating to 
zero. The quantity |e|max is used in place of «. The result of differentia- 
tion is 


es (=) _€ z G*) 
‘ ~ Ey Eo \d3/do? 


=~ E + (2x)? (2+ s )| en (rol ME) (5-3-42) 


+ 7m 
Define 
eK Eo 
= Ie 
= and (25 
Then 
2k? 
x tanh x = —___________- 5-3-43 
I+ Or) + JAB] Cree 
where 
r= nEo se en 2(no/SE)* 
mw AE [}49 + (0?/AE?)] 
and 


4 = 2 G) pp eaee 
~— AE \2) [ko + (02/AE*)]* 


126 Electronic Measurements and Instrumentation 


The confidence level A can be expressed as 


me me 2 =) 2. 
Day ext (i " =) ert (: = (5-3-44) 


Normally |z/2k| <«< |k| and so A may be approximated as follows: 


2 


A & erf (k) — eWk? (5-3-45) 


x as 
2k (ar)? 

Assume that A is given, and evaluate an approximation to k by using 
A = erf (k). For a given value of o/AE then, z is calculated by Eq. 
(5-3-43). This is a transcendental equation, but it can be readily solved 
on a Slide rule with the D and Th scales. These values of k and z are 
inserted in Eq. (5-3-45) to obtain a closer value of k. Normally one 
iteration is sufficient. By using the final values of k and 2, it is possible 
to calculate n and E): 


1 f/rz\? {1 o? : 
(5) (ot am” ae 
Qe2 
an _ = asia ore 


Because of the approximation m = 1, this method begins to lose accuracy 
for o/AE < 0.4 (n < 100 or E)/AE > 0.1). Curves of n and E,/AE ver- 
sus ¢/AE are shown in Fig. 5-14. For example, if ¢/AE = 0.57 and 
n = 10°, then E)/AH = 0.005. This represents a reduction in analog-to- 
digital converter error by a factor of 100. Note that only a very small 
amount of additive noise is needed prior to sampling. 

Spectral Analysis. Perhaps the most important tool in signal analysis 
is the Fourier transform. This is primarily true because the Fourier 
transformation occurs so often in nature. Any time an observation 
involves a linear summation of phasors of arbitrary amplitude, the 
Fourier transform is included. Linear differential equations have solu- 
tions using the transform of the driving function. Optical, electro- 
magnetic, and acoustical far-field distributions are transforms of the source 
function. A time waveform and its frequency spectrum are Fourier 
transform pairs. The primary characteristic of the transform that makes 
it so useful is related to the inverse nature of the transform variables. 
Fine structure in a time waveform, for instance, becomes gross structure 
in the transform domain. This implies a presentation of the data in an 
entirely different form, and allows new observations which might other- 
wise be hidden. 

The nature of the discrete Fourier transform has already been discussed, 
and the concept of a time window and a line shape have been introduced. 
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Note: curves not accurate for = <0.4 
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FIG 5-14 Optimum values of noise, o/ME, and resultant error, 


E,/AE for a given number of averages, n, for a confidence level A 
of 0.99. 


These are fundamental to the spectral analysis process and will be 
investigated somewhat more thoroughly. The time window and its 
associated line shape are Fourier transform pairs. A finite time record of 
data is usually obtained by multiplying an infinite record by a rectangular 
time window. However, the resulting sin rsT'/7s line shape has serious 
disadvantages. The side lobes only drop 6 dB/ octave, and hence adjacent 
frequency channels interfere with one another (see Fig. 5-15a). 
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In order to reduce this interference (often called leakage) between 
channels, it is necessary to generate a line shape with smaller side lobes 
[8]. In the time domain, this corresponds to a window whose transitions 
are less abrupt than the rectangular ones. The data is weighted or 
attenuated near both ends of the time interval. This will broaden the 


fe) 


FIG 5-15 Results of Hanning on Fourier analysis: (a) Positive 
frequency spectrum of sum of sine wave and second harmonic. Sine 
wave has 25.5 cycles in time window. Second harmonic is 60 dB 
below fundamental. Note hyperbolic line shape and “leakage” 
between harmonics. (b) Same as above except the Hanning opera- 
tion was performed twice. Note the separation between the two 
harmonics. The vertical scale is 10 dB/cm. 
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7= window width 
s = frequency normalized by + 


Curve A. ants (rect. window) 


Curve &: Hanning once 
Curve C: Hanning twice 
Curve D: Hanning 3 times 


Curve £: Hanning 4 times 


FIG 5-16 Hanning line shapes. 


main lobe of the line shape and thereby reduce resolution in the frequency 
domain, but this is the price for better separation between adjacent 
harmonics. There are many window functions that can be used, and 
numerous shapes are described in the literature on this subject. Each one 
has advantages and disadvantages depending upon the desired result. 
In this chapter, only two will be discussed in detail: (1) the Hanning 
window, and (2) the Chebyshev window. Hanning is useful because it is 
so easy to implement, and the Chebyshev window is of interest because it 
gives the narrowest main lobe for a given side-lobe amplitude. 
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Separation 


FIG 5-17 Definitions applying to a line shape in the frequency 
domain. 


The Hanning window is g(t) = 14[1 — (cos 2t/T)] for 0 <t < T. 
The corresponding sampled line shape is 


G(s) = 448(s) — 146(s — 1) — 748(8 + 1) 


Thus the Hanning window can be easily implemented by convolving the 
frequency function with a triplet of delta functions with binary ampli- 
tudes. Each Hanning operation attenuates the side lobes by at least 
12dB/octave (see Fig. 5-16). The height of the window is unity, but the 
area has been reduced by 2. This means that discrete spectral lines will 
retain their area, but their amplitude will be reduced. Main-lobe width 
is defined as the frequency interval between points on the main lobe that 
have the same amplitude as the absolute magnitude of the largest 
side lobe. Separation is defined as the ratio of maximum main-lobe 
magnitude to maximum side-lobe magnitude. Figure 5-17 shows these 
relationships. 

Table 5-2 shows the main-lobe width, separation, and window area 
for various Hanning operations. Graphs are included in Fig. 5-16. 
Recall that As = 1/7 is the spacing between adjacent points on the 
frequency axis. The relative window area indicates the reduction in 
height of discrete spectral lines, caused by the line shape’s smearing. 
Note that the separation improves very rapidly in comparison with the 
degradation of main-lobe width and window area. 


TABLE 5-2 
PieGon Separation, Main-lobe | Relative window area, 
dB width dB 
Rectangular window........ 13.26 1.626/T 0 
Hanning once.............. 31.47 3.743/T —6.02 
Hanning twice.............. 46.74 5.782/T —8.52 
Hanning 3 times............ 60.95 7.804/T —10.10 


Hanning 4 times............ 74.61 9.818/T —11.26 
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The Chebyshev window (Fig. 5-18) is more difficult to implement than 
Hanning’s, but it does a better job. The name is used because of the 
equal ripple side lobes of the line shape. The line shape is given by 


cos [(rsT)? — a?]” 
al,(a) 


where r is the ripple factor, or separation between the main lobe and the 
side lobes, and I;(a) is the modified Bessel function of unit order. The 


G(s) = a= cosh! ~ (5-3-48) 


Ly [o¥-4 72 | 
os tq; (aM-4x2 
a=cosh"! tt, = modified Bessel function, 


r = ripple factor in transform 
dornain 


Note: A delta function of magnitude 
located at x= 1/2 is implied. 


pen ee 
2al; (a) 


Curve A’ -20-dBripple 
Curve 8: - 40-dB ripple 
Curve C: -60-dB ripple 
Curve D0. —80-dB ripple 


FIG 5-18 Chebyshev window. 
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al, (a) 


r=ripple factor; 5= frequency normalized by + 


y=20In [seotesr 2" 


7 = window width 


‘ ~ad 
a= cosh” + 


-20 


Curve 4: r=01 (-20-dB ripple) 

Curve B: r=0.01(-40-dB ripple) 

Curve C: r= 0.001 (-60-dB ripple) 

Curve D: r=0.000I(-80-dB ann \ 


FIG 5-19 Chebyshev line shapes. 
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= 100. 


corresponding time window is 


1 t 1 t 1 
~ Bali(a) E € ) . (7 ~ 5) 
havi — G/T) 
V1 — (2t/T)? 


g(t) 


+ 2a 


(5-3-49) 


Graphs of this line shape (Fig. 5-19) for various ripple factors are included. 


Table 5-3 summarizes the characteristics of this line shape. 
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TABLE 5-3 Characteristics of Chebyshev Window 


Ripple factor, | Separation, Main-lobe | Relative window area, 
dB dB width dB 
—20 20 1.906/T —1.40 
—40 40 3.373/T —4.59 
—60 60 4.839/T —6.38 
—80 80 6.305/T —7.64 
—100 100 7.771/T —8.62 


The window height is unity and therefore the line-shape area is unity. 
The line-shape height and the window area are (cosh a)/[ali(a)]. The 
peak ripple is 1/[aZ,(a)]._ The window function includes delta functions 
of amplitude 1/([2a/,(a)] at each end of the window interval. The window 
amplitude immediately adjacent to these end points is a/[2I,(a)]. 

A graph of separation versus main-lobe width (Fig. 5-20) is included for 
comparison of various window shapes. Note that the Chebyshev line 
shape gives considerably higher resolution for a given separation. The 
Parzen window given by g(t) = 1 — 2(¢| is also shown on this plot. This 
window has a relative area of —6.02 dB and a line shape given by 


sin (rs/2) | 


TS 


G(s) = 2| 


The separation is 26.52 dB and the main-lobe width is 3.251/T. This is 
twice the separation and half the resolution obtained with a rectangular 
window. 

The rectangular window is fine for signals that have an integer number 
of periods within the window interval 7, or for single transients which 
decay within the T interval. A weighting function is only needed when 
the waveform value at the beginning of the window is different from the 
value at the end. This is particularly important for random data and for 
coherent data of arbitrary frequency. All spectral lines are convolved 
(smeared) with the line shape, and thus the amplitudes of narrow spectral 
lines are reduced. The magnitudes of the various spectral components 
are changed by this smearing operation, but the areas (and hence voltage 
or power) under each line are preserved. It is difficult to accept the loss 
in frequency resolution that these line shapes produce, but the only alter- 
native is very poor amplitude accuracy because of poor separation between 
adjacent frequencies (see Fig. 5-16). 

One word of caution is in order concerning the cumulative effect of 
line-shape side lobes. If the original data contain several discrete 
frequencies, then the line shape will be convolved about each spectral 
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FIG 5-20 Separation vs. lobe width. J = window width, s = 
frequency, normalized to 1/7’. 


line. It is possible for the line-shape ripple to add in phase in some 
regions of the frequency domain. Therefore the resultant ripple may 
greatly exceed the amount calculated for a single spectral line. The 
Chebyshev line shape is particularly bad in this respect since the line- 
shape ripple extends uniformly across the frequency scale. 

Power Spectral Analysis. The power spectrum of a signal has some 
properties that are often very useful. Since phase information is lost, 
there is no need for sampling in synchronism with any signal. The 
power spectrum is meaningful for random data as well as for coherent 
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signals. Thus it is useful for searching unknown data to determine the 
nature of any information that may be present. Since translation of the 
time origin has no effect on the power spectrum, the spectrum is often 
used as a “signature” to represent a particular process. 

The power spectrum of a coherent signal is simply the square of the 
magnitude of the Fourier transform of that signal. However, if the sig- 
nal is random, it is necessary to accumulate an ensemble average of the 
power spectra from many data records. If nothing is known about the 
coherent nature of the signal, then a single power spectrum is essen- 
tially meaningless. It is difficult to distinguish a coherent spectral line 
from a random line with only a single record. 

It is generally impractical to perform a true ensemble average since 
this requires a large number of records from identical sources. Instead, 
it is common to assume an ergodic process and to use many records taken 
at different times from a single source. Unfortunately there are many 
processes which are not stationary (and therefore not ergodic). A 
typical example is so-called ‘‘1/f noise’ from semiconductors. These 
nonstationary processes may prevent the power spectrum from converging 
to a stable value at each frequency as various time records are averaged. 

For ergodic processes the power spectrum does converge and the 
“stability” of the result after a finite number of averages may be cal- 
culated. As indicated previously, the process of averaging a random 
variable leaves the mean unchanged but reduces the variance by the 
number of points that are averaged. Thus, the first step is to calculate 
the moments and probability density of the power spectrum at each 
frequency point in the absence of signal averaging. In order to make the 
mathematics more explicit, assume that both the real and imaginary 
parts of the Fourier transform of the signal are independent gaussian 
random variables. This will be the case if the original time-domain 
variable is gaussian. Define the following: 


where z and y are independent random variables representing the real and 


imaginary parts of the signal spectrum, and z is the random variable 
representing the power spectrum at each frequency. 


fey(z,y) = en (1/207) [(2—#) 2+ (y—F) 7] (5-3-51) 


210? 


This is the joint probability density of x and y._ Both variables have the 
Same variance o?, and their respective mean values are £ and 7. These 
mean values represent the coherent part of the Fourier transform at each 
frequency. The probability density of z and the various moments will be 
calculated. 


S.(z) dz = fry(z,y) dA (5-3-52) 
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where f,(z) is the probability density of z, and dA is the area element in 
the zy plane corresponding to the interval dz. In polar coordinates: 
x=rcos6,y =rsin 6,2 = 77, dz = 2rdr, anddA = rdrdé = \dzde. 
Thus, 


1 © 
— —_ p- 10?) (z y* z/a*) (Z cos 0+7 sin 2. 
f(z) = =e (1/2 reeves [7 e(-Vz/e7) (2 cos 0+¥ sin 9) Gg (5-3-53) 
Some algebraic manipulation allows the integral to be written in a 


tabulated form. See “Handbook of Mathematical Functions,” National 
Bureau of Standards, page 376, Eq. (9.6.16). 


Io(w) = i * etw cond dg (5-3-54) 
wr J9 
Thus f.(z) can be written in closed form as 
¥ 
f(z) = : I (5 (f? + 7") eA 260) et H) forz >0 (5-3-55) 
20? a? 
It is also possible to derive the characteristic function F,(s), 


F,(s) = is, flee?" dz (5-3-56) 


From the same reference as above, page 486, Eq. (11.4.29), the following 
integral can be derived: 


* 2,52 1 2 2 
|v 2e-**"To(bw) do = io (5-3-57) 
Substituting z = w?, dz = 2w dw, and expressions for a and b, 
1 
F, = ——_—_. — (£7477) [1248 /(1+1400%s)] a ~58 
(s) 1 + 241o0?s : AOE) 


By successive differentiation it is possible to derive the various moments of 
f.(z) that are of interest, as follows: 


Area under f(z) = F.(0) = 1 (5-3-59) 
FLO 
Mean value Zz = ot = #2 + 7? + 20? (5-3-60) 
—tan 
a F” 0 
Second moment z? = — ©) = (£2 + 9)? 
—An? 
+ 807(%? + 9? + 0?) (53-61) 
Variance z? — (2)? = 402(£2 + 9? + o?) (5-3-62) 


The coherent signal power is <? + g? and the noise power is 20? (since o? 
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occurs in both real and imaginary parts). Thus the mean of z is the total 
power. The variance describes the statistical variation about this mean 
value. 

For the special case of £2 + g? = 0, 


1 
f(z) = 353 e—#/te! forz>0O | (5-38-63) 
1 
PMS) — Ty eats ca 
Zz = 20? (5-3-65) 
2? = 8at (5-3-66) 
z* — 2? = 404 (5-3-67) 


Note that the standard deviation (square root of the variance) is equal to 
the mean. This is a chi-squared distribution with two degrees of freedom. 

The average of n records will normally have a gaussian probability 
density (central-limit theorem) and a variance equal to the above value 
divided by n. The mean is unchanged. 


= —}4 [(z,—2)/o,]? Li? 
F2,(@n) 7. Ome ° (5-3-68) 
where 
20 : 
on = 7 (x? + 7 + o?)* 
and 
Z= 774 7? + 20? 
F,,(8) = e72@nxs)? ei2aie (5-3-69) 
Zn = 2 = 2+ GF? + Qo? (5-3-70) 
—=: 2 
2,7 — 2,2 = 0,2 = sil (#2 + 9? + 0?) (5-3-71) 
n 
- ) 2\6 
Gi yg  e eD (5-38-72) 
Zn 1 + 2r? 
where 


a (#2 + gy)” 


The last equation expresses the ratio of standard deviation to mean value 
of each point in a power density spectrum as a function of the noise-to- 
signal ratio r of the original frequency spectrum and the number of 
records, n, that are averaged. A graph of this function is included in 
Fig. 5-21. Note that for large amounts of noise, the standard deviation 
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o, of the power at each frequency is simply the mean power value divided 
by Vn. 

It is of considerable importance to determine the possible resolution of a 
coherent spectral line buried in noise by using the power averaging tech- 
nique. Consider arandom variable w = 2, — Zno, Where Zn, is the random 
variable for noise alone (4? + g? = 0). Then d= & — 3, = #2 + 9? 
and. o.” = Gn® + Ono” = (407/n)(z? + 9? + 207). Note that & represents 
the strength of the coherent spectral line, 


while o,? is the variance about this mean /?) A(t) 
value. Hence, if w is assumed to be a (/?s/ Es s) H(s) 


gaussian random variable, confidence limits FIG 5-22 Generalized filter sit- 
on the determination of £2 + g? can be uation. 

readily established. For example, the prob- 

ability is 0.99 that a coherent spectral line will exceed a neighboring 
noise line if @ = ke, fork = 2.327. Thisimplies that n = 4k?r?(2r? + 1). 
For unity noise-to-signal ratio r = 1, and n = 12k? ~ 65. Note that 
for large values of n, the term r is proportional to the fourth root of n. 

It may sometimes be more convenient to average the amplitude of a 
frequency spectrum instead of the power. This solution is discussed in 
the appendix to this chapter. In general, amplitude averaging is not 
quite as efficient and is more difficult to interpret in comparison with 
power averaging. , 

Filtering and Convolution. The concept of filtering in the frequency 
domain (or convolution in the time domain) is a very fundamental and 
useful one. Consider an arbitrary system with an input and an output 
signal, as shown in Fig. 5-22. The input signal F(s) is multiplied by the 
system transfer function G(s) to obtain the output signal H(s). There 
are three distinct measurement situations in which any two of these 
signals are known and the third one is desired. These will be considered 
one at a time. 


1. F(s) and G(s) known. Find H(s). 


This is a conventional filtering operation where H(s) = F(s)G(s). In 
the time domain, this corresponds to convolution between f(é) and g(t). 
The term H(s) is often called the cross spectrum between F(s) and G(s). 
Only those spectral lines that are common to F(s) and G(s) will occur in 
the output. Here G(s) can be any conventional analog filter function, 
although many other filters that are physically unrealizable can be 
readily implemented by the digital approach. For example, it is easy to 
attenuate signal amplitude without introducing any phase shift. Ree- 
tangular filters become very simple, and can be made very narrow to 
select only one frequency. 
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9. F(s) and H(s) known. Find G(s). 


This is simply the measurement of the transfer function of a device or 
system. The equation G(s) = H(s)/F(s) can be implemented digitally 
with considerable accuracy. The division operation can introduce errors 
if F(s) is not accurately known, so it is desirable to keep F(s) as large as 
possible at all frequencies. This operation is called inverse filtering or 
deconvolution, and it will be discussed more fully below. 


3. G(s) and H(s) known. Find F(s). 


This is the most general deconvolution operation. The equation 
F(s) = H(s)/G(s) is analogous to the above situation, but the errors 
introduced by lack of control of G(s) may now be very significant. This 
operation is used to attempt the reconstruction of an original signal f(t) 
after it has passed through a known filter G(s). The technique can be 
used to improve resolution in some measurements, or it can be used to 
equalize a prescribed transmission path to allow recovery of the original 
waveform. 

The problem is simply that G(s) generally becomes very small or zero 
for some values of s. For the regions where G(s) = 0, all information 
about F(s) is completely missing and can never be recovered. Further- 
more, even if G(s) ~ 0 but small, there is always ‘‘noise” on both G(s) and 
H(s) because of either random fluctuations in the data or finite resolution 
of numbers within the measuring instrument. When G(s) falls below 
this noise level, large uncertainties are introduced into the determination 
of F(s). Insome situations G(s) may have local zeros which will introduce 
local regions of uncertainty in F(s). Often it may safely be assumed that 
F(s) is continuous across these uncertain regions. Although this tech-- 
nique must be used with care, it does allow the use of data beyond the first 
zero of G(s). 

It is necessary to differentiate between the expected and the actual 
values of these frequency functions. For each value of s, all three func- 
tions F, G, and H will be random variables with probability densities 
pr(F), po(G), and px(H). The means of these distributions will be 
denoted by F, G, and H. 

The basic problem can now be stated: What is the “best” estimate of 
F(s) obtainable from the actual quotient H(s)/G(s)? 

The question of what constitutes a best fit to a noisy function is debat- 
able and depends to a considerable extent on the application. In this 
discussion, a linear mean-square estimate will be assumed, based on the 
Wiener-Kolmogoroff theory. See Ref. 9, pages 400 to 405, for fur- 
ther treatment. The technique is to pass the random variable 


F(s) = H(s)/G(s) 
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through a ‘“‘matched”’ filter, denoted by ¢(s), whose shape is given by 


F(s)F * (s) 


@ = 
© Fer 


(5-3-73) 


where F is the mean and F * (s) is the complex conjugate of the variable 
F(s). The bars denote ensemble averaging. Thus the best estimate of 
F(s) in the context of this discussion is given by 


Pi) = 2 600) = Fos) (5-3-74) 
(s) 

The construction of a matched filter requires some knowledge about the 
function F(s). Essentially it is necessary to know either the coherent 
part or the random part of F(s). Thus the construction of a matched 
filter is something of a bootstrap operation. The output of this filter 
tends to reinforce the assumptions used to create the matched-filter 
function in the first place. Therefore, the results must be interpreted 
with care. Assume that F(s) consists of a coherent part F(s) and a noise 
part N(s), 


F(s) = F(s) + N(s) (5-3-75) 


where N(s) = 0. Then the total signal power is 


|F(s)|? = |F(s)|? + N%(s) (5-3-76) 
and the coherent signal power is 
F(s)F * (s) = |F(s)|? (5-38-77) 
|F(s)|? N*(s) . 
= oO _ = 1 - a (5-3-78) 
*9 = FOP +N PO + i 


where N*(s) is the noise power. These equations all assume that the 
noise is random and completely uncorrelated with the coherent signal 
F(s). 

The calculation of the noise power N2(s) will be considered next. 
This is simply the variance of the random variable F, but F = H/G. 
Thus it is necessary to calculate the variance of the quotient of two 
random variables. For another discussion, see Ref. 9, pages 196 to 197. 
The basic formula is 


pe(F) = {”_ |Npa(MF)po(r) ad (5-8-79) 


where G and H are assumed to be independent random variables. 
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Although this integral could be evaluated if necessary, only the first and 
second moments are needed here. 


B= [”_ Ppe(r) ar = 
» [A 2 
(ee Ja Pe) _, Mpu(F) d(F) dd (5-3-80) 

However, 

H = foe Mopu(\F) d(\F) 
Thus, 

ee af” > Da(r) ad (5-3-81) 
In a similar manner, 

ae A pe(0) dd (5-3-82) 

6 8 Pe 


Note that only the first and second moments of H are needed, although 
for G the entire density function is required. 

Consider a practical example where the uncertainty in G is caused by 
digital roundoff errors. Assume a rectangular probability density for G 
as follows: 


pa(G) = =n(2 “) | (5-3-83) 


a 


The distribution is of width a, centered at G. Further, assume that 
G>a/2. Then 


e - pGta/2 add 2H a 
=: — === finah— = 5-3-84 
F oa is 7 (ten 2G (5-3-84) 
— — sG+a/2 ar ie 
2 => 2 —— 5 ERA 
F H Sega a a haa (5-3-85) 


The noise power is given by the variance of F,, that is, N?(s) = F2 — Fr, 
Thus the matched filter can be written as 


4H? - 2 
ae 14a?) (tanh 4) (5-3-86) 
a 


Fr 
o(s) = = = 
F? 


Assume that the original input function f(t) was a very narrow pulse or 
delta function. Then F(s) = constant. Also assume that H? = H?, so 
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FIG 5-23 The matched filter 
function ¢(s). 


So 


that H is noise free. Then, 


(s) =.1 a) for G > = (5-3-87) 
ens 2G va ag 
Now let g(t) be a gaussian smearing function so that G(s) is given by 
G(s) = ke-8(/h)? (5-3-88) 
@) =1-(Z) eww fork > $ (5-8-89) 
g(s) = Ok e or 5 
Define so as the zero of (s), 
Dk\ 
So =b ( 2 In =) (5-3-90) 
a 
2 
= = ¢72(s0/6)? (5-3-91) 
o(s) = 1 — ef?) /* for |s| < so (5-3-92) 


The graph of this function is shown in Fig. 5-23. 


FIG 5-24 (a) Output function: convolution of Gaussian ''smear- 
ing” function with pair of delta functions. (b) Gaussian “smearing” 
function. 
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FIG 5-25 (a) Fourier transform of output function. (6) Fourier 
transform of smearing function. 


The photographs, Figs. 5-24 through 5-31, are oscilloscopic presenta- 
tions of some of the operations described above. The displays were 
obtained by digital instrumentation techniques. 

The previous example illustrated the use of a filter designed to maximize 
the signal-to-noise ratio of the resultant data. No attention was paid to 
signal fidelity or transient response. The sharp corners at +8 in the 
preceding example will cause a considerable amount of ringing on tran- 
sients. Many other types of filter functions can be used, depending on 
the particular application. For example, a simple rectangular filter 


FIG 5-26 (a) Matched filter for optimizing quotient signal-to- 
noise ratio. (0) Impulse response of matched filter. 
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FIG 5-27 Real part of quotient of transforms of output and smear- 
ing functions. 


might be most useful if the coherent signal is sharply band limited, or if 
transients are of no particular concern. 

There is another type of filter that has some useful properties which will 
be described in more detail. Consider the following Fourier transform 
pair: 


cos [2mso(t? — to?)”*] <> 44[8(s + 80) + 5(s — 80)] 
L,[2rto(so? —_ g?)”] 


+ Soto (so? — 2) 


(5-3-93) 


where |s| < 8. 
The time waveform has a peak amplitude of cosh (2rsoto) at t = O and a 
uniform ripple of unit amplitude for all |] > ¢. The area is rtoZ1(2rsoto). 


FIG 5-28 Imaginary part of this quotient. 
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FIG 5-29 (a) Real part of quotient. (b) Imaginary part of quotient 
by after multiplication matched filter. 


Thus convolution with this function will introduce a prescribed amount of 
ringing on transients. This time function minimizes the main-lobe 
width for a particular ripple amplitude. The resultant frequency filter 
is of finite extent, being zero for |s| > so. For reference, see Ref. 3, 
pairs 871.2 and 619. 

Consider the previous example of gaussian smearing with a rectangular 
noise distribution on G(s). What is the possible resolution improvement 
for a given amount of ripple and for some initial signal-to-noise ratio? 
There are various ways of measuring resolution, but the equivalent width 
of the time function will be used in this discussion. This is simply the 


FIG 5-30 (a) Original pair of input delta functions. (b) Recon- 
structed input waveform. 
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FIG 5-31 (a) Smoothed version of reconstructed input waveform. 
(b) Smoothing function with which output data was convolved. 


width of a rectangle whose area and height are the same as the waveform 
in question. The equivalent width of the assumed gaussian smearing 
function is 


1 


SORE (5-3-94) 


Wy 
Define a ripple factor r which is the ratio of peak ripple to main-lobe 
height in the time domain. 


r = sech 2rSolo 
or 


1 1 Qk\” 
8o = ~— cosh"!- = b € In =) (5-3-95) 
2rto r a 


The equivalent width of the filter function in the time domain is 


I, (2asoto) 


Ss 5-3-96 
: cosh 27Sol ( ) 


wr =r 
The signal-to-noise ratio of the original function G(s) is obtained by 
dividing the signal variance (k? at the peak) by the noise variance a?/12. 
This ratio in decibels is 


12k? 
R= 10 log ara 
and 
in 10 6 
Soh (as R218 3) (5-3-97) 
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Define a width-reduction (resolution-improvement) ratio as 


oy 5)" r(cosh-! 1/r)I,(cosh—! 1/r) 
Be Bn ND [(In 10/10) R — In 3) 


A tabulation of w for various values of r and R is included (Table 5-4). 


(5-3-98) 


Wy 


(a) (b) 
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{c) (d) 


fe) 


FIG 5-32 Effective transfer function of signal averager, calculated 
by digital computer. Averager acts like comb filter for repetitive 
waveforms. Since averager is timelocked to repetitive waveform, 
frequency components of waveform coincide exactly with centers of 
comb-filter teeth. Width of teeth is inversely proportional to num- 
ber of repetitions averaged. 
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Note that the width reduction varies slowly with respect to both ripple 
and signal-to-noise ratio. Also see Fig. 5-32 for the computed transfer 
function of a signal averager. 


5-4 Summary 


Although the basic theory of Fourier transforms and statistics has been 
reviewed, the main emphasis in this chapter has been on various factors 
associated with the practical implementation of signal analysis. The use 
of digital techniques allows a considerable improvement in accuracy and a 
considerable increase in flexibility. Many of the errors in digital process- 
ing have been discussed. There are digitizing errors in signal amplitude, 
and there are errors caused by a finite integration time and by finite 
abscissa resolution. The implications of these errors in the frequency 
domain have been discussed. The importance of various averaging 
techniques has been considered along with a few words about convergence 
to a stable estimate. Filtering and inverse filtering (deconvolution) 
were introduced and the problems encountered are illustrated with a 
typical example. The concept of a matched filter has been discussed for 
maximizing signal-to-noise ratio. The neglect of these errors can intro- 
duce large anomalies in the results of digital signal analysis. It is there- 
fore very important to know of the existence of these sources of error and 
to ascertain their effects before signal processing is completed. 

It should be noted parenthetically that all the errors and limitations 
described above for digital signal processing have counterparts in signal 
analysis by analog means. Results are still affected by finite integration 
time and abscissa resolution, and the system still has noise. These 
limitations are imposed by nature and cannot be circumvented. 

In the past few years, enough has been written on this general subject: 
to fill several volumes, so a single chapter must, by necessity, be rather 
sketchy. There are many important topics concerning signal analysis 
by digital techniques which have not been mentioned here. I°or exam- 
ple, there is much more to be said about time windows and frequency line 
shapes. Conditions for the stability of a power spectrum estimate, and 
the variance of this estimate, are very important. The coherence func- 
tion, along with the concepts of partial and multiple coherence, has not 
even been mentioned [12]. The importance of trend removal from the 
original time record prior to processing has been ignored. A technique 
of overlapping adjacent time records [13] is of fundamental importance in 
gleaning the maximum amount of information from a given time record. 
Digital filters are becoming very popular, and considerable literature can 
be found on this subject [14]. 

A considerable amount of work has been done on algorithms for per- 
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forming some of the basic operations such as the Fourier transform. Of 
course, there is a wide-open field in the study of nonstationary processes 
and techniques for measuring their characteristics. 

References 15 to 17 are very useful for further information in this 
general field. 


APPENDIX 


Amplitude-Spectrum Averaging 


Define two independent gaussian random variables z and y, each with the 
same variance o*, Consider x and y as the real and imaginary parts of a frequency 
spectrum. Define two new random variables 


z=Vr+y 0<z< 


w = tan 4 —w<kw<t 
x 


where z represents the magnitude and w represents the phase angle of a particular 
spectral point. Note that x = zcosw and y =zsinw. The area element is 
dA = zdzdw. Thus the joint probability density is 


Dew (z,w) See e7 (1/202) [22+224+92—22F cos w— 227 sin w] 
210? 


The marginal probability densities are 


ie 2 2 
pelt) = [ prsley) deo = = 1 (vere 


e7 (1/202) (224+ 22492) 
o 


" 1 ~ 3 
Pu(w) = Ie Pew (2,0) dz = rae Vir uer(L + erf u)jeaieen aera 
Tv 


where u = /V2 o)(€ cos w + ¥sin w), and Jo(£) is the modified Bessel function 
of order zero. Note that p.,(2,w) ¥ p-(z)p,(w), so z and w are not independent. 
Since p,(w) is not needed in this discussion it will be ignored. For the special 
case when & = 7 = 0, 


p(z) = eee 


is a Rayleigh distribution, where 2 = ¢ WV x/2, and 2? = 2c%. Thus the variance 
is [2 — (w/2)]o%. The moments for the general case are 


— i * 2mp,(z) dz 
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This integral is of the form [10} 


ro) 1g » 2 
f v-1L,(ate-0 dt = Tig + v)] fia F, ue i: ae 
0 2peT (vy + 1) \2p/1 2 4p? 


where ,F,(a,b,£) is the confluent hypergeometric function [11], !'(#) is the gamma 
function, and J,(£) is the modified Bessel function of order ». 


Tia+n) ,, 


Fale) = Y Se™ 
OLD) 2 @nr@ 


Thus 


— pe 472 
am = (WV 2Qa)MP(1 + 4m)e ena PF, (: + 34m, 1, “) 


20? 


Even-order moments can be expressed in elementary form: 


iF,(1,1,&) = e& so 20=1 area under p:(2) 
'(2,1,€) = (& + le so 2? = #24 9? + 20? 


Unfortunately the calculation of the mean is not so easy. 


where 
P _ i = Zz? + y? 
2r? 20? 
For > &, 
wi (S1a)2ffe(1 +3) and z— V+ 97 +0? 
For — = 0, 


3 = 
iF, G ut) =] and z= off 


This first moment is readily calculated on a computer. 

Analogous to the technique used in discussing power averaging, define a new 
random variable w = z — 20, where zo is the random variable for noise alone 
(+ 9? = 0). 


: rr 3 
j=2-naoyf [eens (3 1.8) -1| 
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Let w = ks.,, where k is selected as before to achieve some probability of recognizing 
a coherent component against a noise background. For a prescribed value of k, 
it is useful to plot the required number of signals averaged, n, against r. Figure 
5-33 illustrates this relationship for both power and amplitude averaging for 
various values of k. Note that n is proportional to k? so curves for other values 
of kareeasy toconstruct. The relative efficiency of these two methods is apparent. 
Amplitude averaging requires a value of n = (16/7) — 4 = 1.093 times larger than 


Probability 
0.999 (k=3.09) 


1,000 (|__y , Probability 
0.99 (k=2.327) 


100 


10 


r,4B 


FIG 5-33 Required averaging (n) to resolve a coherent signal 
mixed with Gaussian noise within a prescribed probability (noise-to- 
signal ratio is 7). 


154 Electronic Measurements and Instrumentation 


FIG 5-34 Amplitude of noisy spectra] line compared to amplitude 
of coherent component. 


power averaging for the same resolution probability as long as n is large. The 
two methods of averaging are equivalent for r = 1.092 (0.764 dB). 

The interpretation of a power average is straightforward because the coherent 
signal amplitude is equal to the difference between a dominant spectral line and 
the noise base line. The interpretation of an amplitude average is more difficult 
and is best described graphically (see Fig. 5-34). The coherent amplitude is 
asymptotically proportional to the amplitude of a spectral line for small amounts 
of noise, but departs significantly from this proportionality as the noise increases. 
Thus it is difficult to compare directly the coherent amplitudes of signals mixed 
with noise. For these reasons the power averaging approach is generally preferred. 
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CHAPTER SIX 


FREQUENCY AND TIME 
MEASUREMENTS 


Alan S. Bagley 


Manager, Santa Clara Division 
Hewlett-Packard Company, Santa Clara, California 


The frequency of a repetitive signal, which is the number of cycles per 
unit of time, is one of the chief variables of interest in electrical com- 
munications, in the measurement of physical quantities, and in many 
natural phenomena. Very sophisticated instruments and techniques 
have been developed for precise frequency measurement. Frequency! 
and time are interdependent, and both are treated in this chapter. Some 
instruments are designed to measure both quantities, but many tech- 
niques are so specifically contrived to measure one or the other that these 
techniques are described separately here. There are sections dealing 
with the measurement of frequency, the period of a repetitive wave, and 
time interval on a one-shot basis. 

Several chapters have emphasized the necessity for an accurate ‘“‘stan- 
dard of reference” in’ making an accurate measurement. The reference 


1The unit of frequency, the hertz (abbreviated Hz), is of course a derived unit 
equivalent to one event per second. 
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standard seems particularly important in time and frequency measure- 
ments, along with the precise comparison of the unknown with the 
reference that is chosen. The development of good standards for both 
frequency and time interval—as well as historical or epochal time instants 
—has been an exciting adventure in natural philosophy. 


6-1 Time Definitions and Standards 


For many centuries, the rotation of the earth about its axis, viewed 
with respect to the sun, was used to set up a uniform time scale. Astron- 
omers gradually increased the precision of their observations and found 
that the rotation of the earth was not really uniform. Even after they 
applied every correction known to them, they found unpredictable 
irregularities and long-term drifts. However, long after astronomers 
became aware of these variations (until 1956) the second was defined as 
146,400 part of an average rotation of the earth about its axis with the sun 
as the reference direction. 

During the past two decades, largely through the coordinating efforts of 
The International Committee on Weights and Measures, time scale 
definitions have proliferated, although much of the basic work was done 
earlier. The brief statements below of the time definitions should be 
good background knowledge for the serious student. 

The reader should remember the two separate problems present in 
timekeeping. One is the determination of the epoch, or the instant of 
time in history, and the other is the determination of time interval, 
which depends upon a satisfactory time unit, a standard second of time. 
The engineer’s interest is usually focused on time interval, and the preci- 
sion of definition of the second has increased about 10° fold during the 
past three decades, but it should be noted that the determination of 
the epoch, with respect to other fairly recent epochs, still is important 
to the engineer. A part of our defense systems depends upon this 
determination. 

Ephemeris time is based upon the earth’s orbital revolution around the 
sun. In 1956, The International Committee on Weights and Measures 
defined the unit of ephemeris time as follows: ‘‘. . . the second is the 
fraction 1/31,556,925.9747 of the tropical year for January 0, 1900 at 
12 hours Ephemeris Time” [1]. (To the astronomer, that epochal instant 
occurs at noon on the first day of January.) A tropical year is the time 
interval, taken symmetrically about a given epoch required for the sun 
to increase in mean longitude by 360°, measured along the ecliptic from 
the vernal equinox. 

The second of ephemeris time was an improvement over the second as 
previously defined. Theoretically it was invariable, but astronomers 
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could not realize, or establish, the definition with sufficient accuracy to 
make it serve the purpose of a universal day-to-day standard. 

What was needed was an invariable time interval in nature that could 
be observed and measured by available electronic instruments with 
great precision. This requirement, coupled with recent complex develop- 
ment in the electronic arts, led to the use of transitions that occur spon- 
taneously and continually in energy states in atoms. In 1964, using the 
atomic transitions, the International Committee adopted a new standard 
that is called atomic time and is based upon a specific hyperfine transition 
in cesium 133. The definition is: 


‘The standard to be employed is the transition between the two hyperfine 
levels F = 4, mF = 0 and F = 3, mF = 0 of the fundamental state "Si, of 
the atom of cesium 133 undisturbed by external fields and the value 9,192,631,770 
hertz is assigned.’ 


Atomic time is far more readily observable than ephemeris time, for an 
electronic instrument with the capability of counting out the required 
number of transitions in cesium vapor can be set up anywhere on earth 
(or outer space). In a recent check of time scales kept by laboratories in 
six countries over a period of nearly 2 years, the maximum observed 
difference was about 100 usec. Atomic frequency thus serves as a basis 
for a precise physical time scale. 

While the atomic definition of the second has served well to give 
accurate, immediate time scales and intervals, some procedures, such as 
precise navigation and satellite tracking, require correlation with the rota- 
tion of the earth. Several other time-of-day scales have been devised as a 
result of these requirements. One of the first was mean solar time, based 
upon the average interval for all solar days during the year. The mean 
solar second is }¢6,499 of a mean solar day. This definition avoids the 
day-to-day variations caused by the tilt of the earth’s axis and by orbital 
eccentricity. 

As corrections were progressively made for more and more of the 
cyclical irregularities in the earth’s rotation, various versions of universal 
tume evolved. One such scale is still in wide use, although it still has some 
unpredictable and secular variation. 

Sidereal time is still another scale. Its day is based upon the rotation 
of the earth with respect to the stars rather than the sun. Strictly speak- 
ing, the sidereal day is the interval between successive transits of the 
first point of Aries over the upper meridian of any place, and it is about 
23 h, 56 min, and 4.09 see. 


6-2 Standard Frequency and Time-Signal Broadcasts 


There are government time observatories or laboratories in many of the 
major countries of the world. It is sensible, and indeed essential, to 


Frequency and Time Measurements 159 


maintain extremely accurate frequency standards in these laboratories. 
To make the work of the laboratories widely available is obviously 
desirable, and radio has been used since the early days of radio broad- 
casting to disseminate standard time and frequency information. These 
transmissions make possible the setting of secondary standard clocks and 
oscillators to an accuracy of a millisecond or thereabouts in time of day 
and an accuracy in frequency of 1 part in 107 to 10'!, depending upon 
carrier frequency, propagation path, and the kind of instrumentation 
used. 

Frequency and time transmitters are divided into two classes, according 
to carrier frequency. The high-frequency stations broadcast at fre- 
quencies between 3 and 30 MHz, and the low to very low frequency 
stations mainly use the spectrum between about 10 and 75 kHz. A few 
entertainment stations, such as the one at Droitwich, England, have 
their carriers very stably regulated by government frequency standards. 
Further information on the signals available in the United States can be 
obtained from the National Bureau of Standards (Frequency and Time 
Broadcast Services), Boulder, Colorado 80301. 

In addition to the regulated carrier frequencies, these special broadcast 
stations emit various combinations of standard audio modulations, pulses, 
“ticks,” and breaks to aid in timekeeping and frequency comparison. 

A constant propagation time could be taken into account in standard 
broadcasts, but all propagation times vary. The variations are especially 
troublesome in the high-frequency range, where the paths include one or 
more reflections from the ionosphere. As the reflecting layers drift up 
and down, a doppler-effect frequency shift is observed at the receiver, the 
magnitude of which depends upon the velocity of layer movement. 
Frequency shifts of the order of several parts in 10’ can easily occur in 
high-frequency systems. The stability of very low frequency (VLF) sig- 
nals is much better, since the propagation is mainly by ground wave. 

Actually, one should think of two effects. One is the change in instan- 
taneous frequency caused by doppler effect as the path length changes. 
The other is a variable time delay depending on different propagation 
path lengths. 

A basic scheme for comparing a local frequency standard with the broad- 
casts from a master station is shown in Fig. 6-1. Observe that frequencies 
are not compared directly. Instead, the master station transmits a 
sharp pulse or tick of modulation once every second, or more specifically, 
after every nth cycle of the carrier frequency, where n is the nominal 
frequency in hertz. Similarly, a tick is derived from the local frequency 
standard to be studied; if the error in the local standard were zero, the 
ticks produced by it would be at intervals of exactly 1 see. The com- 
parison instrument can be an oscilloscope, the sweep being triggered by 
the local ticks and the master ticks being applied to the vertical amplifier. 
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FIG 6-1 Frequency and time comparison system. 


The advantage of the method in Fig. 6-1 is that extremely small errors 
in frequency can be measured if the relative drift in the timing of the two 
ticks is observed long enough. Of course, one measures only the average 
frequency by this method, and short-term stability must be determined 
separately. 

In the VLF range, the fact that very low carrier frequencies cannot be 
modulated and demodulated accurately with sharp pulses leads to the 
use of phase comparisons with the VLF stations. Several methods are 
employed for phase comparison, but the block diagram in Fig. 6-2 shows 
one of the best schemes. This comparator provides for phase com- 
parison between the 60-kHz signal from National Bureau of Standards 
station WWVB and a local frequency standard. Such comparisons 
serve for calibrating high-quality frequency standards or for monitoring 
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FIG 6-2 Simplified block diagram of a WLF comparator system. 
(Hewlett-Packard Co. Model 117A) 
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atomic-frequency standards. The VLF comparator thus provides a link 
between house frequency standards and the United States frequency 
standard. 

The VLF comparator [2] in Fig. 6-2 is a complete system (exclusive 
of local standard). The instrument phase-tracks a voltage-controlled 
oscillator with WWVB. The local frequency standard is then com- 
pared with the phase-tracking oscillator. The comparator’s strip-chart 
recorder makes a continuous recording of the phase difference, measured 
in microseconds. 

Again refer to Fig. 6-2. For reasons that will be clear later, it is desir- 
able to convert the amplified 60-kHz signal from WWVB into two phase- 
locked, constant-amplitude signals at 20 and 60 kHz. A closed loop 
is used to lock the phase of a 100-kHz oscillator, the output frequency 
of which is divided by 5 and multiplied by 3 to return to a 60-kHz signal, 
which is phase compared with the received signal. The de output of the 
phase comparator is used to close the control loop. 

The local frequency standard, which is normally at either 100 kHz or 
1 MHz, is also converted to 20- and 60-kHz signals by multipliers and 
dividers. Then the signals derived from the local standard and the 
received standard transmission are fed to a linear phase comparator, which 
produces a voltage proportional to phase difference. This phase difference 
is either read on a meter or fed to a self-contained strip-chart recorder, or 
both. The time derivative of the recorded output (the slope of the trace) 
is proportional to frequency difference. If the two 20-kHz derived signals 
are phase compared, rather than the 60-kHz signals, the full-scale output 
of the linear phase comparator obviously denotes three times the time 
interval between master and local standards. 

The phase-locked 100-kHz output serves as a convenient local-standard- 
frequency generator in itself, even when no local oscillator of good 
quality is available. 

In the continental United States, frequency-standard comparisons to an 
accuracy of a part in 10° can be approached in an 8-h period. A 24-h 
period may give 2 parts in 10", and a 30-day period may give accuracies 
of parts in 10'2. The local standard being calibrated must of course be of 
a stability commensurate with the realization of such high accuracies. 

National Bureau of Standards station WWVB at Fort Collins, Colorado, 
is phase locked to the United States frequency standards and is kept to 
within a tolerance limit of +2 X 10-11. The WWVB carrier frequency 
is referenced to the atomic second rather than to the second of universal 
time. 

Since station WWVB is amplitude modulated with binary-coded time 
signals, the addition of an external strip-chart recorder to the phase- 
comparator instrument makes it possible to obtain a recording that tells 
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the day of the year, the hour, the minute, and the correction in milli- 
seconds to arrive at UT2. 
Detailed information on time and frequency comparison instruments 


can be obtained from the following sections and from various references 
[3, 4]. 


6-3 Time and Frequency Standards 


This section will present some of the theoretical and practical aspects of 
fluctuations in frequency standards and discuss the measurement of these 
fluctuations, or noise. The noise sources will be identified and evaluated. 
While this material may appear to be highly specialized for the electronics 
engineer, its comprehension at a technical and quantitative level is essen- 
tial if the engineer becomes involved in complex communications systems, 
precise navigation, space systems, or even the intelligent use of time and 
frequency instrumentation. 

Some of the design requirements for frequency standard instruments are 
also presented. 

The following analytical treatment is taken directly from a paper by 
Cutler [5]. 

Analytical Treatment. The signal from an oscillator may be described by 


FQ) = A(t) cos [wot + &()] (6-3-1) 


where f(t) represents a voltage or current, A(t) and #(t) are slowly varying 
functions of time, and wo isaconstant. A(t) is the amplitude of the signal 
and is assumed not to contribute to frequency fluctuations. The time 
origin and wo are chosen so that ®(é) has zero time average and 
|B(t)| < C < © for all time #, where C is some positive constant. These 
conditions simplify the mathematics (but will have to be relaxed later). 
The instantaneous angular frequency is 


o) =< [uot + 8] = wo + #0) (6-3-2) 


In all that follows we shall refer to angular frequency as frequency. The 
average frequency is 


(0) = Jim 7 OK 
ee: lim &(T/2) re) 
= wo (6-3-3) 


Therefore, S(t) is the instantaneous phase angle of the oscillator with 
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respect to an ideal oscillator of frequency wo. Let (4) = Q(t). The 
frequency departure averaged over time 7 is 


(2,(t)) = (&(@) 


t+r/2 . 
mr | (t') dt! 


—7/2 


[elo] 


where (Q) signifies the average (time or statistical) of & and (Q,(t)) signifies 
the finite time average at time ¢, 


a,()) = 8 [7 o@) ae (6-3-5) 
The phase averaged over time 7 is 
(@,(t)) = ee * Bt’) dt! (6-3-6) 


The phase difference over time r is 


A&,(t) = & ( + 4) _@ ( - *) = (2,(t)r) 


Now consider that 
Re(r) = (4 (: 4 *) & ( = 5)) 
T/2 T T 
= j — J _ _ == 
lim 7 [77 o(c+ Za: 2) at (6-3-7) 
is the autocorrelation function of the phase. Similarly, Ra(r) is the 
autocorrelation function of the frequency departure. Writing these both 


as functions of r only implies that @ and @ are stationary in the wide 
sense [6]. 


Ss(w) = fe Ra(r) exp (—twr) dr . 

= 2,” Ra(r) 008 wr dr (6-3-8) 
Ra(r) = ‘ [2, Sole) exp (wr) de 

= qq! i Sa(w) cos wr dw (6-3-9) 


so that Ss(w) and Ra(r) are Fourier transforms of each other [7], where 
Ss(w) is the power spectral density of the phase (we use the two-sided 
power spectrum). In the same way Ro(r) and Sq(w) are Fourier trans- 
forms of each other, where So(w) is the power spectral density of the 
frequency departure. 
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A useful measure of fluctuation is the standard deviation co. 
o(X) = (X — (X))*)4 = ((X%) — (xX)%)% (6-3-10) 


The standard deviation of the various quantities defined earlier can be 
written in terms of the autocorrelation functions: 


Standard deviation of average phase, 


x(@,(1)) = E ff Reo’ ( " =) an |" (6-3-11) 
T T 
Standard deviation of phase difference, 
o[A%,(t)] = {2[Rs() — Ra(r)]}" (6-3-12) 
Standard deviation of average frequency, 
o(Q,(t)) = r"{2[R(0) — Ra(z)]}"* (6-3-13) 


Standard deviation of average frequency departure, 


: (2,(t)) 2 1 


WoT 


{2[Rs(0) — Ra(r)]}” (6-3-14) 


The last two may equally well be written in terms of Roa(r): 


o(0,(t)) = ? is ” Rar’) ¢ = 4 wn’ |" (6-3-15) 
o SO) = ~-| i Ra(r’) (1 a 4 an] (6-3-16) 


Also, we have: 


Standard deviation of phase, 
; “0 3 
of®(t)] = [Re(0)* = [a * Sew) de | (6-3-17) 
Standard deviation of frequency, 


[Q(t] 7 [R 9(0)]” = [7 i's Sa) du |” 
=[11f.° o*S0(u) do ]* —— 6-3-18) 


The preceding formulas hold for wide-sense stationary random processes 
or for time functions that have stationary means and autocorrelation 
functions that depend only on the time difference r. 

Measurement Techniques. A general system for making measurements 
of some of the standard deviations described above is shown in Fig. 6-3. 
Two signal sources, slightly offset in average frequency, feed two identical 
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FIG 6-3 Multiple period measuring system for oscillator deviations. 
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channels through optional frequency multipliers to a phase detector. 
The difference frequency contains all the phase information and is used to 
trigger the Schmitt trigger at the zero crossings. The period (or multiple 
period) of the sharp leading edge of the Schmitt trigger is measured by 
the counter and displayed by the analog recorder, and each measurement 
is printed out on a digital recorder. 
The theory behind this technique is as follows: Oscillator 1 has output 


Vi(t) = A,(t) cos [wt + #,(i)] 
Similarly, oscillator 2 has output 
V2(t) as A2(t) cos [wot + ®,(t)] (6-3-19) 


In the frequency multipliers the amplitude changes get removed by limit- 
ing processes (if we have good design, there can be little conversion of the 
amplitude changes to phase changes). After multiplication, the signals 
are 


Vi(t) = Ai cos [nwt + n®,(t)] 
Vi(t) ~ As cos [nwet + n®,(t)] 


It is well known that both the instantaneous phase and the average fre- 
quency are multiplied by the factor n (provided the multiplier has suffi- 
cient bandwidth to encompass the full spectrum of the nth harmonic). 
The phase detector behaves as a multiplier. Its output is 


Volt) = Vi(t)Vi(t) = 14 AyA2 cos {n(wr + w2)t + n[®r(t) + 22(2)]} 
+ 14A1A_ cos {n(w1 — wa)t + nJ®,(t)-— ©2(8)]}  (6-3-21) 


(6-3-20) 


The sum frequency is filtered out, which leaves only the difference fre- 
quency term. If the two signal sources have exactly the same statistics 
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for ®,(t) and #,(t) but are uncorrelated, then all the fluctuation can be 
assumed to be in one channel and to be +/2 times as large as that channel 
alone, while the other channel can be assumed to be perfect. Let 


Wy — we = Aw (6-3-22) 
Then the signal which feeds the Schmitt trigger is 
Vi(t) = 14A1A.2 cos [n Aut + n&(2)] (6-3-23) 


where ®(t) = ,(¢) — ®2(¢). The Schmitt trigger gives a sharp pulse out 
each time the signal crosses zero going in, say, the negative direction. 
This occurs for ¢ such that 


n Aot + n@®(t) = lon + 2M 


where MM is any integer. Suppose the counter is set to count N periods 
and the gate opens at ¢) such that 


n Awty + NB(to) = lor 
The gate will close at tf) + 7 to make 
n Aw(to + 7) + n®(to + 7) = lor + 2nN 


Subtracting the first from the second, we get 


n[Awr + B(t) + 7) — B(to)] = 2nN (6-3-24) 
Let 
2rN 
T= —- — Ar=7 — Ar 
n Aw 
T%= ony (6-3-25) 
n Aa: 
Then 
B(ty + 7) — B(to) = Aw Ar (6-3-26) 


Since 7 is not constant, the time difference Ar between successive measure- 
ments is not constant, but if Aw Ar « 1 and &(t)) Ar < 1, then only very 
small error is caused by replacing @(t) + 7) with ®(t) + ro). The process 
of averaging over many measurements helps here. The multiple-period 
technique thus measures essentially 6(¢ + ro) — ®(t) = A@ro(t). There- 
fore, 


A®, (t) ~ Aw Ar (6-3-27) 


Almost any desired averaging time 7 can be obtained by varying N, n, 
or Aw. By making many measurements of 7 in succession, the standard 
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deviation can be estimated as 


o[A®,,(t)] ~ Aw o(Ar) 


= Aw [ mo ) Te (m ) us)? |? (6-3-28) 
i=1 


where 7; is the ith measurement and m is the total number of measure- 
ments, which should be large (about 100) to give a good estimate. It is 
wise to remove the drift during the observation time by subtracting the 
best straight line based on a least-squares fit from the data. Form = 100, 
this leads to 


100 100 


o[A®,,(t)] = Aw 90x10 [ 999,900 2, 72 — 40,602 2 ni)’ 


~12 (Sx) + 1,212 (Sv) (y “Ih (6-3-29) 


The order of the data must be preserved for this formula. The other 
quantities of interest, such as Eqs. (6-3-13) and (6-3-14), may be esti- 
mated from Eq. (6-3-29) in an obvious way. The subtraction of the best 
straight line corresponds to filtering out the low-frequency fluctuations. 

Equation (6-3-29) is difficult to apply, but it is given for information. 
The subtraction of the best straight line for the data involves the sub- 
stitution of a variable 7,/ = 7; — (a + bz) and the determination of the 
constants a and b to minimize the variance. For a more detailed discus- 
sion and a good bibliography, see Ref. 17. 

Figure 6-4 shows a block diagram of a versatile system which allows 
the two oscillators to have zero offset. This feature allows the system 
noise to be evaluated by feeding both channels from one source. The 
offset is obtained by the frequency synthesizer, whose fluctuations do not 
degrade the measurement much since the oscillator fluctuations have 
been multiplied by 1,840 times in the 20-MHz difference frequency before 
the comparison is made. Figure 6-5 shows some typical results obtained 
with this system. 

From a practical standpoint the multiple-period system gives good 
results over a range of 7 from about 10-? sec upward. 

Quartz Frequency Standards. The piezoelectric effect in certain crystals, 
particularly quartz, has long been used to stabilize the frequencies of 
oscillators. A mechanical force applied properly to a quartz crystal pro- 
duces an electrical charge; an alternating potential across the crystal 
produces mechanical motion. This reciprocal relationship allows a sharp 
mechanical resonance in a crystal to be viewed as if it were a high-Q elec- 
trical resonance when two electrodes are mounted on or near the crystal 
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FIG 6-4 Versatile multiple-period measuring system. 


surfaces. Limited space allows only a brief discussion of quartz-crystal 
technology, and the reader who wishes to study further should consult 
specialized references [8, 9, 10]. 

There are many forms in which quartz can be cut and mounted to serve 
as a resonator. The objectives are to obtain high Q, stability of resonant 
frequency versus age and temperature variation, reduction of unwanted 
oscillation modes, and freedom from the effects of mechanical shock and 
vibration. Even after the quartz has been well cut and properly mounted, 
it is necessary to enclose the crystal in a temperature-controlled oven to 
achieve good performance as a frequency standard. Very elaborate 
ovens with continuous feedback temperature control have been developed 
for the purpose. 

For greatest frequency stability, the design of the oscillator goes beyond 
consideration of the crystal and its holder. Figure 6-6 is a representation 
of a quartz resonator connected in a Pierce oscillator configuration, a 
circuit that is frequently employed. Since the resonator appears electri- 
cally as a series resonant circuit of extremely high Q, shunted by Co (the 
total capacitance of holder and electrodes), either the pole or the zero 
lying near the mechanical resonant frequency can be used to determine 
the operating frequency of a suitable oscillator. 

Every impedance shown in Fig. 6-6 affects the oscillator frequency 
slightly, even though the resonant Q is of the order of 10° to 10’. The 
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oscillating frequency is simply the one at which the phase shift around the 
feedback loop is zero. Even though the phase changes extremely 
rapidly with frequency in the vicinity of mechanical resonance, varia- 
tions in Co, C's, C4, the input and output impedances of the amplifier, and 
small changes in phase shift through the amplifier all produce small 
changes in oscillator frequency. Therefore, all components in the circuit 
must be carefully selected for long- and short-term stability, and both 
Z; and Z, should be made as high as possible. 

The frequency of oscillation varies slightly with the driving power into 
the crystal. It is best to control driving power automatically to about 
1 pW, and variations in driving power are typically held to less than 
0.01 percent. Obviously, power-supply voltages must be regulated to 
avoid fluctuations in driving power or spurious phase shifts in the active 
circuits. 

To be complete, the circuit in Fig. 6-6 should show the output circuitry 
(that unavoidably loads the oscillator) and stray feedback from output 
circuits to the oscillator proper. Since in some cases present commercial 
oscillators achieve stabilities better than +5 X 10-1! per 24h, it should 
not be surprising that extreme attention is given to these seemingly minor 
factors. The design of modern electronic instruments is as demanding 
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FIG 6-5 Measurements with multiple-period system. 
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of creativity, care, and theoretical considerations as any design problem 
in electronics. 

Atomic Frequency Standards. The reader may not have studied quantum 
mechanics, upon which atomic frequency standards are technically based, 
but the presentation here will require only a few elementary principles. 
The chapter by Alan Bagley on Frequency and Time Measurements in 
Vol. 23 of the ‘‘Handbuch der Physik,” edited by S. Fligge-Freiburg [11], 
gives a more thorough presentation, still not requiring advanced knowl- 
edge of quantum theory. 

The energy levels in an atom can assume only a limited number of 
discrete levels, and transitions between two levels either give up or require 
the added energy difference between those two particular levels. Further- 
more, there is a unique electromagnetic frequency related to each transi- 
tion. The frequency is determined by the familiar relationship E = hy, 
where £ is the difference in energy between the two states, h is Planck’s 
constant and » is the frequency. In other words, if energy at frequency 
vy is applied to an atom when the above relationship is satisfied, one 
quantum of that energy has the capability of effecting a sudden shift in 
energy level. 

In a passive atomic resonator, transitions are induced by driving the 
atomic device with a signal derived from a quartz oscillator, which in 
turn is stabilized to produce the proper driving frequency. The active 
resonators are microwave masers, such as atomic hydrogen masers, which 
produce stimulated emission in the microwave range. 

The principal passive standard (and the present basis for the United 
States frequency standard) is the cesium-beam resonator. For this 
standard, the quantum effects of interest arise in the nuclear magnetic 
hyperfine ground state of the atoms. A particularly appropriate transi- 
tion occurs between the (F = 4, mp = 0) and (F = 3, my = 0) hyperfine 
levels in the cesium-133 atom, arising from electron-spin—nuclear-spin 
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FIG 6-6 Equivalent circuit of a 
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interaction [11]. This transition is appropriate for frequency control by 
reason of its relative insensitivity to external influences such as electric 
and magnetic fields and of its convenient frequency (in the microwave 
range, 9,192+ MHz). 

Figure 6-7 is a simplified sketch of the cesium tube. Cesium atoms 
having all the permissible quantum-energy levels are slowly evaporated 
from an oven and collimated by slits into a beam. The state selector 
magnet A, with its vertical field, deflects each atom through an angle 
that depends upon the energy level of that atom. Only those atoms 
having the so-called F = 4, mp = 0 state are permitted to form a beam 
through the reaction cavity of the tube, where a microwave magnetic 
field having a frequency of 9,192.631770 MHz has exactly the correct 
energy per quantum to flip the state of the atoms to F = 3, mp = 0. 
Actually only a portion of the atoms are converted, but enough so that 
they can be sorted by the magnet E and made to impinge upon a hot wire 
that ionizes them. The resulting free electrons strike the first dynode of 
an electron multiplier and produce a de component of output current. 

If one plots output current versus excitation frequency, a very sharp 
resonant peak is found having a Q as high as 2 X 108. Figure 6-8 shows 
in a very simplified way how a crystal oscillator is controlled to produce a 
submultiple of the required excitation frequency. The driving signal, at 
9,192+ MHz, is phase modulated by means of an audio oscillator. If 
the driving frequency is exactly at the resonant peak of the cesium tube, 
the output J; contains only harmonies of the audio frequency and none of 
the fundamental. The phase-sensitive detector has a de output propor- 
tional to the departure of the driver from the desired frequency, and the 
polarity of this error signal indicates whether the drive frequency is too 
low or too high. After high-frequency components in the error signal are 
removed by an integrating circuit, the signal is used to control and correct 
the operating frequency of a quartz oscillator running at about 5 MHz. 
A small, steady magnetic C field throughout the whole cavity area has 
been found to limit the atomic level transitions to the correct ones. Of 
course, the time constant of the integrating circuit also determines the 
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FIG 6-7 Schematic of cesium beam resonator. 
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FIG 6-8 Control scheme for a cesium beam resonator. 


bandwidth over which the quartz flywheel, with its good short-term 
stability, is controlled. 

The cesium-beam resonator exhibits excellent long-term stability. 
A good portable commercial instrument (Hewlett-Packard model 5061A) 
has a specified accuracy of +1 X 10-1, and a laboratory model at the 
National Bureau of Standards is even better. Atomic hydrogen masers 
produce less high-frequency noise in their outputs and are sometimes 
used when a spectrally pure signal is required. Other gas cells, such as 
ammonia and rubidium, have also been tried for masers and have some 
merits as frequency standards [12, 13]. Rubidium is also used in a passive 
gas cell with optical pumping. 


6-4 Frequency Measuring Instruments 


In the exciting history of electronic instruments, two types that have 
become commonplace are oscilloscopes (Chap. 11) and digital instru- 
ments based upon circuits that count pulses. 

These counter circuits are constructed of devices or subcircuits that are 
n stable, usually bistable. If bistable circuits (flip-flops) are connected 
in tandem, a binary counter is formed, as in Fig. 6-9. Each flip-flop in 
this case is toggled from one output state to the opposite one when a 


@) 1 @) 1 (@) 1 0 1 
Out 
“Wr 
FF FF FF FF 
FIG 6-9 Basic binary counter diagram. 


negative-going pulse is applied to the T input. Assuming that the state- 
indicating outputs 0 and 1 are most positive when “‘on,” it follows that 
each flip-flop is toggled when the state of the previous one flips from 1 to 0. 
If all states are 0 initially, 16 negative input pulses are required to pro- 
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duce 1 negative output pulse, or in other words a scale-of-16 counter 
results. . 

However, a decade counter is easily made by feeding pulses between 
certain flip-flops in a binary counter with a scale of 16, as in Fig. 6-9, in 
addition to the pulse signal paths shown in that figure. This causes the 
flip-flops to change state in a more complicated sequence than in the 
straight binary fashion. A pulse signal emerges from FF4 after every 
tenth input pulse, and the total count stored in the unit at any given 
time is determined by the combination of conduction states among the 
flip-flops. By means of coincidence circuitry, the stored count operates 
a visual digital display. The whole assembly is called a decade-counting 
assembly. 

A detailed treatment of the circuitry in a modern solid-state electronic 
counter is available in the service manuals of commercial counters [14]. 

Obviously, several decade-counter circuits can be put in tandem to 
produce a decimal counter. With two additional components, the 
manually controlled totalizing counter in Fig. 6-10 is formed. One of the 
additions is a gate circuit that either transmits pulses or prevents their 
transmission, depending upon the application of an electrical start-stop 
signal. This main gate is usually an arrangement of diodes or transistors 
very familiar to computer-circuit designers. The pulses, waves, or elec- 
trical ‘‘events” to be counted are fed to an amplifier and a trigger circuit 
that produces pulses of uniform and optimum shape, one pulse for each 
cycle or event of input. The counter counts pulses as long as the main 
gate is opened, and the total count is stored and displayed on the instru- 
ment panel until the counter circuits are reset electrically to zero. This 
is a very simple arrangement, and as additional components are added, 
an extremely versatile instrument emerges. 

The most important additions are: 

1. An internal time-base oscillator having good frequency stability. In 
simple, inexpensive instruments the time-base signal can be the ac power- 
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FIG 6-10 Manually controlled totalizing counter. 
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line voltage, but generally a quartz-crystal oscillator is used. The 
required quality of the quartz resonator and the sophistication of the 
constant-temperature oven and associated electronic circuitry depend 
upon the target specifications of the instrument. Short-term stabilities 
of better than 5 parts in 101! and aging rates better than 5 parts in 101° 
per day are available in commercial counters. The exact frequency of 
time-base oscillators can be set to an external house-frequency standard 
in most instruments of quality. 

2. Counting circuits that divide the crystal-oscillator frequency by powers 
of 10. When the decade divider is connected into the system as in Fig. 
6-11, along with a trigger circuit to develop pulses with optimum shape 
for fast, accurate control of the main gate, the gate can be opened for 
very accurate intervals of time that can be set in decade steps. In the 
figure, if the oscillator frequency is 1 MHz, the gate can be opened for 
precisely 10-5, 10-4, 10-%, 10-7, 10, 1, or 10 sec. 

Frequency Measurements. Figure 6-11 is a simplified block diagram 
of an electronic counter with its function switch set to measure the fre- 
quency of the input signal. 

The input signal is first supplied to a signal shaper which converts the 
input signal (CW or pulses) to uniform pulses. The output of the shaper 
is then routed to decade-counting assemblies through a gate controlled 
by the counter’s time base as shown in Fig. 6-11. The number of pulses 
totaled in the decade-counting assemblies for the selected period of time 
represents the frequency of the input signal. The frequency counted is 
displayed on a visual numerical readout, with a positioned decimal point, 
and is retained until a new sample is taken. The sample-rate control 
determines the display time of the frequency measurement being made 
and initiates the counter reset and the next measurement cycle. 

The time-base selector switch selects the gating interval, positions the 
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FIG 6-11 Basic electronic frequency counter. 
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FIG 6-12 Function switch set to Period.” 


decimal point, and selects the appropriate measurement units. For 
simplicity, the last two switching actions are not shown in the figure. 

In the event that frequency measurement of low-level signals (down 
to 1 mV rms) is desired, a wideband amplifier can be placed ahead of the 
input terminals in Fig. 6-11. In some counters, such as the Hewlett- 
Packard model 5245, preamplifier plug-ins are readily available. A 
front-panel meter indicates whether the input level is adequate for the 
measurement. 

Since the gate may open at any electrical angle of the frequency being 
roeasured and close at some other arbitrary angle, there is always an 
ambiguity of plus-or-minus one count or cycle. This is a fundamental 
limit on accuracy. 

Period Measurements. Period P = 1/f, where f is frequency; therefore, 
period measurements are made with the counter functions arranged as 
shown in Fig. 6-12. The unknown input signal controls the main gate 
time, and the time-base frequency is counted in the decade-counting 
assemblies. The input-shaping circuit commonly selects the positive- 
going zero axis crossing of successive cycles as trigger points for opening 
and closing the gate. As in frequency counting, the measurement is 
automatically repeated at a rate that is manually variable in commercial 
instruments, or the measurement may be made on a one-shot basis. 

Period measurements allow more accurate measurements of unknown 
low-frequency signals, because of increased resolution. For example, a 
frequency measurement of 100 Hz on a counter with 8-digit display and a 
10-sec gate time, will be displayed as 0000.1000 kHz. A single period 
measurement of 100 Hz on the same instrument, with 10 MHz as the 
counted frequency, would be displayed as 0010000.0 usec. Thus, resolu- 
tion is increased by a factor of 100. The accuracy here is also affected by 
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the +1-count ambiguity, + the time-base accuracy, + the trigger 
error. 

Time-interval measurements are similar to period measurements, with 
the added capability of setting trigger levels for the gate (Fig. 6-12) to any 
desired amplitude. Also, two different inputs can be used to start and to 
stop the counting. Alternatively, the time interval between two setable 
levels on one waveform can be measured. 

Phase measurement is a special time-interval measurement. Usually, 
it is made by measuring the time between zero crossings of two voltages of 
the same frequency. Accuracy is usually limited by the inability to 
trigger the gates precisely at zero crossings. 

Multiple-period Averaging. The effects of the +1-count ambiguity 
and the trigger error can each be reduced in decade steps by using multiple- 
period averaging (Fig. 6-13). In one leading high-frequency counter, for 
example, the function selector switch is ganged to the decade-divider 
assemblies so that the input signal can be scaled in decade steps by factors 
up to 100,000 to reduce trigger error. The +1-count ambiguity is also 
reduced by a factor of 10 for each decade of scaling selected for the input 
signal. In the low-frequency measurement example above, the counter 
would display 10000.000 usec for a 100-period average. The function 
selector switch automatically shifts the decimal point in the display to 
show the correct reading for a single period. 

Ratio Measurements. The ratio of two frequencies is determined by 
using the lower-frequency signal for gate control while the higher-fre- 
quency signal is counted, as shown in Fig. 6-14. With proper transducers, 
ratio measurements may be applied to any phenomena that may be 
represented by pulses or sine waves. Gear ratios and clutch slippage, as 
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FIG 6-13 Arrangement for multiple period averaging 
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FIG 6-14 Function switch set to measure the ratio of two fre- 
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well as frequency divider or multiplier operation, are some of the mea~- 
surements which can be made by using this technique. 

Accuracy is +1 count + trigger error. The accuracy may be improved 
by using the multiple-period averaging technique by counting the higher 
frequency for 10” cycles of the lower frequency. 

Rate Measurements. With a preset counter or a counter with a preset 
plug-in, frequency measurements can be normalized automatically to 
rate measurements by appropriate selection of the gate time. The 
counter will then display a readout corresponding to the desired engineer- 
ing units. For example, the Hewlett-Packard 5214L preset counter can 
be set to a gate time of 600 msec to cause an input from a 100 pulse per 
revolution tachometer to be displayed directly in revolutions per minute. 

High-frequency Measurements. Accurate high-frequency measurements 
can be made above the normal range of an electronic counter by using 
heterodyne converters, transfer oscillators, or automatic dividers, and for 
frequencies up to 500 MHz, prescaling is available. The unique capa- 
bilities of each will now be briefly described. 

Heterodyne converters enable a counter to measure the average values 
of continuous wave (CW) signals (even when FM’d to a certain extent) 
and have a resolution of about 1 Hz/1 sec of counter gate time. For a 
good example of such a converter, refer to Fig. 6-15. The tuning control 
selects the 200-MHz harmonic that gives a beat-frequency output which, 
after prescaling by a factor of 4, is within the 50-MHz counting capability 
of the counter. At the same time, the counter gate time is extended by a 
factor of 4 so that direct readout is achieved. The frequency reading on 
the counter is then added to the setting on the tuning dial to give the 
unknown frequency. , 

Transfer oscillators, on the other hand, are more versatile. They can 
measure I'M or pulsed signals, as well as CW signals, over a very wide 
frequency range and can produce N-hertz resolution in 1-sec counter gate 
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time, where N is the harmonic number, but require calculations (and 
perhaps two measurements) and thus need more operator skill and time. 
Note that accuracy may be less when measuring the carrier frequency of 
pulsed signals. 

In operation, the transfer oscillator generates a variable frequency, 
which is adjusted so a harmonic of that frequency’s zero beats with the 
unknown CW signal (see Fig. 6-16). The transfer oscillator frequency 1s 
then measured on the counter and multiplied by the appropriate harmonic 
number to give the unknown frequency. In the Hewlett-Packard 
2590B, zero beat is obtained by an automatic phase-lock loop after one of 
the nearest subharmonics has been manually tuned. Afeasurements to 
15 GHz are possible with the 2590B model, and to 40 GHz with the 
Hewlett-Packard 540B with related instruments. The figures are some- 
what misleading unless it is realized that the mixer, harmonic generator, 
and oscillator are common components for both instruments. 

Automatic frequency dividers provide automatic measurement and 
direct readout of a wide range of CW frequencies, and typically furnish 
1,000-Hz resolution in 1 sec. Prescaling is accomplished by frequency 
division of the input signal. If the gate time is extended with the scale 
factor, the correct frequency will appear on the counter readout. Because 
the prescaler is a wideband instrument, it is more susceptible to noise than 
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FIG 6-15 . Heterodyne scheme to count higher frequencies. 
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tuned instruments like the heterodyne converters. An adjustable trigger 
level control on the prescaler can be used to discriminate against unwanted 
signals. The accuracy of the prescaler is the same as that of the counter, 
although the measurement takes 2, 4, or 8 times as long in time, depending 
upon the scale factor. 


6-5 Frequency Synthesizers 


A great deal of the information in this section was excerpted, with per- 
mission from the publisher, from a paper by V. E. Van Duzer [15]. It 
could be argued that a frequency synthesizer should be classified as a 
signal source rather than as a time-and-frequency instrument, but the 
emphasis in synthesizers is on precision and stability as much as on vari- 
ability. The instrument, in the best designs, is essentially a variable 
frequency standard. 

Sources having variable frequency, precisely setable and with stabilities 
comparable with those of good frequency standards, are valuable in highly 
developed communications work, radio distance sounding, radar, doppler 
systems, automatic and manual testing of frequency-sensitive devices, 
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numerous timing situations, spectrum analysis, stability studies, and 
many other areas. 

Frequency standards have already been discussed. Their availability 
and excellent performance stimulated a search for ways to translate their 
stability to any desired frequency. This translation, when the operation 
is something more than a single fixed operation, is commonly known 
as frequency synthesis. Hence, a variable-frequency synthesizer is an 
instrument that translates the frequency stability of a single frequency, 
usually one from a frequency standard, to any one of many other possible 
frequencies, usually over a broad spectrum. Such an instrument may 
provide any one of thousands, even billions, of frequencies. In everyday 
usage the word variable is usually omitted from the name, and the instru- 
ments are merely called frequency synthesizers. 

The two basic approaches to frequency synthesis are known as direct 
(or true) and indirect. Direct synthesis simply performs a series of arith- 
metic operations on the signal from the frequency standard to achieve the 
desired output frequency. The indirect method uses tunable oscillators, 
which are phase-locked to harmonics of signals derived from the stan- 
dard [16]. 

The direct-synthesis approach has the pronounced advantages of per- 
mitting fine resolution and fast switching in the same instrument and 
fail-safe operation and an extremely clean output signal as well. This is 
the type of instrument to be discussed in this section. 

Basically this system started with a stable oscillator or frequency 
standard that provided a signal of frequency fo, say 1 MHz. Frequency 
multipliers and dividers were used to give such frequencies as 0.1 MHz 
and all integral multiples of 1 MHz from 1 to 10. The 0.1-MHz signal 
and the 10-MHz signal were also multiplied by integers from 1 to 10. 
Now, if 23.6 MHz were desired, the 20-, the 3-, and the 0.6-MHz signals 
could be applied to suitable modulators to give the sideband sum of 
23.6 MHz. 

The above approach sounds very simple, but none of the signals men- 
tioned is pure, and besides, modulators (or mixers) always produce 
unwanted sidebands or other spurious frequencies. Therefore, the sepa- 
ration of the desired frequency from the unwanted ones is a serious prob- 
lem, especially when one wants to select one of many output frequencies 
spaced closely together. As a rule of thumb, it has been considered 
impractical to filter out spurious components that fall within 10 percent 
of the desired output frequency. This difficulty has stimulated many 
searches for better methods of multiplication, division, mixing, and 
filtering. A good summary of early work is given in Technical Report 
2271 of the United States Army Electronics Research and Development 
Laboratory, Fort Monmouth, New Jersey. If still in print, it can be 
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obtained from the Office of Technical Services, U.S. Department of 
Commerce, Washington, D.C. 

For tutorial purposes, it is thought best to describe a modern synthe- 
sizer with the capability of providing an extremely large number of fre- 
quencies and high output quality. 

The design objective is to obtain a very large number of switchable 
frequencies from a single stable signal, frequencies arranged in decimal 
fashion, as on the keyboard of an adding machine. One synthesizer, for 
example, provides frequencies from 0.01 Hz to 50 MHz in digital incre- 
ments as fine as 0.01 Hz—a total of 5 billion discrete frequencies. At 
any frequency the output is a spectrally pure signal. Any nonharmonic 
spurious signal is more than 90 dB below the desired signal (see Fig. 6-17). 
The output frequency can be selected by front-panel pushbuttons or by 
remote electronic control. When the frequencies are electrically pro- 
grammed, switching can be accomplished in less than 1 msec. 

A simplified block diagram of the overall instrument is shown in Fig. 
6-18. The driver contains a frequency standard, a spectrum generator, 
and appropriate selection networks to provide a series of fixed frequencies 


FIG 6-17 Frequency synthesizer with output from 0.01 Hz to 50 
MHz in 0.01 Hz increments. (Hewlett-Packard Model 5100A) 
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FIG 6-18 Basic circuit arrangement for the frequency synthesizer 
shown in Fig. 6-17. 


between 3 and 39 MHz to the synthesizer unit. The synthesizer unit 
contains harmonic generators and suitable mixers, dividers, filters, and 
amplifiers to derive the desired output frequency as a function of the fixed 
frequencies. 

The fine-resolution portion of the instrument is particularly interesting 
and also serves to illustrate the method of synthesis used. As shown in 
the right-hand portion of Fig. 6-18, there are seven identical mixer- 
divider units, each of which corresponds to a place, or decimal position, 
in the final output frequency number. In each of these units, and in the 
eighth unit as well, a frequency of 24 MHz is used as a carrier input, as 
shown. 

In the right-hand unit, which produces what ultimately becomes the 
highest resolution digit (10-? Hz), the 24-MHz carrier is added to a 
3.0-MHz frequency in frequency adder A to produce 27.0 MHz. InB 
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the 27.0-\[Hz frequency is added to a frequency of from 3.0 to 3.9 M[Hz, 
depending on the setting of the panel pushbutton or remote-control cir- 
cuit. Selection of a 2 in this particular digit position, for example, elec- 
tronically selects a signal of 3.2 \[Hz from the driver. 

The output of B is a frequency of 30.0 to 30.9 \{Hz, which is divided in 
C to produce 3.00 to 3.09 M[Hz. This frequency is applied to the second 
unit, where it adds with the 24-\[Hz carrier as before, and the process 
repeats. If the process is followed through, it will be seen that the fre- 
quencies noted in the block diagram are obtained at the outputs of the 
various adders and dividers. In essence, each mixer-divider unit, through 
a frequency-division process, moves a given digit one place to the right 
for the final frequency of between 30,000,000.00 and 30,999,999.99 Hz, 
depending on the output frequency selected. 

In the following two operations the signal is added to a frequency of 330 
MHz, and the resultant is again added to an appropriate frequency 
between 30 and 39 MHz to yield a frequency of between 390 and 400 
MHz. One of the five frequencies from 350 to 390 \[Hz is then subtracted 
from this to yield the desired 0.01-Hz to 50-\MHz output frequency. A 
good way to start understanding the operation of the circuit is to observe 
that a frequency change of 0.1 MHz in the input to unit 1 produces a 
change of 0.01 Hz at the output of the whole system, because of the 
repeated division by 10. 

The design of the synthesizer described resulted from a long effort. to 
optimize performance for a reasonable cost. The design is therefore 
arbitrary to some extent, and other choices of frequencies and mixing 
methods are possible. 

Applications of Synthesizers. If in the digital frequency synthesizer we 
have a frequency standard whose output frequency can be selected by 
either manual or electronic command to very high resolution in less than a 
millisecond, such an instrument constitutes a most powerful tool. In 
communications work, for example, the synthesizer’s excellent spurious- 
frequency performance makes it well suited to use as the master oscillator 
in a transmitter and as the local oscillator in areceiver. If the transmitter 
and the rf section of the receiver are untuned, an extremely fast switching 
system can be used to change the local oscillator (synthesizer) frequency 
to achieve communications systems of high performance. 

Again, the synthesizer can greatly facilitate surveillance work if it is 
used as the local oscillator in a receiver designed to determine accurately 
the frequencies of remote transmitters. The ease and speed with which 
the synthesizer frequency can be changed allow monitoring of a 
multiplicity of channels with a single receiver by sequencing the local 
oscillator (synthesizer) through the desired channels. 

Sequencing the synthesizer output through a group of desired fre- 
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quencies also permits a single instrument to operate as an automatic 
calibrator for a multiple-frequency setup such as a multiple-transmitter 
installation. The arrangement can provide for phase-locking the 
transmitter frequencies to the synthesizer by a circuit with a time constant 
long enough to maintain the transmitter frequency for the duration of the 
sequencing cycle. 

The effective use of the microwave spectrum for communications 
requires frequency sources with extremely good fractional frequency 
stability so that the receiver bandwidth can be minimized. With a 
3-kHz information bandwidth at 10 GHz, a frequency stability of 3 parts 
in 108 for a duration of a message is desirable for double-sideband work. 
For single-sideband work the requirement is about 1 part in 10° for the 
same conditions. Obviously, a synthesizer must be used in such a com- 
munications system to make it practical. 

Determining the velocity of distant space vehicles through doppler 
frequency measurements involves operation at x-band with receivers 
having intermediate-frequency bandwidths of but a few cycles to minimize 
noise levels. As the vehicle velocity changes, the receiver’s local oscil- 
lator frequency must be changed to keep the received signal in the center 
of the intermediate-frequency bandwidth. Here again, the synthesizer is 
ideal because of its stability and because its frequency can be changed in 
known and selectable increments. 

Finally, the synthesizer is indispensable for automatic testing schemes 
in which signals having specific frequencies must be rapidly programmed 
into a test setup. 
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Amplifiers of many kinds are used in electronic instruments. Also, 
instruments are used in many ways to make measurements on amplifiers. 
It is not feasible to present a full treatise on amplifier design in this volume, 
but some of the de amplifiers in instruments have such special require- 
ments that this chapter will be devoted to them. 

The principal methods for making measurements on amplifiers by means 
of electronic instruments will be presented in Chap. 138, along with a 
short discussion of the characteristics that need to be measured. 

Whether they are in instruments or not, amplifiers are employed for 
one or more of the following reasons: (1) to increase the power available 
in an electrical signal, (2) to amplify voltage or current levels where 
power per se is not of great concern, (3) automatically to limit the voltage 
or current that can be delivered to a load, (4) to provide a prescribed 


186 


Direct-current Instrument Amplifiers 187 


transfer function, either linear or nonlinear, between a source and a load, 
(5) to provide the desired load impedance on a source or the desired 
source impedance for a load, and (6) to attenuate or reject the common- 
mode component of voltage on a pair of conductors (the common-mode 
voltage is the average of the voltages on the two conductors at each instant 
with respect to ground or some designated reference potential). Ampli- 
fiers are frequently used as active filters, but this is a special use under 
item 4. 

In instruments, de amplifiers are most commonly used for reasons 2 
and 5 above. When a signal is very small, as a voltage, as a current, or 
as both, one needs amplification. Whether one needs a high voltage gain 
E,/E,, a high current gain J,/J,, a high transconductance J;/E,, or a high 
transimpedance E,/I, depends upon the natures of the signal source and 
load to be driven. The simple Thevenin and Norton equivalent circuits 
in Fig. 7-1, using an amplifier with a common ground terminal, will help 
to clarify this situation. The symbols are defined on the figure. If a 
signal is most accurately described by its Thevenin equivalent voltage EL, 
even when Z, is variable, then Z; of the amplifier should be high compared 
with Z,. If the signal is most accurately described as a current I,, regard- 
less of variations in Z,, then one desires Z; <« Z,. Similar considerations 
determine the desirability of Z, > Zz or Zit > Zo. 

So far, the situation seems very simple, for shunt or series feedback can 
be used to modify Z; and Z, over wide limits while stabilizing the desired 
transfer gain. The common problem, however, is that de signal sources 
can be at such low levels that amplifier noise and drift in operating points 
degrade the accuracy of measurement. This chapter describes some of 
the methods used to deal with drift and noise while simultaneously achiev- 
ing the desired gains, bandwidths, and impedance relationships. The 
role of bandwidth in the design of de instrument amplifiers is important; 
the bandwidth is of course never zero, since a signal must vary to contain 
intelligence. 


FIG 7-1 Thevenin (a) and Norton 
(b) equivalent amplifier circuits. 


(b) 
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The most straightforward way to make the frequency response of an 
amplifier extend down to 0 Hz is to couple the stages conductively. The 
resulting amplifier is said to be direct cowpled and besides being straight- 
forward in concept, it can have essentially the same upper frequency 
range as one with capacitor coupling. An example of a direct-coupled 
amplifier will be given in Sec. 7-1 to show some of the design 
considerations. 

However, it is difficult and expensive to keep the quiescent operating 
potentials in the direct-coupled amplifier from drifting with age and tem- 
perature. Also, many input stages, such as electron tubes and transistors, 
exhibit excess random noise as the frequency approaches zero. In some 
applications it is appropriate to use either periodic resetting of the 
operating point or modulation (chopping) of the input signal.. Chopping 
converts the frequency band of the input information to some ac carrier 
band and avoids the use of direct coupling. Resetting and chopping will 
be presented later in the chapter. 


7-1 Direct-coupled Amplifier Considerations 


The most common means of amplifying dc voltages, excluding amplifica- 
tion of extremely low level signals of the order of 1 yV, is the direct-coupled 
amplifier. The amplifier can be either inverting (operational) or 
noninverting. 

If, in addition to the requirement of accurate low-level amplification, 
the amplifier is required to have moderate bandwidth (20 kHz at a gain of 
40 dB), wide dynamic range (0 to +15V) at the input, extremely high 
input resistance (10° Q), very low offset voltage and current (<1 ywV and 
1 pA at the amplifier input) and remain relatively insensitive to its environ- 
ment (power supplies, source and load impedances, temperature, and 
humidity), then its design is greatly complicated. 

Chopper stabilization as a technique does not normally satisfy the 
bandwidth requirement. Such amplifiers are normally relegated to 
amplification of very low frequency voltages near 0 Hz. To amplify the 
higher frequencies, an ac-coupled amplifier can be paralleled, but this is of 
course more complicated and more costly. 

Up-conversion to a much higher frequency carrier (megahertz) would 
accomplish amplification of the frequency range required, but amplifier 
accuracy and dc stability (variation of the offset voltage and current at 
the amplifier input with time and temperature) are difficult to achieve 
with available chopping devices at high frequencies. 

Amplification by means of a direct-coupled amplifier, then, remains the 
simplest and least-expensive means for satisfying the requirements previ- 
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ously listed. The following few pages detail a case history of the design 
and evaluation of an amplifier with common ground used to provide signal 
processing from a measurement transducer to a moderate-speed (15-kHz 
bit rate) analog-to-digital converter. The analog-to-digital converter in 
this case was actually a digital voltmeter. 

Basic Configuration. To achieve accurate and stable gain, and high input 


Differential 
amplifier 


FIG 7-2 Basic configuration of the 
direct-coupled amplifier. 


impedance, a noninverting configuration with voltage feedback was 
chosen. The amplifier shown in Fig. 7-2 is basically a good differential 
amplifier with the noninverting gain K, made as close as possible to the 
inverting gain Ke. The desirability of this arrangement will become clear. 

As already noted, one of the chief design problems is to reduce 
sensitivity to environment. Such a reduction in sensitivity to envi- 
ronment will not be achieved, however, unless the fractional changes in 
both forward gains, as a function of input level, time, or temperature, are 
identical. That is to say, the differences in the gains must be small or the 
common mode rejection (CMR) ratio must be low to obtain ultimate 
benefit from the feedback. The definition is 


CMR = voltage gain, common inputs 
voltage gain, differentia] inputs 
_Ki-K.  Ki- kK, 


~~ 


Ky Ke 


Input Stages. A matched pair of field-effect transistors (FETs) was 
chosen as the differential input stage. The FET offered both the high 
input resistance and the smal] leakage current required. Bipolar devices, 
though not necessarily limited by their lower input resistance since their 
input resistance is boosted by the amplifier feedback, have considerably 
more leakage current—the transistor base current is typically 100 to 1,000 
times more than the FET gate leakage current. 

The FETs are operated in a balanced common-drain configuration to 
achieve minimum sensitivities of the input offset voltage to power supply, 
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device parameter, and temperature variation (the input offset AV@g is the 
required difference in voltages at the input terminals required to give zero 
differential output). Figure 7-3 is a simplified diagram of the circuit 
arrangement. To further reduce offset variations caused by temperature 
fluctuations, the FET environment is temperature controlled at a tem- 
perature higher than the maximum expected ambient. Although this 
does increase the gate leakage current, it also keeps it constant. 
Minimum sensitivity of gain to device parameter variation is also 
achieved. 

The common drain must be made to track or bootstrap the input volt- 
ages to maintain Vps constant with input level. If this is not done, the 
offset voltage AVes will change as a function of level because of the chang- 
ing FET bias. The back-biased breakdown (Zener) diode in Fig. 7-3 acts 
as if a battery were connected between the emitters of transistors Q2A 
and Q2B and the two drain terminals; and since the base-to-emitter volt- 
ages are very small, Vps for both FETs is kept nearly constant, even 
though a large common mode input may exist. 

Current sources for the active devices are used to reduce the effects 
of varying power-supply voltages and bias the FETs in such a way as to 
keep Vps and Ips fixed while Ves varies. Actually, the current sources 
in the amplifier being described are active circuits. A very high value 
of resistance could be used to create a constant current source, but this 
approach would require higher power-supply voltages. 

Although the FETs used had much less gate leakage current than the 
base current of a transistor, it was still much larger than desired. A 
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Current 
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FIG 7-3 Input portion of direct-coupled amplifier. 
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constant current source bootstrapped to the drain potential achieved 
good compensation without lowering the incremental input impedance. 

Because the amplifier does dissipate power, albeit small, temperature 
gradients exist across and through it. The temperature differences, 
although typically only a few degrees, may cause severe problems because 
of thermoelectric effects in various parts of the amplifier. Typically, 
transistors that are hermetically packaged are sealed in an envelope made 
of Kovar. The leads are also Kovar—penetrating the envelope header 
through glass. Kovar is used because its coefficient of thermal expansion 
is nearly equal to that of glass, a match that is made necessary by the 
elevated temperatures used to bond glass to Kovar and thereby to obtain 
hermeticity. A thermocouple junction is formed wherever the Kovar 
lead connects to a dissimilar metal. Since copper is used almost exclu- 
sively for the conductors on printed circuit boards, Kovar-copper thermo- 
couples exist wherever transistors are soldered to the board. If these 
junctions are at different temperatures (caused by the aforementioned 
gradients), different voltages will exist across them. These voltages will, 
of course, change whenever the temperatures of the junctions change. 

If one assumes the voltage generated between two of these couples, 
separated by 1°C, to be 150 wV, then temperature fluctuations as small 
as 0.01°C can create measurable and very troublesome errors. Great 
care must be taken with the physical layout of the input stages to ensure 
either the exclusion or the stability of these temperature gradients. The 
amplifier input stages must be so isolated that surrounding air is not 
allowed free movement. 

These effects are particularly troublesome when an attempt is made to 
evaluate the actual temperature coefficient of the offset voltage. The 
amplifier is placed in an oven and its temperature varied. Adequate time 
must be allowed for the stabilization of temperature gradients. Even 
in a small environmental chamber this time can be hours. The voltage 
must be continuously monitored to ensure stabilization. 

The amplifier environment must also be rigidly controlled when sta- 
bility and noise measurements are being made, so that variations in offset 
are truly caused by aging rather than by temperature. 

In Fig. 7-2 the gain of the amplifier with feedback is 


K, ;| 
K' = E/E; = -——>— = - 7-1-1 
: 1+ K6 BIR, er) 
where K, = noninverting gain 
K, = inverting gain 
B = R2/(Ri + Re) 


The gain is set accurately by adjusting 8. 
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If aging or some environmental change causes Ki and Kz» to change, 
the relative change in K’ is 


AK’ _ (1 + Ke8) AK — Ki6 AKy 1 + Kf 
K' — (1 + Kp)? Ki 


1 
~ Ki(1 + K28) (4K, + K 28 AK, — Kig AK?) (7-1-2) 


If KB > 1, 


AK’ AKi/K, |. AK, AKy 


= — 7-1-3 
kK’ K28 T Ky, Ke ( ) 
and if AK,/K, = AK2/Ka, 
AKT AK 1 (7-1-4) 
kK’ K KB 


where K = K, = Ko. 

Gain Stages. Two differential transistor amplifier stages provide the 
forward gain of the whole amplifier, as shown in Fig. 7-4. The common- 
drain FETs in Fig. 7-3 act only as differential impedance transformers 


na 
Noninverting | 
input 


FIG 7-4 Gain stages. 
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with voltage gain slightly less than unity. Observe that Q2A and Q2B 
in Fig. 7-4 are the transistors shown in Fig. 7-3; they are repeated for 
clarity. . 

Both n-p-n and p-n-p transistor pairs are used in complementary 
fashion to make the operating voltage at 
the output approximately ground potential. die 
These pairs must be well matched to produce 
low drift and good CMR. The pair Q2A and 
Q2B are especially critical since they operate 
at input signal level. The Q3 pair is less 
critical in regard to matching. For detailed 
analysis of transistor amplifiers, see recent specialized books and 
papers [1]. 

Noise considerations (and the limits on power-supply voltages) 
indirectly limit the gain of Q2. The two major contributors to amplifier 
noise (excluding the 1/f noise of the FETs) are the equivalent-noise volt- 
age of Q2 and the equivalent-noise current of Q3. This noise voltage Ew, 
referred to the input and assuming no correlation, is given by 


FIG 7-5 Simplified common 
emitter circuit. 


Tya3kr\? 

Ey* = Exq: + ( Ki ‘) = Ey’q2 + (Inaat’eqe)? (7-1-5) 
Q2 

with the assumption Rr «rig, (Fig. 7-4), and where r, and r, are the 

equivalent resistances in the simplified common-base circuit of Fig. 7-5. 

The forward voltage gain of the amplifier is 


Roa: Ry 


~ , , (7-1-6) 
27.93 MeQ2 


where Rr K 2Baarig; and B = a/(a — 1). 

Since rq. is almost inversely proportional to the emitter-bias current 
Izq2, an increase in this operating current will apparently increase the 
gain and decrease the total noise. This improvement is limited, however, 
by power-supply voltage, since for a given Rz, the voltage drop across it is 
proportional to the current in Q2. Once Ry, and riq2 are determined by 
the practical limitations, then 


CR 
Vr, = Ize. = —— (7-1-7) 
TeQ2 
and 
, CR 
reo = os = CR, (7-1-8) 


where C a Traq2t.q2- 
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Therefore, 
Ey? = Exq. + (Inqa"’Rx)? (7-1-9) 
and 
Rra3 
K= -1-1 
20 Fos (7-1-10) 


The resistance R, cannot be made vanishingly small, however, for as Rr 
decreases, r3g. must decrease (and ITza2 must increase) to maintain K. 
Unfortunately, Exo. is a very strong function of Ig, increasing with 
increasing Izq2. For fixed supply voltages, then, there is an optimum 
value for Rr. 

The RC pairs (Ri and Cy, R2 and C2) shown in Fig. 7-4 are used to shape 
the amplifier frequency response. The size of capacitor used is primarily 
limited by the slewing rate required. The slew limit is the maximum rate 
of change of signal de/dtma, which the amplifier can follow linearly. Slew 
limiting occurs when the current required to produce a voltage across a 
capacitor, 7 = C(de/dt), exceeds the maximum current available. If the 
current has been fixed by gain and noise considerations and the signal 
voltage and frequency required are known, the maximum capacitor size is 
determined. This presents a real restraint on the size of (> because of the 
large voltage swings required (+15 V). Therefore C'> was determined by 
slew rate considerations; Ri, Re, and C; were then chosen to achieve the 
desired frequency response. 

The transition from a balanced or differential configuration to a single- 
ended one is effected through Q4. Such a stage is necessary to achieve 
both the high gain and the power-supply rejection required. Diode CR, 
provides a first-order correction to change in the base-emitter voltage of 
Q4, caused by temperature. 

Output Stages. Cascaded complementary emitter followers are used to 
couple from the collectors of Q3A and Q4 to the output. This configura- 
tion provides both the high input impedance required for the output stage 
(>10 MQ) and relatively good linearity near zero voltage. The resistors 
in the collectors and emitters of the output transistors limit the output 
current and thereby provide short-circuit protection. The design of this 
stage is fairly straightforward and will not be discussed here. See Fig. 7-6 
for the simplified schematic. 

Overvoltage Protection. In any measuring environment in which mea- 
surements are not rigorously controlled and monitored, the possibility 
exists of damaging the amplifier through input overvoltage. To prevent 
damage to the amplifier (and perhaps to the signal source), dynamic 
protection must be provided. See Fig. 7-7. 
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gain stages 


Load 


FIG 7-6 Output stages. 


When the dynamic range of the amplifier is exceeded, the diodes will 
conduct. Current limiting is provided by the resistor in series with the 
input. The top pair of diodes do not significantly degrade the input 
impedance because of bootstrapping by the loop gain. The primary 
disadvantage is an increase in noise (the thermal noise of the resistor). 

Open-loop Gain Measurement. Open-loop gain measurements on de 
amplifiers are usually exceedingly tedious and difficult because of the 
absolute magnitude of K (>100 dB). The output swing is limited and 
may be exceeded because of voltages generated by noise, thermals, or 
component temperature sensitivity at the amplifier input. (If the ampli- 
fier voltage gain is 120 dB, then 1 »V at the input will generate 1 V at the 
output. If the amplifier is relatively broadband, its noise, referred to the 
input—tens of microvolts, peak to peak—may be large enough to saturate 
the amplifier output.) Such open-loop gain measurements are necessary 
if accurate determination of the frequency response and the shaping 
needed to ensure stability are to be made. 
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FIG 7-7 Protection against ex- 
cessive input voltages. 
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FIG 7-8 A test arrangement for 
measuring forward gain. 


Within the assumptions noted, the method shown above (Fig. 7-8) is 
both accurate and relatively effortless. 
Let Ki = K, = K. The transfer from the amplifier input to its output 
is given by 
Zs 


E. = —KE; = -K—“1— 7-1-11 
Es Zr+Z,° ( ) 


Because of the feedback current through Z2, then Ey, < E;, and 
E;-E,  E,— E, 


7-1-12 
Z, Z ( ) 
Z1 Zi 
E; = E.{(— 1})-—-—E£, 7-1-13 
(FZ + ) Zi (7-1-13) 
Adding Eqs. (7-1-11) and (7-1-13), 
E; Zy Z1Z4 
Sa t414 Ko 7-1-14 
He Ze rit Z(Z3 + Zs) 
Let Z1 = Ze, (Z3 + Z:)/Zs4 = 100, and K = 200. Then 
i OK (7-1-15) 
Ee 100 
and 
K = 100 (7-1-16) 
Ey 


Output Sensing. A common measurement error occurs when measuring 
gain accuracy or linearity if the resistance in a length of wire, of any size, 
is neglected. Any resistance in series with the output of the amplifier 
(and with its load) will account for some voltage drop and thereby reduce 
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the output voltage and introduce an apparent error in amplifier gain. A 
few milliohms can result in significant errors when extremely accurate 
(0.001 percent) gain is required. 

As shown in Fig. 7-9a, the lead resistance RF is not included in the feed- 
back loop when remote output sensing is not employed. In b, however, 
the output terminals are made the reference terminals for the voltage 
feedback and also the ground returns of both the amplifier and the input 
signal. In this arrangement, R simply becomes part of the output 
resistance of the amplifier, which is reduced in effect by a factor of 
1 + BK by the feedback. 

Results. Typical operating specifications for the amplifier as previously 
described are given below, and a circuit diagram is shown in Fig. 7-10. 


GAIN: X1 to 100 
GAIN accuRACY: +0.005 percent 
LINEARITY: +0.001 percent, 0 to +15 V 
ZERO DRIFT REFERRED TO INPUT: 
Offset voltage <0.5 uV/°C, 0 to 60°C 
Input current <1 pA/°C, 0 to 60°C 
NOISE REFERRED TO INPUT: 0 to 20 kHz, <8-uV rms 
INPUT RESISTANCE: >10?° Q 
BANDWIDTH, 3 dB: 
0 to 20 kHz for X100 gain setting 
0 to 1 MHz for X1 gain setting 
SETTLING TIME: <50 psec to within 0.01 percent of final value 
ouTPpuT: +15 V max, 0 to 10 mA 
POWER SUPPLY REJECTION: > 90 dB for either supply 


7-2 Direct-current Amplifier with Automatic Reset 


Earlier in the chapter it was said that a chopper amplifier could have 
very low drift, but that a direct-coupled amplifier has advantages when 
large bandwidth is required. The frequency response, or transfer func- 
tion, of a direct-coupled amplifier is easily adjusted for best stability and 
overall response when feedback is used. In contrast, a chopper amplifier, 


(a) 
FIG 7-9 Illustration of remote output sensing. 
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FIG 7-10 Complete amplifier diagram. 


Sec. 7-3, has a narrow bandwidth and a rather complicated transfer func- 
tion. It can be paralleled by an ac amplifier to extend the bandwidth, 
but when feedback is then used to obtain a flat frequency response, some 
severe problems appear in stability, transient and overload response, and 
intermodulation with the chopping frequency. 

To generalize, the advantages of the chopper amplifier are (1) that the 
noise of the amplifier is basically determined by the noise of the active 
input devices at the chopping frequency rather than at de, (2) that the 
active devices can be ac coupled to the input circuit, which greatly reduces 
leakage currents, and (3) that the voltage offsets of the amplifier are 
determined by the chopper itself plus the offsets generated by thermal 
junctions in the input circuitry. However, the development of FETs 
with little low-frequency noise (10 nV/Hz” at 10 Hz) and also low leakage 
current (10 pA) has changed this situation to some extent. 

Slow drift is still a problem in direct-coupled amplifiers, but in some 
applications automatic reset can be used, as described below, to make the 
direct-coupled amplifier compete with the chopper amplifier in drift 
stability. 

The Basic Circuits for Automatic Reset. United States patent number 
2,994,825 describes means for automatically resetting the operating point 
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Light pulses 


FIG 7-11 Basic automatic-reset 
amplifier. 


of a direct-coupled amplifier periodically on a time-sharing basis. The 
measurement of the input signal is briefly interrupted every to sec while 
the amplifier operating conditions are quickly reset to make the output 
voltage zero when the input is zero. In other words, the drift is balanced 
out. 

In a sense, the amplifier is no longer truly direct coupled, since the signal 
is briefly interrupted, but in some applications this is no disadvantage. 

The original circuit, simplified, is shown in Fig. 7-11. While the input 
voltage is being amplified, with switch S, in the upper position, the photo- 
conductor is dark and virtually an open circuit. The charge on capacitor 
C remains practically constant during this interval. Occasionally, when 
it is permissible to interrupt the amplifying process, the main input 
terminal of the amplifier is connected to ground by S, and the output is 
fed back degeneratively through the illuminated photoconductor to C, 
which is connected to the other input terminal of the differential 
amplifier. | 

During reset, the conditions shown in Fig. 7-12 are approached. The 
offset voltage Eos (the voltage that would be required across the input 
terminals to bring the output to zero) is represented by an equivalent 
battery, and the photoconductor is illuminated to have a resistance F of 
about 1,000 Q. If an ideal amplifier and no initial charge on C’ are 


FIG 7-12 Reset amplifier (steady- 
state conditions) during the reset 
interval. 
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assumed, the voltage across C' as a function of s, the Laplace operator, is 


Eos 


Eels) = G4 R)/K + sRO/K 20) 
which gives 
K 
ec(t) = Eos ——= (1 — e(t+K/RC) (7-2-2) 


1+K 


as a function of time. If K >> 1, the voltage across C approaches Eog 
exponentially with a time constant of RC/K. After a few reset cycles, 
the offset voltage is almost perfectly balanced out by the voltage across 
C’, which is stored during the interval of amplification. 

Since K is high, sudden offsets or input noise can easily drive the 
amplifier into nonlinearity in the effort to satisfy Eq. (7-2-2). To prevent 
saturation and the ensuing slow recovery, and to improve operation in 
other ways, the circuit in Fig. 7-13 was developed. The resistor R. con- 
trols the charging rate of C' and limits the rate to a value that avoids 
amplifier saturation. Now C responds only to the low-frequency com- 
ponents of input offset; if it responds to input noise and the switch opens 
at times that are arbitrary with respect to the noise variations, then the 
voltage to which C charges has a random variation. Instead of the 
photoconductor, a fast reed switch S; is commonly used to give a very 
low switch resistance and lower switch offset voltage. During the 
amplifying phase of operation, S3 is open and S, is closed, which estab- 
lishes feedback through R, and R, to stabilize gain without interfering 
with the purpose of C. 

The switches S, and S, in Fig. 7-13 are outwardly equivalent to S; in 
Fig. 7-1, but they were physically designed to have less thermal error. 

One suitable application for the automatic-reset. de amplifier is in 
oscilloscopes, where reset can be accomplished during the time between 
individual traces of the pattern. Another application is in analog-to- 
digital converters, where the conversion is done periodically. 

A commercial amplifier using the reset technique has the following per- 


FIG 7-13 Modified reset ampli- 
fier in reset mode. 
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formance characteristics: 


Noise (dc, 30 Hz) < 1 wV peak-to-peak 

Response time to 0.004 percent < 2 msec (gain = 1 and small signal levels) 

Response time to 0.004 percent < 25 msec (gain = 1, V; = 10 V) (limited 
by slew rate) 

Offset drift < 5 uV for 3 months 

Offset stability with temperature < 0.2 uV/°C (—20 to +55°C) 

Leakage currents < 25 pA 

Dynamic range (input voltage = +15 V) (gain = 1) 

Gain accuracy ~ 0.001 percent of level 

Input impedance > 10° Q 


A word of explanation is needed at this point in regard to response time. 
When an amplifier is used to measure the sudden application of a small de 
signal, and one wishes to read the measurement with maximum accuracy 
as soon as possible, response time is a more convenient concept than fre- 
quency response. Such a situation occurs in low-level digital voltmeters 
with resolutions of five or six digits and reading rates of perhaps 15 sec™?. 
In this case, it is quite probable that the output of the de preamplifier 
must settle to within 0.004 percent of its final value within about 15 msec. 

As implied in the performance characteristics above, the response time 
depends in large measure upon whether or not the preamplifier is saturated. 
If the amplifier is operating linearly, the response to a step function can be 
easily calculated from the transfer function. However, if a stage of the 
amplifier saturates because of a step-function input, the steady-state value 
of which would not cause steady-state saturation, the difficulty is that the 
saturating stage cannot supply the current required to charge a capacitive 
load at the desired rate of change of voltage. The rate at which the out- 
put of the amplifier can reach the correct level during saturation is called 
dynamic slewing rate. This matter is discussed more fully in Chap. 13, a 
general treatise on amplifier measurements. 


7-3 Differential Amplifiers 


Figure 7-14 shows an amplifier with two input terminals, neither one of 
which is connected to the system ground. If this is a differential amplifier, 
the useful (or differential) gain is 


AE, 
Kk = ——- 7-3-1 
A(E, — E2) ( 
and the common-mode gain 
Ce (7-3-2) 


~ ACE, + £2) 
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i 


FIG 7-14 Elementary. differential am- 
plifier. 


is made as small as possible. In other words, the noninverting gain |K,| 
is made nearly equal to the inverting gain |K.|. Several differential 
amplifiers have been shown in diagrams earlier in the chapter, but the 
second input terminal has been used for convenience in a feedback scheme; 
the emphasis has not been upon amplifying a differential signal accurately 
in the presence of a common-mode signal. 

However, the differential configuration 7s used for rejection of common- 
mode voltages. It is also useful for reduction and stabilization of input 
voltage offsets. For the latter purpose, the designer attempts to make 
the offsets of two nearly identical input devices affect the output in oppo- 
site directions and thereby cancel. The progress of integrated-circuit 
technology has played an important role in improving differential ampli- 
fiers because it has produced well-matched active devices in close proxim- 
ity to one another so that the cancellation of environmental effects is more 
nearly perfect. 

It is generally difficult to realize the desired overall characteristics with 
only one open-loop differential ‘‘block” of integrated circuitry, and so 
instrumentation amplifiers often utilize several interconnected blocks. 
One possible approach is shown in Fig. 7-15. In this circuit, 41, Ao, and 
A; are integrated-circuit amplifier blocks with negligible input currents. 
All are inverting, as shown by the minus signs, and the corresponding volt- 
age gains are —K,, —K», and —Kz3, which are all assumed to be of the 


FIG 7-15 Differential amplifier with 
three integrated-circuit blocks. 
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order of 10°. It is easy to derive the relationship 


KE; 


| eal ee 
R,i + K) + Ri 


(7-3-3) 


where Ry is the equivalent load resistance on Ai. K = K, = Ko, and the 
other symbols are shown in Fig. 7-15. Since K >1 and ki <KR, 
because of the shunt feedback around As, 


Ei 
ITs — R, (7-3-4) 


The arrangement of A; and Az is called a transconductance amplifier, and 
the common-mode gain would be zero if the two blocks were perfectly 
balanced. 

The transimpedance connection of A; responds to input current 
according to the equation HE, = —IR;, and thus the gain of the whole 
amplifier is 


E, 
Ka ~ E, = — (7-3-5) 


The gain and bandwidth can be controlled independently since the gain 
may be varied by changing R, and the bandwidth is determined primarily 
by R 7C f- 

A different closed-loop connection is shown in Fig. 7-16. This con- 
figuration uses a total of four amplifier blocks rather than three, but the 
requirements on each are not as severe, making the circuit more compatible 
with integrated-circuit technology. The operation is as follows: Blocks 
A, and A, respond only to the differential input signal E., which produces 


FIG 7-16 Improved differential amplifier with four integrated- 
circuit blocks. 
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a balanced output voltage 


_ (2h; + Re) EB; 


E 7-3-6 
1 R, (7-3-6) 
This signal is amplified a second time by A3, according to the formula 
E, = —R,E;/Rs, so that the overall voltage gain can be given as 
Eo (2R, + R2)R, 
= = 7-3-7 
E; RR; ( ) 


While gain and bandwidth now depend upon a larger number of com- 
ponents, reasonable switching ease and stability are not hard to achieve. 
The function of A, is to reconstruct the common-mode voltage by means 
of summing resistors R; and to drive the power common and guard shields 
of A; and A: to prevent deterioration of the intrinsic CMR (common- 
mode rejection) by stray capacitances. In the configuration of Fig. 7-15, 
the CMR depends primarily upon the minimum values of the open-loop 
gains of A, and A2, while in the configuration of Fig. 7-16, the CMR 
depends primarily upon the matching of the R;’s and R,’s to each other. 
While this may be construed as ‘either an improvement or a disadvantage, 
depending upon circumstances, it is also possible to match the C.’s and 
achieve lower CMR at higher frequencies than is possible with the Fig. 
7-15 circuit. Remember CMR = Kem/Ka. 

A comparison between the performance characteristics of differential 
amplifiers and chopper-stabilized amplifiers is made at the end of the 
chapter. Power-supply considerations limit the amplitude of common- 
mode voltage to about +10 V in differential amplifiers. 


7-4 Chopper Amplifiers 


Frequently the most troublesome problems of the de amplifier are (1) 
the requirement of a finite input to bring the output to zero (zero offset), 
(2) a slow variation of the output when the input is constant (drift), and 
(3) an unpredictable current in the input leads (leakage current). One 
important technique for reducing these effects is to make the de signal 
modulate an ac carrier so that amplification can be done without direct 
coupling, and then the amplified, modulated carrier is demodulated to 
regain a de signal. 

While this technique has been stated in general terms, the modulation 
method commonly used is to switch the input of an ac amplifier repetitively 
between the de source and some reference potential such as ground. Fig- 
ure 7-17 illustrates the method. The repetitive switches are called 
choppers. If the input chopper were ideal, the de signal would be con- 
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verted into a square wave with amplitude equal to #; and fundamental 
frequency f.. The ac amplifier may amplify either the full square wave 


or else just f. and partially the modulation sidebands. For qualitative 
understanding, it is easy to think of the output of the amplifier as a square 


P abi switches 


E,(dc) +t a 


FIG 7-17. A basic chopper amplifier. 


wave that is sampled synchronously by another chopper and then is filtered 
to produce a de output. 

Chopper Switches. The most commonly used chopper or modulating 
switch is basically a mechanical relay, driven magnetically. However, a 
good chopper is a very highly developed device that minimizes several 
severe problems. First, consider the choice of chopping frequency fy. 
For two reasons it is desirable for f. to be as high as possible: (1) The band- 
width of the de system is seldom greater than 0.1f., because of demodula- 
tion and filtering, and (2) many amplifying devices exhibit excess noise 
voltage that rises at a rate of approximately 3 dB/octave as frequency is 
decreased below about 500 Hz. The sampling theorem tells us that ‘‘in 
order to recover a continuous time series from its samples, except for a 
time delay, the sampling rate must be greater than twice the highest fre- 
quency in the continuous time series’ [2]. In practice, 0.1 to 0.2f, is a 
usable bandwidth. In addition, a time delay in transient response as 
great as }4f. can exist [4]. 

Since the mechanical-chopper switches are driven magnetically, it is 
difficult to keep from inducing voltages in the switch conductors that 
appear as offset and noise after demodulation and can even cause currents 
to flow back into the source of the de signal. 

Jitter in the switching cycle and bouncing of the switch contacts are 
additional sources of noise. Also, the voltages across the thermal junc- 
tions within the choppers cannot be perfectly balanced to zero. Some 
thermal drift and offset remains. Still, mechanical choppers are used in 
amplifiers with bandwidths of about 10 Hz and noise referred to input of 
about 0.2 uV when used with signal sources having only a few ohms of 
internal resistance. 

A conventional amplifier circuit with only one chopper switch (SPDT) 
is shown in Fig. 7-18. For simplicity, the chopper in this circuit is usually 
driven at line frequency, but it is then possible for line frequency interfer- 
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Ep FIG 7-18 Direct-current ampli- 
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Chopper 


ence and harmonies thereof, in either the input circuit or the ac amplifier, 
to produce an unpredictable de output. 

One improvement in the chopper amplifier for use with low-impedance 
sources and high common-mode voltages is to employ a full-wave system 
rather than the half-wave design described above. Such a configuration 
(Fig. 7-19) commonly makes use of a transformer to perform this function ; 
instead of connecting the input signal to ground for one-half cycle, the 
input signal is inverted and used. Now the amplifier is connected to the 
signal nearly all the time and impedance adjusting is possible so that lower 
noise figures can be realized, but another precision component has been 
introduced which produces additional advantages and disadvantages. 

One totally new advantage is the separation of the input and output 
ground paths, which results in improved performance where ground 
potential differences occur. The disadvantages include severe trans- 
former design and shielding problems; frequency limitations; and if the iso- 
lation feature is used, the dependence upon the transformer losses as a 
limiting factor in accuracy since there cannot be any overall feedback to 
the isolated input except through another set of transformer windings and 
choppers. 


FIG 7-19 Direct-current amplifier with 
full-wave choppers and transformer isola- 
tion. 


Other Choppers. Several nonmechanical devices are widely used as 
modulating switches to convert de signals into ac signals in chopper ampli- 
fiers. Photoresistors (photoconductors) were first used successfully in 
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1957 as light-actuated switches in a stable de microvoltmeter with 10 nV 
full scale [3]. The circuit of the microvoltmeter is basically similar to the 
one shown in Fig. 7-17, with much series feedback to stabilize the gain 
and increase the input resistance, which is greater than 100 MQ. Pho- 
toconductors had long been used in: crude switch applications, but 
early devices had far too high a generated photovoltaic potential and were 
far too slow in response time for use in chopper circuits at the microvolt 
level. 

A carrier or chopping frequency of 50 Hz is used in the microvoltmeter 
described above. Direct-current amplifiers using higher chopping fre- 
quencies have been designed since 1958, but faster photoconductors having 
lower resistance with illumination (Ron) would bring even further 
improvement in these amplifiers. Conductance is roughly proportional 
to light intensity on the photoconductive surface, but for practical reasons, 
Ron is seldom less than 1,000. 

Transistors are excellent and fast switches for some chopper applications. 
The simplest circuit is shown in Fig. 7-20 with a single transistor used as a 
series switch. During the half cycle of the drive voltage Eg when the base 
of the p-n-p transistor is driven positive with respect to the emitter, very 
little current flows anywhere in the device, regardless of whether the input 
is positive or negative. On the other hand, when the base is driven 
negative, a current flows from emitter to base, and the emitter becomes a 
fraction of a volt positive with respect to base. Now, a collector current 
will flow if the input is made either positive or negative. As long as the 
collector current is restricted in magnitude, the collector-base junction will 
remain forward biased so that the net collector-to-emitter voltage is quite 
low. The main difficulty with this simple circuit is that an offset occurs 
in the E, versus E; curve, and the offset drifts with temperature. 


d 


FIG 7-20 Transistor used as a chopper 
switch. 


The offset error is reduced by inverting the transistor, which reverses 
the functions of emitter and collector. Even better reduction of offset is 
made by using two transistors in a circuit in which their offsets tend to 
cancel, as in Fig, 7-21. 
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In any chopper circuit, keeping the active chopper elements at constant 
temperature reduces drift. If two elements are used to cancel drift, it is 
important to keep the two at the same temperature, and a good way to 
prevent temperature differentials is to make both elements a part of the 
same integrated circuit. The most common chopper device of this sort is 
an integrated double-emitter bipolar transistor. 


FIG 7-21 Bilateral transistor chopper. 


The FET has virtue as a chopping switch because of its low offset volt- 
age and low driving power. Some of the characteristics of chopping 
devices are compared in Table 7-1. 

Another modulating device that is used in amplifiers requiring extremely 
high input impedance is the vibrating capacitor, the capacitance of which 
is made to vary periodically by mechanically oscillating the position of one 
of its plates [5]. The input voltage is applied to the capacitor through a 
high resistance so that the charge remains nearly constant over a cycle of 
vibration. The ac output voltage is proportional to charge multiplied by 
variation in capacitance, and currents as low as 10-** A can be resolved. 
However, drift and noise are greater than in most low-impedance choppers. 
Although this type of chopper is well suited to resolving extremely low 
currents, it is not well suited to resolving extremely low voltages. 


TABLE 7-1 Characteristics of Some Chopping Devices 


ae ane 


Sm, Vos, Tos; Ron, Rorr, Vorr, 
Device Hz V A Q 2 Vv 
Mechanical 10? 107-8 10710 1071 10° 30 
Photoresistive 3 X 10? 1076 107)! 104 108 50 
Inverted Qt 10¢ 1078 10-* 25 108 5 
Integrated double Qt 106 10-4 1078 50 108 20 
FET 105 107 10-9 10? 108 20 


eae al 


t Inverted transistor. 
¢ Two transistors on one integrated-circuit chip. 
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Along with impedance and power, the basic variables measured electron- 
ically are voltage and current. Chapter 1 has discussed the system of 
units for these quantities and their standardization. It was shown that 
standardization requires extreme attention to accuracy and therefore 
special measurement and comparison techniques. While these techniques 
are basic and essential to the electronic arts, they will not be treated 
further in this book. 

This chapter will treat several subjects relating to voltage and current 
measurement that do not logically fall elsewhere. First, the topic of de 
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digital voltmeters (DVMs) deserves a place of its own, because these 
instruments have become extremely accurate and versatile, and fairly 
inexpensive, during recent years. They interface well with other digital 
instruments, including computers, and therefore are important in the 
growth of instrument systems (Chap. 18). 

Then, the measurement of ac voltages of countless waveforms requires 
the thorough understanding of some technical principles. These will be 
developed. 

The chapter will conclude with a brief discussion of some important 
instruments that measure either ac or de currents in conductors, without 
breaking into these conductors or measuring the voltages across known 
impedances. 


8-1 Introduction to DVMs 


Digital voltmeters are measuring instruments that convert analog volt- 
age signals into digital presentations. The digital presentation can take 
the form of a front-panel readout or an electrical digital output signal. 
As the name implies, any DVM is capable of measuring analog de voltages. 
However, with the appropriate signal conditioner preceding the input of 
the DVM, many other quantities can be measured. Some of these are ac 
voltage, ohms, de and ac current, temperature, and pressure, and there are 
many others. The common element in all these signal conditioners is a 
dc output voltage proportional to the level of the unknown quantity being 
measured. This de output is then measured by the DVM, and appro- 
priate annunciation in the digital presentation indicates the quantity being 
measured. — 

Digital voltmeters have made significant contributions in the field of 
electronic instrumentation since their introduction more than 15 years ago 
and are enjoying a growing popularity as bench instruments and systems 
components. Among the many factors that distinguish DVMs from 
other voltage measuring instruments are speed, automatic operation, and 
programability. Although there are instruments such as precision dif- 
ferential voltmeters that can be more accurate than most DVMs, few 
instruments bring to bear on the measurement problem the same combina- 
tion of speed and accuracy as does the DVM. 

Automatic operation and programability are features of many DVMs 
that make them useful in systems applications where the need is for great 
versatility in measurement capability, high speed, and computer controlla- 
bility. Many of these features are expensive, however. In measurement 
situations where speed, convenience, and automatic operation are not high 
in priority, instruments of less cost than the precision DVM would be 
better solutions to the measurement problems. 


212 Electronic Measurements and Instrumentation 


There are several varieties of DVMs. They differ in the following 
ways: 


. Number of measurement ranges 
. Number of digits 

. Accuracy 

. Speed of reading 

. Normal-mode noise rejection 

. Common-mode noise rejection 

. Digital outputs of several types 


NO oP WD = 


The basic measurement range of most DVMs is either 1.00 or 10.00 V. 
However, with the appropriate preamplifier, measurements can be made 
to the nearest 0.1 4V. The number of digits commonly varies from three 
to six. Most DVMs have a certain amount of overrange capability, 
which is indicated by an additional leading digit, usually 1. This digit 
should not be confused with a full decade. 

The accuracy of most DVMs is commensurate with their resolution; 
i.e., a three-digit instrument could hardly claim an accuracy better 
than +0.1 percent since this is the basic resolution of the instrument. 
Accuracy much poorer than +0.1 percent would be a poor compromise, 
too. The ultimate in accuracy for short periods of time in controlled 
environments can be as good as within an error of +0.0015 percent of 
reading or +0.0002 percent of full range in a six-digit: instrument. 

The maximum speed of reading and the period of digitizing are inter- 
related. Some DVMs are able to digitize in 1.0 msec (or even much 
shorter time intervals) and hence could make up to 1,000 readings per 
second. However, capacitance of the input, whether it is stray or part of 
a filter, may limit the useful measuring speed from inputs with high 
source impedances to 100 readings per second or below. Besides, it is 
impossible to follow the visual readout at high reading speed. At high 
reading speed, the difference between a DVM and an analog-to-digital 
converter may be as simple as the presence or absence of visual readout. 

Noise rejection is a subject that will be treated in more detail later in 
this section. Normal-mode noise rejection is usually achieved through 
input filtering or through the use of the integration technique. Com- 
mon-mode rejection is achieved through the use of guarding or other 
ways of obtaining differential response. Digital outputs are usually in the 
form of four-line BCD code, but there are 10-line outputs or single-line 
serial outputs. 

Probably the greatest single distinction between types of DVMs is the 
method used in converting the analog dc signal into a digital presenta- 
tion. During the short time that DVMs have existed, many different 
techniques have been developed by which this conversion takes place. 
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In general, these techniques can be divided into two main types: integrat- 
ing and nonintegrating. The main nonintegrating types of DVM 
techniques are: 


Potentiometric 
Servo 
Successive approximation 
Null balance 
Ramp 
Linear 
Staircase 


Those that are integrating in nature are: 


Voltage-to-frequency converter 
Potentiometric to integrating 
Dual slope 


8-2 Nonintegrating Types of DVMs 


Potentiometric. Stripped of all complications, the operation of the 
potentiometric technique is similar to that of the differential voltmeter. 
Figure 8-1 shows this arrangement in its simplest form. The linear 
divider is adjusted until the null indicator shows equality of the input 
voltage and the output voltage of the divider. Assume that the internal 
reference is equal to +10 V and the divider is set to a ratio of 0.50020 at 
balance. The unknown voltage at the input is equal to 


V; = Vie X setting of divider 
+10.00 * 0.50020 
+5.0020 V (8-2-1) 


The range of voltage that can be measured in this fashion is dependent 
upon the value of the reference voltage. In Eq. (8-2-1), it can be seen 
that this range could be increased by increasing the value of Vyer since 
the maximum setting of the divider is 1.00000. Further, the sensitivity 


Linear 
divider 


Internal 
reference 


Null 
indication 


FIG 8-1 Simplified differential- 
voltmeter block diagram. 
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Servo 
Amol. 


Motor 


Internal 
reference 


Linear 

| divider 

FIG 8-2 Simplified block dia- 
gram of servo DVM. 


N 
) +7.41 | Readout 


of the measurement is dependent upon the resolution of the linear divider. 
If it can divide with six-digit resolution, the resolution of the measurement 
is six digits and the maximum sensitivity is 10 u»V. The sensitivity of 
this measurement is also dependent on the characteristic noise of the null 
indicator. These limitations can be partially overcome with the addition 
of an input amplifier and attenuator. The attenuator allows voltages 
higher than the internal reference to be measured, while the amplifier 
increases the sensitivity of the system and allows full-scale voltage ranges 
less than the internal reference. Voltages with negative polarity can be 
measured by reversing the connections between the internal reference and 
the linear divider. 

Figure 8-2 shows the use of a servo system in automating this potentio- 
metric technique. Here is a servo system composed of a differential 
amplifier, a motor, and the linear divider. The amplifier senses the polar- 
ity of the unbalance and drives the motor in such a direction as to reduce 
the unbalance to the level of some error signal. This level can be 
decreased by increasing the gain of the system—usually by increasing the 
gain of the amplifier. The accuracy of this system is dependent upon the 
internal reference, the linearity of the divider, friction, and the drift 
stability of the error amplifier. In this type of system, the divider is 
usually a multiturn potentiometer and is the main influence in determining 
the accuracy of the system. Attached to the shaft of the motor and 
divider is a mechanical readout which in effect indicates the position of 
the shaft of the divider. Because of the limitations in linearity of the 
potentiometer, the resolution of this system is usually a maximum of 
three digits. 

This type of servo DVM is very economical in obtaining a digital 
readout of an analog input signal. Some of the disadvantages of this 
technique are its relatively slow speed and mechanical wear. 

In the successive-approximation technique, the linear divider of the 
servo technique is replaced with a digital divider or digital-to-analog 
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converter and the servo motor is replaced with electronic logic. The 
readout in the successive-approximation technique is electronic and is 
usually driven by the logic of the system. 

Figure 8-3 shows a simplified block diagram of a successive-approxima- 
tion technique. This system is clocked (programmed) and usually fol- 
lows a definite sequence of events. The digital-to-analog converter, 
under the control of the logic and sequencer, generates a set pattern of 
output voltages usually starting with the most significant digit of the 
measurement. As an example, assume that the input voltage is +3.7924 
V. Further, assume that the code of the digital-to-analog converter for 
this particular example is 8 4 2 1, and the basic range of the instrument is 
10.00 V. The sequence of events for this measurement is as follows: 

1. Following the previous reading, the digital-to-analog converter is 
reset to0 V. At the start of the next reading, the logic and sequencer 
cause the digital-to-analog converter to generate +8.000 V. 

2. At this point in time, in synchronism with the logic, the input 
switch S; is connected to the output of the digital-to-analog converter. 
The capacitor C charges to the 8.0000 V being generated by the converter. 

3. The next event finds S; connected to the input voltage. The com- 
parison amplifier now senses the direction of current flow at its input. 
If the input voltage is higher than that being generated by the digital-to- 
analog converter, the current will flow into the amplifier. However, if 
the input voltage is smaller than that being generated by the converter, 
the current will flow in the opposite direction. 

4. In the example at hand, the comparison amplifier senses that the 
input voltage is smaller than the output of the digital-to-analog converter. 
A “high” decision is issued to the logic circuitry, and the 8.000-V condi- 
tion in the converter is reset. 

5. Next, the switch is returned to the output of the digital-to-analog 
converter, and the logic programs the converter to generate +4.000 V. 


Comparison 
amplifier 


digital / Pe impli ! i 
ONC lOg | a Oe veneer FIG 8-3 Simplified block dia- 


gram of the successive-approxi- 
mation technique. 


Readout 
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End of reading 
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Time 


FIG 8-4 Digital-to-analog voltage sequence in successive-approxi- 
mation measurement. 


6. By comparing this voltage with the input, the same decision is made, 
since +4.000 V is still larger than the input voltage. 

7. The digitai-to-analog converter is next asked to generate +2.000 V. 
Capacitor C; charges to this level, and Si switches to the input voltage. 
This time, the current through C flows opposite to the direction it had 
during the last two comparisons, and a “low” decision is issued to the 
logic. 

8. Upon receipt of a low decision from the comparison amplifier, the 
voltage which was being generated by the digital-to-analog converter is 
retained, and the next incremental voltage is added to this amount. The 
special nature of the digital-to-analog converter makes this possible. 

9. The next step has the digital-to-analog converter adding 1.00 V to 
what it has retained from previous decisions, in this case 2.000 V for a net 
output of +3.000 V. 

10. Here again, a low decision is obtained, and the 3.000 V are retained 
in the digital-to-analog converter. The sequence now concentrates on 
the next digit in exactly the same fashion, and decisions as have been 
described above continue until the converter is generating +3.7924 V. 

11. The last step in the measurement is the transfer of information 
from the sequencer into the readout. 

Figure 8-4 shows the digital-to-analog voltage sequence in the measure- 
ment outlined above. As the figure illustrates, at each low decision after 
an incremental change in the digital-to-analog converter output voltage, 
this voltage approaches the value of the unknown voltage. The limit to 
how close in value these two voltages can become depends upon the level 
of noise in the input stages of the comparison amplifier and the stability 
of the input switch. These limiting factors usually determine the number 
of digits of resolution of the instrument. 
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The successive-approximation technique has been used in instruments 
with resolutions ranging from three to five significant digits. The speed 
of this technique depends upon the type of switches used in the digital-to- 
analog converter and comparison circuitry. If solid-state switches are 
used, speeds up to many thousands of readings per second can be achieved. 
This capability is needed in high-speed computerized measurement 
systems. If electromechanical switches are used, such as reeds or relays, 
speeds of a few readings per second can be achieved. The components in 
this technique that determine the basic accuracy are the internal reference 
supply and the digital-to-analog converter. These two items are common 
to many different types of DV Ms and will be covered in detail in a later 
section. 

The successive-approximation, or potentiometric, technique has been 
used nonautomatically for many years in the standards laboratory to 
achieve the highest possible accuracies while measuring dc voltage. The 
manual adjustment of a precision divider until a null is reached is quite 
simple, and yet it has stood the test of time in providing the ultimate in 
dc measurement accuracy. There are some practical considerations, 
however, which must be taken into account when applying this technique 
to the design of a DVM. Any noise that is in series with the input signal 
can cause incorrect decisions to be made by the comparison amplifier, 
which results in an incorrect measurement of the average value of the 
unknown. The usual solution to this problem is the addition of a low- 
pass filter at the input to pass de information to the converter and atten- 
uate accomponents. Attendant on the use of an input filter is an increased 
response time of the instrument. Thus, in many practical situations, one 
may not be able to take advantage of the inherent high speed of the 
successive-approximation technique because of the use of the input filter 
to reduce the effects of noise. 

The null-balance technique is virtually identical with that used in the 
successive-approximation technique except for the logic. In the null- 
balance technique, once a new voltage has been connected to its input, 
this instrument goes through the same steps in achieving a balance. 
However, once this balance is achieved, the digital-to-analog converter is 
not reset to zero as in the successive-approximation technique. The null- 
balance technique makes use of tracking logic. This means the digital- 
to-analog converter is able to follow the input voltage for changes below a 
certain selectable level. If the change in input voltage exceeds this level, 
the digital-to-analog converter is reset to zero and a measurement similar 
to that in the successive-approximation technique is made to achieve a new 
balance. 

In many instances, the same instrument can be programmed to work in 
either the successive-approximation mode or the null-balance mode. 
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FIG 8-5 Simplified linear-ramp DVM. 


One advantage of null balance is increased speed, since for small changes 
in the input voltage, a much smaller time is required to achieve a new 
balance. . 

Ramp Techniques. One consideration in the design of a DVM is the 
conversion of the analog dc signal into a quantity which is easily digitized. 
Two quantities that are relatively easy to digitize are time and frequency. 
The linear-ramp technique is essentially a voltage-to-time converter. 

As the name of this technique implies, a linear ramp is used to convert 
an analog de signal into a front-panel digital presentation. Figure 
8-5 illustrates a simplified block diagram of a linear-ramp DVM. The 
heart of the system is the linear ramp itself, which in this case swings 
from +12 to —12 V. This voltage swing limits the basic measurement 
range of the instrument, which in this case is 10.00 V. The output of 
the linear ramp is connected to two comparators. These comparators 
are such that when one input becomes equal to the other, their output 
changes state. Thus the input comparator compares the ramp with the 
input signal, and when the two become equal, the output of this com- 
parator changes state. Similarly, the ground comparator output changes 
state when the ramp passes through 0 V on its swing from +12 to —12 V. 

The outputs of the two comparators are connected to logic circuitry, 
which controls the gate between a local oscillator and a counter. Prior 
to each measurement a reset pulse resets the counter to zero and sets the 
logic to a specific state. This logic is such that after reset, the first signal 
from either of the comparators will open the gate between the local oscil- 
lator and the counter, while the next signal will cause the gate to close. 
During the period the gate is open, the counter accumulates counts at a 
rate set by the local oscillator. 

It is obvious that there is a direct relationship between the slope of the 
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ramp, the number of digits in the readout, and the frequency of the local 
oscillator. Assume that the slope of the ramp is 10 V/50 msec. That 
is, the ramp will travel from + 10.00 V to 0/V in 50 msec. If a four-digit 
readout is desired, then the frequency of the local oscillator must be 


_ 10,000 pulses 


0.05 sec 
200 kHz (8-2-2) 


As Eq. (8-2-2) indicates, the resolution of the readout is directly propor- 
tional to the frequency of the local oscillator. As an example, assume 
that 3.792 V is applied to the input of the voltmeter in Fig. 8-5. When 
the ramp passes through a voltage equal to the input voltage, the logic 
causes the gate to open. When the ramp passes through 0 V, the logic 
causes the gate to close, and at the end of the ramp, a signal is generated 
which transfers the information in the counter to the front-panel readout. 
With a local oscillator frequency of 200 kHz and a ramp slope of 1.0 
V/5 msec, the following calculations demonstrate numerically how the 
measurement evolves: 


Gate period = 3.792 X 0.005 
= 0.01896 sec 
Number of pulses = 0.01896 x 200,000 
= 3,792 pulses 


As shown above, all that remains is the proper location of the decimal 
point and indication of the quantity being measured. If the input volt- 
age were reversed so that —3.792 V were to be measured, the first com- 
parison would be supplied by the ground comparator. Remember, how- 
ever, that the logic responds to the first signal from either comparator. 
The second signal in this case would come from the input comparator, 
and this would close the gate. Other logic has to observe which com- 
parator changes state first in order to determine the polarity of the input 
signal and so indicate on the front panel. 

It is obvious that the key elements in the accuracy of this technique 
are the linearity and absolute slope of the ramp and the frequency setting 
and stability of the oscillator. Offsets and drift in the two comparators 
are also important in determining the overall accuracy of the linear-ramp 
technique. 


8-3 Digital Voltmeters with Counting Circuitry 


The next technique to be discussed is classified as a ramp technique, 
but in many ways the staircase- or digital-ramp technique can be con- 


FIG 8-6 Simplified block dia- 
gram of staircase-ramp DVM. 


sidered null balance or potentiometric in nature. This will become more 
obvious as we proceed with a description of its operation. 

A simplified block diagram of this technique is shown in Fig. 8-6. 
The heart of the system is the digital-to-analog converter, which is the 
source of the staircase or digital ramp. The digital-to-analog converter 
is driven by the digital output of an electronic counter, which in turn is 
driven by an oscillator. At the beginning of a measuring sequence, the 
counter is reset to a zero-count condition by the control logic. Since the 
digital-to-analog converter is digitally slaved to. the counter, it, too, 
assumes a zero state and hence generates zero output voltage. 

Next in the measuring sequence is the opening of the gate, located 
between the oscillator and the counter, by the control logic of the system. 
The counter begins accumulating counts from the oscillator and causes 
the digital-to-analog converter to generate an output voltage equivalent 
to the instantaneous count. As an example, assume that the instrument 
under discussion is a three-digit voltmeter and is set to the 1.000-V range. 
This means that as each new count is entered in the counter, the output 
of the digital-to-analog converter increases by 1.0 mV. If the frequency 
of the oscillator is 1 kHz, the “slope” of the digital ramp is 1 V/sec. The 
ramp continues to build in value, 1 mV per step, until the null detector 
determines that the ramp has exceeded the input voltage with its last 
incremental increase. At this point the output of the null detector 
changes state. This is sensed by the control logic and the gate between 
the oscillator and the counter is closed. Following this gate closure, the 
transfer pulse is generated by the control logic and causes the count in 
the counter to be transferred to the front-panel readout. 

It should be obvious now why the staircase-ramp DVM can also be 
considered null balance in nature in that a null is eventually generated 
at the input of the null detector. The reference supply and digital-to- 
analog converter are the primary factors in the accuracy of this technique. 
The operating speed is determined by the frequency of the oscillator and 
the number of digits the voltmeter has. Typically, this technique does 
not yield speeds faster than 10 readings per second. 
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Voltage-to-frequency Conversion. The next method to be discussed is 
the voltage-to-frequency conversion technique, and Fig. 8-7 shows a 
simplified block diagram. In this diagram, the input voltage causes a 
current to flow through R, into the summing junction of the operational 
amplifier. This current continues through C; and causes the output 
voltage of the operational amplifier to depart from 0 V. If the input 
voltage is positive, the direction of this change at the output is in a nega- 
tive direction. If the input voltage is constant, the output moves at a 
constant rate in a negative direction. 

When this voltage reaches a value equal to — V, the comparator shown 
in Fig. 8-7 changes state at its output. This triggers the pulse generator 
to inject a fixed amount of charge into the summing junction of the 
operational amplifier. The polarity of this charge is such that it tends 
to restore the output voltage of the operational amplifier to 0 V. The 
process described above continues to repeat itself, and a signal that looks 
very much like a sawtooth is generated at the output of the operational 
amplifier. If the input signal were doubled in value, the number of 
“teeth” in this output signal per unit time would also double. Coincident 
with each of these teeth is a pulse which passes through 7; and on to the 
input of a control gate. 

These pulses are allowed to enter the reversible counter when the gate 
is opened, and this opening of the gate is the beginning of the measurement 
cycle. The gate can remain open for any period of time, but typically 
this time is either 0.1 or 1.0sec. During this period of time, the reversible 
counter totals these pulses. At the end of this period, the count stored in 


V; 
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FIG 8-7 Simplified block diagram of voltage-to-frequency inte- 
grating DVM. 


222 Electronic Measurements and Instrumentation 


the reversible counter is transferred to the readout. The heart of this 
system is the circuitry that converts the input signal into the train of 
pulses to be counted. The accuracy of the system is totally dependent 
upon the magnitude and stability of the charge fed back to the summing 
junction of the operational amplifier by the pulse generator. The volt- 
time integral of this input signal and the total of the volt-time areas of the 
feedback pulses are kept in balance at the summing point by the rate at 
which the feedback pulses are generated. 

Two of the more typical ways to design a precise pulse generator use 
either a transformer having a core of square-loop material or charge 
transfer from precision capacitors. In the case of the transformer, an 
excursion around the BH loop generates a precise amount of energy at a 
secondary winding, which is connected to the summing junction of the 
operational amplifier through a resistor. Where precision capacitors 
are used, they are allowed to charge to a known precise voltage. This 
charge is then transferred to the summing junction of the amplifier each 
time the output of the amplifier reaches — V. 

The diagram in Fig. 8-7 shows only one comparator-pulse generator 
set. In actual practice there is another set to accommodate negative 
polarity signals at the input of the voltmeter. If the input voltage were 
negative, the output of the amplifier would go in a positive direction. 
Another comparator determines when this signal passes through + V and 
triggers another pulse generator of opposite polarity. One important 
requirement is that both pulse generators produce identical amounts of 
charge each time they operate. 

The need for a counter that has reversing capabilities should be dis- 
cussed at this time. If an input signal were to change its polarity during 
a measuring period, those pulses that are accumulated following this 
must be subtracted from those that have been accumulated prior to this 
occurrence. If the counter were not able to reverse, there would be a 
folding over or rectification of the opposite polarity signals and a number 
larger than the actual average voltage would be indicated. 

The most likely situation where the input voltage polarity will change is 
in the measurement of a low-level signal (a few tens of millivolts) in the 
presence of larger amounts of superimposed noise. The ability to reject 
such noise will be discussed in more detail later in this section. Because 
of the integrating capability of this system, the average value of the 
input signal is measured during the period of time the control gate is 
open. 

Figure 8-8 shows the ideal transfer characteristics of a voltage-to- 
frequency converter. There should be a linear relationship between 
voltage and frequency until a certain saturation frequency is reached. 
The slope of this linear relationship must be the same for both positive 
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and negative voltages. The decision of whether a pulse should be added 
or subtracted is determined logically in the instrument; the source of the 
pulse—whether it is from the positive or negative comparator—is one 
input to the logic. The count present at any given time in the counter 
must also be considered. There are four sepa- 
rate conditions to consider: 


Positive counting up 
Positive counting down 
Negative counting up 
Negative counting down 


is wot , FIG 8-8 Transfer character- 
An example of these conditions is given in istics of voltage-to-frequency 


Fig. 8-9. In this example, it is assumed that converter. 

an input voltage of 1.0 V causes the voltage-to- 

frequency converter to generate a pulse train with a frequency of 100,000 
Hz. The input signal shown in Fig. 8-9a is rather complex with levels 
of +1.00, 0, and —1.00 V. Figure 8-9b shows the output frequency of 
the pulse generator responding to positive input signals, while Fig. 8-9c 
represents the output frequency of the generator responding to negative 
input voltages. Consistent with Fig. 8-8, the term negative frequency 
does not apply here. 

The timing of the control gate is shown in Fig. 8-9d._ Figure 8-9e shows 
the four conditions of count handling mentioned above. In the time 
period from t = 0 to ¢ = 0.2 sec, the reversible counter is counting in a 
positive up direction. From ¢t = 0.3 to ¢t = 0.5 sec, the counter begins 
counting in a positive down direction. This continues until the net 
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count reaches zero, at t = 0.5 sec. At this point, the counter begins 
counting in a negative up direction until ¢ = 0.7 sec. The counter now 
has a net of —20,000 counts entered. During the period from t = 0.8 
sec to gate closure at t = 1.0 sec, the counter begins counting in a negative 
down direction. At the conclusion of the measurement, there is a net of 
zero counts in the counter. This is as it should be, since the integral of 
the input signal from ¢ = 0 to¢ = 1.0 secis0. In this example, the time 
at which the count reached zero (¢ = 0.5 sec) was indicated to the control 
logic in order to reverse the state of the counter. 

As was mentioned above, the accuracy of the voltage-to-frequency 
converter-integrating DVM is dependent on the precision of the charge 
that is fed back with each pulse and the linearity of the relationship 
between voltage and frequency. Typically, the highest order of accuracy 
obtainable in using this technique is to within 0.01 percent. The reading 
speed is dependent upon the number of digits in the measurement and the 
maximum rate of the voltage-to-frequency converter. If this rate is 
100,000 pulses for an input voltage of 1.00 V, a five-digit reading 
would require 1.00 sec, while a three-digit reading would require only 
10 msec. 

The operating speed of an integrating DVM with voltage-to-frequency 
conversion can be increased by increasing the upper operating frequency 
of the converter. This usually results in decreased accuracy and added 
cost. A new technique has recently been introduced which uses voltage- 
to-frequency conversion and provides five-digit resolution at a reading 
rate approaching 50 sec-!. Figure 8-10 shows a simplified block diagram 
of the interpolating-integrating DVM for this technique. For the first 
16.67 msec of its operating cycle, it is very similar to the voltage-to- 
frequency integrating DVM described above. However, during this 
period the pulses generated are directed to the 100s decade: Each pulse is 
equivalent to 100 counts. At the end of the 16.67 msec period, there may 
be some charge remaining on the integrating capacitor C,. At this 
point, S; switches to an internal reference whose polarity tends to reduce 
the voltage on Ci. At the same time, the gate feeding the 1s decade is 
opened and passes pulses at a 60-kHz rate. This continues until the zero 
comparator detects 0 V at the output of the operational amplifier. At 
this comparison, the gate passing 60 kHz closes and the reading is 
completed. , 

The amplitude of the internal reference is such that it can remove all 
the charge from a fully charged C, in the time it takes to enter 100 counts 
into the last two decades at a 60-kHz rate. Since the internal reference 
is a fixed value, the rate at which this charge is removed is also constant. 
This type of voltmeter has the same basic accuracy limitations as does the 
noninterpolating voltage-to-frequency DVM. The pulse generator must 
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FIG 8-10 Interpolating-integrating DVM. 


generate precise amounts of charge per operation, and this amount must 
be constant as the rate of operation changes. The determination of the 
last two digits of the reading need have an accuracy of only 1 percent to 
be consistent with their importance. 

Potentiometric-Integrating DVM. Techniques discussed to this point 
are either potentiometric or integrating in nature. It was pointed out 
that the potentiometric DVM offers the highest accuracy, while the inte- 
grating type provides inherent rejection of noise in series with the signal 
to be measured. The next technique to be discussed is one that combines 
the potentiometric and integrating schemes and takes advantage of their 
best features. 

A simplified block diagram of this DVM is shown in Fig. 8-11. Each 
measurement is composed of two separate and distinct sample periods. 
During the first sample period, a straightforward voltage-to-frequency 
measurement of the unknown is made. At this time in the measurement 
eycle, the digital-to-analog converter is generating 0 V, and only the 
unknown signal is impressed at the input of the voltage-to-current 
converter. The resulting current flows into the current-to-frequency 
converter, which generates a train of pulses, the repetition frequency 
of which is proportional to the instantaneous value of the input 
voltage. 

These pulses are fed into the 100s decade of the reversible counter dur- 
ing this period. At the end of the period, the count in the counter 
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should equal the unknown voltage. At this point in the measurement 
cycle, the information in the counter is transferred to the digital-to- 
analog converter. The digital-to-analog converter is now called on to 
generate a voltage exactly equal to that represented by the count in the 
reversible counter. In the process of this transfer, the information is 
retained in the counter. The input to the voltage-to-current converter is 
now the difference between the input voltage and that voltage which the 
digital-to-analog converter is generating. This difference should be 
fairly small, but typically is not zero because of errors in the initial 
voltage-to-frequency conversion and the reduced resolution of this 
initial measurement. 

At this point, the second sample period begins. The voltage-to- 
frequency converter (combined voltage-to-current and current-to-fre- 
quency converters) now generates a train of pulses, the frequency of 
which is proportional to the instantaneous value of the difference between 
the input signal and the output of the digital-to-analog converter. These 
pulses are now entered into the 1s decade of the reversible counter. Any 
carry pulses (every hundredth pulse) is fed to the 100s decade. At the 
end of this second sample period, the information in the reversible counter 
is transferred to the front-panel readout of the voltmeter. 

The accuracy of this system is primarily dependent upon the reference 
supply and the digital-to-analog converter. The accuracy is good, and 
besides, the integrating capability of the voltage-to-frequency converter 
provides rejection of noise superimposed upon the input signal. One 
distinct advantage of this system is the reduced importance of the accuracy 
of the voltage-to-frequency converter. The following example will help 
to illustrate this. 


Voitage/current 


; converter 


Current / 
Sensitivity frequency 
control converter 


Digital 
analog 
converter 


1/60 sec 
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FIG 8-11 Potentiometric-integrating DVM. 
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Example 


Assume there is no error in the digital-to-analog converter, while the voltage- 
to-frequency converter is in error +0.5 percent of level. Assume the input 
voltage is exactly 1.000000 V. Because of the voltage-to-frequency error, the 
number of counts that is entered during the first sample period is 1,000 « 1.005 = 
1,005 counts. This causes the digital-to-analog converter to generate 1.005 V 
during the second sample period. 

Because of this difference, 500 counts should be subtracted during the second 
sample period. However, because of the voltage-to-frequency error, 503 counts 
will actually be subtracted. The net result is 


1.005 
— 503 
0.99997 V 


As this example shows, even an error of 0.5 percent in the voltage-to-frequency 
converter produces only a 0.003 percent error in the final reading. Actually, the 
error of the voltage-to-frequency converter should be squared to determine its 
effect on the overall accuracy. Hence, it contributes an error of only 0.005 X 
0.005 = 0.000025, or 0.0025 percent. In actual practice, the accuracy of the 
voltage-to-frequency converter is typically better than +0.1% of reading so that 
its effect on a five-digit reading is negligible. This reduced importance of voltage- 
to-frequency accuracy is the reason the first two decades of the reversible counter 
are bypassed during the first sample period. Not only is the resolution of the 
first three digits sufficient for this sample, but bypassing the first two decades also 
speeds up the reading. By using a voltage-to-frequency converter with a maxi- 
mum rate of 100 kHz, the first three decades can be easily filled in 16.67 msec. 
However, if all five decades were used, a 6-MHz voltage-to-frequency converter 
would have to be used, or a period of 1 see would be required. 

Because counts are fed into different decades during the measurement cycle, 
the sensitivity of the voltage-to-current converter has to be changed. This is 
accomplished by the variable resistor shown below the operational amplifier in 
Fig. 8-11. The use of this means of controlling the sensitivity allows the basic 
sensitivity of the current-to-frequency converter to remain unchanged during a 
measurement cycle. 


Dual-slope Integration. A recent innovation has greatly simplified the 
conversion of an analog signal into a digital presentation. This is called 
the dual-slope integration technique, and a simplified block diagram is 
shown in Fig. 8-12. Basically, a DVM using dual-slope integration is a 
voltage-to-time converter, but not in the same sense as the linear ramp 
discussed earlier. The interpolation used in the interpolating-integrat- 
ing DVM is dual slope in nature. 

The input signal in Fig. 8-12 is integrated for a fixed interval of time. 
During this time, charge builds up on C4. The next step is to measure the 
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FIG 8-12 Dual-slope integrating DVM. 


time it takes to discharge this capacitor, with the use of a fixed reference 
current. During the integration period, the rate of charge buildup on 
the capacitor is proportional to the level of the input signal. However, 
during the discharge cycle, the rate of discharge is fixed. 

In the simplified block diagram shown in Fig. 8-12, the period of inte- 
gration is determined by a 1-MHz oscillator and the counter. Just 
prior to a measurement, the counter is reset to zero. At the beginning 
of the measurement cycle, the gate between the oscillator and the counter 
is opened by the control logic, and at the same time S» opens. Even 
though S; has been connected to the unknown signal, the charge on the 
capacitor at the beginning of the measurement period is zero with S, 
closed. As soon as S_ opens, charge begins accumulating on C; at a rate 
proportional to the input signal. This process continues until a carry 
pulse is generated by the counter. The counter resets to zero as the 
carry is generated. Since this is a five-decade counter and the counting 
rate is 1 MHz, the carry pulse is generated 100 msec after the opening of 
the gate. The carry pulse input to the control logic causes S, to switch 
to the Vie position. The counter continues to accumulate pulses from 
the oscillator. The polarity of the reference voltage is opposite to that of 
the input signal, so that charge accumulated on C; during the integrating 
period is now removed by the reference signal. As soon as all the charge 
is removed, the output of the operational amplifier is at 0 V and this condi- 
tion is detected by the zero comparator. This comparison signals the 
control logic to close the gate between the 1-MHz oscillator and the five- 
decade counter. 

Some of the waveforms associated with dual-slope integration are 
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found in Fig. 8-13. The input waveform is shown in Fig. 8-13a. The 
solid line represents an input voltage of 1.000 V, while the dashed line 
represents an input voltage of 0.5000 V. Figure 8-136 indicates the 
waveform at the output of the operational amplifier. The slope of this 
voltage during the 100-msec integrating period is shown to be proportional 
to the level of the input signal. During the period following this integra- 
tion interval, the slope of the output voltage is seen to be constant in 
both cases as it is returned to0 V. When the input voltage is 0.5000 V, it 
takes only half the time to reach zero that it does with 1.000 V—hence 
there is voltage-to-time conversion. , 

Figure 8-13c shows the instantaneous count present in the reversible 
counter. During the integration period, the count steadily approaches 
100,000 at a rate of 1 million counts per second. Since it is only a five- 
decade counter, it automatically resets itself to zero on reaching 100,000 
counts and continues counting at the same rate until zero comparison is 
made at the output of the operational amplifier. As Fig. 8-13c shows, 
there are 50,000 counts present when zero is reached for V; = 0.5000, 
while there are 100,000 counts entered for V; = 1.0000 V. 

The dual-slope technique puts the primary responsibility for accuracy 
on the internal reference voltage. The value of R; or of C; is not signifi- 
cant in determining accuracy. It is only required that they remain 
stable during the measuring period. The frequency of the oscillator, f, 
is similarly not important, provided it is constant. However, if line- 
related frequencies are to be integrated to zero by this technique, the 
period generated by the oscillator and counter should be some multiple 
of the period of the line frequency. 


100 msec. 
ie) 
Vv. t 
6 output on 
ampli 
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FIG 8-13 Dual-slope waveforms. 
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The reason that the values of R,, C1, and the frequency are not impor- 
tant in determining the accuracy is that they are used during both the 
integration period and the measuring period. The following expressions 
help demonstrate this: 


LY; 1 Vi. 

Vo opamp — C1 Ri T integrate = Ci R. T discharge (8-3-1) 
105 accumulated counts 

T integrate = and T discharge ETN 
f f 

Accumulated counts = —~ X 105 (8-3-2) 


ref 


Equation (8-3-2) shows that accuracy depends only on the internal refer- 
ence voltage. . 

One comment can be safely made regarding the various techniques used 
to convert an analog signal into a digital output or presentation—Even 
though it would appear that the concerted efforts of industry over the 
past 15 years have discovered many techniques to make this conversion, 
the next clever technique may be described in the technical journal you 
read tomorrow. 


8-4 Normal-mode Rejection 


During the discussion of the theory of operation of integrating DV Ms, 
reference was made to their ability to reject signals that are in series with 
the input signal. These signals are called normal-mode or superimposed 
notse signals. This type of signal can be caused by electromagnetic 
pickup in the input leads to the DVM, or by an inherent component of 
the unknown signal, i.e., ripple at the output of a power supply. Typi- 
cally, the frequency of these signals is an integer multiple of the power- 
line frequency, but in practice any type of disturbance may be present. 

There are many applications where fast readings are required to char- 
acterize the unknown signal adequately. The removal of superimposed 
high-frequency components would be unacceptable. However, in the 
following discussion, assume that only the average value of a signal is 
desired. 

In the description of the successive-approximation technique above, it 
was observed that the reading is achieved only after a number of success- 
ful decisions by the logic circuitry. Any incorrect decision along the way 
can cause a completely erroneous reading of the unknown signal. Super- 
imposed noise is the most common cause for bad decisions of this kind. 
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If the de value of the unknown is somewhat above 8.000 V in value but 
noise causes it to drop just below this level when the digital-to-analog 
feedback is generating 8.000 V, the reading will be incorrect. 

It is obvious that the severity of such errors is more or less proportional 
to the amount of noise present. The same is true of the linear- and 
digital-ramp techniques. Superimposed noise can cause bad comparisons 
between the input signal and the internally generated ramp. The usual 
solution to such problems is the inclusion of a low-pass filter at the input 
of the DVM. The presence of such a filter does reduce the amount of 
noise presented to the digitizing circuitry, but it also increases the time 
of response of such instruments. Any filter that reduces the amount of 
noise significantly has a typical settling time on the order of 500 msec to 
1.0 sec. This settling time has to be added to the digitizing time of the 
instrument in determining the true reading rate. 

All the integrating DVMs discussed above employ techniques that 
make use of a specific period of time called either a gate length or an 
integrating period. During this period of time, the signal present at the 
input of the DVM is truly integrated and the average signal present is 
indicated on the front panel. A good example of this is the waveform 
used in Fig. 8-9. Although this example was used in conjunction with 
the technique using voltage-to-frequency conversion, the same would be 
true of the dual-slope technique. 

Assume the input to an integrating DVM can be presented by 


v(t) = Vi sin ot (8-4-1) 


In this example, it is assumed that there is no de component present 
in the input signal. In developing this general case, it will be assumed 
that the integration interval begins at ¢ — t, and ends at !—ti+ T, 
where T is the period of integration or the gate length. The average 
voltage during this integration period is 


V, a+? 


Vav = T Jt 


sin wt dt 


Vi t=ht+T 
— — cos wt | 
oT iat 


ll 


V 
= — — [eos w(t: + T) — cos wt;] (8-4-2) 
wT 
By expansion of Eq. (8-4-2), the average value is 


Kee -4 [—2sin 14 (Quti + wT) sin % (wT) (8-4-3) 
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where V,,y can be maximized by choosing ¢, so that 
sin 4(20t1 + wT) = 1 (8-4-4) 


Substituting Eq. (8-4-4) in Eq. (8-4-3) gives the expression 


Vav(max) = — sin — oT 
Ww 


Il 


Vi, 
fT sin rfT | (8-4-5) 


As the frequency of the superimposed noise approaches zero, Vay (max) 
approaches V;. In order to develop an expression for attenuation as a 
function of frequency, it is necessary to establish the ratio of the value of 
the signal at 0 Hz to its value at a specific frequency. 


Vi 23 at. (8-4-6) 
(V1/rfT) sin rfT sin rfT 
A plot of Eq. (8-4-6) is shown in Fig. 8-14. As seen in this figure, infinite 
cusps of rejection occur at intervals determined by fT = n, where 
n=1,2,...,K. In this instance, the gate length is 1.0 sec. 

By the appropriate choice of the integration interval, maximum rejec- 
tion of line-related frequencies can be obtained. This is why many gate 
lengths are 16.67 msec, 100 msec, or other multiples of 16.67 msec in 
length. For use in Europe where the predominant line frequency is 50 
Hz, 20.0 msec gate lengths should be used in place of 16.67 msec. 
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FIG 8-14 Normal-mode rejection characteristics of integrating 
DVM. 
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8-5 Common-Mode Rejection’ 


Another type of disturbance which can cause errors in measurements 
is made by common-mode signals. In Fig. 8-15, V3 and V4 are common- 
mode signals. In this figure, V2 is a normal-mode signal, while V; is the 
signal to be measured. There are many sources of common-mode signals. 
If a floating measurement is to be made, the voltage on which the input of 
the voltmeter is floating is a common-mode signal. These signals can 
also be produced by ground currents, particularly where the source of the 
signal to be measured is some distance from the instrument making the 
measurement. In such a situation there are usually grounds used at 
each point, and the separation of these points usually means they are not 
at the same potential. The resistances Ri and R2 in Fig. 8-15 represent 
high- and low-side resistance in the measuring circuit. 

Figure 8-16 demonstrates the practical situation of a load-cell measure- 
ment and the cell’s equivalent circuit. A load cell is composed of four 
strain gages connected in a bridge arrangement with an isolated input and 
output. Figure 8-16) shows the equivalent circuit of the load cell in 
Fig. 8-16a. 

All the other components shown in Fig. 8-15 are part of the measuring 
instrument. The resistance R3 represents the input resistance of the 
voltmeter, while R, and C4 represent leakages between the low terminal of 
the instrument and power ground, and R; and Cs represent leakages 
between high and power ground. In most measuring systems, the imped- 
ance determined by the parallel combination of R; and C;; is much larger in 
value at all frequencies than is the impedance of the parallel combination 
of Rand Cy. The reason for this is the fact that the high side is physically 


1 This discussion applies to instruments with floating, single-ended inputs. 
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FIG 8-16 Load cell and equivalent circuit. 
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a wire or narrow conductor while the low side is a plane or large metal area 
in close proximity to the power ground of the measuring system, which is 
also a large surface. Because of this, the path for current through A, and 
the parallel combination of R; and C; will be neglected. 

The disturbing fact about these paths is that current flowing through 
them will tend to generate a voltage that is in series with the signal to be 
measured. The most troublesome path of this nature is through Rz and 
the parallel combination of R, and C;. This current, of course, is due to 
the common-mode voltages V3; and V4 Common-mode rejection is 
related to the ability to reduce the voltage developed across Re. Given a 
certain value of R. (taken nominally to be 1 kQ in industry), the only way 
to increase this rejection is to increase the value of Z, (the parallel com- 
bination of Ry and C4). 

In a well-designed floating instrument, R, may be as high as 10° Q 
and C4, may be as large as 2,500 pF. These values lead to the following 


CMRs: 


9 
— 20 log a = —120dB 
108 


Direct current: CMR 


—20 log Late 


Alternating current: CMR 


10° |s=60 Hz 


6 
<9 opts = —e0aE 
108 


In the above example, a de common-mode signal of 100 V would 
develop 100 uV across Rez, while an ac common-mode signal of 20 V at 
60 Hz would develop 20 mV across R2. One can also think of CMR as a 
reduction in the amount of a common-mode signal converted into a normal- 
mode signal across Ro. 

In many instances, the 100-yV de signal or 20-mV ac signal would be 
intolerable in a measurement. This is particularly true if low-level 
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FIG 8-17 Configuration of float- 
ing and guarded input. 


dc measurements are being made, as would be the case in many load-cell 
applications. A technique called guarding has been incorporated into 
many DVMs to increase their ability to reduce and eliminate the effects of 
common-mode signals. In its simplest form, a guard is a sheet-metal 
box surrounding the circuitry associated with low and is insulated from 
both low and power ground. A terminal at the front panel makes this 
“‘box”’ available to the circuit under measurement. 

Figure 8-17 shows the application of a guard to the measurement situa- 
tion shown in Fig. 8-15. In Fig. 8-17, Z, and Z; have the same magnitude 
as Z, in Fig. 8-15; i.e., the resistance is 10° @ and the capacitance is 
2,500 pF. However, Rs in Fig. 8-17 is typically greater than 10° Q, 
while Cs is less than 2.5 pF. . 

The resistance Rs and capacitance C, do not physically exist; they can- 
not be measured directly, but represent what leakage remains ‘‘through’’ 
the guard when it is connected as shown in Fig. 8-17. In other words, 
the proper use of this guard considerably lowers the effective leakage 
between Lo and power ground; that remaining is indicated by the com- 
ponents of Zs. The guard is actually driven by the common-mode 
signal, as is Lo; hence there is virtually no current through Z4. The 
bottom side of Z, is essentially ‘‘bootstrapped” to low because the guard is 
driven by the same common-mode signal as low. 

The CMR for the guarded circuit is: 


lt 
Direct current: CMR = —20 log — = —160dB 
—12 
Alternating current: CMR = —20 log On) <x 


9 
~20 log 1% = —120 dB 
103 
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This shows a considerable improvement over the unguarded situation. 
Now the 100-V de common-mode signal generates only 1 wV of normal- 
mode signal, while the 20-V ac common-mode signal generates only 20 nV 
of ac normal-mode signal. 

Effective CMR. Effective CMR is a concept that combines the effects 
of normal-mode rejection and CMR. It relates the effects of a common- 
mode signal to the readout of the instrument rather than to the input. 
Thus, if a certain instrument has a CMR of — 120 dB at 60 Hz and has 
50 dB of normal-mode rejection at the same frequency owing to an input 
filter, its effective CMR would be —170 dB at 60 Hz. Figure 8-18a shows 
a plot of the CMR of a guarded DVM with 160 dB of rejection at dc and 
120 dB at 60 Hz. If this instrument is an integrating DVM with a 
guard, its effective CMR would be that shown in Fig. 8-18b. In this plot, 
it was assumed the gate length was 0.100 sec. As Fig. 8-18) shows, the 
effective CMR ratio is never lower than — 145 dB, even as the frequency 
increases above 60 Hz. 


8-6 Principles of AC Voltage Measurements 


Most ac measurements are made with ac-to-de converters, which pro- 
duce a de current proportional to the ac input being measured and use 
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this current for either meter deflection or application to the de circuitry 
of a digital or analog multimeter. Converting the signal to de as soon 
as feasible minimizes the serious errors which otherwise could result from 
frequency-selective circuits. 

Most ac voltmeters are classified into three broad types: rms-respond- 
ing, peak-responding, and average-responding. Those that are average 
responding and peak responding are generally calibrated to read the rms 
value of a sine wave. Only asmall minority of voltmeters available to- 
day are true rms-responding instruments, but it is expected that in the 
future many more true-rms voltmeters will be introduced. 

Voltmeters are ordinarily calibrated in rms volts because that is the 
equivalent to a dc voltage which generates the same amount of heat power 
in a resistive load that the ac voltage does. For this reason, rms voltage 
is Synonymous with effective voltage, and the term is used predominately 
in discussions of ac voltage without referring to the term rms. 

The rms value of a waveform is defined as the square root of the aver- 
age of the squares of the quantities being measured. Theoretically, 
rms value can be found by measuring the voltage at equal intervals along 
the waveform for one cycle, squaring the numerical value of the voltage 
at each point, finding the average value of all the squared terms, and then 
taking the square root of the average value. If there were n discrete 
values V; in a series of measurements, this could be expressed as 


n 


1 46 
Vea po (- Dy ve) asn-—- © (8-6-1) 
We pel 


If the quantity being measured is a continuous function of time, such as 
would normally be found in a voltage waveform, the summation process 
is replaced by integration. Then the rms value is expressed as 


1 4 
Vime = (= fre it) (8-6-2) 


where the measurement is carried out through the interval from 0 to T. 
From this, the rms value of one-half cycle of a sine wave is found. 


1 fe v4 
Vilas € i (Vmax ain 6)? 2) = (16 (V max)?)% 
Vv 
= 0.707 Vmax (8-6-3) 


The average value of an ac voltage is simply the average of the voltage 
values measured point by point along the waveform; if there were n 
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discrete values within this period, this would be described as 
Vex = > Ve (8-6-4) 
k=l 
If the quantity varies continuously, the average value is defined mathe- 
matically as 


1 sr 
Ve= a, v at (8-6-5) 


It should be noted that in an analog-metered instrument, the averaging 
is performed by the inertia of the meter movement, while in a digital 
instrument, this process is generally performed by a low-pass filter. 

The average value of one-half cycle of a sine wave is 


it #3 D 
Vos A Vinex Sin O90 = — Vmax = 0.636V max (8-6-6) 
vin Tv 


The average value of an integer number of cycles of a sine wave really 
is zero because the waveform has equal positive and negative values when 
it is averaged for a complete cycle. However, in the case of average- 
responding voltmeters, the average value of the sine wave is taken to 
mean the average rectified value or the average without regard to polarity. 

The use of average-responding rather than rms-responding voltmeters 
is primarily a result of simpler construction and lower cost. It is justified 
by the wide use of sine waves in electronic measurements. In calibrating 
an average-responding meter, a pure sine wave with an rms amplitude of 
1 V can be applied to the meter and the resulting pointer deflection on 
the scale is adjusted to read 1 V. This is done by applying a constant of 
proportionality to the meter called the form factor, which is defined as 
follows: 


rms or effective value 


Form factor = 
average value 


The form factor of a sine wave is calculated as follows: 


View O5007 V cast 
Vay 0.637 Vinax 


Form factor = =1.11 (8-6-7) 
To determine the average value of a wave with the use of an average- 
responding voltmeter, simply divide the reading on the voltmeter by 1.11. 
To determine the peak value of a sine wave, multiply the reading on the 
voltmeter by 1.414. Obviously, to get the peak-to-peak value of a sine 
wave, one can multiply the reading on an average-responding voltmeter 
by 2.828. 
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8-7 Average-responding Detectors 


A simplified version of the circuit used in a typical average-responding 
voltmeter is shown in Fig. 8-19. The applied waveform is amplified in a 
high-gain stabilized amplifier to a reasonably high level and then rectified 
and fed to a de milliammeter calibrated in terms of the rms input voltage. 
In a digital multimeter, the rectified current is filtered and then applied 
to the de circuitry of the instrument. In the meter instrument, the 
rectified current is averaged either by a filter or by the ballistic charac- 
teristics of the meter to produce a steady deflection of the meter pointer. 
Any de component in the applied voltage is excluded from the measure- 
ment by an input-blocking capacitor preceding the high-gain amplifier. 

The ac amplifier has a large amount of negative feedback, which ensures 
gain stability for measurement accuracy as well as broadening the fre- 
quency range of the instrument. Inclusion of the meter circuit in the 
feedback path minimizes the effects of diode nonlinearities and meter 
impedance variations on circuit performance. 

It should be noted that the capacitors in the meter circuit tend to act as 
storage or filter capacitors for the rectifier diodes and also coupling capac- 
itors for the feedback signal. However, both capacitors could be replaced 
by resistors and the circuit would work nearly as well with the inherent 
meter inertia for filtering. The diodes act as switches to maintain uni- 
directional meter current despite changes in the instantaneous polarity of 
the input voltage. 

Errors in the readings of an average-responding voltmeter can be 
generally attributed to either the application of complex waveforms to the 
detector (a distorted or nonsinusoidal input) or the presence of non- 
harmonically related extraneous signals (hum and noise). It is not 
uncommon that a small amount of hum is combined with the voltage to be 
measured. When the frequency to be measured is relatively high with 
respect to the hum frequency, a small amount of hum, of about 10 percent, 
will increase the reading of the average-responding meter by about one- 
half as much as it would increase the reading on a true-rms meter. This 
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amplifier 


FIG 8-19 Block diagram of aver- 
age-responding detector. 
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means a 10 percent hum will give a reading of approximately 1.0025 
times the reading without hum, or an increase of only }4 percent. 

The voltage of thermal noise is characterized by a gaussian probability 
density function, p(v). Shot noise also has a gaussian probability 
distribution if the average number of shots per second is much greater 
than the bandwidth. Impulse noise behaves as shot noise only if the 
impulses are totally independent and occur at random times. Rectified 
gaussian noise as obtained from an envelope detector, however, does not 
have a gaussian distribution. 

We can calculate the indication of an average-responding voltmeter to 
gaussian noise as follows [1]: The rectified de voltage Vo from noise can be 
shown as 


Vor= i » lelp(v) do (8-7-1) 

If p(v) is symmetrical about zero, then 
Vo =2 fr vp(v) dv (8-7-2) 
If the noise is gaussian, the probability p(v) dv that the instantaneous 


voltage lies between v and v + dv is 


p(v) dv = e727/20% dy (8-7-3) 


o(2r)” 


where o is the rms noise voltage. Substituting this in the expression for 
Vo gives 

_ 2 
(Qn) 


20 


Vo (On) (8-7-4) 


ad 2/992 
f ve—Vil2e" dy = 


Since the meter is calibrated to read the rms value of a sine wave, or 


1/(2)"Emax y _ 8 


Vin ica = 1.11 = SS ge al ion 
dicated Vo 2/eE max 0 2(2)# Vo (8 7 5) 
where Vp is the average or rectified value. Then, 
% 
Vindicated = en ple = es = 0.8860 (8-7-6) 


2(2)% (2x) #4 2 


Thus, average-responding meters read aproximately 11 percent, or 1 dB, 
low on gaussian noise provided that no overload occurs on the peaks. 
The accuracy with which an average-reading voltmeter will indicate 
the rms value of a wave with harmonic content depends not only on the 
amplitude of the harmonic but also on its phase and order. In the case 
of a fundamental wave and a single harmonic (generally second or third), 


Voltage and Current Measurements 241 


the waveform can be described as follows: 
v = Vmaz[sin 6 + k sin (n@ + ¢)] (8-7-7) 


where k is the amplitude of the harmonic as a percentage of the funda- 
mental. We can solve for the average value by writing 


V sine 
Qn 


e "78" [sin @ + ksin (nd + 4)] ao} (8-7-8) 


which reduces to 


Vey = 


{ iE [sin 6 + k sin (n@ + ¢)] dé 


max k 
Vv = ue {cos #1 — cos 2 + © [cos (nti + $) — cos (nbs + on} 
Tv 
(8-7-9) 


where 6; and 62 are zero crossing points determined by solving the following 
equation: 


sin @+ ksin (n@ + $) = 0 (8-7-10) 


The reading that will appear on an average-responding voltmeter is 
obtained by multiplying Eq. (8-7-9) by the average-to-rms form factor 
1.11. That is, 


LTT V coax 


wT 


V ems ar 


cos 6; — cos 62 + : [cos (né; + o) — cos (nbz + o)]} (8-7-11) 


It should be noted that waveforms with large amounts of harmonic 
content may have more zero crossings than the fundamental. This is 
particularly true of third-harmonic distortion of greater than about 30 
percent, second-harmonic distortion greater than 50 percent and higher- 
harmonic distortion. If this is the case, Eqs. (8-7-8), (8-7-9), and (8-7-11) 
must be modified to integrate the rectified waveform between zero 
crossings. 

The error in rms reading as a function of the harmonic phase is shown 
in Fig. 8-20 for second-harmonic distortion and in Fig. 8-21 for third- 
harmonic distortion. Curves are shown for 10, 20, and 30 percent 
harmonic distortion in each of the two plots. It is interesting to note 
that cyclic variation occurs in the error as the phase of the harmonic is 
changed. (See Fig. 8-22 for phase orientation.) The maximum error 
with second-harmonic distortion occurs when the second harmonic is in 
phase or out of phase (180°) with the fundamental. The maximum error 


Percent error 
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FIG 8-20 Error between true-rms and average reading x form 
factor of wave with second-harmonic distortion. 


in a signal with third-harmonic distortion occurs when the phase of the 
harmonic is either in phase or out of phase (180°) with the fundamental. 
Figure 8-22 shows the effect on the waveforms caused by second- and 
third-harmonic distortion with the harmonic phase set to obtain the 
maximum error in the voltmeter readings. 

The true-rms value of a waveform with harmonic distortion can be 
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FIG 8-21. Error between true-rms and average reading X form 
factor of wave with third-harmonic distortion. 
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Resultant wave 
F\ f\ L\ 
, 


(b) (a) <7 


FIG 8-22 Distorted waveforms with largest time error in average- 
responding detector: (a) in-phase second harmonic, (b) out-of-phase 
second harmonic, (c) in-phase third harmonic, and (d) out-of-phase 
third harmonic. 


calculated by taking the square root of the sum of the squares of the rms 
value of the fundamental and the rms values of the harmonics: 


Vims = [(Vims, fund)? + (Vrms, 2nd)? + (Vrms, 3rd)? + - - *]% 
(8-7-12) 


Table 8-1 shows the values read on a true-rms voltmeter of waveforms 
with second- and third-harmonic distortion and the maximum percentage 
_ error obtained on an average-responding voltmeter. 

An examination of Figs. 8-20 and 8-21 and Table 8-1 indicates a number 
of interesting points. From Fig. 8-20 it can be seen that the condition 
in which a second harmonic will cause the average value of the complex 
wave to follow most closely the rms value is that the harmonic have a 90° 
relation to the fundamental, that is, where the peaks of the harmonic 


TABLE 8-1 


Maximum % error 
% Harmonic Truerms voltage 2nd harmonic only 3rd harmonic only 


1 0.7071 0.02 0.34 
3 0.7074 0.032 - 1.03 

5 0.7080 0.112 1.77 
10 0.7106 0.485 3.8 
20 0.7211 1.93 8.5 
30 0.7382 4.2 13.8 
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occur at the time the fundamental intercepts the zero axis. This is also 
the condition often encountered in practice. A square-law term in a 
transfer characteristic, for example, produces this phase relation for the 
second harmonic. It can also be seen that for second harmonies of typi- 
cal magnitudes (less than 10 percent), the average-reading meter will give 
readings quite close to the rms. For a second harmonic of 10 percent 
magnitude, for example, the error of the average-reading meter is less 
than 1 percent. 

It can be noted from Fig. 8-21 that a wave consisting of a fundamental 
and third harmonic causes considerably greater variations in the readings 
of an average-reading type of voltmeter than does a wave with second- 
harmonic content. Whereas the reading of the meter on a wave contain- 
ing second harmonic is always lower than the rms value, the reading with 
a wave containing third harmonic can be either high or low for harmonic 
contents up to as high as 75 percent. 

Not only does the third harmonic cause greater variations in the meter 
reading than second harmonic, but it also causes greater variations than 
any other harmonic. The extremes of error with small amounts of odd 
harmonics are given by the percentage of the harmonic divided by the 
order of the harmonic. Small amounts of harmonic in this case can be 
defined as percentages less than 100/n, where n is the order of the odd 
harmonic. 

It should be noted that for typical amounts of this worst harmonic, the 
third, the accuracy of an average-reading meter is still good. Third 
harmonics up to 10 percent, for example, can cause errors no greater than 
5 percent. 

When more than one harmonic is present in the applied wave, the 
mathematics of each case becomes more complicated. As a result, no 
analytical studies of these situations have been made. However, some 
experimental data have been compiled for combined second and third 
harmonics with various amounts of fundamental [2]. 

Two other cases of interest that can be easily investigated are the 
differences between readings on an average-responding voltmeter and a 
true-rms voltmeter with a triangular wave or a square wave applied. 
A calculation of the average value of a triangular wave, shown in Fig. 
8-23a, shows 


2 x/2 2t 1 
Vee = iA = dt = 5 (8-7-13) 


The rms value of the triangular wave is 


2 pr/2 4t? we 1 
Ves = € i: = at) = (8-7-14) 
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FIG 8-23 Triangular and square 
waveforms. 
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Multiplying the average value of the triangle wave by the form factor 
1.11 and determining the error between the average-responding and true- 
rms voltmeters, 


1.11/2 — 1/(3)% 


1/(3)* x 100 


Percent error = 


= —3.81 percent (8-7-15) 


In a square wave the unique relation exists that the average, rms, and 
peak values are all the same. Since an rms-calibrated, average-reading 
meter indicates 1.11 times the average value, it will indicate 11 percent 
high for the rms value of a square wave. Further, a square wave has 
the lowest ratio of rms value to absolute-average value of any wave. It 
follows, then, that an average-responding meter will never read more 
than 11 percent too high. 


8-8 Peak-responding Detectors 


The primary difference between the peak-responding voltmeter and 
the average-responding voltmeter is the use of a storage capacitor with 
the rectifying diode. The capacitor charges through the diode to the peak 


FIG 8-24 Peak-responding meters. 


value of the applied voltage, and the meter circuit then responds to the 
capacitor voltage. 

Two of the most common forms of the peak-responding detector are 
shown in Fig. 8-24. Figure 8-24a shows a de-coupled peak detector, in 
which the capacitor charges to the total peak voltage above ground refer- 
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ence. In this case, the meter reading will be affected by the presence of 
de with the ac voltage. In Fig. 8-24b, an ac-coupled peak detector circuit 
is shown. This circuit is closely related to the familiar dc-restorer 
circuits found in the literature. 

In both circuits, the capacitor discharges very slowly through the high- 
impedance input of the de amplifier so that a negligibly small amount of 
current supplied by the circuit under test keeps the capacitor charged to 
the ac peak voltage. The de amplifier is used in the peak-responding 
meter to develop the necessary meter current. 

The primary advantage of the peak-responding voltmeter is that the 
rectifying diode and storage capacitor may be taken out of the instrument 
and placed in the probe when no ac preamplification is required. The 
measured ac signal thus travels no farther than the diode. The peak- 
responding voltmeter, then, is able to measure frequencies up to hundreds 
of megahertz with a minimum of circuit loading. In fact, peak detectors 
with the circuit shown in Fig. 8-246 are being used in coaxial transmission- 
line configurations to measure signals with frequencies of greater than 
40 GHz. - 

There are several inherent disadvantages of the peak-responding volt- 
meter for many applications. One is the susceptibility of the peak- 
responding meter to errors caused by harmonic distortion in the input 
waveform. Another is the limited sensitivity of the instrument because 
of the imperfect diode characteristics, which is discussed later. The third 
disadvantage appears when the input waveform is not symmetrical. 

If the input waveform is unsymmetrical, a different reading will occur 
when the voltmeter leads are reversed. This is straightforward and 
obvious for the dce-coupled peak detector. One can envision a pulse 
train’s being applied to the detector in which the peaks of a positive pulse 
would be indicated on the meter. However, what appears when a nega- 
tive pulse train is ac coupled to the peak detector? When a positive pulse 
train is ac coupled to the detector, the ‘“‘de-restoring” property of the 
detector tends to restore the de value lost in the coupling to the wave- 
form. The output of the detector is then filtered to measure only the de 
value of the detected waveform. If a pure sine wave or any other sym- 
metrical waveform were measured, the detected and filtered value would 
be proportional to the peak-to-peak value of the waveform. For the 
positive pulse train, the filtered value would be approximately equal to 
the de value of the original waveform. However, for the negative pulse 
train, the output of the detector prior to filtering would appear to be a 
positive pulse train with a duty factor approaching unity, as shown in 
Fig. 8-25. The filtered output is obviously close to the peak value of 
the input pulse train. 

The limitation of sensitivity in the peak-responding detector is pri- 
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marily caused by the nonideal characteristics of the rectifying diode. 
Diodes, whether semiconductor or thermionic, have highly nonlinear 
current-to-voltage transfer characteristics below 1 V. This nonlinearity 
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FIG 8-25 Allternating-current peak-detector output with pulse 
train applied to input: (a) positive train; (b) negative pulse train. 


is sometimes compensated for by a separate nonlinear meter scale on the 
most sensitive range or by a differential technique with the nonlinearity 
of another closely matched diode. However, accuracy is difficult to 
achieve since individual diodes of a given type do not necessarily have 
similar transfer characteristics. In Fig. 8-26 assume that the capacitor C’ 
is sufficiently large that its voltage change during one cycle is negligible 
compared with the voltage change at the output. The voltage at the 
instantaneous output, vo, consists of a de value V, equal to the de voltage 
across the capacitor, Va, and a series of ac terms related to the input 
voltage and its harmonics caused by the nonlinearity of the diode. We 
can write 


vo = Vat Vi sin wt (8-8-1) 


The de component of the output is determined by the amount of charge 
added to the capacitor by the diode to replace that dissipated by the 
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FIG 8-26 Allternating-current peak 
detector. 


resistor during the positive half cycle. The instantaneous diode cur- 
rent is 


t= T,(eteint? —_ 1) = T,(e6ait?) VatVa sin wt) 1) 
= LT ,(e6a/ #P) (Ve +V, ain wt) oe 1) (8-8-2) 


where n is a constant of proportionality determined by the diode manu- 
facturing process. In many recently designed silicon diodes, m has been 
experimentally found to be approximately 2. In thé equation, gq is the 
charge on an electron, k is Boltzman’s constant, and T is temperature in 
degrees Kelvin. 
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The average current through the diode, J, is equal to the current lost 
through the load resistor R during the positive half cycle; that is, 


V 


I= = = [,(e/NkT)(V,+Vasinwt) — ]) average (8-8-3) 
or 
Vo ; 
= (e6aVo/ mk?) e(aVqi/nkT) sin wt __ 1) average (8-8-4) 
I,R 
Rearranging, 
V, ; 
1+ RI CaN sl MEP ve geval nk Tain at average (8-8-5) 


we can expand the right side of Eq. (8-8-5) in a Bessel function form 


efzsin®@ = Jo(x) + 27Ji(n) sin 6 + 2J2(x) cos 20+ --: - (8-8-6) 
or 
ersin@ = Jo(—jx) + QjJi(—jz) sin @+ °°: (8-8-7) 
Then for the de component, we can write 
Ve .QVa ToqVa 
Vi inkT — —_7 ——] = oe 
(1 = a) ss Jo( j a) nkT ee) 


We can examine the peak detector under three separate conditions, 
depending on the level of the input signal. For high-level signals, one 
can intuitively predict a linear response to input voltage, since the diode 
voltage is limited in the forward bias condition. In most cases, where 
the resistance on the output of the detector is large (10 MQ or greater), 
input voltages of greater than 1 V can be assumed to be linearly detected. 
If the input voltage is less than 1 V, the detected voltage can be deter- 
mined to a close approximation by using Eq. (8-8-8). However, for 
input voltages less than 50 mV, the diode transfer characteristics can be 
considered square law by making the following approximations: 


o 


Ri, 


«1 


QV. 


aViinkT ~~ 1 
i = nkT 


and 


; q , lfaqa¥\ ; 
(q/nkT)Vasinwt — | + oan Va t + PERE (eee Va? 2 { Peete 
7 nkT ies 2 (7) Sea 


(8-8-9) 
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Since we are interested only in the de component, we can use Eq. (8-8-5) 
and write 


qVo _ i(<) % oe 
14 Meni ti ( V2t+ 


or 


= g oa ee V..= Vo -8- 
V, SkT Va onhT Vin where in (8-8-10) 


The accuracy of Eqs. (8-8-8) and (8-8-10) depends heavily on the manu- 
facturing processes in the fabrication of the detector diode, but the equa- 
tions are useful to determine the detected voltage to a reasonable 
approximation. 


8-9 Peak-to-peak Detection 


The addition of a capacitor and a diode can change a peak detector 
into a peak-to-peak detector, as shown in Fig. 8-27. The advantage of 
detecting peak to peak over a simple peak detection is the absence of 
turnover error caused by an unsymmetrical waveform. In addition, the 
output voltage for a symmetrical waveform is double the output voltage 
of a peak detector, which results in twice the detection efficiency. 

The peak-to-peak detector is sometimes called a voltage-doubler circuit, 
and it works as follows: When the waveform at V, is negative, diode D, 
becomes forward biased and C, charges up to approximately the negative 
peak voltage. When V, goes positive, D, is back biased and D2 becomes 
forward biased. The charge on C; is gradually transferred to C2 during 
the initial transient period. When the circuit is in steady-state opera- 
tion, the output voltage is the sum of the voltage developed across C, 
during the negative portion of V; and the positive peak of V:, which is 
equal to the peak-to-peak input voltage. To ensure successful operation 
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FIG 8-27 Peak-to-peak detector. 


of the circuit, C; and C, must be large enough so that the voltage does not 
change appreciably across C2 during one period of the input voltage, and 
the voltage across C, does not appreciably change in the process of 
recharging C. , 
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8-10 Root-mean-square—responding Detectors 


There are many occasions when measurements of the true rms value of 
a voltage are highly desirable. When measurements of electrical or 
acoustical noise, low duty-cycle pulse trains, or voltages of undetermined 
waveform are made, it is almost imperative that an rms-responding volt- 
meter be used. 

In past years, rms-responding voltmeters have not been used widely 
because of the difficulties in designing a rugged, easily operated instrument 
of somewhat reasonable cost. Recently, however, these difficulties have 
been largely overcome. 

The rms-responding voltmeter presents special circuit-design problems 
compared with the straightforward techniques used in the average- and 
peak-responding voltmeters. This is because the input voltage must be 
squared and then the square root of the average of the squared quantity 
taken. 

One approach has been to take advantage of the nonlinear character- 
istics of diodes, which exhibit a fairly accurate square-law transfer function 
at low voltage levels. By calibrating the meter scale so that it indicates 
the square root of its driving voltage, one makes the meter indicate the 
rms value. Accurate calibration is difficult, however, because the diode 
characteristics do not always conform precisely to a square-law curve, 
and this characteristic is not uniform from diode to diode. This problem 
is reduced by amplifying the signal and using a greater voltage to drive the 
meter through a more predictable nonlinear network made up of several 
diodes and resistors. 

Another approach is to use a thermocouple. The signal to be measured 
is applied to a fine heater wire, and a thermocouple attached to the heater 
wire generates a de voltage proportional to the rise in temperature of the 
hot junction. This measurement is based on the original concept of the 
rms value as the equivalent of the heating power in a waveform. 

The accuracy of this technique has been difficult to control because of 
the nonlinear behavior of thermocouples, which tends to complicate the 
meter calibration, and also because of the thermal problems involved. 
Thermal variations are reduced by installing the heater and thermocouple 
in an evacuated glass bulb and by using fine wires of low thermal con- 
ductivity. Other problems with thermocouples have been sluggish 
response and susceptibility to burnout. 

One technique to reduce these difficulties is to use a null-balance tech- 
nique as shown in Fig. 8-28. The amplified input signal is applied to the 
measuring thermocouple while a de feedback current is fed to the heater 
of the balancing thermocouple. The de current is derived from the 
voltage output difference between the thermocouples. The circuitry 
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) FIG 8-28 Block diagram of true- 
rms voltmeter with null-balance 
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thermocouple . 


may be regarded as a feedback control system which matches the heating 
power of the de feedback voltage to the input waveform heating power. 
Meter deflection-is proportional to the de feedback, which in turn is 
equivalent to the rms value of the input signal if the loop gain is high. 
The meter indication, therefore, is linear versus input and not subject to 
the nonlinearities of the thermocouples. 

A frequent limitation on the usefulness of an rms-responding voltmeter 
for measuring highly nonlinear waveforms, such as pulse trains, is its 
crest-factor rating. Crest factor is defined as the ratio of the peak voltage 
to the rms voltage of a waveform. The crest factor is limited primarily 
by the amplifiers in the voltmeter circuit preceding the detector. The 
maximum crest factor is determined by (1) the level beyond which the 
input waveform drives the amplifiers into nonlinear operation and (2) 
the bandwidth of the amplifiers, which determines how much of the fre- 
quency spectrum of the pulse train or other nonlinear waveform will be 
accurately detected. A pulse train and its frequency spectrum are 
shown in Fig. 8-29. It should be observed that the width of the fre- 
quency spectrum is inversely proportional to the width of the pulse and, 
as will be shown below, is increased as the crest factor of the pulse train 
is increased. If the crest factor of the waveform is large and the repeti- 
tion rate of the pulse train is within a decade of the bandwidth of the 
system, it is possible that an appreciable amount of the energy of the 
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FIG 8-29 Frequency spectrum 
of a pulse train: (a) pulse train; (6) 
=e Se frequency spectrum. 


252 Electronic Measurements and Instrumentation 


input waveform would not pass through the amplifiers, which would 
result in an error in the voltmeter reading. 

Since a pulse train represents an extreme case of a nonsinusoidal periodic 
waveform and in some cases is a reasonable approximation of impulse 


O volts 


FIG 8-30 Pulse train. 


noise, it can be considered essential in studying the effects of waveform 
crest factor on the accuracy of an rms-responding voltmeter. From 
Fig. 8-30 we can define duty cycle D as the pulse width ty divided by the 
waveform period 7. That is, 


to 


D=— -10-1 
T (8-10-1) 
Since most rms-responding voltmeters are ac coupled, we can assume 
Vat Vs = Vop (8-10-2) 
and 
Vato = VT <— to) (8-10-3) 
Then 
Vo = VopD (8-10-4) 
Va = Vzp1—D) (8-10-5) 


The rms sum of V, and V,j is, after integration, 
V..= (oe — D)*to + Vop?DU{T — wy" 
rms T 
= V,,[D(1 — D)]* (8-10-6) 
Since crest factor CF is equal to Va/Vims for values of 0 <D<¥\% 


_ Vor(l mas D) _ 1 a 
oF = Fa = Dye ~ (5 —?) Pam 


If the duty factor D is small compared with 1, the crest factor is approxi- 
mately equal to the reciprocal of the square root of the duty factor, or 
1 
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Thus, the crest factor of a pulse waveform with low duty factor turns out 
to be somewhat different from that which might be presumed from con- 
sideration of the peak-to-average ratio. A pulse waveform with a duty 
factor of 1 percent has a crest factor of approximately 10, not 100 as might 
be assumed. 

High crest-factor performance is not easily obtained. An rms volt- 
meter with a high crest-factor rating must have amplifiers with sufficient 
dynamic range to pass signals that have a peak amplitude many times 
larger than full-scale rms value. For example, a pulse train with a crest 
factor of 7 must have a minimum dynamic range corresponding to 7.14 V 
to read full scale on the 1-V range of an rms voltmeter and a dynamic 
range corresponding to 14 V to read correctly if thé pulse train should be 
turned over. 


8-11 Other Detection Methods 


There are several detecting schemes used to obtain so-called true-rms 
readings by means other than measuring the heating value of a waveform 
with a thermocouple or other heat-sensing device. The most common 
technique uses a combination of the average detector and peak detector 
with suitable proportionality factors determined by the waveforms 
most frequently measured. This is shown in Fig. 8-31. 

For any given waveform, the rms value can be expressed by its peak and 
average values. That is, 


Views = kiV> ie keVa (8-11-1) 


where k, and ke are proportionality factors for the peak and average 
values of the input waveform, respectively. Dividing by Va, 


Vis 


V 
= his + ke (8-11-2) 


Va 


FIG 8-31 Quasi-rms detector. 


Using Eq. (8-11-2), we can solve for k; and ke for any two waveforms, 
knowing their form factor and peak-to-average ratio. It should be noted 
that the detector will indicate the true rms value for only the waveforms 
whose form factor and peak-to-average ratio are used in the design. Any 
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other type of waveform will be detected with some error. If the wave- 
forms chosen are representative of those to be measured, the detector will 
read the rms value with a relatively small amount of error, which can 
be calculated by using Eq. (8-11-1). 


Input 
voltage Input 


vota 
so SC) 


FIG 8-32 Combined peak and average detector with rms output: 
(a) average detector, (b) peak detector, and (c) combined detector. 


(a) 


This type of detector is most commonly used for special applications, 
such as measuring the rms value of a two-tone signal in telephone work 
or measuring random noise. 

Another technique closely related to the scheme discussed above is one 
in which the average and peak detectors are combined as shown in Fig. 
8-32. Figure 8-32a shows a simplified average detector and Fig. 8-326 
shows a peak detector. Figure 8-32c shows the combination of the aver- 
age and peak detectors in which the approximation to the rms value is 
determined. The ratio R,/R» can be adjusted empirically to provide the 
rms output for a group of closely related waveforms over a limited 
dynamic voltage range and a limited frequency range. 

Another possibility is to make R, nonlinear by using a diode shaping 
network or other suitable nonlinear network to more closely approximate 
a true rms reading over a large dynamic range. The shaping network 
could be used to ‘‘square’”’ the input voltage, which is averaged by the 
average detector, and applied to a meter with scale resembling a square- 


Input 
vottage 


FIG 8-33 Quasi-rms detector with non- 
linear 2, substituted in previous figure. 


root function. This would closely approximate the root-mean-square 
process over a relatively large dynamic range, depending on how closely 
the shaping network produces the desired nonlinear effect. This circuit, 
shown in Fig. 8-33, is also primarily designed by empirical means. 
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8-12 Sampling Voltmeters 


Sampling techniques used to construct low-frequency equivalents of 
high-frequency waveforms have been in existence for several years in 
oscilloscopes to display the waveforms of very high frequency repetitive 
signals. Only within the past few years has this technique been applied 
to voltmeters. An rf vector voltmeter is available that uses a sampling 
technique to measure amplitudes and phase angles simultaneously and 
automatically at frequencies as high as 1 GHz. Other sampling instru- 
ments are being developed to operate at frequencies as high as 12.4 GHz. 

Most sampling instruments, including the sampling oscilloscope and 
the rf vector voltmeter, sample coherently. This is analogous to the 
familiar stroboscopic technique, by which an oscillating or repetitive 
motion is apparently ‘slowed down’ by observing it only at discrete 
times, instead of continuously. The observations, or samples, may be 
taken by flashing a light, by observing the oscillating object through a 
slit in a rotating disc, or by some other means. Coherent sampling is 
shown in Fig. 8-34a and b. This type of sampling is primarily used when 
the waveform must be preserved for visual presentation or phase measure- 
ment. In a sampling voltmeter designed to measure only magnitude, it 
is advantageous to sample incoherently, because the voltmeter can be 
made very broadband without requiring frequency tuning. The input 
voltage is sampled at irregular intervals that have no relationship to any 
of the frequency components of the input signal. Enough samples are 
taken, however, so that the average, peak, and rms values of the samples 
closely approximate the average, peak, and rms values of the input volt- 
age. Thus the information that is relevant to the voltage-measuring 
function is preserved, while the waveform, which is assumed irrelevant, 
is not. . 

Incoherent sampling, shown in Fig. 8-34c and d, is especially advanta- 
geous in a voltmeter, because it gives the meter the sensitivity, accuracy, 
and broad frequency range of a sampling instrument, and yet it is less 
costly than coherent techniques and, unlike coherent sampling, it does 
not require that the input signal be periodic. The sampling voltmeter 
operates equally well with sinusoidal, pulsed, random, or FM signals. 

For the technique of incoherent sampling to work in all situations it is 
necessary that there be no correlation between the sampling times and 
the motion or signal under observation. If the sampling frequency were 
a subharmonic of the frequency of the signal being measured, the motion 
would be completely stopped. Thus, all the samples would be exactly 
the same height, and it would be impossible to determine the peak, aver- 
age, rms, and so on. One way to produce uncorrelated or nonuniform 
sampling intervals is to frequency-modulate the basic sampling signal 
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(da) 


FIG 8-34 Sampled outputs with coherent and random sampling: 
(a) input waveform, coherent sampling; (b) sampled output, coherent 
sampling; (c) input waveform, random sampling; (d) sampled output, 
random sampling. 


with a low-frequency triangular wave. This produces sampling intervals 
which are for all practical purposes uncorrelated with all input signals. 

A block diagram of a typical sampling voltmeter is shown in Fig. 8-35. 
Incoherent intervals are generated by frequency modulating the sampling 
rate at a 10-Hz rate. The sample hold circuit retains a constant voltage 
proportional to the sample until the next sampling instant. 
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FIG 8-35 Sampling voltmeter. 
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8-13 Synchronous Detection 


A difficult but essential voltage measurement required for many appli- 
cations is that of measuring low-level signals obscured by noise or other 
nonrelated signals. Such conditions are frequently encountered in com- 
munications systems, medical research, and control systems. Unfor- 


Synchronous 
detector 


FIG 8-36 Synchronous rectifier. 


circuit 


Reference 
input 


tunately, almost all broadband voltmeters are limited in sensitivity by 
noise and spurious signals introduced along with the input signal, caused 
by interference and ground loops within the system or by noise inherent 
in the amplifying circuitry. 

One common approach to this type of measurement is the use of a 
synchronous rectifier driven by a reference signal at the same frequency 
as the fundamental or most significant frequency in the input signal, as 
shown in Fig. 8-36. Voltmeters using this technique require a clean, 
high-level reference-signal input from the test-signal source, or from a 
local oscillator inside the voltmeter. This type of voltmeter is generally 
average responding and calibrated in rms volts, but it isconceivable that 
true-rms-responding synchronous detecting voltmeters could be easily 
designed. 

Another approach, somewhat unique to this type of measurement, is 
the phase-locked synchronous detector, in which no external reference 
signal is required. An internal voltage-controlled oscillator is used to 
drive the synchronous detector, as shown in Fig. 8-37. The internal 


Inhibit 
circuit 
Synchronous i Meter 


Phase- lock Volta 
controlied 
detector oscillator 


FIG 8-37 Block diagram of phase-lock voltmeter. 


258 Electronic Measurements and Instrumentation 


oscillator is coarsely tuned to the frequency of interest in the input wave, 
where the phase-lock loop automatically locks onto the input signal. 
The voltage controlling the frequency of the internal oscillator is derived 
from a phase detector, in which the input signal and internal oscillator 
output are compared in phase. 

Ordinarily, a synchronous detector (or demodulator) is simply a phase- 
sensitive detector in which the reference signal is in phase with the 
signal to be demodulated. This relationship gives maximum efficiency of 
amplitude demodulation; to get maximum efficiency of phase detection, 
the reference signal should be in quadrature with the input signal. There- 
fore, in Fig. 8-37 it can be assumed that the phase-lock detector contains 
a 90° phase shifter. 

The synchronous detector can in most cases be considered a product 
modulator. That is, the detector output voltage is proportional to the 
product of the input signal and the reference signal. If the detector is 
tuned to the frequency of interest in the input signal, this component of the 
input is frequency transformed to de, filtered by a low-pass filter, and read 
out on the meter face. Any frequency not harmonically related to the 
frequency of the reference signal is averaged to zero and will not be read. 
Hence, noise and spurious signals are rejected. 

Usually, the synchronous detector is driven by a square-wave reference 
signal, either shaped by an internal amplifier or obtained directly from 
the internal oscillator. This is done to maximize the detection efficiency 
of the circuit. To understand the response of the detector to a general 
input signal, an examination of this technique must be made. The 
reference signal can be expressed as 


Ure = V;, Sin wrt + V;,, sin 380it + V,, sin duit + °° - (8-13-1) 
and a general input signal as 
vi, = Vi sin wit + V, sin 2Qwot + V3 sin Swot + oe Be (8-13-2) 


It can be seen that upon multiplying Eqs. (8-13-1) and (8-13-2) and then 
taking the average, several things become apparent: 

1. No de due to even harmonics of the input signal appears in the 
detected output. This is true because even harmonics have integral 
numbers of cycles in one period of the fundamental and the average volt- 
age 1s zero. 

2. Only odd harmonics of the input signal will contribute de terms in 
the detected output, the amplitudes of which are inversely proportional 
to their harmonic number. 

3. If the reference oscillator is tuned to a lower frequency than the 
frequency of interest in the input signal, so that the frequency of interest 
is odd-harmonically related to the reference oscillator frequency, a meter 
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indication will appear even though there is no energy in the input signal 
at this frequency. This is an undesired effect and is generally suppressed 
by an inhibiting cireuit. 

The synchronous detection, or frequency-selective voltmeter, is an 
extremely valuable instrument to use for measuring signals in the presence 
of noise and spurious signals. However, care must be taken in the inter- 
pretation of the meter reading, particularly when the input voltage is not 
sinusoidal. 


8-14 Direct-current Probes 


It is frequently undesirable to connect a known resistance in series with 
a conductor in order to measure the de component (time average) of 
current by measuring the voltage across that resistor, and a moving-coil 
indicating instrument can be just as undesirable or inconvenient. The 
alternative is to measure the average magnetic field' produced by the cur- 
rent in the vicinity of the conductor, and this is not easy to do accurately. 

Unless a magnetic path of low reluctance is provided around the con- 
ductor, the field measurement varies greatly as the distance between the 
conductor and the magnetic sensor changes. Of course, a torroidal core 
surrounding a conductor will concentrate the flux, but ordinarily one 
would have to break the circuit to insert the core or leave the core per- 
manently installed. Some years back, however, a tiny split core was 
designed into a probe (Fig. 8-38) in such a manner that the two halves 
can be opened like jaws by squeezing the flanges on the probe handle 
(Hewlett-Packard model 428A). A spring return closes the jaws tightly 
around a conductor when the flanges are released. Practically no air gap 
remains. 

The two halves of the core contain windings that are connected as a 
magnetic amplifier (3]. That is, an ac excitation is applied to the wind- 


! More precisely, it is a line integral which is being evaluated, § Hdl = I. 


FIG 8-38 Probe jaws are opened 
by flanges on probe body; spring 
return closes jaws when flanges are 
released. 


, 
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ings, but they are balanced and no output voltage occurs if the square-loop 
magnetic materials in the two halves saturate at the same electrical 
angles of the excitation voltage. However, when a de magnetic field is 
produced by the current in the surrounded conductor, one-half of the core 
saturates earlier and the other half saturates later. An output voltage is 
produced by the magnetic amplifier at a frequency twice that of the 
excitation. A flexible cable transmits this output signal back to an instru- 
ment where it is amplified, demodulated, and then fed to an indicating 
meter and output terminals, where the output is available for an oscil- 
loscope or a recorder [4]. Since the carrier frequency is about 40 kHz, the 
demodulated signal easily extends from de to about 400 Hz. Bandwidth 
is limited to this value to keep noise low. 

The de probe does not introduce any de resistance into the circuit 
under test. There are, however, some small secondary effects. The 
commercial unit already cited introduces an inductance of about 0.5 uH, 
a shunt capacitance to ground of about 2 pF, and an induced earrier- 
related voltage of up to 15-mV peak. These effects are rarely great enough 
to impair the accuracy (within +3 percent typically). 

Typical full-scale current ranges are from 10-* to 10 A. ‘The sensitivity 
can be increased by looping several turns of wire through the probe, as 
shown in Fig. 8-39, although this arrangement is of course not always 
convenient. One of the basic limitations on sensitivity is the inherent 
noise in the magnetic amplifier. Another limitation is the effect of the 
earth’s magnetic field. Good magnetic shielding and a symmetrical 
arrangement of the coils help to minimize this effect, but there is a prac- 
tical limit. When the jaws of the probe are held open, the earth’s field is 
equivalent to about 1 A, and this influence has been reduced to about 
10-° A by the procedures given above. 


FIG 8-39 Measurement sensitivity 
can be increased by looping the 
conductor through the probe one or 
more times to increase the effective 
magnetizing force of measured cur- 
rent. 
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It is also possible to measure small magnetic fields by the Hall effect in 
semiconductors, but this approach has not been used in de measurement 
as much as the magnetic amplifier has been used. 


8-15 Alternating-current Probe 


Whereas the de probe utilizes a magnetic amplifier and has a frequency 
response limited to a fraction of the carrier frequency, the ac probe is 


onductor being 
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FIG 8-40 Current probe consisting of clip-on head and 
transistorized amplifier which can be used with oscilloscope or 
ac voltmeter. 


essentially a broadband current transformer with a one-turn primary 
winding. An amplifier accompanies the probe to produce a proportional 
ac voltage (Figs. 8-40 and 8-41). This voltage can then be measured 


FIG 8-41 Close-up view of ac probe (Hewlett-Packard 456A). 
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FIG 8-42 Fast pulse response of current probe as displayed 
by wideband oscilloscope. Sweep time is 0.05 yusec/cm, 
showing probe 10-to-90 percent rise time of 0.02 usec. 


with an oscilloscope or a voltmeter. Figure 8-42 shows an oscillogram 
made while using acurrent probe. One commercial unit has a scale factor 
of 1 mV/mA [5]. The frequency response has the normal bandpass 
characteristic to be expected of a transformer. This is illustrated in 
Fig. 8-43. 

The loading effect of the commercial unit cited is less than 50 X 10-* 2 
and 0.05 uH in series with the measured wire. In addition, there is a 
shunt capacitance of approximately 4 pF to ground. 

Broadband noise is less than 50-nA rms. Better sensitivity can be 
achieved by looping additional turns through the probe head. This 
raises the loading effect of the probe by raising the primary inductance. 
This increased inductance in combination with loop-to-loop capacitance 
can result in a resonance in the low-megahertz region, which limits the 
usefulness of adding more turns. An alternate way to circumvent the 
noise level limitation for sine-wave measurements is to use the current 
probe in conjunction with a wave analyzer. Some wave analyzers gen- 
erate a signal identical in frequency with the input frequency setting. 
Use of this signal to stimulate the device under test ensures that the nar- 
row bandwidth of the analyzer can be used to improve the signal-to-noise 
ratio. Measurement of currents as low as a few microamperes can be 
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FIG 8-43 Typical frequency response of current probe when 
operated into rated load. 
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made in this way. The full bandwidth capability of the probe can still 
be used. 

The probe can also be used for current summing and equalizing. Since 
the probe is effectively a current transformer, it has the property that it 
will sum the instantaneous values of the currents in two or more con- 
ductors that it may be clipped around. This property makes the probe 
a valuable and easily applied tool in applications in which it is desired 
to equalize alternating currents. 
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CHAPTER NINE 


IMPEDANCE MEASUREMENT 


Henry P. Hall 


General Radio Company, Concord, Massachusetts 


Throughout the frequency spectrum, the measurement of impedance or 
its reciprocal, admittance, is as important as any other electrical measure- 
ment. Complex ratios of voltage to current characterize not only one- 
port devices or terminals of networks, but also multiport devices and 
systems. A rather thorough understanding of impedance measurement 
is essential to the technical man who must work with quantitative values 
for electrical networks and apparatus. 

The chapter may seem too elementary to advanced students in the 
early sections, but it was considered desirable to present a comprehensive 
treatment. For the reader with a sound knowledge of impedance for- 
mulas and impedance components and simple meter measurements, the 
material on bridges and other sophisticated instruments is self-consistent 
and may be read alone. 


9-1 Definitions and Formulas 


Complex Impedance and Admittance. At dc, the resistance of a linear 
two-terminal device is defined as the ratio of the voltage across it to the 
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current through it by Ohm’s law R = E/I. This quantity is often called 
the de resistance Ra... For sinusoidal ac, the ratio of voltage to current 
in general is complex. The ac equivalent of Ohm’s law in cartesian form 
is E/I = Z=R+ jX, where Z is called the impedance of the device. 
The real, or dissipative, part of impedance is referred to as the effective, 
or ac, resistance (sometimes written R, or R,.). The imaginary part is 
called reactance and represents the energy-storage part of impedance. 
These quantities R and X are both functions of frequency. At dc, X 
is either zero or infinite. 

The reciprocal of de resistance is de conductance, and the reciprocal 
of impedance is called admittance Y. The latter is complex and has a real 
part called effective, or ac, conductance G, and an imaginary part called 
susceptance B. However, G and B are not reciprocals of R and X respec- 
tively, for 


1 1 R : xX 
=o= = = _———— (9-1-1) 

Z R+jx R*+ xX R? + X? 

Because all these quantities are frequency dependent, a stated value 
for any one of them is not a complete specification unless the frequency 
is given. 

Polar Form. Impedance can also be expressed in polar as well as carte- 
sian form; the relationships between them are 


Z=R+ 7X = |Zle* = |Z|(cos 6 + 7 sin 4) (9-1-2) 


where the impedance magnitude |Z| = VR? + X?, and the impedance 
phase angle @ = tan—! X/R. 


Likewise, 
Y =G+ jB = |Yl\e* = |Y|(cos ¢ +J sin 9) (9-1-3) 
where 
|Y| = VOTER and = —6 = tam 


We shall define the storage factor Q and the dissipation factor D by 


1 X_ B 


OD" RG oye 


Factor D is always given as a positive number (for passive components), 
but the Q of a capacitive resistor is occasionally said to be negative. Of 


course, power factor is D/(1 + D*)* = cos 6. 
Ideal Elements and Actual Components. Actual physical components 
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(devices) such as resistors, capacitors, and inductors are each made up 
of all three impedance parameters: resistance, capacitance, and induc- 
tance. These parameters are abstract mathematical quantities and never 
actually exist alone in pure form. However, it is very useful to hypothe- 
size zdeal or pure resistors, capacitors, and inductors, which each exhibit 
only the properties of the one respective parameter. These ideal quanti- 
ties are called resistance, capacitance, and inductance elements. The 
symbols ~AA- , —{f , and ~%vs~ are used to represent both 
the abstract elements and the actual components. 

Equivalent Circuits—Series and Parallel. At any one frequency, a com- 
plex impedance can be described by two quantities, one real and one 
imaginary and, therefore, may be simulated by two ideal circuit elements, 
an equivalent! resistance and an equivalent capacitance or inductance. 
If each element represents one term in the expression R + 7X, then they 
are assumed to be connected in series, for impedances of series elements 
are additive. 

This impedance may also be expressed as an admittance by means of 
Eq. (9-1-1). If this admittance is represented by two elements, one 
representing G and the other B, then these elements are assumed to be 
connected in parallel. 

This parallel circuit has the same total impedance as the series circuit 
and uses the same types of components, but the component values are 
different. That is, the equivalent series capacitance is not equal to the 
equivalent parallel capacitance, nor is the equivalent series resistance 
equal to the reciprocal of the equivalent parallel conductance (which is 
called the equivalent parallel resistance). The relationships between the 
series and parallel quantities (which could all be derived from Eq. (9-1-1)) 
are given in Table 9-1. 

An example may be useful to emphasize this important point. Ifa 
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FIG 9-1 Series and parallel circuits 
that are equivalent at 1,592 Hz. 


‘““‘black box” has a measured impedance of 1,000 — 71,000 © at 1,592 Hz, 
it acts at that frequency as the series connection of the ideal components 
of Fig. 9-la. This impedance is equivalent to an admittance of 500 + 


1 The words effective and equivalent are often used interchangeably. 
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TABLE 9-1 Series-Parallel Conversion Formulas 


Capacitance and resistance 
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Inductance and resistance 


R 

L R 4 
sami o- 

Lp 
ee i ee i 
Le i+q? 14+ D? L, = Q? Lh=14+D)L, 
1 
Rem giles Rp = (1+ QR, 
1 wl, Rp 


j500 wu, which can be represented by the parallel circuit of Fig. 9-16. 
These two networks are indistinguishable at that frequency, but their 
component values are quite different. 

These two-element equivalent circuits only represent the impedance of 
a physical element exactly at one frequency. One of the circuits may be 
reasonably accurate over a reasonable frequency range, but both cannot 
be. The more useful one is the one which better simulates the actual 
impedance. 

Two measurements on the same impedance at two different frequencies 
will give four quantities, two real and two imaginary. Therefore, two 
ideal resistors and two ideal reactive elements can represent the imped- 
ance exactly at these two frequencies. These four elements may be con- 
nected in many different ways, and the best arrangement should be useful 
over a wide frequency range. Likewise, 2n elements are required to 
simulate exactly an impedance at n frequencies, but the diagram quickly 
becomes cumbersome. Equivalent circuits are given for the R, L, and C 
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components in Sec. 9-2, which use several elements, each representing a 
physical cause of impedance variation. 

Transfer Impedance of Multiterminal Networks. The definition of imped- 
ance can be extended to include the ratio of any voltage to any current 
of the same frequency even if they do not both appear at the same termi- 
nals. If a current applied to one pair of terminals causes an open-circuit 
voltage to appear at another pair, the ratio of response voltage to applied 
current is called here the open-circuit transfer impedance Zi. Likewise, 
if a voltage is applied and a short-circuit current measured, the ratio of 
response current to applied voltage is the short-circuit transfer admittance 
Y;.. The open-circuit transfer admittance Y, and the short-circuit 
transfer impedance Z,, are the reciprocals of these two quantities respec- 
tively, but note that Y;, is not equal to Y;, nor is Z,. equal to Zis. 

While there are instruments that will measure these general transfer 
impedances, some specific cases are particularly important: 

1. Mutual Inductance M. This is the open-circuit transfer inductance 
between two coupled coils. Actually, in coupled coils, the transfer 
impedance never represents a pure inductance, particularly for iron-core 
transformers, so that both series and parallel representations are possible 
(see Fig. 9-24). 

2. Transconductance gm. This term is often used to represent the real 
part of Y; of a vacuum tube or transistor. 

3. Four-terminal Impedance. The impedance Z in Fig. 9-2 could be 
accurately measured, without error caused by impedances Z:, Zo, Zs, 
and Z,, by an instrument that could measure the open-circuit transfer 
impedance of this network. Such a network nicely “defines” a low- 
valued impedance Z because anyone making a proper transfer impedance 
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or four-terminal measurement will get the same value no matter what 
impedance they add in series with the terminals. 

4. Three-terminal Admitiance. The admittance Y in Fig. 9-3 could be 
accurately measured without error from Y, or Y2 by an instrument that 
could measure the short-circuit transfer admittance of this network. 
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FIG 9-4 The YA transformation. 


This network nicely defines a low-valued admittance because stray 
capacitance or conductance between connections at either terminal does 
not affect the transfer admittance or three-terminal measurement. 

YA Transformation. A Y (or T) network is equivalent to a A (or 7) net- 
work if the branch impedances of the two networks are related by the 
formulas given in Fig. 9-4. The relationships are given for only one 
branch of each network because the others may be easily found by 
symmetry. 

This transformation is very useful in reducing many networks, par- 
ticularly complicated bridges, to a more understandable form. Bridge 
designers make use of it to simulate impedances that are difficult or 
impossible to obtain. 


9-2 Components and Standards 


An understanding of the behavior of what is being measured helps in 
the recognition of erroneous conclusions, for results that cannot be 
explained should be examined more closely. The purpose of this section 
is to give a brief description of how the value of components may vary 
under different conditions. It is not intended to explain the causes of 
these variations, which may be found in the references given. 


9-2-1 Resistors [1, 2] 


Behavior of Resistors. Resistors will change value as a result of applied 
voltage, power, ambient temperature, frequency change, or mechanical 
shock or humidity. 

The voltage coefficient is the rate of change of resistance due to applied 
voltage, given in percent per volt. This characteristic is negative for 
most resistors, although some semiconductor devices actually increase in 
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FIG 9-5 An equivalent circuit 
of a resistor. 
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resistance with applied voltage. The voltage coefficient of very high 
valued carbon-film resistors is usually rather large, while in wire-wound 
types the effect is usually negligible. Varistors are resistive devices 
designed to have a large voltage coefficient. 

The temperature coefficient is the rate of change of resistance with 
ambient temperature, given in percent or parts per million (ppm) per 
degree Celsius. Many types of resistors increase in value as temperature 
is increased, while others, particularly hot-molded carbon types, have a 
maximum or minimum in their resistance curves which gives a zero 
temperature coefficient at some temperature. Metal-film and wire- 
wound types generally have temperature-coefficient values of less than 
100 ppm/°C. Thermistors are resistance devices designed to have a 
large temperature coefficient. 

The power coefficient is the product of temperature coefficient and tem- 
perature rise per watt, which gives a power coefficient in percent per watt 
and indicates the change in value resulting from applied power. 

Frequency Characteristics of Resistors. Resistors change value with fre- 
quency because of inductance, lumped and distributed capacitance, 
dielectric loss, skin effect, and eddy-current losses, plus a few other minor 
effects as well [1, 3]. A rather complicated circuit diagram is given in 
Fig. 9-5 which accounts for the first-order difference terms resulting from 
these effects. Such a circuit would rarely be used, for not all the causes 
of change would be noticeable at any given resistance level. 

Inductance L in series with a resistor does not change the equivalent 
serzes resistance but does change the equivalent parallel resistance, 
Ry, = Rac (1 + Q?), where Q = wl /Ra. This effect is most noticeable 
in low-valued resistors, particularly wire-wound types that are not 
bifilar or Ayrton-Perry wound [4]. 

Lumped parallel capacitance C,, does not change the equivalent parallel 
resistance but does vary the equivalent series value, 


R, = Rae 
1+ w*Ra2C,? 


impedance Measurement 271 


This effect is particularly important at high resistances. At medium 
values of resistance it is possible to have resonance between L and C, 
which can cause an apparent increase in the effective series resistance. 
However, unless the resistor has particularly large inductance and 
capacitance, this effect is masked by others. 

Distributed capacitance in a resistor is represented by a lumped capaci- 
tance Ca which can simulate the first term in a power series in (jw)? 
resulting from capacitance between various parts of the resistor. This 
capacitance reduces both series and parallel values of resistance. If the 
distributed capacitance were between the resistor and a third terminal, 
suth as a shield (point A disconnected from the resistor terminal and 
becoming a third terminal), the transfer (direct) impedance has an 
increased effective inductance resulting from Ca, which is explained by 
the YA transformation (see Sec. 9-1). 

Dielectric loss in both Cp and Ca can explain a change in resistance 
varying with the first power of frequency, R = Rac/(1 + wCDRa,) if the 
dissipation factor D is assumed constant. Measured changes in rf resis- 
tance usually show a slope somewhere between the first and second power 
of frequency, which suggests that capacitance and loss effects occur 
simultaneously [1]. . 

Eddy-current losses of several types are represented by R., which is 
shown as loss in the series inductance. This is an accurate physical 
description of eddy-current losses in nearby conductors but skin effect, 
caused by inductance inside the conductors of the resistor itself, is usually 
explained by a somewhat different mechanism [3, 5]. However, R. acts 
as the first-order term of the skin-effect change, which is, 


w?l? « -—) 


1.2 R? ezel) 


R = Rac (1 + 
where F/I is the resistance of the wire of the resistor (if wire-wound) in 
ohms per centimeter. This type of loss is noticeable only at low resis- 
tance values if rather thick, low-resistance wire is used. 

If ferromagnetic materials are brought near the resistor, hysteresis loss 
will decrease the effective value of R.. An extreme case is the ac resistance 
of an iron-core coil (see Sec. 9-2-3). 

Resistor Phase Angle. The resistor phase angle, or its tangent Q, can be 
calculated by using the same equivalent circuit. Generally the lumped 
capacitance and inductance are the dominant factors, giving a value of 


Q of 
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Q = ton = u(Z — Rc) - =" (9-2-2) 


The last resonant term can usually be neglected. 
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Standard Resistors. A good standard resistor is one that displays mini- 
mum change on account of the causes mentioned above and, even more 
important, is very stable with time. Standard resistors up to 10 MQ are 
usually wire-wound. Stability is improved by low-tension winding, heat 
cycling, and sealing in a chemically inactive oil or gas. 

The Thomas 1-2 resistor, which has been the best available standard 
for a long time, is bifilar wound of heavy manganin wire in a sealed con- 
tainer. It has four terminals brought out so that any four-terminal 
measurement will be independent of the resistance of the connecting 
leads, the terminals, and the contact between them (see Secs. 9-1 and 9-4). 

New 10-kQ standards are coming into use. These use Evanohm wire 
which can be treated to have a temperature coefficient of less than 
0.2 ppm/°C over a narrow temperature range. While these standards 
are also four-terminal, lead resistance is much less critical at this higher 
resistance value. However, at this resistance level, shunt leakage resis- 
tance must be kept very high and a guarded measurement is recommended. 

The range of resistance standards extends down to 10 pQ at which level 
precision four-terminal shunts used for high-current measurement have 
an accuracy of 0.04 percent. While wire-wound resistors over 100 MQ 
have been made, film types are usually used in this range and on up to 
1013 Q. Sometimes T networks are used as high-valued three-terminal 
resistance standards because their transfer resistances can be very high 
(see YA transformation, Sec. 9-1). 


9-2-2 Capacitors (6, 7] 


Behavior of Capacitors. There are many types of capacitors with such 
widely different characteristics that a tabulation of some of their impor- 
tant specifications is useful in interpreting measured values and selecting 
types for actual use (see Table 9-2). The specifications given are intended 
to be typical. Actual specifications can have a wide spread and can 
depend greatly on the capacitance value. 

Frequency Characteristics of Capacitors. A rather complex equivalent 
circuit is shown in Fig. 9-6, which represents a variety of phenomena 
which affect the value of capacitance and D over a wide frequency range. 


Co L Rs 


FIG 9-6 An equivalent circuit 
of a capacitor. 
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TABLE 9-2 Typical Specifications of Various Types of Capacitors 


273 


Approx. 
Best voltage | Insulation 
Usual capacitance | tolerance, TC, D, recovery, | resistance, 
Type range, uF % ppm/°C | 1 kHz % 25°C, 2-F 
Polystyrene............ 0.001-1 4 —120 | 0.0005 0.1 > 106 
Polycarbonate.......... 0.001-10 1 +100 0.002 0.2 >105 
Mylar ici cies Sec leeeen 0.001-10 1 Nonlinear | 0.01 0.5 >105 
Paper, impregnated..... 0.001~100 1 +500 0.005 5 >104 
Mies. ice iesieacine bhew en 1 pF-0.02 V4 +100 0.001 3 >104 
Ceramic, low k.......... 0.0001-0.01 5 0 to —750/ 0.001 2 >1,000 
Ceramic, high k......... 0.001-0.5 20 10,000t | 0.01 4 >700 
Tantalum electrolytics... 0.005-100 10 1,000 0.04 2 >100 
Aluminum electrolytics. . 5-100 ,000 20 10,000¢ | 0.05f 10 >30t 


+t 10-second discharge. 
t Varies widely. 


This circuit is more useful when simplified to apply to a specific frequency 
range and type of capacitor. 

The electrostatic, or de, value of capacitance is Co plus the relatively 
small capacitance C., which represents the increase in effective de capaci- 
tance over its audio-frequency value resulting from interfacial polariza- 
tion [8]. This effect can be considered a gradual redistribution of charge 
throughout the dielectric and is most pronounced in composite dielectrics. 
It causes what is called dielectric absorption, characterized by the addi- 
tional charging current flowing long after an ideal capacitor would have 
been charged and the gradual recovery of voltage after the capacitor has 
been momentarily short circuited. The R,C, time constant may be 
many seconds, hours, or even days. Table 9-2 gives typical values of 
voltage recovery after a 10-sec discharge which is approximately equal to 
C./Co if the time coustant is very long. 

Capacitors with dielectrics having dipole moments have a molecular 
polarization in the rf range which causes a further change in capacitance. 
This could be represented by a second RC combination having an appro- 
priate time constant. 

At high frequencies the series inductance increases the effective value 
of capacitance sharply as series resonance is approached, as shown by 
Eq. (9-2-3) 


Co _ Co 
1—wLCy 1-— (f/f)? 
where f, is the resonant frequency 1/(2r V LC). 


There are several causes of energy loss in most types of capacitors. At 
de all capacitors have a finite leakage resistance R: (also called insulation 


Cut a (9-2-3) 
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resistance), even though in some cases it may have an extremely high 
value. Ideally, the product R,C is independent of value of capacitance 
for a given type of capacitor, and therefore the product is specified (see 
Table 9-2). However, surface leakage decreases this quantity for low- 
valued capacitors. Measuring the true value of R; can be exasperating 
if appreciable dielectric absorption is present, and the apparent leakage 
resistance after a given time (1 or 2 min) is used as a specification. 

Leakage resistance is only a minor cause of dielectric loss, except at 
extremely low frequencies. Likewise, except at high frequencies (or for 
very large capacitors), series resistance of the leads, plates, or foils makes 
but a small contribution to the total value of D. The major part of D 
is energy loss in the dielectric material itself. Ideally, this could be 
explained by the polarization effects which would make well-defined 
humps in a D. versus frequency plot. While such humps are often 
present, they tend to be spread out as a result of nonhomogeneity in 
the dielectric structure and in the applied electric field. There is also a 
residual loss present at all frequencies. The variable resistor Ra is used 
to represent these miscellaneous effects. 

In simpler models, all dielectric loss could be represented by a single 
variable resistor Rg. Except over a narrow frequency range, however, 
the use of a single fixed series or parallel resistance to simulate all loss 
can be very misleading (see Sec. 9-1). The often used equivalent series 
resistance is much larger than the actual physical series resistance and 
therefore is a particularly poor representation at frequencies much higher 
than the one at which it was determined. 

Capacitance Standards. The type of capacitor used as a standard 
depends greatly upon the capacitance value. The ultimate standard, 
the Thompson-Lampard calculable capacitor used for the absolute deter- 
mination of the ohm (see Sec. 9-7), is practical only for values near 1 pF. 
Such capacitors are very expensive and are kept by only a few national 
laboratories. The most stable working standards are three-terminal 
10-pF capacitors, designed by the Bureau of Standards, that use fused 
silica disks as the dielectric. Even though their temperature coefficient 
is relatively high (about 11 ppm/°C), their stability and ruggedness make 
them excellent for use as traveling standards for interlaboratory 
comparisons. These are now available commercially. 

Other commercially available standards are of the parallel-plate 
type and are made entirely of Invar steel for a low-temperature coefficient. 
They are sealed and filled with an inert gas to make their value independ- 
ent of humidity and atmosphere pressure. These capacitors are also 
three terminal, have values up to 1,000 pF, and are stable to a very few 
ppm per year. Larger capacitance standards up to 1 uF use high-quality 
mica as a dielectric, with deposited silver electrodes. They are specified 
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at better than 100 ppm/year stability. Standards of lower stability and 
accuracy, using a variety of constructions, extend the range down to 
0.001 pF and up to 1 F. 


9-2-3 Inductors [9, 10] 


The value of an inductor depends more on the conditions of measure- 
ment than does that of the other types of component. This is particu- 
larly true for iron-core inductors, for which measurement repeatability 
within a few percent is considered good and is usually adequate. 

Because many inductors have a rather low Q, the difference between 
the effective series and parallel values is apt to be considerable. Unless 
specified otherwise, the series value is generally used. While this is 
reasonable for air-core inductors, the parallel value is a more meaningful 
specification for iron core inductors. 

Iron-core inductors are nonlinear, and therefore the measured induc- 
tance depends on the level of the test signal and the level of any dc bias. 
The combination of ac and de used should simulate that of the actual 
application if possible. Two widely used plots are inductance versus ac 
level with no de applied and the incremental inductance plot of inductance 
versus de bias current with very small ac signal (see Sec. 9-5-4). If 
series inductance is plotted, the resulting curves can be difficult to explain 
because the core losses, which behave as parallel resistances, vary widely 
and change the effective series inductance value (see Table 9-1). 

The initial condition of the core will affect the measured value, for it 
may have been left in a state of residual magnetization. It should be 
demagnetized by applying a large saturating ac signal and slowly reducing 
this to zero. 

Air-core inductors of the solenoid type are affected by the proximity 
of conducting material. This is most noticeable in rf coils where the Q 
can be greatly reduced by shield cans. 

Frequency Characteristics of Inductors. The equivalent circuit of Fig. 9-7 
is usually adequate for both air- and iron-core inductors, but R,, which 
represents hysteresis loss, is removed for air-core types, and R., which 
represents eddy-current losses, is much higher. 


FIG 9-7 An equivalent circuit 
of an inductor. 
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The series resistance R,, which represents the actual winding resistance, 
does not affect the effective series value of inductance. This resistance 
is equal to the actual de winding resistance at low frequencies, but 
increases in the rf range because of skin and proximity effects. For air- 
core inductors R, represents these effects and the loss in a shield or other 
nearby conductor as well. 

In iron-core devices, R. also represents the eddy-current loss in the 
core. This resistance value depends on the resistivity and dimensions 
of the core laminations or magnetic particles, but is nearly independent 
of level and frequency. The parallel resistance R, represents hysteresis 
loss. It has a value proportional to frequency and to the flux density 
raised to some fractional power, depending on the Steinmetz exponent [11]. 

All coils have capacitance that increases the effective inductance 
through resonance. This capacitance is actually distributed and can 
result in several resonances at different frequencies which produces a wide 
variation in effective inductance. The loss in this distributed capacitance 
Ra can be an important cause of reduction in the Q of air-core coils at 
high frequency. 

Standard Inductors. Precision standard inductors are usually wound as 
toroids or solenoids on ceramic cores. While soienoids generally have a 
higher Q, toroids are less affected by nearby metal. Two solenoids con- 
nected in series and placed side by side can have sufficient mutual cou- 
pling to change the total value appreciably. 

The position of connecting leads can greatly affect the measured value 
of low-valued inductors [12]. Such standards are sometimes made with 
a shorting link at their terminals. The calibrated value is the difference 
measured when the short is removed. 

Lower-accuracy standards and decades use powdered iron or ferrite 
cores to improve the Q. They are level sensitive, the calibrated value 
usually being the value extrapolated to zero signal level and zero 
frequency. 


9-3 Meter Methods to Measure Impedance 


9-3-1 Direct-current Meters 


Ammeter-Voltmeter Method. The most obvious way to measure 
resistance is to measure voltage and current separately and calculate 
resistance from their ratio. This ammeter-voltmeter method, Fig. 9-8, 
is rarely used in instruments because it depends on the accuracy of two 
meters and it requires a calculation. Also, both connections shown are 
subject to error, for in the first the voltage measured includes the voltage 
drop in the ammeter, and in the second the current measured includes the 
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current in the voltmeter. It is not difficult to make corrections for these 
errors, and electronic meters, which draw extremely low power from the 
measurement circuit, have negligible error from these sources, except 
when measuring extreme values of resistance. 


(a) (6) 


FIG 9-8 The ammeter-voltmeter method 
for measuring resistance. 


Ohmmeters. Rather than measure both voltage and current, many 
instruments keep one constant so that the measurement of the other 
quantity is a measurement of resistance. If the current through a resis- 
tance is kept constant, a voltmeter across it reads resistance linearly. 
This is the principle of the digital ohmmeter, which is made by simply 
adding a regulated current source to a (digital voltmeter) DVM. 

If the voltage is kept constant, an ammeter in series would have 
deflection proportional to conductance, but the meter is often calibrated 
in terms of resistance, going to © at 0 current. The resulting scale is 
nonlinear but practical as long as a digital indication is not required. 

Actually, ohmmeters are usually designed to have nonlinear scales 
which extend from 0 to so that their range is increased and the range 
switch does not have to be used as often. The most common ohmmeter 
circuit is shown in Fig. 9-9. In this circuit R, is adjusted to give a zero 
reading when R, is shorted, and Rez is a meter shunt used to change 
the range. 


FIG 9-9 A practical ohmmeter 
circuit. 


While digital ohmmeters can be quite accurate and 0.01 percent is not 
uncommon, simple ohmmeters incorporated in multimeter testers are 
limited in accuracy to several percent. 

The ohmmeter principle can be extended to very low resistance Values 


278 Electronic Measurements and Instrumentation 


Ay 
{4 
FIG 9-10 A amilliohm- FIG 9-11 The basic meg- 
meter circuit 2; > R:-. ohmmeter circuit. 


if a sensitive voltmeter is available (Fig. 9-10). These meters can make 
a four-terminal resistance measurement (see Sec. 9-1) if the resistance 
of the voltmeter is much larger than R, or the resistance of the leads. 

Megohmmeters. A very common circuit for measuring high-valued 
resistors is the megohmmeter of Fig. 9-11. Here the “ammeter” consists 
of a high-resistance standard shunted by a vacuum-tube (or FET) volt- 
meter whose deflection is proportional to R,/(R, + Rx). Such instru- 
ments measure resistances up to 10! 2 or more, but at relatively low 
accuracy. 

Comparison Methods. If an unknown resistor is placed in series with a 
standard resistor of approximately equal value, the ratio of the voltages 
across them is also the ratio of their resistances. Two measurements are 
necessary. The closer in value the two resistors are, the more accurate 
the measurement is because meter nonlinearity and meter loading will 
cause almost equal errors in both measurements and therefore cause only 
small error in their ratio. 

A related method, the potentiometric method (Fig. 9-12), uses a null 
detector and a potentiometer to measure the voltage ratio. The poten- 
tiometer measures R, and R, in turn. This method can be extremely 
accurate if the voltage supplies are stable and a high-resolution poten- 
tiometer is used. Also, because no current flows at balance, there is no 
error caused by lead resistance. 


Calibrated 


ce divider 


FIG 9-12 The potentiometric method 
of comparing two resistors. 
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9-3-2 Capacitance and Inductance Meters 


Ammeter-Voltmeter-Wattmeter Method. If the ammeter-voltmeter 
method is used for ac, the ratio of the meter readings is the magnitude of 
impedance and admittance. To separate resistance and reactance, some 
type of phase-measuring or discriminating circuit is necessary. The 


FIG 9-13 The ammeter-volt- 
meter-wattmeter method for mea- 
suring impedance. 


classical method is to add a wattmeter to the ammeter-voltmeter circuit 
as shown in Fig. 9-13. The wattmeter reading is proportional to |J| |E| 
cos 6, where @ is the phase angle of the impedance. Because the other 
two meters measure |/| and |E|, the angle 6 may be determined and both 
R and X calculated. 

Alternating-current Comparison Methods. The de method of comparing 
the voltages across a standard and an unknown resistor in series can be 
easily extended to ac if only magnitude information is desired. If phase 
information is also required, a phasemeter can be used or an oscilloscope 
with differential vertical and horizontal inputs can give an elliptical 
trace from which phase angle can be calculated [13]. 


FIG 9-14 A capacitance meter circuit. 


Capacitance Meter. The simple divider circuit of Fig. 9-14 is conven- 
ient for measuring nearly perfect capacitors. Here, 
E,___ 
Eo C:+G, 
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Stabilized 
oscillator 


Cr 


Phase- 
sensitive 
detector 


Reference 
signal 


FIG 9-15 A capacitance-inductance meter (Boonton Electronics 
Corporation 71A). 


so that the meter reading may be calibrated to read C., and C, may be 
switched to change range. Three-terminal measurements are possible 
if C, is large, because stray capacitance shunting C, would then have 
little effect. | 

Capacitance-Inductance Meter (Boonton Electronics Corporation 71A or 
71D). The capacitance meter circuit of this instrument, Fig. 9-15, uses 
a resistor to sample current, rather than the capacitor of the previous 
instrument, because it operates at 1 MHz, where inductance in series 
with a large capacitor would cause appreciable error. It also uses a 
phase-sensitive detector which indicates the component of measured volt- 
age in quadrature with the input. This greatly reduces errors caused 
by loss in the capacitor or reactance in the resistor. 

An RL circuit is used to measure inductance, with the positions of the 
standard resistor and the unknown interchanged so that the deflection 
is proportional to inductance and not its reciprocal. 

Frequency-deviation Capacitance Meters. Several instruments have been 
designed in which an unknown capacitance changes the frequency of an ~ 
oscillator and this frequency deviation is used to measure capacitance. 
Resonant circuits can be used to detect capacitance limits for sorting 
applications. (Refer to Sec. 9-6-4 for discussion of the Q meter and a 
resonant capacitance meter.) 


9-3-3 Complex Impedance Meters 


If a known and constant current is passed through an unknown imped- 
ance, the in-phase and quadrature components of the resulting voltage 
are measures of the resistance and reactance of the unknown. Alterna- 
tively the magnitude and phase angle of the voltage may be measured to 
obtain impedance magnitude and phase. Likewise a known and constant 
voltage may be applied and the resulting current measured to get the 
corresponding admittance quantities. This simple principle has been 
the basis for several impedance meters that characterize the unknown 
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impedance completely, instead of giving just one component as do the 
previously described instruments. The accuracy and range of these 
instruments are dependent upon the electronic circuits used to control the 
input signal and measure the output quantities, and upon the output- 
indicating device. Recently, precision high-feedback circuits and digital 
voltage indicators have made great accuracy possible in such circuits, 
although they still are less accurate than de digital ohmmeters. 

Vector Impedance Meter (Hewlett-Packard 4800A) [14]. Thisinstrument 
measures magnitude and phase in the manner described above over 
wide ranges of impedance (1 2 to 10 M®&) and frequency (5 Hz to 500 kHz). 
For impedance up to 1 kQ, the input current is constant and the output 
voltage magnitude is used to indicate: impedance magnitude. Above 
1 kQ, voltage is applied and current is measured, so that the output signal 
actually is proportional to admittance magnitude. However, the indi- 
cating meter has an inverse scale which reads impedance magnitude on 
these higher ranges. The impedance phase angle is the phase angle 
between voltage and current no matter which is input and which is output. 

An impedance meter operating at a frequency that is a power of 
10 X 1/2 will read L(1 + 1/Q?)* and thus be direct reading in inductance 
if Q is high. Because this instrument actually reads both |Z| and [Y], it 
can also read C(1 + D?)” at these frequencies. 


9-3-4 Resistance and Impedance Comparators 


Direct-current Comparators (Limit Bridges). Small differences in resistance 
from some nominal value may be measured by applying equal voltages 
of opposite polarity to series-connected standard and unknown resistors, 
as shown in Fig. 9-16a. One way to provide virtually equal voltages is 


Rs Ry Rs Ry 


(a) (6) 


FIG 9-16 Direct-current resistance comparators. 


to use a precision resistance divider to form the bridge circuit as in Fig. 

9-16b. The output voltage as measured by a high-impedance voltmeter 
is proportional to 

R.—Rs _ AR 

(Rz + Rs)/2 Rav 


(9-3-1) 
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If R, is adjusted to the nominal value, the voltage reading is the difference 
in the unknown from the nominal value as a percent of the average of the 
standard and unknown. A more desirable indication would be the devia- 
tion as a percent of the standard. For small deviations, the two func- 
tions are almost equal, and for larger deviations a nonlinear meter scale 
is often used. An alternative method of getting AR/Rg is to add the 
output voltage to the voltage supplied to R,. 

This circuit is often used to make rapid production or inspection tests 
on large batches of resistors of the same nominal value. Voltage com- 
parators are often used to detect tolerance limits and to provide a go- 
no-go indication or to actuate a rejecting mechanism in automatic 
systems. 

In using comparators, one must distinguish between the accuracy of 
the meter reading and the accuracy of the comparison. Even if the 
meter has low accuracy, precise comparisons can still be made if the 
resistance difference is small. For example, a 3 percent measurement of 
a resistance difference of 0.1 percent is a comparison of 0.003 percent. 

Alternating-current Comparators [15]. This same principle can be used 
for impedance, but the resulting unbalance voltage is now complex. If 
phase-sensitive detectors are used to separate this output voltage into 
components that are in phase (real) and in quadrature (imaginary) with 
the input signal, the two outputs are proportional to 

gts ((z| — [Zsl)/(1Zsl + [Zs 
E; 1+ [cos (6. — @s) — 1]/(1 + |Z2|/2|Zs| + |Zs|/2|Z2|) 
and 

Im E, a sin (0, — 6,) (9-3-2) 

E; cos (82 — 63) + |Z,|/2\Zs| + |Zs|/2|Z,| . 

If the impedance-magnitude deviation is less than 10 percent and the phase 
difference less than 0.1 rad, these reduce to ({Z.| — |Zs|)/(|Zz| + |Zsl) 
and 6, — @s in radians with an error of less than 0.25 percent of reading. 
Moreover, if Z, and Zs are both relatively pure reactances, the magnitude 
unbalance closely approximates the C, R, or L unbalance and the @ 
unbalance becomes a D or Q unbalance (whichever is the smaller quan- 
tity). Alternating-current comparators usually have inductively coupled 
ratio arms (see Sec. 9-5-3). 


9-4 Direct-current Bridges 
9-4-1 The Wheatstone Bridge 


The relation between a meter and a bridge method of measuring imped- 
ance is analogous to that between a spring scale and an analytical 
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balance for measuring mass. The spring scale and meter methods 
depend on the calibration, linearity, and stability of a measuring device. 
The balance and bridge depend on the calibration and stability of a 
passive quantity similar to that being measured and on the sensitivity 
of detecting the difference between them. Just as a mass standard can 
be more stable than the calibration of a spring, so an impedance standard 
can be more stable than the gain of an amplifier or an indicating meter 
movement. 

History. Hague [16] credits the bridge principle to 8. H. Christie, 
referring to a paper in 1833, but credits Sir Charles Wheatstone with 
drawing attention to Christie’s idea and with the first application to the 
comparison of resistance. Wheatstone called his circuit (Fig. 9-17) a 
resistance balance, and the branches he called the arms, both terms drawn 
from the analogy used above. Wheatstone compared only equal resistors 
and, therefore, had equal ratio arms. Werner von Siemans was the first 
to use unequal arms and thus made balances possible between resistances 
of widely differing values. 

The term bridge was first applied to the detector branch of the circuit 
because points A and B were bridged by the galvanometer. Later the 
term bridge was used to refer to the whole circuit. 

Modern Wheatstone bridges use this same circuit, the main improve- 
ments being in the range and quality of the resistors and the design of the 
source and detector. Most modern bridges have one fixed arm, usually 
the one opposite the unknown resistor; one variable arm, which is cali- 
brated to give the value of the unknown; and one arm that is switched in 
decade values to provide a multiplier on the indicated value. 

The Balance Equation. There is no current flowing in the galvanometer 
in the basic bridge circuit of Fig. 9-17 if 

RR; Ra R2R3 

RB, ~ R, or R,= R, (9-4-1) 
Several important properties of the bridge circuit may be deduced from 
this simple equation: 

1. The balance, or null, condition is independent of the magnitude of 


Ry ce | 
+ 
O>é 
a4 - FIG 9-17 The Wheatstone 
bridge. 
Rs Ry | 
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the input voltage or its source impedance. These quantities do not appear 
in the expression. 

2. The balance condition is independent of the sensitivity of the 
detector, the impedance of the detector, or any impedance shunting the 
detector. These factors influence the ability to find a null, but not the 
null condition itself. 

3. The balance condition is unchanged if the source and detector are 
interchanged. Interchanging source and detector is the same as inter- 
changing R2 and R;, and it is the product of the two resistors which must 
remain unchanged. 

4. A given resistor (Ri, for example) is proportional to the resistance of 
the adjacent arms (Rz and R;) and inversely proportionai to the resistance 
(or proportional to the conductance) of the opposite arm (R,). 

Sensitivity. The sensitivity of a bridge can be expressed in many ways 
by using output-to-input ratios of voltage, current, or power or any 
combination. The most useful expression for any given application is the 
one that uses the quantities that represent the actual limitations of 
applied power and detector sensitivity. A general expression for voltage 
ratio near balance is 


E, bRa 


Ei Ri+R:+Rs +R, + Ra 2 + Ri/Ra + R/R) + RO 
+ Ri/R2 + Ro/Ri) + RaR,(1/Ri + 1/Re + 1/Rs + 1/R,) 
(9-4-2) 


where 6 is the fractional bridge unbalance, that is, Ry = (1 + 8)RR3/Ri; 
Ra is the detector resistance; R, is the source resistance ; and E; is the 
open-circuit source voltage (see Fig. 9-17). 

The ratio of E,/Es, where Ez is the actual voltage across the bridge, 
can be easily obtained from Kq. (9-4-2) by setting R, equal to zero. The 
open-circuit output voltage and short-circuit output current can be found 
by setting Ra equal to infinity and zero respectively. 

A common situation is a very low-impedance source and a very high- 
impedance detector, in which case the expression is very simple and gives 
maximum output voltage for a 1:1 ratio bridge Ri = R3. Maximum 
output power for a given power in the bridge is achieved when the resis- 
tances of the detector and all bridge arms are equal. Ifthe bridge arms are 
unequal, reversing the source and detector connections will give increased 
power out if it results in a better impedance match between the detector 
and the bridge output resistance, which, near balance, is 


Ril + R2/R:) 
1+ Ri/R; 
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FIG 9-18 A _ four-terminal re- 
sistor measured on a Wheatstone 
bridge. 


9-4-2 Measurement of Low-valued Resistors 


The measurement of low-valued, two-terminal resistors is affected by 
the resistance of the connecting leads and terminals, so that low-valued 
standards are made with four terminals to allow repeatable measurements. 
Such four-terminal resistors can be measured with a Wheatstone bridge, 
but will be subject to some error. In Fig. 9-18, a four-terminal resistor is 
connected to a Wheatstone bridge with four leads having resistances 
1, T2, 73, and ry. It is easy to see that 7, and rs; have no effect on the 
balance condition, but rz and rs would make the bridge read low by 
approximately (r2/Ra + r4/Rs)100 percent. If Ra and Rg are both 
larger than R,, this error is preferable to the error that would result if the 
supply were connected to re and the detector to rs, for these resistances 
would appear in the R, arm. 

Although it is possible to have both Ra and Rs larger than R,, it is not 
usually practical to have then both much larger because this requires a 
very large value of Rz to satisfy the balance equations and gives poor 
sensitivity. A common measurement in precision work is the comparison 
of resistors of equal value. This circuit has no advantage for such 
measurements. . 

However, if Rs = R,, one solution is to take the average of two measure- 
ments, one with the detector tied to r3 and the other with it tied to 74. 
This puts the undesired voltage drop Ey first in one arm and then in the 
other. This gives a resulting error of approximately (r4/R. — r1/Rs)100 
percent. 

The Kelvin Double Bridge [17]. An alternative method, devised by 
William Thomson, Lord Kelvin, divides thisundesired voltage drop Ey 
proportionately between the two arms to avoid error. Figure 9-19 shows 
his bridge in comparing two four-terminal resistors R, and Rs. Here 
lead resistances r; and rg are in series with the source and cause no error. 
Resistances r2 and r; together cause an error of approximately 


(r7/Re — r2/R«)100 percent 
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4 


FIG 9-19 The Kelvin double 
bridge. 


\ 

which is small if R4 and Rz are large or if this expression is made equal to 
zero by adjustment of re or rz (called a lead compensation adjustment). 

The voltage Ey is caused by the JR drop in r, and r; and in resistance 
ry connected between them (called the yoke). If the ratio of the addi- 
tional bridge arms R,/R, is equal to R./Rs (and rz and rs are zero), then 
there is no net error because the voltages across R, and Ry cause equal and 
opposite errors which cancel. If r3 and re are not negligible, the error 
expression is very nearly 


reatrs+ry (Rp + 76)Ra — (Ra + 13)Rp 
Rg Ra(Ra + Rs) 


The second factor is kept small by ganging the adjustments of R, and Ra 
so that, very nearly, R./R, = Ra/Rz. Errors that are due to inaccuracies 
in tracking and to r. and 7; are further reduced by a separate yoke adjust- 
ment (usually in Ry) which is made when the yoke connection is broken 
(Ty = &). 

The lead compensation adjustment is much more important than the 
yoke adjustment as long as Rg >> raters +yry. If low-valued ratio 
arms are used, the lead resistances rz and r; are critical. This suggests 
the use of additional arms to balance the resulting voltage drops. A 
bridge with six pairs of arms [18] is shown in Fig. 9-20 with the lead resis- 
tance omitted. 


100 percent (9-4-3) 


FIG 9-20 Warshawsky's  resis- 
R, tance bridge. 
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9-4-3 Measurement of High-valued Resistance 


Megohm Bridges. The Wheatstone bridge is used for the measurement 
of resistors up into the 101°-Q range and higher by appropriate choice of 
values in the bridge arms and by using high-impedance “electrometer” 
types of de amplifiers as detectors. In choosing the values for the arms 
of such a bridge, one has the choice of either using very high valued 
resistors, which are generally not very stable, or using lower-valued, 
more stable resistors and an extreme bridge ratio, which results in a great 
loss in sensitivity. The variable element usually cannot have an exces- 
sively high value, particularly if it is a rheostat. Therefore, this element 
is placed in the opposite arm (from the unknown) and the unknown 
resistance is proportional to its conductance. This also has the advan- 
tage of extending the resistance range to © as the resistance of this 
adjustment goes to zero. 

If very high valued resistors are used for the range selection, they are 
often made adjustable and a calibration procedure is used before making 
precision measurements to ensure accuracy. This can be either a com- 
parison of measurements on each range against the next lower range by 
using an external resistor which can be measured on both ranges, or a 
comparison against a lower-valued standard by connecting each standard 
resistor in turn to the unknown arm. 

The bridge ratio can be extended by use of additional bridge arms Re 
and Rp, as shown in Fig. 9-21, which permits the use of resistors of more 
practical value. This modification can be considered two ways: as a 
divider across Rg placing a very small voltage across Rs, or as a T net- 
work Rp, Rc, and Rg placed in the Rs arm whose equivalent value, from 
the YA transformation, is very large. No matter how it is looked at, it 
results in a loss in bridge sensitivity. 

Guarding. Just as low-resistance measurements are affected by series 
lead impedance, high-resistance measurements are affected by shunt- 
leakage resistance. The two problems and their solutions are analogous 
(duals). The leakage resistance appears between the leads themselves, 
between the terminals of the bridge and its internal parts, and across the 
unknown resistor itself. High-valued resistance standards are made 


FIG 9-21 A megohm bridge 
with additional arms to increase 
the ratio. 
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with three-terminals, and a three-terminal 
measurement can be made to avoid this type 
of error. 

The simplest connection for this third 
(guard) terminal is to a bridge corner such 
that the shunt resistances are placed across 
bridge arms with low resistance. In Fig. 
9-22, Re causes no error (only sensitivity 
FIG 9-22 A three-terminal loss) and A, causes an error of approximatel 
resistor measured on a Wheat- (Ra/R1)100 percent. 
stone bridge. : : 

If this guard connection were not made, the 
error would be approximately R,/(Ri + 
R.)100 percent. The error is greatly reduced only if Ra <« Rz. 

The Wagner Guard Circuit. By adding two additional arms to the bridge, 
the error caused by the shunt resistance to the guard can be removed 
(Fig. 9-23). In this circuit, if the ratio of R4 to the parallel combination 
of Ri and R; is equal to Rs/R,, there is no voltage across Re, so that no 
current will flow through it and it can cause no error. This condition is 
met by making a preliminary or Wagner guard balance with the detector 
connected between points B and C. 

The extra guard arms can also be added across the bridge from A to C, 
where their ratio should be that of Ra to R,. Putting arms in both 
directions, tied in the middle, results in a guard whose balance is much 
less critical, but requires two preliminary adjustments [19]. 


9-5 Low-frequency Bridges 


9-5-1 General 


History [16]. In 1865, Maxwell used a ballistic galvanometer to mea- 
sure the transient caused by breaking the battery connection to a Wheat- 
stone bridge when one arm contained an inductor. Later he balanced 
this transient by adding a second, variable coil to the bridge. This bridge 


FIG 9-23 The Wagner guard 
circuit on a Wheatstone bridge. 
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required two adjustments: one for the steady-state condition, the resis- 

tance balance, and one for the transient, the ballistic or inductive balance. 
Ayrton and Perry used ganged commutators to reverse both the battery 
and detector connections. This not only provided a continuous series 
of transients, it also kept the galvanometer deflection in the same direc- 
tion for a given bridge unbalance. 

The advent of the telephone receiver in 1875 made available a much 
more sensitive detector. Several famous experimenters used it with an 
induction-coil source to develop bridge circuits. Wien used a vibrator 
and later an alternator to get a test signal of constant frequency. Devel- 
oping work by Overbeck, he described the principles of ac bridges in 1891. 
The most important work since then is probably that of Blumlein in the 
1920s describing the advantages of inductively coupled ratio arms, which 
did not come into wide use until much later. 

Ratio and Product Bridges. If we substitute impedances for the resis- 
tances in the Wheatstone-bridge balance equation, we have 


Ze 


Z,2=Z 
1z. 


1 
= 2122 = 21223 (9-5-1) 
Z3 


This equation is written in three ways to emphasize the properties of ratio 
and inversion. If the ratio Z2/Z; is real, the equation shows the compari- 
son of the unknown impedance with one that is similar but not neces- 
sarily of the same magnitude. If the product Z1Z. is real, the equation 
shows the proportionality between an impedance and an admittance so 
that we could have (arm z is opposite arm 3) 


Rz = RiR2G; or L, = RiR2C3 (9-5-2) 


This inverting ability is particularly useful for inductance bridges because 
_ inductors are poor bridge components (see Sec. 9-2). 

Series and Parallel Bridges. In general, the unknown impedance will be 
complex, and therefore, for a null balance, the right-hand side of the equa~ 
tion must also be complex with real and imaginary parts equal to those 
of the unknown. While all three impedances of the right-hand side 
could be complex (and, of course, are to some degree, except in theory), 
usually only one is made complex in order to simplify the balance condi- 
tion. If either of the adjacent arms Z, or Zz is a series combination of a 
resistance and a reactance, we have 

Re + jX- = (Bi +jX) = R24 5x2 (9-5-3) 

Z3 Z3 Z3 
Such a bridge would indicate the series impedance components if the 
readout were proportional to these two terms. A bridge also reads series 
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impedance if the opposite arm Z; is a parallel combination, for in this case 
1/Z; = Y;3 = G;+ 7Bs, so that R.+ 7X. = (G3 + 7B3)ZiZ2. Like- 
wise, it is easy to show that a parallel combination in an arm adjacent to 
the unknown or a series combination in the opposite arm will result in a 
bridge that indicates parallel components, for the balance equation can 
also be written as Y, = G, + 7Bz = Yi¥o/Y3 = Yi¥2Z3. 

Position of the Variable Components. In order to make the real and 
imaginary parts of the balance equation equal, two components of the 
bridge must be adjustable. The position of these variable components 
in the circuit determines what quantities the bridge will measure because 
each bridge readout is (almost always) proportional, or inversely propor- 
tional, to the value of one adjustable component. There are three 
possibilities: 

1. Both adjustments in the same arm. In this case the bridge reads the 
real and imaginary parts separately, such as R and X or L and R. 


Example 
R, + joL, = R,R2(G3 + jwCs) = R,RGs + jwR Ris 


where the dots indicate the variable components with calibrated dials, or other 
readouts. 


2. Adjustments in different arms. This type of bridge reads the value 
of one complex component and one of D, Q, or phase angle. 


Example 
R, + joLl, = RiRo(Gs + jwCs) 
Liz = RiR.C3 
wh, wl; : 
Q R, G, wC'sh3 


To read angle instead of Q, the indicating scale of R3 would be a nonlinear function 
of its resistance. If C3 were adjustable rather than G3, the above bridge would 


read FR and Q. 


3. One adjustment (or both) in the unknown arm. This is a substitution 
measurement in which the change in the adjustment when the unknown 
is added is equal to the similar part of the unknown. 


Example 
R, + jwls + Ry ee R,R.(Gs3 + jwCs) 
R, = R,RoGs — Ry 
Lz 4 RRC; 
Bridge Residuals. All arms of all actual bridges contain some resistance, 
inductance, and capacitance, and as a result their actual balance condi- 
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tions are very complicated functions. The errors resulting from these 
residual parameters limit the accuracy and frequency range of the bridge. 
Extensive shielding and compensating techniques are used in many 
commercial bridges. 


9-5-2 Classification of Four-arm Bridges (20, 21] 


While many bridges are possible, the list can be greatly reduced if one: 

1. Does not indicate which components are adjustable. 

2. Does not use inductors as bridge elements (except in the basic 
inductance comparison bridge). 

3. Assumes all ratio arms in ratio (comparison) bridges are resistors. 

4. Does not indicate the position of source and detector. 

5. Does not list all obvious parallel versions of bridges whose series 
versions are shown (some common ones are shown). 

The bridges remaining, their balance equations, and comments are 
listed in Table 9-3. 

Frequency Bridges. The R, C, and L balances of the bridges of Table 9-3 
(except for the resonant bridge) are all independent of frequency simply 
because in the calculations it was assumed that the unknown was either a 
series or parallel combination, depending on which would be indicated 
directly by the adjustments (Sec. 9-5-1). There is a large family of 
bridges that are frequency dependent and can be used to determine fre- 
quency. In these frequency bridges all four arms are specified and, there- 
fore, there is no ‘unknown’ impedance. The best known of these bridges 
is the Wien bridge used in many RC oscillators. This can be considered 
a series RC comparison bridge measuring a parallel RC combination, or 
vice versa. 


9-5-3 Bridges with Inductively Coupled Ratio Arms [22, 23] 


Equivalent Circuit of a Tapped Coil. Ratio, or comparison, bridges can 
use any similar impedances as ratio arms, but inductors would be the 
worst choice because of their low Q, poor frequency characteristic, non- 
linearity, vulnerability to pickup, and size. However, if two induc- 
tors are tightly coupled, they become the best choice, for they have two 
unique advantages, excellent ratio and immunity to loading, which are 
explained by the low-frequency equivalent circuit for such a transformer 
as shown in Fig. 9-24. In this circuit: ; 

l, and 1, are the leakage inductances of the two windings. 

r; and rz are the winding resistances (nearly equal to the de resistances 
at low frequency). 

M is the mutual inductance (which is nonlinear in iron-core devices). 

R represents eddy-current and hysteresis loss and is a function of fre- 
quency and level. 
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TABLE 9-3 Basic Bridge Configurations 


Series Capacitance Comparison Bridge C é R; 

Most common capacitance bridge circuit. Ry R, . "Re 

Usually R; and R, are variable so that Rz 

bridge reads capacitance and D. < Re = Ri R; 
C1 a 

R, R; D= wR 


Parallel Capacitance Comparison Bridge R; 


Used for parallel capacitance measurements Re Re 
and for high D measurements where R, Rz 


of the series bridge would be impracti- Rz = Ry R: 
cally high. i 
~ wR 
Cy 
Parallel components 
Schering Bridge C C Re 
= omens 
Used in high-voltage bridges with a high- Ry C Ri 
voltage capacitor as C;. Used in high- C2 
frequency bridges because variable Cx fiz = Ri CG 
capacitors can be used for both adjust- Dz = wRC 
ments. Used in dielectric measurements A, Fe 7 oe 
because C: gives high-resolution loss $ 
: ee: 2 
measurement. A series combination of 
C. and Rez reads parallel capacitance. Series components 
Series Resonant Bridge L 1 
Rarely used to measure L because of fre- * @C 
quency dependence. Parallel version RiR2 
has some equations for parallel compo- Ri = R; 


nents, and is used with variable frequency 
source to measure resonant frequency of 
coils. 


Series components 


Maxwell Inductance Comparison Bridge L L Ry, 
z = Ls 

Basic inductance comparison _ bridge. Ry 
Additional resistance added to inductor R.=R Ri 
with lower Q to get resistance balance. io ia Rz 


Series circuit shown; could also be 
parallel. 


Series components 
SEE 
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TABLE 9-3 (Continued) 


Mazwell-Wien Bridge Lz = RRC 

Most common inductance bridge. If Re R. = Rik 
and R; are variable, it reads Land @Q. If * R; 
R, and C are variable, it reads L and R. Q = oR; 


Series components 


Hay Bridge Lz = R1R2C 


Useful for parallel inductance measure- R. = Rik, 
ments or high-Q measurements where R; ° Rs 
of Maxwell bridge would have to be 1 
impractically high. Also used for mea- Q= oR,C 


surements with dc current bias because 
all current applied across bridge flows in 
Dz. 


Series Owen Bridge Le = Rik, 
Used in precision inductance bridges where G, = C2 
R: is a high-resolution decade reading L-, RiCi 


and C; reads G:. 

Parallel Owen bridge, reading parallel L, 
and G,, is formed if Rz and C2 connect in 
parallel. 


Series components 


M 
N2 


FIG 9-24 An equivalent circuit 
for a transformer. 
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N, and N; are the numbers of turns. 

The signs depend on the connection of the windings, the upper one 
representing an ‘‘aiding’”’ connection as would be used in ratio arms. 

Capacitance is not shown. Although distributed, it can be approxi- 
mated by lumped capacitance between the terminals at low frequencies 
and thus be considered an external load. One should note that even 
above resonance, a tapped coil still maintains its attractive features. 

Ratio Accuracy. If a voltage is applied across the pair of windings in 
Fig. 9-24, the ratio of the two voltages is very nearly 


Ey = Ni E cs ce + july) — Ni(re +i) € 4 =i) 
Ni+ Ne Ro jwM 


(9-5-4) 


This ratio can easily have an error of less than 1 ppm even if the ratio 
is quite large. To obtain an accurate ratio, one should: 

1. Use a high-y, low-loss core so that M and R are large. Tape wound, 
toroidal cores with a uw of over 100,000 are available. The material 
should be very thin to reduce eddy-current losses. 

2. Intermix the windings to get low leakage inductance. 

3. Use as many turns as possible to get the 1/M ratio small, for 1/M is 
approximately proportional to 1/N. 

4. Use as large wire as possible and use the same wire size for both 
windings so that Nir. = Nor. 

Not only is such a ratio accurate; it is also extremely constant. Even a 
large change in » from shock or overload makes only a small change in 
ratio which often can be removed by cyclic demagnetization. 

Loading Error. If the Nz winding of an inductively coupled voltage 
divider is shunted by a load Z,, the resulting error in ratio is approximately 


(N1/N2)(r2 + joule) + (N2/Ni) (ri + jols) 
(Ni + N2)/N2]Z, 


If Ni = Nz, this is very nearly equal to the loading error that would 
result if the ratio arms consisted of winding resistance and leakage 
inductance only. Thus, inductively coupled ratio arms are very accom- 
modating: They exhibit a very high value of M and R to provide an 
excellent ratio and to present a high impedance to the supply, but they 
exhibit a very low effective impedance to a shunt load! Such behavior is, 
of course, due to their coupling and the resulting reflected impedance. 

Ratio accuracy and immunity to loading are the reasons that “‘trans- 
former” ratio arms are used in three-terminal capacitance bridges, such 
as the one shown in Fig. 9-25. Here, one stray capacitance shunts the 
detector, while the other shunts one winding. Bridges are made where 


100% 
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Cr 


FIG 9-25 A three-terminal ca- 
Cs _ Pacitance bridge with inductively 
coupled ratio arms. 


either stray capacitance could be as high as 1 »F at 1 kHz and the resulting 
error would be less than 0.01 percent [27]. 

Transformer Connections. Three basic connections of a transformer are 
shown in Fig. 9-26. Each has certain advantages of accuracy under 
certain conditions, as described below. 

Voltage-divider connection [23] (Fig. 9-26a). This connection has the 
low errors described above and is preferred for high-accuracy measure- 
ments on low impedances because the impedances of the other two bridge 
arms do not affect the transformer ratio. Usually a second transformer is 
used to drive such a bridge to provide isolation. 

Third-winding drive [23] (Fig. 9-26b). This circuit is particularly good 
when comparing high impedances because the open-circuit voltage ratio 
of the two secondary windings depends only on the ratio of the mutual 
inductances between these windings and the primary, which can be very 
accurate, and not on winding resistance and leakage inductance. How- 
ever, here these residual winding impedances are part of the other bridge 
arms and, thus, cause large errors when low impedances are measured. 

Lynch connection [24] (Fig. 9-26c). In this autotransformer connection, 
full input voltage is applied across one-half of the transformer, and as a 
result, loading across this winding has no effect on the balance condition. 
Thus, this connection is useful when extreme loading may be present such 
as in in situ [25] measurements. However, this connection has the poorest 


fa) (b) (ec) 
FIG 9-26 Methods of driving transformer ratio arms. 
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FIG 9-27 A compound trans- 
former connection. 


open-circuit voltage ratio accuracy because of its nonsymmetry. Also, 
the winding impedance of the undriven winding and the reflected winding 
impedances of the driven winding are both effectively in series with Zs. 

An interesting compound connection [26] (Fig. 9-27) combines the 
advantages of the first two circuits. Here very little current flows in the 
secondary of 7; or in JT: because the voltage induced in 7, from its 
primary is nearly equal to the voltage applied to the series connection of 
the other windings. Because only a small current flows, the voltage ratio 
is quite independent of winding resistance and leakage inductance. 

What is shown in Fig. 9-27 as two transformers can be made as one 
unit by using two toroidal cores. The primary of 7, is wound on one core, 
but the secondaries of 7, and the T2 windings are formed with windings 
that enclose both cores. 

Transformers are not very linear devices, and therefore one would not 
expect that the source and detector of a bridge using them could be 
reversed without changing the balance conditions. However, as long as 
saturation is avoided, the difference caused by this reversal is very small 
because the dependence of the ratio on the nonlinear quantities, M and R 
in Fig. 9-24, is so small. The design requirements are quite different, 
depending on the location of the transformer. If used in the input, it 
must have adequate turns and a proper core to accept the applied voltage 
without saturation. If used in the output, it should be shielded to avoid 
magnetic pickup. Several bridges use transformers in the input and in 
the output, Fig. 9-28, to obtain high ratios, to apply equal power to the 
standard and unknown, or to provide an impedance match to the detector 
(see Fig. 9-27). 

Practical Transformer-ratio-arm Bridges. While the advantages of this 
type of bridge are very important, there are the two following disad- 
vantages that make their design more complex than conventional four- 
arm bridges: 

1. The inductively coupled arms use up two arms of the bridge, which 
leaves one arm for the unknown and only one arm for both adjustments 
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(real and imaginary). The transformer ratio may be easily switched to 
change ranges, but a high-resolution variable voltage, as required for a 
balancing adjustment, is difficult. 

2. The inverting type (refer to Sec. 9-5-1) of bridge that compares an 
unknown inductance with a capacitance is impossible if the bridge is 
limited to basic four-arm circuits. 


FIG 9-28 A bridge with a ratio trans- 
former in the input and the output. 


Both these limitations may be overcome by taking advantage of the 
excellent immunity to loading, which allows the use of T networks whose 
direct impedance gives the desired function of variable elements. Several 
practical bridge circuits are illustrated in Table 9-4. The YA trans- 
formation (Sec. 9-1) is helpful in obtaining the balance equation of two of 
them. 


9-5-4 Special-purpose Bridges 


Hague [16] discusses a wide variety of bridges designed for special pur- 
poses. Many of these are simply modifications in the method of adjust- 
ment, and even though some have additional network branches, they 
can be reduced to one of the common four-arm bridges by use of the YA 
transformation. Another catalog of these bridges would be of little use, 
but a mention of the basic problems is worthwhile, along with some of 
the more interesting solutions. 

High-impedance Measurements. The techniques used for high-resis- 
tance dc measurements (Sec. 9-4-3) are applicable to ac measurements, 
particularly the techniques of making three-terminal measurements. 
Measurements on small capacitors are subject to large errors owing to 
the shunting of the unknown by stray capacitance unless a guarded three- 
terminal configuration is used. Most commercial CRL bridges use 
capacitance bridge circuits which allow substantial capacitance to a third 
guard terminal simply because the standard capacitor is so large that a 
small shunting stray capacitance has little effect. Likewise, Wagner 
guard circuits for precision capacitance measurements have been avail- 
able [28]. However, the use of transformer-ratio-arm bridges in the last 
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TABLE 9-4 Bridges with Inductively Coupled Ratio Arms 


Decade-voltage Adjustment (ESI{ 701) 


A decade transformer is used to provide a high- 
resolution voltage adjustment as the main 
balance. Ne is switched to change range. 
An additional transformer provides a percent 
deviation reading. 


N 
C. = Cex. D = wRsCs 


Digital-summing Adjustment (GR} 1615) 


The currents from six capacitors, each with a 
step variable voltage applied, are added to 
give a high-resolution adjustment (6 digits). 


Cz = ac, + a2C2 + a3C3 + rr) 
Ci = 10C, = 100C; ete. 
Dz woR(C, +Ce+ C3 +:-- -) 


Differential-capacitor Adjustment (BEC 75C) 


A differential capacitor provides a variable 
voltage with constant output capacitance if 
C1 +C. is constant. C3; reduces range. 
The conductance balance shown is used on 
many bridges reading parallel G. . 


o. - Lea = Ons 
7 C1 + C2 + Cs 
G G, (2a _- 1) 


~ 14 GR(a)(l — a) 


“Opposed T”’ Inductance Bridge 


YA transformation of T network gives simu- 
lated inductance. ‘‘Spoiler’ R; is necessary 
for balance unless Rz > Ri + Re. 


Lz = RRC 
R. = Rik2G if Rs = Ri + Re 


¢ Electro-Scientific Industries, Inc. 
t General Radio Company. 
{ Boonton Electronics Corporation. 
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FIG 9-29 A four-terminal bridge 
with a transformer used to provide 
an accurate current ratio. 


decade has made this measurement very convenient and has almost com- 
pletely replaced the use of guard circuits which require additional balance 
adjustments. 

Low-impedance Measurements. Likewise, the techniques used for low- 
resistance dc measurements may be adapted for low-impedance ac mea- 
surements. Several commercial bridges make four-terminal measure- 
ments on large capacitors simply by placing the lead resistances in 
the adjacent arms as illustrated in Fig. 9-18. Also, the Kelvin double 
bridge has been adapted for ac measurements [26, 29] even though it may 
require two adjustments in both the main and auxiliary bridge arms 
because these arms are complex. 

The use of transformers makes possible four-terminal ac bridges that 
have no de equivalents and are somewhat analogous (dual) to the trans- 
former type of three-terminal bridges described above. Just as a trans- 
former can produce voltages of precise ratio, it can also produce currents 
of precise ratio. In Fig. 9-29 transformer T; has no flux if Nil; = Nol. 
and, therefore, presents low impedances to these currents. However, 
any unbalance current is presented the full open-circuit inductance and 
thus is kept very low. The other transformer T2 supplies isolated volt- 
ages which make the four-terminal connection possible but which need 
not be precise. 

Another application of a transformer is to use it to inject a voltage into 
one branch of a bridge to compensate for an undesired voltage in another 
[30]. In the four-terminal capacitance bridge of Fig. 9-30, the voltage 


Ratio arm 


FIG 9-30 A four-terminal ca- 
pacitance bridge (General Radio 
Company 1617). 
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drop Ey, caused by lead and yoke resistance, is injected into the opposite 
side of the bridge. This works very well only if one side of the bridge 
has a much higher impedance than the other [31]. 

Mutual-inductance Measurements. Mutual inductance produces a trans- 
fer impedance, actually just one component of a transfer impedance that 
in general has a resistive (loss) component (see Sec. 9-1). There is some 
disagreement on whether a series or parallel representation of this com- 
plex impedance should be used. The parallel representation is used in 
Fig. 9-24 because it simulates circuit behavior better. Here mutual 
inductance becomes the effective parallel inductance of the open-circuit 
transfer impedance between a pair of coupled coils. 

This mutual inductance produces a special kind of four-terminal imped- 
ance, for if Fig. 9-24 is compared with Fig. 9-2, one sees that: 

1. Because the coils may be tied together at one end, there are only two 
“lead”? impedances, and the network forms a T instead of an H. 

2. These lead impedances may be very large, larger than the mutual 
impedance itself, unless the turns ratio is unity. 

3. The mutual impedance may be positive or negative depending on 
the connection. 

Four-terminal bridge techniques may be used to measure mutual 
inductance. The Carey-Foster bridge [32] and several others put the T 
arms (lead impedances) in the source and in an adjacent arm, as is done 
in the de bridge of Fig. 9-18. The balance equation for these bridges is 
very complicated if the mutual impedance has loss. A pure mutual 
inductance can be nulled with a capacitor by using Campbell’s frequency 
bridge [33] (Fig. 9-31). The circuit of Fig. 9-32 will measure the parallel 
mutual components if the connection giving negative quantities is used 
and the Q is less than 1/wC(Ri + Ro). 

In spite of the many interesting circuits possible, mutual impedance is 
most often measured by a series of two-terminal measurements. From 


-M 


FIG 9-31 Campbell's frequency FIG 9-32 A null network for 
bridge used to measure lossless measuring lossy mutual inductance. 
mutual inductance. 
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(a) (6) 


FIG 9-33 Methods of supplying de current to make incremental 
inductance measurements. (a) Parallel feed, (b) series feed. 


Fig. 9-24 one can see that if the two coils are measured in series, first 
aiding and then opposing, the difference in impedance is four times the 
mutual impedance (a series-to-parallel conversion is necessary to get the 
parallel quantities shown). 

Applying Bias Voltage or Current. The capacitance of many capaci- 
tors changes as dc voltage is applied. The capacitance of semiconductor 
devices changes drastically. Likewise, the inductance and loss of iron- 
core inductors changes with applied de current, and resistive devices 
change value with applied voltage (varistors) or heat (thermistors). 
The slope of the impedance curve at some dc operating point may be 
measured with a small ac signal and is called the incremental impedance. 
A bridge circuit is convenient for this purpose, but the bridge circuit. must 
be adapted to make such measurements without error or damage. 

Two basic methods of introducing bias are used: series and parallel 
feed. Figure 9-33 illustrates circuits for measuring incremental induc- 
tance. With series feed no error is introduced in the bridge circuit, but 
the current is limited by the power rating of the bridge resistor in series, 
R,. There is no such limit with parallel feed, but the bridge will measure 
the parallel combination of the unknown and the impedance of the feed 
circuit so that a correction must be made. Note that the Hay bridge is 
often used for this purpose because its capacitor blocks de current from 
flowing in the other bridge arms. Additional blocking capacitors are 
added in the source and detector as required. 

A Schering or series comparison bridge is generally used for biased 
capacitor measurements to provide de blocking. The voltage is usually 
applied by series feed such that all the de voltage appears across the 
unknown capacitor. 

Active Bridges. The reliability of semiconductor devices together 
with the precision of feedback amplifiers has made it practical to include 
active elements in bridge circuits. Their use provides additional flexibil- 
ity in design mainly by their ability to provide isolation and phase inver- 
sion. Unity gain amplifiers, both inverting and noninverting, with 
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FIG 9-34 Logan's four-terminal ac resistance bridge. 


long-term stability of better than 0.01 percent, are possible at low fre- 
quencies. The most critical part of the inverting amplifier can be the 
passive components used for current summing. 

An example of an active bridge is Logan’s bridge [34] (Fig. 9-34) which 
was designed for ac resistivity measurements using a four-point probe. 
Impedances Z, and Z, and the amplifiers driving them form a differential 
amplifier whose C\JR (common-mode rejection) makes the current J; 
independent of Rs and the lead resistance 14. 

Another common use of active devices is the active guard circuit of 
Fig. 9-35 used for three-terminal measurements. Here C, has no voltage 
applied to it and thus passes no current if the gain of the amplifier is 
unity, and Cy loads the amplifier and not the bridge; therefore no error is 
introduced. 


9-5-5 Automatic and Semiautomatic Bridges 


For production or inspection measurements the manual process of 
balancing a bridge is too slow and therefore too expensive to be practical. 
While impedance meters are often used for less accurate measurements, 
and comparators are used when many similar components are to be 
tested and suitable standards are available, for many applications the 


FIG 9-35 An active guard circuit. 
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combination of range, accuracy, and direct readout of the bridge is 
required. 

Mechanically Balanced Bridges. Several commercial automatic bridges 
have been made by connecting servo motors to the shafts of the variable 
bridge components and driving them with the amplified bridge output. 
Phase-sensitive detectors are necessary to distinguish the sense of the 
unbalance voltage and to separate the components of voltage resulting 
from each of the two adjustments. In general, the two balance adjust- 
ments of an ac bridge do not produce orthogonal unbalance voltages, and 
as a result there is apt to be interaction between the two adjustments, 
which in manual bridges -is called a sliding null [35]. Fortunately, as 
long as the phase angle of impedance is not too large and the adjustments 
are continuously variable, the interaction only increases the time neces- 
sary for balance. 

Electrically Balanced Semiautomatic Bridges. One interesting commercial 
CRL bridge [36] uses the nonlinearity of biased diodes to make an auto- 
matic loss (D or Q) balance and a phase-sensitive detector to facilitate the 
balance of the main adjustment, which is manual. As a result, the value 
of a component may be measured very quickly even if it has a phase 
angle that would usually result in a sliding null. The automatic loss 
balance has no readout. However, if the D or Q value is desired, a manual 
balance may be made by adjustment of the loss balance alone after the 
main balance is made in the semiautomatic mode. 

Digitally Balanced Automatic Bridges. A fully automatic, electronically 
balanced capacitance bridge has been made that uses a digital servo 
technique for both balances [37]. Transistor switches are used to adjust 
the attenuation of conductance, summing-type voltage dividers in an 
active bridge network. The switches are controlled by phase-sensitive 
detectors on the bridge output, and their settings provide information for 
a digital readout. 


9-6 Radio-frequency Impedance Measurements 


9-6-1 Problems at Radio Frequency 


As frequency increases, many of the residual parameters in the equiva- 
lent circuits for the various types of circuit components (see Sec. 9-2) 
cause increasingly larger errors. Wire-wound rheostats, often used in 
lower-accuracy bridges, become almost useless above 100 kHz. The 
effective value of large capacitors changes appreciably because of lead 
inductance; capacitors larger than 1,000 pF are to be avoided above 1 
MHz. Low-frequency iron-core inductors are useless at radio fre- 
quency, although coils designed for a particular frequency range are 
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useful up to quite high frequencies. The impedance of bridge wiring and 
switching is added to the residual parameters of the components them- 
selves. Distributed capacitance effects become important particularly 
for large resistances, and mutual inductance between leads must be 
considered. 

As a result of these considerations, rf bridges usually have variable 
capacitors as adjustable components and only small fixed resistors. 
Range switching is limited, shielding becomes complex, and wiring is 
carefully laid out to avoid large coupling loops. “Very high or very low 
impedances are avoided so that the bridge range becomes limited. This 
trend continues until at ultrahigh frequency all wiring is coaxial, discrete 
components almost completely disappear, and only impedances near the 
characteristic impedance of the system can be measured with any accuracy 
(see Chap. 17). 


9-6-2 Radio-frequency Bridges 


General Radio Company RF Bridge (GR 1606) [38]. A favorite for use at 
radio frequencies is the Schering bridge, because both null conditions may 
be met with the use of only variable capacitors. An example of a com- 
mercial instrument with this circuit is the GR 1606 of Fig. 9-36. This is 
a substitution bridge, for one adjustment C, is in series with the unknown. 
Both components of the unknown are read as difference measurements. 
Using subscripts 1 and 2 to refer to successive balances made with the 
terminals shorted and then with the unknown in place, we have 


R 
Ra] Cis Cu) 
Cy 
X,= “(= aa x) (9-6-1) 


The dials associated with both adjustments are calibrated in ohms, but 
the reactance dial must be divided by the frequency in megahertz to 


FIG 9-36 A series substitution 
Schering bridge (General Radio 
Company 1606). 
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FIG 9-37 The RX meter (Hew- 
lett-Packard Company 250B). 


obtain the correct result. This instrument covers the 400-kHz to 60- 
MHz range. 

Hewlett-Packard Company RX Meter (HP 250-B) [39]. This instrument 
is a parallel substitution device measuring admittance. It is shown in 
Fig. 9-37 as a transformer bridge with opposed T networks. The four 
main arms are similar to those of a Schering bridge while the small capaci- 
tors C’; and C; are used as a summing connection to the detector. This 
instrument includes an internal oscillator and detector and operates from 
500 kHz to 230 MHz. 

Wayne Kerr Bridges (B601, B801, and B901) [40]. This series of instru- 
ments uses the transformer-ratio-arm principle well up into the very 
high frequency range. The transformers used have a somewhat novel 
structure and have very few turns to keep the leakage inductances low. 
Fixed, switched resistors are used for the conductance balance to avoid the 
large frequency errors in rheostats. 

Admittance Meter (GR 1602) [41]. This novel device, illustrated in 
Fig. 9-38, is classified here as a bridge because it is a nulled device which 
compares passive standards with an unknown. Mutual inductances 
Mz, Mg, and M, are varied by rotation to inject voltages into the detector 
proportional to the currents in the susceptance standard Bg, the conduc- 
tance standard Gs, and the unknown admittance G, + jB,;. Because 
the same voltage is applied to all three impedances, the detector is nulled 
when 


M,(G, + jB;z) = MGgGs + MsjBs (9-6-2) 


The dials associated with Mg and Mp are calibrated in terms of G, and 
B,, and M, is used as a multiplier to extend the range. This instrument 
is direct reading over a 40- to 1,500-MHz range. 


9-6-3 T Networks [42] 


While any network capable of giving a null output could be considered a 
bridge in a broad sense, there is a large class of null networks with a com- 
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FIG 9-38 An admittance meter (General Radio Company 1602). 


mon input and output terminal (without the use of transformers) that are 
based on the simple T configuration and, therefore, classified as T net- 
works. While these networks have been used at low frequencies, their 
main application is at radio frequencies where their common input-output 
terminal is very important to avoid unwanted coupling. 

The null conditions for these networks are easily obtained by setting 
at zero the sum of all the short-circuit transfer admittances of all network 
paths from source to detector. If there are only two paths, the sum of the 
short-circuit transfer impedances is also zero. For a single T network 
(Fig. 9-4) this transfer impedance is Z: + Z;+ Z:Z3/Z2. It is the last 
term of this expression that makes a null possible, for it can be used to 
form an effective inductor from a capacitor and two resistors or a negative 
resistor from two capacitors and one resistor. All T null networks are 
frequency dependent in both balances, for without a phase inversion, 
inductance or simulated inductance must balance a capacitance, and 
simulated negative resistors, which always contain —w* or —1/w? factors, 
must be used to balance resistors. 

The Bridged T. If asingle T is shunted by an impedance Z,, a bridged or 
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Cy C2 C C2 
R Le Rx 


FIG 9-39 Two bridged-T null circuits. 


shunted T is established. The balance expression is 


LiZ3 


Z4:+ 23+ Z. 


+ Z,=0 (9-6-3) 


There is some similarity to the simple bridge equation, the difference 
being the addition of the first two terms and a very important sign. 
Such a circuit can give a complete null only if it contains at least one 
inductor. The two simplest circuits are shown in Fig. 9-39. While such 
networks are often used in filters, they are rarely used for impedance 
measurements. 

Twin-T Networks. Two T networks in parallel will null if the transfer 
impedance of one is the negative of the other. Many twin-T networks 
are possible; the most important one for impedance measurements is 
shown in Fig. 9-40. This is not the same twin T used in many oscillators 
and filters. Its main advantage is that the two grounded variable capaci- 
tors can be used for the two necessary adjustments. The balance equa- 
tions are 


CiC; 1 
Cit Crt Cr+ + Res) = 


(9-6-4) 
and 


wReCiC3 ¢ + &) = G2 
C 


Ci C3 


FIG 9-40 The twin-T admit- 
tance-measuring circuit. 
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from which 
Bra = w AC oa or Cra = ACog 


2 
Gia = alle Re ACia 
C4 


where AC24 and ACs, are the changes in the settings of these two capaci- 
tors when the unknown is added to terminals A and A’. 

A commercial instrument [43] was made once using this circuit (except 
that G; = 0). It was useful for measuring high impedances, particularly 
measurements on dielectric samples, over a range from 460 kHz to 40 MHz. 

The same basic network has been used for precision measurements [44] 
with additional terminals B and B’ across C;. With the unknown con- 
nected to these B terminals, the admittance of the unknown is 


Brg = w ACsB or Clg = ACsz 


= C4 AC op (9-6-5) 


Gee = CiCaRe 


where AC2z and ACs are the changes in these settings ‘when the unknown 
is added to the B terminals. If a given unknown is measured first on the 
A terminals and then on the B terminals, G.4 = Gzz = G,, which may be 
determined from the expression 


G,? = w? ACs ACoz (9-6-6) 


Thus, both B, and G, can be calculated from changes in capacitance 
without knowing the exact value of the other network impedances. This 
is probably the most accurate method of measuring resistance in the rf 
range. 


9-6-4 Resonance Methods 


A resonance, as well as a null, is a repeatable condition in which the 
circuit elements can have a defined relationship. Parallel resonance is 
best suited for high-impedance measurements and series resonance for 
low-impedance measurements. 

Parallel-resonance Methods. If the capacitor in the parallel resonant 
circuit of Fig. 9-41 is adjusted for a resonance (peak reading on the volt- 
meter) with the unknown terminals open-circuited to give a reading of 
C, and then with an unknown admittance connected to give a reading of 
C2, the susceptance of the unknown B, is w(C1 — C2). This simple prin- 
ciple has been used in an rf capacitance meter. Note that the reading 
is independent of the values of the other circuit elements. 

The conductance of the unknown may be obtained by making a third 
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resonance with a known conductance G's connected and noting all three 
peak voltmeter readings. Now 
V3(Vi — Vo) 


G, = Gs ———-——— 
*V.(Vi — V;) 


(9-6-7) 


This is what is called the conductance variation method. 


FIG 9-41 Parallel-resonance measure- 
ment circuit. 


An alternative way to obtain G;, called susceptance variation, is to detune 
the capacitor until the voltage indicator is 0.707 of the peak voltage by 
both addition and removal of capacitance. If the higher capacitance 
reading is C’ and the lower is C’”’, then G = w(C’ — C’’)/2._ Here G is the 
total circuit conductance. The unknown is determined by making this 
measurement with the unknown first in place and then removed and by 
calculating the difference in conductance. 

This susceptance variation method has been used for precise dielectric 
loss measurements [45]. In one method [46] a negative conductance, 
made from an active circuit, was used to cancel out most of the loss of the 


FIG 9-42 Series-resonance 
measurement circuit. 


inductor and so to make a very high Q circuit. This gave dissipation- 
factor resolution of a few parts per million. 

Series-resonance Methods. The duals of the above methods for the 
circuit of Fig. 9-42 are called the resistance and reactance variation methods. 
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They give the effective series resistance and reactance of the unknown. 
With this circuit the initial measurements are made with the unknown 
terminals shorted; the reactance is proportional to the difference in 
elastance (reciprocal capacitance), and the resistance may be determined 
by meter readings or by an elastance difference. 


FIG 9-43 The Q meter. 


The Q Meter (Resonant-rise Method) [47]. The best-known resonant 
method is used for the Q meter shown in Fig. 9-43. If the capacitor is 
lossless, the voltage across it is 


1/joC 


Bee, job, — 1/oC) 


(9-6-8) 


At resonance, wl; = 1/wC, and the magnitude of the output voltage is 


E, 1 wl 

— = ——_ = — = a 9-6-9 
The meter of this instrument can be calibrated in terms of Q, and the 
variable-capacitor reading can be used to calculate inductance. 


9-6-5 The RF Meter Methods 


The basic meter methods of Sec. 9-3 may be used at radio frequencies 
with appropriate meters. The comparison method of measuring voltages 
across known and unknown impedances is particularly useful at radio 
frequencies now that low-level voltmeters are available. 

The RF Vector Impedance Meter (H-P 4815) [14]. This instrument is 
somewhat similar to the lower-frequency meter (Sec. 9-3) but uses a 
phase-locked sampling system to obtain and operate in a frequency range 
of from 0.5 to 108 MHz. As shown in Fig. 9-44, an rf current is supplied 
to the unknown, measured by a toroidal pickup coil, sampled, amplified, 
detected, and applied to a modulator to form an automatic current-level 
control. The voltage is similarly sampled and, because the current is 
held constant, is a measure of impedance magnitude. A phase detector 
measures 6. 
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FIG 9-44 The rf vector impedance meter (Hewlett-Packard 
Company 4815). 


9-7 Precision Measurements 


9-7-1 Standardization of Impedance Units 


Determination of the Ohm! [48, 49]. In this country the National Bureau 
of Standards (NBS) is responsible for the determination, maintenance, 
and dissemination of standards for all units of measure, including the elec- 
trical unit of impedance—the ohm—and the related units of capacitance 
and inductance. In 1864, long before NBS existed, a British committee 
led by James Clerk Maxwell made the first determination of the ohm. 
They gave values to certain wire resistors, based on the mechanical 
system of units and Wilhelm E. Weber’s proposed electromagnetic system 
of units. While several of these resistors were distributed to various 
laboratories, a lack of standardization facilities and poor transportation 
made a need for a standard that could be reproduced independently. 
This resulted in the mercury ohm, a column of mercury of given dimensions 
measured at a given temperature. 

Soon after NBS was established in 1901, it obtained four resistors 
made in Germany and certified by the Reichsanstalt, the oldest national 
standards laboratory. The mean value of these resistors and others 
calibrated from them became our national standard. They were replaced 
by a sealed NBS-Rosa type of 1-Q resistor in 1909 and by the present 
Thomas type of resistor in 1932, as these proved more stable in inter- 
national comparisons. During this period an international committee 
determined the international ohm on the basis of the values maintained by 
several national laboratories. 

Meanwhile, experimenters were redetermining the ohm from the basic 
units by formulas relating the dimensions of a coil to its inductance. 
This was a painstaking procedure, for the physical measurements had to 
be extremely precise if accuracy of a few parts per million were to be 


1 See also Chap. 1. 
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realized. The ohm was determined from the calculated inductance by 
several measurement circuits, which introduced the unit of time that 
relates inductance (and capacitance) to resistance. The determined 
value differed from the international values, and in 1948 the absolute ohm 
came into use by international agreement. It was 495 ppm smaller than 
the mean international ohm, and hence values in the new units were 
495 ppm larger. 

Since then, additional determinations have been made with the yse of 
calculable inductors and, more recently, the Thompson-Lampard cal- 
culable capacitor [50], which is more easily and more precisely measured. 
A cross section of such a capacitor made from four solid metal rods is 

shown in Fig. 9-45. It can be proved that if there is symmetry about one 
axis, the direct capacitance between either opposing pair of rods, with the 
other pair guarded, will give a capacitance in picofarads of 10'® X L(In 2)/ 
4r*c?, where L is in meters and c is the speed of light in meters per 
second. Moreover, small errors due to nonsymmetry can be removed to 
a very large degree by taking the mean value of two measurements with 
the use of first one opposing pair and then the other. 

Unfortunately, the capacitance so determined is quite small, approxi- 
mately 1.95 pF/m. Precise transformer-ratio-arm bridges are used to 
transfer the measurement up to a more reasonable capacitance value. 
Then a special quad (for quadrature) bridge compares capacitance and 
frequency with an ac resistance. The value is then transferred to a 
resistor whose ac/dc difference is calculable, and then by de-ratio methods 
to the 1-2 value. Cutkosky [51] of NBS made this determination and 
came within 2.3 ppm of the 1-0 value maintained by NBS and had an 
estimated uncertainty of 2.1 ppm. More recently Thompson [52] made a 
similar determination with an estimated uncertainty of 0.2 ppm, but with 
an accuracy limited to +0.7 ppm because of the uncertainty of the speed 
of light. 

National Bureau of Standards Calibrations, Ohm determinations are 


FIG 9-45 Cross section of a 
Thompson-Lampard _— calculable 
capacitor, 


Shield 
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made by NBS only every few years, and the value is maintained by a 
reference set of 10 Thomas 1-2 resistors. These are intercompared 
regularly with a working set that is used for actual intercomparisons with 
standards sent in by customers. A similar procedure is used for capaci- 
tance and inductance calibrations. The NBS will calibrate over a wide 
range of values, but highest accuracy is given at medium values. They 
will now state 0.08-ppm accuracy for resistance at 1 2 and 10 kQ, 5 ppm for 
three-terminal capacitance, and 200 ppm for inductors of medium value. 
A complete list of the available calibrations is given in NBS Miscellaneous 
Publication 250, which is revised regularly. 

National Bureau of Standards is attempting to limit its calibrations to 
the basic fixed standard for each unit and trying to get other laboratories 
to extend the calibration to lesser standards, variable components, and 
instruments by proved techniques. In this way they can put more of 
their effort intc new and improved basic standards, which are urgently 
needed. 

Traceability. The word traceability is used to describe the chain of 
calibrations that can link the assigned value of any component to the 
national standard. Evidence of each step in this chain is required by 
the National Aeronautics and Space Administration (NASA) and military 
standards [53] in an attempt to ensure that suppliers of electrical com- 
ponents are making accurate measurements. While traceability may be 
necessary to meet this goal, it is not sufficient to ensure high accuracy, for 
a standard may change in value between the times it is measured and used, 
and good measurement technique is essential, especially when mea- 
suring odd values at odd frequencies. In spite of these and other 
inherent limitations, the concept of traceability has greatly improved the 
general level of measurement accuracy, particularly at the component- 
inspection level. 

Associated with traceability are two additional terms: recall cycle and 
accuracy ratio. The first represents the time period between calibrations 
which is left indefinite by some standards. The United States Navy [54] 
however, has established recommended recall cycles for a large variety of 
commercial standards and instruments. Accuracy ratio is the ratio of the 
accuracy of the device being tested to the accuracy of the standard used 
for calibration. While a high accuracy ratio results in a short trace- 
ability chain, in many cases it is not feasible, particularly at higher 
accuracy levels. Many people feel that if proper allowance is made for 
possible measurement error, no fixed accuracy ratio should be set. 


9-7-2. Methods of Precision Measurement 


Three Basic Measurements. Standards laboratories make three basic 
measurements on impedance standards which are, in the order of decreas- 
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1. Intercomparison of standards of approximately the same value 
2. Scaling impedance by multiples of 10 
3. Measurement of odd values 


While the first is the most precise, in some ways it is the easiest, for usually 
direct substitution measurements are made in which first a standard and 
then an unknown are measured at the same terminals of the measuring 
instrument with no change in the setting of the coarse digits of the main 
adjustment. The measurement device need not contain accurate com- 
ponents as long as the difference measured is small, the short-term 
stability of the system is high, and the resolution and sensitivity are 
adequate. Scaling and odd value measurements are usually more dif- 
ficult, depending on the type of impedance being measured and the 
accuracy required. 

Precision Resistance Measurements [19, 55, 56]. One-to-one resistance 
comparisons are most often made on a Kelvin direct-reading ratio set, 
such as the one shown in Fig. 9-19. Both resistors being compared are 
measured on the same terminals with an auxiliary standard or “tare” on 
the other side of the bridge. Because the Thomas resistor has a 1-0 
value, the highest precision is required at this low value and, as a result, 
the lead and yoke adjustments (see Sec. 9-4) are particularly important if 
low-valued ratio arms are used for optimum overall sensitivity. Varia- 
tions in the switch resistance in the adjustable ratio arm would be a major 
problem if conventional decade adjustments were used. Instead, these 
adjustments are of the shunt type, which places relatively large switched 
resistance in parallel with a low-valued fixed resistor so that switch resis- 
tanceis muchlessimportant. Thislimits the adjustment range toa rather 
small deviation, and as a result, such ratio sets can only measure resistors 
of approximately the same value as the standard used. 

Decade scaling of resistance calibrations can be performed by connect- 
ing 10 standards of one value in series or by a 10:1 ratio in a ratio set that 
is calibrated by such a series buildup. The error for such a procedure is 
the error in the 10:1 ratio multiplied by the number of factors of 10 
required, and 2 ppm per decade is considered areasonable error. Recently 
transfer boxes [57] have become available that make an extremely accurate 
100:1 ratio possible by providing a way to connect 10 resistors first in 
parallel and then in series with small connection errors. If any one resistor 
differs from the nominal value by the fractional amount 54, the theoretical 
fractional error in ratio is approximately 967/100. This procedure allows 
extreme precision and scaling from 1 Q to 10 kQ with 14-ppm precision. 

Odd values of resistors are measured by several devices; a universal 
ratio set [55], a precision decade with individually measured and adjusted 
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resistors, or a bridge incorporating an adjustable voltage divider that can 
be precisely calibrated by ratio methods [58]. 

Precision ac resistance measurements can take advantage of the accuracy 
and stability of transformer ratio arms. While such bridges are often 
used for resistance thermometry, they have also been used for comparing 
standard resistors [59]. Transformer ratio arms have been used for 
precision dc resistance measurements [60], with a flux detector to determine 
any dc ampere-turn unbalance. This device is particularly suited for the 
accurate measurement of low-resistance shunts. 

Precision Capacitance Measurements [61, 62]. All three types of mea- 
surements can be made on capacitors with a single instrument, namely, a 
high-resolution transformer-ratio-arm bridge (see Sec. 9-5). Three- 
terminal substitution measurements on 1,000-pF standards to 0.01 ppm 
are relatively easy with the use of commercial bridges of this type. Ten- 
to-one ratios are estimated to be precise to approximately 1 ppm, and an 
odd-valued capacitor can be compared with the nearest standard capac- 
itor with approximately the same precision. As a result of this precision, 
the main limitations become the stability of the standard capacitors 
themselves (particularly at high values of capacitance) and the sensitivity 
of the overall system at low values. 

Precision Inductance Measurements. Inductance measurements are the 
least accurate of the three types of impedance parameters, but fortunately 
accuracy requirements for inductors are correspondingly low. One-to- 
one comparisons can be made on high-resolution Owen or Maxwell bridges 
to within 1 ppm at medium values, but scaling or odd-value measure- 
ments on such bridges are limited by the accuracy of the bridge arms and 
other bridge errors. Series connections of standard inductors are some- 
times used to provide scaling, but residual lead inductance, shunt capaci- 
tance, and low Q values limit the accuracy. 

Perhaps the most precise inductance measurements are those made on a 
precision capacitance bridge by measuring the change in the effective 
capacitance at the unknown terminals as an inductor is added in series or 
in parallel with a capacitor [63], but residual parameters and low Q values 
limit this method similarly. 

Multiterminal Measurements. While three- and four-terminal measure- 
ments are commonly made on low-valued admittances and impedances 
respectively, many instruments contain even more terminals. Several 
wide-range instruments use five terminals so that three terminals can be 
used at one end of their range and four at the other. In some cases 
errors from series and shunt residuals are significant at the same time so 
that a combination five-terminal measurement is necessary. This 
occurs when extreme precision is required at a medium impedance level 
or at higher frequencies where series inductance and parallel capacitance 
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effects are both more critical. Small errors occur even in a five-terminal 
measurement because of interaction between series and shunt residuals. 
An eight-terminal measurement system has been proposed to make an 
almost perfect measurement [64]. 

At radio frequency it is difficult to make good multiterminal impedance- 
measuring circuits, and so two-terminal measurements are necessary. 
While such measurements are usually subject to error, they can be very 
accurate if a precision coaxial connector is used. Such a connector has a 
sharply defined reference impedance so that good repeatability is possible 
[65]. 
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CHAPTER TEN 


AUDIO FREQUENCY 
SIGNAL SOURCES 


Donald E. Norgaard 


Hewlett-Packard Company, Palo Alto, California 


Audio-frequency signal generators serve as convenient sources of 
electrical signals that are useful in the test, maintenance, or operation of 
a wide variety of electrical apparatus. Although the term audzo frequency 
refers to the frequency range to which the ear is responsive, many audio- 
frequency signal generators are designed to produce signals both higher 
and lower in frequency than the usually accepted audio range from 20 to 
20,000 Hz. In general this extension in range is accomplished by tech- 
niques identical with those employed for the audio range. It should be 
noted that the discussed generators provide electrical signals only, not 
acoustical signals. 


10-1 The Sinusoidal Audio-frequency Signal Source 


Alternating-current circuit theory has been developed around the 
concept of voltages, currents, and impedances stated in terms of a sinus- 
oidal signal, a signal which has its energy concentrated at a single point in 
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the frequency domain. As a consequence, the majority of audio-signal 
generators in use are designed to provide sinusoidal output signals as 
nearly as possible. Stated more explicitly, the sinusoidal audio-signal 
generator should provide an output signal that has the following char- 
acteristics: 


1. Low harmonic content 

2. Stable operating frequency 

3. Stable output amplitude 

4. Low spurious output, ie., hum, noise, jitter, modulation, ete. 


The questions of how low the harmonic and spurious outputs should be 
and how stable the frequency and amplitude should be depend, of course, 
upon the application for the signal generator. Many applications do not 
require extremes in all four of the above characteristics simultaneously; 
some do. The general-purpose sinusoidal audio-frequency generator, 
however, should be capable of satisfying all four requirements reasonably 
well so that its range of application can be as broad as possible. 

The general-purpose generator should also have provision for adjust- 
ment of its operating frequency over its entire range of capability and 
some means for adjustment of its output level as well. Operating fre- 
quency usually is adjusted by means of an analog dial or scale, although 
some designs employ push buttons along with an analog vernier which 
permits interpolation between the smallest steps obtainable with the 
push-button arrangement. Output-level control is generally accom- 
plished by means of a continuously variable attenuator or by means of a 
step attenuator in conjunction with a continuously variable control for 
interpolation between steps of output level. In almost every case, the 
voltage level at which the signal is generated is constant; the output level 
is then controlled by attenuation rather than by control of the level of 
oscillation alone within the signal generator. 

The maximum output power level obtainable from most general-purpose 
audio-signal generators is usually fairly low, ranging from 1 to perhaps 
100 mW. Whenever higher power level is required, an external power 
amplifier is used to obtain the desired level. Some special-purpose signal 
generators are built to provide much greater power output. The addi- 
tional capability is produced by a self-contained power amplifier which is, 
however, electrically separate from the generator itself. 

The audio-frequency signal generator, in its generalized form, accepts 
electrical energy from some source such as a battery or rectifier and con- 
verts a portion of this energy into its output signal. This signal is a 
cyclic repetition of electrical voltage or current of predetermined fre- 
quency, waveform, and magnitude. The usefulness of the sinusoidal 
waveform in analysis and test of a wide variety of apparatus warrants 
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consideration of the several methods by which such signals are produced 
and controlled. 

Practical sinusoidal signal generators can be classified by the method of 
frequency control into the following types: (1) the LC oscillator, (2) the 
RC oscillator, (3) the beat-frequency oscillator, and (4) special methods. 

It will be noted that the term oscillator is introduced as a means of 
describing the first three classes listed. The logic of this terminology 
stems from the use of regenerative feedback to neutralize system losses 
and thereby produce a condition of sustained oscillation within the 
frequency-controlling elements. 


10-2 The LC Oscillator 


Historically, the LC oscillator came first. The analogy between a 
parallel-connected inductor and capacitor and the simple pendulum was 
recognized by Tesla and Marconi and utilized by each to produce oscilla- 
tion at rather high power level. The oscillating system of inductor and 
capacitor was excited by spark discharge that caused damped trains of 
oscillation following each discharge. Later, Poulsen used a steady electric 
are to produce undamped (continuous-wave) oscillation in the LC 
circuit, also at surprisingly high power levels. 

The vacuum tube, with its capability of power gain, was applied 
by Armstrong to supply energy lost within a continuously oscillating 
LC circuit by a regenerative association of the tube with the circuit. 
The low-power signal generator became a practical reality with this 
combination. 

The impedance characteristics of a parallel connection of lossless 
reactive elements L and C uniquely define a point in the frequency domain 
where the antiresonant circuit so formed exhibits infinite impedance. 
Realizable reactive circuit elements have losses which alter the impedance 
significantly at frequencies near the antiresonant frequency. The losses 
in realizable reactances can be simulated by. considering a theoretically 
lossless inductor-capacitor (LC) combination 
shunted by a resistor of such a value that power d 
dissipated in the resistor at a given voltage level is | . z Z "ot 
equal to the total of that dissipated in imperfect a a te 
reactive circuit elements operating at the same 1G40.41 Generalized 
voltage. Use of this fiction facilitates analysis of  antiresonant circuit. 
the impedance characteristics of a physically 
realizable antiresonant circuit when it is used in conjunction with other 
circuit elements in a working system. 

The characteristics of the elemental circuit diagram of Fig. 10-1 
approximate reality closely enough to permit delineation of the properties 
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of antiresonance which enable the LC circuit to serve as a frequency- 
control mechanism in a signal generator. The following definitions are 
useful: L = inductance in henries, C = capacitance in farads, R, = resist- 


ance in ohms, w = 2m” (frequency), andj = Wid, 


eee 10-2-1 
R, ( ) 
Y= 5 (10-2-2) 
ae ae wl - 
Y, = joC (10-2-3) 
ail 1 
Y= Yet Yet Yom jo — jo + 


wh + jR,(wLC — 1) 
= 10-2-4 
wLR» oe 


If we let LC = 1/wo?, then 


wl + jRp(w?/wo? — 1) 


10-2- 
wLR, oe) 


Y tot = 


If Z is the impedance seen between points 1 and 2 at the frequency 
w/2r, then . 


Rp 


Z = 1/Y.% = —___>____ 10-2-6 
CEES Te aEN Gt et =) ee 
Equation (10-2-6) expressed in polar form becomes 
Sak 2 b aan 1 
Z = l/s = |2| /tan-* pois Cy ae (10-2-7) 
= wl 
The normalized phase slope is 
dd: a2: 2w*LRp/wo — wolbRp(w2/ao? — 1) (10-2-8) 
d(w/wo) wL? + Ry?(w?/wo? — 1) 
dd. 2R> 
ge et ae = 10-2-9 
Ia ool when w/wo = 1 ( ) 


From Eq. (10-2-7) 


¢, = i rad 


at w = w; when w, is determined as follows: 


Rp(1L — w1?/wo”) = orl (10-2-10) 
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Solving for w1, 


—Lwo?/Rp + V L*w0'/Ry? + 400? 
wo, = wo’/Rp + ; wot/Ry® + 4 (10-2-11) 


Similarly, ¢, is —/4 rad at w = we when 


_ Lwe?®/Rp + VLeo'/Ry? + deo? 


; (10-2-12) 


We 


It follows that the geometric mean of w; and w: is 
V wiwe = wo (10-2-13) 
while the difference between we and w, 1s 


L 
Wo — W1 = Wo? R. (10-2-14) 
P 


The ratio of the geometric mean to the difference (w2 — w1) is 


Vv R 
Mow _ he (10-2-15) 
@2— w1 wold 
Equation (10-2-15) may be considered the ratio of the effective parallel 
resistance R, to the reactance of either of the reactive elements of Fig. 
10-1 when w = wo. Thus is defined Qo = Rp/wol, where Qo is the quality 
factor Q of the antiresonant circuit of Fig. 10-1 at w = wo. 
In terms of Qo, the normalized phase slope is 
dd: is 
= —2— = -2 10-2-16 
d(w/wo) wol Qo ( ) 
Thus, when w = wo and w; and w2 are defined as in Eqs. (10-2-11) and 
(10-2-12), 


V W1W2 23 Q - dd¢z 

W2 — 1 ° 2d (w/w) 

The relationship between Qo and normalized phase slope will be used in 
analyses of other types of oscillators. 

The circuit arrangement of Fig. 10-1 can be made self-oscillating by 
supplying power dissipated in R, at a chosen operating level with the 
output of an amplifier whose input is derived from the signal appearing 
between terminals 1 and2. The frequency of oscillation will depend upon 
the values of L and C and upon the phase shift within the amplifier. 
Such an oscillator is illustrated in Fig. 10-2, where R, represents the 
effective parallel resistance including the effect of the output impedance 


(10-2-17) 
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FIG 10-2 LC oscillator. 


of the amplifier and a resistive load. The driving signal for the amplifier 
is a fraction of the signal appearing across the output of the amplifier, 
which has a mutual conductance of G/a. 

If it is assumed that the input signal for the amplifier is BE1, where 8 is a 
real number, then for steady-state conditions, 


G/a X BE,|Z|/¢. = EB; (10-2-18) 


where |Z [/¢: is the impedance seen between points 1 and 2 at the operat- 
ing frequency. Equation (10-2-18) may be expressed as 


G/al2\/4. = ; (10-2-19) 
The voltage gain of the amplifier when driving its load |Z| [bs is 
K = G/alZ|/¢. = ; (10-2-20) 


areal number. The phase angle a associated with G must be matched 
by an equal but opposite phase angle ¢, associated with Z. Such a phase 
angle attributed to G automatically causes the frequency of oscillation to 
adjust itself so that the product G/a|Z| /¢: is a real number. 

Equations (10-2-6) and (10-2-7) indicate that —n/2< $< w/2. 
Therefore, the allowable range of a lies between +2/2 rad if the system is 
to be capable of self-sustained oscillation. 

Since the frequency of oscillation departs from the nominal frequency 
fo = wo/2e = 1/2r WLC in order to accommodate the phase angle a, 
frequency stability (for a given LC product) is directly related to the 
stability of a and to the slope of the phase angle ¢,, which slope is a direct - 
function of the circuit Q. The normalized phase slope numerically is 
greatest at w/wo = 1 where ¢, itself is zero. Instabilities in a will have 
the least effect upon the frequency of oscillation when the nominal value 
of a is zero. 

Equation (10-2-19) calls for a precisely determined value of G/e« for 
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any stated values of |Z| [¢: and 6 under a steady-state condition of oscil- 


lation. A value of |GZ| lower than stated in Eq. (10-2-19) precludes the 
possibility of sustained oscillation, while a greater value of |GZ| would 
result in an ever ascending level of oscillation. It is inconceivable that 
the level of oscillation could continue to increase without limit in any 
real system; eventually a limit must be reached. Thus, to be useful, the 
oscillator system must exhibit an initial value of |@Z| greater than stated 
in Eq. (10-2-19) so that oscillation can build up from the level of thermal 
noise when starting, and then |@Z| must decrease to satisfy the equation at 
some predetermined level. 

In most LC oscillator designs amplitude limiting occurs because G 
eventually becomes a decreasing function of the magnitude of either the 
input signal or the output signal of the amplifier. Energy storage in the 
reactive circuit elements L and C of Fig. 10-2 tends to keep the output 
signal E, nearly sinusoidal if Q) >> 1, while the energy dissipated in Rj, is 
supplied during the cyele of oscillation from that stored in those elements. 
The energy lost by these elements must be replaced by the amplifier at 
least once for each cycle of operation if truly steady-state conditions are 
to be maintained. However, because of energy storage in L and C, this 
replacement energy need not be put into the oscillating system of L, C, 
and Rj, on an instantaneous supply-and-demand basis. Therefore, the 
amplifier can have a nonlinear G characteristic without serious effect on the 
nature of the output voltage Hi. The average value of G, however, must 
depend upon the average output voltage level in such a manner that 
Eq. (10-2-19) is satisfied on an average basis at some reasonable amplifier- 
output-voltage level. 

The output current of the amplifier under steady-state conditions 
usually takes the form of a relatively narrow fixed-amplitude pulse 
repeated each cycle.: Averaging of G is accomplished by variations of 
the area of the current pulse as energy requirements demand. This mode 
is known as class C operation and is a mode well suited for the LC oscillator. 
It is axiomatic that the voltage FE, cannot be an absolutely pure sinusoid, 
since the current pulse which drives the antiresonant circuit is relatively 
rich in harmonic content. Although the antiresonant circuit acts as a 
harmonic filter, its attenuation of harmonic signals is finite. 

A more consequential result of distortion generated within the ampli- 
fier is the dependence of amplifier phase shift upon the above mechanism 
of amplitude stabilization. Any condition that necessitates an adjust- 
ment of average G for the sake of amplitude stabilization usually results 
in a change of effective phase shift within the amplifier due to change of 
shape of the amplifier output current pulse or its time relationship to the 
input signal BE,. The operating frequency then responds to this phase 
shift in order to satisfy Eq. (10-2-20). 
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Useful output power from the LC oscillator is available at the expense 
of frequency stability, since the effect of power extraction from the 
oscillating system is to lower the effective value of Qo. In addition, any 
external loading that alters w) owing to reactance coupled to the anti- 
resonant circuit will perforce shift the operating frequency. Where 
frequency stability is a primary requirement, the LC oscillator must be 
lightly loaded. Good isolation between the oscillator and an external 
load may be obtained by means of an additional amplifier driven by a 
signal available from the oscillator itself. 

The implementation of the LC oscillator shown in Fig. 10-2 is but one 
of many specific arrangements possible. The foregoing analysis can be 
applied to other configurations that utilize the impedance properties of an 
antiresonant LC circuit for frequency control. The essential principle 
in all regenerative LC oscillators is use of the power gain afforded by an 
amplifier to supply the power dissipated within the LC circuit in addition 
to that delivered to an associated load. Because an antiresonant LC 
circuit has the capability of discriminating against harmonic signals, 
distortion-free operation of the amplifier portion of the oscillator is not an 
important design consideration for most applications. As a consequence, 
regenerative LC oscillators serve as practical signal sources that provide 
useful output power with high efficiency in the conversion of input power 
to output signal power. 

If it is assumed that the configuration shown in Fig. 10-1 is shunted by 
some device that exhibits the property of negative resistance, then a 
steady state of oscillation can be maintained when (—R)? = (R,)2, where 
—R is the average value of the negative resistance postulated. Since the 
regenerative association of the amplifier with a similar LC circuit accom- 
plishes the same result at some chosen signal level, the amplifier may be 
considered a source of negative resistance of exactly the same average 
magnitude as that of the positive resistance Ri, of Fig. 10-2. 

Certain devices such as an electric arc, the magnetron, the tunnel 
diode, the dynatron, and the transitron exhibit negative resistance 
between two terminals and thus can be used to maintain oscillation in 
an LC circuit without the need for excitation such as the signal BE, of 
Fig. 10-2. These devices exhibit negative-resistance characteristics over 
only a portion of their possible voltage ranges; outside these ranges the 
characteristic resistance becomes positive. Thus, the average value of 
negative resistance so obtained is voltage dependent, with the result 
that the level of oscillation produced is a function of the equivalent 
positive resistance (such as R, of Fig. 10-1) present in the circuit as well 
as the voltage-versus-current properties of the particular negative- 
resistance device. Under any circumstance, the absolute magnitude of 
negative resistance produced by such devices must be lower than the 
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equivalent positive resistance of the associated antiresonant LC circuit in 
order to allow oscillation to commence. Thereafter, the signal level 
builds up until the net average negative resistance offered by the negative- 
resistance device exactly balances the positive resistance of the remainder 
of the circuit. 

Frequency Range. It is theoretically possible to choose LC products so 
that the operating frequency of LC oscillators can cover a very wide range. 
At low frequencies, however, practical problems associated with the 
reactive circuit elements, themselves, serve to limit the general usefulness 
of the LC oscillator. It has been shown that the frequency stability of the 
LC oscillator is a function of the effective Q of the antiresonant circuit as 
well as the stability of the LC product itself. Harmonic output is, in 
general, also a function of Q because of the pulselike nature of the current 
output of the amplifier that drives the antiresonant circuit. It is dif- 
ficult to build inductors that have satisfactorily high values of Q at low 
frequencies, even when high-quality core materials are employed. In 
fact, when such materials are used in the effort to reduce both size and 
losses, saturation characteristics of the core materials become a major 
consideration in the overall design of a low-frequency LC oscillator. 

It can be shown that when w = wo, 


VL/C = z (10-2-21) 


Therefore, for given values of Rp and Qo, the ratio L/C is predetermined. 
This ratio cannot be held constant in tunable oscillators unless both L and 
C are varied simultaneously. An approximation to simultaneous varia- 
tion is achieved by providing a multiplicity of reactance elements which 
can be switched into use for coverage of a number of relatively narrow 
frequency ranges by variation of a single reactance element. At low fre- 
quencies the requirements for both L and C become ponderous. For 
example, at 16 Hz and with Q) = 10, then R, = 1,000 2 when L = 1H 
and C = 100 uF. If L = 10H and C = 10 uf, then ri = 10,000 2. 
The frequency and value of Qo are the same in both cases. An additional 
problem arises at low frequencies when it is desired to provide for con- 
tinuous adjustment of the operating frequency, since conveniently adjust- 
able inductors or capacitors of the general range of values indicated in 
this example are not readily available. 

When LC oscillators are compared with other types later in the chapter, 
it will become clear why the kind discussed here find only limited use in 
variable-frequency audio generators. One reason is that a capacitance 
variation of 10:1 produces a frequency range of only V10:1 and it is 
difficult to achieve a greater range than that. 
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Radio-frequency signal generators of the LC type customarily combine 
an LC oscillator with an isolating amplifier whose output is fed to output 
terminals through an attenuator. Isolation of the oscillator from 
external loading achieved by this arrangément permits attainment of 
frequency stability approaching that afforded by the LC product itself. 
Spectral purity of the output signal can be enhanced by use of a tuned 
amplifier whose tuning is ganged with that of the oscillator, which 
attenuates harmonic energy present in the oscillator output. In addition, 
the amplifier may be designed to permit amplitude modulation by low- 
frequency signals. Radio-frequency signal generators of this type are 
widely used for test and alignment of receiving apparatus. 


10-3 Resistance-Capacitance Signal Generators 


Practical problems associated with the design of tunable LC circuits 
which operate in the audio-frequency range have led to the development 
of resistance-capacitance (RC) configurations for frequency control of 
signal generators operating in this range. A point of major difference 
between the properties of the antiresonant LC circuit and those of RC 
circuits used for frequency control is that use is made of the voltage 
transfer characteristics of RC networks rather than their impedance 
characteristics as was done in the case of the LC oscillator. Despite 
this difference in emphasis, there are many points of similarity between 
LC and RC oscillator systems that the following analyses serve to illustrate. 

The RC circuit of. Fig. 10-3 can be examined for its voltage transfer 
characteristics by considering the voltage ratio E2/E, a function of the 
frequency of an applied voltage Z;. The upper portion of the network 
may be considered to have an impedance Zi, while the lower portion has 
the impedance Zz. Thus, 


j 
Z,=R-—~ -3-1 
i= aC (10-3-1) 
— jR2/aC2 
Z, = —— 10-3-2 
"Ra = j/wCr ere! 
Ze 
OH TEs 
—jR2/wC2 


Rik2 — (1/w?C1C2) — J(Ri/wC 2 
+ R2/wC, + R2/wC2) 
= R2/wCe 
~ Ry/wC2 + R2/oCi + R2/wC2 
+ 7(RiR2 =. 1/w?C1C'2) 
(10-3-3) 
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When the quantity RiR2 — 1/w?CiC, = 0, then FE; is in phase with Fi. 
For given values of Ri, Re, Ci, and C2 this occurs when 
oe eee (10-3-4) 
= WwW = -O- 
* Ry R2CiC2 


which defines wo in terms of circuit parameters. 
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FIG 10-3 RC network. 


Now, if Ry = kRe and C2. = mCi, where k and m are real positive num- 

bers, then Eq. (10-3-3) may be written 
E 1 
a ee a ee (10-3-5) 
Er k+m+14+ jVkm (w/w — w0/w) 

A plot of |E2/E,| versus w/w on semilogarithmic coordinates shows a 
maximum (or peak) at w/wo = 1 and geometric symmetry of |H2/E,| 
about this peak. 

Equation (10-3-5) may be expressed in generalized polar form 


ean B/ be (10-3-6) 


where B is a positive real number and where 


Vkm (w/wo — wo/w) 
k+m+1 


@ = — tan“ 


(10-3-7) 


A plot of ¢ versus w/w) on semilogarithmic coordinates shows odd 
symmetry about w/w) = 1, at which value ¢.,, is zero. Figure 10-4 is an 
illustrative plot of both E2/E, and ¢, versus w/wo for values of k and m 
both equal to unity. 

The similarity of the voltage transfer characteristic exhibited by the 
RC network of Fig. 10-3 to the impedance characteristic of a parallel LC 
configuration of finite Q suggests an evaluation of the Q of the voltage 
transfer characteristic of the RC circuit. 

For the LC configuration, the effective Q is stated as (waw:)*/(w2 — w1), 
where w. and w, are, respectively, 2x times the frequency above and 
below resonance where the phase angle of the impedance has an absolute 


330 


Phase in degrees pu 


ea Jee a Le 


on 


3 
eos 
po 
+e 
SD 
oo 
ace 


o 9 9 
eS 


Relative 
magnitude 


W/ Wo 


FIG 10-4 Phase- and normalized-amplitude characteristics of circuit 
in Fig. 10-3. 


value of 7/4 rad. The same reasoning applied to the RC circuit con- 
figuration of Fig. 10-3 involves determining w; and w: from Eq. (10-3-7) 
and substitution in the above expression for Q. 

Above resonance, the phase angle of E2/E; is —1/4 at w. when 


Vkm (2 at =) =k+m+1 (10-3-8) 


Wo We 


Solving for wo, 


= op, LV) (k + m + 1) + VIG km) +m + DP +4 
: 2 


(10-3-9) 


Similarly, 


aah —(U/Vkm)(k +m + 1) + V[(i/km)(k + m+ 1)? +4 
: 2 


(10-3-10) 
The apparent Q of the transfer characteristic is 
Vv km 
2a vim (10-3-11) 


be bn Aad 


Q = 44 when k = m = 1. 
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The normalized slope of the phase characteristic may be obtained by 
differentiating Eq. (10-3-7) with respect to w/wo: 


dg, _ d tan [Wkm (w/w — wo/w)/(k + m+ 1) 


= 10-3-12 
d(w/wo) d(w/wo) 
dp. _ ~1 Vie (1+ wo/u?) 
d(w/wo) 1+ [km(w/wo — wo/w)?/(k + m + 1)?] k+m+1 
(10-3-13) 
At w/wo = 1, in the region of interest, 
dw/un) ktm+l (10-3-14) 
Thus, from Eq. (10-3-11), 
dds 
= —2 10-3-15 
d(w/w) Q ( ) 


The similarity of Eq. (10-3-15) to Eq. (10-2-16), which applies to the 
impedance characteristic of the antiresonant LC circuit, is apparent. 


10-4 The Wien Bridge Oscillator [1] 


Figure 10-5 illustrates the RC circuit arrangement of Fig. 10-3 in 
combination with a resistive voltage divider comprising resistors R3 
and R,. This circuit arrangement may be considered a bridge excited 


FIG 10-5 Wien bridge. 


with the voltage £1, with output available between points land 2. From 
Eq. (10-3-5), 


E, 
E, = ———_______ (10-4-1) 
bE m+ 1+ 5 Vk (w/o — 00/0) 
Ry 
= tn 10-4-2 
Hy= Fin, = #8 \ 


where 8 is a real positive number <1. 
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The bridge output is 


1 
mamas.) er et mee, a eee 
(10-4-3) 
If 
B=—B.—A (10-4-4) 
where 
1 
Bo = ara ay (10-4-5) 
is substituted in Eq. (10-4-3), then 
1 
emis rar ee eee hry eee 
1 


It follows. that 
(kb + m + 1)4 — km(1/A — 1)(w/wo — w/w)? 
— 5 Vim (kb + m + 1)2(w/wo — w/w) 


E, — Es E 
A Le + m + 1)* + km(w/er — oo/a)? 
(10-4-7) 
Equation (10-4-7) may be written in generalized polar form 
E.—E 
pot Se n np / op (10-4-8) 


where G is a real number and where 


=. (1/A) V km (k + m+ 1)2(w/w9 ae w/w) 
(k + m+ 1)4 — km(1/A — 1)(w/w0 — w/w)? 
(10-4-9) 
When w/w) = 1, the normalized phase slope dds/d(w/wo) may be 
written 


dos 2 V km 


op = tan! 


= = 10-4- 
Hu/o)  A&+ m+) ee 
Now, by substitution from Eq. (10-3-11), 
1 eee ee (10-4-11) 


d(w/wo) - Atk +m-+ 1) 
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Thus, the effective Q of the bridge arrangement Qz is 


Q a0 (10-4-12) 


oS eae A 


by equivalence with Eq. (10-38-15). 

Equation (10-4-12) shows that the apparent Q of the RC network of 
Fig. 10-3 as evaluated in terms of the normalized phase slope at w/wo = 1 
is altered by a factor Bo/A, when this network is considered a portion of 
a bridge arrangement such as in Fig. 10-5. This statement applies only 
when the evaluation is made in terms of the output of the bridge between 
points 1 and 2. 

When the quantity A is made very small (the bridge is very nearly 
balanced), Qs can become quite large. In this manner the point 
w/wo = 1is sharply defined by the phase of the signal appearing between 
points 1 and 2 relative to that of the exciting signal £4. 

The Wien bridge arrangement of Fig. 10-5 can be made self-oscillating 
when an amplifier whose input signal is H, — E3 is arranged to provide 
the bridge-exciting signal EF, as its output. Figure 10-6 illustrates this 
implementation of the Wien bridge. 

From Eq. (10-4-7), when w/w» = 1, 


E, — &; 


= 10-4-1 
"i Ey (10-4-13) 


Thus, for self-sustaining oscillation at w/wo = 1, the voltage gain of the 
amplifier must be 


1 Ey 
K= A Hee (10-4-14) 

Since the gain K can be made very large, the quantity A can be cor- 
respondingly small. 

Under conditions of steady-state self-oscillation, Eq. (10-4-14) must be 
satisfied exactly; too great a value of A precludes self-oscillation, while too 
small a value will cause the strength of the oscillation to increase to a level 
at which amplifier overload and accompanying distortion serve to make 
the average voltage gain of the amplifier conform exactly with that 
stated. 

It is apparent that the use of strictly linear bridge elements in the 
oscillator arrangement of Fig. 10-6 would result in an impractical system; 
either the system would not oscillate at all (A too large), or it would 
oscillate at an ever increasing level (A too small) ultimately limited by the 
distortion characteristics of the amplifier. 

W. R. Hewlett [2] solved this enigma by providing one of the arms of 
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the bridge with an element (A, of Fig. 10-6) whose resistance is a function 
of the voltage across it, while still making this element an almost perfectly 
linear one during the period of the intended oscillation. Hewlett used a 
tungsten-filament lamp which has a positive temperature coefficient of 


FIG 10-6 Wien bridge oscillator. 


resistance. The self-heating of the filament due to flow of signal-fre- 
quency current serves to control the average resistance of R, so that 8 of 
Kq. (10-4-2) is dependent upon signal level. In this manner, A becomes 
dependent upon the operating level of the system, so that Eq. (10-4-14) is 
satisfied at a relatively fixed bridge signal level E;. This operating level 
can be chosen to be well below the overload level of the amplifier. 

Alternatively, a temperature-sensitive resistive element having a 
negative temperature coefficient of resistance can be used for the bridge 
element R;. Thermistors are circuit elements of this class. 

The practical significance of Hewlett’s arrangement is to permit the 
amplifier voltage gain to be made very high, which forces the bridge to 
operate very near balance at a predetermined excitation level. At this 
level and with high gain, the resulting small unbalance provides a very 
high value of Qs. Equation (10-4-14) is thus satisfied automatically, 
even though the value of amplifier gain is not precisely controlled. 

Although relatively low values of K still permit oscillation to take place, 
the stability of the oscillating system is improved as the magnitude of K 
is increased. If amplifier gain should change, a readjustment of A auto- 
matically occurs because of a small change in operating level of the bridge. 
This change in operating level is small if K is large. Likewise, any phase 
shift in the amplifier is compensated for by an exactly equal but opposite 
phase shift in H, — #3. The phase shift in HE, — E; is brought about by 
a departure of the operating frequency from the nominal value of w/wo = 1 
by just the correct amount to satisfy Eq. (10-4-14). A high value of 
phase slope (hence Qs) in the bridge portion of Fig. 10-6 reduces the 
frequency departure necessary to compensate for amplifier phase shift. 

Thus, small values of A resulting from large values of K serve to 
improve both amplitude stability and frequency stability of the system in 
terms of dependence on the stability of both gain and phase characteristics 
of the amplifier. 
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In general, amplifier phase shift is slightly different from zero. There- 
fore, the system usually does not operate at exactly wo, regardless of 
amplifier gain. Since the departure of operating frequency from the 
design value wo/2m is a function of amplifier gain, frequency stability is 
linked with gain stability of the amplifier at all operating points where 
amplifier phase shift is other than zero. Amplifier phase shift is generally 
greatest at frequencies beyond the limits of the bandpass characteristic, 
with the result that the relative frequency stability of the Wien bridge 
oscillator is best at operating frequencies well within the amplifier band- 
pass limits. Operation at frequencies outside the cwoff frequencies of the 
amplifier is possible, but carries with it the penalty of impaired frequency 
stability. 


10-5 The Practical Wien Bridge Oscillator 


The foregoing analysis purposely has evaded many of the practical 
aspects of a successful Wien bridge oscillator in order to concentrate on 
basic concepts of the system. The analysis has indicated that the 
operating frequency can be made to correspond closely with a selected 
design value and that the amplitude can be regulated to conform with a 
predetermined level despite variations in amplifier characteristics. 

It is quite desirable that a general-purpose signal source be capable of 
operating over a wide range of frequencies and that provision be made 
for convenient selection of any chosen frequency of operation. In addi- 
tion, it is desirable that the signal output be maintained at a selected 
level regardless of the frequency chosen. These two objectives are met by 
adjusting the parameters of the bridge as indicated by Eq. (10-3-4) for 
selection of operating frequency while preserving a constant ratio of both 
the resistance values R, and R2 and the capacitance values C; and C2 of 
the bridge throughout the entire range of adjustment of RiCiR.C>. 
Most designs call for simultaneous “tuning” of Ci and C, or for simul- 
taneous tuning of 2, and Rz while preserving their respective ratios. In 
the interest of both resettability and stability, the capacitors and resistors 
should be of good quality, i.e., mechanically and electrically stable. 

A commonly used arrangement consists of a ganged configuration of 
air dielectric variable capacitors (C; and C2) coupled to a dial mounted 
on the front panel. A frequency calibration is engraved on the dial. The 
range of capacitance variation is made somewhat greater than 10:1 so 
that a single set of calibration marks serves for several overlapping decade- 
related frequency ranges, which are selected in steps by switching fixed 
resistors (2, and Re) simultaneously. The output of the oscillator is the 
bridge driving voltage £:. This output may be taken directly through 
an attenuator to output terminals, or it may serve as a driving signal for a 
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power amplifier whose output is fed to the output system of the signal 
generator. 

In some designs the input impedance of the amplifier might be low 
enough to disturb the bridge output signal, particularly at low frequencies 
where the RC products required cause the output impedance of the 
bridge to become large when relatively low capacitance values typical of 
air dielectric variable capacitors are involved. The output impedance of 
the bridge may be made appreciably lower than is practical with air 
dielectric capacitors by using a ganged pair of variable resistors for 
tuning. Frequency ranges are then selected by switching sets of fixed 
capacitors, essentially the reverse of the more commonly used arrange- 
ment described earlier. 

Still other designs employ a series of push-button or dial-operated 
switches to change bridge parameters stepwise for frequency control. In 
these designs a ganged pair of variable resistors permits vernier inter- 
polation between the smallest steps provided by the switching arrange- 
ment. The impedance level of the bridge can be controlled over a 
relatively wide range to suit amplifier input and output impedance 
characteristics. 

Operation of the thermally controlled Wien bridge oscillator at fre- 
quencies lower than about 1 Hz is generally impractical because the 
thermal element is a source of odd-order harmonic distortion. If the 
thermal response speed is reduced significantly below that which causes 
more than about 1 percent distortion at 1 Hz, the amplitude control 
action becomes so sluggish that it is considered inadequate for most 
practical purposes. 

The practical upper frequency limit of the Wien bridge oscillator is 
dominated by amplifier characteristics. It has been indicated that both 
high voltage gain and low phase shift at the operating frequency can be 
taken as measures of merit in such asystem. The impedance Z; + Z, of 
Fig. 10-3 is 

Rim + k + 1)(1 —j V m/k) 


41+ Z22= SS ee = (10-5-1) 


at every value of w where w/w) = 1. Ifk = m = 1, Eq. (10-5-1) becomes 


Zi+Z.=%V2R, as (10-5-2) 


If the minimum value of C; is 20 pF, then Xc, = Ri = 800 Q at 10’ 
Hz when k = m =1. Thus, when Ri = Rz = 800 Q, 


Z, + Zz = 1,200 V2 zs (10-5-3) 
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In addition to this reactive load, the amplifier must drive the remainder 
of the bridge (R; + R, of Fig. 10-6) and any external load as well. The 
oscillator operates at w» only if the phase shift attributable to the amplifier 
(as it drives its load) is zero. Since it is unlikely that the amplifier will 
have zero phase shift at high frequencies, its voltage gain should be made 
as high as possible so that the bridge operates reasonably close to its 
condition of balance. 

Amplifier gain and phase shift must be controlled outside the intended 
operating frequency range in the interest of satisfying the Nyquist 
stability criterion. Failure to do so can result in spurious oscillation 
which is not subject to control by the R3, Rs mechanism, and which is not 
closely related to the values of the frequency-determining bridge elements, 
Ri, Re, Ci, and C2. The frequency of the spurious oscillation is primarily 
related to amplifier phase shift, and only slightly influenced by bridge 
constants. Its amplitude, uncontrolled, drives the amplifier into 
saturation. 

In general, at high operating frequencies, the performance of the Wien 
bridge oscillator is degraded by the compromises necessary to avoid 
spurious oscillation traceable to amplifier characteristics. The high-fre- 
quency limit of the Wien bridge oscillator is extended as new and better 
amplifier techniques and devices become available. The present practical 
frequency range from about 1 Hz to well over 1 MHz is great enough to 
satisfy most signal generator needs in the low-frequency portion of the 
spectrum. 


10-6 The Phase-shift Oscillator [3,4] 


The three-section low-pass ladder structure of resistance and capaci- 
tance shown in Fig. 10-7 exhibits a voltage transfer characteristic of such a 
nature that it may serve as a frequency-determining network in an oscil- 
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+¥ + 
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FIG 10-7 Three-section RC ladder. 


lator. A ladder comprising three resistors of equal value R and three 
capacitors C’ has a voltage-transfer ratio of 


EF 1 
E,  20/m | a5e) 
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FIG 10-8 Ladder type of phase-shift oscillator. 


at the frequency 
V6 


= 2rRC 


(10-6-2) 


This network will develop sustained oscillation at the design frequency 
when combined with a phase-inverting amplifier in the arrangement 
shown in Fig. 10-8, provided the amplifier has a voltage gain of exactly 
—29. (The minus sign indicates phase inversion within the amplifier.) 

The frequency of oscillation may be varied by ganged variation of 
either the capacitors or the resistors of the ladder. It is required that the 
amplifier gain be closely regulated to exactly the value dictated by the 
attenuation of the ladder at the operating frequency. An automatic 
gain control (AGC) actuated by the output signal of the amplifier serves to 
establish a stabilized operating level below that at which amplifier overload 
causes excessive distortion in the output voltage 1. 

The low-pass nature of the RC ladder can itself serve as a harmonic 
filter by utilizing the signal EH. as the input for a second low-distortion 
amplifier whose output serves as that of the signal generator. 

The normalized phase slope of the network of Fig. 10-7 at the design 
frequency f = ~/6/27RC has a value of —12 4/6/29, which results in an 
apparent Q of 0.5 for the ladder type of phase-shift oscillator in Fig. 10-8. 
No multiplication of this apparent Q is inherent in the system, with the 
result that amplifier phase shift adds algebraically to that of the ladder 
network. Frequency stability, therefore, will be closely related to the 
phase stability of the amplifier at any fixed value of RC product used in 
the ladder. 


10-7. The Ring Oscillator 


Another implementation of the phase-shift oscillator concept is shown 
in Fig. 10-9. Three identical low-pass RC sections are isolated by phase- 
inverting amplifiers which serve also to overcome the attenuation attrib- 
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utable to each RC section. The combined effective phase shift of each 
RC section and its associated amplifier stage is 120°, which requires a 
phase shift of 60° in each RC section when three such sets of RC sections 
and amplifiers comprise a “ring.’’ The frequency of oscillation of such an 
arrangement is f = +/3/2mRC, if each amplifier produces exact phase 
inversion and a voltage gain of 2. As is true with any steady-state 
oscillating system, net system loss must be matched exactly by system 
gain. The voltage gain of each amplifier stage is controlled automatically 
so that the level of oscillation is stabilized at a value where amplifier 
distortion is acceptably low. 

Frequency of oscillation is controlled by ganged variation of either the 
capacitance C’ or the resistance R of each phase-shifting section, as 
indicated in Fig. 10-9. Since the output signals of successive amplifiers 
of the oscillating ring are 120° apart in phase, the ring oscillator can 
provide three-phase output if two additional output amplifiers are excited 
by signals which appear at the outputs of the remaining two amplifiers of 
the ring. 

The nominal voltage gain required of each amplifier is such that the 
ring type of oscillator is well adapted to operation at high frequencies 
where amplifiers of the required gain and phase characteristic are rela- 
tively simple. 

As in the ladder type of phase-shift oscillator, phase shifts within the 
amplifiers cause the operating frequency to depart from the idealized 
value stated. The normalized phase slope of the frequency-determining 
system of the ring oscillator at its nominal operating frequency has a 
value of —3+/3/4. The apparent Q of the ring oscillator in Fig. 10-9 is 
0.65, 30 percent greater than that of the ladder type. No Q multiplica- 
tion is inherent in the system. 


amplifier 


FIG 10-9 Ring type of phase-shift oscillator. 
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It is practical to provide a range of frequency adjustment over a ratio 
of greater than 10:1 for a given set of resistors used in conjunction with a 
three-gang variable air dielectric capacitor. Additional decade-related 
ranges may be provided by simultaneous switching of resistor sets in steps 
of 10:1 so that a single dial calibration serves for each of the decade- 
frequency ranges obtained in this manner. 

Operation of the ring oscillator at low frequencies is beset with the 
difficulty of achieving low distortion concurrent with satisfactorily rapid 
automatic-gain-control action. Because of this practical limitation, ring 
oscillators are seldom designed for operation at frequencies lower than 
10 kHz. 


10-8 The Beat-frequency Oscillator 


Two high-frequency oscillators whose difference frequency can be made 
to cover a desired low-frequency range serve as the basis of the beat- 
frequency oscillator. In its elemental form, the beat-frequency oscil- 
lator comprises two high-frequency oscillators, a mixer, a low-pass filter, 
and an output system. This is illustrated in block-diagram form in 
Fig. 10-10. 

The mixer in Fig. 10-10 acts to perform a process of signal multiplica- 
tion. In this case the signal output of oscillator 1 is in effect multiplied 
with that of oscillator 2. The following expressions describe the mixing 
process: 


Signal 1 = Fy, sin wit (10-8-1) 
Signal 2 = He sin wot (10-8-2) 
Mixer output = Hi: sin wit sin wet 


aos [cos (w1 — wa)t — cos (wi + we)é] (10-8-3) 


In practice, the magnitude of one of the two signals to be mixed together 
is made very much greater than that of the other with the result that the 
product may be shown to take the form 


Ek 


Mixer output = k [cos (wi — we)t — cos (wi + we)t] 


1 
+ de component + high-frequency spurious components (10-8-4) 


where k is a constant of proportionality, and E; is the larger of the two 
signals. The principal spurious components are those of frequency 
w;/2x and harmonics thereof, w2/2x and its harmonics, and a dc component. 

The low-pass filter in Fig. 10-10 attenuates undesired high-frequency 
mixer products but passes the difference frequency (w: — w2)/2m and the 
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de component to the output system. The output amplifier may be 
designed to reject the de component, or alternatively, a balanced mixer 
may be used for suppression of the de component. The practical mixer 
(whether balanced or not) serves to reduce the dependence of the output 
magnitude upon the strength of the larger of the two signals fed to the 
mixer. Thus, the low-frequency beat signal kE, cos (w: — w2)t of Eq. 
(10-8-4) has constant magnitude when the output signal of oscillator 2 is 
maintained at a fixed level, even if the level of signal 1 is not constant. 

Because the frequency of the desired output signal is the difference 
between those of the two high-frequency oscillators, the relative frequency 
stability of the beat signal is, in general, poorer than that of either of the 
two high-frequency sources. If, for instance, the desired beat frequency 
is 1 percent of the frequency of one of the high-frequency oscillators, a 
shift of 0.1 percent in the frequency of either oscillator results in a 10 
percent shift of their difference frequency, a magnification of relative 
instability by a factor of 100. Very careful design of the high-frequency 
sources used in a beat-frequency system is necessary in order to stabilize 
the frequency of the beat signal to an acceptable degree. 

The two high-frequency oscillators of the system must be nearly 100 
percent free of mutual interaction in order to prevent “pulling” of one 
oscillator by the other. (Pulling is a tendency of the oscillators to syn- 
chronize with one another.) Such tendency causes phase modulation of 
the oscillators at their difference frequency and is a source of harmonic 
distortion in the resulting beat signal even though the two oscillators do 
not actually synchronize. Pulling effects between the two oscillators of a 
beat-frequency signal generator become more pronounced as their dif- 
ference frequency decreases, with the result that low-frequency output 
signals of high-spectral purity and acceptable frequency stability are not 
generally practicable with the heuristically simple arrangement in 
Fig. 10-10. 

It is necessary that (f1 — fe) < f2/2, where fe < fi. Consequently, 
several decades of output frequency range inherently are available in an 
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FIG 10-10 Beat-frequency oscillator. 
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unbroken continuum if desired. Such wide coverage (in frequency 
ratio) is available, however, at the expense of degraded frequency accuracy 
and also possible harmonic distortion in the low-frequency portion of the 
tuning range because of pulling. 

Spurious signals incidental to generation of the desired output signal 
are suppressed only to the degree that the design of the low-pass filter 
permits. Many of the spurious signals are of significantly greater 
magnitude than the desired signal. Since these spurious signals are all 
higher in frequency than the desired signal, the lowest cutoff frequency of 
the filter consistent with uniform response over the desired range is 
indicated. 


10-9 The Polyphase Beat-frequency Oscillator 


The mixer output expressed in Eq. (10-8-4) was the result of mixing 
two signals having frequencies w1/2m7 and w2/2m respectively. If signals of 
the same two frequencies are mixed in a similar mixer, the difference 
frequency would be the same as that expressed in Eq. (10-8-4), but the 
phase of the output from the second mixer relative to that from the first 
will be determined by phase shifts introduced in the high-frequency 
signal paths feeding the mixers. Here is an analysis: 


Low-frequéncy output of mixer 1 = kE2 cos (w1 — we)t 
= kE2 cos (we = wi)t 
(10-9-1 ) 


when the two signals applied were £, sin wit and E, sin wet respectively. 
In this case, all signals may be considered at “‘reference’’ phase. 


An identical mixer supplied with signals H; sin w;t (reference phase) 
and Ee sin (wet + a) (displaced a rad from its counterpart applied to 
mixer 1) will produce 


Low-frequency output from mixer 2 = kE, cos [(w1 — we)t — a] 
= kE.2 cos [(we — wi)t + al 
(10-9-2) 


The two low-frequency components expressed above differ only by the 
phase angle a introduced as a phase difference in one of the high-frequency 
mixer input signals. 

‘The preservation of relative phase information throughout mixing 
processes is the basis for the polyphase beat-frequency oscillator [5]. Any 
desired number of separate output signals of the same frequency and 
independent phase relationship can be provided by expansion of the num- 
ber of channels. The phase relationships established between these 
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channels are maintained throughout the entire range of output frequency 
when the high-frequency phase adjustments remain fixed. 

The block diagram in Fig. 10-11 illustrates a two-phase beat-frequency 
signal generator that overcomes the principal disadvantages cited for the 
conventional beat-frequency oscillator conforming to the arrangement of 
Fig. 10-10. In this signal generator a number of overlapping output 
frequency ranges, each covering more than a decade, serve to permit 
operation at extremely low frequency without pulling and to provide 
adequately stable output frequency. A reference-phase signal is avail- 
able from one of the two output channels provided. Signals of the same 


(9 fo) shifter (fo) 2 
ee E Filter eens ier 
i 


4 1 
of fo- 000 AF 
bus Variable-frequency fo” 7000 Af 


oscillator 
(fo- 


1st-decade module 
(104-Af 


From succeeding 
decade modules 


Bandpass | =10 | 
filter | 
_I 


[  3rd=decade module 
sh 
Output 
pails amplifier 
atten. 
Reference , eee 
phase output Oto Afmax | (AF/ 
Output 
Output ampl(fier 


atten. 
Variable . veaitee 
phase output Oto Fis (AF) 


FIG 10-11 A polyphase beat-frequency oscillator. 
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frequency and of continuously adjustable phase are available from the 
other output channel. 

Overlapping frequency ranges in decade steps are related to a primary 
range Af, which is the highest of the group of ranges. This range is pro- 
vided by mixing a high-purity amplitude-controlled signal of fixed fre- 
quency fo with the output signal of a buffered variable-frequency LC 
oscillator. The tuning range of the oscillator is about 10 percent of fy and 
this provides a beat-frequency ratio of about 12:1. The variable-fre- 
quency oscillator, therefore, is not required to approach the fixed fre- 
quency more closely than about 1 percent of fo, which minimum separation 
is great enough to reduce pulling effects adequately. 

The fixed-frequency signal at fy is split into two channels. One part is 
filtered and passed directly to a mixer supplied simultaneously with the 
output of the variable-frequency oscillator, while the other is supplied to a 
second mixer after passing through a phase-shifting goniometer and filter. 
The second mixer is also driven by the same variable-frequency signal as 
drives the first mixer. The goniometer is continuously variable over an 
unlimited range in either direction, lead or lag. 

Succeeding beat-frequency ranges are produced by a group of mixers, 
filters, and frequency dividers in a series of iterative steps that effectively 
serve to decrease the beat-frequency range by successive decimal factors 
without, however, decreasing the original tuning range of the variable- 
frequency oscillator. Relative frequency stability then remains the 
same on all ranges. The method by which the secondary frequency 
ranges are achieved deserves further explanation, attempted below. 

The fixed-frequency signal fo is obtained by frequency division from a 
stable high-frequency oscillator that operates at a fixed frequency 9fo. 
The signal at this frequency is used in the system to develop the remain- 
ing ranges as follows: 

1. The signal at 9fo is combined with the output of the variable-fre- 
quency oscillator in a mixer, shown in Fig. 10-11 as a portion of the first 
decade module. 

2. A bandpass filter selects the sum term of the mixer output, 
9fo + fo — Af, and supplies this. signal, 10f) — Af, to a divide-by-10 
frequency divider. 

3. The output of the frequency divider, a frequency of (fo — Af/10), 
is brought to a range-selector switch and to the second decade module, 
where it is mixed with the 9f signal for a repeat of the process of mixing, 
filtering, and division by 10 as indicated. 

4. Successive steps provide signals of (f, — Af/100), (fo — Af/1,000), 
and so forth, which are selected for mixing with fp in the two-channel 
mixers, as described earlier. 

The process shown in Fig. 10-11 results in a series of exact decade steps 
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in output frequency so that a single calibration of the frequency control 
dial for the variable oscillator serves for all frequency ranges. Any 
number of decade ranges can be used to extend signal generation capabil- 
ities downward from the primary beat-frequency range. 

Although signals of extremely low frequency can be generated by the 
above process, stabilized signal outputs from both reference-phase and 
variable-phase channels are available within a few microseconds after a 
change-of-range switch setting, or slewing, of either the frequency control 
or phase-shift control. Use of the variable-phase signal provides an 
operating convenience at very low frequencies where one cycle might have 
a duration of several minutes. The time axis of the signal can be posi- 
tioned quite readily by use of the phase-shift control without the necessity 
of waiting. Throughout the entire range of frequency coverage the 
availability of two signals of the same frequency at any chosen phase 
relationship simplifies many measurements in which phase is a parameter 
of interest. 


10-10 Sine-wave Synthesis [6] 


A series of straight-line segments can be made to approximate an 
arbitrarily chosen waveform to as close a degree as desired if no limit is 
placed on the number of segments used. An approximation of a true 
sinusoid by as few as 26 linear segments of specifically selected lengths 
permits synthesis of the sinusoid within an rms error of less than 0.25 
percent. Symmetry of the sinusoid about its coordinate axes requires 
use of only seven different lengths to perform straight-line synthesis 
within the error stated. 

A sine wave may be synthesized from a symmetrical triangular wave 
to within a 0.25 percent rms error (distortion) by means of a series of 12 
biased diodes which serve to switch 6 resistors in and out of an attenuating 
circuit at selected voltage levels, as shown in Fig. 10-12. 
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FIG 10-12 Triangular- to sine-wave synthesis. 
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The seven resistors R14 through R74 serve to bias the diodes 1A through 
6A with respect to reference point C in a progression representing the 
approximate positive voltage levels of the required sinusoid where the 
successive linear segments are to be joined. Similarly, the seven resistors 
Riz through R7z serve to bias diodes 1B through 6B to the approximate 
negative voltage levels of the sinusoid where the successive segments 
join. A symmetrical triangular wave is applied between points A and C 
with the result that points A and B are at the same potential until current 
flows through either diode 1A or diode 1B. For example, as the voltage 
of point A progresses in the positive direction from zero, the voltage level 
at which diode 1A begins to conduct marks the end of the first half segment 
of the approximation and the beginning of the second segment, since 
point B is now shunted to point C by the series combination of Ry, diode 
1A, and resistor Ry4, which forms an attenuator involving R,. The same 
process is repeated progressively when diodes 2A, 3A, and so forth, conduct 
as the potential of point B becomes more positive. Following the positive 
crest of the triangular wave, diodes 6A, 5A, and so forth, progressively 
cease conduction as the voltage of point B becomes less positive. The 
negative portion of the sinusoid is synthesized in the same manner when 
diodes 1B, 2B, and so forth, progressively become conducting and serve to 
switch resistors R4 through Re in and out of the system for the remainder 
of the wave. 

It should be noted that the synthesis is optimized for minimum distor- 
tion of the synthesized signal for a specific set of fixed bias potentials and a 
related fixed voltage level of the applied triangular signal waveform. 
The synthesis is performed at as high a voltage level as feasible in order to 
minimize the relative effect of temperature variation on the character- 
istics of the diodes used in the process. The preordained voltage levels 
required by the synthesis demand that the triangular driving signal be 
closely maintained in symmetry, linearity, and magnitude at all operating 
frequencies. 

A triangular wave that is suitable as a driving signal in the foregoing 
process is generated in the manner indicated in Fig. 10-13, in which a 
bistable (flip-flop) source that is capable of producing equal positive and 
negative potentials relative to a reference potential feeds its output to an 
adjustable potentiometer. Depending on the setting of this poten- 
tiometer, a certain fraction HE, of the flip-flop output is supplied to a 
Miller integrator, which comprises resistor R;, capacitor C,, and a dc- 
coupled high-gain phase-inverting amplifier A, as shown in Fig. 10-13. 

In the Miller integrator the voltage gain of the amplifier is made very 
high so that the potential variation at its input terminals is negligibly 
small compared with E£;. Under this circumstance a current I, = E,/R; 
flows through R; into point 1. If the input current to the amplifier is 
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FIG 10-13 Triangular-wave generator. 


negligibly small compared with /,, essentially all of 7, flows into (or out of) 
capacitor C;, which causes the potential H, at the output terminal of the 
amplifier to change linearly with time at a fixed slope dE./dt = 1,/C;%. 

The uniformly changing voltage E2 is fed to two voltage comparators 
VC; and VC, which serve to trigger the bistable circuit to an opposite 
state and to reverse H, when the magnitude of KH» reaches preset bias 
potentials of equal magnitude but opposite polarities with respect to the 
reference potential. Coincident with the polarity reversal experienced in 
FE, the current J; reverses and thereby causes the potential F.2 to change 
linearly with a slope dE2/dt = —I,/C;, which is equal but opposite to 
that which it has prior to the triggering event postulated. The potential 
E, maintains this opposite slope until the second voltage comparator is 
activated, at which time the bistable circuit is then triggered to its original 
state. The result is that E2 becomes a wave of triangular shape having 
equal positive and negative slopes and also equal positive and negative 
voltage excursions relative to the reference potential. 

Since the slope of the triangular wave is directly proportional to 11, 
the repetition rate of the sequence just described is proportional to the 
magnitude of £1, which permits the potentiometer to act as a frequency 
control for the system. Several tuning ranges can be provided by switch- 
ing integrating capacitors of different values into and out of use as 
required. 

The described mode of operation is often called relaxation oscillation. 
This mode is typified by one or more short bursts of activity per operating 
cycle, interspersed with periods of internal readjustment (usually charging 
or discharging of an RC circuit) in preparation for the next activity burst. 

The triangular-wave generator combined with the triangular- to sine- 


348 Electronic Measurements and Instrumentation 


Reference 


Bistable 
flip-flop 


Cc 


Output 
amplifiers 


Synthesized 
sine - wave signal 


Attenuators 


FIG 10-14 Function generator with synthesized sine-wave output. 


wave synthesizer is illustrated in Fig. 10-14. Such a combination can 
serve as a multipurpose signal generator from which square-wave signals, 
sine-wave signals, and triangular-wave signals can be obtained either 
simultaneously through separate output systems (as shown) or selectively 
through a single output system. In such a configuration the triangular 
wave may be considered the integral of the square wave, while integration 
of the triangular wave an even number of times gives a sine wave as an 
approximation. Such a signal generator is commonly called a function 
generator. 

Leakage resistance associated with the integrating capacitor C; in 
Fig. 10-13 serves to place a limitation on the lowest frequency of operation 
practicable, although the use of high-quality capacitors permits successful 
operation at extremely low frequencies. The effect of shunt resistance 
across the capacitor is a gradual decrease in the magnitude of the slope of 
the triangular wave following each peak. The triangular wave thus 
loses symmetry and thereby degrades the quality of the synthesized sine 
wave as well. In addition, the period of the signal generated is increased, 
since triggering of the bistable circuit is delayed as a result of the decreased 
rate at which the triangular-wave signal approaches the preset triggering 
level in the voltage comparators. 

Stray capacitance associated with the diodes and resistors of the 
synthesizing network in Fig. 10-12 serves to disturb the shaping process at 
high operating frequencies, with the result that additional distortion is 
introduced into the synthesized signal. In addition, maintenance of a 
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symmetrical triangular driving signal for the shaping network becomes 
increasingly difficult at high frequencies. The practical upper-frequency 
limit for synthesis depends upon choice of voltage and current levels used 
in the shaping network, the temperature stabilization achievable for the 
diodes, and control of stray reactance throughout the generating system. 

A consequence of the synthesis method is that output amplitude is 
necessarily independent of operating frequency. In addition, rapid 
slewing of frequency (including range switching) cannot introduce a 
transient having a duration of more than a few microseconds following 
such intentional discontinuities. 

The mechanism of frequency control employed in this type of signal 
generator permits the operating frequency to be varied by external 
electrical means. The frequency may be made a linear function of an 
external control voltage which serves to set the positive and negative 
excursions of the square-wave signal applied to the integrator as a sub- 
stitute for the setting of the frequency control potentiometer shown in 
Fig. 10-13. The frequency can be “swept” by such a control voltage, 
which provides the capability of frequency variation over a range as great 
as several decades at a rate determined by the slope of the applied fre- 
quency control voltage. A repetitive control signal such as a sawtooth 
waveform permits successive sweeps of output frequency over a selected 
range. Such a signal at constant amplitude is useful in making rapid 
frequency-response measurements on many types of equipment. 
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In the history of electrical and electronic measurement, no instrument has 
had greater impact than the oscilloscope. The ability to see phenomena 
happen has been virtually synonymous with the ability to measure their 
magnitude, and the development of all instrumentation has depended 
upon the ability of the measurement device to capture and display data 
for the operator’s observation. Galvanometers and other mechanical 
apparatus capable of indicating dynamic phenomena existed long before 
the oscilloscope, but they were machines with slow response. The chief 
advantage of the early oscilloscope was its ability to display high-speed 
phenomena for easy observation, an asset which grew to ever greater 
importance as applications for electronics developed in the twentieth 
century. Today, the oscilloscope is the most versatile general-purpose 
electronic measuring instrument available for scientific investigation. 

In 1879, William Crookes demonstrated the ability to deflect cathode 
rays in a vacuum tube with a magnet. Cathode rays had earlier been 
shown capable of causing phosphorescence on the glass walls of a vacuum 
tube, but control of the area of phosphorescence was only possible by using 
shaping masks (solid structures in the tube incapable of producing dynamic 


350 


Oscilloscopes 351 


deflection). The combination of focusing elements to produce a narrow 
electron beam (or cathode ray) aimed at a fluorescent target with dynamic 
electromagnetic-beam deflection became known as a Crookes tube. The 
Crookes tube, later to be commonly known as a cathode-ray tube (CRT) or 
more precisely as an electron-beam tube, offered much promise for display- 
ing high-speed variations that could not be demonstrated on mechanical 
apparatus. By 1897, Karl F. Braun had constructed a ‘‘variable cur- 
rent apparatus” by using the Crookes tube, the first forerunner of the 
modern oscilloscope. 

An oscilloscope is an instrument capable of presenting a luminous 
zy graph of any two related electrical parameters. One set of electrical 
signals is applied to the horizontal deflection (x-axis) system, and the 
other set of signals to the vertical deflection (y-axis) system, whereupon 
the cathode-ray beam traces out the zy coordinate graph. The intensity 
of the beam can be controlled, or modulated, by an electrical signal 
(sometimes called the video signal) applied to the z-axis system. Such a 
definition includes not only oscilloscopes and other related electronic 
instrumentation displays, but standard home television sets as well. 
In recent years, however, the definition of an oscilloscope has been 
altered in common usage to mean primarily an electronic instrument used 
for display of electrical signals on the vertical axis, compared with time on 
the horizontal axis. Thus the modern laboratory oscilloscope is a time- 
domain measurement and display instrument for analysis of electrical 
signals. 

This chapter discusses several basic types of laboratory oscilloscopes 
and their component blocks, along with accessories that extend their 
usefulness in measuring mechanical, chemical, and medical, as well as 
electrical phenomena. The chapter also reviews representative oscil- 
loscopelike instrumentation for many special-purpose measurements, not 
necessarily in the time domain. 


11-1 The Oscilloscope Function 


The function of the oscilloscope (scope) may be defined as capturing, 
displaying, and analyzing a time-domain waveform. All instrument 
developments since Braun’s first oscilloscope are refinements in one or 
more of these three areas [1, 2, 3]. 

Traditionally, the oscilloscope has been used to capture high-speed 
transient phenomena and display them for the engineer or technician to 
analyze and interpret. Even in this simple operation, the oscilloscope 
(by its control settings) is performing a limited analysis function in con- 
junction with the operator. The great majority of scopes in use today are 
such general-purpose instruments; they capture a waveform and faith- 
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fully portray that waveform on the CRT for the viewer to observe. Some 
oscilloscopes today are capable of analyzing data and presenting digital 
answers for their user; others, in conjunction with computers, are capable 
of wide-ranging data accumulation and analysis. 

The modern time-domain oscilloscope, regardless‘ of its sophistication, 
contains the following component blocks (Fig. 11-1): 

1. Display device (the CRT, descended from Crookes tube, still serves 
this function). 

2. Vertical amplifier (including probe or transducer to obtain an 
electrical signal). 

3. Time base. 

4. Horizontal amplifier. 

5. Trigger or syne circuit (to start each sweep at a desired point in time 
for the signal to be displayed). 

_ 6. Gate amplifier (to turn CRT intensity on while the beam is swept 
horizontally; off at other times). 

7. Power supplies. 

Laboratory oscilloscopes may be classified many ways. Usually the 
distinctions are based either on frequency-response capability or on CRT 
characteristics. Thus there are low-frequency oscilloscopes (to ~10 MHz 
for vertical amplifier response), high-frequency oscilloscopes (sometimes 
capable of capturing and displaying single-shot phenomena of less than 
I-nsec rise time), and sampling oscilloscopes (which reconstruct very high 
frequency—to 18 GHz—repetitive waveforms on a dot-sample basis). 
There are standard refreshed phosphor oscilloscopes and storage oscil- 
loscopes, depending upon the type of CRT used. 
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11-2 Oscilloscope CRTs 


The CRT is the most distinctive component of an oscilloscope since it is 
the obvious output or display portion of the instrument. In recent years, 
much research has been conducted to obtain a better display means than a 
CRT, and several alternatives have been developed, including electro- 
luminescent panels, solid-state light-emitting arrays of gallium arsenide 
diodes, and plasma cells. For the present and foreseeable future, 
however, it seems clear that today’s refined versions of the original. 
Crookes tube will continue to dominate the displays found in oscilloscopes, 
because of advantages in cost, brightness, and speed of response. 

Cathode ray tubes may be classified in several important ways. By the 
number of independent electron beams a tube is classed as single-beam, 
dual-beam, or multibeam. There are differences in beam-deflection 
method, resulting in electromagnetic CRTs and electrostatic CRTs. There 
are distinctions within electrostatic tubes based upon deflection-plate 
design, giving parallel-plate, bent-plate, segmented-plate, and distributed- 
plate CRTs. The absence or presence of beam acceleration between the 
deflection plates and the phosphor target gives rise to further differences: 
monoaccelerator and postaccelerator CRTs. 

Target-decay characteristics are the most apparent distinctions 
between CRTs for the typical user. The decay and refresh character- 
istics required to maintain a flicker-free display vary not only as a function 
of phosphor type, but according to design differences between standard 
CRTs (requiring continual phosphor refresh), storage CRTs, and variable- 
persistence CRTs. 

Lastly, distinctions are occasionally noted between internal-graticule 
and external-graticule CRTs, between grid blanking and deflection blanking 
for CRT intensity, and electrostatic or electromagnetic focusing methods. 
Gradations in such parameters as spot size, light output, contrast ratio, 
writing speed, linearity, and deflection defocusing are also significant in 
many applications [4, 5, 6, 7]. 

The operation of a CRT may be described by the five regions illustrated 
in Fig. 11-2a. The regions are the beam-generation area,where the beam 
is generated; the beam-focus section, where the beam is focused; the 
beam-deflection region, where the beam is positioned to the desired zy 
coordinates; the beam-postacceleration section, where space potential 
controls the beam velocity; and the beam-target, or screen, region, where 
the display characteristics are observed. 

Beam Generation. The beam-generation region is analogous to a triode: 
a cathode supplying electrons, a grid controlling their rate of emission, 
and an anode collecting them. Ina CRT, there is a small hole or aperture 
in both the grid and the anode, permitting a narrow beam to emerge from 
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the anode. The cathode potential is very negative, often several thousand 
volts, with respect to the anode, so that the beam emerging from the anode 
has attained considerable energy [8]. 

The intensity of the beam at the target is most conveniently controlled 
by adjusting the bias voltage of the grid; this grid is usually driven by 
the z-axis amplifier in a grid-blanking CRT. It is also possible to make 
a double anode aperture, with intermediate deflection plates that may be 
used to deflect the beam to miss the second aperture. Because the beam 
is not stopped at the source but merely deflected enough that it is not 
seen at the screen, this method is termed deflection blanking. One advan- 
tage of deflection blanking is that power-supply regulation is not nearly as 
critical as in a grid-blanking scope; the fact that the cathode is always 
emitting large quantities of electrons, with some consequent cathode 
life reduction, must be weighed against the power-supply cost saving. 

Beam Focus. The beam-focusing region contains the electrodes intended 
to cause the beam pattern to converge as a small round dot on the target. 
The two usual electrodes are the focus and astigmatism electrodes. 
Although these two electrodes interact to some extent, in general it is 
true that the focus control adjusts the CRT lens action for the smallest. 
dot at the target, while the astigmatism control is used to make the dot as 
nearly round as possible, both at screen center and at the perimeter. The 
astigmatism electrode thus may provide some correction of focus lens 
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aberrations. Front-panel Focus and aSTIGMATisM controls are typically 
provided for the operator to optimize both settings. Occasionally tubes 
are made with provision for electromagnetic field focusing with external 
magnetic coils for focus control. These are of merit in small-spot-size, 
large-screen tube designs where internal electrodes give patterns that 
create edge distortion. More commonly, external coils are used to adjust 
the x-axis and y-axis deflection patterns. The TRACE ALIGN control 
allows adjustment of an z-axis deflection to a horizontal graticule line on 
the CRT screen. Perpendicularity of the y axis to the x axis may be 
adjusted if a magnetic coil is provided to adjust the y-axis ORTHOGONALITY. 

Electrons emitted from the cathode surface are subject to a lens action 
at the grid aperture which leads to a minimum beam cross-sectional 
area called crossover (Fig. 11-2b). The beam then reexpands within the - 
anode structure, and in fact expands until reaching the focus lens, which 
serves to focus the beam so that it converges to the smallest dot at the 
sereen. The relative lengths of p and qg determine the image-to-object 
ratio g/p. This ratio times the beam-crossover spot size gives a rough 
index of the minimum screen spot size obtainable on a CRT. 

Beam Deflection. Many possible combinations of cost and performance 
trade-offs are available in the beam-deflection region, which accounts for 
the great variety of CRTs that differ only in deflection method. Magnetic 
deflection allows a wider beam-deflection angle than does electrostatic 
deflection. Moreover, when the full-screen beam-deflection bandwidth 
desired is less than 20 kHz, the electromagnetic deflection system (amplifier 
and CRT) has a substantial cost advantage over an electrostatic system. 
Thus television sets, many medical monitors, and some oscilloscopes rely 
upon CRTs with electromagnetic deflection. 

Magnetic deflection is accomplished by changing magnetic field 
patterns, and this is done by changing current levels in an inductor. At 
high frequencies, inductors with few turns are necessary to obtain fast 
current changes, and larger currents are required to obtain the required 
field strength. Consequently, above repetition rates of 20 kHz, large 
power dissipations are required to obtain full-scan displays. Electro- 
static deflection, involving voltage charging of capacitive plates, is capable 
of speeds several orders of magnitude higher for a comparable amplifier 
cost (but not CRT cost). Since even inexpensive industrial oscilloscopes 
generally are capable of displaying 500 kHz or more on the vertical axis 
(and often on the horizontal axis as well), it is not surprising that most 
CRTs in oscilloscopes use electrostatic deflection. 

Parameters of significance in an electrostatic tube are deflection or sensi- 
tivity factor (the number of volts of differential potential required to move 
the beam one screen division up or down), linearity (whether or not the 
deflection sensitivity is the same at center screen as it is near the edges), 
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and scan area (the number of screen divisions which can be scanned—full- 
screen scan is often achieved—before the beam intercepts the deflec- 
tion plate itself). Figure 11-3 illustrates these three parameters, and it 
may be seen from the first diagram of the figure that the deflection Y is 
directly proportional to the deflection voltage Vi — V2, length L, and 
length a, and inversely to the distance between the plates, D, and the 
beam potential V;,. Thus the electrostatic-tube deflection factor DF. 
may be written as 


Vi- V2 KiViD 


D e — 
y Y aL 


(11-2-1) 


where K, is a constant determined by the postaccelerator field. 

From the foregoing, it is apparent that an electrostatic CRT designed 
for minimum deflection factor (greatest sensitivity) would have relatively 
long plates spaced closely together, a long tube, and a low beam potential. 
On the other hand, an electromagnetic-CRT deflection factor is not 
affected as greatly by increasing beam potential, which means that, in 
general, magnetic tubes can provide better brightness and resolution 
since higher beam energy can be attained without losing as much sen- 
sitivity. Shorter tubes can be built with magnetic deflection than with 
electrostatic designs for the same display area since there are no deflection 
plates inside the tube to limit the sean angle and because aberrations are 
fewer with magnetic deflection. 
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FIG 11-4 Cathode-ray-tube deflection-plate designs. 


Even for electrostatic tubes, the scan angle may be increased by using 
bent-plate or curved-plate designs instead of parallel-plate structures 
(Fig. 11-3c and d). Note that this allows either a shorter tube for the 
same scan, or a larger scan for the same tube length. Other electrostatic 
deflection-plate designs include segmented plates and distributed plates 
(Fig. 11-4), which reduce capacitive loading effects for extremely high- 
speed deflection (full scan-angle deflections in times less than 5 nsec). 

Beam Postacceleration. The fourth region, the beam-postacceleration 
region, is of great significance to writing speed or beam brightness at fast 
deflection rates. Monoaccelerator designs are intended for low-fre- 
quency applications; the name suggests that no accelerating field is found 
in the postaccelerator region (the original accelerating field is the potential 
between the cathode and the deflection plates). Postaccelerator designs 
(often termed PDA tubes, for postdeflection acceleration) are generally 
classified in present instrumentation as either grid or shaped-field tubes: 
frame-grid or radial-field mesh structures combined with a constant field 
potential between the grid and the screen are the first type, and aspiral, or 
helix, with a variable field potential represents the second type. They all 
use a large positive bias voltage V, beyond the deflection plates to increase 
the beam velocity’ and energy to obtain a brighter dot on the target. 

The monoaccelerator CRT of Fig. 11-5a performs satisfactorily in 
oscilloscopes for viewing relatively low frequency signals (below 10 MHz). 
In such a tube, the beam is given all its acceleration before it passes 
through the deflection plates and arrives at the screen with sufficient 
velocity to present a bright display for relatively low writing speeds. 

In electrostatic CRTs, the voltage V; from cathode to deflection plate 
is usually less than 4 kV in order to keep deflection sensitivity high. 
Consequently, at higher writing speeds, the beam must be accelerated 
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FIG 11-5 Cathode-ray-tube beam-acceleration techniques. 


after deflection to produce a bright display. A shaped-field post- 
accelerator CRT uses a resistive spiral inside the tube envelope upon 
which is impressed an accelerating voltage of the order of 10 kV, Fig. 11-5b. 
The accelerating field bends the beam toward the axis and thus demagnifies 
the waveform displayed or, in effect, decreases deflection sensitivity. To 
achieve a display of equivalent size to that of the monoaccelerator tube, 
the helix postaccelerator tube must be made longer. A flat frame-grid 
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structure inserted between the deflection plates and the electrode at V, 
potential will achieve the same performance as the shaped-field tube. 

If a spherical mesh is inserted into the helix tube, the accelerating 
field is shaped to avoid the compression of the display in the conventional 
postaccelerator CRT, Fig. 11-5c. This is called a radial-field mesh CRT, 
and its sensitivity and display size equal that of a monoaccelerator tube 
of the same length. 

Carried one step further, the helix can be eliminated and the mesh 
shaped into a configuration that will expand or magnify the display. 
The result is a short tube that behaves like a long one, Fig. 11-5d. This 
CRT, called a high-expansion (or high-magnification) mesh tube, achieves 
an increased deflection sensitivity and scan angle. With such expansion- 
mesh techniques, electrostatic deflection large-screen CRTs have been 
made with scan angles approaching 90° (Fig. 11-6), which compares well 
with the present typical 110° in magnetic deflection tubes. By contrast, 
any of the first three types of electrostatic tubes discussed are limited to a 
scan angle of about 35°. Expansion-mesh CRTs expand not only 
sensitivity and scan angle, but also spot size proportionately. 

The electrodes of the first three regions are termed the gun structure, 
which is assembled as a complete entity and inserted into the neck of the 
glass envelope. The target and postacceleration regions are commonly 
built into the funnel of the envelope. The two parts are then fused 
together, and the entire tube is evacuated and sealed at the base (cathode 
end).. Typically, all connections to internal electrodes are made through 


FIG 11-6 A 14-in. diagonal expansion-mesh electrostatic-deflec- 
tion CRT. (Hewlett-Packard Company.) 
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_the base plug for monoaccelerator tubes; for postaccelerator tubes 
- intended for higher-frequency deflection rates, the deflection-plate leads 
are brought out through the neck glass on neck pins to reduce circuit 
capacitance (Fig. 11-4), and the postaccelerator voltage connection is 
made on the funnel to avoid arcing. Additionally, storage tubes usually 
have connections on the edges of the envelope in the target region. 


11-3 Cathode-ray-tube Display-screen Characteristics 


The display-target screen, or region, has to do with the display provided 
for the user [9, 10]. The front face of the CRT, called the faceplate, is the 
picture screen of the oscilloscope. This face is usually a flat surface for 
tubes with display area windows of 10 X 10 cm or less, and is a slightly 
convex surface for larger tubes. 

Phosphor Characteristics. Phosphor is the usual readout material on the 
target; it has the capability of converting electrical energy into light 
energy. Two distinct phenomena occur when a phosphor is bombarded 
with a high-energy electron beam. When the beam hits the phosphor, a 
fluorescence, or light emission, is observed. When the excitation beam is 
removed, a phosphorescence remains for some time and indicates where the 
phosphor had been stimulated into light emission. Standard CRTs use 
refreshed phosphor targets, so named because the phosphor must be 
restimulated or refreshed before the phosphorescence has decayed in order 
to avoid a blinking or flickering display. Storage CRTs by contrast do 
not require continual refresh to maintain a displayed trace. 

Phosphors vary greatly in fluorescence excitation times and colors as 
well as the phospHérescence decay times and colors (Table 11-1). Phos- 
phors are classified as short-persistence (decay of intensity to 1/e of the 
excitation level in less than 1 msec), medium-persistence (decay in less 
than 2 sec), and long-persistence (decay may take minutes or more). 
The high repetition rates required for most waveform displays make a 
long-persistence phosphor unnecessary and even undesirable because of 
the trace afterglow; consequently most scopes use a short-persistence 
phosphor such as Pl, P2, P11, or P31. Medical displays require a longer 
phosphor decay because of the slow repetition rate of human physiologic 
functions such as pulse pressure and heart rate; phosphors such as P7 and 
P39 are of value in such applications. Very slow displays (such as radar) 
require either long-persistence CRT phosphors or storage techniques to 
maintain an adequately flicker-free picture; P19, P26, and P33 phosphors 
are used in these applications. 

Phosphor color is occasionally important; the human eye tends to peak 
in the yellow-to-green region (~5,500 A), which means that a P2 or P31 
phosphor will appear brighter to the eye under the same CRT conditions 
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TABLE 11-1 
Color 
: Relative 
Phosphor Fluo- Phospho- Relative writing Display 
type rescence rescence Persistence luminance speed application 
Pi Yellow-green | Yellow-green | Medium 45 35 Scopes, radar 
P2 Blue-green Green Medium 60 70 Scopes 
P4 White White Medium to 50 75 Black & white 
medium short television 
P7 Blue-white Yellow-green | Blue—med. 45 95 Radar, medical 
short 
Yellow-long 
Pll Blue-violet Blue Medium short 25 100 Photographic 
recording 
P15 Blue-green Blue-green Visible-short 15 25 Flying spot 
UV-very scanners for 
short TV 
P16 Blue-violet. Blue-violet Very short 0.1 25 Flying spot 
scanners for 
TV" 
P18 White White Medium 18 35 Low-frame rase 
television 
P19 Orange Orange Long 25 3 Radar 
P22 -8-color dot pattern, Medium rr make Color 
red, blue, green television 
P26 Orange Orange Very long 17 3 Radar 
P28 Yellow-green | Yellow-green | Long 50 50 Radar, medical 
P31 Green Green Medium short 100 75 Scopes 
P33 Orange Orange Very long 20 7 Radar 
P39 Green Green Medium to 50 40 Computer 
medium long graphics 


than does a P11, P16, or P19. Camera film is often sensitive to ultra- 
violet or blue; hence for high-writing-speed photography, a P11 or P16 is 
well suited. Monochromatic television using P4 phosphor (black and 
white) is certainly more pleasing to the home viewer than a P31 green. 

The kinetic energy of the electron beam is converted into both light and 
heat energy when it hits the target. The heat gives rise to phosphor 
burn on occasion, which is damaging and sometimes destructive. Exces- 
sive beam current density for a period of time at one spot can degrade the 
light output of a phosphor, and in extreme cases can burn a spot in the 
phosphor which amounts to complete phosphor destruction. Phosphors 
may be classified according to burn resistance as low (P19, P26, P38), 
medium (P1, P2, P4, P7, P11), and high (P15, P31). Thus, the typical 
choice of P31 for oscilloscope CRT phosphor is partially based on color 
(maximum eye response), short persistence (to avoid multiple-image 
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displays when the image moves rapidly), and high burn resistance (to 
avoid accidental damage by the operator), as well as on its high luminance 
level and high writing speed. 

Aluminizing a CRT (depositing a thin layer of aluminum on the non- 
viewed side of the phosphor) accomplishes three goals. Its original 
function was to avoid buildup of charges on the phosphor, which tends to 
slow down the electrons and limit brightness. Also, aluminizing serves 
to reduce light scatter (emission of light in all directions) when the beam 
hits the phosphor. With the aluminized layer, the light emitted back 
into the tube is reflected again toward the viewer and thus increases the 
brightness, as shown in Fig. 11-7. Finally, the aluminum layer acts as a 
heat sink for the phosphor and thus materially reduces the danger of 
phosphor burning. Since penetration of the aluminized layer requires 
considerable beam energy, the efficiency of such CRTs is low at low 
acceleration potentials, although it is significantly higher at higher 
potentials. 

Light filters are used to increase contrast or to accentuate either a 
short- or long-persistence color component of a phosphor. Thus, a 
smoke-gray filter will darken a light background and give an apparent 
brightness increase to a green phosphorescent area. On a P7 phosphor, 
an amber filter will eliminate the short-term blue component and increase 
the longer-persistence orange component, while a blue filter will do the 
reverse. Clear or colored plastic filters (such as Plexiglas acrylic plastic 
or Lucite acrylic resin) may be used for such purposes and in fact are often 
supplied with oscilloscopes. 

Filters are also used to reduce glare from ambient lighting. Black 
wire-mesh filters restrict the viewing angle and thus minimize reflections 
from oblique light sources (such as overhead lights) while also enhancing 
the contrast ratio. Polarized filters are occasionally used in high-glare 
situations (such as hospital surgery rooms). 

Spot Size and Luminance. Spot size is not only determined by cross- 
over-spot size and image-to-object ratio, as earlier indicated, but also 
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FIG 11-8 Cathode-ray-tube spot size. 


by beam current density changing the crossover-spot size, other space 
charge effects, and deflection defocusing. As shown in Fig. 11-8, for a 
z-axis grid bias below about 20 V, the crossover-spot size is relatively 
constant for postaccelerator mesh tubes. Between about 20 and 40 V of 
z-axis unblanking, the spot size changes in a fairly linear fashion, which 
indicates that higher current demands have changed the crossover-spot 
size. Above 40 V, space-charge effect (the mutual repelling action of 
electrons in the beam) begins to cause more rapid increases in spot size 
than might otherwise be expected and no lens correction can be satisfac- 
torily achieved. Deflection defocusing increases spot size at the edges of 
the CRT in comparison with the center, primarily because of beam dis- 
tortion as the beam approaches a deflection plate. 

Cathode-ray-tube brightness or intensity is a function of beam energy 
and phosphor. Beam energy is the product of beam current density times 
accelerating potential times writing time and is essentially linearly related 
to light-output brightness (Fig. 11-8). Thus monoaccelerator CRTs 
with low beam current may still give a bright trace at slow sweep speeds. 
Conversely a single-shot high-speed transient waveform may only be 
displayed on a CRT with high beam current and high accelerating 
voltage. Relative luminance of phosphors (Table 11-1) is a measure of 
the relative brightness (as seen by the eye) to be expected from each 
phosphor under the same operating conditions of the CRT. 

Writing Speed. Photographic writing speed is a measure of the fastest 
deflection rate of a single beam trace (single-shot waveform display) that 
is just barely visible on film. It is affected not only by CRT parameters 
such as density of beam current, accelerating voltage, and phosphor, but 
also by parameters such as light filters, camera lenses, and film speed 
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FIG 11-9 Several electrostatic-deflection CRT designs. (Hewlett- 
Packard Company.) 


and sensitivity. Cathode-ray-tube writing speed is typically given in 
centimeters per microsecond. If, for example, the scope sweep time is 
10 nsec/cm and a single-shot ramp 5 em high and 50 nsec wide is to be 
photographed, the writing speed must be at least 140 cm/ysec. The 
relative writing speed of a phosphor does not quite correlate with the 
relative luminance, because film is more sensitive to the blue portions of 
the spectrum than is the eye. Otherwise, factors affecting luminance 
(such as beam energy, filters, spot size) also affect writing speed in a 
similar fashion. 

Graticules. Graticules are scale markings on or near the CRT screen 
to aid the user in display analysis by calibrating beam deflection. The 
number of scale divisions multiplied by the appropriate switch settings 
gives the amplitude difference and time duration between any two points 
on an observed waveform. Three kinds of graticule systems are in use: 
external graticule, internal graticule, and projected graticule. The external 
graticule, scribed on a piece of Plexiglas acrylic plastic, is easily changed to 
accommodate several kinds of measurements. It does, however, suffer 
from parallax since the graticule is not in the same plane as the phosphor. 
The internal graticule overcomes this disadvantage, as it is deposited onto 
the internal surface of the CRT faceplate, effectively on the same surface 
as the phosphor. It is not changeable, and it is difficult to illuminate for 
photography without either an ultraviolet light source within a camera or 
special flood illumination provisions in the scope. Projected graticules 
are provided with some cameras, and these allow the greatest flexibility in 
graticule patterns and even nomenclature inclusion. 

Graticule sizes and patterns vary greatly (Fig. 11-9). For oscillo- 
scope displays, round CRTs (usually 5 in. in diameter) were standard for 
a number of years, and these allowed displays ranging in size from 4 X 10 
em to 10 X 10 cm (with notched corners). More recently, rectangular 
CRTs have been introduced, with displays from 4.8 X 8.0 em to 8 X 10 
em currently available in scopes with wide-ranging capabilities. Larger- 
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screen electrostatic CRTs up to 8 X 10 in. in size and larger graticules are 
available for many oscilloscope measurements. 


11-4 CRT Storage-target Characteristics 


Storage targets can be distinguished from standard phosphor targets 
just discussed because they have the ability to store or retain a waveform 
pattern for a time, independent of phosphor persistence. Two storage 
techniques are used in oscilloscope CRTs: mesh storage and phosphor 
storage. A mesh-storage CRT uses a dielectric material deposited on a 
storage mesh as the storage target. This mesh is placed between the 
deflection plates and the standard phosphor target in the CRT. The 
writing beam, the focused electron beam of the standard CRT, charges the 
dielectric material positively where hit. The storage target is then 
bombarded with low-velocity electrons from a flood gun, and the positively 
charged areas of the storage target allow these electrons to pass through to 
the standard phosphor target and thereby reproduce the stored image for 
the viewer to observe. Thus the mesh-storage CRT has both a storage 
target and a phosphor display target. The phosphor-storage CRT uses a 
thin layer of phosphor to serve as both the storage element and the display 
element. Both kinds of storage targets are capable of use as scan con- 
verters, but the mesh-storage tube is uniquely suited to intensity-modula- 
tion and variable-persistence operation, while the phosphor-storage tube 
is more capable of giving display regions for storage and nonstorage 
simultaneously [11, 12, 13, 14}. 

Mesh Storage. A mesh-storage CRT contains a dielectric material 
deposited on a storage mesh, a collector mesh, a flood gun, and a col- 
limator, in addition to all the elements of a standard CRT (Fig. 11-10). 
The storage target, a thin deposition of a dielectric material such as 
magnesium fluoride on the storage mesh, makes use of a property known as 
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secondary emission. This characteristic, illustrated in Fig. 11-11, is 
common to most materials when bombarded by electrons of sufficient 
energy. Between first and second crossover, more electrons are emitted 
than are absorbed by the material, and a net positive charge results. 
Below first crossover a net negative charge results, since impinging elec- 
trons do not have sufficient energy to force an equal number to be emitted. 
In the presence of a flood gun biased at ground and a collector mesh 
biased at V. (volts), two stable points of operation may be found for 
the storage surface (Fig. 11-11b). Note that these points bracket the 
first crossover region, which is an unstable point. 

In order to store a trace, assume that the storage surface is uniformly 
charged to the lower stable point, and the write gun (the beam-emission 
gun of the standard CRT) is biased well beyond first crossover with respect 
to the storage-mesh potential. Thus, writing-beam electrons will hit the 
storage target with energy eV; as in Fig. 11-lla, where the secondary- 
emission ratio is much greater than unity. Those areas of the storage 
surface hit by the deflecting beam will lose electrons, which are collected 
either by the collector mesh or the display phosphor target. Thus 
the write-beam deflection pattern is traced on the storage surface as a 
positive charge pattern. Since the insulation of the dielectric material is 
adequate to prevent charge migration for a considerable length of time, 
the pattern is effectively stored. 


Qe 
2 First I 
S crossover | 
oO \ i 
na) | el 
CS SS Sa a ea eS 
wo 

7 l | 
5 I 

2 Stabie | 

5 point | 

& 

re) 


ey eux 
Electron volts 


(@) Secondary emission 


FIG 11-11 Secondary-emission 
characteristics. 


™ Unstable 
first crossover 


Secondary emission ratio 


OV ~40OV Ve 
(Flood gun) (Collector mesh} 


(5) Storage-mesh potential 


Oscilloscopes 367 


Post-accelerator 


electrode 
Storage surface 
Collimated (dielectric) 
flood electrons 
nn ee 0 2 
O + Faceplate display 
——— se area of CRT 
O + envelope 
—___—_» 
O* -@ 
——_——_» 
= 
————_» 
~V 
OF) (Z 
) = 
Collector mesh a 
(based at+ &% volts) 
Storage mesh electrode 
(cross-woven wire mesh) Phosphor 


FIG 11-12 Display of the stored-charge pattern on a mesh-storage 
CRT. 


To view the stored trace, a flood gun is used when the write gun is 
turned off. The flood gun, biased very near the storage-mesh potential, 
emits a great flood of electrons, which migrate toward the collector mesh 
since it is biased slightly more positive than the deflection region. The 
collimator, a conductive coating on the CRT envelope wiih an applied 
potential, helps to align the flood electrons so that they approach the 
storage target perpendicularly. When the electrons penetrate beyond 
the collector mesh, they encounter either a positively charged region 
on the storage surface or the negatively charged regions where no trace 
has been stored (Fig. 11-12). The positively charged areas allow the 
electrons to pass through to the postaccelerator region and the display 
target phosphor. The negatively charged regions repel the flood elec- 
trons back to the collector mesh. Thus the charge pattern on the storage 
surface appears reproduced on the CRT display phosphor just as though 
it were being traced with a deflected beam. 

The stored pattern eventually degrades, primarily because ions gen- 
erated by flood-gun electrons charge other regions of the storage surface 
and the entire display consequently appears to be written. This is called 
fading positive. A typical mesh-storage CRT will store a trace for an 
hour or more, and the trace may be displayed at bright intensity for at 
least a minute. 

To erase the storage surface of stored traces, a momentary-contact 
ERASE button is provided. This biases the storage-mesh potential at the 
same level as the collector mesh, and because of capacitive coupling 
between the storage mesh and the storage surface, the surface is taken to a 
potential well above the first crossover voltage. Flood electrons now 
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FIG 11-13 Storage-mesh potentials for a mesh-storage CRT during erase cycle. 


quickly charge all storage surface areas to the collector-mesh potential. 
The storage surface cannot exceed the collector-mesh potential because 
any further secondary emission is repelled back to the storage surface. 
Note that this is the upper stable point of Fig. 11-11b. Figure 11-13 
illustrates the bias voltages for both the storage surface and the storage 
mesh during the complete erase cycle for a CRT produced at present. 

When the ERASE button is released, the storage mesh returns to the 
level it had before the button was pressed (+3.3 V for the tube in Fig. 
11-13). This level is held electronically for 100 msec, during which time 
the flood electrons land on the storage surface and it is charged back to 
0 V (the flood-gun cathode voltage, and the lower stable point of the 
storage surface). Then the storage mesh is raised to +13.3 V, and the 
storage surface goes to +10 V by capacitive coupling. Since this is still 
well below first crossover for flood-gun electrons, the storage surface again 
decays to 0 V in a time less than 200 msec. After 200 msec, the storage 
mesh is again returned to +3.3 V, and this time the storage surface goes 
to —10 V, which is the desired condition for flood-gun electron repulsion, 
as shown in Fig. 11-12. 

Note that a writing beam, in order to be stored, must have sufficient 
time to charge the written storage surface to a level such that flood-gun 
electrons are permitted to pass on through to the display target. This 
occurs in the above CRT at about —5 V, with greater contrast attained as 
the surface region nears ground potential. The time required for a beam 
to charge a surface region to this threshold level largely determines the 
writing speed of a storage target. If the storage surface were only 
taken to about —6 V instead of —10 V, the writing speed of the storage 
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target could be greatly increased. A MAXIMUM WRITE mode is often 
provided to do just this, and for the tube cited, the writing-speed improve- 
ment is about 50 times, going from 20 divisions/msec to 1 division/ysec. 
The disadvantages of operating in this mode include reduced storage 
time, reduced contrast ratio, and nonuniformity of display since the 
threshold level may vary slightly across the entire storage surface. 

The mesh-storage tube described above is capable of displaying several 
different levels of intensity, known as gray scales or halftones. Since the 
storage surface has a threshold level and the increase of charge beyond that 
level allows more flood electrons through to the phosphor target, a gradient 
of flood-gun illumination may be achieved by varying the charge levels on 
the storage surface. This may be done by either varying the “time 
dwell” of the beam on the storage surface or by varying the writing-beam 
current with a constant time dwell. The useful levels may approach as 
many as the 10 required for good television-picture presentation, but this 
requires a highly uniform storage surface. Four levels, roughly represent- 
ing —10 (full off), —5, —2.5, and 0 V (full brightness) on different regions 
of the surface, are practically achievable. 

Phosphor Storage. Although work on storage targets with secondary- 
emission properties has been conducted since the start of the century, a 
storage-target CRT design based on the dielectric mesh target was first 
constructed in 1947 by Dr. Andrew Haeff. Some years later, Robert 
Anderson developed the bistable phosphor storage target by using similar 
principles of secondary emission. These two approaches comprise nearly 
all commercial storage-CRT construction today. Significant improve- 
ments in both types are regularly forthcoming. 

In the bistable storage tube, the same material is used for both the storage 
target and display phosphor (Fig. 11-14). The material used is a Pl 
phosphor doped for good secondary-emission characteristics. A necessary 
condition for such a target is that boundary migration of stored charge 
must be eliminated; scattered phosphor particles achieve this condition 
provided that the deposition is shallow enough that the surface is not 
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electrically continuous. The layer may be more than one particle thick, 
which allows a viewing phosphor of continuous nature, but there is a 
thickness threshold beyond which no storage is possible. The controlling 
electrode for a bistable phosphor is the conductive backplate, a transparent 
metal film deposited on the inside surface of the faceplate before the 
phosphor is deposited. A wide range of operating voltages on this elec- 
trode (about 100 to 200 V) gives a stable storage characteristic; voltages 
below 100 V will uniformly erase the target, and voltages above 200 V will 
uniformly write the target. 

The bistable nature of the storage on the phosphor means that a trace 
is either stored or it is not, and brightness is thus on or off. Halftones are 
therefore not possible, nor is variable persistence, although simulated 
effects may be produced [15]. The bistable tube has been manufactured 
in a split-screen version by depositing two independent conductive 
backplates, one covering the top half of the CRT viewing area and the 
other covering the bottom half. Thus, by operating the top backplate 
at ~ 150 V for the flood guns, and the bottom half at ~50 V, the CRT is a 
storage tube on the top half and a standard refreshed phosphor display on 
the bottom half. 

Both phosphor-storage and mesh-storage tubes are susceptible to burn- 
ing; a typical burn appears as a stored trace that cannot be erased. The 
mesh-storage tube may have trapped charge below the storage surface 
which flood electrons during the erase cycle are incapable of reaching; this 
kind of burn may usually be erased with a continuous erase mode for 
several hours. Either tube may suffer target burn much like phosphor 
burn previously discussed; this is destructive in every case. The phos- 
phor-storage tube, since it uses a very thin doped phosphor coating, is 
susceptible to light output reduction with use. This aging characteristic 
results in a relatively short CRT life. 

Variable Persistence. The mesh-storage technique is capable of using a 
complex erasure pulse to vary the effective persistence seen on the screen. 
This is really a storage mode with continuous electrical control of the 
duration of storage. A phosphor-storage tube is capable of erasure 
electronically at the end of every sweep, but continuous persistence 
control is denied it because of the bistable nature. 

Variable persistence allows continuous control of the persistence from 
about 200 msec to several minutes and thus allows the trace persistence 
to be set for a small trace-decay tail to indicate recent past history of a 
slow-moving dot (radar use), to show five or more sequential traces (to 
observe medical anomalies), or to have the previous trace fade just as a 
new one replaces it [16]. 

Figure 11-15 shows the erase pulse used to obtain variable persistence 
in the mesh-storage CRT discussed previously. As mentioned before, 
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FIG 11-15 Storage-mesh potentials for variable-persistence opera- 
tion. 


the storage-mesh potential is held at +3.3 V, and the unwritten storage 
surface is at —10 V. Charged areas are near 0 V if written long enough. 
If a +10 V pulse is applied to the storage mesh, the unwritten areas of the 
storage surface will be about 0 V, while the written areas are near +10 V. 
The written areas, still below first crossover, will now attract flood-gun 
electrons and decay to a lower voltage. When the pulse ends, the 
unwritten areas return to —10 V and the positive regions are slightly 
below ground. A number of pulses will ultimately drop the written areas 
below the —5-V viewing threshold, and the “persistence” ceases. The 
time required to erase a trace in this manner is controlled by varying the 
duty cycle of the pulses applied to the storage mesh. 

Scan Conversion. Scan conversion is a technique for converting an 
analog electrical signal (such as that at the deflection plates of a CRT) toa 
digital time-coded signal for use in radar displays, computer analysis, 
television video, or long-distance data transmission. The storage target 
of either type of CRT just discussed is adaptable to such scan conversion. 

Along with, or instead of, a phosphor display target, a metal-electrode 
target is provided behind the storage target. The flood gun is replaced 
by a focused interrogate gun complete with deflection plates. Once a 
trace is stored, in a fashion similar to that of any storage target, the 
interrogating beam may be swept in a raster-scan manner (much like 
television) across the target. Every time a positive-charge point is 
encountered, a pulse of current output is sensed on the metal “display” 
target. Thus the output becomes a small current pulse that is time 
sequenced according to the zy coordinates of the raster-scan beam loca- 
tion. This type of signal lends itself well to many emerging industry 
needs, such as digital communications [17, 18]. 


11-5 General-purpose Oscilloscopes 


The general-purpose oscilloscope incorporates an electrostatically 
deflected CRT with a standard refresh phosphor and real-time display 
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circuitry. In a real-time display, the CRT beam deflection faithfully 
traces the signal across the screen as the event occurs. For repetitive 
signals, the beam traces the pattern over and over, and a bright waveform 
is displayed. A sampling oscilloscope (Sec. 11-6) is also able to display a 
repetitive waveform, but it does not do it in real time. Instead, one dot 
is displayed on the screen every time that a signal cycle occurs, and then 
the dot sample point is advanced slightly each cycle, so that a series of 
advancing dots reconstructs the signal much as an optical stroboscope 
reconstructs a picture. A signal that occurs only once, such as an impact 
test or an explosion, must be displayed on a real-time oscilloscope, for 
only one dot would be displayed on a sampling oscilloscope. 

An electromagnetically deflected CRT may be used with real-time 
display circuitry, but the beam deflection speed is typically limited to 
frequencies under 1 MHz. This is too slow for observations of many 
electrical phenomena, although adequate for most physiologic, mechan- 
ical, and chemical measurements. 

Storage CRTs are usually used with real-time display circuitry; their 
chief value is in either storing single-occurrence events or providing dis- 
plays at low-frequency repetition rates without flicker. 

All general-purpose oscilloscopes use similar techniques for vertical 
amplifiers, time bases, and trigger generators that are fundamentally 
different from the techniques of sampling circuitry. The most pertinent 
specifications among different general-purpose oscilloscopes are number of 
channels, deflection factor, common-mode rejection (CMR), and rise time of 
the vertical amplifier system; the sweep speeds and number of display 
modes of the time base; and the trigger circuit capability [19, 20]. 

Bandwidth and Rise Time. Just as electronic circuits in general have 
historically been rated in terms of bandwidth even though pulse-transient 
analysis is often more meaningful, so the oscilloscope is ordinarily described 
by arated bandwidth: from de to X Hz. This means that at X Hz, the 
vertical amplifier is down no more than 3 dB from its de or zero frequency 
gain. Since an oscilloscope is an instrument often intended for pulse 
analysis, it is more directly specified in capability by its limiting rise 
time or beam deflection rate. Rise time is defined as the time required 
for a pulse to rise from 10 to 90 percent of its final value. 

Most oscilloscope amplifiers are designed for minimal pulse distortion 
(in contrast to a maximally flat frequency spectrum), and to the extent 
that a pulse response is free from overshoot distortion (<2 percent 
overshoot or ringing), a convenient relationship between bandwidth B and 
rise time 7’, exists: 


B=— K = 0.35 (11-5-1) 
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where bandwidth is in megahertz, and T, is in microseconds. Thus a 
35-MHz oscilloscope is capable generally of a 10-nsec rise time. Since 
different amplifier response characteristics may cause the constant given 
above to vary between 0.3 and 0.5 (0.35 is characteristic of a single-pole 
RC roll-off), rise time is usually the more significant specification for a 
time-domain response, while bandwidth is more meaningful for the fre- 
quency-spectrum measurement. 

For measurements of signal rise times approaching that of the oscil- 
loscope itself, the error caused by the instrument rise time should be 
compensated for. This may be done with the following equation for 
overall rise time: 


Tra ~ [(Tre)? + (T10)?]* (11-5-2) 


where Ta is the overall displayed rise time, 7. is the signal rise time, and 
T,o is the oscilloscope rise time. This may be rewritten to solve for the 
signal rise time 


Tr: ~ [(T a)? "Tc (T +0) ?]” (11-5-3) 


For example, if an oscilloscope has a specified rise time of 10 nsec, and the 
displayed rise time is 18 nsec, then T,, ~ 15 nsec. If, on the other hand, 
the displayed rise time were 13 nsec, then the signal rise time would be 
=8.3 nsec. Measurements of rise times slower than about 5 times that 
of the oscilloscope do not have appreciable error if the instrument error is 
disregarded; signal rise times much faster than the oscilloscope rise time 
are subject to significant errors even if adjusted by Eq. (11-5-3) [5, 21, 22]. 

Low-frequency and High-frequency Oscilloscopes. General-purpose 
amplifiers are often divided into two classes: low frequency and high 
frequency. The low-frequency oscilloscope typically has video-frequency 
capability ranges (de to ~10 MHz), while high-frequency oscilloscopes 
often display single-shot signals with rise times as fast as 1 nsec (~350 
MHz). Although the basic amplifier and time-base circuits are similar, 
low-frequency oscilloscopes often feature very low deflection factors (high 
sensitivity), while high-frequency oscilloscopes have good rise-time 
performance. Thus, low-frequency design specifications deal with noise 
levels, drift, CMR, and small nonlinearities since the signals to be measured 
are quite small. High-frequency design parameters include CRT 
writing speed, fast rise time, good high-frequency pulse response, and fast 
trigger capability. 

_ High-frequency oscilloscopes are characterized by one or more of the 
following features seldom found in low-frequency oscilloscopes. Most 
frequently, a delay line will be in the high-frequency vertical unit to enable 
the operator to view the leading edge of a waveform (internal triggering). 
This is necessary for signals with rise times faster than about 50 nsec 
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because of the time delay difference between the vertical amplifier and the 
time base. A postaccelerator CRT is usually required both to view high- 
speed waveforms with low repetition rates and to present adequately 
bright multichannel displays. Because of the added expense of post- 
accelerator CRTs and delay lines, the high-frequency oscilloscope is 
often partitioned into a display section, called a mainframe, with a plug-in 
compartment to accept a variety of relatively inexpensive plug-ins to give 
flexibility. 

Amplifiers. Amplifiers are used on all three (z, y, z) deflection axes of 
the general-purpose oscilloscope. 

The purpose of an amplifier is to provide gain between the input signal 
and the CRT so that small signals can be viewed and interpreted. Thus 
controls are necessary for calibrating the gain of the amplifier and also for 
modifying the gain to view signals of different amplitude. Additionally, 
the input impedance should be high enough so that the circuit or signal 
under test is not seriously loaded by the oscilloscope input impedance. 
Finally, because ac signals may be at quite arbitrary de voltage levels, 
some controls for de positioning or ac coupling are required. 

A typical vertical amplifier in a laboratory oscilloscope may have a 
voltage gain of 2,000:1, preceded by an attenuator with ranges up to 
500:1 or more. For example, if the CRT requires 20 V per division for 
deflection, by switching the attenuator the user may obtain an input 
defleetion factor ranging from 10 mV to 5 V per division, usually in a 
1, 2, 5, 10 sequence. A GAIN caL control will permit amplifier gain 
adjustment (an accurate front-panel CALIBRATOR waveform is provided 
on most oscilloscopes to facilitate calibration). A VERNIER control allows 
continuous adjustment of the amplifier gain between calibrated attenuator 
settings. Once a given range is calibrated, attenuator accuracies will 
typically be within +3 percent on any other range. 

Attenuators are designed to change the magnitude of the input signal 
seen at the amplifier input while presenting a constant impedance on all 
ranges at the attenuator input (which is the loading on the signal source). 
A compensated RC attenuator is required in order to attenuate all 
frequencies equally (Fig. 11-16). Without this compensation, high-fre- 
quency signal measurements would always have to take the input-circuit 
RC time constant into account. This would be very restrictive since the 
time constant would change on each range, and errors would be noticeable 
at frequencies as low as 3 kHz on many oscilloscopes. The input imped- 
ance for most oscilloscopes is 1 MQ +1 percent, shunted by a small 
capacitance (typically between 10 and 80 pF), which leads to the term 
high-impedance attenuators. Very high frequency oscilloscopes sometimes 
use attenuators terminated by 50 Q, which are more desirable at frequencies 
where transmission lines are used. Adjustments are usually provided on 
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FIG 11-16 A single-stage compensated RC attenuator. 


attenuators for both compensation and input capacitance on each range. 
One other point of interest on oscilloscope attenuators is their ability to 
be cascaded since each section has a 1 MQ input (Fig. 11-17). 

A CRT with electrostatic deflection has two vertical plates that are 
driven in a push-pull fashion by the amplifier. The amplifier may be 
designed as a differential amplifier from input to output, or it may be 
single ended at the input, converting to differential before reaching the 


Signal olmo 
input | xt 


FIG 11-17 Atypical high-impedance attenuator with nine cascaded 
ranges (providing division by 1, 2, 5, 10, 20, 50, 100, 200, and 500). 
Input impedance is 1 MQ shunted by 10 pF on all ranges. 
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FIG 11-18 Differential amplifier. 


Note that ve, vB ler eth, 


CRT. Differential amplifiers are particularly valuable for oscilloscope 
amplifiers because of their capability in rejecting spurious signals, whether 
due to coupling through air from nearby sources or due to conduction. 
In addition, drift and stability characteristics are improved over a wide 
environmental operating range with differential amplifiers [23]. 

Refer to Fig. 11-18 for the operation of a differential amplifier. Assume 
first that e:: and ej. are zero. If the two sides of the amplifier are properly 
balanced, the output voltage e. = €1 — 2 will also be zero. Perfect 
balance requires that the V;. and 6 of each transistor be equal and that 
Re: = Reo, while Rr = Rr. Since such perfect combinations are 
improbable, a BALANCE control is inserted, as shown, for balance com- 
pensation. Note that 71, through resistor Rz, is approximately zero for a 
balanced amplifier with no input signal. If ei is changed to +1 V, ia: 
changes by about 1 percent with the very large current source, but the 
voltage across Rz is now 1 V, which gives 2 mA for 7;. The sum of 
4, + tz: must come from collector current for Q:, which thus results in a 
signal change of —2 Von Rr. Note that the gain at this point is twice 
the ratio Rzri/Rz. Also, through Q2, the collector current now needs 
only to supply ¢z2 — 71, which results in a +2 V change at e.2. Here 
again the gain is ~2, which results in a net gain of about 4, as one would 
expect for the Thevenin equivalent single-ended amplifier circuit. 

Let both e;; and e;. be +1 V signals, and it is seen that 72: and 7z2 both 
change about 1 percent, but Rz still has no voltage across it since both 
sides have gone up 1 V. Thus 7c and ic2 both change in the same 
direction about 1 percent, and the differential voltage output is still zero. 
If the circuit is not precisely balanced in all respects, some conversion of 
the common-mode signal may occur. For example, if 6g: varies slightly 
(and Bg2 is constant), a small difference signal will be generated between 
€o1 and @ 2. Such conversion of the common-mode signal to differential 
signal is, of course, undesirable. The CMR ratio is a measure of the 
ability of a differential amplifier to avoid this conversion. 
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If a signal of +X V is applied to both inputs of a differential amplifier, 
and some conversion to differential signal occurs, Y volts of differential 
output signal will result (X > Y). By contrast, if +X V is put into one 
side of the amplifier and —X V into the other side, the differential gain 
gives Z V of differential output (Z > X). 

Y __ differential conversion gain 


CMR =z = 


SS 11-5-4 
Z differential signal gain ( ) 


Common-mode rejection is usually given in decibels, a —100-dB level 
indicating that a differential signal of 100 nV is displayed just as well as a 
common-mode signal of 10 V. Such ratios are especially important when 
measurements of low-level signals (such as strain gage or medical trans- 
ducer signals) are made in the presence of large electromagnetic fields 
(such as 60-Hz power transformers). Common-mode rejection is usually 
degraded by inclusion of attenuators and other front-panel controls such 
as ac coupling, as well as at higher frequencies [24]. 

One fact affecting both amplifier gain and balance is that transistor 
parameters such as 6 and Vz are sensitive to temperature. The dif- 
ferential amplifier helps to minimize this problem since a change in @ or 
Vse caused by temperature variation will likely affect both devices and 
the change in gain or balance will thus be primarily common-mode change. 
Only differential changes will affect the output, and these are very small 
effects by comparison. 

Differential amplifiers are of considerable value for accurate comparator 
measurements. In such tests, a standard signal may be fed into the 
negative vertical input and the unknown signal into the positive input. 
The on-sereen presentation then represents the difference between the 
two signals. Much greater accuracy may be obtained in this manner 
than by observing the entire unknown signal on-screen, where resolution 
is usually about 1 or 2 percent. Circuits designed expressly for compa- 
rator measurements offer very high dynamic range (perhaps 10,000 
divisions of effective input signal without distortion of the compared 
signals), low CMR ratio (< —80 dB from de to perhaps 50 kHz or more), 
and an accurate comparator reference voltage, which may be used to null 
the unknown input signal. Such units are of necessity fully differential 
amplifiers, with very closely balanced parameters. Measurements with 
such amplifiers may approach 0.1 percent absolute accuracy, with relative 
accuracy limited primarily by the reference standard [25]. 

Multiple-trace displays are of great advantage in oscilloscopes, for they 
enable the operator to make time and amplitude comparisons among 
several waveforms. Such measurements, useful in production test and 
service areas, are indispensable for many laboratory tests. The operator 
usually desires the horizontal time scale to be the same for all channels 
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FIG 11-19 Timing relations of a dual-channel vertical amplifier 
in ALTERNATE operation. 


while the attenuators and position controls of the vertical channels are 
independently controlled. Both dual-trace and four-trace vertical dis- 
plays are commonly available. 

Multichannel displays are commonly generated in two time-multiplex 
modes. The ALTERNATE mode displays one vertical channel for a full 
sweep, and the next vertical channel on the next sweep. Thus the vertical 
channels are alternately displayed (Fig. 11-19). The cHop mode allows a 
small time segment of a given sweep to be allotted to the first vertical 
channel, and the next time segment is allotted to the second vertical 
channel. Thus, the vertical channels are composed of small “chopped” 
segments, which merge to appear continuous to the eye (Fig. 11-20) if 
enough chopped segments are included. 

The choice of cHop or ALTERNATE for multichannel vertical displays is 
usually available to the scope operator. The ALTERNATE mode is com- 
monly used for high-frequency signals, where sweep speeds are much 
faster than CRT phosphor-decay characteristics. CHOP mode is more 
useful at low sweep rates where the flicker effects of ALTERNATE mode are 
noticeable and objectionable. Two or three overlapping ranges where 
either mode is equally satisfactory are commonly provided. 

The easiest way to obtain a dual-channel vertical system is to provide an 
electronic switch between two vertical preamplifiers (containing atten- 
uators and positioning) and one vertical deflection amplifier (Fig. 11-21). 
This allows for time sharing the beam between the two preamplifiers as 
desired. Several modes of operation may be derived from such a dual- 
channel amplifier: CHANNEL A only, CHANNEL B only, DUAL-CHANNEL 
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FIG 11-20 Timing relations of a dual-channel vertical amplifier 
in CHOP operation. 


(either ALTERNATE or CHOP), the sum of A + B, or the difference A — B. 

In dual-channel displays, the A — B differential mode serves as a 
single-channel differential amplifier. For computer logic testing, an 
A+B summing mode is frequently necessary. Two types of dual- 
channel switching arrangements are commonly encountered, each with 
compromises (Fig. 11-22). The first type, a true differential amplifier, 
obtains the A — B differential mode by simply switching the channel B 
input and attenuator to the negative side of the channel A differential 
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FIG 11-21 A dual-channel electronic switch. 
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FIG 11-22 Dual-channel amplifier switching to accomplish dif- 
ferential (A — B) amplifier operation. 


amplifier; this permits virtually all the CMR capability of a similar 
single-channel differential amplifier, but it does not allow an additive 
A-+Bmode. Thesecond type, a summing amplifier, uses either additive 
or subtractive logic at the same switching mode that is used for dual- 
channel switching and thereby obtains either A + B or A — B modes. 
One limitation here is the often substantial increase of CMR ratio due to 
unbalances occurring in any one of four sides of the two differential 
preamplifiers. Commonly, only —40 dB of CMR is available in the 
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A — B mode for units of the second kind, whereas —60 dB is achievable 
for comparable effort with the first type. Also, the first type typically is 
able to achieve a wider dynamic range for overdrive common-mode 
signals at the input. 

Deflection Amplifiers. Deflection amplifiers for electrostatic deflection 
systems have a number of restrictive design parameters in_ high- 
frequency oscilloscopes. The gain-bandwidth product of the output 
device, fr, is often a determining factor in the ultimate deflection speed. 
Usually the constraints imposed by the CRT capacitance C, ard the 
deflection factor Vp V per division are even more important in devermin- 
ing deflection speed. For very high speed systems, distributed-plate 
CRTs are made in order to replace the capacitance by a transmission 
line of constant impedance. 

The speed limits of a nondistributed-plate high-frequency CRT and 
amplifier can be discussed by using the single-ended equivalent circuit of 
Fig. 11-23. 

An effective capacitance to ground C, exists, on each CRT deflection 
pin, which must be charged or discharged in order to deflect the beam. 
The deflection amplifier device will also have an output capacitance 
C» and some stray capacitance from leads C, may be included as well. 
Since a voltage change on a capacitor is governed by the time integral of 
current 


ple J i, dt (1-5-5) 
Cr 

we see that the larger the total capacitance C, + Cus + C, = Cr, the more 

current is required to obtain the same voltage deflection in the same time 

interval. Since center screen v, times 7, equals the power dissipation Pp 

of the device, an equation for the minimum full-scale deflection time may 
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FIG 11-23 Deflection-amplifier frequency parameters. 
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be written as a function of Cr, Vp, and Pp. If the total deflection- 
amplifier dynamic range is k, divisions, the maximum deflection of one 
side is k,/2 divisions, which gives a maximum power dissipation of 


k 1 V pt, 


Pp 5 


(11-5-6) 


If we assume a k,-division vertical-deflection scan over which rise time 
is measured, and a peaked current supply 7, to maintain a linear rise, the 
amplifier output will have an approximate rise time of 


k 
T, = keV oCr (11-5-7) 
2t¢ 
Thus, the rise time for the deflection system may be expressed 
2 
T, sy kikeVp CC; + Ca + C;) (11-5-8) 


4Pp 


Controls are difficult to design, for there are many intrinsic problems. 
The sequence of controls within an amplifier greatly affects their inter- 
action and their consequent use for modifying signal displays on screen. 
For example, if the position control precedes the GAIN VERNIER, any 
vernier rotation attenuates a dc position offset toward center screen. If 
the controls are reversed, no position shift occurs relative to center screen 
when gain is changed. Instead, signals are attenuated with respect to 
signal ground. The difficulty for the designer comes about because each 
sequence is of value for certain kinds of display (Fig. 11-24), and since 
either method may be found on contemporary scopes, the user is faced 
with two sets of identically labeled controls performing different functions 
on two otherwise similar scopes. Since analogous problems are encoun- 
tered with the location of polarity switches, trigger signal derivations, and 
interstage attenuators, control function design is one of the greatest 
variations found in oscilloscopes today. 

Time Bases. Time-domain oscilloscopes require a sweep generator that 
is linear with time for the z-axis display. Such sweep circuits combined 
with display gating functions are termed time bases. A high-quality time 
base may feature sweep-time variations from 10 nsec to 5 sec per division, 
with time accuracy from range to range of better than 3 percent and 
linearity better than to within 1 percent across the CRT, and a 10-times 
expansion in the horizontal amplifier to allow 1 nsec per division displays 
for very high speed transients. Other x-axis sweep generators of occa- 
sional value in special-purpose oscilloscopes include sinusoidal, parabolic, 
exponential, and hyperbolic generators. 

A sawtooth waveform differentially applied to the horizontal deflection 
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FIG 11-24 Interaction of POSITION and GAIN VERNIER con- 
trols. Note that both control arrangements are equivalent at left (a), 
while (b) and(c) vary. The lower arrangement is usually preferred for 
(b), while the upper is often favored for (c). 


plates will move the beam back and forth across the CRT screen. As the 
beam goes from left to right, a linear time sweep is traced. A signal to 
the gate amplifier turns on the z-axis intensity, which allows the sweep 
trace to be displayed. The right-to-left movement, called retrace, or fly- 
back, is blanked out. A constant-current source charging a capacitor will 
produce the desired sawtooth waveform if a discharge path is provided 
(Fig. 11-25). Relaxation oscillators, with neon tubes or unijunction 
transistors, provide an inexpensive sawtooth generator with low accuracy; 
bootstrap techniques allow much greater linearity with additional expense. 

The Miller integrator is the most common time-base generator in lab- 
oratory oscilloscopes today (Fig. 11-26). It basically is an operational 
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FIG 11-25 A simple ramp or linear sweep generator. 
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FIG 11-26 A Miller integrator with 24 selectable sweep speeds 
(100 nsec per division to 5 sec per division ina 1, 2,5, 10 sequence). 


amplifier with the Miller feedback capacitance to convert a step-function 
inputintoasawtooth output. Historically, special-purpose vacuum tubes 
such as the phantastron, sanatron, and sanaphant were developed to 
facilitate time-base generator design based on the Miller integrator. 
Today, designs usually employ standard bipolar and field-effect transistors 
[27, 28]. 

One of the great advantages of the Miller integrator is its flexibility in 
choice of both R and C in the feedback loop. The ranges are such that a 
high-input-impedance device (such as a vacuum tube or field-effect 
transistor) will permit scaling C from 10 pF to 1 uF or more, and R from 
100 kQ to 50 MQ, which allows sweep speeds to vary, for example, from 
100 nsec to 5 sec per division with the same generator. 

Additional components of the time base include a trigger generator to 
convert the signal from the vertical amplifier, or external source, into 
trigger pulses, which turn on the gate generator to start the Miller inte- 
grator, a hold-off circuit to allow recovery of the Miller integrator after a 
Sweep is completed, and a reset Schmitt-trigger circuit which rearms the 
gate generator when the hold-off time is completed. A block diagram of a 
time base is shown in Fig. 11-27, and a waveform sequence of events in 
Fig. 11-28. 
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FIG 11-27 Time-base block diagram. 


Other common sweep circuits include an AUTo circuit which senses the 
length of time after a sweep occurs and automatically provides a trigger 
pulse if no signal has come from either the vertical amplifier or an external 
source after approximately 20 msec, or a time determined by the SwEEP 
TIME setting. This function thus gives a base-line presentation without 
flicker in the absence of a signal and allows easy verification of ground 
level or a base-line of a voltage level on the CRT. A signal from the gate 
circuit is sent to the z-axis blanking amplifier to turn the intensity up 
when a sweep cycle starts, and off when the sweep recovery begins. 
A FREE-RUN mode is possible, which restarts the Miller integrator imme- 
diately after the hold-off time. A SINGLE-SWEEP mode is possible also, 
which allows the sweep to run once from a trigger pulse after which the 
gate generator is not reset until the operator desires. This mode is of 
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FIG 11-28 Time-base waveforms (waveform numbers cor- 
relate to points on Fig. 11-27). 
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prime value for displaying and photographing single-occurrence events 
when the time of occurrence is undetermined. 

Sweep Modes. A second time-base generator is supplied for some 
oscilloscopes. If the CRT is a dual-gun tube (two independent writing 
beams), the sweeps are truly independent. The same is true for two 
vertical channels. Multigun tubes are of chief value in an application 
requiring writing of nonsynchronous information simultaneously (as 
heart-rate monitoring of two patients) or display of two different single- 
shot phenomena occurring simultaneously (such as two points of impact 
in a collision). 

A broad variety of measurements formerly accomplished by dual- 
beam oscilloscopes is being done today by single-beam oscilloscopes with a 
multiplexed pair of time-base generators. Depending upon the sophis- 
tication of the second time-base generator, one or more of three additional 
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FIG 11-29 Timing relations and CRT displays of four common 
sweep modes. 
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time-axis displays may be obtained. These are called DELAYED SWEEP 
[29], MIXED SWEEP, OF SWITCHED SWEEP (Fig. 11-29). 

The simplest and most common of the three is DELAYED SWEEP. Two 
time-base generators are incorporated, but the display is only of the 
second time-base generator. The first time-base generator is called a 
delaying generator and the second is termed a delayed generator. The 
time-base ramp generated by the delaying generator is started by a trigger 
pulse at time fo; it continues until reaching a comparator level set by the 
DIVISION DELAY control. At this time ¢;, the delaying generator stops, 
and the delayed generator is ready for operation. Two modes are now 
possible, depending upon the trigger setting for the delayed generator. 
If the delayed generator is in AUTO, it runs as soon as the delaying sweep 
reaches the DIVISION-DELAY comparator level, as shown in Fig. 11-30. 
This mode uses the first generator as a time-delay generator. If it is being 
triggered from an internal or external trigger pulse occurring at time t& 
(after time #1), then the delaying generator is being used as a trigger-delay 
generator. This trigger-delay mode is often called armzng, for it serves to 
ready the delay generator to run at the next trigger pulse. This is of 
great significance for a common pulse-train measurement situation where 
the pulses are subject to time jitter between f) and tb. 

DELAYED SWEEP offers increased accuracy and resolution for many 
time-interval measurements. The DIVISION DELAY control [termed 
variously DELAY-TIME MULTIPLIER, DELAY (DIV), or DELAY (cm)] is the key 
control for such measurements. Normally, a 10-turn potentiometer 
with a readout of three significant numbers and a vernier scale is provided 
for the knob control. 
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Measurements may be made in several ways, with varying accuracy 
capability. If a single pulse is to be measured for time delay from a 
reference to, the DELAY knob may be dialed until the pulse is centered on 
screen, and the pulse time delay is then, calculated. If, for example, the 
main SWEEP TIME is 10 usec per division, and the DIVISION DELAY setting 
is 6.215 divisions, the pulse time delay is 62.15 usec (+3 percent for 
sweep-time accuracy) or 62.2 usec +1.9 usec. 

If a reference time-mark pulse is used in conjunction with the pulse to 
be measured (with a dual-channel vertical scope), the accuracy may be 
increased substantially. Assume, for example, that a reference pulse 
occurs at f) +50 usec. If the delaying swrEp TIME is set to 2 usec per 
division, the CRT display should show the two pulses separated by 6.1 
divisions, which then gives a difference reading of 12.2 usec +3 percent for 
sweep-time accuracy and +3 percent for deflection nonlinearities and 
resolution. This results in an overall measurement of 62.2 sec + 0.7 usec. 
Further improvement could result if the Division DELAY knob is used first 
to center the reference pulse, and then to center the pulse of interest, for 
the deflection nonlinearity is canceled. This gives a measurement of 
62.2 usec + 0.4 usec. Time differences between any two pulses can be 
handled in a similar fashion [29]. 

The MIXED mode provides a more convenient display pattern for many 
time-interval measurements, since both the reference signal and the 
signals of interest may be viewed in a wavetrain context with only the 
region of interest expanded for time-interval measurement. The MIXED 
mode is very similar functionally to the DELAY mode, except that the 
delaying sweep generator is displayed first. An external trigger is 
generated at time ti, whereupon the delayed sweep generator (at a faster 
Sweep speed) is started. Once it reaches the same ramp height as the 
delaying generator, it is displayed instead for the rest of the sweep cycle. 
This mode is especially valuable in pulse-train studies, when the time 
interval of a specific set of pulses in a complex pulse-code train is of 
interest. 

DUAL SWEEP OF SWITCHED SWEEP mode displays two independently 
variable sweep speeds by electronically time sharing between the two 
time bases (Fig. 11-31). Depending upon sweep speeds, the electronic 
switching is accomplished similarly to the cHop and ALTERNATE modes 
discussed earlier under vertical amplifiers. Some difficulty is encountered 
in practice with beam brightness (variations and flicker) if the two 
channels vary by much more than an order of magnitude in sweep times. 

Sweep Linearity. The various scope manufacturers have failed to define 
sweep linearity consistently, and this has resulted in some confusion 
regarding sweep linearity specifications. Figure 11-32 illustrates two 
different 10-division sweep displays with 10 equal time intervals from 
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FIG 11-31 A switched-sweep scope displaying three vertical 
channels simultaneously on two different sweep speeds. (Tektronix, 
Inc.) 


a time-mark generator. The calculations shown are derivations of 
three different sweep linearity specifications in common use. 

The first method defines the sweep linearity error to be the maximum 
deviation of any time mark from a graticule mark divided by the time- 
mark interval. The second method, which gives a larger error number 
(and perhaps is in disfavor for this alone), involves measuring the max- 
imum and minimum interval widths, then dividing the difference by the 
average interval width. The third method averages the difference 
between maximum and minimum interval widths. Inconsistent sweep 
nonlinearities as shown in Fig. 11-32b are not reflected by a specification 
based upon the first method; this is probably its major limitation. If a 
sweep linearity error is of the form shown in Fig. 11-32a, which is a more 
typical form, then any of the three methods give comparable results. 
Note also that each method includes linearity errors in the horizontal 
deflection amplifier and CRT as well as the time base. 

Trigger Generators. The circuit block responsible for starting the sweep 
at the desired point on a waveform is called the trigger generator. Trigger 
generators incorporate a selection of several trigger sources, plus a variable 
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comparator to set the desired trigger level and a trigger pulse generator 
which starts the sweep generator (Fig. 11-33). 

The three typical trigger sources are INTERNAL, EXTERNAL, and LINE. 
The internal trigger source provides a replica of the signal applied to the 
vertical amplifier; the external trigger source is derived from an external 
input; and the line source is derived from the frequency of the power line. 
With these three sources, the controls for ac or de coupling, and the 
polarity selection, one should be able to derive a signal that will give a 
stable display on the screen. An ac FAST mode is sometimes provided to 
give a high-frequency trigger capability in the presence of low-frequency 
signals; Ac SLOW gives low-frequency triggering in the presence of high- 
frequency signals. 

The trigger level control adjusts the comparator threshold level to 
allow selection of the input voltage level (of either polarity) which will 
switch the differential comparator. This produces a phase-controlled or 
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time-controlled trigger pulse at the output. Since only one trigger pulse 
is provided for each waveform cycle, and it is always at the same phase 
angle, the sweep will be triggered each time at the same relative phase 
angle. Consequently, the repetitive beam traces on the screen will all 
start at the same point, and the trace will not jitter or appear unstable. 
Jitter at high frequency sometimes occurs because of the finite rise time 
of the trigger pulse plus the finite reset time of the time-base gate gen- 
erator. Tunnel diode pulse circuits in both areas have minimized 
this problem in recent designs because of their very fast switching 
characteristics [30]. 

Complex pulse train signals, such as those found in computer logic and 
pulse-code-modulation communications, are very difficult to display on a 
scope because of the difficulty of developing a satisfactory trigger signal. 
Figure 11-34 illustrates a complex pulse train of seven pulses for which a 
stable scope display is desired. For the repetition rate shown, a standard 
SWEEP TIME of neither 5 nor 10 usec per division will allow a synchronous 
trigger signal to be developed. Thus the displays will indicate a number 
of places of double pulses as shown. One of the three ways illustrated 
may be used to synchronize the display. The SWEEP VERNIER control 
will give a stable display whenever the total sweep and hold-off time 
approaches the fundamental repetition rate or a subharmonic of it. The 
display is uncalibrated in time, however. The SWEEP LENGTH control 
works in a similar manner, seeking a time correlation between the 
repetition rate and the SWEEP TIME with hold-off time. The display 
remains calibrated in time, but the total sweep length becomes shorter 
and gives a smaller display window. A VARIABLE HOLD-OFF control will 
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allow the calibrated full horizontal display to be retained while a synchro- 
nous trigger is obtained. If the range of the hold-off variation is greater 
than the total sweep time (including recovery time), stable triggering is 
ensured [31]. 

Delay Lines. High-frequency oscilloscopes nearly always include delay 
lines in the vertical amplifiers. The purpose of such lines is to delay the 
vertical signal enough to keep it from reaching the CRT deflection plates 
before the horizontal sweep circuits are running. As shown in Fig. 11-35, 
the vertical signal triggers the sweep generator and enables the horizontal 
amplifier to begin tracing a sweep at full intensity before the vertical 
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signal reaches the vertical deflection plates of the CRT. Thus, the first 
part of the signal is displayed, and even if it is a single-shot phenomenon, it 
may be viewed much like any other signal. 

The first delay lines in oscilloscopes were most frequently lumped- 
parameter lines, as in Fig. 11-36a, sometimes numbering 50 cascaded 
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LC delay segments. These were iterative T sections, each section capable 
of delaying the signal between 3 and 6 nsec. Since the amplifier was 
often differential at this point to minimize trace drift, two segmented lines 
had to be adjusted and matched in both pulse response and delay time. 
Servicing these lines with up to 68 adjustments was difficult at best, but 
they were capable of precise performance when adjusted properly [32]. 

A distributed-parameter line (essentially a transmission line), con- 
structed with a wound helical coil on a mandrel and extruded insulation 
between it and an outside shield, was developed as an alternative approach. 
Two of these lines are used for differential circuits. A minor refinement 
puts both cores, wound in opposite directions, inside one shield, Fig. 
11-366, which helps to equalize the distributed capacitance between the 
two lines. A later improvement has a winding of two insulated wires in a 
shoestring interlace on the same mandrel; then an insulation and shield is 
placed over both wires, as in Fig. 11-36c. This results in the most uniform 
balance between the two lines accomplished to date. 

Etched-copper delay lines on circuit boards have also been developed 
in recent years. See Fig. 11-36d. Besides good uniformity, advantages 
of this approach include low cost of materials, high yield, and greater 
reliability [32, 33]. 

Implementation of delay lines in oscilloscopes requires careful attention 
to impedance matching to avoid reflections. Radiation of signals around 
the line will also lead to undesirable display anomalies. Five common 
problems occurring in amplifier pulse responses that are due to the delay 
line are shown in Fig. 11-37. Anomaly 2, called preshoot, is a dis- 
continuity caused by improper phase delay, as may be the ringing 
overshoot of anomaly 3. These are both functions of the delay-line design 
or the terminations. Figure 11-37b illustrates the vertical-amplifier 
block diagram, which aids in explaining the other distortions. The first 
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anomaly results from an undelayed signal’s coupling around the delay 
line, which avoids the delay time fz. This occurs either by capacitive 
coupling or radiation from points B or C, or possibly by coupling from the 
trigger-generator lead into any part of the deflection amplifier. The 
fourth anomaly, one delay time later than the rise-time delay, is due to 
radiation or coupling from the deflection amplifier back into the preampli- 
fier. The large CRT deflection signal at point D is often coupled through: 
power supply lines back into point A to cause this distortion. The final 
disturbance is a mismatched-delay-line termination at both ends of the 
line. If a signal travels through the line to point C and meets a discon- 
tinuity, it reflects back through the line (in 1tz). If at the other end, 
point B, it encounters a second mismatch, it travels again to point C, arriv- 
ing with the distortion seen at 2t2. A perfect termination at either end 
would stop this distortion, but in practice these terminations are very 
difficult to achieve. All the distortions discussed are typically held to 
less than 1 percent of the signal amplitude, and usually they are very 
difficult to discern. 

Plug-in Oscilloscopes. The plug-in feature of many oscilloscopes 
allows great flexibility in changing the measurement capability of the 
instrument. Various interface levels for plug-ins have been developed 
that determine both the flexibility and efficiency of the main-frame 
oscilloscope. Units having the interface at the CRT are the most 
flexible in display capability; main frames in this class will accept plug-ins 
which give a variety of low and high sensitivity, single and multichannel 
and low- and high-speed vertical and horizontal functions not only for 
oscilloscopes but also for spectrum analyzers, operational amplifiers, 
medical instruments such as vector cardiology plotters and myographs, 
and time-domain reflectometry units. Units having the time-base and 
vertical delay line and deflection amplifiers incorporated in the main 
frame are versatile only in vertical preamplifier capability. On the other 
hand, economies in instrument-system cost are realized, which may better 
serve a customer who is only interested in traditional oscilloscope measure- 
ments. This occurs, for example, because the customer buying three 
high-frequency vertical plug-ins (such as a single-channel low CMR unit, 
a dual-channel wideband unit, and a four-channel logic unit) does not 
have to buy three delay lines. 

A compromise approach (Fig. 11-38) includes the horizontal amplifier 
and gate amplifier in the main frame (to avoid duplication in each plug-in), 
but a full vertical plug-in and a time-base plug-in option to allow flexibility 
in frequency response and other amplifier characteristics. The absence of 
a delay line in the main frame and the inclusion of external horizontal 
and gate amplifier inputs allow easy use of the main frame for zy plotting 
with video information. 
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FIG 11-38 A high-frequency oscilloscope with plug-ins for both 
zand y axes. (Hewlett-Packard Company.) 


Portable Oscilloscopes. Because of the complexity of oscilloscope 
circuits and the size of CRTs, the oscilloscope has traditionally been a 
large instrument with limited portability. In recent years, solid-state 
designs have permitted size reduction of general-purpose oscilloscopes. 
The plug-in scope of Fig. 11-38, for example, weighs about 30 lb with 
plug-ins, and yet it has better performance than many recent scopes with 
greater than twice the weight and volume. The need for a light-weight 
field-service scope has led also to a special breed of non-plug-in high- 
performance portable scopes, which are capable of bandwidths and sweep- 
time capabilities fully equivalent to any general-purpose equipment 
(Fig. 11-39). Low-power circuitry allows some portable scopes to be 
operated from batteries rather than 110-V ac power. Rugged construc- 
tions and very small size make these instruments attractive in military or 
industrial field situations. Dual-channel vertical amplifiers with medium 
sensitivity and a delaying-sweep time base are typically provided in such 
units, and where the small viewing area and lack of flexibility are not 
handicaps, such units provide very good measurement capability. 
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FIG 11-39 A high-frequency field-service oscilloscope. (Tek- 
tronix, Inc.) 


Storage Oscilloscopes. Three common kinds of display measurements, 
very difficult to view on astandard oscilloscope CRT, are readily displayed 
on a storage oscilloscope tube. Single-shot events (such as the waveform 
of an explosion) are transient in nature and quickly lost to the observer 
unless the waveform can be either photographed or stored on the CRT 
itself. Signals with very low repetition rates are also difficult to view on 
standard oscilloscopes because of phosphor decay. This is most annoying 
in medical displays, mechanical motions, and radar displays, three prom- 
inent areas of application for CRT indicators. Lastly, comparison of two 
waveforms is often difficult on a standard oscilloscope since CRT refresh 
characteristics do require simultaneous testing of the two circuits. In 
contrast, being able to store one signal trace permits comparison with a 


FIG 11-40 A_ low-frequency 
variable-persistence oscilloscope. 
(Hewlett-Packard Company.) 
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second signal obtained at some later point in time. Production-line 
calibration, especially in iterative adjustments or testing for previously 
established waveform limits, often requires such a display capability. 
For each of these important applications, the storage oscilloscope amply 
justifies its additional cost and complexity for many users. 

Storage oscilloscopes to date have been available primarily as main- 
frame displays accepting a general-purpose line of plug-ins. The plug-in 
lines in both Figs. 11-30 and 11-38 include storage main frames, for 
example. Thus the unique display properties of the storage CRT are 
mated with a wide variety of amplifiers, time bases, and even spectrum- 
analyzer plug-ins. Both phosphor-storage and mesh-storage tubes are 
available in storage-oscilloscope main frames, and recently some non- 
plug-in low-frequency mesh-storage oscilloscopes have been introduced 
that have variable persistence (Fig. 11-40). 


11-6 Sampling Oscilloscopes 


In the past decade, computer design, pulse-code telemetry, and the 
similar high-speed information systems have generated rapidly expanding 
requirements for observing signals with wider bandwidth, such as shorter, 
sharper pulses, and their timing correlation. 

Recent advances in solid-state devices have made subnanosecond 
pulses possible, but until a few years ago, there was no convenient way to 
analyze them. Real-time scopes with traveling-wave tubes had been 
developed for such speeds, with the vertical signal coupled to the display 
tube either directly or through a distributed amplifier [22]. Scopes with 
1 GHz or more y-axis bandwidth were produced by such techniques, and 
while they were unquestionably of value, they were seriously handicapped 
by small CRT display area, low sensitivity, and poor brightness on low- 
duty-cycle displays. 

The sampling technique avoids the problems inherent in high-frequency 
real-time scopes by translating high-frequency signals to a lower-frequency 
domain. The sampling oscilloscope relies upon a technique very similar 
to that of a stroboscopic light in providing visual observation of rapid 
motion. Instead of continuously monitoring the signal under test, the 
sampling device of the oscilloscope ‘‘samples” the signal amplitude at 
regulated intervals, and synthetically reproduces the sampled signal. 
These samples are presented on the CRT as a series of dots (Fig. 11-41). 
Many thousands of dots may be displayed across the CRT screen, and 
they merge to appear as a continuous line to the observer. Both astrobo- 
scope and a sampling scope require a repetitive waveform in order to 
portray an apparent image. Both also depend upon the capability of the 
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FIG 11-41 Reconstruction of a signal with sampled dots: 
(a) signal being sampled, (b) presentation on CRT. 


human eye or a CRT phosphor to respond to very rapid pulses of informa- 
tion and to store the image between pulses so that it appears continuous. 

The sampling technique allows the design of an oscilloscope with wide 
bandwidth, high sensitivity, and a bright, clear display even for relatively 
low-duty-cycle pulses. The sampling technique allows nearly all the 
flexibility of any real-time scope plus the virtue of much higher effective 
frequency capability whenever a repetitive signal is to be observed. Thus 
the very high frequency (>300-MHz) real-time scopes are today used 
primarily with single-occurrence phenomena. 

Sampling as a measurement technique for high-speed electrical signals 
was used as early as 1849, far prior to the first cathode-ray oscilloscope. 
During intervening years, improvements were made which resulted in an 
instrument termed an ondograph, produced for the first three decades of 
this century. Since 1950, when J. M. L. Janssen built a 35-M4Hz strobo- 
scopic oscilloscope to demonstrate applicability of the sampling concept 
to an oscilloscope display tube, there has been notable progress in reintro- 
ducing sampling techniques to high-speed electrical-signal analysis. 
Sampling oscilloscopes became commercially available in. 1952 with a 
quite respectable 300-M Hz effective bandwidth; significant sampling-gate 
device improvements have led to present-day bandwidth specifications as 
high as 18 GHz [84, 35, 36]. 

Today, a sampling oscilloscope may be purchased in analogous fashion 
to a real-time scope: a display main frame (either storage or standard 
phosphor CRT), a vertical dual-channel plug-in (with a variety of band- 
width-to-cost options), and a horizontal plug-in (with or without sweep 
delay, along with trigger-capability variations) comprising the system. 
Indeed, today, sampling plug-ins typically are interchangeable with real- 
time plug-ins in the same display main frame. As the cost and opera- 
tional ease of sampling scopes have become steadily more competitive 
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with their real-time scope counterparts, it has become increasingly 
apparent that sampling oscillography is far more than just a replacement 
for a traveling-wave tube oscilloscope; the sampling scope has significant 
appeal as a general-purpose instrument. 

Sampling Vertical. A basic sampling circuit is shown in Fig. 11-42a. 
It consists of a sampling switch, a series resistor, and a shunt capacitor to 
ground. At the instant that the switch is closed, the capacitor begins to 
charge. Since the switch is closed for a short time compared with the RC 
time constant, the capacitor will charge to only a small percentage of the 
actual signal amplitude (ésamp = 0.05e;, for example). 

Figure 11-42b shows a sampler circuit with a vertical amplifier and 
feedback circuit added. Sampling is accomplished by momentarily 
closing the sampling switch. The sampled voltage is transferred to the 
input capacitor C;. This voltage is amplified and sent to the stretcher. 
The stretcher, or memory switch, is closed at the same time that the 
sampling gate is on, but remains closed for a much longer period of time. 
As a result, the stretcher capacitor has time to charge to the full voltage 
output of the ac amplifier. This voltage is applied to the vertical 
amplifier, where it is amplified sufficiently to drive the vertical deflection 
plates of the CRT. This new level is also fed back through a feedback 
attenuator, represented as Ry, to the input capacitor. Gain of the ac 
amplifier and feedback is designed so that the voltage fed back to the 
input capacitor will be 100 percent of the sampled signal level; thus, when 
the next sample is taken, only changes from the previous level will be 
detected. 


Example 


Suppose that a +1-V signal is to be sampled. When the sample is taken, the 
input capacitor is charged to 5 percent of the input voltage, or 0.05 V. The 
amplifier increases this signal by a factor of 20 and applies 1 V to the stretcher 
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capacitor. The voltage on the stretcher capacitor is fed to the vertical amplifier 
and through the feedback loop to the input capacitor. By the time the oscillo- 
scope is ready to take another sample, the input capacitor has charged up to 
1 V in accordance with the feedback time constant. If the next sample is taken 
at the same input voltage level, no signal will be detected by the input capacitor 
and the dot displayed on the CRT will remain at the same vertical deflection. 


Sampling Time Base. The time-base circuitry of a sampling oscilloscope 
differs greatly from that of a conventional oscilloscope. The function of 
the sampling time base is not only to move the dots across the screen in 
uniform increments of time, but also to generate a sampling command 
trigger for the vertical circuits. 

Figure 11-43 shows an entire sampling system. The z-axis system 
consists of a syne circuit, time base, and horizontal amplifier. The syne 
circuit determines the sampling rate and establishes a reference point in 
time with respect to the signal. The time base generates both a timing 
ramp upon an output of the sync circuit and a staircase waveform which 
advances one step per sample. A coincidence of the timing ramp and the 
staircase level provides a sampling command to the sampler and stretcher 
switches. The horizontal amplifier builds the time-base signal to suf- 
ficient amplitude to drive the horizontal deflection plates. 

A conventional time base produces a linear sawtooth sweep, to con- 
tinuously move the beam horizontally across the CRT. The sampling 
time base also moves the beam across the screen, but usually not as a 
continuous movement. It positions the beam horizontally after a sample 
is taken and holds the beam at this location until the next sample is taken. 
The beam is then repositioned to a point slightly later in time on the CRT, 
where it again remains until the next sample. Thus, the time base is 
termed a staircase-ramp generator. 

Sampler Operation. The basic elements of a sampling circuit are shown 
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FIG 11-43 Sampling-scope block diagram. 
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FIG 11-44 A two-diode feedthrough sampling circuit. Normally 
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in the idealized circuit of Fig. 11-42a. In this diagram, the system to be 
sampled is represented by a voltage generator e; and an impedance Zo, 
and the sampler consists of a sampling gate and a sampling capacitor C,. 
When a sample is to be taken, the switch or gate is closed for a short 
period, which allows the sampling capacitor C, to charge to some fraction 
of the input voltage e;. The switch is then opened, with the sample of the 
input left stored on C,. 

If the voltage on C, is assumed to be reset to zero before each new 
sample, a useful measure of the efficiency of the circuit is the sampling 
efficiency, defined as the ratio of the voltage on C, after each sample 
€samp to the input voltage ¢;, 

Pye (1-6-1) 
ey 

Bandwidth of the sampler is defined as the frequency at which nis 1/+/2 
times its de or low-frequency value. 

The time interval during which the act of sampling takes place must 
necessarily be finite. This sampling time and the charging-time constant 
of the sampling circuit limit the resolution and hence the rise time or 
bandwidth that can be achieved. These same factors also determine the 
transfer loss, or sampling efficiency, of the sampling circuit. Reduction 
of charging-time constant will improve both bandwidth and sampling 
efficiency, but for a given time constant, a decrease in sampling time will 
improve bandwidth only at the expense of sampling efficiency. These 
will now be examined in greater detail. 
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The manner in which sampling and charging times of the sampling 
circuit influence its response can be seen by considering the transient 
response to an impulse signal. The sampling circuit is considered to 
consist of a time-varying conductance g(t) in series with a fixed capacitance 
C. The output of this circuit is the voltage on capacitor C just following 
sampling. This capacitor is assumed to discharge completely between 
samples. 

Let it be assumed that the switching conductance function g(t) is 
rectangular with amplitude G and duration T. The. charging-time 
constant will then be defined as r = C/G. The conventional transient 
response of this C and G circuit to a voltage impulse can be computed by 
usual means to yield 


e. = * et for0 <¢t (11-6-2) 
If an inpulse is now considered scanned by the sampling gate, with the 
stored value at termination of the gate taken as the sampled amplitude 
and time taken as the interval between the trailing edge of the gate and 
the impulse, then a similar wave will be reproduced except that it will be 
cut off at a time which corresponds to the gate length 7’. 


1 

Ca = — ewer forrO0<t<T (11-6-3) 
T 

€a = O fort > T (11-6-4) 


Since an impulse has a flat frequency spectrum, the frequency transform 
of the impulse response will yield the frequency response of the system. 
J — elltserfr) Tir 
AG) Ss (11-6-5) 
1 + j2afr 
When +r > T or7r « T, the waveshapes degenerate to the forms given in 
columns 1 and 2 in Table 11-2. The responses for an assumed triangular 
g(t) with tr > T are shown in column 3. 
Sampling efficiency falls out of the above expression easily since it is 
equivalent to the de gain of the system. 


1 = AQ) =1—e-7r (11-6-6) 


In practice the effective overall rise time of a sampling oscilloscope can be 
held close to the sampling duration limit. Subsequent amplifier rise time 
determines the speed with which the point is plotted and needs to be 
compatible only with maximum repetition rate capability [34]. Sampling 
gates have been developed greatly in recent years, along with models of 
their behavior. Reference 36 and its bibliography are especially good in 
this regard. 
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TABLE 11-2 Waveforms in a Sampling CRO 
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Sampling Heads. Several types of sampling gates have been employed. 
The first was a single-diode gate between Z) and C,. The primary 
problems encountered were twofold: a “pedestal,” or step, voltage occurred 
between the input and output because of the diode resistance, and a 
“‘kickout,”’ or transfer of the sampling pulse into the system under test, 
was quite noticeable. 

A four-diode bridge overcomes both problems reasonably well, provided 
the diode characteristics are well matched. A bridge combination keeps 
the total diode resistance in the path the same as for a single-diode 
sampler, since there are two series diodes in each parallel leg. The 
major difficulty with a four-diode gate is that the larger physical dinten- 
sions preclude maximum speed. 

A two-diode sampler emphasizing speed was subsequently developed 
(Fig. 11-44a). This sampler is faster primarily because lead lengths 
between the signal sample point and the storage capacitor are shorter and 
hence subject to less degradation. The consequences of this design are 
twofold: Wideband noise is higher in this gate than in either of the first 
two described since, when on, the diode resistance is doubled; when they 
are off, “blow-by” or coupling around the sampling diodes due to stray 
capacitance is greater than with the four-diode gate. 

The operation of the sampling gate is depicted in Fig. 11-44b. The 
diodes are off until a sampling pulse, which is a brief-duration balanced 
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pulse applied differentially across the two-diode (or four-diode) gate, is 
received. During time é,, the diode is forward biased and any charge 
level on the signal line is conveyed to C, and stored there. Very fast 
sampling diodes are used in order to respond to turn-on and turn-off 
signals at the proper time. The total sample time (, is frequently in the 
tens of picoseconds in current instrumentation. 

A recent development (Fig. 11-45) uses a somewhat different approach 
to a sampling gate. It may be represented as a pair of diodes, separated 
by a known delay line section, replacing each diode in the two-diode gate. 
This arrangement allows a wide strobe or pulse gate, with a narrow time 
window for sampling defined by the different responses of the two diodes 
due to the line. Consequently the sampled signal is defined as the charge 
trapped on the delay line section during the short time window when one 
diode is turned on and the other is off. Potentially this may be the 
fastest gate technique yet developed [37, 38]. 

Triggered and Random Sampling. The major advantage of the sampling 
technique is that only the sampling head must work at the very high speeds 
of the signal to be measured, while the rest of the circuits may work at 
relatively low speeds. However, the delays of the time-base circuits have 
to be compensated for in order to view the leading edge of a signal. This 
requires, then, a delay line in the vertical signal path which must be in 
front of the sampling gate (in contrast with the conventional oscilloscope 
where it may be anywhere in the vertical amplifier). 

If the delay line is inserted in the signal path, it must transmit the 
full signal bandwidth. This method is often found in sampling units 


FIG 11-45 A  vertical-amplifier 
sampling plug-in with interchange- 
able heads. (Tektronix, Inc.) 
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FIG 11-46 Random sampling: derivation of x and y deflection 
signals. ; 


having an internal trigger mode. Another method using a delay line is to 
insert it between a clock and the stimulus pulse generator that produces 
the signal to be measured. Then the trigger input is derived from the 
clock, and after suitable delay the pulse generator is triggered by the same 
clock. 

A wholly different approach, random sampling, avoids a delay line 
altogether. The advantages are several with this technique: The low 
impedance (50 ©) of a delay-line input on a standard sampling unit is 
avoided, the inherent distortions and bandwidth limitation of the line are 
eliminated, and display jitter can be reduced further than is typically 
found in delay-line-triggered systems. Offsetting these advantages is the 
fact that random sampling requires a relatively high trigger repetition 
rate to obtain adequate samples in a given time interval for display. A 
camera or a storage CRT are of value in reducing this disadvantage. 

Random-sampling operation is a two-step process. The first step is to 
develop a useful sampling distribution, a high density of samples during 
the time window when a signal is expected and a low density at other 
times. After this is done, two analog signals e, and e, are derived to 
represent the z and y coordinates of any particular sample. 

The y (or vertical) coordinate is obtained by the same sample-and- 
hold process used in a conventional sampling oscilloscope. The x (or 
horizontal) coordinate is derived as shown in Fig. 11-46. The figure 
illustrates five randomly placed samples of the signal. Each of these 
samples was taken on a successive repetition of the signal. 

The y component e, of the first sample is held and subsequently used to 
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position the CRT spot vertically. The sampling command which asked 
for the first sample is then delayed by a fixed time interval 7. This 
delayed sampling command 1’ is used to sample a timing ramp which was 
started by trigger recognition along the input signal at to. The resulting 
sample e, is held and later used to position the CRT spot horizontally. 

By repeating this process, subsequent samples supply both vertical 
and horizontal information to deflect the CRT beam from dot to dot and 
thus construct a display of the signal from those samples which fall within 
the time window. 

Note that increasing 7 will provide more lead time in the display for a 
given signal transition. Such an increase in r requires a time shift of the 
sampling distribution to an earlier point in time in order to collect usable 
samples for the display [39, 40, 41]. 


11-7 Special-purpose Oscilloscopes 


A great variety of measurements are made with special-purpose instru- 
ments using basic oscilloscope techniques. Within the class of time-base 
display instruments, there are digital-readout oscilloscopes, time-domain 
reflectometers, television video monitors, and medical heart-rate monitors. 
If frequency instead of time is displayed on the z axis, the unit may be 
called a swept-frequency indicator or a spectrum analyzer. Often, the 
x and y axes are simply used for a linear plot of any variable, much like 
an zy recorder display. Phase plotting is a very common requirement, as 
are graphic plotting and alphanumeric readout in computer terminal dis- 
plays. Such displays are also used in component test instruments such 
as transistor curve tracers. 

Digital Readout. Capturing and displaying an accurate rendition of 
a signal are two of the three important functions of an oscilloscope; the 
third function, analysis, is usually done by the operator by correlating the 
displayed signal with the control panel settings and the CRT graticule. 
The digital-readout oscilloscope seeks to improve this function both by 
increasing the convenience of obtaining an answer and by increasing the 
accuracy of the answer [42]. 

Units available at the present time are capable of measuring between 
any two time references, or any two voltage references. Thus a rise time, 
fall time, or pulse width may be determined while using standard defini- 
tions (10 to 90 percent on é,, ty; 50 percent on pulse width) or any two 
variable levels. A reference zone establishing 0 and 100 percent levels 
must first be located, either by predetermined levels or adjustment by the 
operator. These levels then serve as reference for any measurement of 
vertical amplitude, as well as limits of comparison for threshold detectors 
determining the start and stop points for any time measurement. 
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FIG 11-47 A digital-readout oscilloscope system. (Tek- 
4] tronix, Inc.) 
r 
. The biggest use of digital oscilloscopes today is in automated production- 


line testing, such as in the semiconductor manufacturing industry, where 
numerous go-no-go tests of a simple waveform-analysis nature must be 
repeated on each component. The digital-readout scope, especially when 
provided with programmable controls, is uniquely suited to this applica- 
tion (Fig. 11-47). As analog-to-digital techniques at oscilloscope test 
frequencies become cheaper, and large-scale integrated circuits become 
more common, it is not unlikely that the oscilloscope with digital readout 
will become more accepted as a general-purpose instrument, just as the 
digital-readout voltmeter has become virtually as common for laboratory 
analysis as an analog voltmeter with a D’Arsonval meter readout. 

Time-domain Reflectometry. Inserting a pulse of energy and monitoring 
the time-domain reflection of that energy by an oscilloscope system com- 
‘ prises the time-domain reflectometry technique. Essentially a closed- 
3 loop radar system in principle, the method has become extremely valuable 
; in transmission-line analysis and design in recent years, with the advent of 
F special instrumentation designed for the purpose. 
A typical time-domain reflectometry unit inserts a voltage step to be 
i propagated down a transmission line under evaluation and displays on a 
a CRT both the incident and reflected voltage waves as measured at the 
insertion point. Analyzing the time delay, magnitude, and shape of the 
reflected waveform permits determination of location and nature of the 
impedance variations in the transmission line. 

The relative amplitude of the reflected signal correlates with the 
impedance of a discontinuity. The distance of the discontinuity from the 
signal input can be determined by the time-domain pulse separation 
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between incident and reflected wave. The distance to a discontinuity is 


a clo 
2 (e) M4 


(11-7-1) 


where c is the speed of light, « is the relative dielectric constant of the 
transmission line, and fy is the elapsed time between generated and reflected 
pulses. If the distance between two similar discontinuities is 


- c(ty — te) 
aarTOL 


it becomes impossible to resolve their separation: when ¢,; — tz: becomes 
less than one-half the time-domain-reflectometer pulse-system rise time. 
With a time-domain reflectometry system composed of a sampling 
oscilloscope and a fast-rise pulse generator, distance resolution between 
discontinuities as close as 0.25 in. is achievable. 

A feed-through sampling head may be employed in either of two ways to 
determine transmission-line characteristics (Fig. 11-48). In the reflec- 
tometer mode, a pulse input is fed through the sampler to a system under 
test, and the display is of both the incident and reflected waveforms as 
seen by the feed-through sampler. The transmission mode displays only 
the transmitted wave from the system under test and is unable to dis- 
tinguish time separations between discontinuities, as can reflectometry, 
but it can display the total time-domain transmission characteristic of a 
transmission line. The transmission mode reveals the equivalent time- 
domain picture of a system transmission characteristic that swept- 
frequency generator and monitor techniques provide for the frequency 
domain. 
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FIG 11-48 Time-domain reflectometry techniques. 
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The classic measurement of transmission-line characteristics by 
reflection, of course, involves inserting a continuous sine wave into a 
system and measuring the maximum and minimum amplitudes of the 
standing waves resulting from line discontinuities. From such meas- 
urements at a given frequency, a standing-wave ratio is calculated. 
Single-frequency standing-wave-ratio techniques fail to reveal whether a 
given discontinuity is generating a reflection of proper magnitude and 
phase to cancel one from a different discontinuity; thus standing-wave- 
ratio measurements must be made at many frequencies, a rather time- 
consuming and tedious task. Swept-frequency reflectometers are avail- 
able today to facilitate the determination of standing-wave ratio. 

Such units give a magnitude reflection coefficient as a function of fre- 
quency, but no phase or location information is available. 

Time-domain reflectometry is a powerful design and analysis tool 
unmatched by any standing-wave-ratio technique, for it truly separates 
the location and magnitude of a number of minor discontinuities con- 
tributing to the aggregate effect. Perhaps more important, the type of 
mismatch at each discontinuity (R, L, or C or a combination) is readily 
determined. Figure 11-49 illustrates three cases of simple discontinuities 
as they would be displayed with a reflectometry mode measurement on a 
system calibrated to 50 2. The reflection coefficient may be measured 
(with respect to the unit step) on the scope graticule and the purely resis- 
tive load Rz, calculated directly. In the reactive cases, 7 may be measured 
and L or C calculated. More complex terminations, both shunt and 
series, may also be evaluated easily, as shown in Fig. 11-50 [43]. 
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FIG 11-49 Resistive and reactive impedance determination with 
time-domain reflectometry. 
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FIG 11-50 Analysis of complex line and load character- 
istics with time-domain reflectometry. 


Of prime value in electrical cable and transmission-line testing, time- 
domain reflectometry has also been applied to many other situations where 
location of moving materials in conduits is unknown. For example, in 
oil-refinery cracking towers, time-domain reflectometry can quickly indi- 
cate the level of each layer of oil product (kerosene, gasoline, butane, etc.). 
Studies of the effect of light-source stimuli on cockroach behavior were 
rendered possible by using time-domain reflectometry to watch the 
movements of the insects in a closed system. It is used in England to 
monitor soup cauldrons for proper soup homogeneity. Checking thermo- 
couple characteristics after implantation in atomic piles is another 
difficult job rendered practical by time-domain reflectometry [44]. 

The xy Plotters. An external horizontal input which omits the time-base 
generator is a common provision on oscilloscopes (Fig. 11-1). This 
provision allows the user to plot another variable instead of time on the 
x axis. For example, spectrum analyzers plot frequency, curve tracers 
plot voltage, and vector cardiology instruments plot phase vectors. 
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FIG 11-51 Phase-measurement block diagram. The x- and 
y-axis amplifiers should have matched phase characteristics for 
the frequencies of interest. Note that 2, for each axis should 
be the same to avoid introducing a phase-shift difference from 
the scope input RC. 


If the x and y amplifier characteristics of the oscilloscope are nearly 
identical, a quite useful phase-shift analysis is possible with it. Figure 
11-51 gives a block diagram of the measurement technique, from which it 
may be seen that identical z and y amplifiers in the oscilloscope will 
allow determination of the difference in both amplitude and phase between 
the input and output of the circuit under test. Cathode-ray-tube 
displays of phase measurements for three different circuits are shown in 
Fig. 11-52. 

Typically, oscilloscopes with a horizontal input to permit zy phase 
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plotting are capable of accuracies to within 1° of phase shift from de to 
50 kHz. This is a useful frequency range for phase measurements of 
such phenomena as BH curves of transformer materials and medical 
vector cardiology. For higher-frequency phase-shift measurements, the 
delay line in the vertical amplifier must be eliminated and such effects as 
beam transit time between the vertical and horizontal plates of the CRT 
must be compensated for. Units with less than 1° of phase shift between 
xz and y inputs to 10 MHz have been commercially available on special 
request; this corresponds to a time delay difference of less than 0.3 nsec 
between the vertical and horizontal system. 

Frequency Domain. Although time-domain analysis has become very 
popular because of the measurement capability afforded by the oscil- 
loscope, there remain many classes of measurements for which frequency 
spectrum information is necessary. In recent years, the oscilloscope dis- 
play and frequency sweeper have been combined into an extremely versatile 
instrument called a spectrum analyzer. See Chap. 16 and Refs. 45 and 46. 

Medical Displays. Variations of the standard oscilloscope are used in 
many medical applications. Patient monitoring in surgery, coronary care, 
intensive care, and recovery areas is greatly facilitated by several scope 
types of display. Various physiologic functions such as electrocardio- 
graphic waveforms, arterial and venous pressures, and respiration rates 
are monitored continuously by time-base scope monitors, which often 
include alarm systems to indicate abnormal phenomena. Both clinics and 
research laboratories rely upon such diagnostic instruments as vector- 
cardiographs, electromyographs, and diagnostic sounders, all of which 
use oscilloscope display techniques. 

The surgery-room monitor is usually a large-screen multichannel 
oscilloscope with a slow-speed time base appropriate for physiologic 
monitoring. The patient-care units found alongside beds and in nurses’ 
stations are similar instruments in many respects, although they are 
often only single-channel displays coupled with meter readouts. Either 
type may incorporate threshold detection for an automatic alarm system 
whenever a monitored function such as a heartbeat rate exceeds desired 
limits (Fig. 11-53). Monitors of each of the standard physiologic func- 
tions—electrocardiographic; heart rate; systolic, diastolic, or mean blood 
pressures—are available in various instruments [47]. 

The vector cardiograph displays a vector, or phase plot, of the heart 
beat phenomena instead of the y-axis-versus-time plot of the standard 
scope monitor. Some units are able to display both parameters, either 
simultaneously or with operator selection of the mode of display [48]. 
Standard dual-beam oscilloscopes may also be used for this purpose. 

Two units available either as standard equipment instrumentation or 
plug-ins for a standard oscilloscope main frame are the electromyograph 
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FIGS 11-53 A heart-rate medical monitor. (Smith Kline Instru- 
ments, Inc.) 


and the diagnostic sounder. The former is used primarily to monitor 
nerve conduction and the electrical activity of muscle tissue. A variable- 
persistence CRT is especially useful with this instrument, for it allows 
easy display of nerve-conduction velocity measurements which are carried 
out at low stimulus repetition rates. 

The diagnostic sounder relies upon ultrasonic techniques very similar 
to the time-domain reflectometry technique previously discussed. Four 
stimulus frequencies are typically provided between 1 and 10 MHz, to 
facilitate study of wave transmission and reflection in various portions of 
the body. The system transmits short pulses at the stimulus frequency 
into a transducer in firm contact with the body (aided frequently by a 
coupling medium such as transmission gel). When the pulses encounter a 
tissue interface or internal structure with a different density or elasticity 
from the surrounding tissue, an echo pulse is reflected to the transducer 
and displayed on the CRT. With a calibrated display, the depth of the 
anomalous tissue may be read directly. Some of the more useful areas of 
study with this instrument include determination of the brain midline, 
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observing heart-valve motion, detecting pericardial effusion, and locating 
either foreign material or tumors within the body [49]. 

Computer Information Display. Computer terminals today feature the 
oscilloscope in a relatively new and intriguing field. Since the advent 
of computers, emphasis has been placed upon the communication link 
between men and machine. Machine language (computer) was the 
first point of interconnection; assembly language (Fortran and Algol) 
followed shortly to help the man communicate more easily. In recent 
years, both voice and hand communication in conversational language 
(English) has been the goal. The CRT display has lent itself well to this 
increased ease of computer communication, and many installations today 
are using CRT presentations for information display. Large displays 
from CRTs with from 12- to 27-in. diagonal are more suitable in this field 
than the traditional 5-in. oscilloscope display [50, 51, 52]. 

Computer terminals began with modified television displays having 
raster-scan display circuitry. A need for densely packed character 
formats with bright-contrast ratios has led to random-access printout 
formats. As higher computer clock rates are used, magnetic displays 
often become display limited because of the relatively slow zy deflection 
rate of the magnetically deflected CRT and the amplifiers. 

Magnetic displays have benefited greatly in recent years from refine- 
ments in transistors and deflection yokes. High-power, high-current 
devices are paralleled (occasionally more than 60 devices in parallel are in 
the output deflection stage) to decrease the jump-scan time (the deflection 
time between diagonal corners of the CRT), while ultralinear yokes and 
high-frequency sensor and feedback circuits are combined to make the 
response as linear as possible. Such highly developed amplifiers make 
the random-access magnetic display unit expensive. 

Another approach includes both magnetic and electrostatic deflection 
in a combination CRT, employing the magnetic deflection for beam move- 
ments larger than 1 in. and electrostatic deflection for small movements. 
This enables one to write many characters in a l-in. square very rapidly 
and then go relatively slowly to the next square to repeat the fast sequence. 
Many more characters may be written this way than with a conventional 
magnetic display unit, yet only a small electrostatic deflection amplifier 
and a simple magnetic drive amplifier are required. The CRT cost 
offsets part of the advantage, and the resulting computer constraints in 
display programming are also disadvantageous. 

Electrostatic displays historically have not found much use in computer 
terminals. Compared with magnetic deflection tubes, electrostatic 
deflection CRTs typically have very low beam-scan angles, which means 
that the CRT length must be much longer to obtain the same display 
area. Also, since voltage rather than current is the deflection input in 
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electrostatic tubes, transistor technology has been more adaptable for 
amplifiers to deflect magnetic CRTs. A typical electrostatic tube may be 
30 in. long, with deflection factors of 75 to 100 V/in., to achieve an 
8 X 10 in. display area. Resulting deflection amplifiers have mostly 
been of transmitter-tube designs, with attendant problems of high power. 

Expansion-mesh technology applied to large-screen electrostatic tubes 
to obtain wide-angle deflection has permitted both increased deflection 
sensitivity and shorter tube length. The major disadvantage of such a 
design is beam expansion, which results in a larger spot size. Nonetheless, 
such CRTs are finding favor in some computer applications where high 
speed of deflection and reasonable display cost are necessary. Multi- 
channel multiplexing is especially facilitated by such a display [53]. 

Storage displays also meet the requirement for information of high 
density in the computer terminal. This approach features a very low 
refresh rate (perhaps one frame in 2 min) combined with a standard 
television writing rate for magnetic deflection, rather than a standard 
refresh rate (30 to 60 frames per second) with high-speed writing. One 
unit using phosphor-storage techniques is presently available in a 12-in. 
version (Fig. 11-54), and it is beginning to find widespread application for 
certain types of computer terminals. Such a display lends itself well to 
data transmission by telephone between the terminal and the control 
computer, since the storage time is compatible with low data rate of 
telephone-line grade of transmission. One disadvantage of the method is 
the lack of efficient interaction for the operator by means of light pen or 
other link, since selective erasure and modification are difficult. More 
serious for picture transmission is the lack of halftones, since the only 
storage unit available with large-screen capability today uses phosphor 
storage [54, 55]. 

Curve Tracers. Curve tracers which use oscilloscope techniques for 
testing active devices such as vacuum tubes, transistors, and integrated 
circuits are common test instruments. The display is usually a voltage- 
versus-current graph of the dynamic characteristics of the device under 
test with voltage displayed on the z axis and current on the y axis. A step 
generator may be used to advance a third variable so that a family of 
curves is displayed. Controls are available to vary the dynamic test 
conditions over a considerable range, enough that low-level V;, character- 
istics and collector saturation resistance (r, sat) Can be examined as well as 
BV ceo for a device requiring several hundred volts. Common parameters 
monitored include breakdown voltage, dynamic resistance, alpha and beta 
current gain, gain linearity, and leakage currents [56]. 

As with most oscilloscopes, curve tracers have a large number of controls 
to allow a great flexibility in measurement capability. This is an advan- 
tage for the skilled operator, but a handicap for the occasional user. A 
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FIG 11-54 A computer terminal using a phosphor-storage 
CRT display. (Tektronix, Inc.) 


recent improvement in curve-tracer convenience provides range setting 
information on the display panel so that the knob settings may be more 
readily noted (Fig. 11-55). While its major advantage is in locating the 
scale information in a more convenient place for the user, additional 
benefits include the ease of photographing both the analog picture and its 
range coordinates, plus provision for some simple derived parameters, such 
as the beta division number provided on the illustrated instrument [57]. 

Miscellaneous. There are numerous other variations of oscilloscope 
types of instrumentation. For example, simulated three-dimensional 
projections are available with a scenoscope, nuclear-event monitoring is 
provided by a pulse-height analyzer, aircraft or other noise monitoring is 
observed on a loudness analyzer, and automotive tune-ups are improved 
by an engine analyzer. Television video monitors are scopes that use a 
time-base display with a TV line syne and a specially shaped vertical 
passband; television picture monitors are essentially high-resolution tele- 
vision sets complete with raster-scan deflection circuits. 
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FIG 11-55 A curve tracer with 
alphanumeric display. (Tek- 
tronix, Inc.) 


11-8 Accessories 


A large number of accessory items is available to increase the useful- 
ness of the oscilloscope for special applications. Transducers for signal 
capture and recorders for a retained hard copy of the displayed phenomena 
are the two most important accessories. Other items include CRT 
filters or viewing hoods to reduce light reflections or to enhance contrast, 
scope carts for ease in moving larger oscilloscopes, carrying cases for 
portable oscilloscopes, and special servicing equipment such as storage 
cabinets (with power) and plug-in extenders. The following discussion 
will be restricted to transducers and recorders. 

The transducer is the coupling device between the quantity under test 
and the oscilloscope vertical amplifier. It must satisfy several stringent 
requirements: The signal to be observed must not be distorted appreciably 
by the transducer, the output of the transducer must be compatible with 
the oscilloscope input, and the transducer must be small enough and sturdy 
enough to allow reliable use by the operator in awkward places. These 
criteria are met to varying degrees by the different transducers available. 

The simplest transducer is a voltage probe, with input and output 
impedance and gain (or attenuation) specifications. A wire from the 
scope input to the circuit under test will serve as a probe with 1:1 gain 
ratio, and input and output resistance is that of the scope input (typically 
1MQ). This technique is often adequate for low-frequency measurement, 
but it suffers from both noise pickup of any stray signals (such as 60-Hz 
power lines) and increased capacitance and inductance loading on the 
circuit under test. 

A coaxial cable may be used to shield the probe wire from stray signals, 
but it adds significantly to input shunt capacitance. To overcome this, 
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FIG 11-56 Compensated 10:1 voltage-divider probe schematic. 
The compensating capacitor Comp is adjusted for flat-top response on 
@ square-wave signal. The condition of compensation is that Coomp + 
Caistein + Cs = 100 pF. 


the compensated divider probe has been developed (Fig. 11-56). Such 
a probe, available usually with a 10:1 or 50:1 voltage attenuation ratio, 
presents a higher input resistance and lower shunt capacitance to the 
circuit under test than the oscilloscope input itself. The probe is capable 
of attenuating all frequencies equally when the adjustable compensating 
capacitor is properly adjusted, just as is the compensated attenuator 
discussed previously. This type of probe is by far the most common 
coupling device used for oscilloscope measurements (Fig. 11-57). Probe 
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probe at upper right. Other accessories include camera bezel 
adapters and cables. (Hewlett-Packard Company.) 
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compensation is readily accomplished by displaying the calibrator wave- 

form and adjusting for a flat pulse response (Fig. 11-58). Most com- 
pensated-divider probes are capable of probing signals to 600-V de with- 
out damage, and special high-voltage units with attenuation ratios to 
1,000:1 are capable of probing’ to 40-kV levels. 

Active voltage probes use an internal amplifier to achieve a 1:1 gain 
ratio while providing the attributes of higher input impedance and shield- 
ing of the compensated attenuator probe. Their chief limitation is a 
relatively low de dynamic range (+0.5 to +5 V) since they use an active 
device such as an FET at the probe input. 

Bandwidth specifications for probes are somewhat different from those 
for oscilloscopes. The typical method is to specify the probe rise-time 
capability and then calculate the total system capability from probe tip to 
CRT display with the following equations: 


reystem = a 3 (11-8-1) 
0.35 

Bi SE (11-8-2) 
brsystem 


At higher frequencies, the probe capacitance becomes the most signif- 
icant impedance loading factor. Consequently, a high-speed system 
should include a probe with a very low input capacitance. Indeed, in 
both real-time and sampling systems over 100 MHz, there are 50-2 probe 
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FIG 11-58 Calibration of probe compensation. 
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systems as well as high-resistance probes with low input capacitance. 
The lower-frequency restrictions of a 50-Q system are severe, but at higher 
frequencies, the accuracy may be much better for certain measurements 
[58, 59]. 

Sampling probes may use either a feed-through or a terminzted 50-Q 
line technique. Usually the sampling probe is an integral portion of a 
high-impedance sampling-scope vertical amplifier; so the probe is not 
necessarily an accessory. Terminations and resistive divider networks 
are available for sampling probes, as are blocking capacitors. Special 
high-speed pulse generators (for sampling or time-domain reflectometry 
work), filter networks, and trigger countdown units are among the other 
sampling-scope accessory items [58, 59]. 

Current probes to convert a current signal into a voltage signal are also 
available for use with oscilloscopes. Some units rely upon transformer 
coupling for the transducer action and are thus restricted to ac measure- 
ments. Others use magnetic field sensing (such as a Hall effect trans- 
ducer) to extend the current-probe capability to de [60, 61]. Current- 
probe amplifiers are available to increase the transducer gain by 50 or more 
from the typical 1 mA to 1 mV sensitivity. 

Other transducers used with oscilloscopes include piezoelectric crystals, 
strain gages, and medical transducers such as ear or finger plethysmographs 
and pulse-wave electrodes. 

Hard Copy. There are two common ways to provide a hard-copy print 
of an oscilloscope display for a historical record. Film photography is the 
more flexible and popular method for the occasional user, while zy 
recorders have several advantages for certain measurements which 
justify their use. 

Oscilloscope cameras are accurate and convenient for the recording of 
the scope display under virtually any display condition, whether it is a 
repetitive sampling picture, a multiplexed series of signals, or a very high 
speed single-event transient. The camera is mounted directly over the 
CRT, and the full CRT display and graticule are recorded (Fig. 11-59). 
The use of transfer film allows development of the picture in a few seconds, 
and a hot stylus (such as a hot soldering iron tip) may be used to etch the 
zy coordinates directly onto the film. Standard 4 X 5 in. or 244 XK 3% 
in. film negatives may be made with different camera backs if a number of 
prints are desired. 

Shutter speed, focal length, object-to-image ratio, and lens aperture 
are typically all adjustable to accommodate a wide variety of display 
conditions. A viewing window is usually provided for the operator to see 
the CRT and adjust the display for proper photography. This also 
facilitates multiple-image photography. Ifthe scope CRT has an internal 
graticule, one of two means of photographing the graticule is provided. 
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FIG 11-59 Camera mounted on oscilloscope. (Hewlett- 
Packard Company.) 


The CRT may have a back-lighted or edge-lighted faceplate which 
photographs as a white graticule and white phosphor trace against a dark 
background (Fig. 11-60a.) Inclusion of an ultraviolet light in the camera 
or a graticule flood gun in the CRT permits low-level excitation of the 
background phosphor, which results in the graticule’s photographing as a 
black trace, the background in gray, and the trace in white (Fig. 11-600). 

Choice of a camera and film system varies with the requirement almost 
as much as the scope itself. If ultrahigh writing speed is desired in order 
to record single-shot phenomena, the selection would probably include an 
f/1.3 lens, Polaroid film type 410 with an American National Standards 
film equivalent exposure index of 10,000, a 1.0:0.5 object-to-image ratio, 
and a prefogging capability to enhance the film sensitivity. For standard 
photography, an f/1.9 lens, film with a 3,000 American National Standards 
equivalent, and a 1:1 object-to-image ratio are more satisfactory for both 
cost and usability. Film types and characteristics, camera capability, 
and mating with the proper oscilloscope for a given measurement are 
subjects for which most manufacturers will provide individual suggestions 
(62, 63]. 

A paper hard copy from an zy recorder has two advantages over a film 
photograph hard copy: It uses a cheaper material than film (of interest if 
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great quantities of records are required), and it is an easier copy to work 
with (whether the user is writing additional information on it, pasting it 
into a notebook, photocopying it for distribution, or reading the signal 
resolution). The disadvantages of zy recording are several: The wide 
disparity between the electron-beam deflection rate and the recorder- 
stylus deflection rate requires a frequency transducer between the two 
devices (which effectively requires a sampling transducer and thus a 
repetitive signal), the difficulty of obtaining a copy may well offset the 
material cost savings, and multichannel displays are especially difficult to 
plot without specialized transducers and recorders. Recorder advances 
are reducing these problems, but the camera does enjoy a flexibility and 
convenience for most users which the recorder cannot match. 

Since sampling scopes already employ a frequency transducer, it is not 
uncommon to find 1-V full-scale z and y outputs provided with sampling 
systems. These outputs are compatible with most xy recorders available 
commercially. 

A scope plug-in recorder has been available to convert any repetitive 


(b) 
FIG 11-60 Graticule illumination. 
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signal display to a small paper copy by use of a display scanner, sampling, 
and a galvanometer-actuated stylus. It can copy in a few seconds any 
repetitive signal to 30-MHz bandwidth displayed on the scope. Because 
of the nonrepetitive nature of noise, such recorder techniques are especially 
suited for signal averaging to obtain clear signals in the presence of 
considerable noise [64, 65]. 
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A recorder is a measuring instrument that displays a time-varying signal 
in a form easy to examine and reexamine, perhaps long after the original 
signal has ceased to exist. This seems like a fitting definition for our 
purpose. Of course, some devices are called recorders even though they 
are not measuring or analytical instruments, for instance, the familiar 
tape recorder used for speech and music. In this chapter, however, the 
treatment is limited to measuring instrument recorders. 

Three kinds of recorders will be studied. Perhaps the type easiest to 
conceive is simply a meter having an indicating needle and a writing pen 
attached to that needle. If a strip of paper is pulled at constant velocity 
under the writing pen (at a 90° angle to the direction of pen motion), the 


{ Dr. Mee’s material was reprinted with permission of the author from Magnetic 
Recording Techniques, a condensed article by Mee in “Encyclopaedic Dictionary of 
Physics,”’ vol. 2, p. 151, Pergamon Press, New York, 1967. 
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moving pen will plot something resembling the time function of the signal 
applied to the meter. In commercial versions of this recorder, the motor 
that moves the writing pen is usually a D’Arsonval movement of highly 
special design. 

We shall call this type a galvanometric recorder. A familiar example is 
the little strip-chart recorder used in electrocardiographs to plot the 
potentials produced at various points on the body by the contractions 
of the heart muscles. Some properties of the galvanometrice recorder 
are a frequency range from zero to several kilohertz, simplicity, fair 
accuracy, and usually moderate cost. 

Another recorder type is basically a voltage-responsive positional servo 
using a motor to move a writing device back and forth across a piece of 
paper. The servo system can be made extremely accurate, rugged, and 
as powerful as required. If two servos drive a single pen orthogonally 
over the surface of a stationary piece of paper, an xy recorder is produced. 
This type is capable of plotting one signal versus another in rectangular 
coordinates. Frequency response is limited by the maximum slewing 
speed of the moving system, which is about 20 in./sec in a modern zy 
recorder. 

The magnetic recorder is the third type to be considered. In it, a thin 
magnetic tape, or sometimes a wire, is magnetized in accordance with a 
varying signal as the tape or wire passes rapidly across a magnetic 
recording “‘head.’”’ Great lengths of the tape, with recorded signals, can 
be wound on a reel. Later, the reel is unwound as the tape traverses a 
reproducing head that responds to the varying magnetic field previously 
recorded. Depending upon the intended application, the frequency 
response of magnetic recorders can extend from 0 Hz on the low end to 
an upper limit of from a few kilohertz to nearly 10 MHz. 

Because of the wide bandwidth of tape recorders, several modes of 
recording—direct, FM, and digital—can be used. Magnetic recording is 
extremely versatile because of the bandwidth and other characteristics, 
such as information packing density, the capability of accepting many 
signals on adjacent parallel tracks, the replay of recorded signals in their 
original electrical form as often as desired, and the ease of erasure of the 
recorded signals. Unlike the other recorders, the magnetic recorder does 
not display the recorded information directly; the record must be pro- 
cessed by passing the magnetic medium across a playback transducer. 


12-1 Galvanometric Recorders 


Discussion in this section is limited to instruments that plot voltage or 
current as a function of time. Furthermore, time is represented by the 
uniform motion of the recording medium (usually paper) past a pointed 
writing device that is driven by a moving-coil galvanometer, as shown in 
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Fig. 12-1. The symbols and quantities to be used in the analysis of this 
instrument follow: 


N = number of turns in galvanometer coil 
1 = length of long sides of coil, em 
b = breadth of coil, cm 
B = flux density in air gap, gauss 
é = applied signal, V 
t = coil current, A 
R, = resistance of source, 2 
R, = resistance of coil, & 
L, = inductance of coil, H 
I = moment of inertia of coil and its mechanical load, g-cm? 
Tt = torque, dyn-cm 
6 = deflection of coil about its axis, rad 
S = torsional stiffness of coil suspension, dyn-em/rad 
Rr = mechanical resistance, dyn-em-sec/rad 


For uniform flux density in the air gap, the torque due to a given 
coil current and the back emf generated in the coil by its motion are both 
independent of coil position. The torque developed by the coil current is 


5 BNIbi 
710 
= Gi (12-1-1) 
G = BNlb abvolt-sec/rad (12-1-2) 
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FIG 12-1 Moving-coil  galva- 
nometer. 
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where G is the electromagnetic coupling constant, which is characteristic 
of a coil of given dimensions immersed in a particular magnetic field. 

The applied torque is balanced by the inertia and the frictional and 
stiffness torques, or 


Gi d?6 dé 
Real Graoy seaitiad hoe 9-]- 
i0 Tot kre + 88 (12-1-3) 
For the electrical circuit, 
di dé 
e=(R, + R)i+ Le, +67 10" (12-1-4) 


where e¢ is in practical volts. 
In most practical galvanometers the L.(di/dt) term is small and can be 
neglected. In that case, we have 
e G X 10-8 da 
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Inserting (12-1-5) into (12-1-3) gives 
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Transient Response. If the input voltage e is a step function and if we 
wait long enough for the transient effects to disappear, then Eq. (12-1-8) 
becomes simply 


GE 
————~ = S86 12-1-9 
10(R. +R.) ° 7 ron 
where E is the steady-state voltage and 6; is the final deflection, or 
6; ee (12-1-10) 


~ 10S(R, + Re) 


Equation (12-1-8) is the familiar differential equation describing the 
motion of a simple mechanical oscillator. Its solution shows either an 
oscillatory or nonoscillatory behavior depending on the magnitude of the 
damping term D. The details of the solution are given in standard texts 
on differential equations and will be omitted here. 


Recorders 431 


If the damping is small enough to allow oscillatory behavior, then the 
solution becomes 


0 T 2nt 4nI 
— = 1] — — e— PH gin | — + tan-! — 12-1- 
0, 1 T° sin ( T + tan =) ( 11) 
Here the undamped natural period of the system is 
I\*% 
Ty = 2n (3) (12-1-12) 
S 
and the period of the actual damped oscillatory motion is 
2 
T = (12-1-13) 


~ (8S/I — D*/4])* 


As D is increased, the damped period also increases until a value of D is 
reached for which T approaches infinity and all oscillatory behavior 
ceases. This level of D is the critical damping value 


Derit = 2(SI)” (12-1-14) 
For this critical value of D the solution of Eq. (12-1-8) becomes 


a =l1- (1 + =) eW2rtiTy (12-1-15) 
6, Tw 

When damping is less than critical, the response to the step input 
exhibits the ringing described by the sine term of Eq. (12-1-11), and the 
peaks and valleys occur at the times 7'/2, T, 37/2, and so forth. Fora 
practical recorder the damping is usually sufficient to make all but the 
first peak negligible. At this time 7/2, then, Eq. (12-1-11) reduces to 
ae =l1+e Ma (12-1-16) 

6, 
so that the overshoot is simply e~?7/4, 

Damping is often specified as a percentage of critical. This percentage 
can be judged from the magnitude of the overshoot that is observed in 
the response to a step input. For this purpose Eqs. (12-1-13) and 
(12-1-16) can be rewritten in terms of the factor K, where 


D 
=~ (12-1-17) 
crit 
T 
re POL (12-1-18) 
0 
— = 1 4+ eo rK/(-K)¥ (12-1-19) 


0; 
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The magnitude of the overshoot e-**/'-K»* is plotted as a function of 
K in Fig. 12-2. 

The general oscillatory solution expressed in Eq. (12-1-11), when 
written in terms of the damping factor K, becomes 


6 Qn(1 — K2)“t 
Lene, | J peel ES &: 


8, — G — K»# sin Tw tan 


1— K? oO 
coe (12-1-20) 


There are differences of opinion as to the damping level that will pro- 
vide optimum fidelity of reproduction of complex waveforms. In com- 
mercial recorders, D is usually set between 60 and 100 percent of the 
critical value. A value that provides interesting properties is 70.7 per- 
cent of critical. 

In Fig. 12-3 is plotted the response to a step input for critical, 70.7 
percent of critical, and 60 percent of critical damping. 

It is obvious that it is the fast rise of the input step that has been 
distorted by the recorder. The time required for the recorder to reach 
the deflection 6, can serve as a figure of merit for the instrument. This 
simple definition of deflection time is difficult to use practically, however, 
because for the critically damped response the final approach to 6; is too 
gradual, and for less than critical damping the deflection overshoots | 
before finally settling slowly to 6,. 

An arbitrary definition often given for deflection time (or rise time, or 
response time) is the time interval between the 10 and 90 percent points 
on the response to astep. From this definition and the plots of Fig. 12-3, 


Percent overshoot 


Percent of critical damping 


FIG 12-2 Overshoot versus percent of critical damping. 


Recorders 433 


0.8 A Damping= 0.60 critical 
2) B Damping = 0.707 critical 
nD C Damping= critical 
8, 
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FIG 12-3 Response of galvanometer to step input. 


we would have 


Tr = 0.30T y for D = 0.60 Derit 
Tr = 0.35Ty for D = 0.707 Derit 
Tr = 0.547 y for D= 1.00 Derit 


Another test signal that is useful in evaluating the response of a galva- 
nometer is the ramp. Since the ramp is the integral of the step, the 
response to the ramp can be obtained by simply integrating the response 
to the step. If this integration is performed for the last two damping 
values illustrated in Fig. 12-3 and for an input ramp that should produce 
‘a deflection of 6; at T,, then we get, for critical damping, 


a ee ee ee 
5 -m-st (= i$ *) entrtlPy (12-1-21) 
N v 


6 t 1 1 24 xrt 
= ~—— + ~— e~?4rtiT cog —— 12-1-22 
Oy Ty 2 T Qa Tn ( ) 
These ramp responses are plotted in Fig. 12-4. 
Here again the sharp corner of the input signal is distorted by the 
galvanometer, but after a short time interval the galvanometer does pro- 
duce an undistorted copy of the input ramp, except that the reproduced 
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FIG 12-4 Response of galvanometer with damping equal to (A) 
70.7 percent of critical value and (B) critical value. 


ramp lags the input ramp by a fixed time known as the delay time (not 
to be confused with the rise time). 
These delay times are obvious in Eqs. (12-1-21) and (12-1-22) and are 


T 

Tp = — = 0.319T y for D = Det (12-1-23) 
Tn 

Tp = 54 = 0.225Ty — for D = 0.707 Deri (12-1-24) 


The results of the ramp response can be applied to the calculation of 
the response to a single triangular impulse. An isosceles triangle can be 
considered a succession of three ramps, as shown in Fig. 12-5. From 
0 <t< Ti, the output is represented by the response to Hi/T;. From 
T, <t < 27), the output is represented by the sum of the responses to 
Et/T, and —2E(t — T1)/T1, while for t > 27), the output requires sum- 
ming the responses to Et/T;, —2E(¢ — T1)T1, and E(t — 27T))/T;. 

If we confine ourselves to triangular pulses whose base width is greater 
than 1.57 y for the critically damped galvanometer and greater than Ty 
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for the slightly underdamped galvanometer, then the reproduced pulse 
will retain an obviously triangular shape but the pulse will appear to have 
been shifted bodily along the time scale by an amount T7'p, the delay time. 

The most obvious distortion will be the loss in amplitude of the repro- 
duced pulse. A calculation of this loss for the critical and the 0.707-of- 


critical responses illustrated in Fig. 12-3 yields the results shown in the 
accompanying table. 


Type of step response Loss of amplitude TUE OF CooUNence 


of peak 
Critically damped.......... 0.347n/W W + 0.27TNn 
70.7% critical damping..... 0.187 v/W W + 0.23TN 


A typical triangle as reproduced by a 70.7 percent critically damped 
galvanometer is shown in Fig. 12-6. Observe that even the triangular 
impulse excited a very small overshoot at the trailing vertex of the tri- 


\<— 26 (t-7,) 

: ; FIG 12-5 Synthesis of triangular 
\ pulse by summation of ramps. 
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FIG 12-6 Triangular pulse reproduction; base width = 27'y. 


angle, and that the apparent base width of the reproduced triangle has 
been widened. 

Sinusoidal Response. The preceding analysis described the behavior of 
the galvanometer in the time domain for step and ramp types of input 
signals. Let us now consider the galvanometer response to a sinusoidal 
input. 

The steady-state component of the solution of Eq. (12-1-8) for a sine- 
wave input F is 

6 = ea = a es (12-1-25) 
10S(R, + R.) 1 — f?/fy? + j2xfD/S 
where @ = complex value of sinusoidal angular deflection of coil 
f = applied frequency 
fy = undamped resonant frequency 
At very low frequencies, 


Gr 
10S(R. + Re) 
Also, expressing D as a fraction of the critical damping value D., we get 


2nfD _ I\* _ 2Kf 43 
5 = anpk (2) aie (12-1-27) 


Oy = (12-1-26) 
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\ 


and 
Os 9a 
Oy 1 — f?/fu? + j2Kf/fx 


The magnitude of the ratio |@/61,| is the conventional frequency response 
characteristic, which is plotted in Fig. 12-7 for K = 1.0, 0.707, and 0.60. 
Associated with the amplitude response characteristic is a phase lag 


2Kf/fu 
bf /fn? 


This lag angle is plotted in Fig. 12-8 for the same three values of damping. 

When Eq. (12-1-28) is examined as a function of the damping factor K, 
it is found that for small values of K, |6/61,;| passes through a maximum 
greater than unity, and that as K shrinks, the magnitude of the maxi- 
mum grows while its position on the frequency scale approaches fy. 
Conversely, as K increases, the position of the maximum slides to the 
left until, at K = V2 /2, the maximum occurs at f = 0 and the magni- 
tude of the maximum has become unity. In other words, a damping 
factor of 0.707Deait is the smallest damping for which the frequency 


(12-1-28) 


y = tan“ (12-1-29) 
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FIG 12-7 Sinusoidal response of a galvanometric recorder. 
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FIG 12-8 Phase lag for response in Fig. 12-7. 


response curve has no bump protruding above the initial low-frequency 
level. 

If we define the bandwidth of the galvanometer as the frequency range 
to the 3-dB loss point, and tabulate these values along with the corre- 
sponding rise times, we obtain the results in the accompanying table. 


K Bandwidth (BW) Rise time BW XTr 
1.0 0.643/fy 0.54/fyv 0.347 
0.707 1.00/fy 0.35/fx 0.350 
0.60 1.15/fx 0.30/fx 0.345 


This table shows that over the practically useful damping range, the rise 
time Tz is given by the close approximation 


Tr = — (12-1-30) 
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The slope of the phase lag characteristic is the delay time of the recording 
system. 

The ideal recording system would exhibit a phase lag of constant slope 
and an amplitude response of constant magnitude versus frequency. 
From Figs. 12-7 and 12-8 it is seen that the curves for a damping factor 
of 0.707 show the best combination of flat amplitude response and 
approach to linear phase lag. 

A signal that can be reproduced without serious distortion must be 
described by a frequency spectrum most of whose energy lies well within 
the passband of the recorder. The time delay associated with this por- 
tion of the spectrum is given by the initial slope of the curves of Fig. 
12-8. This slope can be calculated from Eq. (12-1-29). 


1 dy 
Tp (sec) = on af (12-1-31) 
2Kf/fw 
= tan7! 
L =f ix* 
2Kf/fn 
== Pint for small values of y 
2K. 
= a as ‘y approaches zero (12-1-32) 
N 
Thus 
1 2K 
T = — —_ 
a 2a fu 
K 
_ KTw (12-1-33) 
vis 
when K = I, 
Tp = Pn 
Tv 


and when K = V 2/2, 
- V2 Tn 


T 
a 2r 


which are the identical values previously derived on the basis of the 
time-domain analysis. 
Equation (12-1-28) can be solved for the value of f/fw which will yield 


a response of |6/61,;| = V/2/2 to establish the 3-dB loss points which we 
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FIG 12-9 Bandwidth, rise time, and delay time as functions of 
damping. 


have defined as the bandwidth of the galvanometer. The result is 


is dB) = [1 — 2K? + V4(K*4 — K?*) + 2]” (12-1-34) 
N 

From Eqs. (12-1-34), (12-1-30), and (12-1-33), we can predict the 
bandwidth, rise time, and delay time of a recording galvanometer, all as 
a function of its inherent undamped natural frequency. These relation- 
ships are summarized in the graphs in Fig. 12-9, while the overshoot in 
response to a step input is found in Fig. 12-2. 


12-2 Amplifiers for Galvanometric Recorders 


Consider the impedance that the galvanometer presents to the circuit 
that drives it. In Fig. 12-10, note that 


E = (BR. + job.)Ie + Emotionat (12-2-1) 


where currents and voltage are phasors. The last term Emotional is the 
sinusoidal back emf generated in the coil because of its motion in the 
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magnetic field and is 
Emotion = G X 107-® X angular velocity of coil (12-2-2) 
The angular velocity, in Eq. (12-2-2) is 


T 


A ] locity = ———______ 12-2-3 
ngular velocity ia =aS/oa he ( ) 
FIG 12-10 Equivalent electrical 
impedance of a galvanometer. 
and + = GI/10, which makes 
G? X 10-°, 
E = (R. wl) I. + > 
(R. + jwL) ry EE a 
= Zed. + Z motional te ; (12-2-4) 
and (/, is current, J is moment of inertia) . 
G? X 10-9 
Lind ional’ = SO! ea ae 12-2-5 
Henn jlw — jS/w + Rr ( ) 
The impedance of a parallel RLC circuit is 
ee ee er ee (12-2-6) 
‘  jCw — j/Lw + 1/R 


which is identical with Eq. (12-2-5) if 


G? X 10-°°Cw = Iw 


1 S 
2 10° —_- = — 
G? X 10 7 


@ WwW 
and 


1 
G? X 10° 5 = Rr 


or 
I 
C =———— 
G? X 10-° 
2 10-9 
peek 10 


S 
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2 —9 

R= G? X 10 
Rr 

The equivalent circuit of the galvanometer and drive source, therefore, 
appears as in Fig. 12-11. Note that the galvanometer inertia is trans- 
lated into a capacitive reactance, the torsional stiffness appears inductive, 
and the friction, which is a series element in the mechanical system, has 
become a shunt element of the equivalent electrical circuit. 

The voltage developed across the motional impedance represented by 
the parallel resonant circuit is 


Emotional = JGw8 x 10-8 (12-2-7) 


From Eq. (12-2-7) and the circuit in Fig. 12-11 and again neglecting 
L., we can calculate the deflection @ as a function of frequency, the 
applied voltage H, and the galvanometer constants, obtaining 


EG X 107 1 
= ——__ (12-2-8) 
Rk, + R.)S R 
OF EOS pipet get 
2nful fu 
where 
G? X 10-° 
kR=R ee 12-2-9 
r+ R. +R, ( ) 
In terms of the damping factor K, it can be shown that 
E 10(R. +R. 28 ( i f f) 
— = [1 — > + 92K 12-2- 
6 G : fw? ve fn ( 1) 


If this is normalized in terms of the voltage required at very low fre- 


peer 6 
~4G2x10-® FIG 12-11 Equivalent circuit of 
galvanometer. 
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quencies, we get 


E/6 Pi f 
=l]—- + 72K — 12-2-11 
E/ 61; fn? fn ( ) 
Similarly, a calculation of the current required per radian of angular 
deflection gives 
I of 6 = an is . Rr f 


1 12-2-12 
T./6y fat) | Onfyl fw ( ) 


Away from the natural frequency and for small frictional constant Rr, 


I,/6 f 
1/6, 1 fut (12-2-13) 

If we are concerned with the voltage that must be delivered by a 
galvanometer-driver amplifier to the actual galvanometer terminals, then 
Eq. (12-2-11) should be calculated for R, = 0 

Eterminai/9 25 eke + 2K’ ae 

E terminai/ 91s fn’* fn 
where K’ is the damping factor which would be obtained if the galva- 
nometer were fed from a zero impedance source. 

For galvanometers used in direct writing recorders typical values of 
K' are around unity. 

Equations (12-2-13) and (12-2-14) are important when amplifiers are 
being designed that are intended to drive galvanometers. They are 
plotted in Fig. 12-12, the voltage plot being based on a value of unity 
for K’. It is seen that if full-scale deflection is to be maintained at or 
above the undamped natural frequency of the galvanometer, the ampli- 
fier which drives it must be capable of delivering an output voltage con- 
siderably in excess of that which could maintain the same full-scale 
deflection at low frequencies. 

In addition to designing a galvanometer-driving amplifier for adequate 
output voltage capability, there is the problem of damping and gain sta- 
bility to consider. The low-frequency sensitivity is established by the 
sum of the galvanometer coil resistance R, and the amplifier output 
resistance (R, in Fig. 12-11). 

The typica] galvanometer that is designed to swing a stylus for a 
direct writing recording process is a relatively high-power device which 
can and does experience a substantial temperature rise owing to its own 
power dissipation. This temperature rise can reach values of 40°C, and 
as a result, the resistance of the copper winding will increase by 16 per- 
cent over its initial value. 


(12-2-14) 
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FIG 12-12 Ratios of currents and voltage for low-frequency values. 


In order to make this resistance change unimportant, it is obvious 
that the source resistance R, should be made very large, a requirement 
which can be met by the equally obvious use of current feedback around 
the driver amplifier. However, the typical direct-writing galvanometer 
requires a low value of source resistance to provide a reasonable damping 
factor. 

These two mutually conflicting requirements can be resolved in several 
ways. One popular method is illustrated in Fig. 12-13. If there is high 
gain A in the amplifier, there will be a negligible difference between input 
voltage e; and feedback voltage ey. The feedback voltage will contain 
two components, one of which is due to the amplifier output current 7, 
flowing in the feedback resistor Ry, while the second component is gen- 


FIG 12-13 Feedback amplifier 


Remping winding ! R, for galvanometer. 
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erated by the damping winding. This winding is on the same structure 
that carries the driving coil and is immersed in the same field, so that 
the voltage developed will be proportional to the galvanometer angular 
velocity. 


dé 
e = en = Rp + kG X 10° (12-2-15) 
or 
= e kG X 10~*d6/dt (12-2-16) 
Ry Ry 
Substituting this value of 7 in Eq. (12-1-3) gives 
Ge; d?6 kG? X =) dé 
“_ = [ — R -—___——._ }— + S86 (12-2-17) 
10R pp ! ip +( rt RP dt 


Equation (12-2-17) is identical in form with Eq. (12-1-6), but the coil 
resistance R, does not appear. Instead, the sensitivity is controlled only 
by the feedback resistor, while the damping depends on that resistor and 
the setting of the potentiometer across the damping winding. 

The curves of Fig. 12-12 show that if the galvanometer-driving ampli- 
fier were equalized so that, beyond the natural frequency, the galvanom- 
eter current rose rapidly with frequency, it would be possible to stretch 
the range of flat system response beyond the galvanometer natural 
frequency. 

The required current rises quite rapidly, however, and soon the ampli- 
fier cannot deliver enough of either current or voltage, or the required 
current will burn out the galvanometer coil. Thus, if a particular galva- 
nometer could tolerate a sinusoidal input current twice as great as that 
which would produce full-scale deflection at low frequencies, and the 
amplifier output were limited to that value, then it would be theoretically 
possible to equalize the system to provide flat response at full scale out to 
1.75 times the natural resonant frequency of the galvanometer alone. 

The equalizer could, of course, be designed to match the Fig. 12-12 
requirements out to two or three times the natural resonant frequency, 
but, unless the signal amplitude were restricted, the amplifier output 
limitation would prevent the equalizer demands from being met. 

Thus, it is common to find an equalized recording system specified as 
having flat response over a relatively wide frequency range, providing 
the instrument is recording a small sinusoidal signal, while the same 
instrument would exhibit a flat response over a much smaller frequency 
range if an attempt were made to record a full-scale sinusoidal signal. 

A typical equalizer consists of a low-pass filter that is added to the 
feedback loop of the circuit of Fig. 12-13, as shown in Fig. 12-14. 
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FIG 12-14 Equalized feedback 
amplifier. 


19.3 Pen-driving Mechanisms 


The conversion of the rotary motion of the galvanometer coil into a 
visible graphical record can be accomplished in a variety of ways ranging 
from a simple ink-carrying pen directly attached to the coil to a photo- 
graphic system based on a mirror attached to the coil. 

The simple pen system is illustrated schematically in Fig. 12-15. The 
locus described by the pen tip as the coil rotates is a circle of radius R. 
The distance moved by the pen tip from the system axis because of a 
coil rotation of 6 is labeled y. 


y = Rsin 0 (12-3-1) 


Using the series expansion for the sine function, 


98 
panei) 


Re (1 _ . +-- ) (12-3-2) 


To a first approximation, therefore, the deflection y is directly propor- 
tional to the angle 6. The second term in the series is a measure of the 
departure from linearity. If @ is restricted to about 14 rad, this term is 


[Jr piece 
\ . 

\ Pole piece 
\ 


— 
FIG 12-15 Simplest pen drive. 
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about 1 percent. If the system calibration is carried out at some inter- 
mediate point, say at 6 = 0.2 rad, then the error would be substantially 
reduced over the entire +0.25 rad assumed as full swing of the pen. 
This error can be completely eliminated by special printing of the chart 
coordinates in accordance with the sine function, but a linear scale is 
more attractive. 

The time lines on the chart must be arcs of radius #, and in order to 
avoid distortion of the timing of any details drawn out by the recording 
pen, the galvanometer shaft must be located exactly at the center of 
curvature of a time-line arc. Improper positioning of the galvanometer 
or misalignment of the chart paper in the recorder can give the response 
to a step input an appearance of having either a negative rise time or an 
exaggeratedly long rise time, depending on the direction of the deflection. 

One method of avoiding the distorted appearance of curvilinear coordi- 
nate recordings, as well as the errors in timing measurements, is to pro- 
duce the recording in rectangular coordinates by utilizing the technique 
shown in Fig. 12-16. 

In this design the chart paper is pulled over a sharp edge that defines 
the locus of the point of contact between the paper and the recording 
stylus. The stylus is rigidly attached to the galvanometer coil and wipes 
over the sharp edge as the coil rotates. 

The paper is usually of the heat-sensitive variety, and the stylus is 
equipped with a heated tip long enough to guarantee a hot point of con- 
tact with the paper regardless of the stylus position on the chart. The 
paper could, of course, be electrically sensitive, in which case the stylus 
tip would serve to carry current into the paper at the point of contact. 

In any case, the visible mark left on the paper has a y coordinate, 
measured from chart center, of 


y = R tan 0 (12-3-3) 


where R is the distance from the galvanometer shaft to the sharp edge, 


FIG 12-16 A _ rectangular re- 
cording arrangement. 


magnet 
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and @ is the angle through which the galvanometer has been rotated. 
By using the series expansion for the tangent, 


93 
R(o+ 4 = ‘ 


2 
Ro (1 zs : oe ‘) (12-3-4) 


y 


Again, to a first approximation, y is proportional to 6. The departure 
from linearity is measured by the term 62/3, which if @ is limited to a 
maximum of }4 rad, would imply an error of 2 percent. If,. however, 
the system calibration is carried out at an intermediate point, the trigo- 
nometric error would be substantially reduced. For a calibration deflec- 
tion from 0 to 0.2 rad in a system for which full scale represents a swing 
of +0.25 rad, the maximum error would occur at about +0.11 rad and 
at the chart edges at +0.25 rad. The first of these errors would be 
0.2; reent of full scale, while the error at chart edge would be 0.37 per- 
cent of full scale. 

In calculating these deflection errors we were considering only the pen 
geometry, and we assumed an absolutely linear relationship between cur- 
rent in the galvanometer coil and resulting rotation 6. For de or low- 
frequency ac currents, such linearity depends upon providing a torsion 
element for the galvanometer that maintains strict proportionality 
between applied torque and resulting angular deflection and upon main- 
taining perfect uniformity of magnetic field over the entire region that is 
traversed by the coil in its travel between the pole pieces. 

In a practical galvanometer design, perfect field uniformity cannot be 
achieved because of flux fringing at the tips of the pole pieces. This 
diminution in average field strength as the coil approaches the pole tips 
will reduce the torque and deflection. 

For the sine-law responsive system described first, this will aggravate 
the error, because Eq. (12-3-2) showed a negative error term. For the 
tangent-law system, there is a tendency for the errors to offset each other. 
Thus, for the tangent-law mechanism of Fig. 12-16, it is possible to 
achieve an overall linearity error in production instruments of one-half of 
1 percent of full-scale deflection, for deflections of +0.25 rad. 

When the D’Arsonval moving-coil galvanometer is built in miniaturized 
form, as it is for the usual optical recording oscillograph, the coil is so small 
that there is no room for any iron or pole pieces within the coil, and the 
construction is as sketched in Fig. 12-17. Figure 12-170 illustrates the 
relative orientations of the coil and magnetic field vector when the coil is 
turned through an angle a in relation to its neutral position. Because 
the force developed by the coil current is no longer perpendicular to the 
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FIG 12-17 Galvanometer for optical recording: (a) 
elevation and (b) magnified plan view. 


coil axis, the torque is 


a cos 
i is 10 a 
Gi a? 
=—({1l-—-—+::° 12-3- 
=(1-S+---) (12-3-5) 
For de or low-frequency signals this torque will produce a coil rotation 
a= i (12-3-6) 
Gi a? 
oy ae res 12-3- 
10S (1 2 Hl ) ero 


Since the term a?/2 is a correction of small magnitude, it is permissible to 
replace it with its approximate value G?2?/200S?, so that 


Gi Gr? 
=——{1-— eae 12-3-8 
: Ta 2008? * ) nes) 
A light beam hits the galvanometer mirror and is reflected from the 
mirror onto the recording medium. As the mirror rotates through the 
angle a, the reflected beam will swing through the angle @. If the dis- 


tance from the mirror to the record is R, then the recorded deflection 
will be 


R tan 6 
R tan 2a 


3 
Bt a9) 


3 
2k (« + “ + :-- ‘ (12-3-9) 


y 
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Again, since the a? term is itself only a correction, we can approximate it 
well enough with G7?/103S%. Thus, 


y= 2e[ (1 - Soa 4G?) 


108 200S? 3 X 103S3 
2RGi 5 Ge 
= i 12-3-1 
108 ( 6 mas) ( o 
In terms of the angle @, the last expression becomes 
2RGi 
= 5440? 12-3-11 
on Ch + 3446") (12-3-11) 


Comparing this with the performance of the direct-writing tangent-law 
recorder characterized by Eq. (12-3-4) shows how the excess deflection 
resulting from a strict adherence to the tangent law has been reduced by 
the compensatory effect of the torque’s falling off in accordance with the 
cosine function. 

The small galvanometer used in optical recorders differs from the large 
units found in direct writers in another important respect, namely, the 
method of achieving proper damping. From Eqs. (12-1-7) and (12-1-14), 
the condition of critical damping is given by 


G? X 107° — 
Rr + ere 2SSI (12-3-12) 

If the mechanical friction is negligibly small, then the damping must 
come from the term (G? X 10-°)/(R, + R.). When, however, the stiff- 
ness S is raised to the values required to obtain a high natural frequency, 
then the required corresponding source resistance R, becomes either zero 
or negative, or the value of G becomes so high that the necessary flux 
density cannot be reached in a practical structure. 

For these reasons, optical oscillograph galvanometers usually depend 
on magnetic damping in units whose natural frequency is 500 Hz or less. 
When the natural frequency exceeds 500 Hz, the required damping is 
derived from the mechanical friction term Rr. This friction is obtained 
by immersing the moving coil in a viscous oil. The viscosity is chosen 
to provide a damping factor somewhere between 60 and 70 percent of 
critical. As the natural frequency of the galvanometer is increased, the 
overall damping becomes more and more dependent on the oil and less 
and less on the circuit resistance. 

Linkages for Straight-line Writing. Although the method of obtaining 
direct-writing recording in rectangular coordinates shown in Fig. 12-16 is 
simple, it can be applied easily only to heat-sensitive or electrically sen- 
sitive recording papers. When the recording is to be made by ink, the 
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FIG 12-18 Straight-line pen 
mechanism. 


pen tip must usually be associated with some kind of mechanical linkage 
that can convert the rotary motion of the galvanometer shaft into a 
straight-line motion of the pen tip and that will maintain some reason- 
able proportionality between the pen tip displacement and the galva- 
nometer angular displacement. 

A typical linkage of this sort is shown in Fig. 12-18. In this linkage 
the galvanometer shaft carries a crank a, which is attached to the pen at 
a pivot point. The pen length from this pivot to the writing tip is c, 
and the length to its rear end is b. This rear end is constrained to slide 
along a straight line which passes through the galvanometer shaft. This 
straight line establishes the axis of the linkage. 

Assuming small values of @ so that only the first two terms of the 
cosine expansion are significant, it can be proved that « is constant as 
a and y vary if 


b2 
a 


c (12-3-13) 

Actually, the motion of the pen does not stay perpendicular to the 
direction of motion of the recording paper because the above assumption 
becomes worse as @ increases. A value of c slightly greater than that 
shown in Eq. (12-3-13) is a better compromise. The nonlinearity 


FIG 192-19 Another straight-line linkage. 


between y and deflection angle in Fig. 12-18 is the same as that in Fig. 
12-15 if we let the pen length R = a(1 + c/b). 

Another straight-line linkage is shown in Fig. 12-19. Here the rear 
end of the pen slides through a guide which is free to rotate about a 
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fixed axis. The galvanometer may be arranged to drive the crank a, or 
the galvanometer may drive the pen guide. 

Here again it turns out that the required length of the link is nominally 
b?/a, but that a slight increase in the length of c beyond this nominal 
value is desirable. The distance from the rotating guide to the writing 


line isc —a-+d. The deflection is then 
y = (c -a+d) tan 6 
in 6 12-3-14 
= (c —a+ 4) tan sin“ a ( ) 


(d? + a? — 2da cos 6)* 


In all the, descriptions of recorder behavior so far we have tacitly 
assumed that the mechanical friction Rr was of such a nature that the 
braking torque it exerted on the galvanometer motion was proportional 
to the galvanometer’s angular velocity. Unfortunately, real physical 
mechanisms involving shafts and bearings, or pen tips rubbing on paper 
surfaces, do not exhibit pure viscous friction. . Instead, it is found that 
for a real mechanism, some substantial current must be applied to the 
galvanometer in order to get any motion at all. Also, once the galva- 
nometer has been deflected by an input current, the removal of that cur- 
rent does not guarantee that the galvanometer will return to its initial 
position. 

These frictional forces, which exist even under conditions of zero veloc- 
ity, represent a form of hysteresis that can be tested by applying a 
deflecting current first in one direction and then in the other, with periods 
of zero current between the successive reversals, as illustrated in F ig. 
12-20 in exaggerated form. For this test the applied signal is passed 
through a low-pass filter to ensure a gradual application and removal of 
the signal, or the galvanometer damping is set for at least critical so that 
there will be no overshoot. The offset 6 should approach zero. In 
practical direct writers it can be kept less than 0.5 percent of the full 
chart width. 


nueva 


FIG 12-20 Effect of static friction in pen 
motors, 


Another manifestation of nonlinear mechanical frictional effects is an 
apparent change in the waveform of signals whose amplitude is gradually 
reduced. Thus, triangular pulses that look like triangles when their 
amplitude is 1 cm on the chart might look more like sine waves when 
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their amplitude is reduced by a factor of 5, and when their amplitude is 
reduced by a factor of 10, the recorded amplitude may be substantially 
less than 1 mm. . 

The major sources of nonlinear mechanical resistance in direct-writing 
recorders are the friction of the pen or stylus against the paper, bearing 
frictions, internal frictions in the material out of which the torsion ele- 
ment is made, and hysteresis effects at the clamping points where the 
torsion element is attached to the moving coil and at the attachment ta 
the fixed supports. Torsion bar design is a mechanical engineering 
problem beyond the scope of this treatise, and the same can be said of 
the choice of bearings. 

Friction at contact of the stylus with the paper depends on the pres- 
sure of the stylus against the paper and the lubrication, if any, that 
exists at the contact. For example, when the recording is made by a 
hot stylus on the most commonly used heat-sensitive paper, the hot 
stylus melts the plastic coating on the paper and the molten plastic acts 
as a lubricant. If the stylus is insufficiently heated, this lubricating 
process is lost and performance is adversely affected, especially in the 
frequency range near the natural frequency of the galvanometer, where 
the stiffness and inertia mechanical reactances cancel each other and the 
behavior of the system is determined almost entirely by the mechanical 
resistance. 

The quality of the written record is improved by increasing the con- 
tact pressure of the pen or stylus against the paper. This increases the 
friction. Recording by ink, in rectangular coordinates, requires linkages 
that involve additional rotating or sliding bearing contacts beyond those 
which support the galvanometer shaft itself. These increase the friction. 

In order to make these increased frictions tolerable, one can increase 
the torsional stiffness of the galvanometer suspension. This leads to a 
higher natural frequency, which is desirable, and to reduced sensitivity, 
which is undesirable. In fact, the increase in required driving current 
may soon exceed the power dissipation capability of the galvanometer 
structure. An increase in apparent stiffness for small deflections with- 
out a corresponding increase in required current for large deflections can 
be achieved by equipping the galvanometer-amplifier combination with 
some kind of position feedback system. The basic idea is shown here in 
Fig. 12-21. 

For the following simplified calculations of stiffness, let us assume a 
direct proportionality between stylus deflection, transducer output, and 
angular rotation of the galvanometer coil. 


Transducer output = en = Kré (12-3-15) 


where Kr is the transducer sensitivity in volts per radian. 
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FIG 12-21 Position feedback in pen drives. 


Galvanometer—”* 
coil 


If the stylus is mechanically pushed from its resting position so that 
the galvanometer coil is rotated through this angle 6, then the transducer 
output is the net input to the amplifier. This input produces an amplifier 
output voltage 


e, = KrA@ (12-3-16) 


where A = amplifier voltage gain, and a corresponding galvanometer 
coil current 


KroA 
ee 12-3-1 
a R. ( 7) 
which generates a torque 
Gi GKroA 
~ 10 10R, ere 


Since the transducer output is phased to produce a degenerative feed- 
back signal, this torque will counteract the initially applied push on the 
stylus. The apparent stiffness, then, is 


S apparent — 


For example, a conventional torsion-controlled galvanometer might 
have astiffness of 2 X 10®dyne-cm/rad, G = 10’, and R, = 10. Replac- 
ing the torsion rod by position feedback with A = 100, and Kr = 10 
would give an apparent stiffness of 10° dyne-cm/rad, an increase of 50 
times with a corresponding improvement in overcoming friction. 

In a typical practical system, the stylus might be deflected 1 cm for a 
coil rotation of 0.1 rad, and full scale might be +2.5 em (or +0.25 rad). 
These figures correspond to a transducer output of +2.5 V and a required 
input swing of the same magnitude. Thus, a discrepancy of 1 mm 
between the actual stylus position and that demanded by the input sig- 
nal would call forth an error signal of 0.1 V, and an amplifier output of 
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10 Vat 1A. However, a discrepancy of 2 mm probably would not suc- 
ceed in developing a correction current of 2 A because the amplifier would 
probably have reached its maximum output capability long before the 
output reached the 2-A level. 

The feedback system, therefore, if it has sufficient gain to be effective, 
is also bound to exhibit nonlinear properties over much of the range. 
However, these nonlinearities may appear in ranges where they are 
unimportant, as in the stiffness, where we are most anxious to achieve 
high stiffness for small deflections, but the fact that large deflection errors 
are not accompanied by proportional increases in restoring torques does 
not matter. 

If the apparent stiffness brought by position feedback is so great, then 
it is obvious that a conventional torsion element is not a necessary part 
of the galvanometer structure. This means that a given static deflection 
of the stylus can be maintained at any position of the chart with no . 
steady current supplied to the galvanometer by the amplifier. In fact, 
the amplifier is called upon to supply power to the galvanometer only 
when the instantaneous stylus position does not correspond exactly with 
the instantaneous input signal, and this lack of correspondence will exist 
only when the stylus is moving. 

When the torsion element is present, the galvanometer will of course 
exhibit a mechanical resonance, and the current required will go through 
a minimum at this resonance. Beyond the resonance frequency, the 
required current remains below that which would need to be supplied to 
the same galvanometer without a torsion element. 

For a given maximum permissible current, therefore, a recorder with 
a mechanically resonant galvanometer will be capable of providing a 
greater bandwidth. The presence of the torsion element, however, 
means that some current is necessary to maintain a fixed deflection, and 
thus one of the advantages of the position feedback process is lost. 
Furthermore, if the torsional constant is large, so much current might be 
called for to place the stylus near the chart edge that there would not be 
much reserve left to make any corrections of errors sensed by the feed- 
back transducer. 

A compromise can be made which would require substantially less than 
maximum permissible current to reach chart edge, but which would still 
provide a significant increase in bandwidth. The curve shown in Fig. 
12-22 for S = 2 X 108, for example, represents a practical limit to this 
compromise, and it results in an increase from 64 to 79 Hz in the maxi- 
mum frequency at which a full-scale sinusoidal deflection can be main- 
tained by a peak current of 1 A. 

Although the simple schematic of Fig. 12-21 illustrates the basic idea 
of a position feedback recorder, it would not work as a practical matter 
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FIG 12-22 Current requirements for a galvanometer. 


because the dynamic properties of the galvanometer would introduce 
phase shift between the amplifier output and the feedback signal devel- 
oped by the transducer and such a phase shift would result in system 
oscillation. Conventional stabilizing procedures are employed, with 
proper regard for the nonlinear character of the system. 


12-4 Servorecorders 


Servorecorder uses fall into either one of two general types. The first 
type is the plotting of a variable versus time. The recorder performing 
this task is generally called a strip-chart recorder, the paper being perhaps 
100 ft long (time axis) and narrow in width. The paper moves through 
the recorder at a uniform rate (distance per time) as the variable is being 
recorded. The second type is plotting one variable versus a second vari- 
able, a function performed by an zy recorder. By introducing a ramp 
voltage on one axis, the equivalent of a strip-chart recorder is obtained 
for limited chart lengths. The conventional paper sizes are 814 X I1 in. 
and 11 X17in. (See Fig. 12-23.) 

Types of Servos. The servo systems for these recorders can take many 
forms. These forms vary from open- and closed-loop galvanoservos 
(discussed earlier in this chapter) to closed-loop null-balancing servos. 
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FIG 12-23 Typical null-balance servorecorders: (a) 
Hewlett-Packard Model 7035B zy recorder, (b) 
Hewlett-Packard Model 680M strip-chart recorder, 


The most common for zy and strip-chart recorders are the latter, the 
closed-loop null-balance servo with a servomotor as the pen driver. It 


FIG 12-24 Block diagram of a null-balance servo. 


should be noted that in a block diagram (Fig. 12-24) all the closed-loop 
null-balance systems are virtually identical; only the transfer functions 
indicate the approach and type of hardware used. 

The classic type of input and balance circuit for these types of recorders 
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FIG 12-25 Potentiometric-input 
recorder. 


is the potentiometric-input type, which is a closed-loop, null-balance 
servo system. It derives both its name and circuit (Fig. 12-25) from 
the laboratory de instrument called the potentiometer and has four major 
virtues that have maintained its widespread usage. These virtues are 
simplicity, accuracy, stability, and zero input current at null. The servo 
balanced version of the potentiometer retains these characteristics. 
Other types of input circuits are also used, but their circuitry is often 
dictated by special requirements such as a need for constant input 
impedance, etc. 

Performance Characteristics. Theoretical analysis and design of servo 
systems are covered in detail elsewhere in the literature and will not be 
directly dealt with here. However, there are some unique design aspects 
that must be eonsidered when designing a servo null-balanced graphic 
recorder that are learned by experience, and these aspects are covered 
here. 

Much of the recorded data might be described as virtually static. 
Such data might be obtained while recording the temperature of a body 
with a large thermal time constant. Recorder characteristics that affect 
its performance under these static conditions are (1) accuracy, (2) linear- 
ity, and (8) resettability. 

Accuracy is partially determined by the range-to-range accuracy of the 
input attenuator if one is used. It is also affected by the precision of the 
initial calibration adjustment and the precision of the markings on the 
graph paper. 

Linearity is usually defined as terminal based. This definition, as 
opposed to best straight line, offers the most meaningful and useful speci- 
fication. The recorder performance in linearity is largely controlled by 
the slidewire linearity and the loading of the slidewire potentiometer. 
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The element linearity is mainly a mechanical consideration determined 
by the manufacture of the component. Slidewire loading, however, is 
entirely a design constraint that can be compensated for. Linearity can 
be maximized for a given loading by inserting an end resistance (equal to 
0.5R) in series with the slidewire resistance element [1]. See Fig. 12-25. 

Resettability can be defined as the multidirection repeatability. 
Parameters controlling resettability are: 

1. Deadband. Deadband is controlled by the system loop gain. It is 
the amount of error signal required to produce the starting voltage on 
the servomotor. The starting voltage is influenced greatly by the fric- 
tional load on the motor. 

2. Backlash. Backlash is the mechanical hysteresis between the slide- 
wire wiper (feedback point) and the pen tip. It is therefore desirable to 
have the two as close together as practical. 

3. Noise. Noise in the servo system, usually generated in the front 
end of the amplifier, results in a measurable disturbance at the pen tip 
and therefore degrades the resettability. This noise often originates 
with the input signal and is directly amplified with the error voltage. An 
input filter is frequently a necessity. 

Null-balance recorders that excel in static performance are relatively 
easy to design. Designing a servorecorder that behaves well under 
dynamic conditions, however, is not as easy. 

There are two prime characteristics that govern the dynamic perfor- 
mance of arecorder. These are: 

1. Slewing Speed. Slewing speed along a particular axis is defined as 
the maximum attainable pen speed along that axis. Under dynamic con- 
ditions the servo can reach a velocity limit (slewing speed) and be unable 
to follow the input signal. Under such a condition the pen will lag the 
input and produce an error. For a sine-wave input the velocity limit is 
reached when the peak amplitude is 


V, 


A 
a 2uf 


(12-4-1) 


where VY, is the maximum slewing speed. Slewing speed is controlled by 
the type of motor (two-phase ac, de, and so forth), its drive conditions, 
and the gear train between the motor and the pen. It should be noted 
that servos using ac servomotors have their maximum speed controlled 
by the power-line frequency, whereas de servos do not. 

2. Acceleration. Acceleration mentioned in recorder specifications is 
usually defined as peak acceleration. Under dynamic conditions the 
servo can reach acceleration limits beyond which it will be unable to 
respond to the rate of change of the input. For a sine-wave input the 
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acceleration limit is reached when the recorded amplitude is 


= aoV, 
~ Qf (QrfV, + ao) 


where a is the peak acceleration and V, is the slewing speed. 

The system inertia is the primary limit for the peak acceleration. 
However, even though the mass near the pen may be large, the typical 
gear train between the motor and pen causes the motor rotor inertia to 
be the major or dominant factor. 

When either the velocity or acceleration limit is reached, the servo 
goes into nonlinear or saturated operation. A properly designed system 
for general use has the velocity limit and the acceleration limit compatible 
so that neither one singly dominates the performance limits. Since these 
limits are dimensionally dependent, the conventional method of using the 
3-dB point to reflect dynamic performance is generally unsatisfactory. 

Figure 12-26 shows the velocity-limit and acceleration-limit curves and 
the resulting areas of linear and nonlinear operation. These curves, of 
course, only hold true when the inputs are sinusoidal. 

One aspect of null-balanced servos that is often overlooked both in 
design and application is the inherent lack of input-noise immunity. A 
null-balanced system depends on its amplifier’s having high gain to mini- 
mize the error signal. Any input noise that appears on the error signal is 
also amplified. With a “tight” high-gain servo, it is possible for even 
1 percent ripple on the input de signal to saturate the amplifier com- 
pletely. A common cure is to incorporate a low-pass filter in the balance 
circuit, but care must be taken to see that filter response does not domi- 
nate the system. 

Reliability. Reliability, or lack of reliability, of certain components is 
often neglected. Many designers use some components with an attitude 
that they are the best available, even though they are unreliable. A 
typical example is the resistance slidewire often used as the position 


in. peak-to-peak (12-4-2) 
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transducer. The use of a slidewire can result in a very simple, accurate, 
and stable circuit. Only its reliability or life can be challenged. Two 
areas can cause problems: (1) mechanical wear, and (2) excessive contact 
resistance. 

Mechanical wear is basically a design problem. If one controls the 
contacting or rubbing metals and the contact pressure, the life can be 
accurately predicted and through proper design the life can be extended. 

Contact resistance that develops between the resistance element and 
the sliding contact is by far the most troublesome in most applications. 
A chemical film develops on the surface of the metals and causes the con- 
tact resistance to vary by many decades from spot to spot. This jump 
can be sufficient to cause spots where the servo cannot balance or even to 
cause the circuit to become inoperative. Two general approaches can be 
used to minimize the problem. A chemical film can be placed over the 
contacting elements to inhibit the formation of contact resistance, or the 
circuit can be designed to minimize the effect of the increase in the con- 
tact resistance. 

Development of the proper chemical coating is no small task and 
depends on the metals and atmospheres being considered. The easiest 
and most practical method is to design the circuit so that it is immune to 
the development of contact resistance. Designing the circuit so that the 
slidewire wiper drives a minimal load, such as the gate of an FET, pro- 
duces very satisfactory results. 

Although it is out of the servo loop, the output medium (graph paper) 
should be considered. It should be noted that even though the servo is 
stable and accurate, if paper is used, dimensional changes of +1 percent 
can result from ambient temperature and humidity extremes. This calls 
for frequent recalibration or the use of a more stable base such as mylar 
or acetate film. 


12-5 Magnetic Recording 


Figure 12-27 shows the basic elements of a simple magnetic recording 
system. The magnetic tape is made of a thin sheet of tough, dimension- 
ally stable plastic, one side of which is coated with a magnetic material. 
Typically, some form of finely powdered iron oxide is cemented to the 
plastic tape with a suitable binder. As the tape is transferred from one 
reel to another, it passes across a magnetizing head that impresses a 
residual magnetic pattern upon it in response to an amplified input 
signal. The signal on an exposed tape can be retrieved and played out 
at any time by pulling the tape across another magnetic head in which a 
voltage is induced. 

It is possible to magnetize the tape longitudinally or along either one 
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FIG 12-27 Elementary magnetic-tape recorder. 


of the other two main axes, but longitudinal magnetization seems to be 
the best choice. This mode is assumed at present. Figure 12-28 shows 
in a simple way how the tape is magnetized. 

Magnetic wire was used at one time, but tape has superseded the wire. 

If a magnetic field is applied to any one of the iron oxide particles 
in a tape and then removed, a residual flux remains. The relationship 
between the residual flux and the recording field is determined by the 
previous state of magnetization and by the magnetization curves of the 
particular magnetic recording medium. 

A single magnetic particle on the tape might have the BH relation- 
ships shown in Fig. 12-29, where H is the magnetizing force and B is the 
flux density in the particle. Complete degaussing of the material gives 
the condition at point O. Now, if the current in the coil of the recording 
head (Fig. 12-28) is increased from zero in a direction that gives positive 
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FIG 12-28 Simplified block 
diagram of magnetic-recording 
process. 
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FIG 12-29 Typical magnetiza- 
tion curve. 


values of H, the flux density increases along the path O, 1, 2, until 
eventually the material is saturated. If the operating point is brought 
from O only as far as 1, and H is then brought back to zero, B follows a 
minor hysteresis loop back to the point 6. A greater value of coil cur- 
rent would leave a higher residual flux, and a lower current a lower 
residual, and a very simple recording process results. However, the 
linearity between residual flux and recording current is extremely poor. 

Below, in See. 12-6, a method for securing linearity in direct recording 
will be described. Also, the use of FM in recording, to yield independ- 
ence from amplitude variations and to extend the lower frequency range 
to de, will be discussed. Finally, various pulse recording schemes for 
instrumentation will be described. 

In all systems, the signal is reproduced by passing the magnetized tape 
over a magnetic head similar to the recording head. The magnetization 
of the particles on the tape induces a varying flux in the reproducing 
head, and a voltage is induced in the coil, proportional to the rate of 
change of flux. 

Uses and History of Magnetic Recording. The first patent for a magnetic 
recorder was issued to Valdemar Poulson in Denmark before the turn 
of the century. However, there was little further development or usage 
until about 30 years ago because of distortion problems and lack of ade- 
quate electronic circuitry to go with the magnetic structures. Between 
1940 and 1950, both development and application accelerated rapidly for 
use in voice and music recording, instrumentation, and data processing. 

The rapid acceleration was due in part to several important technical 
advances. One was the discovery that a high-frequency bias superim- 
posed on the signal to be recorded could reduce distortion to the low 
levels required in high-quality broadcasting. Another advance was the 
use of an FM carrier and FM demodulation to secure low distortion, flat 
frequency response, and compensation for slight speed variations in tape 
speed. Also, magnetic recording began to be used in computer systems 
for memory. 
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All the recorders studied in this chapter are important instruments. 
The following inherent capabilities of magnetic recorders should be com- 
pared with the qualities of other types: 

1. Magnetic recorders have by far the widest frequency range, that is, 
from dc to several megacycles. 

2. Present magnetic recordings have low distortion, whether used for 
pulse recording, FM systems, or direct recording with a high-frequency 
bias. 

3. The dynamic range can exceed 50 dB, and recovery from saturation 
is virtually instantaneous. 

4. In other recorders, information is stored in vzsual form, whereas in 
magnetic recorders the signal is available immediately in its initial elec- 
trical form. 

5. The recording medium, the tape, can be erased and used many 
times. Further, the tape can be spliced and edited. 

6. A piece of tape can be played back repetitively to permit extensive 
analysis. 

7. Several or many channels can be recorded simultaneously on one 
tape. 

8. The time base of the signal can be changed by merely playing the 
tape back at a speed different from that for recording. 

9. Magnetic recording can give exceedingly high density of data points 
to simplify storage and handling. 

The unique features of magnetic recording suggest applications for it. 
Recorders are made in many sizes and are available in portable, semi- 
portable, and rack-mounted form. A few of the applications follow: 

1. Industrial research and production monitoring and control, includ- 
ing stress and vibration recording, fuel-consumption logging, and noise 
analysis 

2. Data recording and analysis on aircraft, missiles, and satellites 
and in general flight testing 

3. Communications surveillance and spying 

4. Medical research and patient monitoring 

Memory and programming instructions for computation. 


12-6 Magnetic Recording Techniques* 


The ever-increasing need for data storage systems with large capacity 
and fast access to the stored information is being satisfied at present by 


*From Magnetic Recording Techniques, a condensed article by C. D. Mee in 
“Encyclopaedic Dictionary of Physics,’’ vol. 2, p. 151, Pergamon Press, New York, 
1967, with permission from the author. 
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a variety of magnetic recording systems. The existing magnetic record- 
ing technology combines storage stability with high storage density and 
fast information reversibility. Basically, all of the existing recording 
systems with magnetic tapes, strips, disks, drums, or loops use the same 
recording and reproducing transducers and magnetic medium. For these 
components, the techniques of recording and reproducing will be described 
in this article. 

The Recording Process [2 to 6]. The recording process to be examined 
is the mechanism by which an electromagnetic recording head magnetizes 
the tape. The magnetic field acting on an element of tape as it passes 
the recording gap region varies in direction and magnitude with the posi- 
tion of the element as shown in Fig. 12-30. On the left-hand side of the 
ordinate H, the total field amplitude is plotted for different relative dis- 
tances y/g from the recording-head surface, where g is the gap length. 
It is an objective of high-resolution recording to produce a very rapid 
decrement of the recording field as the tape moves away from the gap 
region in the x direction. Since this condition occurs near the head 
surface as shown in Fig. 12-30, only a thin magnetic layer can be effective 
for short-wave length recording. The change in direction of the record- 
ing field is illustrated by plotting the longitudinal and perpendicular 
components of the field on the right-hand side of the ordinate in Fig. 
12-30. It can be seen that, at the gap center plane, the field is entirely 
longitudinal and rotates toward the perpendicular direction as a tape 
element moves away from the center plane. 

In order to understand how the tape magnetization depends on the 
recording field direction, reference is made to typical hysteresis loops 
for a conventional oxide-powder tape. Figure 12-3la shows a family of 
loops for a field applied along the direction of orientation of the long 
axes of the elongated particles; this corresponds to the longitudinal head 
field direction in conventional tapes. It can be seen that, for small, 
applied fields, a low remanent magnetization is acquired. This rapidly 


FIG 12-30 Field distribution 
near a recording head gap: x = 
direction of tape motion, y = 
perpendicular distance from gap, 
and g = gap length. 
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FIG 12-31 Hysteresis loops of 
I 60 Hz for oriented particles of 
+-Fe.O;3; Aw = 1,000 Oc: (a) 
field applied along direction of 
orientation; (b) field perpendicu- 
lar to (a). 


x= 


(b) 


increases on increasing the applied field. Similarly, for a perpendicular 

field, the same type of highly nonlinear remanent-magnetization char- 
acteristic is obtained (Fig. 12-31b), but here lower maximum magnetiza- 
tion is achievable. Thus, taking account of. the tape magnetization 
characteristics and the recording-head field contour, it is expected that 
the recording will be primarily longitudinal for most of the tape. How- 
ever, for the surface layer in contact with the recording head, large 
perpendicular fields are encountered which produce some perpendicular 
magnetization. That this is the case has been verified by examining the 
tape magnetization direction at various depths into the magnetic layer 
with the use of a large scale model. It is an unfortunate feature of 
conventional recording that perpendicular recording, with relatively poor 
resolution, occurs in the surface layers where the maximum resolution 
would be obtained for longitudinal recording. 

Digital-data Recording. The simplest method of coding the recording- 
head field is to reverse its direction. In digital-data recording a recording 
field of amplitude sufficient to produce magnetic saturation through the 
complete tape layer thickness is reversed to record a ‘‘1” signal and 
remains constant to record a “0” signal. Binary information recorded 
in this manner is known as non-return-to-zero (NRZ) recording, the most 
common technique for digital-data recording. Reproduction of this 
recording is achieved by using a timing signal, obtained from a separate 
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clock track, corresponding to the time when a 1 or 0 is recorded. Self- 
clocking systems are also in use where the recording field is reversed at 
regular intervals, and the 1 and 0 signals are recorded in between these 
clock signals. 

The recording of an instantaneous reversal of the applied field will be 
considered initially for an infinitely thin layer of tape at a typical distance 
y = 0.5g from the surface of the recording head. Considering the cor- 
responding longitudinal field contour in Fig. 12-30, which is replotted in 
Fig. 12-32, and the longitudinal magnetization loops in Fig. 12-31la, the 
resulting tape magnetization on reversing the recording field can be com- 
puted for different maximum applied field amplitudes. The result- 
ing form of the magnetization transition is shown in Fig. 12-32a for 
Hyax = 2H, (solid line) and Hmax = 4H, (dotted line). The derivative 
of the magnetization change for K = 2 is shown, in Fig. 12-32b, to be 
asymmetrical, and this corresponds to the reproduced waveform by use 
of an idealized reproducing head (time axis increasing to the left). As 
can be seen, both the width and the location of the reproduced pulse will 
change as the applied field maximum amplitude is increased. 

With practical recording conditions, a number of factors will con- 
tribute to a widening of the reproduced pulse and a consequent decrease 
in the overall resolution. From the above construction of the reproduced 
pulse for an infinitesimally thin layer of tape, it can be expected that 
because of the change in field magnitudes and contours with distance 
from the head, the contribution from the other tape layers will occur with 
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different amplitudes and at different times. Also, the spatial sensitivity 
of the reproducing head is not an impulse function, as assumed above, 
but is given by the field function in Fig. 12-30. The reproducing-head 
flux is approximately expressed as a convolution integral of the longi- 
tudinal field function of the head H, and the longitudinal tape magneti- 
zation I,. For a tape of thickness c spaced a distance a from the head, 
the core flux ¢, is given by 


a ib aay ie H, I, dx (12-6-1) 


where K is a constant. The time derivative of ¢, then gives the repro- 
duced waveform. Further distortion of the pulse would be caused on 
taking account of the perpendicular component of magnetization, but 
this effect is relatively small. It is found, in practice, that even wider 
pulses than those estimated above are obtained, and self- and adjacent- 
bit-demagnetization effects must be considered to account for this. Such. 
losses are reduced in very thin magnetic coatings with a relatively large 
ratio of H,/Iz. 

From the foregoing discussion of practical NRZ recording, it is evident 
that the highest resolution is obtained by adjusting the field amplitude 
so that the maximum longitudinal decrement occurs in the surface layer 
of the tape at a distance where the field has reduced to the switching 
fields of the particles in the tape material. In practice, larger fields are 
usually employed to ensure more reliable recording through the coating 
thickness. When faults occur in the tape coating, in the form of coating 
modules or foreign particles, the tape is momentarily separated from the 
recording head and a ‘‘dropout” of information occurs. To minimize 
the effect of dropouts, large recording fields are used and resolution is 
sacrificed for increased reliability. Present high-density data recording 
on oxide-powder tapes is in the range of 1,500 to 2,000 flux reversals per 
inch. By using thin metallic coatings with high coercive force, extension 
up to 10,000 reversals per inch is envisaged for the future. Correspond- 
ing improvements in the resolution of the reproducing heads is required, 
and this may be achieved by the use of narrow head gaps and electronic- 
pulse slimming filters. 

Analog Recording. It is possible to extend the NRZ recording system 
to analog recording where amplitude linearity between the original and 
reproduced signals is required. This has been achieved by pulse coding 
the recording signal so that the width of the recorded pulses is controlled 
by the recording signal. Another system for analog recording with a 
tape-saturating signal is to frequency-modulate a high-frequency carrier, 
which is then recorded. However, by far the most economical system 
for analog recording uses direct recording of the signal, in which the 
amplitude and frequency of the signal are linearly recorded as changes of 
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magnetization amplitude and wavelength on the tape. A high-frequency 
ac-bias signal is added to the recording signal to achieve amplitude linear- 
ity. The resulting tape-magnetization process is rather complicated and 
has been described by numerous models. Fundamentally, the recording 
process with ac bias is a modification of ideal or anhysteretic magneti- 
zation, in which an alternating field, sufficient to saturate the material, 
is applied together with a constant field. On slowly reducing the alter- 
nating field to zero the magnetization achieved is approximately pro- 
portional to the de field for magnetization levels up to about half the 
saturation level. 

Anhysteretic Magnetization Process. The linearization of the nonlinear 
remanent magnetization curve J, versus H, achieved in the anhysteretic 
magnetization process, is shown in Fig. 12-33 for oriented iron oxide— 
powder tape. For ac fields greater than 500 Oe a limiting condition is 
reached and the characteristic curve is obtained. In ac-bias recording, 
the anhysteretic magnetization process is modified, since the de field (the 
recording signal) acting on a tape element reduces in amplitude at the 
same rate as the ac-bias field, as the element traverses the recording-head 
gap zone. This has little effect on the anhysteretic magnetization curves 
of Fig. 12-33 until the maximum ac field exceeds the coercive force. 
Then, instead of repeating the characteristic curve for large ac fields, 
the slope of the curve is reduced but keeps the same general shape. This 
is easily understood since the final magnetization of the particles is deter- 
mined by the amplitude and direction of the dc field when the total field 
has reduced to the particle switching field Hj. In anhysteretic mag- 
netization this condition is always the same, providing the maximum 
ac field exceeds the particle switching field. However, in the modified 
magnetization process, the de field occurring when H,, + Hae = H,, will 
be reduced as the maximum ac field increases. Thus, for recording con- 
ditions the initial anhysteretic susceptibility (or the recording sensitivity) 
has a maximum value for a maximum ac field approximately equal to 
the particle switching field. This corresponds to an optimum ac-bias 
amplitude. 

It is observed that the general shape of the anhysteretic magnetization 
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curve is similar for most hard magnetic materials. This shape reflects 
the distribution of internal fields acting on the particles. Whether or not 
a particle gets magnetized in the direction of an applied de field during 
anhysteretic magnetization depends on whether Hg, exceeds the local 
internal field because of the magnetization of the neighboring particles. 
Essentially these local internal fields will be randomly directed through- 
out the material and will have an amplitude distribution which deter- 
mines the shape of the anhysteretic magnetization curve. Locally, the 
magnitude and direction of the internal field will depend on the packing 
density of the particles and their magnetization directions. Conse- 
quently, if the magnetization direction of one particle is changed by an 
external field, the local field in its vicinity will also change and the effec- 
tive switching fields of neighboring particles will be modified. One can 
see that the anhysteretic magnetization process does not then depend on 
the intrinsic particle switching fields; it depends on the internal fields and 
their effects on the particle switching fields. Owing to the angular 
dependence of these effects, somewhat higher susceptibility and linearity 
of the anhysteretic curve are obtained when the magnetizing fields are 
applied in the direction of orientation of the elongated particles, and this 
is the condition obtained in analog recording. 

Practical Conditions. The recording process takes place in applied fields 
from a recording head having a distribution as shown in Fig. 12-30. This 
is more complicated than the modified anhysteretic magnetization process 
described above, since the magnetic coating, at different distances from 
the head, is subjected to fields of different amplitudes and directions. 
In addition, the recording field is somewhat modified by the fields from 
adjacent tape elements which have just been recorded. The net effect is 
that the actual recording process leads to a more linear characteristic 
than the modified anhysteretic magnetization curve. As the magnetic 
coating becomes relatively thicker, the long-wavelength recording sensi- 
tivity increases up to a point if the ac-bias amplitude is increased to give 
maximum sensitivity. Eventually, however, a limit is reached since a 
decrease of the magnetization of the surface layers in contact with the 
head occurs because of excessive ac-bias amplitude. In fact, examination 
of the recorded magnetization in large scale models indicates that very 
low magnetization levels are achieved in the surface layers. This is due 
in part to the low sensitivity to perpendicular fields of the longitudinally 
oriented tape and also to reduction of the recording field by fields from 
adjacent recorded zones. 

In attempting to determine the optimum dimensions of the head gap 


and tape thickness, for broadband linear recording with ac bias, it is. 


instructive to redraw the head field distribution in Fig. 12-380 as con- 
tours of constant field amplitude, as shown in Fig. 12-34. As has been 
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explained, ac-bias recording takes place when the total applied field 
H.. + Ha, falls to a value equal to the particle switching fields. Due to 
variations in these particle switching fields, amounting to about 0.25H, 
for typical oxide powders, recording will take place over the finite region 
in which the applied fields fall into this range. Recording regions cor- 
responding to three different amplitudes of applied field are shown as 
shaded zones in Fig. 12-34a and b. In Fig. 12-34a the zones correspond 
to the resultant applied field, and it is seen that the narrowest longitudinal 
recording region, giving highest short-wave length resolution, occurs 
for zone 1 where the field is not sufficient to magnetize the whole coating. 
This leads to nonoptimum recording to the long wavelength since the 
whole coating thickness can contribute to the long-wavelength output. 
Owing to separation losses in reproduction, only the surface layers con- 
tribute to the short-wavelength output, and remote layers are useless 
even if they could be recorded at short wavelengths. As can be seen, 
however, from Fig. 12-34a, if the bias amplitude is increased so that the 
whole of the coating is magnetized (zone 2), then the recording zone 
widens and the resolution of the recording deteriorates. If it were pos- 
sible to produce a head in which the perpendicular field was attenuated, 
or a tape which was insensitive to this component, then the recording 
zone at the tape surface would not extend. This is illustrated in Fig. 
12-34b where only the longitudinal component of the constant field con- 
tours is plotted. In practice, the short-wavelength recording resolution 
reduces so sharply with separation from the head gap that for a recorded 
wavelength of 2 um, the loss caused by a 0.1-um surface roughness on the 
tape is about 50 percent. 

For the example shown in Fig. 12-34a and 6, the recording-head gap 


FIG 12-34 Constant recording- 
head field contours: (a) wide gap, 
resultant field; (b) wide gap, 
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resultant field. 
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FIG 12-35 Schematic of repro- 
duction process from a recorded 
tape. 


length is twice the coating thickness. By using a narrow gap, as shown 
in Fig. 12-34c, correspondingly narrower recording zones are possible. 
However, because of the increased field decrement in the perpendicular 
direction, indicated by the small penetration of zone 1, the overall resolu- 
tion is not improved if the field is increased to magnetize the whole tape 
as shown by zone 2. In practice, moderately narrow gaps are used to 
favor the recording resolution of short wavelengths. Thin coatings are 
also sought for the same reason. As the resolution requirements increase, 
the mechanical perfection of the gaps and of the head and tape surfaces 
becomes the limiting factor. Other losses can occur in the recording 
head itself, and thin metallic laminations or dense ferrites are used for the 
head core material to minimize the eddy current losses at the bias fre- 
quency. This frequency must be high enough to avoid any intermodula- 
tion with the signal and also to obtain anhysteretic magnetization 
conditions. 

The Reproducing Process. A number of techniques are presently avail- 
able for reproducing a magnetic recording. However, best transducing 
performance at moderate cost is obtained in an electromagnetic head 
with a high-permeability core. The essentials of the tape-reproducing 
function are shown schematically in Fig. 12-35. The low-reluctance 
core, having highly polished magnetic pole pieces in contact with the 
tape, shunts the flux external to the recorded tape through the desirable 
path C linking the head windings W. A small fraction of the flux closes 
through the useless paths a on the remote side of the tape and b between 
the head and the tape. If the recorded wavelength exceeds the length 
of the pole pieces in contact with the tape, a further loss occurs owing 
to flux not linking the core, and in the case of infinite recorded wave- 
length, the reproduced output falls to zero. The head will of course also 
deliver zero output if the frequency of a recording is reduced to zero by 
reducing the tape speed to zero. Under the normal reproducing con- 
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ditions shown in Fig. 12-35, most of the magnetic flux entering the head 
core from the tape takes the desirable low-reluctance path C consisting 
of the core reluctance R, and the back gap reluctance R,;. However, 
the head gap provides a shunting reluctance R,-, which may be low when 
the gap length is made very short to reproduce short recorded wave- 
lengths. The fraction of the head core flux taking the desirable path C 
is given by 


Be = Re (12-6-2) 
® R. + Ry + R; 
For high efficiency in the reproducing head, the gap reluctance is usually 
kept high by use of a very small gap depth, the disadvantage being the 
reduction in head life due to wear of the pole pieces. ‘The core reluc- 
tance should be as small as possible, and high-permeability nickel-iron 
laminations are used for heads operating at relatively low frequencies. 
For video and pulse recording, however, the frequency losses in metal 
laminations are excessive, and ferrite heads are superior. Other prac- 
tical reproduction losses associated with the head geometry arise when 
the pole-piece length is of the same order as the recorded wavelength 
and when the head gap either is not straight or is misaligned with the 
recording. 
Reproduction of Analog Recording. The general technique used to 
calculate the reproducing-head flux due to a sinusoidal recording is to 
assume that since the reproducing process is essentially a linear one, the 
contribution of any tape element is proportional to the product of the 
magnetization of that element and the field which the head would pro- 
duce at the element. In other words, a reciprocal relationship occurs, 
and the field distribution in the gap region may be looked upon as a 
measure of the spatial sensitivity of the head to the magnetization in the 
gap region. Integrating the contribution of all elements through the 
tape thickness and along the tape length yields the total head core flux ® 
as shown in Eq. (12-6-1). For a finite gap length g’, a tape thickness c, 
and a sinusoidal recorded magnetization J, of wavelength, 


2 
®, = 4rcIecmaxy ABC cos a (12-6-3) 


where v is the tape velocity and A, B, and C are reproduction loss factors. 
Were it not for these losses, the reproducing-head voltage would be 
inversely proportional to the recorded wavelength; however, all three 
factors reduce the short-wavelength response. 
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Factor A { = [1 — exp(—22c/))]/(2re/ r)} is called the thickness loss and 
refers to the attenuation of the reproducing-head flux compared with 
that obtained when the recorded wavelength is long with respect to the 
coating thickness. 

Factor B [= exp (—2ma/d)] also produces a monotonic decrease of the 
reproducing-head flux as the recorded wavelength is decreased. Here a 
is the head-to-tape spacing. 

Factor C (= [sin (ng’/n)/(rg'/¥)] {15 — 4(0/9')1/14 — 4(0/9')41}) is a 
more complicated expression which accounts for interference effects in the 
gap region. As the recorded wavelength becomes shorter and approaches 
the gap length, destructive interference between oppositely magnetized 
elements of tape occurs with regard to their contributions to the head core 
flux. This leads to a series of minima in the core flux on further reducing 
the wavelength. Thus, in order to obtain a continuous wavelength 
response, it is necessary to use a sufficiently narrow gap so that the first 
minimum occurs outside the wavelength range of interest. 

It is found that the calculated reproduction function of Eq. (12-6-3) 
agrees well with experimental results. It is also apparent that the losses 
occurring in recording with separation from the recording head are less 
severe than the reproduction losses described above. Some idea of the 
reproducing-head flux reduction due to separation loss for recorded ele- 
ments inside the tape coating is obtained from the example that 75 per- 
cent of the output at the present limit of broadband recording is due to a 
coating thickness of only 0.37 um. The importance of a smooth surface 
for the tape and heads is clearly shown. 

Reproduction of Pulse Recording. In the process of reproducing the 
sharp tape-magnetization reversals that occur in pulse recordings, the 
objective is to obtain an output voltage spike having the smallest possible 
time spread. However, in practice the output pulse is widened by 
spreading of the magnetization transition of the recording and by the 
finite extent of the reproducing-head sensitivity function. In addition, 
interference from adjacent pulses causes the voltage spike to be shifted 
in time, which leads to possible errors in detecting the presence or absence 
of output signals. Normally, the outputs of a multitrack recording are 
sensed at a time specified by a separate timing track, and output pulses 
between 100 and 50 percent of maximum are counted as evidence of a 
recorded 1. In contrast to analog recording, it is not necessary to main- 
tain linearity in the reproducing process, and the reproducing-head volt- 
age pulses are often narrowed electronically to minimize interference 
effects; this is achieved by the use of filters which compensate for the 
low-pass filtering effects of the reproducing process. 

Applying the reciprocity equation (12-6-1) to a recorded step function 
which is reproduced with a narrow-gap head, the output voltage for 
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infinitesimal coating thickness is given by 


—n db, 
dt 


ez = 


12-6-4 
x? + (a +c)? : 


K Tecmax) In 7? a a? 


where K is a constant. This is in approximate agreement with the 
measured voltage pulses with the use of narrow-gap heads. Taking 
account of a small perpendicular magnetization component and of dis- 
tortion in the recording process leads to the familiar asymmetrical shape 
of the reproduced pulse shown in Fig. 12-32b. Furthermore, taking 
account of a finite coating thickness and an effective head-to-tape 
separation leads to a widening of the reproduced pulse. At present, the 
use of very narrow reproducing-head gap lengths produces little resolution 
improvement since the recorded transitions are spread out by demagne- 
tization effects in the tape. Again, tapes with very thin coatings and 
high ratios of H./I, will approach the ideal step-function recording. 

Noise in Reproduction. Any reproduced signal which is not part of 
the original recorded signal is defined here as noise. First, there are a 
number of unwanted signals arising from imperfections in the tape trans- 
port and in the recording and reproducing transducers; if the tape speed 
is caused to vary, either due to periodic changes in the transport system 
or due to oscillations set up by the friction between the moving 
tape and the stationary heads, undesirable changes in signal occur, which 
are known as “‘wow” and “flutter” respectively. Unwanted noise signals 
may of course be generated by the heads themselves or by the reproducing 
amplifier. However, the most noticeable noise signals usually originate 
in the tape itself. 

When a demagnetized tape is reproduced, background noise may be 
detected. This could be due to insufficient demagnetization of the tape 
by the erasing head or, more fundamentally, to the particulate nature 
of the recording medium. The latter noise source is due to the ran- 
domly oriented, magnetically saturated domains which constitute the 
demagnetized tape. The noise voltage thus produced appears as if it 
were due to a noise magnetization of constant intensity over the whole 
frequency spectrum and is termed white noise. When the tape is mag- 
netized, or becomes recorded with a signal, the noise behind the signal 
increases significantly above the background noise level. This is called 
modulation noise and may be 15 dB above the background noise level. 
It is caused by imperfections in the coating, such as surface asperities, 
as well as voids and agglomerations in the coating. Finally, unwanted 
signals can also be obtained from an effect known as print-through, which 


416 Electronic Measurements and Instrumentation 


occurs in a wound recorded reel of tape. During storage of a recorded 
tape, the magnetic fields of the recording penetrate the adjacent layers 
of tape in the reel and can sometimes produce a low-level print or record- 
ing which is detectable on reproduction. It is found that this undesirable 
effect increases with temperature and with the presence of small external 
fields. The single-domain particles of the recording medium have a 
distribution of shapes and sizes, and it is known that as the volume of 
such particles decreases, the relaxation times for magnetization change 
are reduced. In this case, the probability of magnetization in a small 
external field is increased, and the printed magnetization level is deter- 
mined by the field, the ambient temperature, and the time of exposure. 

Magnetic Recording Tapes. Although early developments in magnetic 
recording were made with flexible metallic tapes and wires as the record- 
ing media, the most successful type of recording medium for the last 
20 years has consisted of a single thin magnetic coating on a flexible 
plastic tape. Typically, the plastic tape base is polyvinyl chloride (PVC) 
or polyethylene terephthalate, for example, mylar. Mylar tape is the 
preferred base material: it has inherent flexibility and immunity to 
humidity variations and is highly resistant to stretching and tearing. 
Furthermore, it can be manufactured with a minimum of surface defects 
which could cause corresponding defects (dropouts) in the magnetic coat- 
ing. Almost universally the magnetic coating consists of a dispersion of 
very small particles of iron oxide yFe.O; in a plastic binder. Typical 
tape dimensions are a width of 0.25 or 0.5 in. and thickness of 0.001 to 
0.0005 in. The iron oxide particles are normally needle shaped, about 
0.6 um long and 0.1 um in diameter; they occupy about 50 percent of the 
coating volume and are oriented with their long axes along the length of 
the tape. With a continuing emphasis on achieving higher recording 
densities, the surface smoothness of the coating and its ability to con- 
form closely to the head contours become limiting factors. There is 
also a resolution advantage to be gained by using even thinner magnetic 
layers, and to a large extent, the reduction of magnetic material is offset 
by a higher intrinsic remanent magnetization in the layer. Conse- 
quently, higher coercive forces are required to avoid short-wavelength 
losses caused by self-demagnetization effects. Because of these require- 
ments there has been a return to considering the advantages of metallic 
magnetic media. However, the metallic tapes now under development 
consist of a thin metallic layer deposited onto the plastic base material; 
in this way the physical and magnetic properties of the resulting tape 
are both optimum. 

Magnetic Materials for Tape. From the consideration of the recording, 
reproducing, and storage conditions, it is evident that a highly nonlinear 
remanent magnetization is required, giving a low sensitivity to small 
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external fields. On the other hand, once the applied field magnitude 
reaches the irreversible magnetization threshold, a high-slope remanent 
magnetization is required for high recording sensitivity. An array of 
identical single-domain particles could fulfill these requirements. For 
instance, the switching field of a needle-shaped single-domain particle 
can be controlled by its shape if the switching fields because of other 
characteristics, such as crystal and strain anisotropy, are small. In this 
case, the preferred magnetization direction is along the length of the 
particle. When a field is applied opposite to the magnetization direc- 
tion, no magnetization change occurs while the energy due to the applied 
field is less than the energy required to rotate the magnetization in the 
hard direction. When these energies are equal, the magnetization rotates 
completely in the field direction; thus, needle-shaped particles can yield 
the desired nonlinear magnetization characteristics. Crystal and strain 
energies may also be controlled to yield similar characteristics, but owing 
to thermal fluctuations the critical fields for switching are normally less 
stable than the shape-anisotropy-controlled particles. 

In selecting a suitable material for shape-anisotropy-controlled single- 
domain particles, attention is paid to the size of range over which single- 
domain behavior exists. Outside this range, multidomain and super- 
paramagnetic properties are obtained which reduce the magnetization 
stability. When the chosen particles are mixed with the plastic binder 
and spread onto the plastic base material, the aim is to produce complete 
orientation of the particles so that a recording field can be applied along 
their long axes to obtain the same- magnetization characteristic in all 
particles. It is also desirable to produce a uniform dispersion so that 
the internal fields between particles have a low dispersion and so that 
noise due to particle clumping is minimized. The extent to which practi- 
cal particle dispersions fulfill the above requirement is shown in Fig. 
12-36; the needle-shaped iron oxide particles, yFe2Os, are typical of 
present-day tape-recording media. The saturation magnetization J, of 
such a tape is about 160 G, and I,/I, = 0.75 for practical oriented tapes. 
The coercive force H. = 250 Oe has a magnitude corresponding to an 
incoherent magnetization rotation process. Hysteresis loops and anhys- 
teretic-magnetization curves in the direction of particle orientation are 
shown for this material in Figs. 12-31 and 12-33 respectively. Other 
oxide powders tried in the past for magnetic tapes include small parti- 
cles of cobalt-doped iron oxide in which erystal anisotropy dominates. 
Higher coercivities are thereby obtained which reduce the tendency to 
self-demagnetization at short wavelengths. However, the large temper- 
ature variation of crystal anisotropy produced poor storage stability in 
this material. 

Needle-shaped metal powders, on the other hand, do appear at first 
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sight to offer good tape material characteristics. The single-domain size 
is very small (0.04-um length), promising low noise. Tape saturation 
magnetization and coercivity, on the other hand, are high compared with 
the oxides; for instance, for iron particles, J, = 680 G and H e = 850 Oe. 
Thus, high-output tapes are possible or, alternatively, very thin layers 
may be used. Unfortunately, the latter advantage cannot be fully 
realized, since coating techniques cannot produce satisfactory layers less 
than 2 ym thick. Compared with oxides, self-demagnetization effects 
will not be reduced in iron particles having the above properties. How- 
ever, higher coercivities have been obtained in cobalt particles where 
coherent magnetization rotation processes have been observed. Alloy 
particles of iron-cobalt and cobalt-nickel also show somewhat similar 
properties indicating at least a threefold increase in remanent magnetiza- 
tion compared with oxide powders. 

Another approach to the manufacture of very thin metallic magnetic- 
layer tapes has been attempted by using electrodeposition or electrodeless 
deposition of the material onto the plastic base material. In this method 
the inherent advantage of coating dispersions is lost ; that is to say, there 
is less room for manufacturing error, since no averaging out of variations 
in magnetic properties can take place. Such layers of cobalt-nickel- 
phosphorus (Co-Ni-P) have been used for a number of years on magnetic 
drums and are now successfully deposited onto a mylar base. By using 
very thin layers of Co-Ni-P or Co-P (say, 0.2 um), the flexible properties 
of the mylar are not impaired and recording advantages are obtained. 
All the coating thickness contributes to the reproducing-head signal even 
for the shortest wavelengths. Also, self-demagnetization and adjacent- 


bit-demagnetization effects are reduced for such thin layers. The loss in 
output due to the use of thin metal films is largely offset by the high 
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intensity of magnetization, I, = 900 G, and by the reduced losses 
described. It thus appears that thin-metallic-film tapes have the poten- 
tial to replace oxide tapes providing an adequate degree of quality con- 
trol can be maintained in their production. 
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LL SS 


All the instruments and measurement techniques described in other 
chapters are used from time to time on amplifiers, but it is desirable to 
study amplifier characteristics further. Enough theory and design con- 
siderations will be given in this chapter to clarify the various measure- 
ments treated. For a fuller treatment of amplifier calculations the reader 
is directed to a good text [1, 2]. Familiarity with Chap. 2 is assumed. 

As stated in Chap. 7, amplifiers serve (1) to increase the power avail- 
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able in an electrical signal, (2) to amplify voltage or current levels where 
power per se is not of great concern, (3) to limit automatically the voltage 
or current that can be delivered to a load, (4) to provide a prescribed 
transfer function, either linear or nonlinear, between a source and a load, 
(5) to provide the desired load impedance on a source or the desired 
source impedance for a load, and (6) to attenuate or reject the common- 
mode component of voltage on a pair of conductors (the common-mode 
voltage is the average of the voltages on the two conductors at each 
instant with respect to ground or some designated reference potential). 


13-1 Transfer Gain and Transfer Function 


In this chapter, the transfer gain of an amplifier is defined as the ratio 
of an output quantity to an input quantity. Gain can be expressed as a 
ratio of amplitudes or as a ratio of amplitudes with associated phase 
differences, and both amplitude and phase difference are generally func- 
tions of frequency. When the ratio of output to input is expressed as a 
function of the complex frequency s, the ratio is known as the transfer 
function. 

Both the input and the output variables in an amplifier can be con- 
sidered either voltage or current. This leads to four possible gain 
ratios: voltage gain, current gain, transconductance, and transimped- 
ance. Refer to Fig. 13-1 for the basic circuits of an amplifier with 
Thevenin and Norton equivalents for the signal source. Regardless 
of how gain is defined for these circuits, it is usually desired that the 
gain be insensitive to changes in Z,, Zz, and environmental conditions. 
For instance, if the amplifier is used for voltage gain E2/E,, it is desir- 
able that Z;>> Z, and Z. «Zz to keep changes in these impedances 


FIG 13-1 Operational shunt feedback. 


from affecting the gain ratio. The desired impedance relationships are 
achieved by amplifier design, often through the use of feedback. 

Other desired impedance relationships are shown in Table 13-1, along 
with the suggested network parameter for analysis [1]. 

When the chosen transfer gain needs to be insensitive to internal param- 
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TABLE 13-1 Impedance Measurements with Amplifiers 


Convenient 
Preferred | Preferred | parameters for 
Transfer gain Zin Zo analysis 
Voltage gain E,/E,............... >|Z,| <|Z1| h 
Current gain I,/I,................ <|Z,| >|Z1} g 
Transconductance J,/H,........... >|Z,| >|Z1| z 
Transimpedance E,/I,............ «|Z. «|Z1| y 


eter variations as well as source and load terminations, a suitable type 
of feedback is employed. For each of the four kinds of gain in Table 13-1 
there is a feedback arrangement which will shift input and output imped- 
ances in the desired directions and desensitize the amplifier to internal 
parameter variations. 

Consider, for example, the operational (or shunt) type of feedback, 
Fig. 13-la. The amplifier voltage gain is inverting and over a range of 
frequencies E,/E, ~ —Z;/Z,. Here we have just expressed a voltage 
gain, which is commonly done. 

Considerable insight can be gained, however, by viewing the amplifier 
as providing a transimpedance rather than a voltage gain. The voltage- 
inverting amplifier, Fig. 13-1a, combined with the shunt impedance Z, 
can be viewed as forming a new amplifier which has very low input and 
output impedances. The y parameters of this new amplifier can be deter- 
mined by adding term by term the parameters of the original amplifier 
to the y parameters of the shunt impedance. For this reason and for 
simplicity in discussing the ratio Ez/I,, the y parameters are convenient 
for this particular viewpoint. The transfer function E,/J, is insensitive 
to load and source variations, while E,/H, is quite sensitive to source 
variations. 

One of the reasons for making loop gain measurements on amplifiers 
(in addition to shaping frequency response for stability) is that loop 
gain is closely related to sensitivities. If a transfer gain is denoted by 


a symbol T, the sensitivity of T with respect to a parameter k (denoted 
S;7) is defined by 


dT /T 
ty ae ra -j- 
Si dk/k (13-1-1) 


The sensitivity of T to k is the fractional change in JT divided by the 
fractional change in k (which caused the change in T), with all fractional 
changes considered infinitesimally small. 
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For the case of 


Et — Ya 
ee en 13-1-2 
I, (yaa “{- Y,) (Yo2 + Yr) — Yroyor ( ) 

1 
Gaels — 13-1-3 
— L — yrsyor/[(yrr + Ys) (yor + Yx)] ( ) 


The loop gain of concern here (it is possible to define various loop gains) is 
yr2ye1/[(ys1 + Ys)(y22 + Yx)]. For those who prefer to discuss amplifiers 
in terms of K and B, we can set E,/I, = K/(1 — 8K) and 


1 
Et/Is = 
Sip 1 pa BK 


by identifying 


— Ya 


K=->-----— > h 
(yar + Y.) (Yoo + Yz) ee 


and 8 = —y.. mho. As a practical matter most laboratory equipment 
measures voltages, and so 6K would be measured as a voltage ratio. Fig- 
ure 13-2 shows how a floating voltage source, such as the secondary of a 
shielded transformer, can be inserted into the feedback loop to enable 
one to measure loop gain. Here, if |Y;| <« |Yz + amplifier Y22|, then 


Ey, — Ke = Yr2Yo1 
E, (yu + Ys)(yo2 + Yr) 


Regardless of what feedback arrangement is used to produce gain 
stability and the various impedance relationships shown in Table 13-1, 


(13-1-4) 


ia 
ar, 
sco 
aT 
| 


FIG 13-2 Circuit for measurement 
of loop gain in an amplifier with shunt 


feedback. 


it is usually convenient to express loop gain in a manner that allows it 
to be found with voltage measurements rather than current measure- 
ments, although current can sometimes be measured in conductors by 
means of clip-on current instruments. 
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13-2 Steady-state Gain and Phase Measurement in Amplifiers 


While the emphasis in this section is on amplifier measurement, the 
techniques are also applicable to passive transmission networks. Linear- 
ity is assumed in the amplifiers or networks. In other words, the output 
signal E,(jw), the input signal E;(jw), and the ratio of the two signals 
have specific values of amplitude and phase angle at any given w. In 
consistency with the whole chapter, it will be understood that signals 
are functions of jw, and the (jw) will be dropped from the text symbols. 

Figure 13-3 shows the most direct way to measure the amplitude and 
phase of the gain ratio. The signal source is adjusted to the desired 
frequency and amplitude, and then the phase meter and the two ac volt- 
meters are read. The voltage gain is calculated as 


|E.| 
Ej [bo — ¢ (13-2-1) 
where $, — ¢; is the difference between output and input phase angles. 

The phase meter can be either a digital or an analog instrument. 
Chapter 6 discusses digital phase meters, and analog phase meters mea- 
sure the ratio of the interval between zero crossings of two signals to the 
period of one cycle of the test frequency. See p. 25 for general treatment 
of phase detectors. 

When the components of the test arrangement in Fig. 13-3 are com- 
bined into a single instrument, it is called a network analyzer. The one 
shown in Fig. 13-3 would be considered an elementary analyzer; it is 
limited in accuracy by the frequency responses of both the voltmeters and 
the phase meter. 

A more accurate and versatile network analyzer is shown in F ig. 13-4. 
It has two prominent features. First, the test signal is heterodyned 
to a constant frequency Aw at the mixer output before it is measured, 
regardless of the frequency at which the amplifier or network is being 
tested. Second, the input signal is heterodyned and filtered identically 
before it is used as a reference. 


Amplifier 


under test 


Voltmeter 
source 


FIG 13-3 Direct method for measurement of complex gain. 
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Amplifier under 
test 


Signal 
source 


FIG 13-4 Dual-channel network analyzer. 


In Fig. 13-4, the network to be tested is inserted in channel 1, and 
channel 2 is bridged with a short cable. Both channels are fed into high- 
impedance frequency converters or mixers. A third generator, offset 
by a constant frequency from the other two, provides the switching 
signal for both mixers. The identical bandpass filters at the outputs 
of the mixers select only the difference frequency signals, in which are 
preserved both the phase and the amplitude of the mixer input signals. 
Now, if the channels are identical, the input voltage to mixer 2 is a 
duplicate of that applied to the network in channel 1. Hence the com- 
plex ratio E,/E: is the desired voltage-gain transfer function. 

It is usually not necessary to measure the voltage ratio |H,|/|H2|, since 
if FE, is constant, |E.| is also constant and thus the magnitude of K is 
proportional to |F;|. 

For good accuracy, it is desirable that the two channels be as nearly 
identical as possible. If small differences exist that are constant, they 
can be kept from affecting the accuracy by means of a calibration tech- 
nique. In other words, the output voltages and phase difference are 
noted (and perhaps adjusted) with the network under test replaced by a 
short length of transmission line. 

Amplifiers with Feedback. The above remarks apply, of course, to 
amplifier circuits, which are treated as linear networks. However, ampli- 
fier circuits often include the special consideration of feedback, which 
makes the network analyzer a very valuable tool for design analysis 
and modification. The relation between open- and closed-loop character- 
istics is well understood in amplifiers partly because of work in the 
field of feedback control systems. The designer of feedback amplifiers 
often makes more use of experimentally determined characteristics than 
his counterpart working with control systems. There are several related 
reasons for this: 

1. Operating frequencies in amplifiers are often much higher, and cir- 
cuit parameters are more difficult to determine analytically to the required 
degree of precision. 
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2. Stray and parasitic elements become important at these higher 
frequencies. 

3. Signal transit time through an amplifier results in considerable phase 
shift at high frequencies. 

When operating with large signals, both feedback amplifiers and con- 
trol systems sometimes exhibit a variation in gain over the signal dynamic 
range, a variation caused, for instance, by the change of grid-plate 
transconductance as the plate current varies in a vacuum tube. This 
may result in instability over a portion of the signal waveform. A net- 
work analyzer, used to define the incremental gain and phase as the sys- 
tem is exercised over its dynamic range, is a very useful aid in determining 
the required compensation. 

It is worthwhile noting that reason 3 above is often responsible for 
unexpected closed-loop characteristics. The designer expects that the 
gain-versus-frequency function of the open loop—obtained with the use 
of a swept-frequency generator, or point by point—will accurately predict 
the closed-loop performance. This is usually the case in simple control 
systems, for they are usually minimum-phase networks with phase shift 
established uniquely by the gain characteristic. 

However, the excess phase resulting from transit time or nonminimum 
phase conditions may render the closed-loop performance unstable or 
unacceptably peaked. A network analyzer, which measures both gain and 
phase components of the open-loop characteristic, enables the designer to 
determine accurately the closed-loop performance. 

Bode Plots. Network analyzers are available that provide a swept- 
frequency source and outputs proportional to the phase and log amplitude 
-of the network transfer function. Such network analyzers are easily 
used for making Bode plots [3] automatically. An oscilloscope or zy 
recorder is used as the display device. 

To measure the phase and gain margins, the network analyzer is first 
calibrated with a cable in place of the amplifier network. This estab- 
lishes reference levels for both phase and gain. The amplifier is then 
connected and its characteristic curve plotted. The required stability 
margins can be read directly from the plot. 

Figure 13-5 shows the Bode plot of the open-loop response of an experi- 
mental 10-MHz video amplifier with total feedback. In this case, the 
engineer had a particular amplifier on hand and wished to achieve high 
input impedance, low output impedance, high power gain, and good 
gain stability by feeding all the output back in series with the input. The 
resulting voltage gain of approximately unity was acceptable. Originally 
there were two negative real poles at 1 MHz and a single negative pole 
at 100 MHz. The designer inserted a lead-lag correction network with a 
real axis zero and pole at —4 and —20 MHz, respectively. The gain 


. 
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FIG 13-5 Bode plot of an experimental amplifier. 


and phase margins achieved thereby are satisfactory. However, the 
existence of a 10-nsec transport lag, discovered by means of a network 
analyzer, reduces both margins to unacceptable levels. Naturally, such 
degradation of the closed-loop response is not evident from the amplitude 
plot alone. 

Nichols Plots [4]. While a Bode plot of the open-loop characteristic 
gives much insight into closed-loop behavior, it has the disadvantage of 
not providing direct quantitative data about the closed-loop response. 
A Nichols plot overcomes this limitation. By using a network analyzer 
to generate data for a Nichols plot of an open-loop response, the designer 
can adjust circuit parameters and immediately observe the effect on the 
closed-loop response. 

A Nichols chart (Fig. 13-6) is an zy graph with phase shift as abscissa 
and log of gain as ordinate. Superimposed on the graph are two sets of 
loci: One set represents various values of closed-loop gain; the other, 
values of closed-loop phase shift. When the open-loop characteristics of 
an amplifier are plotted on such a graph, with frequency as a parameter, 
intersections with the constant gain and phase loci indicate the closed- 
loop behavior. 

A Nichols plot of the amplifier with the Bode plot of Fig. 13-5 is repro- 
duced in Fig. 13-6. The solid trace represents the compensated loop, 
while the dotted trace includes the effect of a 10-nsec transport lag. 
Notice that the actual closed-loop performance can be read from the 
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FIG 13-6 The Nichols chart. 
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chart: 1.6 dB peaking at 6 MHz. Likewise, with the transport lag 
included, the closed-loop response peaks about 10 dB at 9 MHz. 
One-port Immittances. Although the network analyzer has been 
described as a transfer measuring device, it is easy to adapt it to mea- 
sure input and output characteristics of an amplifier (or of any linear 
one-port device). A common technique is to convert the variable- 
frequency generator into a constant-current source (for impedance mea- 
surement) or a constant-voltage source (for admittance measurements) 
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Network under 


FIG 13-7 Two-terminal impedance measurement. 


to drive the network under test. The analyzer then measures the com- 
plex voltage (or current) response, which is proportional to the impedance 
(or admittance) of the one-port network. 

Figure 13-7 shows the implementation of this technique, with a dual- 
channel network analyzer to measure impedance. As before, it is not 
necessary to measure the voltage ratio |H,|/|H.| if constant-current gen- 
erators are used, since || will be constant. Calibration of this complex 
ohmmeter is readily achieved by inserting a known resistance in place of 
the network under test in channel 1. 


13-3 Gain Measurement with Extreme Accuracy 


The instruments and procedures described in the preceding section are 
suitable when gain measurement with an error not lower than about 
0.1 percent is acceptable. Some systems require amplifiers with lower 
gain errors than 0.1 percent, however, and special techniques must be 
used to measure gain with such accuracy. A case is described below 
where it was desired to measure the voltage gain of a noninverting ampli- 
fier with accuracies to 0.01 percent over a 100-kHz range. 

Figure 13-8 is a diagram of the scheme that was used. The simple 
phase shifter is variable over only a few electrical degrees, and it can be 


Precision 
oscilla tor 


Guard 
shield 


Accurate 
divider FIG 13-8 Arrangement to mea- 


sure gain accurately. 


Phase 
shifter 
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switched to either side of the null detector, depending upon the sense of 
the amplifier phase error. To use this setup, the resistive divider and 
phase shifter are adjusted until a null is obtained to the desired sensi- 
tivity. The resistive divider is then removed, and its ratio is measured 
with de. This ratio equals the gain (except for a phase-shifter correc- 
tion). The frequency range is limited primarily by the frequency 
response of the resistive divider, since it is not pure resistance. The 
method works best when the phase shift required for a null is very small. 
This is usually the case if the amplifier gain is very accurate and the 
divider frequency response is good enough to check it. Table 13-2 tab- 
ulates amplitude corrections to be made for various amounts of phase 
shift. The amplitude at the output of the phase shifter (across the 
capacitor) is slightly less than at its input. 

Note that neither side of the null detector can be grounded for this 
setup. To achieve freedom from power-line interference and to get the 
required CMR, a battery-operated null detector surrounded by a guard 
box is shown. If the system should be further modified by using an input ~ 
divider between the oscillator and amplifier, a second input divider would 


TABLE 13-2 Amplitude Correction Re- 
quired by Phase-shifting Network Shown in 
Fig. 13-8} 


Angle, deg. Correction, % 


10 . 5192247 
9 2311659 
973193 
7453848 
5478 
3805 
2436 
1370 
0609 
0152 
.01234 
.00975 
00746 
00548 
00381 

. 00244 

. 00137 
.00061 
.000152 


BE NWRAAWOO 


+ Phase-shifter output is less than its 
input by the amount stated. 
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then be added to drive the guard box separately. Since no input divider 
has been shown, the guard box is correctly driven. 

Even better accuracy than cited above can be obtained over a narrow 
frequency range by substituting a suitable inductive divider for the resis- 
tive one. Inductive dividers are available that give a direct readout of 
ratio, and accuracies to 0.0001 percent are possible. 

In all cases above, it is assumed that the distortion of the amplifier is 
very low. Otherwise a sharp null could not be obtained, at least not 
with a broadband null detector. 


13-4 Common-mode Rejection and Input Balance 


The signal in a network that one wishes to measure is frequently com- 
bined in some way with an offending signal, and the problem is to mea- 
sure the first in the presence of the other. Sometimes the offending sig- 
nal is simply superimposed upon, or added to, the desired signal. When 
this series condition exists, separation can only be made by filtering, and 
filtering requires a priori knowledge of the frequency content and time 
relationship of the two signals. Of course, the interfering signal can often 
be reduced or eliminated at its source or by shielding. 

The other kind of interfering signal is called common mode because it is 
common to both input terminals of an amplifier, as in Fig. 13-9. For 


4 

g, | 
4 

Ee 
I 


(a) Unbalanced (6) Balanced 


FIG 13-9 Signal and common-mode inputs to a differential amplifier. 


either the balanced or unbalanced equivalent circuit, 


E, = K.iE; + K.E. (13-4-1) 
where K, is the differential gain of the amplifier, defined as 
Eo 
Kz = E, E. = 0 (13-4-2) 
and K,, the common-mode gain, is 
K, = E. E; =0 (13-4-3) 
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In other words, the differential amplifier is not perfect, and in general, 
a common-mode input signal produces a small but finite output super- 
imposed upon the useful signal. 

The CMR ratio of the amplifier is defined here as 


cor, = %& | (13-4-4) 
Ka 


Stated another way, it is the ratio of the input signal.to the common- 
mode signal that produces equal components of output. This definition 
generally gives CMR, «<1. Expressed in decibels, it gives a fairly large 
negative number. Some other writers have chosen to use Ka/K. as 
CMR, or CMR ratio, but as long as we are consistent here, there should 
be no confusion. A good CMR ratio goes along with a small fraction, 
not a large number. 

For small signals, one can use either a or b of Fig. 13-9 to represent the 
operating conditions. However, when source impedances and amplifier 
input impedances are considered, the equivalent circuit becomes more 
complex, as shown in Fig. 13-10. Here, E, can in general produce differ- 
ential components of signals at the input and output of the amplifier, 
even if CMR, is zero. The CMR ratio that the whole circuit would 
have if CMRy, were zero is called balance. The symbol is CMRz. In 
the figure, Zs1, Zs2, and Z,3 are impedances associated with the signal 
source, and Z;, Z;, and Zz are characteristic of the input to the amplifier. 

Referring to Fig. 13-10, observe that E, actually consists of four com- 
ponents, which arise from the following causes: 

1. The differential gain Naz of the input network and differential gain 
K, of the amplifier, 


Ea Tom = NaKaE; 


2. The differential-to-common-mode gain Nz. of the input network 


FIG 13-10 Circuit to illustrate balance and CMR. 
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and the common-mode gain K, of the amplifier, 
Eos = NaK Li; 


3. The common-mode-to-differential gain N.z of the input circuit and 
the differential gain K, of the amplifier, 


Eos a N aKake 


4. The common-mode gain N,, of the input circuit and the common- 
mode gain K, of the amplifier, 
Fos = NK E: 


Output components 1 and 2 are due to differential input signal, while 
3 and 4 are due to common-mode input. Adding like terms, 


Ne 
Pen (K. gels K.) BE, (13-4-5) 
Nua 
Nec 
Peewe (K. +2 K.) E. (13-4-6) 
cd 


¥ 
Since E.12/E; is the differential gain of the system and Ey34/E, is the 
common-mode gain, the CMR of the whole system is 


1/CMRa4 + Nee/Nea | 
1 + CMRa(Nac/Naa) 
where CMR, = CMR of A = K./Ka, and CMRs = CMR of 
Nea 
Naa 
Equation (13-4-7) shows that CMR is not just the product of CMR, 


and CMRg. Under the condition that A has ideal CMR, that is, 
CMR, — 0, 


CMR = CMR,: CMRg | (13-4-7) 


N= 


CMR = balance = CMR, = (13-4-8) 


dd 


Equation (13-4-7) may be written 


1 + Ao Cn | 
1 + (Nac/Naa)CMRa 


We recall that N../Nea is the ratio of common-mode-to-differential 
output for common-mode input of the input network. Also, Na-/Nag is 
the ratio of common-mode-to-differential output for a differential input. 
Redrawing the input network N from Fig. 13-10, we have Fig. 13-11. 


CMR = CMR; (13-4-9) 
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FIG 13-11 Input network of Fig. 
13-10. 


By definition, 


Nee 7 (£1 + E2)/2]/E. _ Ey + Ep 
Nea (Fy = E.)/E-. 2(Fi = E2) E.=input 
7 Zarl2 + Leeks + 2Z1Z2(Zer + Zee + Zi)/Zi 


a 2(Z2Z3 nas Zs122) 


(13-4-10) 


and 


Nae — (Gi + E2) /2]/E; 2 Ey, + E» 
Naa (Fy =F E.)/E; 2(Ei aa E2) E; =input 
(1 a 2k)Z1Z2 + Z3(Z2 —_ Z1) + (1 = k)ZeiZ2 
= —kZ 221 + 2Z,;Z.[(1 a k)Ze1 kZ oo) /Z; 
= ZnZo(1 — kb) + kZ.2Z1 + Zea(Zi + Ze) + 2122] 
(13-4-11) 


The balance is 


Nea Zaks — 22h 


a oc ee 
Na @abidi + Mati tlallitint+ia, ) 


In a balanced transmission line with matched impedances, 


R 
fn = Za = Za = > . 

and Z; = Ro, where Ro is the characteristic impedance of the line. Also, 
k = 14. Under these conditions, one can use the above equations to 
find that balance is 


_ Nea ss, 2(Z2 st Z1) 
Naa 3(Z1 + Z2) + 4(Z1Z2)/Ro 


(13-4-13) 


Measurements on Audio and Video Amplifiers 495 


If we further assume Z, > Ry K Z2, 


(Z2 — Z1) Ro 
Bal eS -4- 
alance AA (13-4-14) 
In this situation, the CMR of the whole circuit is 
1 + [421Z2/Ro(Z1 — Z2)|CMRa 
CMR = b — ~4. 
\ alance 1 + [BZ(Z, — Z.) Ro/8Z,Z,CMR, (13-4-15) 
For CMRu <1, 
M 
CMR = CMRz ( — nen) 
balance 
= CMRz — 2 CMRa (13-4-16) 
or the balance is 
CMRzs ~ CMR + 2 CMR, (13-4-17) 


Since the output voltage produced by a common-mode input can be 
either inverted or not, CMR and CMR, can have either the same sign or 
different sign, and to emphasize this we write 


Balance = CMR + CMR, (13-4-18) 


under the requirements that CMR, «1 and Ri, Re, R3 K Zi, Ze. 

The relationship between CMR and balance has been shown; Eq. 
(13-4-9) shows the exact expression relating balance and CMR, while 
Eq. (13-4-18) shows the simple approximate relationship for the trans- 
mission-line example. 

Low CMR and balance may be attained by several methods. One of 
these is the use of a transformer. Another method uses the differential 
amplifier with active components. 


13-5 Common-mode Rejection and Balance with Transformer 
Coupling 


Figure 13-12 shows how a shielded transformer is connected between 
a signal source and an amplifier to reduce common-mode output. The 
impedances to ground, Z; and Zz, comprising Ri and C; and Rz and C2, 
consist of insulation resistance and winding capacitance, and the imped- 
ance of these elements can approach 10° © at low frequencies. The Z; 
of the earlier derivations is Zz reflected to the primary in accordance 
with the turns ratio of the transformer. Therefore, in the lower frequency 
range, obtaining good (—80 to —90 dB) CMR and balanee is not difficult. 

However, at higher frequencies, the stray capacitance of the system 


496 Electronic Measurements and Instrumentation 


FIG 13-12 Transformer used to reduce CMR. 


plays a very important role and must be given careful consideration. 
Let Ci and C, represent primary-winding capacitance between the wire 
and the core. The capacitors C3; and C, will effectively modify the values 
of Ci and C, respectively. But C3 does more damage than just adding 
to C; since it couples the common-mode signal E, directly to the output. 

This capacitance alone keeps the common-mode gain E,/E, from being 
reduced much below Z,/(Zz + 1/jwCs). However, if a good grounded 
electrostatic shield is interposed between the primary and secondary 
windings, C; can be reduced almost to zero. Also, transformers can be 
wound in sections and interconnected in a manner that makes the equiv- 
alent values of Ci and C2 almost equal, and this gives good balance over 
a wide range of frequencies. 

The use of a transformer limits the frequency response, although oper- 
ation over a frequency range of three decades with errors of less than 
46 dB is readily attainable. One very important advantage of a trans- 
former is the large common-mode voltage capability, often in the neigh- 
borhood of several hundred rms volts. 


13-6 Differential Amplifiers with Low CMR and Balance Ratios 


Obtaining good CMR and balance with differential amplifier tech- 
niques does not come as easy as with a transformer, but accuracy of 
gain and width of frequency are far superior. Generally, balance at 
higher frequencies is much better because of the lower and more tightly 
controlled input capacitance. 

One of the better methods for ensuring good CMR is to use a compen- 
sating common-mode amplifier. This is a single-ended amplifier which 
amplifies only the common-mode signal present at the input. The out- 
put of the amplifier is used to drive one or more points in the main 
amplifier including, perhaps, an enclosing box. The objective is to allow 
amplification of differential signals with minimum common-mode-to— 
differential response. Rejection of any common-mode signal is then 


Measurements on Audio and Video Amplifiers 497 


deferred until the differential signal has been adequately amplified. The 
final burden of CMR is then placed upon some circuit specifically chosen 
for this purpose. 

Refer to Fig. 13-13 for a simple version of this concept. If R; is the 


FIG 13-13 Simple differential amplifier with low CMR ratio. 


input resistance of the common-mode amplifier with gain Kem, the out- 
put of that amplifier is 


Kem FE, + E, 


eggs eee ee -6-1 
Ot Gwen a ee 
With only a common-mode signal at the input, Ei = E, = Ecy and 
Kem 
E.cu = ————— 13-6-2 
om = R/2R. Ecu ( ) 


but if a balanced differential signal is applied, Eoca = 0. By adjusting 
Kem we can make E.cm = Ecy, and the common-mode signal produces 
no current in either Q: or Qe. For the desired differential signal, Q, and 
Q: operate as a normal differential to single-ended amplifier. 

Figure 13-14 shows a method for obtaining low balance and CMR 
ratios while also achieving gain accuracy with feedback. We start the 
discussion with amplifier Az, which is a differential to single-ended ampli- 
fier. Let A, have a differential gain K22, a common-mode gain K2cw, 


“Le 


PS = power supply for 4; 


FIG 13-14 Another effective differential-amplifier scheme. 
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and arbitrarily high input resistances from each input to ground and 
across the two inputs. 
With these assumptions an analysis of the circuit shows that 


dEy (K/1 + K)(—Kea + Keem/2) 


cP 13-6-3 
aE, 1+ (Kia — Kocm/2)/1+K) * ae 
and 
K/1 K)(K K 2 
dal i (K/1 + K)(Koa + Keem/2) =F, (13-6-4) 
OE, 1+ (Kea — Keem/2)/(1 + K) 
It follows that 
Eo = FiEi, + FE; 
E,\+E, Wi-F 
= Pith) S45 03-65) 
common- common- differ- differ- 
mode mode ential ential 
gain signal gain signal 


For the common-mode gain, we find 
[K/(1 + K)]Kecm _ KKrcm 
1+ (Kea — Keem/2)/(1 + K) Koa 


under the normal conditions that |K.4| >> |K|, |Kcm|. Under these same 
conditions the differential gain is 


Fit+ FPF. = 


(13-6-6) 


F, — F, —[K/(1 + K)]Koa 
= —___—_—_ = -K 13-6-7) 
2 1+ (Keg — Keem/2)/(1 + K) ( 
so that from E; and EF, to the output the 
CME =o (13-6-8) 
Koa 


At this point let us note that the above analysis assumes that the two 
resistors are each set to exactly KR, in value. By adjusting one of these 
resistors, the CMR could be set to zero at low frequencies. A good 
design will concentrate upon minimizing Kycmu, however. 

The first stage Ai could be constructed from two amplifier blocks as 
shown in Fig. 13-15. If the voltage gains of the blocks are high, the 
differential gain of the stage is 


2h 


R, 


Kig=1+ (13-6-9) 


The common-mode gain of the first stage is established by the common- 
mode amplifier to be very nearly unity since all ground returns in A, are 
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FIG 13-15 The first stage in Fig. 
13-14. 


referred to (H, + E,)/2. Therefore, Eq. (13-6-6) gives the common- 
mode gain of the whole system, and the system CMR ratio is 


Kiem 
CMR = K*(1 + K)(1 + 2R,/R,) (13-6-10) 


Measurement of Gains and CMR Ratios. The common-mode gain of an 
amplifier is often measured directly by connecting the two input termi- 
nals of a differential amplifier together and applying a test signal between 
these terminals and ground. If the loading effects of a test voltmeter are 
small enough, the same voltmeter can be used to measure both common- 
mode input and differential output. However, since the output may be 
very small in some amplifiers, it may be desirable to use a selective volt- 
meter tuned to the frequency of the test signal. A wave analyzer is 
excellent for this application. 

Ideally, and by definition, a balanced test signal and a differential 
voltmeter should be used to measure differential gain. The equipment 
required to follow this procedure may not be readily available, however, 
and usually no serious error occurs if one input terminal is grounded 
and a test voltage E; is applied to the other terminal. This makes the 
common-mode input Ecy = E;/2, but the common-mode output is still 
usually much lower than the differential output. 

Some differential amplifying devices, such as electronic voltmeters, 
wave analyzers, and oscilloscopes, give their own output indications. 
The CMR ratios of these devices can be measured directly without a 
separate voltmeter; only a stable signal source is needed. The following 
procedure is used: 

1. Apply a differential signal to the input, and adjust its amplitude 
to give a convenient output indication. 

2. Short the two input terminals together, apply the signal source 
as a common-mode input, and adjust the input level to give the same 
output indication as in 1, above. 
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FIG 13-16 Error in measuring balance. 


3. Connect the input in 2 to the device differentially, and measure 
its amplitude with the device being tested. The ratio of the input in 1 to 
the input in 2 is CMR. . 

If the device being tested is linear and has a range switch, a quicker 
procedure can be used. In step 2, do not change the test signal amplitude, 
but instead, simply change the setting of the range switch to get an 
on-seale reading at the output. The ratio of second reading to first is 
CMR ratio. 

Balance is not an easy parameter to measure. Even though it is com- 
mon for balance to be lower (because of high impedance to ground) than 
the CMR, of the associated amplifier, the usefulness of the instrument 
depends upon the value of the greater of the two quantities. If CMRaz 
of the amplifier is significantly lower than the CMR of the total instru- 
ment, Eq. (13-4-16) reduces to CMR = CMRz, and the balance can be 
measured directly. The accuracy with which this measure can be made 
is indicated on the curve in Fig. 13-16. 


13-7 Dynamic Range and Distortion 


Probably the most widely accepted meaning of dynamic range is the 
ratio of specified maximum signal level of a system or component to its 
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noise or resolution level, usually expressed in decibels [5]. While the 
maximum signal level is limited by a nonlinearity of the system, the noise 
or resolution level is not always measured in a uniform way. Even dis- 
tortion at low levels can Jimit dynamic range, for a common requirement 
of communications equipment is the processing of both large and small 
signals through acommon channel. In this situation the equipment must 
not generate spurious signals comparable in level to the smallest ones 
processed, and the equipment is normally evaluated by using a harmonic 
or intermodulation distortion measurement. 

The dynamic range specification of a system input may be quite dif- 
ferent from the unqualified range specification. For instance, a system 
with variable gain may have quite a large input range if its output noise 
level is measured with the highest gain setting and its maximum signal 
capability is measured with the lowest gain setting. The measurement 
of the noise or resolution level must be made with the system in a state 
that will handle the maximum signal level without overloading. When 
the dynamic range is limited by generation of spurious signals by the 
system, the maximum signal must actually be present during the measure- 
ment. Often the specified maximum signal level may not be close to the 
saturation level; that is, at such times the maximum level is limited by a 
small nonlinearity that causes spurious signals near the noise level. 

There is no single best way to specify and measure dynamic range. 
The measurement technique generally simulates the worst condition 
that might occur when the system being tested is in operation. In a 
system which has a minimum signal level limited by phenomena other 
than spurious responses, the maximum signal specification may be 
checked by observing the output signal with an oscilloscope and looking 
for signs of clipping or other distortion which would cause unsatisfactory 
service. The signal used should be the worst condition expected in 
service, considering frequency, duty cycle, etc. 

Measurement of the minimum signal level specified for a system is 
usually made by measuring either noise or distortion products, but may 
require other techniques if other factors limit operation at low signal 
levels. In measuring the noise level of a system, several conditions must 
be considered. When wideband noise is being measured, for instance, 
the bandwidth of the measuring instrument must include the frequency 
range of the system and in some cases must have a specified frequency 
response which is not necessarily flat. If the instrument responds to 
average, its reading will be about 1.1 dB lower than the true rms value 
of the noise level and will depend upon the characteristics of the noise. 
The noise level of a device or system is specified sometimes at a particular 
frequency and usually with a specified bandwidth. The specified band- 
width should be used in making the measurement, but as a compromise, 
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some.similar bandwidth may be used and the measurement normalized 
to the specified bandwidth. The relationship that noise level is pro- 
portional to the square root of the bandwidth gives a valid conversion if 
the noise spectrum is flat over the widest bandwidth of interest and mea- 
surement of noise is specified to be made with a flat-response instrument. 

Distortion. When a signal is processed, the output of a system may not 
be a faithful reproduction of its input. If the frequency response of the 
system is not flat, different frequency components of the input signal are 
amplified or attenuated by different amounts and the system will cause 
frequency distortion. Measurement of frequency distortion is usually 
made by measuring frequency response. 

Phase distortion of a signal is caused by its different frequency com- 
ponents being delayed by unequal amounts of time. When all com- 
ponents are delayed equal amounts of time, such as in an ideal trans- 
mission line, their phases 6 are delayed proportionally to their frequencies 
so that d@/dw is constant. If the value of d@/dw is dependent on fre- 
quency, different frequency components are delayed different times and 
the signal undergoes phase distortion. This can be seen by recalling 
that in the Fourier series representation of a waveform, the phase of 
each frequency component must be specified to define the waveform 
uniquely. While the correct phase relationship may be relatively unim- 
portant in some signals, such as an acoustical waveform, other signals 
such as a train of data pulses may be completely destroyed by phase 
distortion, although the amplitudes of the component frequencies may be 
unaltered. See Chap. 2 for a basic treatment. 

Measurement of phase distortion is generally expressed as the differ- 
ence between the d6/dw at two frequencies, one frequency being a ref- 
erence. Many discrete measurements of A@/Aw or a swept measurement 
of d@/dw gives phase distortion as a function of frequency over some 
range of interest. 

Traditionally d6/dw has not been measured directly, the accurate mea- 
surement of phase at different frequencies being difficult; instead, a 
method developed by Nyquist and Brand has been used [6]. This tech- 
nique evaluates an AM signal which has been fed through the system 
to be tested. It can be shown that measurement of the phase of the 
modulation envelope yields values of d@/dw equivalent to phase measure- 
ments made at the carrier frequencies and is much easier to accomplish 
accurately. Phase distortion measured by the Nyquist method is called 
envelope-delay or group-delay distortion and is generally done with an 
instrument especially made for this purpose. 

A third distortion called amplitude, or nonlinear, distortion is the type 
most commonly dealt with and is caused by a nonlinear transfer charac- 
teristic. Amplitude distortion can be evaluated in a few cases, especially 
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if the system is de coupled, by determination of the transfer character- 
istic and noting its departure from a straight line. This type of measure- 
ment is not generally made, however, since it lacks sensitivity, and results 
are not directly meaningful in most system applications. One frequent 
exception is in systems that are required to process amplitude levels 
accurately. Here a direct measurement of the nonlinearity is most 
meaningful. 

A more common way of measuring amplitude distortion is by harmonic 
or by intermodulation distortion measurements. Both methods require 
driving the system with a signal at the specified maximum level and 
examining the system output for frequency components which were not 
present at the input, but were generated by the system nonlinearity. In 
making a harmonic-distortion measurement, a spectrally pure sinusoid is 
used as the driving signal. If such a signal is not available, it may be 
obtained by passing a sinusoid of limited purity through a low-pass filter 
which attenuates the harmonics a required amount. In any case, the 
requirement is that harmonic content of the driving signal be consider- 
ably below the level of the distortion level being measured. The har- 
monic content of the system output can then be determined by using a 
selective voltmeter or wave analyzer. Relative values of the various 
harmonics can be indicative of the nature of the phenomenon causing 
distortion. For example, push-pull systems tend to generate high odd- 
order products. Results are usually combined into a single specifi- 
cation of total harmonic distortion obtained by computing the square 
root of the sum of the squares of the harmonic amplitudes, that is, 
(Ai? + Ae? + .-- +), 

The ratio of this value to the fundamental amplitude may be expressed 
as a percentage or in decibels and is the value of total harmonic distor- 
tion normally specified. 

Rather than use the wave analyzer to measure each harmonic indi- 
vidually, some prefer to use the distortion analyzer, which rejects the 
fundamental frequency and measures the average value of all harmonics 
simultaneously, the result being a single measurement of the total har- 
monic distortion. This method is less accurate but much quicker than 
the previous one. In making the measurement with the distortion ana- 
lyzer it must be realized that components other than distortion products, 
such as hum and noise, may be present in the measurement results. 

A second method of distortion measurement involves the passage of 
two large sinusoids through a system simultaneously and the measure- 
ment of the intermodulation frequency products at the output, with a 
wave analyzer. The sum of the amplitudes of the two input signals is 
generally the maximum signal level specified, but the frequencies and 
amplitude ratio can be chosen to be approximately a worst case. In 
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Amplitude, dB 


Frequency 


FIG 13-17 Intermodulation dis- 
tortion by the SMPTE method. 


standardizing this method, two conventions have become popular. The 
Society of Motion Picture and Television Engineers (SMPTE) has 
adopted a method in which one of the two sinusoids is 50 times the fre- 
quency of the other and one-fourth the amplitude. The frequency spec- 
trum of the system output, shown in Fig. 13-17, is seen to consist of the 
two driving frequencies w; and w: and distortion products grouped around 
w:. The order of a distortion product is the sum of the coefficients of the 
two frequency terms; for example, w2 + 2w, is odd distortion of the third 
order. In the SMPTE method, second-order distortion is defined as the 
ratio of the sum of the amplitudes of the two second-order components 
to the amplitude of the high-frequency signal w:. The third-order dis- 
tortion is similarly defined, and the total distortion may be expressed as 
the square root of the sum of the squares of the second- and third-order 
terms and can be expressed as a percentage of the amplitude of the sig- 
nal we. An alternative method of measurement is to filter w; from the 
output and express distortion as the modulation percentage of w: found 
by envelope detection. 

A second technique of intermodulation-distortion measurement intro- 
duced by the International Telegraph and Telephone Consultation Com- 
mittee (Comité Consultatif International Télégraphique), the CCIT 
method, utilizes two closely spaced driving frequencies of equal ampli- 
tudes. The output of the system, including distortion products, is shown 
in Fig. 13-18. The even-order distortion can be taken as the ratio of the 
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FIG 13-18 Intermodulation dis- 
tortion by the CCIT method. 
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amplitude of the lowest-frequency component w2. — w, to the sum of the 
output amplitudes of the two driving frequencies. Similarly, the odd- 
order distortion is taken as the ratio of the sum of the two third-order 
products to the sum of the amplitudes of the driving frequencies. The 
CCIT method is particularly useful for evaluating performance of a com- 
munications channel, where the driving signal and odd-order distortion 
products can be made to fall within a specified passband. Whether har- 
monic measurement or one of the intermodulation methods should be 
used depends mainly on the application and what kind of instrumenta- 
tion is available. One advantage in making intermodulation distortion 
measurements is that the driving signals do not have to be spectrally 
pure since their harmonics, if moderate, will not cause significant inter- 
modulation distortion and the harmonic frequencies themselves do not 
generally fall near the intermodulation products to be measured. 


13-8 Slew Limiting 


The small-signal frequency response curve of an amplifier gives its 
response to both high-frequency sinusoidal signals and transient pulses, 
provided that the maximum slew rate of the amplifier is not exceeded. 
The maximum slew rate, expressed in volts per second at the input ter- 
minals, or de;/dt, is the time derivative of input voltage at which some 
stage in the amplifier is incapable of delivering enough current to charge 
the load capacitance of that stage in accordance with the equation 


t= C— (13-8-1) 


Theoretically, any stage in an amplifier could have the limiting slew 
rate, but often the first stage is the limiting one. This is especially liable 
to be the situation in solid-state amplifiers, because the first stage is fre- 
quently operated at a Jow value of quiescent current to reduce drift and 
random noise. When all the quiescent current is made to flow through a 
capacitor during a rapid change of voltage, the capacitor current cannot 
change further. 

Of course, the load capacitance of an amplifier stage can be either stray 
capacitance or a lump capacitance. If shunt lump capacitance must be 
used to shape the frequency response of an amplifier, the designer should 
take slew limiting into consideration when deciding where to connect the 
capacitor. One design consideration is that the higher the open-loop 
gain is after a given stage, the lower the required de/dt is in that stage. 

When an amplifier is driven by a sinusoidal signal e; = E sin wt, the 
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maximum de/dé occurs at values of wt equal to 0 and x rad, or 


de; 


ba 13-8- 
ai wE cos wt (13-8-2) 


The maximum is proportional to both E and w. Therefore, one way to 
measure maximum slew rate is to drive an amplifier sinusoidally at the 
maximum rated frequency and to increase the signal amplitude gradually 
until distortion begins to increase very rapidly. Knowing FE and , one 
can then calculate de/dt by means of Eq. (13-8-2). 

In a servorecorder, the maximum slew rate determines the maximum 
writing rate. A ramp waveform or a triangular wave of voltage can be 
applied to the input of a recorder amplifier, and the slope can be increased 
until the recorder no longer increases its writing rate. Similarly, a volt- 
age step function can be applied and the maximum slew rate observed 
directly. 
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The procedures for measuring and testing complete transmitting and 
recelving equipments often closely parallel those tests made on individual 
circuits or components. For example, measurement of the single-fre- 
quency power output of a complex high-frequency single-sideband trans- 
mitter consisting of many amplifying stages and internal frequency trans- 
lations is made with the same instruments used for single-stage power 
measurements. The details of power measurement at various power 
levels and frequencies are discussed in other chapters. There are some 
measurements, however, that are unique to complete systems since they 
are dependent on the cumulative and interacting effects of many stages. 
It is the purpose of this chapter to describe such special measurements 
and to give some quantitative feeling for the performance of various 
classes of radio communication equipment. 
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It should be stressed that these special tests are quite subject to varia- 
tion in technique as modified by the particular method of performance 
specification. As an example, the crossmodulation performance of a 
receiver may be measured with the undesired signal producing an audio 
output of 10 dB below reference level or 3 dB above the quieting audio 
level. The basic measurement technique remains the same. 


14-1 General-performance Characteristics 


Amplitude-modulated Systems. Amplitude-modulated (AM) receivers 
and transmitters are chiefly used for commercial broadcasting, radio 
navigation, and aircraft, maritime, and other mobile communications. 
Broadcast transmitters in the 535 to 1,605-KHz band are characterized 
by low audio-frequency distortion (5 percent or less), modestly wide 
audio bandwidth (100 to 5,000 Hz), low noise (50 dB below 100 percent 
modulation), and moderate frequency stability (+20 Hz). Receivers 
for this service range widely in performance as a function of cost, but 
generally have low sensitivity (500 1.V/m) and moderate audio distortion 
(2 to ten percent) at full power output. Commercial television broad- 
casting uses AM with a restricted-bandwidth lower sideband for the 
video signal. The transmission requirements include stringent adjacent- 
channel radiation level, linear phase and frequency response, and accurate 
pulse time bases. Quality television receivers have excellent sensitivity 
(5-dB noise figure), wide dynamic range of automatic gain control, and 
excellent pulse response. Amplitude-modulated equipment used for nav- 
igation purposes ranges from simple direction finders to rather complex 
aircraft landing systems. The chief characteristics of the latter are 
accurate modulation frequency and percentage in the ground station 
and low-distortion audio recovery in the receiver. Very high frequency 
transmission is used and receiver noise figures are in the range of 10 to 
15 dB. Commercial-aircraft voice-communication equipment also oper- 
ates in the very high frequency spectrum (118 to 132 MHz) and military 
voice communication occupies the 225 to 400 MHz region. These equip- 
ments are designed to provide reliable speech communication and have 
good sensitivity (9-dB noise figure), restricted audio bandwidth (300 
to 3,500 Hz), speech processing such as clipping and compression, mod- 
est power output (25 W), and excellent receiver-overload performance. 
Maritime and other AM services in the high-frequency range (2 to 
30 MHz) are also voice communication systems with restricted audio 
bandwidth. They are rapidly being replaced, however, with single-side- 
band equipment to conserve the rf spectrum. 

Single-sideband Systems. Single-sideband equipment is chiefly used in 
the high-frequency range for voice and data communication. The chan- 
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nel bandwidth is usually 3 kHz, and as many as four channels are used, 
symmetrically placed about the suppressed carrier frequency. Trans- 
mitter power levels vary from as low as 5-W peak effective power for 
land mobile transceivers to several hundreds of kilowatts in large com- 
mercial installations. Receiver and transmitter third-order intermodu- 
lation distortion ranges from 25 dB below each tone of a two-tone test 
signal for simple voice equipment to 50 dB down for low-error-rate data 
transmission. Receiver sensitivity is modest (approximately 12-dB noise 
figure) since atmospheric noise usually exceeds the receiver internal 
noise sources. Differential time delay across a channel in single-side- 
band data systems must be held very low, 500 usec of overall envelope 
delay being a typical specification. 

Angle-modulated Systems. The term angle modulation is descriptive of 
FM (frequency modulation) and PM (phase modulation) and covers a 
wide range of radio equipment for voice, data, and entertainment 
uses. Very high frequency FM voice-communication equipment (police, 
taxicabs, etc.) uses 5- to 15-kHz deviation and has transmitter power 
output of from 30 W typically for a mobile transceiver to 100 W or 
more for a base station. Both transmitter and receiver spurious out- 
put and responses are low (85 dB down or more) and receiver noise 
figure is low, in the order of 5 to10dB. Speech clipping and other voice 
processing are often used. The mobile equipment is very ruggedly con- 
structed and is often completely solid state, including the transmitter 
output amplifier. Phase data-communication equipment is chiefly used 
by the military in the 225- to 400-MHz range and commonly has biphase 
modulation to transmit binary data. Entertainment FM _ broadcast 
operates in the 88- to 108- MHz band in 200-kHz channels with +75-kHz 
peak deviation. The transmitter audio distortion is very low (3.5 per- 
cent maximum) and background noise is greater than 60 dB below peak 
deviation. Frequency-modulation transmitters for stereophonic broad- 
casting use a subcarrier system which requires excellent phase linearity 
to achieve the 29.7-dB channel-separation requirement in the United 
States. Frequency-modulation broadcast receivers vary widely in per- 
formance as a function of price; the better receivers have noise figures 
as low as 5 dB, excellent quieting, and at least 30-dB channel separation 
for the stereophonic units. 

The aural channel of television transmission also uses FM with charac- 
teristics similar to those for FM broadcasting except that the maximum 
deviation is +25 kHz and FM noise is required to be at least 55 dB below 
peak deviation. The aural carrier is positioned 4.5 MHz above the 
visual carrier, and the receiver recovers the audio with a discriminator 
tuned to the 4.5-MHz beat between aural and visual carriers. 

The preceding paragraphs have briefly outlined some of the chief oper- 
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ational characteristics of radio communication equipment in order to give 
a basis for the level of performance expected when measurements are 
made on a complete unit or system. A more complete listing of the 
specific commercial and government publications relating to radio equip- 
ment specifications is given at the end of this chapter. 


14-2. Basic Measurements 


It has been noted that the measurement techniques in other chapters 
also apply to complex receiving and transmitting equipment. For receiv- 
ers, these common tests include sensitivity, noise figure, crossmodulation, 
intermodulation, selectivity, frequency stability, spurious responses, dis- 
tortion, and audio power output. Common transmitter measurements 
are power output, harmonic content, distortion, intermodulation, fre- 
quency stability, spurious outputs, and overall efficiency. 

In applying the basic methods to complete equipments, the practical 
limitations of both the test equipment and the test item must be under- 
stood. A good example of this is the crossmodulation measurement of an 
AM superheterodyne receiver. When the undesired test signal is spaced 
close to the desired-signal frequency, it is often observed that the receiv- 
er’s audio output is noise rather than a tone at the undesired-signal 
modulation frequency. This effect is caused by spectral noise of either 
the undesired-signal generator or the receiver’s local oscillator, or both. 
For instance, if the noise power spectral density of the undesired-signal 
generator is high at the desired-signal frequency, that noise will be hetero- 
dyned directly to the intermediate frequency and appears as noise in the 
detected audio output. The converse is true if the local-oscillator noise 
level is high at a frequency removed from the undesired signal by an 
amount equal to the intermediate frequency. 


14-3 Special System Measurements 


There are a large number of specialized tests on transmitting and 
receiving equipment and systems needed to characterize the overall per- 
formance. Only the more common types are discussed in the following 
paragraphs since the detailed equipment specifications and design often 
dictate measurement techniques peculiar to a given case. 

Conducted and Radiated Interference. Radio equipment generally con- 
tains internal sources of rf energy which may be either conducted out of 
the equipment by the power, control, or signal cables or radiated directly 
from the equipment enclosure. For instance, the local oscillator in a 
superheterodyne receiver will cause a small amount of voltage to be pres- 
ent at the antenna input terminals. In a multiple-receiver installation, 
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one receiver could easily be tuned to the local-oscillator frequency of 
another receiver, and this causes an interference problem. 

Conducted Interference. A test setup for measuring the conducted inter- 
ference present on power or control leads is shown in Figure 14-1. For 
reproducible results, the test should be carried out within a shielded room 
or chamber and the equipment mounted on a large, grounded sheet of 
brass or copper. The equipment under test should be bonded to the 
grounded sheet in the same manner as it would be in an actual operating 
installation. The current probe is a toroidal transformer through which 
each control or power lead is passed one at a time. The calibrated 
receiver is a wide-range superheterodyne which contains means for accu- 
rately measuring the voltage level appearing at its input terminals. Such 
receivers are called electromagnetic-interference (EMI) meters and are 
manufactured by such companies as Stoddard Electro Systems. Alter- 
natively, a series of uncalibrated receivers may be used together with 
signal generators to measure the amplitude of each narrow-band emission 
by the signal-substitution method. The frequency-range requirements 
for the test depend on the specification requirements; MIL-STD-461, 
for example, requires measurements from 20 Hz to 400 MHz. The test 
limits of MIL-STD-461 in the frequency range of 20 kHz to 50 MHz are 
shown in Fig. 14-2. For receivers, the conducted-interference test should 
be performed both with no signal input and with a large signal input 
which results in maximum rf levels within the receiver. 

Measurement of the conducted energy appearing at the antenna ter- 
minal of a receiver or transmitter is effected with the test shown in Fig. 
14-3. When a transmitter is being tested, the attenuator is actually the 
output load for the equipment and must be capable of dissipating the 
rated output power. ‘The rejection network is a bandstop filter and 
serves to increase the dynamic range of the calibrated receiver or EMI 
meter by attenuating the fundamental frequency. This filter can be a 
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FIG 14-1 Conducted-interference test setup. The ground symbol 
indicates a bond to a common ground plane. 
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FIG 14-2 Conducted-interference test limits for power and control 
leads. (From MIL-STD-461.) 


simple parallel-tuned LC network in a shielded box when the measure- 
ment frequency is well removed from the transmitter output frequency. 
For close frequency spacings, a quartz-crystal bandstop lattice filter or a 
phase-locked cancellation loop may be required. The rejection network 
is not required when measuring the conducted interference of a receiver 
or of a transmitter under key-up conditions. The term key-up indicates 
the state in which all circuits in the transmitter are energized except those 
that control the actual emission of desired output. When the rejection 
network is used, its frequency response must be known or measured to 
allow calculation of the power actually flowing at the antenna terminals. 
There are two possible sources of spurious responses in this measure- 


Unit under [ant] Atten- Rejection Calibrated 
test lead| vator network receiver 


FIG 14-3 Antenna conducted-interfer- 
ence test setup. 


ment that must be distinguished from actual antenna-conducted output. 
These sources are nonlinearity in either the rejection network or the 
EMI meter. If the power level is sufficiently high, the rejection network 
can generate harmonic energy because of core saturation in powdered - 
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iron- or ferrite-cored inductors, if used. The EMI meter is a superhetero- 
dyne receiver with its own spurious responses, notably the image fre- 
quency. Network or high-order receiver spurious products can be identi- 
fied by increasing the attenuator setting by a small amount (3 dB) and 
noting the indicated level decrease on the EMI meter. If it is the same, 
then a true output is being observed. If the EMI-meter decrease is 
larger than the attenuation increment, then a nonlinearity is at least 
partially responsible for the indicated reading. The present state of the 
art allows approximately 1 mW as the maximum available power sup- 
plied to the EMI meter input for spurious free readings. Image responses 
may be identified by linearly combining the output of a stable signal 
generator with the signal output of the rejection network and applying 
the sum to the EMI meter. The signal generator frequency is adjusted 
to produce a zero beat with the spurious signal. The tuning dial of the 
EMI meter is then moved a small amount; if the zero-beat note is 
unchanged, the meter response is due to conducted interference; if the 
beat note varies in frequency, then the indication is due to image or mixer 
spurious responses in the EMI meter. 

As an example of the test limits for this measurement, Fig. 14-4 
shows the harmonic and spurious emission requirements of MIL-STD-461. 
The measured frequency range depends on the test specification but can 
be as wide as from 10 kHz to 40 GHz. 


Peak undesired power, dBW 


Peak transmitter power, dBW 


FIG 14-4 Harmonic and spurious limits for antenna conducted 
interference. (From MIL-STD-461.) 
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Radiated Interference. The emission of unwanted energy from equip- 
ment can be in the form of a nearby magnetic field or an electromagnetic 
field escaping through seams in the enclosure or other openings. The 
magnetic-field measurement is carried out with a loop probe, while the 
electromagnetic field emission is sensed with antennas having known 
effective height at the test frequencies involved. 

The magnetic-field measurement is conducted by positioning the loop 
probe a given distance (typically 7 cm) from one face of the equipment, 
applying the output voltage of the loop to a calibrated receiver, and 
scanning a specified frequency range for points of peak emission. The 
loop voltage at each peak point is then converted to the magnetic-flux- 
density units called for in the test specification. Again referring to 
MIL-STD-461, the unit of flux density is decibels above 1 picotesla 
(dBpT). The induced loop voltage is related to flux density by 


E =21V2fANB X 10-4 


where E = rms-induced voltage, V 

f = frequency, Hz 

A = loop area, em? 

N = number of turns in the loop 

B = flux density, T 
The standard loop has 36 turns of wire and has an area of 189 cem?. The 
frequency range is specified from 30 Hz to 30 kHz, and the test limits are 
140 and 20 dBpT, respectively. These limits result in an induced voltage 
of 666 uV at 30 Hz and 0.666 uV at 30 kHz. 

Determination of the radiated electromagnetic field is carried out in a 
shielded room having dimensions such that the receiving antenna is at 
least 1 m from any obstruction and is positioned 1 m from the equipment 
under test. The walls of the room should be covered with carbon-filled 
rf absorption material to suppress reflection of electromagnetic energy. 
The receiving antenna is connected to a calibrated receiver such that a 
value of field strength in microvolts per meter can be obtained. The 
range of frequencies tuned by the receiver should at least cover the 
operating frequency range of the equipment. The specification in MIL- 
STD-462 requires measurements from 14 kHz to as high as 10 GHz. 

Electromagnetic Susceptibility. Radio equipment is expected to operate 
in a hostile environment from an electromagnetic viewpoint, especially 
when large systems with several transmitters, receivers, and antennas 
are simultaneously operating at one site. Quantitative measurements 
are needed of performance degradation as a function of unwanted signals 
conducted through power and control wires into the equipment or radi- 
ated into the enclosure from external sources. 
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Conducted Susceptibility. In the 30-Hz to 50-kHz frequency range, 
susceptibility to undesired signals on the input power leads (or control 
leads if required) is measured by inserting the undesired signal in series 
with the lead and using a transformer with low leakage inductance (1 »H 


Sinusoidal Power 2 || f Unit under 
oscillator amplifier 7S test 


Power iL 


source Null 
network 


FIG 14-5 Conducted-power-lead susceptibility measurement (30 
Hz to 50 kHz). 


or less). The test setup is shown in Fig. 14-5 for injecting the interfer- 
ence into the equipment power lines. The output impedance of the 
power amplifier measured at the transformer secondary must be low 
enough to cause only a small voltage drop in the power supplied to the 
unit under test. The null network is required to reject the power supply 
frequency (if ac power is used) to simplify measurement of the undesired 
signal by the ac electronic voltmeter. The measurement procedure con- 
sists in applying a specified undesired voltage level to the equipment 
under test and then measuring a critical performance parameter of the 
equipment. For a receiver, this might be a sensitivity or noise-figure 
measurement; for a transmitter, it might be the carrier signal-to-noise 
ratio. 

To measure conducted susceptibility at higher frequencies (typically 
50 kHz to 400 MHz) the test setup in Fig. 14-6 is used. Several signal 
generators and power amplifiers are usually necessary to cover the fre- 
quency range. Also, the coupling capacitor has to be changed over the 
frequency range, with the use of types having a total reactance of 5 & or 
less at the frequency of measurement. Physically short leads must be 
used in the test to ensure that the rf voltmeter is accurately measuring 
the voltage at the power input terminals of the unit under test. As in 
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FIG 14-6 Conducted-power- 
lead susceptibility measurement 
(50 kHz to 400 MHz). 
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the low-frequency susceptibility test, a specified rf voltage adjustable 
over a band of frequencies is applied to the power line while measuring 
key performance parameters of the equipment. 


14-4 Measurements on Receiving Systems 


There are several measurements applying to complete receivers which 
differ from the basic tests and yet are regularly performed. The follow- 
ing sections discuss these measurements. 

Quieting Characteristic. The output signal of a receiver consists chiefly 
of random noise when no signal is being applied to the antenna terminals. 
This noise is band limited by the audio response of the receiver, and, in 
the case of superheterodyne receivers, is often band limited by the inter- 
mediate-frequency selectivity. The noise power comes from the ampli- 
fied thermal (Johnson) noise of the receiver input-terminal source resis- 
tance (the resistance that the receiver input “sees”) and from the noise 
sources within the receiver itself. When the receiver is connected to an 
antenna, additional input noise is introduced from galactic, atmospheric, 
and man-made sources. 

When an unmodulated signal is applied to the receiver, the noise out- 
put generally decreases. In AM and single-sideband receivers, this is due 
to the reduction in gain as the automatic-gain-control circuit acts to hold 
the detector signal level constant for variations in received signal level. 
In FM receivers, the noise output drops as the input signal captures the 
limiting stages in the receiver. This property of a receiver in the pres- 
ence of an unmodulated input signal is termed the quieting characteristic. 

The quieting characteristic is not generally a linear function of the 
input signal. For very small signals, typically 1 »V or less, the receiver 
is operating in the threshold region. In this region, AM receivers exhibit 
first a small increase in noise output and then a monotonic decrease as the 
signal level is increased from zero. The noise increase with a very weak 
signal is caused by an increase in the envelope-detector efficiency with 
the presence of a sinusoidal signal of amplitude comparable with the 
rms noise amplitude. The sinusoid acts as a carrier with which the noise 
components can heterodyne to produce an increase in detected noise. 
At higher signal levels, the automatic gain control acts as noted to reduce 
the noise output. In single-sideband receivers, however, the noise out- 
put does not vary for signals below automatic-gain-control threshold 
where the gain of the receiver is constant. This is so for a well-designed 
receiver which linearly translates an rf signal down to an audio frequency. 
The small signal produces an audio tone at the receiver output; this 
increase in output is to be distinguished, however, from the noise output. 
In FM receivers, the character of the noise output changes in the thresh- 
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old region. With no signal input, the noise power spectral density is 
substantially flat within the audio bandwidth if no frequency-shaping 
deemphasis networks are used. As the signal is increased, the subjective 
effect is that the flat noise tends to decrease but is replaced by a ‘‘pop- 
ping’ sound. This happens as the desired signal starts to saturate the 
limiting stages in a receiver. Noise peaks, however, momentarily satu- 
rate the limiters, which produces a rapid phase change in the signal to the 
discriminator stage. The discriminator detects the phase change and 
produces a pop in the audio output. As the carrier-to-noise ratio in the 
receiver prior to limiting increases over 0 dB, the popping sound rapidly 
diminishes in amplitude and the receiver quiets. 

In all types of receivers with a strong input signal, the amount of 
quieting reaches a plateau region where an increase in signal produces 
little reduction in noise output. In a well-designed receiver the limita- 
tion is chiefly in the noise and hum in the audio stages; typical maximum 
quieting ratios are 40 to 60 dB below the noise with no signal present. 
Amplitude-modulation and single-sideband quieting characteristics com- 
monly exhibit changes in slope as the stages in the receiver automatically 
change gain at different rates as a function of input signal. 

Measurement of the quieting characteristics is applicable to AM, single- 
sideband, and FM receivers and is indicative of the automatic gain con- 
trol and the gain distribution of AM and single-sideband equipment and 
the limiter performance in FM equipment. The measurement is simply 
made by applying an unmodulated signal input to the receiver and mea- 
suring the total noise power output of the receiver as a function of signal 
input level. The amount of quieting is usually expressed in decibels with 
respect to some reference: For AM receivers, the reference might be the 
audio output with a l-mV rf input signal modulated 30 percent at 
1,000 Hz; for FM receivers, the reference is the noise power output 
with no signal input; for single-sideband receivers, the reference can be 
the audio output with a 1-mV unmodulated rf signal whose frequency is 
set to the middle of the channel. This measurement for single-sideband 
receivers is complicated somewhat by the output audio tone present with 
a single-rf input. One method of measurement is to remove the tone 
with a null network or total-harmonic-distortion analyzer. Another 
method is to note the receiver’s automatic-gain-control line voltage in the 
presence of the test signal, remove the test signal, use a battery or other 
source to make the automatic-gain-contro] voltage artificially equal to 
that with signal, and then measure the noise power output. 

Impulsive-noise Rejection. Fixed and mobile voice-communication 
receivers commonly employ squelch circuits, which mute the audio out- 
put when a signal is not present. It is functionally desirable that the 
receiver remain muted or squelched off in the presence of strong impulsive 
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FIG 14-7 Impulsive-noise rejection test setup. 


noise such as ignition pulses. Quantitative measurements may be made 
with the setup shown in Figure 14-7. The impulse generator must be 
calibrated in some manner, such as the noise power spectral density 
in decibels above 1 »V/MHz (dB-uV/MHz). An excellent wideband 
(1,000 MHz) impulsive noise source is the type having a 60-Hz mechan- 
ical relay with mercury-wetted contacts. The noise-rejection measure- 
ment is made in two steps. First, the rf-signal generator is reduced 
to zero output, and the noise power spectral density required to open the 
squelch is determined. (The squelch sensitivity must initially be set to 
the equipment specifications.) Second, the rf signal generator (unmodu- 
lated) is set to some specified level below squelch sensitivity (typically 
two-thirds of the rf input squelch sensitivity), and the noise power 
spectral density to open the squelch is again determined. Military test 
limits (MIL-STD-461) for these two measurements are 90 and 50 dB-pV/ 
MHz, respectively, for not opening the squelch. 

Many squelch circuits are designed to open at a predetermined signal- 
to-noise ratio, typically in the range of 1 to 3 dB. Measurement of the 
ability of such a circuit to open only in the presence of a usable signal-to- 
noise ratio is made by applying a given noise power spectral density and 
then increasing the rf signal until the squelch opens. The noise.generator 
is then turned off and the drop (in decibels) in receiver power output is 
noted. This test is repeated for several values of noise level to character- 
ize the squelch performance. The drop in receiver power output mea- 
sured in this way is actually the ratio of the signal plus noise to the noise 
and can be converted to signal-to-noise ratio by noting that 


S S+N 


N N 
where S and N are numerical signal and noise powers, respectively. 
The mixing pad shown in Fig. 14-7 consists simply of three resistors 
connected in a Y configuration. For 50-Q systems, the resistors are all 
equal to 16.7 @ (18-2 carbon-composition resistors are a practical com- 
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promise). When connected to 50-0 sources and load, the resistance look- 
ing into any port is 50 @ and the attenuation between any two ports is 
6 dB. 


14-5 Sinad Sensitivity 


This type of receiver sensitivity test is used primarily with voice-com- 
munication equipment since it gives a measurement that is more indica- 
tive of the expected intelligibility for a given signal strength than the 
usual ratio of the signal plus noise to the noise. Sznad is an acronym 
of ‘signal plus noise and distortion.” Although this test is commonly 
specified for FM equipment, it is equally applicable to AM (dual side- 
band) and single-sideband. The measurement technique consists in 
applying a signal of known amplitude and modulation to the receiver 
antenna input. The audio power output is then measured; this power 
consists of the total sum of the recovered modulation, the distortion 
products produced by receiver nonlinearity, and the amplified thermal 
noise of the signal source and receiver. A narrow-band-rejection filter, 
tuned to the modulation frequency, is then interposed between the 
receiver audio output and the power meter. A second power reading is 
obtained which now is due to the distortion-plus-noise output. The ratio 
of the first power to the second, expressed in decibels, is called the dB 
sinad for the given signal level and modulation. 

Figure 14-8 illustrates the basic equipment required to perform the 
sinad test. Design-value impedance should be presented to the input 
and output of the receiver under test. The attenuation of the null net- 
work at the modulation frequency should be approximately 20 dB greater 
than the amount of dB sinad measured for negligible error due to audio 
feedthrough. Additionally, the rejection band should be narrow com- 
pared with the audio bandwidth of the receiver, since it is desired that 
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FIG 14-8 Sinad sensitivity test setup. 
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only the modulation frequency be rejected. The flat loss of the null 
network must be taken into account also. 

Commercially available total-harmonic-distortion analyzers may be 
used to measure the audio output. These instruments typically contain 
a Wien-bridge null network together with the necessary switching and 
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metering. The output meter of these instruments is usually not a true 
rms (power) meter; the error is negligible with the meter damping that is 
provided. The null depth is typically in excess of 80 dB, allowing sinad 
measurement down to at least 60 dB. This is very adequate since the 
harmonic distortion of the receiver will not usually permit sinad ratios 
as high as 60 dB. 


14-6 Modulation-acceptance Bandwidth 


In FM voice receivers a measure is needed of the maximum deviation 
that can be accepted for a certain degradation in sinad sensitivity. This 
measure is called modulation-acceptance bandwidth and is characterized by 
the frequency deviation required to produce 12-dB sinad for a signal 
that is 6 dB larger than a signal with a standard modulation that pro- 
duces 12-dB sinad sensitivity. 

The measurement is made by applying a signal that is frequency modu- 
lated at 1,000 Hz and has a deviation that is two-thirds of the rated system 
deviation. The signal level is initially set to 1,000 uV, and the receiver 
audio gain control is adjusted for rated power output. Next, the signal 
level is reduced until a sensitivity of 12-dB sinad is obtained. Finally, 
the signal level is increased 6 dB over that just obtained for 12-dB sinad, 
and the deviation is increased until a sensitivity of 12-dB sinad is again 
reached. The increased deviation, multiplied by 2, is a measure of the 
modulation-acceptance bandwidth. 

It can be seen that this test includes all sources of distortion in the 
receiver such as sideband attenuation in the intermediate-frequency filter, 
nonlinearity of the discriminator, and audio distortion. It therefore 
relates to speech intelligibility under conditions of transmitter frequency 
deviation at or exceeding the maximum design value for the system. 
Modulation-acceptance bandwidth is a dynamic measurement of per- 
formance, as contrasted with a normal measurement of selectivity, that 
uses a single frequency which is slowly varied through the receiver’s 
passband. 


14-7 Correlation of Sensitivity with Noise Figure 


The techniques of measuring AM and single-sideband sensitivity of 
individual amplifiers and mixers at rf, as discussed in Chap. 16, also 
apply to complete receiving systems. Similarly, noise figure determina- 
tion of a receiver embodies the principles given in Chap. 4. Since many 
equipment specifications give one form of sensitivity requirement, but 
not both, it is necessary to relate the two for design purposes. 

Figure 14-9 shows an equivalent input circuit for a receiving system in 


Measurements on Transmitters and Receivers 521 


which the resistor R, represents the room-temperature resistor that, when 
connected across the input terminals of a perfect receiver, will produce 
the same receiver noise power output as the real receiver does with a 
short-circuited input. The resistance R, is the antenna source resistance 


Perfect 
Rs @) Rn @ receiver 


sama ja 


FIG 14-9 Noise model of receiver 
input. 


at room temperature and is in series with an open-circuit voltage F,. 
The noise factor F of the network consisting of R, and R, follows from 
the basic definition of noise factor and is 


_ (S/N)in _ (8/N)poines 
(S/N )out (S/N) point 2 


where the signal-to-noise ratios S/N are available power ratios. The 
available signal power at point 1 is H,?/4R,, while the available noise 
power is KTB, where K is Boltzmann’s constant, T is the temperature in 
degrees Kelvin, and B is the bandwidth of the receiver. Similarly, at 
point 2, S is H,?/[4(R, + R,)], and N is still just KTB. With these rela- 
tions, Eq. (14-7-1) reduces to 


(14-7-1) 


Rn 
sg R, | (14-7-2) 
FR, = R, + R, 


The total open-circuit noise voltage at the perfect receiver input (point 2), 
is 


E, = V4KTB(R, + Ra) (14-7-3) 
and, from Eq. (14-7-2), 
E, = V4KTBFR, (14-7-4) 


Considering now an AM system, the ratio of signal plus noise to noise 
power is 
S+N _ (ME, + Ey? 


- ma (14-7-5) 


where M is the modulation index. This may be solved for E, and equated 
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to Eq. (14-7-4) to give the general expression 
F M?E,? 
~ AKTBR,[(S + N/N) — 1] 


The noise figure in decibels is just 10 log F. For the commonly encoun- 
tered specific case where 


M = 0.3 (30% amplitude modulation) 
K = 1.38 X 10-?3 (Boltzmann’s constant) 


(14-7-6) 


T = 300°K 
R, = 502 
S+WN 
> = 10 (10-dB power ratio) 


B = 2AFBW (AFBW = postdetection noise bandwidth, Hz) 
E, = voltage of source (open-circuit), nV 


Equation (14-7-6) reduces to 


_ 6030E,? 
 AFBW 


Equations (14-7-6) and (14-7-7) should be applied with the understanding 
that the predetection bandwidth should be at least twice the postdetec- 
tion bandwidth but not more than perhaps 10 times the postdetection 
bandwidth. Gannaway [1] and Fubini and Johnson [2] give more 
detailed discussion of the detection process as a function of a pre- and 
postdetection bandwidths. 

For single-sideband receivers where the (S + N)/N ratio has been 
determined for a given single-frequency input, Eq. (14-7-6) may be used 
with M = 1 and B equal to the overall equipment noise bandwidth. 
In this case, B may be determined primarily by intermediate-frequency 
selectivity rather than the audio stages following the product detector. 

It is worthy of note that measurement of a receiver’s noise bandwidth 
may be made more easily by a determination of sensitivity and noise 
figure than by measuring the steady-state response directly, squaring it, 
and finding the equivalent square-shaped bandwidth having the same 
area. For the rather special case of maximally flat (Butterworth) steady- 
state response, it is possible to find the noise bandwidth analytically by 
knowing the number of poles, n. The squared transfer function for 
Butterworth response [3] is 


ae 
1+ 2% 


(14-7-7) 


Gil? = (14-7-8) 


where x is a normalized frequency variable equal to w/w3az for low-pass 
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TABLE 14-1 Noise Bandwidth of the Butter- 
worth Response Shape in Terms of the 
Attenuation 


n a, dB 
1 5.4 
2 3.8 
3 3.65 
4 3.46 
5 3.38 


or QBW//f, for bandpass filters. Let W be the bandwidth of a response 
with square shape and amplitude 1 and with an area equal to that of the 
Giz response. 


C oo dz vw 
— 2 -— E50 OO OOOO oot Mod 
y h Gra)? da i LT+2r% 2nsin r/2n (14-7-9) 
The response of the Butterworth shape at bandwidth W is 
|Gi2|? = se | (14-7-10) 
1+ W 


when wags is normalized to unity. The attenuation in decibels is 
a = 10 log (1 + W*) 


By using the above equations, the values in Table 14-1 are obtained. 
The bandwidth at attenuation points a is equal to the noise bandwidth. 
For a single tuned circuit n = 1, the noise bandwidth is equal to the 
bandwidth between points whose attenuation is 5.4 dB. 


14-8 Automatic-gain-control Characteristics 


Automatic-gain-control Rise. The degree of output-level control pro- 
vided by a receiver’s automatic gain control is simply defined by measur- 
ing the rise in audio output produced by a given increase in signal input 
level. This test is mainly applicable to AM and single-sideband receiv- 
ers. Although the signal level and performance details depend on the 
particular use of the receiver, a representative test would be to apply a 
1,000 »V rf input, modulated 30 percent by 1,000 Hz, to an AM receiver. 
The volume control is then adjusted for a rated audio power output. The 
signal level is dropped to 5 uV and the audio output power noted. The 
signal is then increased to 200,000 uV, and the audio output power is 
again measured. The increase in audio power output between the 5- 
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and 200,000-nV input-signal levels is called the automatic-gain-control rise 
and is usually expressed in decibels. 

In making this measurement, it is well also to perform a total-harmonic- 
distortion measurement, particularly at the higher signal levels. This is 
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FIG 14-10 Automatic-gain-control settling-time test 
setup. 


done since it detects audio or rf envelope clipping at any point in the 
receiver. The rf signal level should also be slowly varied over the speci- 
fied range while any discontinuities or peaks of audio output are noted. 

Settling Time. The manner in which a receiver output varies after 
application of a step in signal input is of interest since it characterizes the 
envelope distortion of AM and single-sideband voice receivers and the 
accuracy of special AM receivers used for navigation. Measurement 
of step response is made with the equipment shown in Fig. 14-10, which 
applies a modulated-rf step input to the receiver and simultaneously 
triggers the horizontal sweep of an oscilloscope. The receiver audio 
output is applied to the vertical amplifier of the oscilloscope. The 
Sweep speed is adjusted so that the vertical deflection has stabilized at 
the end of the horizontal sweep. A usual definition of settling time is 
the time required for the output to arrive at 90 percent of its steady-state 
value, including overshoots. For detailed study of the response shape, a 
storage oscilloscope or a camera may be used to retain a single sweep 
image. 

The isolation provided by the rf switch in the off state is of particular 


concern with sensitive receivers. For example, if a 0.1-V step input is 


to be applied to a receiver having an automatic-gain-control threshold of 
1 nV, then an attenuation of 100 dB is required in the switch for the initial 
condition to be essentially zero signal. A mechanical coaxial relay with 
internal shielding and an output grounding contact will usually suffice for 
slowly responding receiver automatic gain control. For fast responses, 
it may be necessary to use cascaded diode-ring modulators with a de step 
control applied to the port having response down to zero. From the 
standpoint of attenuation, keying the oscillator of the signal generator 
off and on is ideal. This usually requires modification of the generator 
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and, for narrow-band receivers, is unsatisfactory since a frequency tran- 
sient (chirp) occurs during the transition interval. 

Countermodulation. In an AM receiver, particularly the kind used for 
aircraft navigation, a phase shift-of the modulating signal occurs in the 
receiver because a small amount of recovered audio appears on the auto- 
matic-gain-control line, which changes the receiver gain slightly at the 
modulation rate. This effect, called countermodulation, is the greatest 
at low modulation frequencies. The phase change is measured by com- 
paring the modulation signal of the rf-signal generator with the audio 
output of the receiver as a function of rf signal level and modulation 
frequency. The phase shift of the signal generator modulation should 
be checked preliminarily by substituting an envelope detector of known 
linearity for the test receiver. The phase comparison can be made either 
with an oscilloscope as discussed in Chap. 11 or with an audio phase- 
shift meter. The amount of phase shift to be measured depends on the 
receiver application; a very high frequency navigation receiver for omni- 
range use might be limited to one degree of error at a modulation fre- 
quency of 30 Hz. 


14-9 Measurements on Transmitting Systems 


There are many specialized measurements taken on transmitters, deter- 
mined by the particular equipment mode of operation and its specifica- 
tions. This section will discuss some of the transmitting measurements 
applicable to systems and not considered basic device tests. 

Single-sideband Distortion. A basic method of measuring the linearity 
of a single-sideband transmitter is to apply a two-tone test signal to the 
input and to observe the output spectrum on a spectrum analyzer. This 
has been discussed in Chap. 2. 

A newer method of measuring the distortion produced by single-side- 
band transmitter nonlinearity is called the noise-loading test. This test 
has been necessitated by the extensive use at high frequency of multi- 
channel single-sideband data transmission. For example, a 3-kHz voice 
channel may be used to multiplex by frequency division up to 18 uncor- 
related frequency- or phase-shift-keyed signals. When the signals within 
a channel are uncorrelated, and channels are likewise uncorrelated to each 
other, the rf-envelope signal in the rf stages of the transmitter approaches 
noise with a Rayleigh amplitude distribution (central-limit theorem). 
Since the distortion products of all the other channels appearing in one 
channel tend to approach a noiselike signal, the error rate of the data 
system is affected by the drop in apparent signal-to-noise ratio. The 
noise-loading test provides a quantitative means of predicting digital data 
error performance when the results of the test are known. 


526 Electronic Measurements and Instrumentation 


The concept of the noise-loading test is rather simple. A white-noise 
signal (constant noise power spectral density over the frequency band of 
the transmitter) is applied to the input terminals and increased in ampli- 
tude until the transmitter power output is a reference value called rated 
noise power. This power level is sometimes defined as 7 dB less than the 
peak envelope power rating of the transmitter. A narrow spectral notch 
(approximately 10 percent of the system bandwidth) is then placed in the 
input noise, the input is increased slightly to produce rated noise power, 
and the output power spectral density lying in the notch is measured. 
The ratio of the power in the same bandwidth with the notch removed 
to that with the notch present is called the szngle-sideband noise power 
ratio and is usually expressed in decibels. Figure 14-11 shows the basic 
setup needed to perform the test. The bandwidth of the filter in the 
output of the transmitter under test should be small enough compared 
with the notch bandwidth so that only the power in the depth of the 
notch resulting from distortion products enters the power meter. An 
extension of Fig. 14-11 would be to replace the transmitter under test 
with a complete communications link including a transmitter, the propa- 
gation path, and the receiving system. The results of this test include 
the distortion products of both the transmitter and receiver, and the 
additive noise, as well, of the propagation path and the frequency sources 
(local oscillators) within the transmitter and. receiver. 

A practical setup for transmitter noise-loading distortion is shown in 
Fig. 14-12. This method differs somewhat in that a continuous display 
of noise power ratio (single-sideband) is obtained by simultaneously mea- 
suring output noise both in the notch band and in a signal band spaced 
close to the notch band. The ratio of the two noise powers is obtained 
logarithmically and presented continuously on a de meter. The notch 
filter has a stop band centered at 1,600 + 100 Hz and has a 3-dB band- 
width not exceeding approximately 10 percent of the channel bandwidth 
(250 Hz is a typical bandwidth). The notch-band skirts must be steep 
enough to present at least 50-dB attenuation to noise components at the 
passband frequency of the distortion filter. The distortion filter is a 
bandpass filter having a 3-dB bandwidth as wide as possible to minimize 
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FIG 14-11 Essential block diagram of noise-loading test for 
single-sideband transmitters. 
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FIG 14-12 Block diagram of automatic noise-loading test set with 
continuous display of single-sideband noise power ratio. 


the averaging time of the rms detector. A 3-dB bandwidth of 50 Hz is 
typical. The 60-dB bandwidth must be quite narrow (approximately 
100 Hz) so that noise power outside the notched band does not limit the 
measurement dynamic range to less than 50 dB. A crystal filter, typi- 
cally with a 100-kHz center frequency, is necessary for the distortion 
filter in order to meet these selectivity requirements. The signal filter is 
not strictly necessary since the loss of total power due to the notch can 
be calibrated out. When used, however, the signal filter permits read- 
ings to be taken of noise power ratio (single-sideband) which are rela- 
tively independent of output noise signal level. The signal filter is also 
a crystal bandpass filter whose center frequency is about 500 Hz removed 
from the distortion-filter center frequency. Its 3- and 60-dB bandwidths 
are typically 75 and 150 Hz. The rf coupler is any network which will 
couple a small sample of the transmitter output power to the following 
rf mixer. Since the signal and distortion filters are at or near 100 kHz, 
the local oscillator frequency is equal to that of the noise notch at the 
transmitter output +100 kHz. For example, if the single-sideband- 
transmitter suppressed-carrier frequency is 4,000 kHz and a single upper 
sideband is selected, then the noise notch is at 4,001.6 kHz and crystals 
at 3901.6 or 4101.6 kHz may be used. The use of a crystal oscillator 
for the frequency translation is preferable since the additive noise from 
the frequency translation will be the least with that type of oscillator. 
A frequency translation is required because the narrow filter bandwidths 
are not generally obtainable higher in the high frequency range. 

The setup of Fig. 14-12 is initially adjusted by temporarily removing 
the notch filter and inputing flat spectral noise to the transmitter. The 
gain of the distortion filter channel is then adjusted with an attenuator 
such that the de voltmeter reads full scale or at some other reference 
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reading. (The particular constants of the logarithmic ratio converter 
used must be known to calibrate the de voltmeter.) The notch filter is 
reinserted and the noise power ratio (single-sideband) is read on the de 
voltmeter. The calorimetric power meter indicates the transmitter noise 
power output directly, and the attenuator following the notch filter may 
then be used to vary the power level from zero to some point above rated 
noise power while taking readings of single-sideband noise power ratio. 

When noise-loading distortion tests are made on a multichannel single- 
sideband transmitter, it is usual to input noise to all channels, putting 
the notch filter in the input to one of the two channels adjacent to the 
suppressed carrier. Separate noise generators must be used for each 
channel so that the output stages of the transmitter are amplifying a noise 
signal with Rayleigh amplitude distribution formed from the linear addi- 
tion of separate sources. If a single noise source were used for al] channels, 
the rf envelope of each sideband channel would contain peaks which occur 
simultaneously, that is, they would be correlated. 

The characteristics of the channel noise source should be measured to 
affirm that the noise is gaussian within certain limits. The spectral 
output should be flat with frequency within +1 dB over the band of 
100 to 6,000 Hz. The amplitude density distribution should follow a 
normal distribution within the limits of the table given here. 


Voltage, Amplitude density{ distribution 
0 0.0796 + 0.005 
+1 0.0484 + 0.005 
+2 0.0108 + 0.003 
+3 0.000898 + 0.0002 


+ Amplitude density is measured in a window 
of 0.20, where o is the standard deviation or rms 
value of the noise voltage. 


A representative performance requirement for a single-sideband trans- 
mitter can be a 40-dB single-sideband noise power ratio measured at 
rated noise power. 

Differential Time Delay. In certain types of communication systems, 
notably those handling a multitude of data signals, a parameter of great 
importance is the relative time delay between signals at different frequen- 
cies in the reception (or transmission) passband. Ideally, this relative 
delay should be zero so that at the output, the original waveform is 
reconstructed without distortion. This follows from the Fourier decom- 
‘position of a complex function of time; the original waveform is obtained 
from summation of the components when both the relative amplitude 
and phase are preserved. 
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This concept may be further illustrated with Fig. 14-13 in mind. Sup- 
pose a complex waveform is passed through a linear network from A to B. 
The sinusoidal components at point A must have a certain time relation- 
ship to produce the complex wave; for example, component A, passes 
through zero at time t, with positive slope, and 
A, passes through zero with positive slope at te. 

Now, if an observer at point B is to see the same 44 netnon Lowe 

complex waveform, the interval between positive- 

slope zero crossings at point B must be exactly fee Represents: 
tion of a network with 

the same as those at point A. If there is an time delay passing a com- 

absolute time delay 7’ in the network, the compo-__ Plex wave from A to B. 

nent B, must cross zero at T + t; and the com- 

ponent B, must cross zero at 7+ %t. Thus the value 7 must be 

independent of frequency. 

Absolute time delay may be thought of as phase delay. If a sinusoid 
with a frequency of 1 Hz enters point A of Fig. 14-13 and suffers a time 
delay of 1 sec by passing through the network to point B, it may be seen 
that the equivalent phase retardation is 360° or 27 rad. If the phase 
retardation were at 2 Hz and the delay still 1 sec, the phase retardation 
would be 720° or 47 rad, and so forth. Therefore, the absolute time 
delay or phase delay is T.,, = B/w, where @ is the phase shift in radians 
and w is the angular frequency in radians per second (2zf). This relation 
is used in sketching the relationship between constant absolute time 
delay and the corresponding phase shift versus frequency in Fig. 14-14. 
Note that for the time delay to be constant versus frequency, the phase shift 
must be linear with frequency and have a slope equal to the delay. Addi- 
tionally, each component frequency must be attenuated (or amplified) 
by an exactly equal amount if there is to be no distortion of the wave- 
form after passing through the network. 

Communication systems are, by nature, band limited ; that is, only a 
certain range of frequencies is passed by the receiver or transmitter. For 
example, a single-channel single-sideband system operating at a sup- 
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FIG 14-14 The relationship between time delay and 
phase shift of a wave. 
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pressed carrier frequency of 2 MHz (upper sideband used) may have a 
usable band extending from 300 to 3,000 Hz above the carrier. For dis- 
tortionless transmission it is only necessary that the amplitude response 
be flat and the phase response linear with frequency over the band 2.0003 
to 2.003 MHz. Furthermore, with respect to time delay, it is sufficient 
that the relative or differential time delay over this band of frequencies 
be zero. The absolute time delay can be any amount; as an extreme 
example, the absolute time delay could be several seconds for an inter- 
planetary communication link. The capability of a single-sideband data 
receiver or transmitter to reproduce a complex waveform faithfully, then, 
may be characterized by measuring versus frequency both the relative 
amplitude response and the differential time delay. 

In a band-limited system, the relative or differential time delay at a 
given frequency is the slope of the phase § versus frequency w. Thus, the 
differential time delay Ta is 


dp 


elk 


(14-9-1) 


This quantity is also referred to in the literature as group or envelope delay, 
since a group of closely spaced frequencies having a certain rf envelope 
will be almost equally delayed by the amount Ta. It is evident that 
measurement of the quantity A@/Mw, where Ag is the change in phase 
for an increment in frequency Aw, will closely approximate Ta when Aw 
is a suitably small increment of frequency. 

The methods of measuring differential time delay were documented 
very early in the technical literature [4]. Broadly, two methods of 
measurement are possible: indirect calculation by measuring phase versus 
frequency, and the direct measurement of the delay of an envelope 
through the system. Commercially, the latter method is usually now 
employed and may be basically explained in the following way: Sketched 
in Fig. 14-15 is an example of the phase 
response of a system whose phase is assumed 
linear with frequency over some small band 
of frequencies. Suppose that an AM carrier 
wo is passed through the system. If the 
modulating frequency is w,, then the sideband 
frequencies w; and w2 are wo — Wm and wo + wm; 
respectively. Upon passing through the sys- 
tem, these sidebands are rotated with respect 
FIG 14-15 Exampleofphase to the carrier by the angles Bo — 6: (lower 
behavior of a system having .:doband) and 62 — Bo (upper sideband). 


linear phase response in the ; : : : 
tegion a1 <w < on Since linear phase is assumed, these rotations 


Wy Wo We w 
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are equa] and may be called AB. The corresponding frequency change 
Aw producing Af is wo. Therefore, the envelope delay at wo is approx- 
imated by 


Ts = — 
Wm 
where AG is measured in radians and w, in radians per second. Corre- 
spondingly, : 
__4¢ 
360fm 


d 


where A¢ is in degrees and f, is the modulation frequency in hertz. 
These equations say that the time delay may be measured by finding the 
input-to-output phase shift (A8 or A@) of the modulation envelope and 
dividing by the modulation frequency. 

It is to be noted that a real system does not have 6: — Bo equal to 
Bo — B:. Therefore, in general, the output envelope does not exactly 
have the shape of the input envelope. A compromise is necessary in the 
choice of w», such that A is accurately discernible (high w,) and the 
envelope distortion is small (low wn) so that like points (peak or valley) 
may be compared at the input and output. 

Figure 14-16 shows a test setup that can be used to measure the differ- 
ential time delay of a transmitter. The rf signal generator is modulated 
at a low audio frequency, 30 to 50 Hz, by an external oscillator. The 
output of the rf signal generator is applied to the transmitter under test 
at a point prior to any frequency-selective filters. In the case of a single- 
sideband transmitter, this point would be at the output of the balanced 
modulator sideband generator where the carrier frequency would typi- 
cally be in the 100- to 455-kHz region. Both the input and output rf 
signals are demodulated by identical envelope detectors whose time con- 
stants should be short compared with the modulation frequency wm. The 
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FIG 14-16 Measurement of differential time delay by the 
direct method of envelope delay. 
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envelope signals are then compared in phase as a function of the rf signal 
in the passband of the transmitter. The phasemeter can be an instru- 
ment designed for that purpose, or basically, an oscilloscope may be used 
by obtaining a Lissajous pattern. The accuracy and resolution require- 
ments of the phase comparison are quite high; a 5.4° change in phase Ad 
is equivalent to a 500-ysec change in delay Ta when the modulation fre- 
quency fn is 30 Hz. The accuracy of the envelope detectors may be 
checked by interchanging them and repeating the measuring run. The 
average of the two runs is then due to the delay of the transmitter under 
test. It should be noted that this measurement really yields only the 
differential time delay because the angle indicated by the phasemeter 
may be the residue of one or more 360° rotations. Since differential 
time-delay distortion is the important parameter affecting complex sig- 
nal transmission, this is not a serious drawback. The absolute time delay 
can be found by decreasing fm until it is apparent that the total phase 
rotation through the transmitter is less than 360°. The results of a 
differential-time-delay measurement on a single-sideband transmitter are 
shown in Fig. 14-17, which is plotted to show the absolute time delay. 
The transmitter tested has delay equalization networks added to the side- 
band selection filter. The measurement was made between the audio 
input terminals of one channel and the 250-kHz output of the transmitter 
channel selection filter. 

Test equipment designed expressly for measuring differential time delay 
and also the attenuation versus frequency of a system is available from 
manufacturers such as Wandel and Goltermann (West Germany) and the 
Hewlett-Packard Company. Such equipment uses the Nyquist-Brand 
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FIG 14-17 Time delay of a single-sideband transmitter. 
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measurement principles with modifications allowing swept frequency dis- 
play of attenuation and delay. The Wandel and Goltermann LD-2 
equipment uses a two-carrier differential measurement technique in which 
a reference rf envelope is first passed through the test specimen at approxi- 
mately its band-center frequency. Then the reference signal is replaced 
by a slowly swept FM carrier. This changeover is effected, without 
disruption of the rf envelope, at a 4-Hz rate. At the receiving end, the 
envelope phase change is measured and converted to time delay. This 
method allows differential delay measurements on communication sys- 
tems whose input and output terminals are not in the same place. 

Residual AM Noise. When the modulation input to an AM or FM 
transmitter is removed, the variations in the rf envelope amplitude are 
called residual AAf noise. The internal sources of such noise are power 
supply hum, audio wiring pickup of stray fields, and the thermal and 
excess noise of the active stages in the transmitter. Although hum is 
roughly sinusoidal, it is termed noise in the context that it is an undesired 
signal. 

To perform the measurement, an AM detector responsive to a linear 
peak carrier is coupled to the output, or a sample of the output, of the 
transmitter. For an AM transmitter, the ratio between detected audio 
for 0 and 100 percent modulation is the residual noise level and is usually 
expressed in decibels. For FM transmitters, the same detector is used 
and, with no frequency modulation, the ratio between the peak value of 
the envelope and the average detected de voltage is the residual AM 
noise level. In both cases, when no modulation input to the transmitter 
is present, the audio terminals should be terminated by a resistor equal 
to the rated audio-source resistance. 

The measurement of residual noise in an AM transmitter is very simple 
when a harmonic distortion analyzer is used which incorporates an inte- 
gral diode detector. Such instruments are often used in AM broadcast- 
station monitoring equipment to additionally measure audio distortion 
on the rf envelope, the distortion being brought into the instrument from 
a sampling loop mounted on the antenna. 

Residual FM Noise. This measurement is similar to the AM noise test 
except that an FM detector is coupled to the output of the transmitter. 
The FM detector may be a deviation meter or an FM receiver whose 
quieting characteristic is greater than the FM noise level intended to be 
measured. For FM transmitters, the FM detector output ratio for full- 
rated system deviation and no audio input is the residual FM noise level. 
For AM equipment, the FM detector output, both with and without AM, 
is measured with the reference being the FM detector output with an 
FM input signal having some standard amount of deviation, such as 
1,000 Hz. 
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Keying Waveshape. The transmission of on and off signals, such as 
international Morse code, requires that the output of the transmitter 
be turned on and off in accordance with the code. If the transition time 
from off to on or reverse is very abrupt, sideband energy is produced 
which extends several kilohertz about the carrier frequency and results in 
interference to services occupying adjacent frequencies. This follows 
from the general equation of an AMI wave 


e(t) = E[1 + m(t)] cos wet (14-9-2) 


where e(¢) = instantaneous output-voltage function of time 

E = peak carrier amplitude 

m(t) = modulating function of time 

We = angular carrier frequency 
When m(t) is a square wave, an infinite set of sidebands appears about 
the carrier, displaced in frequency from the carrier by integral odd mul- 
tiples of the square-wave frequency. On the other hand, if the rise and 
fall times are too slow, the code elements tend to merge at high sending 
rates, which makes recognition of manual or electronic codes difficult. 

Measurement of keying waveshape may be made in either the fre- 
quency or time domains. In the frequency domain, direct measurement 
of the transmitter spectrum can be obtained by applying a sample of the 
transmitter output to a spectrum analyzer and using the signal analysis 
techniques of Chap. 5. To obtain a stationary spectrum, the keying 
input to the transmitter must be a constant frequency. Since the trans- 
mitter normally provides waveshaping, the keying input may therefore 
be a square wave of frequency f equal to the highest expected keying 
rate. For international Morse code, f = 0.416 words per minute, where 
f is in hertz and words per minute is the keying rate. 

In the time domain, keying waveshape may be determined by the setup 
shown in Fig. 14-18. The square-wave generator frequency can be 
adjusted over the expected range of keying rate while the leading and 
trailing edges of the transmitter output are observed. Although the 
direct connection of a high-frequency oscilloscope is shown in Fig. 14-18, a 
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FIG 14-18 Keying waveshape time-domain measurement. 
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FIG 14-19 Turnaround-time measurement with a dual-beam oscillo- 
scope. 


diode detector may be interposed if the frequency capability of the 
oscilloscope is insufficient. The load time constant of such a detector, 
however, must be short compared with the transmitter rise and fall time. 
For there to be little energy in the higher-order sidebands, the time dis- 
play should show smoothly rounded leading and trailing edges. The 
transmitter should rise to full power, however, at the highest keying rate. 
A noteworthy byproduct of the time display is observation of amplitude 
in the interval between leading and trailing edges. Droop in this interval 
is caused by regulation of the output amplifier power supply. At certain 
keying rates, a damped oscillation may be noted, caused by resonance of 
the power supply filter. 

Turnaround Time. This measurement is included as an example of one 
of the many specialized performance tests for particular classes of radio 
communication equipment and has to do with the amount of time required 
for a transceiver (combination transmitter and receiver) to go from 
“transmit” to ‘‘receive.’’ Rapid turnaround time is a requirement for 
certain two-way data systems (usually high-frequency single-sideband) 
where transmission of a bit stream is quickly followed by reception of 
another transmission. 

A method of measuring the transfer time between reception and trans- 
mission and vice versa by using a dual-beam oscilloscope is sketched in 
Fig. 14-19. In this case, the transceiver is assumed to be a single-side- 
band type such that a single rf output is generated by the transmitter 
section when a single audio frequency is applied to the audio input 
terminals. The keying-function generator can be simply a relay actu- 
ated repetitively by a low-frequency square-wave oscillator. The hori- 
zontal sweep of the oscilloscope is triggered by either the leading or 
trailing edge of the transmit key signal; leading-edge triggering is assumed 
for the sample waveforms depicted. The receiver audio output is applied 
to one vertical axis input, and a sample of the rf output is connected 
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to the other vertical input. A power attenuator is shown between the 
rf output-input of the transceiver and an rf signal generator; this attenu- 
ator must dissipate the output power of the transmitter and have enough 
loss to protect the signal generator from burnout due to the transmitted 
signal. Alternatively, an rf coupler can be employed to inject the rf 
output of the signal generator into the transceiver with the use of a 
dummy load to dissipate the transmit power. 

The test is performed by keying the equipment at a rate slow enough 
that complete receive-transmit changeover occurs and then adjusting 
the horizontal-sweep rate so that both changeover intervals may be seen 
on the oscilloscope. With the sweep-rate calibration, the transfer times 
may be directly read off the display. Transfer times of 50 to 100 msec 
are typical for single-sideband data equipment. The rf-signal-generator 
equivalent level at the transceiver antenna terminals may be adjusted 
to some level such as 100 uV. This may be accomplished by knowing 
the total attenuation between the rf signal generator and the transceiver 
and using the calibrated rf output attenuator of the rf generator. Alter- 
natively, the desired rf level may be temporarily applied directly to the 
transceiver, and the internal automatic-gain-control voltagenoted. With 
the rf signal generator again connected as in Fig. 14-19, the generator 
output attenuation can then be decreased until the same automatic-gain- 
control voltage is developed. 

Communication System Interference. In installations with multiple trans- 
ceivers and antennas operating within the same frequency band (but 
not on the same frequency), severe interference can arise when the isola- 
tion between antennas becomes low because of physical constraints on 
antenna placement. This situation is common in very high frequency 
voice-communication installations in aircraft, where the isolation between 
antennas can range from 20 to 50 dB depending on the airplane size. The 
interference results from receiver overload, receiver spurious responses, 
and transmitter spurious output. The subjective effects are that a 
desired reception is garbled or even completely blocked by transmission 
from the nearby transceiver, and that the squelch of a transceiver in the 
receive condition can be falsely opened (as if a signal were present) by 
transmission from the other transceiver. 

A test method is needed that will simulate, in the laboratory, the field 
conditions under which two transceivers are expected to operate, includ- 
ing the antenna isolation and the effects of transmitter and receiver spu- 
rious emissions and responses. Figure 14-20 shows one method of mea- 
surement that allows quantitative measurement of interference effects. 
Two transceivers are used; they are typically identical types of equipment 
in a dual installation. Transceiver A is operated in the transmit condi- 
tion, and transceiver B in the receive condition. For explanatory pur- 
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poses, the transceivers will be assumed to be AX voice equipment. 
Transceiver A is modulated to its full capability (80 to 90 percent) at 
400 Hz from an audio-frequency oscillator. The rf output is applied 
to a power attenuator capable of dissipating the transmitter power and 
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FIG 14-20 Communication system interference test. 


having an insertion loss equal to the actual antenna isolation less 6 dB. 
An additional 6-dB loss is incurred in the mixing pad (which is identical 
with that discussed in connection with Fig. 14-7), which brings the total 
attenuation between transceivers equal to that between antennas in the 
installation. The audio output of transceiver B is monitored with an 
audio-frequency voltmeter. (Headphones or a loudspeaker at this point 
are a useful accessory to identify the character of the interference.) An 
rf signal generator modulated 30 percent at 1,000 Hz is also applied to 
the mixing pad to simulate a received signal. 

Two tests can be made with the setup in Fig. 14-20. The first test 
is a squelch-opening test and is performed with no signal from the rf 
signal generator and with the squelch control of transceiver B adjusted 
so that a signal of typically 5 wV is required to unmute the receiver sec- 
tion. Frequency control B is set for some desired channel within the 
operating band of frequencies. With transceiver A transmitting, fre- 
quency contro] A is exercised through all channels of the band and those 
channels noted which cause the squelch of transceiver B to open as indi- 
cated by the audio-frequency voltmeter or other audio output indicator. 
The test may be repeated for as many receiver channel settings of fre- 
quency control B as are required to characterize the system. The causes 
of squelch openings are transmitter envelope distortion resulting in com- 
ponents lying on the receiver channel frequency, inadequate receiver 
selectivity, transmitter spurious outputs, and receiver spurious responses. 
The last are usually predominant and arise chiefly from the first mixer 
in a superheterodyne receiver. They may be identified by using the 
general expression for a frequency-converting mixer 


Afi + Lft = fo (14-9-3) 


where H and L are integers of either sign associated with fz, the higher- 
frequency input, and fz, the lower-frequency input, and fo is the mixer 
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output frequency or the intermediate frequency in a superheterodyne 
receiver. For example, suppose that the desired signal frequency is 
120 MHz (fz) and that the local oscillator is at 140 MHz (fz). The 
desired mixing product is obtained when H = +1 and L = —1, which 
yields an fo of 20 MHz. Now suppose that an undesired signal is present 
at 130 MHz. By trial and error or the use of either spurious-prediction 
charts [5] or a computer program [6], it can be found that when H = +2 
and L = —2, then fo again equals 20 MHz. The sum of the absolute 
values of H and L is termed the order of the spurious response, in this 
case, 4. Spurious responses as high as thirtieth order have been observed 
to produce squelch openings in typical very high frequency transceivers 
when the antenna isolation is as low as 20 dB. The gain of the mixer 
relative to the desired mixing process decreases markedly as the order 
increases. Modern mixers with hot carrier diodes or field effect transis- 
tors typically exhibit spurious ratios of —60 to —80 dB for orders above 
the tenth. 

The second test performed with the equipment in Fig: 14-20 is closely 
akin to a standard crossmodulation or blocking test. Transceiver B is 
channeled to a desired frequency in its range, and the rf signal generator 
is used to apply perhaps a 20-V signal. For very high frequency air- 
craft transceivers, this approximates the minimum signal received while 
in flight; the test can be repeated for other desired signal levels if required. 
With transceiver A transmitting and modulated, frequency control A is 
used to channel the transceiver over its frequency range. At each 
channel, a measurement of signal plus noise to noise is made on trans- 
ceiver B by removing the modulation from the rf signal generator and 
noting the drop in audio output on the audio-frequency voltmeter. This 
test can be very time consuming if alarge number of channels are involved; 
it is often sufficient to cover the range of transceiver A in 1-MHz steps. 
The results of the test combine the interference effects of discrete trans- 
mitter and receiver spurious frequencies, crossmodulation and blocking 
of the receiver, and wideband noise output of the transmitter. The data 
can be plotted as the ratio of signal plus noise to noise in the frequency 
spacing between transceivers A and B. A practical minimum ratio of 
signal plus noise to noise is 10 dB, at which point the interference is 
annoying and speech intelligibility is beginning to suffer. A 20-dB ratio 
of signal plus noise to noise subjectively is nearly unnoticeable, particu- 
larly in an acoustically noisy environment. 


14-10 Radio Equipment Specifications 


The successful design, construction, and measurement of radio receiv- 
ing and transmitting equipment require detailed knowledge of the per- 
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formance specifications applicable to the particular class of equipment. 
There are a great number of published specifications which apply to com- 
mercial and military radio equipment; those most frequently encountered 
are listed in this section, together with instructions for obtaining copies. 
These specifications generally cover the minimum performance require- 
ments for an equipment. Certain documents, notably those of the 
Federal Communications Commission (FCC) and the Radio Technical 
Commission for Aeronautics (RTCA), define the legal minimum specifi- 
cations that are required for sale and operation of radio equipment in the 
United States. The actual performance of radio receivers or transmit- 
ters usually must exceed these minimum values to be competitive in the 
electronics market. 

Commercial Specifications. The following groups of specifications are 
listed, along with the organization from which copies may be obtained. 
The list is confined to those specifications concerned with radio receiv- 
ing or transmitting equipment used for communication or navigation 
purposes. 


Electronics Industries Association 
2001 Eye Street, N.W. 
Washington, D.C. 20006 


Electronics Industries Association (EIA) specifications are mainly written 
to define the performance of two-way FM radio equipment for services such 
as radio for business, police, fire, taxicabs, forestry, and personal paging. 
The actual performance of such equipment is usually much better than the 
minimum standards specified. 


Publication Title 

RS-152-A Land Mobile Communications, FM or PM Transmitters (25 to 
470 mc!) 

RS-204 Minimum Standards for Land-mobile Communication FM or 
PM Receivers 

RS-237 Minimum Standard for Land-mobile Communication Systems 
Using FM or PM in the 25-470 mc Frequency Spectrum 

RS-240 Electrical Performance Standards for Television Broadcast 
Transmitters 

RS-250A Electrical Performance Standards for Television Relay Facilities 

RS-316 Minimum Standard for Portable/Personal Land Mobile Com- 
munications FM or PM Equipment 25-470 mc 

TR-107 Electrical Performance Standards for FM Broadcast Trans- 
mitters (88 mc—108 mc) 

TR-120 Minimum Standards for Land-mobile Selective Signaling 
Equipment 


ime = MHz. 
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Aeronautical Radio, Incorporated 
2551 Riva Road 
Annapolis, Maryland 21401 


Aeronautical Radio, Incorporated (ARINC) is an association supported by 
the airlines of the United States. Specifications of ARINC therefore cover 
the equipment needed for radio communication and navigation in com- 
mercial aircraft. These specifications define the actual operating require- 
ments rather than the legal minimum performance; in certain areas, notably 
crossmodulation and intermodulation performance of receivers, the require- 
ments may represent goals which are difficult to obtain in production 


equipment. 
Publication, 

characteristic No. Title 
533A Airborne HF! SSB?/AM System 
546 Airborne VHF? Communications Transceiver System 
547 Airborne VHF Navigation Receiver 
551 Airborne Glide Slope Receiver—Mark 2 
552 Radio Altimeter 
566 Airborne VHF Communications Transceiver and Mark-1 

VHF Satcom‘ System 

568 Airborne Distance Measuring Equipment 
570 Mark-3 Airborne ADF® System 
572 Mark-2 Air Traffic Control Transponder 


1HF = high frequency. 

2SSB = single sideband. 

3 VHF = very high frequency. 
4Satcom = satellite communications. 
5 ADF = automatic direction finder. 


Underwriters Laboratories, Incorporated 
207 East Ohio Street 

Chicago, Illinois 60611 

1285 Walt Whitman Boulevard 
Melville, L.I., New York 11746 

1655 Scott Boulevard 

Santa Clara, California 95050 


The following electrical safety specification is included to give a guide for 
the proper construction of radio equipment for consumer service. It is 
available without cost from any of the above addresses. 

Standards for Safety, Radio, and Television Receiving Appliances, 492. 


Federal and Military Specifications. Rules, regulations, and specifica- 
tions written by agencies of the United States government are obtain- 
able either from the U.S. Government Printing Office, Washington, D.C. 
20402 or the sponsoring agency; those listed below apply to commercial 
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and military uses of radio. Each branch of the military also originates 
specifications for their specific requirements; these may be obtained (some 
with restrictions) from the U.S. Department of Defense, Washington, 
D.C. 20360. 


Federal Communications Commission 


(Documents available by volume from U.S. Government Printing Office 
Washington, D.C. 20402) 


The following volumes and parts thereof define the FCC regulations which 
must be adhered to in the performance and use of radio equipment in the 
United States. These regulations chiefly cover any equipment which emits 
rf energy; receiver performance is only specified with regard to sensitivity 
(noise figure) and frequency range for television receivers and antenna 
radiation limits. 


Volume Part Title 

2 2 Frequency Allocations and Radio Treaty Matters; 
General Rules 

2 5 Experimental Radio Services 

2 15 Radio Frequency Devices 

3 73 Radio Broadcast Services 

3 74 Experimental, Auxiliary, and Special Broadcast and Other 
Program Distributional Services 

4 81 Stations on Land in the Maritime Services 

4 83 Stations on Shipboard in the Maritime Services 

4 85 Public Fixed Stations and Stations of the Maritime 
Services in Alaska 

5 87 Aviation Services 

5 89 Public Safety Radio Services 

5 91 Industrial Radio Services 

5 93 Land Transportation Radio Services 

6 95 Citizens Radio Service 

6 97 Amateur Radio Service 

6 99 Disaster Communications Service 

7 21 Domestic Public Radio Services 

7 23 International Fixed Public Radiocommunication Services 

7 23 Satellite Communications 


Radio Technical Commission of Aeronautics 
2000 K Street, N.W. 
Washington, D.C. 20006 


The RTCA is a United States government agency concerned in part with 
establishing the legal minimum performance of radio equipment used by 
aviation in the United States. These standards must be met in order to 
obtain type certification of an equipment for use in commercial aircraft. 
Copies may be obtained directly from the above address. 
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Publication Title 


DO-48A Minimum Performance Standards—Airborne Radio Communi- 
cation Transmitting Equipment Operating within the Radio- 
frequency Range of 1.5-30 Megacycles 

DO-49A Minimum Performance Standards—-Airborne Radio Communi- 
cation Receiving Equipment Operating within the Radio- 
frequency Range of 1.5~30 Megacycles 


DO-57A Minimum Performance Standards—Airborne Radio Marker 
Receiving Equipment Operating on 75 Megacycles 

DO-86 Characteristics of Aeronautical Single-sideband Systems 

DO-92 Minimum Performance Standards—Airborne Loran A Receiving 


Equipment Operating within the Radio-frequency Range of 
1,800-2,000 Kilocycles 


DO-93 Minimum Performance Standards—Airborne Selective Calling 
Equipment 
DO-94 Minimum Performance Standards—Portable aircraft Emergency 


Communications Equipment Operating within the Radio- 
frequency Range of 118-250 Megacycles 

DO-95 Minimum Performance Standards—Portable aircraft Emer- 
gency Communications Equipment Operating within the Radio- 
frequency Range of 450-8,500 Kilocycles 

DO-109 Minimum Performance Standards—Airborne Radio Communi- 
cations Receiving Equipment Operating within the Radio- 
frequency Range of 117.975-136.000 Megacycles 

DO-110 Minimum Performance Standards—Airborne Radio Communi- 
cations Transmitting Equipment Operating within the Radio- 
frequency Range of 117.975-136.000 Megacycles 

DO-111 Minimum Performance Standards—Airborne Receiving and 
Direction Finding Equipment Operating in the Radio-frequency 
Range of 200-400 Kilocycles 


DO-112 Minimum Performance Standards— Airborne ATC! Transponder 
Equipment 
DO-114 Minimum Performance Standards—Airborne VOR? Receiving 


Equipment Operating within the Radio-frequency Range of 
108-118 Megacycles 


DO-123 Minimum Performance Standards—Airborne Low-range Radar 
Altimeters 
DO-124 Minimum Performance Standards—Airborne Distance Measur- 


ing Equipment (DME) Operating within the Radio-frequency 
Range of 960-1,215 Megacycles 
DO-132 Minimum Performance Standards—Airborne ILS* Glide Slope 
Receiving Equipment 
1 ATC = air traffic control. 
? VOR = very high frequency omnirange. 
3ILS = instrument landing system. 


Military Specifications. The three military services write specifications 
relating to every area of military procurement. Those specifications pre- 
fixed with A/JL are available from the Department of Defense, Washing- 
ton, D.C. 20360. 
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The first two specifications are noteworthy in that they describe the 
measurement of and requirements for EMI. The third specification 
defines communication system requirements and closely parallels the 
information in DCA-CIR-175-2A (see the next following reference) on 
high-frequency single-sideband transmitters and receivers. 


Publication Title 
MIL-STD-461 Electromagnetic Interference Characteristics—Require- 
ments for Equipment 
MIL-ST D-462 Electromagnetic Interference Characteristics, Measure- 
ment of 
MIL-STD-188C Military Communication System Technical Standards 


Defense Communications Agency. The following specification covers 
military communication systems and equipment from very low to very 
high frequency. It is particularly excellent in the area of high-frequency 
single-sideband transmitters and receivers, giving design requirements 
that are near the most advanced developments. It is obtainable through 
the U.S. Government Printing Office. 


Publication Title 


DCA-CIR-175-2A DCS! Engineering-installation Standards Manual 
1DCS = defense communication systems. 
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MICROWAVE SIGNAL 
SOURCES 
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John J. Dupre 
Douglas Gray 
Steve Hamilton 
Wallace Rasmussen 


Hewlett-Packard Company 
Palo Alto, California 


and 
L. Besser 


Fairchild Electronics Corporation 
Mountain View, California 


The importance of having adequate sources of test signals for measure- 
ment procedures must be clear in the reader’s mind by now. The devel- 
opment of excellent audio sources and rf sources for laboratory use has 
kept pace with user requirements rather easily through the years, but 
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the development of microwave sources has been more difficult. As the 
operating frequencies increased, lumped circuit components no longer 
appeared to be lumped, and conventional amplifying devices no longer 
followed conventional behavior. Distributed-impedance parameters 
limited or even prevented performance. 

For years the most effective strategy in the face of these difficulties 
has been to make both the circuit components and the active devices 
distributed by their very nature. Reactances became sections of trans- 
mission lines of appropriate characteristic impedances, lengths, and kinds 
of termination. Amplifying devices began to depend upon the finite elec- 
tron velocities within them, and so klystrons and traveling-wave tubes 
were born. These tubes performed because of finite transit times and 
finite velocities of charges, rather than in spite of these phenomena. 

The theory of operation of these high-frequency electron tubes— 
klystrons, magnetrons, traveling-wave tubes, and backward-wave tubes 
—is beyond the scope of this book. Where the tubes appear in signal 
sources, it will be assumed that the reader has some knowledge of them. 
They will be described only to the extent necessary to clarify the salient 
points of the signal generators. 

In this chapter, the term signal source is used in a general way. It 
can mean an instrument that is a source of signals, but it is usually applied 
to the basic device or circuit that converts de power to ac power. In 
the latter sense it is synonymous with oscillator. We reserve a special 
meaning for the term szgnal generator: an instrument that produces test 
signals of very accurately known character. A standard-signal gener- 
ator is calibrated and stable. 


15-1 Microwave Transistor Oscillators 


The special microwave tubes mentioned above have been extremely 
valuable in laboratory signal sources, but they have the following dis- 
advantages: limited operating life of a few thousand hours or less, large 
physical size, and operating voltages in the kilovolt range. Some must 
be operated in a constant and accurately specified magnetic field. Fur- 
thermore, accurate AM and FM are difficult to achieve in some oscillator 
tubes. 

Therefore, research has continued through the years on solid-state 
devices to replace the tubes. In particular, microwave transistors and 
their oscillator-operating circuits have extremely long life, can be made 
physically small through the use of hybrid microcircuit techniques, and 
require typical operating voltages of less than 50 V. 

Transistor Characterization. The most useful figure of merit for an oscil- 
lator transistor is its maximum frequency of oscillation, fax. Mason [1] 
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and many others have shown that this frequency occurs where the uni- 
lateral power gain of the device is equal to unity. In terms of the scat- 
tering matrix S of the device, the unilateral gain [2] is given by 


|si2 = Soil? 


det (1 — SS) 


where S is the complex conjugate of S. At microwave frequencies the 
scattering matrix is conveniently measured over wide frequency ranges, 
and U may be calculated to determine fmax. 

Transistor equivalent circuits lose their usefulness in the microwave 
region because they are difficult to obtain and become very complex for 
accurate modeling. For oscillator design it is advantageous to use the 
measured scattering parameters directly and to avoid the intermediate 
step of determining an equivalent circuit. If another parameter set is 
more convenient for a particular design (for example, y or z parameters), 
computer conversion from scattering parameters to the new parameter 
set is straightforward. 

Oscillator Starting Conditions. It is convenient to think of two basic 
oscillator types, the feedback oscillator and the negative-resistance oscil- 
lator, even though feedback oscillators exhibit negative resistance across 
certain terminals. The feedback oscillator consists of an amplifier and 
a frequency-selective feedback network connected, for instance, as in 
Fig. 15-1. A z connection (or series connection) of the amplifier and 
feedback networks is shown and is readily analyzed by using the z matrix 
of each network. The condition for oscillation is that the determinant 
of the overall circuit matrix be equal to zero [3], or 


(Za11 + 2y11)(Za22 + Zs22) — (Za21 + 2y21) (Gua + 272) = 0 (15-1-2) 


where 2a:; and 2;;; are the z parameters of the amplifier and feedback net- 
works respectively. An example of this type of oscillator is the Colpitts 
circuit shown in Fig. 15-2. 


Amplifier 
Feedback | __ 
; network : 


FIG 15-1 The z-connected FIG 15-2 The Colpitts oscil- 
feedback oscillator. lator as an example of the z-con- 
nected circuit. 


U(S) = (15-1-1) 
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A negative-resistance oscillator consists of an active circuit exhibiting 
negative resistance at one port and a resonant network connected as in 
Fig. 15-3a. By letting [px and I, represent the reflection coefficients at 
the ports of the two networks, oscillatory growth will occur if at some 
frequency, 
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ae 


Resonant Active 
circuit network 


eb 
ail 
sally 
= 


e | 
is | 
, 
PLS 
i: 


WZ 
<a 
Se 
=< 


Y 
ane 
Kis 
a. 


FIG 15-3 The negative-resistance oscillator: (a) block diagram, (b) 
a specific circuit, and (c) an example of the oscillation criterion. 
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1 
Tri > | — 
ae | 


and (15-1-3) 


arg Te = — arg T4 


This implies that the Smith chart trace of Tr versus frequency must 
encircle (T4)~! plotted on the same chart at the frequency of interest. 
As an example of this, consider the circuit in Fig. 15-3b. A negative 
resistance is provided at the emitter terminal of a common collector cir- 
cuit with base inductance. The reciprocal of the reflection coefficient, 
(T,4)~, is plotted in Fig. 15-3c along with Tp, the reflection coefficient of 
the parallel resonant circuit. An oscillation range of approximately 1.7 
to 4.8 GHz is apparent. . 

Oscillator Tuning. Oscillators for microwave sweep generators and 
spectrum analyzers are generally required to be electrically tunable over 
at least octave bandwidths. This may be accomplished with variable 
capacitance (varactor diodes) or yttrium-iron-garnet (yig) spheres. 

Varactor diodes [4] have a capacitance approximately proportional to 
the square root of the applied reverse voltage. Thus, when they are 
used as part of a resonant network, the resonant frequency is propor- 
tional to the one-fourth power of the control voltage. Piecewise linear 
networks are required to linearize the voltage-versus-frequency relation- 
ship to better than within 1 percent. The ratio of maximum to mini- 
mum capacitance of a varactor is limited by the breakdown voltage and 
the parasitic capacitances, which makes the tuning of bandwidths exceed- 
ing one octave difficult to obtain. 

In contrast, yig tuning is a very wideband tuning method. Filters 
with yig resonators and tuning from 1 to 12 GHz have been built. Oscil- 
lators that are yig tuned are usually limited in tuning range by the active 
circuit rather than by the resonator. 

The yig resonance phenomenon takes place when a highly polished 
sphere of this ferrite material is placed in an rf structure under the influ- 
ence of a dec magnetic field. A high-Q resonance occurs at a frequency 
proportional to the de magnetic field. If the tuning field is supplied by 
an electromagnet, the resulting characteristic of magnet current versus 
resonant frequency is extremely linear (easily better than to within 
0.1 percent over an octave). Linearizing networks are unnecessary. A 
typical coupling structure is a metallic loop surrounding the sphere as in 
Fig. 15-4a. The equivalent circuit looking into the loop terminals is 
that of a parallel resonant RLC circuit plus a series inductance (Fig. 
15-4b). The values shown are for a gallium-doped yig sphere with a 
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Ls 
1.2 nH 


R L 
2400 (> O16nH C175 pF 


(a) (b) 
FIG 15-4 A typical yig resonator and its equivalent circuit. 


saturation magnetization of 400 G and the coupling loop dimensions as 
shown. 

Although yig tuning is inherently linear, broadband, and of high Q, 
the volume and power required by the tuning electromagnet are a 
disadvantage. 


Example A 1.8- to 4.2-GHz yig-tuned Oscillator 


Figure 15-5 shows the schematic diagram of a 1.8- to 4.2-GHz yig-tuned 
oscillator designed for instrument use. The oscillator is a negative-resis- 
tance type with its output amplified by a two-stage broadband amplifier. 


vr 


Oscillator Amplifier 


Coupling 
loop 


TL,to7L 5 are microstrip transmission 
lines 


V5 Va 


FIG 15-5 A 1.8- to 4.2-GHz oscillator and amplifier. 
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FIG 15-6 (a) The thin-film cir- 
cuit in its holder. (b) The com- 
plete 1.8- to 4.2-GHz oscillator. 


(b) 


The amplifier buffers the oscillator from external load variations and 
boosts the output power to 20 mW across the frequency range. The 
oscillator and amplifier circuits are fabricated on a 0.5 X 0.750 in. sap- 
phire substrate on which the passive elements have been deposited in 
thin-film form. Three transistor chips and the yig-sphere coupling loop 
are welded to the substrate. Figure 15-6 shows the thin-film circuit and 
the complete oscillator in its hermetically sealed package. 


15-2 Solid-state Microwave Amplifiers 


Since the 1940s until recently, traveling-wave tubes [5] have been the 
main active devices used in microwave amplifiers. For narrow-band 
applications requiring low noise, traveling-wave masers [6] and para- 
metric amplifiers [7] were developed in the 1950s. Although these 
electron-tube devices are still used, solid-state devices have been rapidly 
replacing them, and this section only treats solid-state designs. 

We specifically treat tunnel-diode [8] amplifiers and microwave transis- 
tor amplifiers and show how scattering parameters (S parameters) and 
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computer techniques are useful in amplifier design [9 to 12]. References 
13 and 14 are especially recommended for those wishing to study the use 
of S parameters intensively in design work. The recent development of 
hybrid microcircuit technology has introduced a new era for the solid- 
state amplifiers. Volumes, weights, and circuit parasitics have been 
drastically reduced to yield higher performance and reliability. How- 
ever, the benefits of the new technology can only be fully utilized when 
semiautomatic design techniques are used. The present availability of 
accurate network analyzers and digital-computer facilities has suddenly 
outdated the engineer who still wants to rely on ‘‘cut-and-try” techniques 
when designing microwave amplifiers. 

Scattering parameters have been widely accepted to be one of the most 
powerful design and measurement tools. Since phase information is now 
also available, the designer is able to predict the behavior of his circuit 
very accurately, and by the help of computer optimization techniques, 
the ultimate performance can be approached. These design techniques 
are briefly illustrated below. 

A brief comparison of the various types of microwave amplifiers is 
shown in Table 15-1. 

Tunnel-diode Amplifier Design. When properly biased, the tunnel 
diode displays negative resistance that corresponds to a reflection coef- 
ficient of magnitude greater than 1, that-is, the reflected wave is greater 
than the incident wave. If a directional-sensitive element such as a cir- 
culator is used, the incident and reflected waves can be separated and 
the tunnel diode can be used for amplification, and the available gain is 
directly proportional to the magnitude of the reflection coefficient. 
Theoretically, the tunnel diode would be an ideal device for broadband 
application, but the lack of broadband circulators typically limits the 
useful range of these amplifiers to an octave of bandwidth. 

By basic definition, the reflection coefficient I of a one-port device as 


25 


o— 
One-port 
¥& 0 4 device 
+ 6 


FIG 15-7 One-port device driven by a 
signal source. 


shown in Fig. 15-7 is ! = b/a. The voltage source is connected to the 
one-port through a transmission line to make zs = 2, = 2%. Here aisa 
normalized voltage wave incident to the one-port network, and b is a 
normalized voltage wave reflected from the one-port network. When a 
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TABLE 15-1 Comparison of Microwave Amplifiers 


Type of microwave 
amplifier 


Traveling-wave tube...... 


Traveling-wave maser.... 


Transistor............... 


Monolithic integrated 
circuits 


Advantages 


Broad bandwidth 

High-overload capability 

Usable to 100 GHz 

Wide dynamic range 

High gain and output 
power 


Ultralow noise 

High gain stability 

Low intermodulation 
distortion 


Wide dynamic range 
Ultralow noise 


High gain per stage 

Small volume and weight 

Low noise 

Octave bandwidth 
available 


Small volume and weight 
Broad bandwidth 
Low price 

Flat gain response 
High output power 
Wide dynamic range 
High reliability 


Ultimate reliability 
Smallest size 
Lowest cost 
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Disadvantages 


High power consumption 
Limited life 

Warm-up required 
Large size 


Large size 

High price 

Pump required with 
intrinsic frequency 

Intrinsic operating 
temperature 


Pump required 
High price 


Low output power 

Burnout protection required 

Difficult to stabilize 

Active device cannot be 
easily replaced 


Low gain per stage 
Currently limited to 

f <8GHz 
Burnout protection required 


Currently limited to 
f < 200 MHz 
High noise figure 


tunnel diode is biased in the negative resistance region, its reflection coeffi- 


cient is considerably greater than unity. 


If a three-port circulator is con- 


nected to the tunnel diode as shown in Fig. 15-8, then a signal entering at 
port 1 will be amplified and will leave the circulator at port 3. A vector 
equation relating the normalized voltage waves and the s parameters of 


the circulator is 


bi S11 S12 
be | = | S21 See 
bs $31 Sse 


S13 | | @1 
S23 | | Ge 
S33 | | 3 


(15-2-1) 
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FIG 15-8 Simplified diagram of a tunnel-diode amplifier. 


But, by definition, ag = I'rbz and a3 = I'zb;, or 


bi a1 
be = [S| I'rb, (15-2-2) 
bs Tb; 


The lower-case letters will be used here to denote types of parameters 
and specific values of parameters. Capitals will denote whole matrices 
or networks. 

The flow diagram of the above circuit is shown in Fig. 15-9. Note 
that the diagram is applicable to the general design when the source and 
load impedances are not necessarily equal to the characteristic impedance 
of the transmission lines. 


FIG 15-9 Signal flow diagram of a tunnel-diode amplifier. 
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Either by using the above vector relation or by applying a standard 
formula [15] to the flow diagram, the circuit can easily be analyzed. For 
example, the forward transducer gain of the amplifier is 


bs 7 Se1S32T'7 + S31(1 — Sool'r) 
a 1 — (sul. + selp + 8330, + TT rAy 
: + T.0zA2 + PrlrAs + UsPrP As) 


(15-2-3) 


where A; = Se1812 — 811822 
Az = 831813 — 811833 
Az = 832823 — S22838 
Ag = 811822833 + 831823812 + S13821832 — $11823832 — 822831813 — 833821812 

In the above expressions, ‘7 applies to the tunnel diode including bias 
and stabilizing elements. The tunnel diode displays negative resistance 
from de up to its cutoff frequency, and unless it works into a favorable 
reflection coefficient, the circuit may oscillate. Therefore, outside the 
useful range of the circulator, stabilizing elements should be used. These 
elements should not affect the in-band operation. A typical tunnel-diode 
amplifier circuit is shown in Fig. 15-10. 

Transistor Amplifiers. The transistor amplifier is the most suitable kind 
for true broadband application. With the proper combination of feed- 
back and impedance matching techniques, bandwidth can be extended to 
several octaves in the microwave region. Since the presently available 
active device will provide limited gain per stage, it is usually necessary 
to cascade several stages. A typical microwave-amplifier design is 
described below. The design is for a broadband, two-stage, 10-dB 
module used in a multistage 0.1- to 2.0-GHz amplifier [13]. 

To achieve flat gain through such a wide frequency range, the designer 
must use feedback at the lower frequencies and carefully match imped- 
ances at the higher frequencies where negative feedback is no longer 
feasible because of the excessive phase shift of the transistor. Other 
important design criteria are good input and output impedance match 


Output 


| Matching 1 Stabilizing Tunnel. diode and 
| transformer | network tuning network 


Input 
FIG 15-10 Tunnel-diode amplifier ac circuit. 
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FIG 15-11 Diagram of a 0.1- to 2.0-GHz amplifier module. 


and low reverse gain. The last two requirements are extremely impor- 
tant when modules are cascaded. The circuit configuration of the two- 
stage module is shown in Fig. 15-11. AJthough no numerical values are 
given, the diagram is still instructive. 

Rather than transistor equivalent circuits, it is suggested that the 
measured two-port parameters be used directly in the design. All other 
circuit elements are described by some two-port parameters (y, z, or 
transmission parameters), and the two-port blocks are interconnected in 
the computerized design program in the following manner: 

1. All shunt connections are made by using y-parameter matrices, 
Y=Y,+4 ¥2. 

2. All series connections are made by using z-parameter matrices, 
Zi=Z,+ Zz. 

3. All cascade connections are made by using transmission parameters, 

= TT. 

The matrices can be continuously converted as the circuit is pro- 
grammed step by step [14]. The quickest way to do these conversions 
is to have a subroutine when necessary. Once the complete circuit is 
modeled into the computer, the circuit is to be optimized for minimum 
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dc bias 


FIG 15-12 General block diagram of a frequency 
multiplier. 


deviation from the desired gain and for best input and output imped- 
ance. Since no approximations are used, the calculated and measured 
results always show a strong correlation. 


15-3 Other Solid-state Microwave Sources 


The use of high-frequency transistors to generate microwave signals 
at low power levels has been discussed above. Microwave signals can 
also be generated by frequency multiplication with the use of varactors 
or step-recovery diodes and by new solid-state devices that exhibit nega- 
tive resistance at extremely high frequencies. The last devices are the 
Gunn-effect oscillators and the impatt (impact avalanche transit time) 
diodes. After a discussion of the various methods, their operating char- 
acteristics will be compared. 

Frequency Multipliers. A general block diagram of a frequency multi- 
plier is shown in Fig. 15-12. The diode and specific circuit used depend 
on many things: the output frequency, the power levels at input and 
output, the multiplication ratio, cost and performance trade-offs, etc. 
Generally, except at the very highest frequencies, the diode is made to 
represent nonlinear reactance rather than nonlinear resistance for this 
application. This is because the efficiency of variable resistors falls off 
as 1/n?, whereas varactors are theoretically capable of 100 percent 
efficiency, providing the diode series resistance is zero [16, 17]. The 
term n is the output frequency of the multiplier divided by its input 
frequency. 

There are several microwave devices that can be classified as nonlinear: 
(1) the varactor, (2) the step-recovery diode, and (3) the bimode diode. 
The first two devices are distinctly different, whereas the third is a com- 
promise between the two design philosophies. All three of the devices 
have the general characteristics of Fig. 15-13. 

The n layer in a typical varactor is more heavily doped than in a 
step-recovery diode. This results in a junction capacitance that varies 
with reverse voltage (Fig. 15-10). For example, in an abrupt-junction 
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varactor (y = 14)t the voltage across the junction is proportional to the 
square of the charge [18], or 


V = ky? (15-3-1) 


where k = proportionality constant 
q = charge in coulombs 

This square-law relation gives rise to the transfer of energy from f; to 
2f;. For this type of device, multiplication by harmonics other than 2 
is accomplished by adding idler circuits. These idlers allow the doubled 
frequency to be either redoubled or mixed with the fundamental. An 
idler circuit is usually defined as a resonant tank circuit, although the 
term is apparently sometimes meant to represent a low-impedance path 
for that particular Fourier component of diode voltage (resonant or not). 

Higher-order frequency multiplication without idlers is possible with 
diodes whose y approaches unity (full drive, not overdrive). However, 


+ Usually y is defined in terms of the incremental ac elastance (reciprocal capaci- 
tance) as follows: 


S @¢—v\r 
a f < 
Sms (; = i) sia 
where S = elastance 
v = diode instantaneous voltage 


Vn = diode breakdown voltage 
@ = forward junction contact potential 


Metal contact 


Meta! contact 


FIG 15-13 Diode construction used for most frequency-multiplier 
diodes whether pure varactors, step-recovery diodes, or other type. 
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these diodes (hyperabrupt) are very difficult to construct with high Q at 
very high frequencies and almost impossible at microwave frequencies. 
It is possible however, to generate higher harmonics at high frequencies 
with lower-y varactors if they are (1) overdriven and (2) have sufficiently 
fast recovery times from their forward charge storage state so that they 
behave much as if they were varactors with higher y. 

It has been shown [19] that if this forward charge storage effect (over- 
drive) is to be used, the fastest recovery is achieved by using the profile 
of the step-recovery diode, which has y approaching zero. For the step- 
recovery diode, overdrive must be used since no nonlinearity occurs until 
the diode is driven hard into conduction. 

The n-layer in a step-recovery diode is so lightly doped (Fig. 15-10a 
and b) that it is usually called an 7 layer (intrinsic). This light doping 
means that all the charge is swept out quickly and completely on appli- 
cation of a low negative bias voltage, and the diode capacitance is ideally 
constant from this voltage (the “punch through” voltage) out to the 
breakdown. 

The diode will behave as a large storage capacitor under forward 
storage if the period of the driving waveform is short compared with 
the effective minority carrier lifetime 7, that is, 


; <7, where f; is input frequency (15-3-2) 

When all the stored charge has been removed by negative current, the 
diode should ideally ‘‘snap”’ back to the depletion capacitance value in 
zero time. If this transition time is much shorter than the period of the 
highest frequency, a very simple diode model results. That is, if the 
transition time t, < 1/f., then the diode may be viewed, as shown in 
Fig. 15-13, as a two-state switching capacitor controlled by the sign of 
the charge. 

Circuits for Multipliers. Figure 15-14 shows a typical varactor doubler 
circuit. Element values are chosen by using calculated values for the 
circuit [18, 20, 21]. The inductances LZ; and L, are chosen to tune with 
the average reactance at the input and output frequency. The input 
and output filters provide transformation of the generator and load 
impedances to the values as determined in a complete optimization pro- 
cedure [20]. The filters must then separate input and output signal 
paths so that no input signal appears at the output port and vice versa. 
Low-pass or bandpass matching techniques may be used [22, 23]. Band- 
pass matching techniques may be preferable when R; and RF are not sig- 
nificantly different from R, and R_z, since in a low-pass filter matching 
network, signal separation depends upon these relative values. 
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FIG 15-14 Varactor and step-recovery diode profile and C'V char- 
acteristics: (a) doping profiles, (b) CV characteristics, and (c) switch- 
ing capacitance equivalent of step-recovery diode. The equivalent 
circuit of the step recovery is a simple charge-controlled switch in the 
frequency range of 1/t < f < 1/t-. 


The optimum power output and efficiency » of varactor multipliers 
have been calculated [20, 21]. They are related to two defined analyti- 
cal parameters a and 6 by 


a 2) Asse 


P, = BuaiC mind = Vr)? (15-3-4) 
where f, = output frequency 
fe = cutoff frequency = (2CninR.)— 
Cnin = Capacitance on reverse bias 
R, = series resistance of diode 
Vs, = reverse breakdown voltage 


| 
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Equation (15-3-4) shows that for the power, output increases directly 
with the diode capacitance. As the capacitance is increased, however, 
the input and output impedances decrease, since they are given by 


R; = R,A = (15-3-5) 
We 

Ro = &,B— (15-3-6) 
Ww; 


Values for a, 8, A, and B may be found in Burckhardt [20]. 

When R; gets so low that it is equal to the loss resistance (owing to 
finite Q, of the filter elements and the diode series resistance), no further 
gain in power output can be made by increasing Cmin. Frequently, other 
limiting factors, such as overheating and Vz, — ¢; trade-offs, are encoun- 
tered before this limit is reached. 

The varactor multiplier shown in Fig. 15-14 has the advantages of: 

1. Providing high output power with good efficiency 

2. Being calculable 

3. Being broadbandable as a doubler 
Its main disadvantages are that: 

1. It is primarily a low-order multiplier. 

2. It requires retuning at different input power levels. 

3. For other than doublers the circuit becomes extremely complicated 
because of the idler circuits. 

4. The broadbanding of doublers of this type is feasible, but the broad- 
banding of idler-dependent multipliers is quite difficult because of the 
idler interaction with circuits that determine f; and f..- 

Figure 15-15 shows a step-recovery multiplier circuit. Both lumped 
circuits and distributed circuits can be used with the step-recovery diode 
to form frequency multipliers [24, 25]. The operation of this type of 
multiplier is briefly as follows: 

1. The diode is driven hard into forward charge storage and remains 
conducting for most, [1 — (1/2n)] X 100 percent, of the input period. 

2. Just prior to the short period when the diode is off, most of the 
stored energy is in the inductor L; since the charge in the diode, q, is 
approaching zero. 

3. When the diode goes to zero charge, it changes to a high-impedance 
state and the energy in L; transfers to the reverse bias capacitance of 
the diode as a large pulse of reverse voltage, limited to less than Vz, in 
amplitude. 

4. This pulse shock-excites the output filter, which now rings freely at 
the output frequency loaded on the diode end by the forward series 
resistance of the diode (it starts conducting again immediately after 
pulse) and by the load on the other end. 
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Experimentally and theoretically it has been found [24, 25] that the 
pulse, ¢p, should be one-half to one cycle wide at f,. This width is con- 
trolled by L; through 


tp = t VLiCmin (15-3-7) 


where L; = drive inductance 
Cmin = diode reverse bias capacitance 


x 
= OF, l<xr<2 


The capacitance Cr resonates with L; at f; and should itself be non- 
resonant up to at least the frequency of the highest Fourier components 
of the diode voltage (harmonics of f; appear in the diode voltage up to 
f = 3/2t,). The input resistance across the Cy terminals is known to be 
approximately equal to the inductive reactance w;L;, which value can be 
used to design the input matching network. The output inductor is 
approximately equal to LZ; for optimum energy transfer from input to 
output circuits. The output filter’s first element can be either a series 
or shunt capacitor which resonates with L; at f.. A popular output res- 
onator is shown in Fig. 15-15b. Ideally, an impulse traveling down the 
line reflects from C and returns to the diode just as it is closing again. 
It then resonates in this shorted quarter-wave link until the energy in 
the pulse has been dissipated in the load to the right of C. 


resonates 4; at % 


iA Series or shunt capacitor 


FIG 15-15 Two generally used step-recovery multiplier circuits. 
The diode voltage is a narrow pulse with Fourier components at the 
desired output frequency w, = nw;. This pulse shock-excites the 
output filter once per input cycle. 
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The output filter of Fig. 15-15 may be designed around bandpass 
impedance matching techniques [22, chap. 11], once the equivalent out- 
put resistance of the step-recovery diode is known. This may be deter- 
mined experimentally by using a one-element filter as in Fig. 15-16. 

The capacitor C (the output coupling capacitor) and ¢ are adjusted to 
give maximum power output in the line, P,. This corresponds to saying 
that the diode is seeing the best impedance to accomplish this. The 
value of Zp) should be Jarge enough so as not to short out the impulse 
during its formation, Z) > 1/w.Cmin. Transforming back through Zo, one 
can calculate R,, the equivalent output impedance, to use in the design 
output-filter network. In designing the bandpass impedance network, 
the formation of the pulse across the step-recovery diode must again be 
kept in mind. The transient impedance of the first elements of the out- 
put filter must not short out the pulse. The series inductor of Fig. 
15-15a and the quarter-wave line of Fig. 15-15b are examples which 
work and do not tend to short out the pulse. After these elements 
are included, the remainder of the output-filter design is conventional 
[22, chap. 11]. 

Alternatively, an equivalent dce-forward-bias point which will simulate 
the effective output impedance of the diode can be established for later 
experimental filter adjustment as shown in Fig. 15-17. With no rf input 
to the input port, the diode is forward de biased to several milliamperes 
and the swept output impedance (in the output frequency band at the 
output port) is measured with a reflectometer technique. At some bias 
point the output will be nearly matched at nf; = f.. This bias point and 
swept technique can then be used again after the entire output filter has 
been designed. 

Bias Circuits. The varactor multiplier actually is often driven into a 
condition of forward charge in order to achieve a larger change in reac- 
tance. The step-recovery multiplier always is driven forward to obtain 
charge storage, and some recombination current flows. This recombi- 
nation current can be used to develop negative dc-bias voltage across a 


Spectrum analyzer 


FIG 15-16 Measurement setup that can be used to determine 
the equivalent output impedance F, of the step-recovery diode. 
Knowing Qz (spectrum analysis), Z,, and the fact that P,, is maxi- 
mum allows calculation of 2.. 
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FIG 15-17 An approximately equivalent output impedance 
can be achieved by using dc forward bias of a few milliamperes. 
Swept-reflectometer techniques on the output will show vswr 
response of the output filter. 


bypassed resistor (Fig. 15-18). In the case of the step-recovery diode, 
it can be shown that the bias voltage required to stay ‘‘in mode”’ increases 
directly with the input voltage, and that the bias voltage developed 
across R; also is linear with E;. Then the step-recovery diode multiplier, 
at least theoretically, should have a linear P; versus P, curve between 
threshold and saturation. This is in contrast to the varactor multiplier, 
which must be tuned at each P;. 

The self-bias feature has another advantage in that temperature com- 
pensation, which holds the bias constant over temperature, is accom- 
plished by matching the temperature coefficient of R», with the tem- 
perature coefficient of 7, the effective minority carrier lifetime of the 
step-recovery diode (which is approximately linear at 0.7 percent/°C). 


FIG 15-18 The very — small 
(~) ta) amount of rectification that does 

occur in the step-recovery or over- 
driven varacter can be used to 
develop self-bias. 


- Vey 


The main advantages of the step-recovery diode multiplier circuit are 
that: 

1. The circuitry, even for high-frequency ratios, is simpler than for 
the varactor multiplier. 

2. Once set up and in mode, the self-biased step-recovery diode multi- 
plier has a linear characteristic of power input to power output (an impor- 
tant feature in a large system that has realistic power-level tolerances 
over temperature and frequency). 
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3. The design of a step-recovery diode multiplier can be divided into 
several parts (impulse generator, damped-waveform generation, band- 
pass filter, overall multiplier) which can be evaluated independently along 
the way. This is an important practical consideration. 

4. Circuits of the step-recovery diode are easier to tune because there 
are fewer stages and all are less sensitive to power level. 

The main disadvantages are: 

1. Bandwidths achievable are smaller because df higher ratios used. 
The maximum bandwidth for any single-stage n-fold multiplier with per- 
fect filter is BW ~= f;. 

2. Output frequencies are generally limited to less than about 20 GHz 
because of transition times achievable. 

3. A definite relation between Vz, and transition time limits the avail- 
able power output. For example, in a X 5 multiplier, Pomax = 10 W at 
fo = 2 GHz and 1 W at 10 GHz. 

Stability of Frequency Multipliers. When cascaded or driven by an 
imperfect driving circuit, frequency multipliers often break into various 
kinds of spurious oscillations with variation in temperature, power level, 
or frequency. This type of instability has historically been the biggest 
problem in the practical implementation of frequency multipliers. 

Stability is mainly achieved by good clean circuitry with short inter- 
connecting lengths, nonresonant elements, and no series resonances in 
the circuit at f < f;. Whenever instabilities of a comblike-line nature 
appear, the generation of parametric oscillations at f = f., should be sus- 
pected, where f,, is the resonant frequency of an inadvertent series reso- 
nant circuit. The explanation is simple: If there is a resonance at f,, and 
the diode is ‘pumped’ at f;, negative resistance can appear at f; — far. 


NNWNAIA 


WANNA Se 


MHz 


FIG 15-19 Cross-sectional drawing of a < 10 (200 to 2,000 MHz) 
step-recovery diode frequency multiplier. The tuning bandwidth of 
this multiplier is 100 MHz (to —1-dB point) and P, = 2.5 W.  - 
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If it is larger than the circuit resistance, oscillations will occur. Elimi- 
nation of all parasitic series resonances has led to multipliers that were 
stable even when terminated by a short circuit at any phase. 

Figure 15-19 shows a cross-sectional drawing and photograph of a X 10 
frequency multiplier with step-recovery diode, which uses the design 
described above. It achieves linear power output versus input, an out- 
put that is flat within 1 dB over a band of 100 MHz, and a power out- 
put of 2.5 W with efficiency of 17 percent. 


15-4 Solid-state Microwave Oscillators [26] 


The Gunn oscillator and the impact-avalanche transit-time (impatt) 
diode are two-terminal semiconductor devices that oscillate when oper- 
ated properly in a tuned cavity. t 

The Gunn oscillator operates as a result of the properties of gallium 
arsenide and other IIIJ-V semiconductor compounds. Impatt diodes are 
p-n junctions operated in reverse breakdown. The avalanche process in 
the impatt generates an effective average negative conductance that can 
be used for amplification or generation of oscillations. There are several 
modes of operation for both devices, but to date the Gunn or bulk-effect 
devices are somewhat less noisy and more 
broadly tunable, whereas the impatts pro- 
vide higher average power output and are 
useful to higher frequencies. 

Gunn Oscillator. The Gunn-effect device 
is not a diode; rather, it is a piece of bulk Pause é 
semiconductor material with front and back FIG 15-20 The mobility, and 
metal or ohmic contacts. Gallium arsenide hence velocity, of carriers in 
is most commonly used, although some other GaAs is a function of the ap- 
intermetallic (III-V) compounds are some- Plied Z field. A region of 

: negative differential mobility, A, 
times used. These compounds have been corresponds to a region of nega- 
found to have a region of negative differen- _ tive differential resistance. 
tial mobility above a certain threshold elec- 
tric field (3,000 V/cm) but below avalanche breakdown, as shown in Fig. 
5-20. Current flow is proportional to the mobility, J = enouE, and so a 
negative differential resistance exists when dJ/dE is negative 

ad dp 


apn eno ge <0 (15-4-1) 


} Actually, the basis for the diode that exhibits negative resistance was made by 
W. T. Read, Jr., in his 1958 paper [32]. J. B. Gunn reported microwave oscillations 
in bulk III~V semiconductors in his paper entitled “Microwave Oscillations of Cur- 


rent in III-V Semiconductors”’ (Solid State Communications, vol. 1, p. 88, September, 
1963). 


as 


Mobility 
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FIG 15-21 Sequence showing development of domain in 200-um 
sample of GaAs. The domain was initiated by a small doping 
change near the cathode end of the sample. 


where no is the background doping density. Negative resistance is shown 
in region A of Fig. 15-20. When biased to this region, the diode oscillates 
when tuned and loaded correctly. 

Several modes of oscillation are useful: 

1. The domain mode 

2. The quenched-domain, or hybrid, mode 

3. The limited-space-charge-accumulation (LSA) mode 

The domain mode is illustrated in Fig. 
15-21. When the field at the anode builds 
up higher than Ebreshoia, a accumulation 
of mobile space charge begins to form and 
propagate toward the cathode across the 


Bias 


FIG 15-22 Gunn device in 
an rf circuit. The rf voltage 
across the tank circuit can force 
the terminal voltage below the 
value required to sustain the 
domain during its transit 
quenched-domain mode. At 


higher frequencies the domain 


may not even form (LSA 
mode). 


pulses from the device. 


sample in a packet, or domain. When the 
product of the length J and the available 
charges no is large enough, this domain will 
reach an amplitude such that most of the 
device voltage is across the accumulation layer 
and the field elsewhere is below threshold. 
When the device is placed in a microwave 
cavity, as in Fig. 15-22, its voltage is con- 
trolled by the cavity resonance, and the cavity 
is excited into oscillations by the periodic 
The output frequency is controlled primarily 


by the length of the sample, the domain velocity, and the resonant fre- 
quency and Q of the external cavity. Tuning ranges greater than one 
octave have been achieved in the domain mode. 
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When the cavity resonance frequency is substantially higher than the 
transit time frequency, the space charge wave may be quenched because 
the terminal voltage drops below that required to sustain the space charge 
layer for the complete transit. This mode, the quenched-domain mode, 
allows the device to operate at frequencies significantly above the transit 
time frequency [27]. 

When the frequency has become so high that the domain never has 
the chance to form, we have the LSA mode [28]. In this mode, since 
there is no voltage drop across a charge layer, the entire length of the 
device has effective negative differential resistance. 

In the domain mode and the quenched-domain mode, it has been shown 
that Pf?Z = constant [29], that is, power output varies inversely as the 
square of the operating frequency. This is not so for the LSA mode. 
The limits on the LSA mode are often thermal. Gallium arsenide has 
high thermal resistance that leads to overheating, which can impair the 
negative mobility mechanisms of the device. Therefore, LSA oscillators 
are often pulsed, rather than continuous-wave, devices. 

Broadly tunable oscillators with use of the Gunn effect have been built 
in several laboratories. For example, a Hewlett-Packard Company 
device has been tuned over a 4- to 12-GHz range with a yig resonator [30]. 

Power outputs for continuous-wave Gunn-effect devices are generally 
not as high as for avalanche devices because of the thermal impedance 
problems of gallium arsenide. Continuous-wave oscillations of several 
hundred milliwatts in the 4- to 20-GHz range appear to be reasonable, 
while pulsed operation in LSA modes have great potential even at 50 to 
100 GHz. 

Noise performance of Gunn oscillators, close to the carrier, appears to 
be generally some 20 dB better than the silicon avalanche-diode oscil- 
lators, but they are still somewhat noisier than transistors. Present AM 
and FM noise performance of Gunn-effect devices and avalanche devices 
are summarized in Fig. 15-23 [31]. 

Impatt Diode Oscillators. The impatt diode generates an effective nega- 
tive resistance by the combination of charge generation by avalanching 
and the time delay of the transit of the charge across the nonavalanching 
portion of the diode. The negative resistance can be generated in p-n 
junctions and p-i-n devices, but is most easily visualized in the Read 
diode structure of Fig. 15-24 [32]. 

This structure consists of an n-p junction at the cathode end and a 
p region at the anode end, separated by an intrinsic region (i layer) that 
is the drift space. When reverse biased, the n-p junction tends to break 
down first and form a pulse of charge where the field is highest. When 
driven far enough above E-ritica, this pulse of charge becomes very narrow 
and approaches an impulse at high ac levels (Fig. 15-25). The peak of 
the charge pulse lags the peak of the ac voltage which generated it by 90°. 
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FIG 15-23 Amplitude- and frequency-modulation noise spectra 
of Read and Gunn oscillators. (From Ref. 31, by permission of 
the authors. 


This pulse of charge enters the drift space (width W) where the F field is 
high enough to maintain saturated velocity of the carriers (107 cm/sec). 
The particle current flowing in the external circuit while the charge tran- 
sits the drift space is equal to the average current in the drift space. 
Since the velocity is constant, the current (at the contacts) is constant 


from the time the charge enters until it leaves the drift space. 


If the 


drift-space width is W = 14fo, the generated square pulse of current will 
be exactly 180° out of phase with the ac voltage that generated it. 
Idealized current, voltage, and charge waveforms are shown in Fig. 15-25 
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FIG 15-24 Read structure and 
static field distribution. 


| Drift zone 


<< 
! ' Avalanche zone 


for a large ac signal. For smaller ac signals, the charge waveform is 
somewhat less like an impulse, or somewhat broader. This tends to give 
rounded leading and trailing edges to the current pulse, and this in turn 
contributes some positive resistance to be averaged over the cycle. At 
even the lowest signal levels (noise level, for example) there is a time 
average negative resistance. Once this has been established, the growth 
of continuous-wave oscillations follows. 

Avalanche Oscillators. fost practical avalanche transit-time oscilla- 
tors use silicon, germanium, or gallium arsenide p-n or p-i-n diodes 
because they are so much easier to fabricate. and because they accom- 
plish essentially the same thing as the more complicated Read structure. 
Silicon has the lowest thermal resistance of these materials, and its 
process technology is further advanced. Gallium arsenide is primarily 
attractive because of its potentially better noise properties. Its chief 


Diode Current pulse generated by avalanche, J, (*/Peak occurs 
voltage “ at middle of ac voltage cycle. Particle current is constant 
during transit as long as field is high enough 
t to maintain saturated velocity. 


Diode 
current / 


Ldisplacement 


Z displacement 


FIG 15-25 An ac cycle in a Read diode and a circuit that repre- 
sents the first-order effects. 
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drawbacks are its high thermal resistance and the status of gallium 
arsenide technology. 

The maximum power output of impatt oscillators is limited by thermal 
considerations. Enormous power densities exist at the junction of the 
device. For example, a typical z-band diode might have an area of 
1.5 X 10-4 cm?, a high-current breakdown of 100 V, and a de-bias cur- 
rent of 150 mA to produce 1 W of rf output. This corresponds to a 
current density of 1,000 A/cm? and a power density of 10° W/cm’. The 
state-of-the-art data of Fig. 15-26 were obtained at Bell Telephone 
Laboratories by using diamond heat sinks, which have 10-times better 
thermal conductivity than oxygen-free copper. 

The negative resistance of the avalanche device exists over-a fairly 
wide frequency range. For example, the circuit shown in Fig. 15-274 
mechanically tunes a single diode from 6 to 10 GHz with 200- to 300-mW 
output. 


No available solid state 
technique 


ZY 


Power out, W 


1000 


Fo (gHz) 


FIG 15-26 Continuous-wave power output capability of various 
solid-state sources. 
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FIG 15-27 Two impatt-oscillator circuits: (a) impatt-tunable 
oscillator cavity, (b) double slug tuner. 


Another useful tunable oscillator circuit is shown in Fig. 15-276. The 
two slugs form quarter-wave lines of low impedance that transform the 
load impedance to the optimum value for the diode. Typical avalanche 
diodes studied by this writer operate best with a very low resistance 
(about 1 Q) in series with an inductive reactance of 20 to 302. Ina 
package these values are altered by the parasitic inductance and package 
capacitance. 

The FM noise performance of an impatt oscillator depends on the Q 
of the oscillator cavity. High-Q cavities lead to lower FM noise, as can 
be seen in the expression for FM noise [22] 


2 kT BM 
At = x = (15-4-2) 
ext 
Te 
M = a (15-4-3) 
0 


Frequency-modulation noise close to the carrier can be improved by 
phase locking. The quieter the free-running oscillator, the lower the 
permissible locking-signal level is and the further from the carrier the 
quieting will have effect. Sufficiently far from the carrier, the noise level 
approaches the free-running oscillator noise. 

Amplitude-modulation noise in impatt oscillators is strongly dependent 
on the bias circuit [23]. When the diode is terminated improperly, para- 
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metric coherent sidebands close to the carrier can be generated at levels 
comparable to the main signal. When the bias circuit is correctly 
designed, the AM noise becomes a function of the Q of the oscillator 
cavity, the power output, and M, for a single sideband, 


Pam noise = 4kT BM /Po 


Posstive S82 Ze (Pea)! 
fo 


At frequencies further away from the carrier than fo/Qext, the AM 
noise falls off at the rate of 6 dB per octave. 

Typical AM and FM noise data for free-running impatt oscillators are 
given in Fig. 15-23. 


(15-4-4) 


15-5 Comparison of Solid-state Sources 


Oscillators have several important parameters: power output, tun- 
ability, long- and short-term stability, AM and FM noise, and capability 
for modulation. 

Continuous-wave power output capabilities of each of the sources is 
illustrated in Fig. 15-26. The impatt diode is seen to have a command- 
ing edge in this respect. All the devices, except the LSA-mode, bulk- 
effect device, have a power output that decreases as 1/f?. This product 
of power and reactance was discussed in detail by Early and later by 
Johnson and DeLoach [33] for various devices, including transistors, 
varactors, Gunn devices, and avalanche diodes. The LSA-mode, bulk- 
effect device is the single exception that does not follow the 1/f? law. 
For pulse operation, with low average power, it shows the largest power 
output of the group. The power output of varactor doubler chains, with 
balanced doublers, is competitive with the most powerful continuous- 
wave Gunn-effect devices. A doubler chain of this type requires several 
stages to achieve the desired output frequency, and at each stage a very 
high power device (for that frequency) is required. The power output 
of a X 5 step-recovery diode multiplier is somewhat lower than the most 
advanced varactor doubler. However, fewer stages and less complicated 
circuit interaction are involved with the step-recovery diode multiplier. 

Mechanical or electrical tunability, or both, of oscillators is an impor- 
tant feature in many systems. Even a small amount of tunability may 
make the difference in whether a parametric amplifier performs or not, 
or whether a low-noise, phase-locked FM system is achievable. Cer- 
tainly the most tunable of the group is the low-power Gunn-effect oscil- 
lator. Devices of this type that are yig-tuned have been built to tune 
with 40 mW of output power from 4 to 13 GHz [30]. Impatt oscillators 
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are second in this class. Mechanical tunability over an octave is achiev- 
able with a power output of 200 to 300 mW of power output. Electronic 
tuning of impatt oscillators with varactors is strongly dependent on the 
power output and tuning range required. Broader tuning is achieved 
with the lower output powers. Electronic tuning over a range of 200 
MHz has been demonstrated at 16 GHz and Py = 50 mW [34] in a micro- 
wave integrated circuit. Step-recovery multiplier chains are limited 
practically to a fractional tuning bandwidth (referred to the output fre- 
quency) of 1/2n percent, where n is the largest harmonic number in the 
chain. 

To achieve good long-term frequency stability, one wants somehow to 
lock the microwave signal to a reference crystal control oscillator. Ina 
straight multiplier chain, if stability to better than 1/10* is required, the 
fundamental oscillator is crystal locked, which automatically establishes 
the long-term stability of the microwave signal. (This technique, how- 
ever, degrades the ratio of FM noise to carrier, as discussed below.} In 
order to achieve long-term stability from the microwave oscillator devices, 
some form of phase locking is used. The simplest phase-locking scheme 
is shown in Fig. 15-28. A low-level reference signal is injected into the 
oscillator cavity, the presence of this signal tends to “lock” the differ- 
ential phase of the two signals to some value, and the frequencies are 
made identical. An alternative phase-locking technique uses a sampler 
as in Fig. 15-29. A small time segment of the rf voltage is “sampled” 
onto a holding capacitor once per cycle of the low-frequency (50- to 100- 
MHz) reference oscillator. Any drift from sample to sample in the sam- 
ple voltage is amplified and used to correct the microwave oscillator fre- 
quency (through a varactor) until locking is achieved. 

Properties in AM and FM noise for free-running impatt oscillators and 
Gunn-effect devices are shown in Fig. 15-23. The noise is shown as a 
function of fm, the distance of the measuring slot away from the carrier. 
The significance of local oscillator noise is illustrated in an AM example 
in Fig. 15-30. A single-ended mixer and an intermediate frequency close 
to the carrier were chosen deliberately to illustrate the point that local 
oscillator noise could cause a degradation of 14 dB in detectable signal 
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level. (Amplitude-modulation systems generally use balanced mixers 
and higher intermediate frequencies to avoid this kind of problem.) The 
problem in FM systems is similar in that incoherent phase variation in 
the information band masks the desired signal at some low level. In 
FM systems balanced mixing does not cancel out local oscillator noise. 
However, phase locking to a quiet reference source will improve FM 
noise performance close to the carrier. Impatt devices have been gener- 
ally found to yield flat AM and FM noise spectra. The noise of the 
Gunn oscillator decreases with increasing fm. This decreasing noise 
makes the Gunn device attractive for local oscillator use in applications 
such as that described above where there is a 10- to 60-M Hz intermediate 
frequency and possibly a balanced mixer. 

The AM and FM noise properties of multipliers are somewhat more 
complicated. A stable multiplier chain has a characteristically well- 
behaved AM noise. The AM noise tends to decrease with increasing fn, 
regardless of the multiplication ratio. The FM noise deviation is linear 
with n; the multiplication ratio is 


Af = n Afarive (15-5-1) 


where Af = FM deviation at output 

Afarive = FM deviation at input 
Expressed in noise power, the ratio of single sideband to carrier is 
degraded by the factor n’, 


ys n Afarive : 
Se Soe ee 15-5- 
aa rn ) es 


As a result, to attain the lowest Af, we should like to use the lowest 
possible n. This of course conflicts with the desire to start with a stable 
low-frequency crystal-controlled oscillator and just to multiply by n up 
to the desired f.. A good solution to this problem is used in several 
commercial solid-state sources, as shown in Fig. 15-31. A fundamental 
transistor oscillator in high L band is phase locked to a low-power, high- 
order multiplier output from a 50- to 150-MHz crystal oscillator. The 
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FIG 15-31 Block diagram of a low-noise, stable solid-state source. 
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L-band output, which is now crystal stable, is multiplied by a much 
smaller n to the desired output frequency. 

Modulation of sources falls into three principal groups: (1) AM, (2) 
FM, and (3) pulse modulation. Sine-wave AM is simple only with the 
self-biased step-recovery multiplier. (Even then the AM must have a 
small modulation index and the multiplier must be in its linear power 
range.) The step-recovery diode can also be frequency modulated by 
varying the bias voltage. Small bias changes cause the recovery angle 
to change by A¢, and this changes the output phase by n Ag. Phased 
array steering by use of this property has been proposed. Varactor multi- 
pliers tend to be hard to frequency or amplitude modulate independently, 
although FM of the driver is possible and has been demonstrated. 
Impatt-diode oscillators and Gunn-effect oscillators may be tuned or 
modulated by use of yig or varactor tuning elements. Pulse modulation 
may be accomplished by pulsing the bias to the diode or by use of a p-i-n 
modulator on the output of the continuous-wave device. Programmed 
properly, the latter may also be used for sine-wave modulation. 


15-6 Microwave Signal Generators 


This section treats generators of standard microwave signals with fre- 
quencies above 2 MHz. The major characteristics of these signals are 
specified and calibrated; the specifications can cover tuning ranges, ampli- 
tude, type and degree of available modulation, output impedance, and 
the accuracy and resolution of these quantities. Also specified are spu- 
rious outputs such as distortion, hum, and noise. It is important for the 
engineer to understand the various configurations of standard-signal gen- 
erators, so that he can compare and use them satisfactorily. 

Block Diagram. The generator that starts with a single stable fre- 
quency and synthesizes a wide range of frequencies by multiplication 
and division is discussed in Chap. 6. Below we discuss the direct signal 
generator, whose output frequency is the same as its oscillator frequency. 
We also briefly discuss the heterodyne generator. 

Figure 15-32 is a block diagram of the direct generator, and Fig. 15-33 
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FIG 15-33 Direct signal generator, Hewlett-Packard 8616A, 1.8 
to 4.5 GHz. 


shows a photograph of such an instrument. The desired output fre- 
quency is formed in a single tunable oscillator usually covering a range 
of at least 2:1 in frequency continuously, with provision for switching the 
range-determining elements to increase the total frequency range covered 
by the instrument. If the generator is to provide frequency modulation 
and the basic oscillator is of the mechanically tuned variety, a voltage- 
or current-controlled reactance will be provided in the oscillator circuit. 
The oscillator is followed by signal-conditioning circuits such as ampli- 
tude or pulse modulators, amplifiers, and attenuators which further deter- 
mine the output characteristics of the generator and also serve to isolate 
the basic oscillator from the effects of variations in load. 

Figure 15-34 is a diagram of the heterodyne generator, usually associ- 
ated with instruments that automatically sweep through a range of fre- 
quencies. However, sweepers usually have a continuous-wave mode of 
operation. In Fig. 15-34, the output frequency is the difference fre- 
quency between a fixed oscillator and a tunable oscillator. Obviously, 
wide range on a single band is possible, and the user may consider this 
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feature a good one, but there are other specifications that may suffer. 
For example, in Fig. 15-34 let the tunable oscillator tune an octave from 
2.0 to 4.0 GHz and the fixed oscillator be set at 1.9 GHz; then the gener- 
ator will produce an output signal from 100 MHz to 1.8 GHz (not 2.1 GHz 
since the low-pass filter must remove the 1.9-GHz signal from the out- 
put). The accuracy and settability of frequency are now determined by 
how well the tuned oscillator can be set to a given much higher frequency 
than that desired and how accurately the fixed and variable oscillators 
have been factory calibrated. Additionally the output noise and sta- 
bility of the generator are now determined by the fluctuations of two 
oscillators rather than one as in a direct generator. Heterodyne gener- 
ators will be discussed, below, under the topic of sweep generators. 

Oscillator Stability. In a precision signal generator, the accuracy, sta- 
bility, and settability of both frequency and amplitude are determined 
largely by the quality of the oscillator in the instrument. A survey of 
microwave oscillators has been given above, but the extreme difficulty in 
designing oscillators with adequate electrical and mechanical stability is 
emphasized here. For instance, the magnetic gap in a yig tuner is typi- 
cally about 0.05 in., and resonant frequency is proportional to flux. 
Therefore, microinches of motion can cause frequency deviations of the 
order of megahertz. Microphonic FM is a severe problem. 

If the frequency or phase variations in an oscillator caused by line fre- 
quency effects can be ignored, then they are random and can be treated 
by means of the principles in Chap. 4. The power spectral density of the 
phase variations (symmetrical about the carrier) is a valuable indication 
of oscillator quality, and the curve is easily measured. If wm 1s the phase 
deviation, and S4(wm) is the power spectral density in radians squared 
per hertz as a function of wn, then F ig. 15-35 shows a typical curve for a 
good solid-state oscillator. In the low-frequency region where the slope 
of the asymptote is 9 dB per octave, phase noise is determined mainly by 
parameter fluctuation, which has a 1/f power spectrum. White noise in 
the oscillator feedback circuit is predominant in the center region, and 
the noise in the active device persists after wo/2Q, where wo is the oscil- 
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lator center frequency and Q is the quality factor for the resonant tuning 
device. It is obvious that the loaded Q is a critical design factor in a 
precision oscillator with low residual FM. Since the spectral density of 
the frequency fluctuations is 


Ss(@m) = Be = cant (tn) (15-6-1) 
dam 
a curve similar to that in Fig. 15-34 can be plotted with the frequency 
spectral density as ordinate [35]. 

Signal Generator Specifications. The following paragraphs, although 
far from complete because of space limitations, will attempt to indicate 
acceptable and currently available specification limits for a standard- 
signal generator. Most of the specifications also apply to frequency 
synthesizers, the principles of which were discussed in Chap. 6. The 
material in Chap. 10 is also germane. 


Output Frequency Characteristics 


Range. Standard-signal generators usually have multioctave fre- 
quency coverage where the upper frequency limit is less than 1 GHz. 
Above 1 GHz, because of the difficulty in obtaining suitable active devices 
and in switching the range of the tuning mechanism, the standard-signal 
generators usually only provide slightly more than an octave of frequency 
coverage, and above 8 GHz the range is usually less than an octave. 

Resolution and Accuracy. Resolution is commonly quoted in terms of 
frequency and refers to the minor calibration marks of the frequency 
readout. It should not be confused with accuracy of calibration since it 
only serves to indicate the magnitude of relative changes that may be 
resolved by using the readout. Accuracy of calibration refers to the 
agreement or lack of agreement between the setting of frequency on the 
readout and the actual frequency produced. It has become accepted by 
industry that the term standard-signal generator means a generator of 
1 percent or better frequency calibration accuracy. With the advent of 
electronic counters used as digital readout assemblies, it is now possible 
to achieve accuracies limited only by the number of digits provided and 
most importantly the accuracy of the time-base reference frequency pro- 
vided. Many generators are also supplied with a frequency calibrator 
in the form of a crystal oscillator or oscillators to provide check points 
at discrete frequency intervals, usually 100 kHz or 1 or 5 MHz. With 
this, the generator can typically be set to 0.01 percent frequency accu- 
racy at frequencies that are harmonically related to the calibration oscil- 
lator frequency. 

Resettability is sometimes quoted by manufacturers and is a useful 
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and desirable specification, but again it should not be confused with 
accuracy. This specification indicates, usually in terms of frequency 
(hertz, kilohertz, etc.), how closely the output frequency will repeat when 
reset to a given frequency indicated by the readout assembly—no matter 
how much the readout may disagree with the actual output frequency. 

Stability. The important characteristics relating to stability are resid- 
ual FM, drift, and microphonism. In good signal generators, the peak 
deviation of the residual FM is less than 5 parts in 10” for frequencies less 
than 1 GHz, and from 3 to 15 kHz for higher frequencies. A drift of 
10 ppm/10 min after a warm-up time of 30 min is typical in the lower 
frequency ranges. While changes in frequency caused by vibration and 
shock are extremely important, no adequate standards exist at present. 

Harmonic Distortion. Total distortion that is less than 2 percent is 
usually acceptable in microwave generators, since it is easy to remove 
harmonics with low-pass filters. 

Spurious Outputs (Nonharmonically Related Frequencies). This speci- 
fication is more normally associated with synthesized signal generators 
where spurious outputs of at least 80 dB below the desired frequency are 
considered an adequate specification, but with the advent of the elec- 
tronic counter readout in direct generators this specification has assumed 
increased importance. Receiver design, production testing, and mainte- 
nance are largely processes of determining and eliminating spurious 
responses, and the tests are accomplished by substituting a signal gen- 
erator for the antenna signal. A signal generator with spurious outputs 
can therefore be an embarrassment to the user. Frequency-counter 
readouts can inject reference and time-base frequencies, or their har- 
monics, into the desired output, and thus signal generators having this 
readout means will include a spurious specification. An additional form 
of spurious output can be delivered by generators deriving their bands 
by division from a master tunable oscillator. In this case it is possible 
that subharmonies of the desired output will appear across the output 
terminals. These should also be specified separately, since by the very 
nature of their harmonic relationship they could cause difficulty in a 
given measurement application. 

Output-level Characteristics. In addition to the information on stan- 
dard-signal generators in Chap. 10, several things need to be said specifi- 
cally about generators in the microwave range. For instance, electronic 
leveling of output as the tuning dial is moved is used more frequently in 
microwave generators than in those operating at lower frequency. Auto- 
matic leveling ranges from about +0.25 to about +1 dB across the dial. 

Meter indication of output level into a matched load is required in 
standard-signal generators, as either voltage or, more often, power. 
Output levels ranging from greater than 0 dBm (0.223 V) to less than 


Microwave Signal Sources 581 


—127 dBm (0.1 uV) are normally provided and very necessary in most 
applications. This is accomplished by providing at least 10 dB of con- 
tinucus level control indicated by the meter and an attenuator of 10 db 
per step. The output level is then the sum of the meter reading and 
step-attenuator setting. Attenuator errors are normally specified in 
addition to meter accuracy and frequency response and therefore must 
be added to the metering error and frequency response error to obtain 
the total possible level error. Typical attenuator errors are 0.1 dB/ 
10-dB step with a maximum accumulated error of 2 percent over a 120-dB 
range. At microwave frequencies these may be relaxed somewhat, but 
at frequencies below 1 GHz these should be considered maximum error 
specifications for a precision signal generator. 

As previously mentioned, the output level is normally calibrated and 
specified into a matched load. For various reasons, 50 @ is considered 
the standard source impedance for a signal generator, but in the Jower 
frequency regions (<500 MHz) both 60- and 75- source impedances are 
available and others on special order. In any case a source vswr of less 
than 1.5:1 is to be expected. 

Radio-frequency Interference or Leakage. Radio-frequency interference 
specifications are probably the least noticed ones on a signal-generator 
data sheet, and yet they are among the major specifications defining a 
standard-signal generator. Radio-frequency leakage from a signal gen- 
erator can create practical difficulties in measuring receiver sensitivities, 
particularly if the receiver itself is not well shielded. Additionally, 
inaccuracies in attenuation at the microvolt level may result if strong 
radiation fields exist. Most rf engineers become acquainted with a simi- 
lar problem very early in their careers when they attempt to put 150 db 
of attenuation in a coaxial cable. The usual result is that the signal level 
output of the cable shows no decrease in level for the last 30 dB or more 
of attenuation added. This result is obviously not due to the attenuator 
errors but to leakage from input to output connectors and from cables to 
the attenuator. 

Precautions should be taken in the generator to ensure that radiation 
levels are sufficiently low to permit accurate measurements at the mini- 
mum output level specified for the signal generator. Coaxial cable, 
coaxial connectors, and rf shielding techniques used in the generator 
must be compatible in leakage with this minimum level. 

Signal-generator manufacturers will indicate leakage performance in 
one of two ways, either by calling out an applicable specification or by 
stating that leakage levels permit measurements at the lowest output 
levels provided by the generator. 

Modulation Characteristics. Space allows only a brief introduction to 
the modulation characteristics of signal generators. In general, a sig- 
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nal generator must provide some form of modulation, and it must be 
calibrated. 

Four forms of modulation are typically provided on commercially 
available direct signal generators and synthesized-signal generators, but 
not all on the same generator or in the same frequency range. They are 
AM, video modulation (extended-frequency-range AM), FM, and pulse 
modulation. 

Amplitude Modulation. Amplitude modulation is available on signal 
generators from 50 kHz to 40 GHz. A self-contained modulation oscil- 
lator should be provided, and metering to indicate depth of modulation 
is a necessity. Typically a 1,000-Hz modulation oscillator is provided, 
but some microwave generators provide a self-contained sine-wave mod- 
ulation oscillator tunable from 20 Hz to 2 kHz. External AM must be 
available to allow other than sine-wave modulation, but when non- 
sinusoidal modulation is used, the modulation-depth meter reading is 
normally meaningless. At microwave frequencies (above 1 GHz) AM 
versatility is not needed and AM is usually only used in coherent detec- 
tion measurements, but at frequencies below 1 GHz, AM is prevalent 
(Chap. 10) in communications systems. 

When the AM bandwidth extends beyond 100 KHz and usually to 
many megahertz, the terminology is changed to video modulation. If 
this mode is provided, the generator versatility is greatly increased and 
the instrument becomes useful for measurements involving TV video 
modulation. 

Pulse Modulation (PM). Pulse modulation is to the microwave fre- 
quency range what AM is to the lower frequency ranges. Historically 
microwave signal generators have included provisions for pulse modula- 
tion, but this has normally been accomplished by gating the oscillator on 
and off in some fashion with resulting problems of ‘‘moding” and high 
incidental FM. In recent years these limitations have been circum- 
vented by the use of PIN modulators which absorb power on the trans- 
mission path. This technique allows the oscillator to operate continu- 
ously as in the lower frequency ranges and reduces reflections below levels 
that cause frequency pulling. For reasons of cost and versatility, high- 
quality pulse modulation for modern signal generators is usually provided 
by an accessory instrument. 

Frequency Modulation (FM). Applications of FM within the range 
from 2 to 1,200 MHz are required of fixed and mobile communications, 
broadcasting, multiplexed telemetry systems, multichannel telephone 
links, and high-speed data transmission, including earth-space telemetry 
and meteorological data relay systems. FM has become in fact the most 
common method by which information is impressed on an RF carrier. 
It would not be economically feasible to provide the full modulation 
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requirements for all these applications in one signal generator, but many 
signal generators are available covering substantial portions of the FM 
applications. Because of this broad range of generators optimized for 
particular applications, only general specifications and characteristics will 
be discussed. 

Peak deviation must be settable and accurately monitored over the 
full range provided—as a minimum, from 0 kHz to 0.2 percent of the 
carrier. The deviation, once set, should not require resetting with band 
change and should be monitored by a peak-reading meter to within at 
least 5 percent of full-scale accuracy. Modulation frequency response 
should be at least +0.5 dB and extend from below 20 Hz to above 
150 kHz. As with AM, the higher-quality signal generators will usually 
provide a variable-FM oscillator. Typically a 1 percent distortion speci- 
fication will satisfy most applications, but in addition, if stereo modu- 
lation is required, intermodulation distortion and group delay character- 
istics should be specified. Incidental AM occurring with the FM can be 
extremely troublesome, just as the incidental FM with AM, but fortu- 
nately is more easily removed with external limiters. 

Frequency Stabilization in Signal Generators. In some applications the 
frequency stability of signal generators is not quite adequate. In this 
situation, an instrument (often called a microwave-frequency stabilizer) is 
available to synchronize the oscillator in a generator with some harmonic 
of an external frequency standard. It is only required that the original 
signal generator be tunable over a narrow range by means of a variable 
de signal. 

In a simple form the operation of a phase-lock frequency stabilizer is 
indicated in Fig. 15-36. A sample of the signal-generator rf is mixed 
with a comb of harmonics of the reference oscillator. The difference fre- 
quency which falls within the intermediate-frequency amplifier bandpass 
carries the frequency instabilities of the signal generator to be stabilized 
and the relatively smaller instabilities of the reference oscillator harmonic. 
The difference frequency is then compared in a phase detector against 
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FIG 15-36 Simplified block diagram of a signal generator stabilizer. 
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either a crystal reference or a variable oscillator. The output voltage 
of the phase detector, which is proportional to the difference in phase of 
the two inputs and is the loop error signal, is then amplified and applied 
to the voltage-controlled reactance in the oscillator of the signal gener- 
ator. Two special requirements, a sample of the rf output and an input 
for voltage tuning of the oscillator over a narrow range, must be provided. 

The unique features of these instruments are the combination of con- 
tinuous frequency coverage (in some cases discrete-step frequency cover- 
age) and quartz-crystal spectral purity. In the phase-locked condition, 
the signal generator can assume both the long- and short-term stability 
of the reference oscillator. Provision is usually made for referencing the 
automatic-phase-control loop to any external quartz-crystal or atomic- 
referenced-crystal frequency standard. Thus, a signal generator when 
locked can have stabilities of 1 X 10~-® sec™! to 1 X 10-° day— or better 
depending on the reference employed. However, as with a synthesized 
signal generator, there are frequencies in the instrument not harmonically 
related to the desired frequency, and so spurious outputs are possible. 

Synchronizers generally can lock oscillators over extremely wide fre- 
quency ranges in a single instrument and, in fact, in almost any signal 
generator that has provision for de control of the oscillator. For exam- 
ple, synchronizers are commercially available which will lock over ranges 
of 50 kHz to 500 MHz and 1 to 40 GHz and thus span the ranges of 
many different and separate signal generators. 

The resolution and settability of the system are still no better than the 
dial accuracy and resolution of the signal generator alone. Unless the 
user employs an electronic frequency counter to indicate the actual out- 
put frequency of the signal generator, he knows the absolute frequency 
with accuracy no better than that of the dial and is in fact worse off 
since the de frequency control has usually pulled the oscillator off cali- 
bration. For this reason an electronic frequency counter is very com- 
monly used as a dial for the signal generator when a synchronizer is used. 


15-7 Amplitude Modulators for Signal Generators 


Amplitude modulation is valuable not only for testing communication 
systems, but also for keeping the output level of a generator constant 
and for programming that output level. The signal level of any oscil- 
lator can be varied by varying the voltage on some electrode of the active 
oscillating device, but this approach to AM usually has at least two dis- 
advantages. First, output amplitude rarely varies linearly with electrode 
voltage, and second, the frequency varies along with the amplitude. 

A modulator that acts as a transmission device with variable attenu- 
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ation and allows the oscillator to operate steadily (continuous wave), 
under constant load, has many advantages. 

Absorption Modulators. In 1962 the first absorption type of modu- 
lator based on the p-i-n diode was introduced as a product. This modu- 
lator is placed in the signal path and absorbs 
varying amounts of power depending on the GQ, 0.7 
modulation signal applied to the modulator. It nice 
is important that the modulator should always mee Aiea tect Case 
present a resistive and nearly constant imped- 
ance to the oscillator, since a reactive load, 
particularly one that varies with modulation 
signal, could also affect the frequency of the fig 45.37 Cross 
oscillator. tion of PIN diode. 

Let us first discuss the p-i-n (PIN) diode itself. 

The PIN diode is a planar, double-diffused junction semiconductor. 
The p and n impurities are diffused into opposite sides of a thin silicon 
wafer until only a thin layer of pure, intrinsic silicon remains between 
the two doped regions (see Fig. 15-37). This highly resistive silicon 
layer, typically 10 to 20 um thick, gives the PIN diode its unique micro- 
wave properties. At low frequencies rectification takes place as it 
would with any p-n junction device. As the frequency is increased, 
however, the charge storage in the intrinsic region (or i layer) limits 
rectification. At ultrahigh and higher frequencies, rectification is 
practically nonexistent. 

Diode conductance is proportional to stored charge g and inversely 
proportional to the square of the i-layer thickness. The stored charge is 
in turn related to diode current by 
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and where r is the carrier lifetime in the i layer. When the diode is 
driven by ac offset by an arbitrary bias level, its conductance g is 
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where ¢ = arctan 1/wr 

Tae = de component of drive current 

I, = rf component of drive current J,¢ cos wt 
+ = carrier lifetime in i layer, sec 

Hn = electron mobility in i layer, cm?/V-sec 
Hy = hole mobility in i layer, cm?/V-sec 
d = i-layer thickness, cm 

Jac = de conductance term 

The time-varying term in Eq. (15-7-2) represents a nonlinear resis- 
tance to rf, but this term approaches zero for large wr. Thus long 
charge lifetime is desirable. 

The lowest frequency for which the diode is usable is determined by 
the harmonic generation one is willing to accept. A typical diode might 
have a lifetime 7 of about 100 nsec. With the diode biased so that its 
resistance is 100 Q, the second harmonic would be about 30 dB down at 
500 MHz. There are PIN diodes now available with lifetimes in excess 
of 1 msec, which makes them controllable microwave resistors at fre- 
quencies as low as 10 MHz. 

An attenuating array can be formed by placing a number of PIN diodes 
across a transmission line. The diodes are spaced at quarter-wavelength 
intervals at the center frequency of the band of interest [36]. In a simpli- 
fied analysis it can be assumed that the diodes are pure resistances. At . 
zero bias the diode resistance is of the order of 5 to 10k. As bias cur- 
rent is increased, the diode resistance decreases. For an attenuating 
array they are never biased to less than about 2 Q in order to maintain 
an adequate match. Input match can be further improved by tapering 
the diode impedances at the ends of the array. In Fig. 15-38 a tapered 
array is shown along with the input standing wave ratio as a function of 
frequency. The analysis used to derive these curves assumes that the 
array is infinitely long. The theory has been applied to arrays as short 
as seven diodes, however, with little difference between theory and actual 
results [37]. 

As was indicated, this analysis assumed the diodes to be pure resis- 
tances; this is a reasonably good assumption at the low end of the micro- 
wave region, but at higher frequencies the parasitic reactances due to the 
diode and its mounting structure must be taken into account. 

Another class of modulators which has been extensively used in recent 
years makes use of the PIN diode as a reflective element. A schematic 
of this type of modulator is shown in Fig. 15-39. The PIN switches are 
simply two or four diodes mounted in shunt. The center conductor of 
the transmission line which interconnects the diodes is a very thin wire. 
This line looks inductive and at zero bias, in conjunction with the capaci- 
tance of the diode, forms a low-pass filter. The cutoff frequency of this 
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FIG 15-38 Attenuator array in transmission line. 


filter can be made higher than 18 GHz, and this permits a well-matched 
structure up to 18 GHz. When the diodes are forward biased, their 
resistance can be decreased to almost a short circuit. At this point the 
PIN switch has a reflection coefficient almost equal to unity. 

The operation of the modulator is as follows: Under zero-bias con- 
ditions power enters the input port and is split by the 3-dB coupler so 
that half the power goes through one switch and the remainder goes 
through the other switch and the signals recombine in phase at the out- 
put port. When the PIN switches are biased to a reflection coefficient 
of unity, the power reflects from the two switches and combines in phase 
at port 3 and is absorbed in the 50-Q termination. Bandwidths of up to 
4:1 and operation to 18 GHz have been achieved with this type of 
modulator. 


500, | 
termination 


oO) PIN switch ® 


3-dB coupler 


50% PIN switch @) 
termination 


3-dB coupler 


FIG 15-39 Reflective attenuator with the use of PIN diodes. 
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FIG 15-40 Applications of PIN lines: (a) leveling, (b) pulse 
modulation, (c) AM, (d) programmed attenuation. 


Figure 15-40 shows some applications for PIN modulators (PIN 
‘“‘lines’’). 


15-8 Microwave Sweep Generators 


To test the many broadband microwave components and systems that 
now exist, it is convenient to have measuring instruments that automati- 
cally sweep through a range of frequencies. Swept signal generators, or 
sweepers, are therefore important, and the swept range should be at least 
an octave or the range over which a particular waveguide operates. 

The backward wave oscillator is capable of being electrically tuned 
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FIG 15-41 Block diagram for a typical microwave sweep oscillator. 


over a considerable range. Its use is common in sweepers operating from 
1 to 40 GHz, and it is even available for frequencies from 40 to 100 GHz. 
Voltage-tuned solid-state sources have also become available. These 
have been either varactor tuned or yig tuned, and for sweeper applica- 
tions either method is acceptable. Solid-state sweepers are now avail- 
able with yig- or varactor-tuned transistor oscillators up to 4 GHz and 
yig-tuned Gunn-effect devices from 4 to 12 GHz. 

Many sweepers have plug-in capability so that the user can economi- 
cally select his frequency band and plug in the proper oscillator assembly. 
In other instruments the various rf units can be selected by switches. 

A simple block diagram of a sweeper is shown in Fig. 15-41, and Fig. 
15-42 shows a typical measurement setup. The sweep output is a ramp 
voltage that varies linearly with oscillator frequency and is used to create 
a horizontal frequency axis on the cathode-ray oscilloscope. The verti- 
cal deflection in Fig. 15-42 is proportional to the gain magnitude of the 
device under test. As indicated in Fig. 15-41, the sweeper permits sweep 


Horizontal 


Sweeper 


Device under 
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FIG 15-42 Typical setup for measurement of transmission 
coefficient to obtain a swept display. 
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rate, frequency limits, and output to be adjusted. Also, after the fre- 
quency has swept through certain increments, sharp marker pulses are 
injected into the PIN modulator to produce a visual frequency ealibra- 
tion on the oscilloscope. 

Another essential aspect of a microwave sweep oscillator is the leveling 
circuitry. Leveling a sweep oscillator serves two purposes. Its primary 
function is to achieve flat output power as a function of frequency to 
facilitate broadband measurements. The other function that leveling 
serves is to improve source match, and this, as will be shown in a later 
chapter, is important too for accuracy in reflection coefficient and attenu- 
ation measurements. 

To maintain a constant output level in the arrangement of Fig. 15-41, 
it would seem logical to connect the input of the automatic level control 
amplifier to the output terminal of the sweeper, so that feedback could 
force the output to be nearly equal to the reference. The trouble with 
this scheme is that the actual load is connected to the sweeper by means of 
a transmission line or system having arbitrary attenuation. It is better 
to derive a feedback signal at the point where leveled power is desired. 

The schematic for a complete leveling loop is shown in Fig. 15-43. This 
circuit is not linear. The detector is generally operating at a level where 
it can be considered to have a square-law response so that Vae = FkPo, 
where F is the coupling factor of the directional coupler and k is the 
detector sensitivity. The PIN modulator is approximately linear in dB 
of attenuation versus bias current, so that 


P, = Pe (15-8-1) 


where a denotes the sensitivity of the PIN line in nepers per milliampere. 
For small signals this characteristic can be approximated by 


P, = P,(1 — al) (15-8-2) 


VREF 


! PIN Directional 


FIG 15-43 Block diagram for automatic level control. 
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Under these conditions solving for P, yields 


1 + AK V ver 


| ae OF pera eager aees 
1+ aKFkP, 


(15-8-3) 


From this equation it can be seen that if the amplifier gain K is high, 


V ret 
P, = 
Fk 


(15-8-4) 


where a = PIN line sensitivity, nepers/mA 
K = amplifier gain factor 
F = coupling factor 
k = detector sensitivity 

A requirement, then, on loop gain is that it be high enough to make 
the above approximation. Another requirement is that bandwidth be 
sufficient to remove the most rapid variations that are likely to occur in 
P,; a bandwidth of 50 kHz is generally sufficient. So far this discussion 
has assumed small signal conditions so that linearity could be assumed. 
Most leveling, however, must operate over a fairly large dynamic range. 
The automatic-level-control loop must operate over a dynamic range of 
more than 35 dB for most sweeper applications, and sufficient gain and 
bandwidth must be maintained over that range. Most sweepers have 
some provision for adjusting automatic-level-control loop gain so that 
the user can be assured that he is always operating at maximum possible 
gain without the occurrence of oscillations. 

It is difficult to tune one microwave oscillator continuously over a 
range greater than about one octave. In sweeper applications, however, 
it is desirable to be able to sweep over a greater range, especially in appli- 
cations below 1 GHz. A technique to get broader sweeps is to mix 
(heterodyne) the outputs of two oscillators, one or both of which is 
electrically tunable. 

The block diagram for such a sweep oscillator unit is shown in Fig. 
15-44. In this case one oscillator is tunable from 2.3 to 4.2 GHz and 
serves as the local oscillator for the mixer. The other oscillator is a 
fixed-frequency oscillator operating at low level compared with the level 
for the local oscillator, so as to minimize spurious mixing products. The 
mixer output power is proportional to the amplitude of the second oscil- 
lator; hence leveling and amplitude modulation can be accomplished by 
placing a modulator in the fixed-frequency signal path. The difference 
frequency at the output of the mixer now covers many octaves, but an 
inherent problem with this type of sweeper unit is the presence of spuri- 
ous signals due to intermodulation in the mixer. In Fig. 15-45 a mode 
chart is shown that applies to the sweeper rf unit shown in Fig. 15-44. 
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With proper mixer design and choice of signal levels, spurious signals can 
be kept 35 to 40 dB below the desired signal. At these levels, spurious 
signals very rarely interfere with measurement accuracies. 

Another difficulty that arises in heterodyne sweepers is inaccuracy of 
frequency calibration. Since two large numbers are subtracted to get 
the output frequency, a small error in the frequency of either oscillator 
can result in a large error in output frequency. The frequency specifi- 
cation on the unit just described is +10 \IHz, which is an error of 0.5 per- 
cent at 2 GHz but 10 percent at 100 \[Hz. At lower frequencies, a fre- 
quency discriminator can be used in a feedback loop to achieve frequency 
accuracies of 1 percent at the output frequency. 
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CHAPTER SIXTEEN 


MICROWAVE SIGNAL 
ANALYSIS 


From notes by 
Stephen F. Adam 
Roderick Carlson 
and Fred Pramann 


Hewlett-Packard Company 
Palo Alto, California 


In the previous chapter, the generation of microwave signals for the pur- 
pose of measurement was studied. It follows naturally that the next 
step is to study the other measurement instruments and the techniques 
used for characterization of signals. Magnitude, frequency, harmonics, 
and modulation are some of the characteristics of microwave signals that 
one may need to analyze and describe quantitatively. 


16-1 Power Measurement 


At microwave frequencies power (rather than voltage or current) is the 
quantity commonly used to describe the magnitude of a signal. Sensors 
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responding to power are the more accurate at microwave frequencies. 
In addition, standing waves are usually present in a microwave trans- 
mission line of a magnitude to produce significant variations in voltage 
and current along the length of the line. The power available along the 
length of the transmission line is almost independent of distance, being 
diminished only by the small attenuation of the line. Power is a basic 
quantity and of primary interest to the microwave engineer. 

A power meter can be a rather simple instrument, but the power sens- 
ing device associated with it deserves discussion, impedance matching 
must be given careful consideration, and some of the commercial power 
meters have clever circuitry worth studying. 

Power Sensors. The power sensor is the key element of the instrumen- 
tation required to measure power at microwave frequencies. Most of 
these sensors provide a dissipative load for the energy and operate on the 
basis of heating. Usually we find a temperature rise in a thermocouple, 
a temperature-sensitive resistor, or a fluid. There are not many basic 
forms of sensors, but for each sensor there are several implementations 
to provide the desired power reading from the raw response of the sensor. 
The most important sensing devices will be studied below, and a few 
diagrams of instruments will be given. 

Sensing by means of thermocouples has emerged as perhaps the best 
method for measuring microwave power. This sensor is composed of 
thin films of two thermoelectric metals that overlap slightly at the center 
of the device. The films are controlled in thickness to yield a resistance 
termination equal to the characteristic impedance of the transmission line 
to which it is connected. The sensor output is a de voltage very nearly 
proportional to the microwave power dissipated. In the simplest embodi- 
ment, the thermocouple is connected to a dc amplifier with the right gain 
to cause the correct readout in power on a panel meter. 

The thermocouple mount consists of the sensor elements, means for 
connecting to the microwave transmission line, and a cable carrying the 
thermocouple de voltage to the associated instrument. The mount is 
carefully constructed so that the junctions between the thermoelectric 
materials and the lead conductors remain isothermal in spite of heat flow 
back and forth between sensor and the outside environment. 

Usually two sensor elements are employed in a coaxial mount to make 
it possible to have a very wide bandwidth, such as 10 MHz to 18 GHz. 
Figure 16-1 shows the circuit configuration used. The low-frequency 
cutoff is determined by the blocking capacitor C; and the bypass capaci- 
tors C,and C3. The high-frequency cutoff is limited by reflections within 
the system. Most coaxial power detectors utilizing other types of sen- 
sors, such as thermistors or barretters, also have two elements in the 
configuration of Fig. 16-1. This circuit has the advantage of providing 
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FIG 16-1 Circuit diagram of a 


rf input thermocouple mount. 


4 


the two required contacts to the auxiliary power meter at rf ground, and 
the coaxial center conductor is loaded only by the desired sensor elements. 

Figure 16-2 is a drawing of a thermoelectric subassembly containing 
two sensors bonded to a microcircuit on a sapphire substrate. The dissi- 
pation of microwave energy in the resistance of the bismuth and anti- 
mony films causes a temperature rise proportional to the power input and 
inversely proportional to the effective dissipation constant of the device. 
Figure 16-3 shows the trimetal system. The gold-bismuth (Au-Bi) and 
the antimony-gold (Sb-Au) junctions near the ends have a very low ther- 
mal resistance to the ambient temperature sink of the thermal system, 
and de output drift is thus minimized. The bismuth-antimony (Bi-Sb) 
junction has a very high thermal resistance to the ambient heat sink. 
Therefore, the dissipation of a small amount of microwave power in the 
sensor resistance will result in a significant temperature rise in the area 
including the Bi-Sb junction. Since only the Bi-Sb junction is allowed 
to deviate from ambient, the output is 


Vae = K(Ssp — Spi)(T; — Tamv) (16-1-1) 


where K = ratio of thin-film thermoelectric power to bulk-metal thermo- 
electric power, K ~ 0.8 
Ss, = bulk thermoelectric coefficient of Sb, +36 nV/°C 
Spi = bulk thermoelectric coefficient of Bi, —74 uV/°C 
T; = temperature of Bi-Sb junction 
= temperature of the Au-Bi and Sb-Au junctions, which is also 
the ambient temperature of the mount. 
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FIG 16-2 Two thermocouples mounted in the microwave 
supporting structure. 
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It can be seen from Eq. (16-1-1) that the de voltage output of the 
device is proportional to the applied microwave power. The sensitivity 
of the sensor depends upon the difference in the thermoelectric coefficients 
of the pair of metals forming the hot junction of the sensor. When the 


Au Bi Sb | Au | 
FIG 16-3 A’ microwave thermo- 
couple. 


metallic films are evaporated onto a substrate of poor thermal conduc- 
tance to make the sensor sensitive, then the effective dissipation con- 
stant is a function primarily of the area of the resistor, since the only 
significant heat loss mechanism is conduction and convection through the 
air. An obvious disadvantage of a very sensitive device is that it is 
subject to burnout with a rather low level of power. 

Thermocouple Power Meters. To complete the measurement system, a 
power meter is added to the thermocouple detector. This instrument 
typically contains the amplifiers, control circuitry, and calibration means 
required to produce an accurate indication of input power on a panel 
meter. In addition some instruments provide outputs for an electric 
recorder or DVM. 

The de amplifier, to amplify the output of the thermocouple sensor, 
requires special consideration. For one thing, the thermocouple voltage 
is very low; approximately 10 mV corresponds to full scale on the highest 
power range. Of course, one should like to achieve the lowest possible 
range, and the maximum practical sensitivity is limited by either thermal 
agitation noise in the thermocouple resistance or drift in the de amplifier. 

Currently, the de amplifier with the lowest drift for use with source 
impedances of 200 2 is one that uses a mechanical chopper, or modulator. 
The input circuit in Fig. 16-4 shows such a chopper feeding a transformer. 
Current from the sensor flows first down through the top primary wind- 
ing and then up through the bottom winding, which causes almost a tri- 
angular wave of flux in the core and a square wave of output voltage. 
A high step-up ratio is used to keep the noise in the first stage of ac 
amplification from being more significant than the noise in the source 
resistance, and the transformer is very well shielded. The FET used in 
the first amplifier stage provides high input impedance and is chosen for 
low noise. 

The shielding requirement is reduced, however, by operating the chop- 
ping switch at 110 Hz, which, together with synchronous demodulation, 
avoids intermodulation with harmonics of either 50- or 60-Hz line fre- 
quencies. The arrangement in Fig. 16-4 is presently capable of a full- 
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scale setting of 300 X 10-° V without drift being the main limitation. 
Transistor choppers will not meet the drift requirement, and photocon- 
ductive choppers have too much thermal noise, although they are useful 
for high-impedance sources. 

If the amplifier is adequate, sensitivity is limited by thermal noise 
generated in the 200 Q of resistance in the thermocouples; this input noise 
at room temperature is (1.8 X 10-9 rms V)/B”, where B is the noise 
bandwidth of the system in hertz. In a modulation system such as the 
one being described, effective bandwidth is determined by the low-pass 
filter after the synchronous demodulator. The noise level on the lower 
ranges can readily be decreased by band limiting in this filter, but only 
at a sacrifice of indicating or recording speed. Unfortunately, the volt- 
age of white noise varies only as the square root of bandwidth. 

A method of easily calibrating the power meter is desirable, for no two 
thermocouple mounts have exactly the same power conversion sensitivity. 
In fact, the sensitivity of any particular mount varies with change of 
ambient temperature. Calibration is easy, however, because the thermo- 
couples respond to. audio frequencies as well as microwave frequencies: 
The power meter can be obtained with a self-contained audio generator 
of good amplitude stability. A “calibrate” switch is used to apply a 
known audio power to the two couples in series while microwave input is 
zero, without interfering with the performance of the amplifying system. 
The gain of some part of the system is adjusted to give the correct read- 
ing on the output meter while the calibration signal is applied. 

Thermistor Power Meters. Thin-film techniques had to be developed to 
construct the tiny Bi-Sb couples described above. Previously, thermis- 
tors were predominantly used as sensors; thermistor power meters are 
still competitive with couple meters and even have some advantages. 

Basically, a thermistor is a resistor with a large negative temperature 
coefficient. Usually the component is composed of a sintered mixture of 
various metal oxides. Figure 16-5 shows a sketch of a typical thermistor 
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FIG 16-5 Microwave bead thermistor. 


bead for use in a mount for the measurement of microwave power; its 
small size makes it difficult to produce with uniformity. Heating the 
bead from room temperature to about 140°C makes its resistance fall 
from about 1,500 to 100 2. It is operated in practice at 100 Q. 
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FIG 16-6 Self-balancing thermistor bridge. 


Two thermistor beads are generally used in series in a microwave 
mount. This gives a terminal at the junction between them where a 
coaxial microwave connection can be conveniently made to feed the two 
in parallel, as in Fig. 16-6. Several sophisticated circuits have been 
developed to obtain accuracy and immunity from changes in ambient 
temperature, and one such circuit will be described later, but an elemen- 
tary scheme is shown in lig. 16-6. Observe that the thermistor bridge 
is excited by an amplifier that is fed by the bridge output #;. Figure 
16-7 shows E, versus the excitation voltage /, in a qualitative manner. 
Assume that the gain K of the de amplifier in Fig. 16-6 is high enough to 
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FIG 16-7 Approximate curve of output versus input 
voltage in a thermistor bridge. 
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drive E, to the vicinity of E,, the excitation required for null. Then 
Ey = —B(E, — E.) (16-1-2) 


where —8 is the slope of the bridge characteristic near null. But 
E, = KE), and therefore 


Bien Wen a “ (16-1-3) 


1+ 6K — 
when BK >1. The use of a high-gain amplifier will keep the bridge 
essentially at balance. An ac amplifier can be used instead of de. 

When microwave power is fed to the thermistors, the circuit will keep 
the bridge balanced by decreasing the power from the amplifier to the 
thermistors an amount equal to the microwave power, since the summa- 
tion of all electrical heating of the thermistors must not change if the 
resistance of the thermistors is to remain constant. Therefore, the square 
of the change in EF, is a measure of input power. Several methods have 
been devised to measure AF». 

The main trouble with the simple circuit of F ig. 16-6 is that it is sensi- 
tive to changes in ambient temperature. To a good approximation, the 
power required to bias the thermistor to the proper operating temperature 
is 


Py = Ka(To — Ts) (16-1-4) 


where T, = operating temperature, °C 


I 


T. = ambient temperature, °C 
Ka = dissipation constant of the pair of beads, 0.27 mW/°C in 
practice 
The change of P; with respect to 7’, is 
dP, 
= —K ~1-5 
aT, d (16-1-5) 


Therefore in the output reading of the power meter, drifts are equiv- 
alent to 0.27 mW for each degree Celsius change in ambient, since the 
thermistor cannot distinguish between microwave power and power loss 
to the air. This is a severe drift in a power meter in which the highest 
power measured is 10 mW. 

The tendency to drift can be reduced by two orders of magnitude by 
placing an additional set of thermistors in the same environment as the 
active thermistors and using them to compensate for ambient tempera- 
ture changes. A great deal of art is required, since the two sets of 


_thermistors must have nearly identical dissipation constants and oper- 


ating environments. A good example of a power meter with this kind of 
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FIG 16-8 Block diagram of a thermistor power meter. 


compensation will be discussed in connection with Fig. 16-8 (Hewlett- 
Packard model 432A). 

Two matched sets of thermistor beads are located in the mount or 
sensing head, and two complete de self-balancing bridge circuits similar 
to those in Fig. 16-6 are used, though the circuit details are not shown. 
Both the sum and difference of the two bridge output voltages are made 
available by a resistance network. 

Both bridges produce self-balancing output voltages proportional to 
the square root of the power introduced into their respective thermistors. 
The power into one bridge (compensating bridge) is Pc, or compensating 
power, and the power into the other bridge (rf bridge) is Pr plus Px, the 
power to be measured. Therefore, the difference between the outputs of 
the two bridges can be used to measure the true rf power input if the 
two bridges are identical, or 


Pc = Pu + Pu (16-1-6) 
Pu = Po — Pu = K(Vc? — Vu?) 
= K(Ve + Vut)(Ve — Vr) (16-1-7) 


where the subscripts on the voltages correspond to the bridges that pro- 
duce the voltages and K is a constant. 
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The purpose of the remainder of the circuitry is to solve Eq. (16-1-7). 
The difference voltage, which can be extremely small, is amplified by a 
chopper amplifier driven by a 5-kHz multivibrator. The output of this 
amplifier is a square wave, as shown, since it is not demodulated. The 
sum voltage is used to control a voltage—to—pulse-width converter that is 
operated in synchronism with the difference chopper. This pulse width 
determines how long the gate is opened in the switching multiplier. 
Therefore, the output of the multiplier is a pulse train with pulse width 
proportional to Ve + Vi and pulse height proportional to Ve — Vu. 
The area under the pulses is obviously proportional to the product, 
which is proportional to measured power. Only an averaging meter or 
circuit is needed to indicate this power. 

Other Sensors. Historically the earliest way to measure microwave 
power was to use a solid-state rectifying diode to measure the voltage 
across a known resistance. At low signal level, diodes are nonlinear 
rectifiers, the actual voltage-versus-current curves depending upon the 
choice of diode: point-contact, ordinary junction, or hot-carrier junction. 
In any case, the proper choice of operating level and load produces a de 
output current proportional to the square of ac input voltage from a low- 
impedance source, over a fairly wide dynamic range. This characteristic 
is convenient in the measurement of power with simplicity. However, 
the variability in rectification characteristic and frequency range limited 
by junction capacitance and carrier mobility in the diode does limit the 
adaptability of this type of power meter. Also, diodes are subject to 
mechanical damage. 

The barretter, a tiny metal resistive element with a positive tempera- 
ture coefficient, has been used extensively in the past to measure power. 
Its most common physical form is a short platinum wire with a diameter 
of only 30 to 60 uin., and it is used in a power meter with some sort of 
resistance bridge. At least one such power meter is a self-balancing 
bridge that accepts either a barretter or thermistor mount by having a 
switch that reverses the phase of the balancing amplifier to take care of a 
sensing element with either a positive or negative temperature coefficient. 

In order to get sufficient sensitivity in a barretter bridge, it is necessary 
to operate the sensor at a bias power that is about half the power level 
sufficient to burn it out. 


16-2 Measurement of Power Exceeding 100 mW 


The measurement of power in excess of the range of a power meter is 
often achieved by using an attenuator or directional coupler to reduce 
the level of the signal. The attenuator usually provides a significant 
decrease in accuracy not only because of the uncertainty of the attenu- 
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ation, but also because of the impedance mismatch ambiguities (to be 
studied later) at both the input and output ports of the attenuating 
device. 

The directional coupler has the disadvantage of requiring calibration 
of the coupling factor for accurate measurements. The coupling factor 
varies with frequency. Directional couplers will be studied in Chap. 17. 

For the direct measurement of power levels above 100 mW, calorim- 
eters are most often used. That is, the power being measured is dissi- 
pated in a thermal device, and the resulting temperature rise is observed. 
Classical calorimetry consists of observing the temperature rise in a 
well-insulated thermal mass of known thermal capacity after power is 
absorbed in that mass for a known time. This is more directly a mea- 
surement of energy, and a different approach is commonly used in the 
measurement of electrical power. Usually, the unknown power is made 
to cause a steady temperature rise at some point in a thermal network. 
This may be a temperature rise of a fluid of known physical character- 
istics and flow rate, a fluid carrying the heat away from the dissipative 
element. Or the power may establish a temperature gradient in a physi- 
cal structure of known, fixed characteristics. 


16-3 Pulsed-power Measurements 


In the material above, it has been assumed that either the high-fre- 
quency power being measured was unmodulated or the average power in 
a modulated signal was desired. Pulsed rf power introduces some special 
problems in measurement, and the measurement of peak pulse power has 
been very important since the early development of pulse radar. 

Peak Power Calibrators. Probably the most direct approach is to 
attempt to use a power sensor with a response so fast that its output 
faithfully follows the pulse modulation. This approach rules out therm- 
istors, barretters, and thermocouple sensors at present because of their 
long thermal time constants. Semiconductor crystal diodes can be made 
to follow rf pulses with widths as narrow as 0.25 ysec with repetition fre- 
quencies as high as 1.5 MHz. If their variation in curvature of response 
characteristic and in sensitivity can be tolerated or taken into account, 
as well as their rf limitation, they are useful in the present application. 

Figure 16-9 is a block diagram of such a “calibrator.” Essential to 
most peak power measurements is a power divider (usually a precision 
directional coupler with a known coupling factor) since the peak power 
in pulses is usually much higher than the maximum ratings of the sen- 
sors described above. The instrument on which Fig. 16-9 is based reads 
directly to 200 mW, and external power dividers and terminations can be 
used to extend usage to much higher levels. 
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FIG 16-9 Block diagram of a peak-power calibrator that uses a 
crystal detector to measure actual peaks in pulse modulation. 


A small fraction of the input power in Fig. 16-9 is applied to a diode 
peak detector, forward biased to stabilize the rectification characteristic 
and make the response to power almost linear. A chopper (sampling 
switch) alternately applies the diode output and the output of a cali- 
brated de power supply to an oscilloscope. With proper synchronizing, 
the scope shows two traces, one for each signal. If the positions of the 
two traces overlap when no power is being measured, and then the de 
reference trace is adjusted to touch the peak of the pulse trace, the de 
meter can be used to read out the peak pulse power. 

Of course, this assumes that the instrument has been calibrated. To 
make the calibration requires only that an accurate continuous-wave 
power meter be substituted for the 50-Q termination and a calibrated 
continuous-wave signal generator be connected to the input terminals. 
The internal 10-dB attenuator permits a wider selection of commercial 
power meters. The upper frequency range of peak power meters of this 
general type is limited to about 2,000 MHz. 

Pulse-power Measurement with Slow Sensors. There are two general 
methods for using slow sensors to measure the peak power in rf pulses. 
One method is to make a waveform compensation for the distortion pro- 
duced by the time constant of the sensor. There are commercial instru- 
ments with barretters that have been designed around this principle. 
The barretter is so slow (time constant of from 100 to 200 usec) that its 
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output is virtually the integral of a square rf pulse. That is, the output 
is a straight line with a slope proportional to the peak pulse power. To 
reconstruct the pulse from its integrated form requires an active or 
passive circuit that differentiates the output of the barretter bridge. 
With adequate calibration techniques, this scheme is capable of an accu- 
racy of better than 0.8 dB in power, and while this may seem like con- 
siderable error, the rf range extends throughout the common waveguide 
bands. The principal errors are associated with barretter tolerance and 
linearity, mount efficiency, and differentiating amplifier accuracy. 

The other way to use slow sensors for peak pulse measurement is to 
measure average power in the repetitive pulses and use some auxiliary 
method to measure the duty cycle of the pulses, which is the product of 
pulse width and repetition frequency. Attenuating directional couplers 
are used to reduce the measured power to a convenient level. The peak 
power out of the coupler into the instrument setup is 

average power 


Se ee 16-3-1 
duty cycle ( ) 


Pp 


Pulse width in this method is most easily measured with a crystal 
detector operating in a condition to give it the fastest response to an rf 
pulse. The detector output is fed to a calibrated oscilloscope, where 
width and repetition frequency are observed. 

Detailed information on the instruments and systems described tutori- 
ally here can be obtained from instrument manufacturers prominent in 
the microwave field. 


16-4 Mismatch Considerations 


The effects of mismatch at load and source must be considered in order 
to make accurate measurements and in order to state quantitatively the 
magnitude of the mismatch uncertainty. (The term uncertainty is used 
here instead of the term accuracy. One may speak of a large or small 
uncertainty but not a large or small accuracy.) The error due to mis- 
match is often the largest error in a power measurement. 

The power delivered to a load by a source is determined by the general 
equation 


_ @ = [rely [rel) 


16-4-1 
|1 — Tez]? ( ) 


Pp 


where Ig = reflection coefficient of generator 


I, = reflection coefficient of load 
Pa = power available from source 
Pp = net power delivered to load 
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The quantities [, and Tg are complex. The usual representation in 
polar form is T = pe~*, 

Conjugate Match. The condition for conjugate match is that the load 
reflection coefficient be the complex conjugate of the source reflection 
coefficient. If Tg = pge~*, then Tz must equal pget” to be equal to 
the complex conjugate of Tg. 

Substituting in Eq. (16-4-1) yields Pp = P4 when a conjugate match 
is achieved. 

Zo Match. A second frequently encountered condition of match is 
that of power delivered to a nonreflecting load (impedance equal to the 
characteristic impedance of the line, Z). This requires that T, = 0. 
Thus Eq. (16-4-1) becomes Pp = (1 — |T'e|?)P4 = P., the power delivered 
to a nonreflecting load. 

Mismatch Errors. If neither of the foregoing conditions is satisfied and 
in addition Tg ¥ 0, then Eq. (16-4-1) is not readily solved, because 
usually arg I'g is not known and this may also be true of |['¢|. The Iz 
can be measured with a network analyzer. When arg IgIz is not known, 
the limits of the quantity |1 — I'eI'z|? should be noted: 


(1 — [Tol -|Pz|)? < |1 — Pez)? < (1 + [Pel - [Px|)? (16-4-2) 


If |T| = 0.2 (swr = 1.5), |'z| = 0.13 (swr = 1.3), and arg Tez is 
unknown, then the limit on |1 — T'eTz|? is (1 + 0.26)%, approximately a 
+5.3 percent error. 

Generator Reflection Coefficient. It is apparent that the mismatch 
error will be eliminated if fg = 0 and will be smallif[¢issmall. Attach- 
ing an isolator to the generator will give a value of Ig nearly equal to the 
output I of the isolator. This has a second advantage of isolating the 
generator from changes in load, which may “‘pull’”’ the frequency or signal 
amplitude. 


16-5 Application Considerations 


Let us now consider the problem of measuring power under the two 
most frequent matching situations. A system would be designed for 
conjugate match when it is desired to get maximum power delivered to 
a load from a source of limited output. A good example would be maxi- 
mizing the power delivered from a radar transmitter to the antenna. 
It is likely that both the transmitter and antenna have tuning elements 
to match them to the line so that excessive standing-wave ratios will not 
exist on the transmission line. 

Most other equipment is designed to be matched to the characteristic 
impedance of the line. This facilitates standardization, measuring tech- 
niques, and compatibility. For instance, it is very desirable to design a 
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signal generator so that it presents a source impedance close to Zp. The 
most meaningful measurements.are made when devices with input imped- 
ances approximating Zo are attached. It is logical then to base the cali- 
bration of the generator on the power it will deliver to a nonreflecting 
(Zo) load. 

A power meter can only measure the power dissipated in the sensing 
element, but this is not all the power entering the sensing mount. Some 
power is absorbed by conductor surfaces, supportive dielectric materials, 
and blocking or bypass capacitors. The mount efficiency has been 
defined as the ratio of rf power absorbed by sensor elements to rf power 
dissipated within the mount as a whole. However, the power absorbed 
by the elements is not nearly as well known as the substitution power at 
de or Jow frequency that is required to balance a bridge or bring a com- 
pensating bridge to the same operating point that a measuring bridge has. 
With thermocouples, the low-frequency power produces the same dc out- 
put as the microwave power. Therefore, the useful term effective efficiency 
has been defined as the ratio of substituted de or low-frequency power to 
total rf power absorbed by the mount unit. It is this substituted power 
Ps which is the signal operated upon by the electronics in the power 
meter. The effective efficiency is 


ne = = (16-5-1) 


There will be some error in the electronics of the power meter; there- 
fore the power indicated Pina will not be a perfect representation of Pp 
from the elements because of the instrumentation error e. Therefore, 


Pisa = (1 = e)Ps (16-5-2) 


When making a measurement of the maximum power available from a 
source, it is necessary to match the mount and source by using a tuner. 
Define the tuner power transmission characteristic Kr to be the ratio 
of the power that the tuner can deliver to a Joad (connected to it) to 
the net power delivered to the input port of the tuner. In a good 
tuner, Kr ~ 0.97, which is difficult to measure and varies with probe 
penetration. 

Available-power Measurement with a Conjugate Match. By combining 
the terms of this section with Eq. (16-4-1) to find the relationship of P4 
and Ping when the tuner is adjusted for a conjugate match, 


Pisa = (1 =. e)KrneP a (16-5-3) 


Comparison Measurement with a Conjugate Match. If the source just 
measured is in turn connected to the desired load and tuned for a con- 
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jugate match, 


P load = Kr2P A 
K Py, 
SS eee . (16-5-4) 
Krine(1 — ne) 
It is to be noted that the power transmission characteristic of the 
tuner must be evaluated for both settings. 
Zo Power Measurement. If the mount used to measure the power has 
a reflection coefficient Ty that is not equal to zero, by substituting the 
terms of this section in Eq. (16-5-3), we have 


(1 — [Tel?) — Tal?) 


Pa U1 = 
a = (1 — e)ne ji — PePul? 


P 4 (16-5-5) 
However, we want Pina in terms of P, = (1 — |Vel?)Pa. 
Also it is convenient to use calibration factor Ky, instead of 7e. 
Calibration factor is defined as the ratio of substituted de or low- 
frequency power dissipated in the elements to the rf power incident upon 
the mount. It differs from effective efficiency by the mismatch loss at 
the input coupling 


Ky = (1 — |P'aul?)ne (16-5-6) 
Rewritten, 
(1 —= e)K»P. 
Ping = ————— 16-5-7 
on HL = Pel xl? ( ) 


Zo Comparison Power Measurement. If the source just measured is con- 
nected to a load, the power delivered to the load, Pz, is 


_ OG [Pz|))|1 — Tell? 


Po = LK 16-5-8 
= Kil = e)|1 = TeP1|? i ( ) 


In both measurements, the great importance of small T'¢I'y and Ir, is 
readily seen. The fact that arg [gly and arg [gly are not known is 
usually the cause of the largest uncertainty in the measurement. 

The use of a tuner and the application of effective efficiency should be 
associated with a conjugate measurement, while the absence of a tuner 
and the application of calibration factor should be associated with Zo 
power measurements. 

Errors in Sensor Mounts. These errors, or uncertainties, are usually 
specified separately from instrument errors, which vary from +0.5 to 
+3.0 percent. The effective efficiency of a mount, as defined above, is 
frequently determined by sending the mount to the National Bureau of 
Standards for calibration or by comparing it with a mount which is 
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traceable to NBS. The uncertainty of NBS calibration is from 0.5 to 
2 percent, depending on the specific frequency and whether it is a wave- 
guide or a coaxial mount. If a mount is compared with an NBS-trace- 
able mount, the uncertainty is the sum of the uncertainty of the transfer 
measurement and the uncertainty of the NBS-traceable mount. By the 
definition, effective efficiency is independent of the mount reflection coef- 
ficient. Also, it should be independent of the power level. It tends to 
be stable with time and environment, but should be checked periodically. 

Most commercial mounts are individually calibrated for effective effi- 
ciency by the manufacturer at six or seven microwave frequencies. The 
worst uncertainties are +2 to +5 percent, depending on frequency and 
calibration technique. By taking the square root of the sum of squares of 
the individual] uncertainties making up the worst example of uncertainty, 
we obtain probable uncertainties of +0.5 to +2.5 percent. The effective 
efficiency is a function of frequency. A coaxial mount is typically 0.99 
at 0.1 GHz and falls off to about 0.94 at 18 GHz. For waveguide mounts, 
0.98 is typical with a small frequency dependence. Most commercial 
power-measuring equipment has means for dialing in the effective effi- 
ciency or calibration factor appropriate to the frequency of the source, 
and this adjusts the gain of the power meter so that correction is applied. 

As with effective efficiency, calibration factor is determined by trace- 
ability to standards and NBS. The uncertainty of NBS calibrations 
ranges from 0.5 to 2 percent. Most commercial mounts are also individu- 
ally calibrated for calibration factor. The range of uncertainties is about 
the same as for effective efficiency. To interpolate to get calibration 
factor at some frequency between two frequencies at which it is known, it 
is most accurate to interpolate the effective efficiency, measure the 
reflection coefficient |I,,| accurately at that frequency, and determine the 
calibration factor from Eq. (16-5-6). 

Dual-element error is found in mounts that have two sensor elements in 
parallel to microwave power, but are in series for the substitution power. 
Errors of a few percent have been observed in thermistor mounts. How- 
ever, the technique of thermal matching used by some manufacturers 
in temperature-compensated mounts limits the error to about 0.1 percent 
inthese mounts. The dual-element error is significant only on the highest 
range or two of a power-measuring system. 


16-6 Microwave Frequency Meters or Wavemeters 


The measurement of frequency by heterodyning, counting, and com- 
paring with frequency standards has been treated in Chap. 6. The 
greatest accuracy of frequency measurement is obtained by the electronic 
techniques described in that chapter, because comparisons with standards 
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can be easily made to, say, 1 part in 10'°, but there is a large market for 
simple inexpensive wavemeters that operate on the basis of electrical 
resonance in mechanical structures. These structures are tunable. 

While these tunable resonant wavemeters (or frequency meters) are 
basically simple, they are fabricated with a precision that keeps errors as 
low as a few parts in 10° in the best instruments. 

When a resonant circuit is coupled to a source of microwave power, it of 
course absorbs the greatest power at the frequency of its resonance. As 
the frequency of the source is made to differ from the resonant frequency 
of the tunable device, the absorbed power decreases at a rate determined 
by the Q of the structure. 

To obtain both high Q and precision of tuning at microwave frequencies, 
various versions of open-circuited or short-circuited transmission lines are 
used instead of lumped reactances. Any kind of transmission line can be 
used, including waveguide, but we shall call them all cavity resonators in 
this chapter. The input impedance of a short-circuited, low-loss trans- 
mission line is 


Zi = jZo tan Bl (16-6-1) 


where Zp) = characteristic line impedance 

L = length of line 

6B = phase constant = 27/d 

\ = wavelength of signal 

The above equation is an approximation for lines that are long in com- 

parison with their other dimensions. The impedance Z; approaches zero 
for even numbers of quarter wavelengths, and it approaches o for odd 
numbers. Half-wave shorted lines are frequently used, and Fig. 16-10 
shows a coaxial example with a short circuit adjustable by a plunger. 
The resonant frequency of such a half-wave cavity is 


(1€<6-2) 


FIG 16-10 Coaxial half-wavelength 
cavity. 
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FIG 16-11 Coaxial quarter-wave-length 
cavity. 


where v = velocity of propagation in the line 

n = aninteger — 

A. = cutoff:-wavelength of the line 
which approaches ~ for the principal transverse electromagnetic mode 
(TEM). 

If one end of the cavity is left open as in Fig. 16-11, a quarter-wave 
cavity results, one that is resonant at odd multiples of quarter-wave- 
lengths. In this construction, it seems more convenient to make the 
center conductor of the coaxial system movable than to slide the shorting 
element in the cylinder. 

While a half-wavelength coaxial cavity can cover only a 2:1 frequency 
range without having any spurious resonances in its bandwidth, a quarter- 
wavelength coaxial cavity is capable of covering a 3:1 bandwidth, because 
its next higher resonance will be the 3\/4 one. That is, resonance occurs 
on a quarter-wavelength cavity at 


l= ~ (2n — l) (16-6-3) 


where Xo is the basic or longest wavelength for resonance. 


FIG 16-12 Capacitively loaded 


coaxial quarter-wavelength cavity. 


The bandwidth free of spurious resonances can be increased in a quarter- 
wavelength cavity by loading the open end with a lumped capacitance. 
Physically this is accomplished somewhat as shown in Fig. 16-12. When 
the center conductor, which acts as the tuning plunger, is far from the 
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stepped-down cylindrical region, the structure can be considered a true 
quarter-wavelength cavity. When the center conductor protrudes into 
the small cylinder, the line is capacitively loaded, and the resonance that 
would normally occur at 30/4 now occurs at a shorter wavelength or 
higher frequency, which gives a greater bandwidth without spurious 
response. 

Often it is practical and economical to use higher modes of resonance 
than the basic one in wavemeters. This arrangement is commonly used 
in waveguide cavities, in frequency bands where nearby spurious reso- 
nances are not particularly inconvenient. It has been shown that reso- 
nance in a cylindrical waveguide cavity occurs when 


l 


where f = frequency, MHz 
d = cylinder diameter, in. 
l = cylinder length, in. 
nm = index of mode (number of half wavelengths along axis) 
A = aconstant depending upon mode 0.4781 for TEy1; mode 
B = aconstant depending upon velocity of propagation, 0.34799 x 
108 for air-filled cavity 

The ability to adjust a cavity to resonate precisely with a given signal 
depends in part upon the Q of the cavity, which in turn depends upon 
the ratio of stored power to loss power in the cavity. In general, the 
higher the order of the oscillation mode in a cavity, the higher the Q is. 
For comparison, a coaxial cavity in x band (8.2 to 12.4 GHz) has a Q 
range from 1,500 to 4,000, while a TE,;; mode resonator has a Q of about 
10,000. The Q in some modes is as high as 100,000. 

Coupling to Cavities. A little power from the signal source can be 
coupled either electrically or magnetically into the cavity of a frequency 
meter. In the first case, a short length of wire protrudes into the cavity 
at a point where the rf voltage on the wire couples well to the electric 
field. For magnetic coupling, a small loop carrying signal current is ori- 
ented to the resonant magnetic field of the cavity. The coupling is kept 
as low as possible to avoid degradation of the Q. 

One still has the choice of making the wavemeter cavity either absorb 
part of the signal at resonance or transmit the signal only at resonance. 
The absorption (or reaction) arrangement is best considered a series reso- 
nant circuit connected across a transmission line. If the transmitted 
signal level as measured at signal frequency is varied in such a setup, 
a curve similar to that in Fig. 16-13 is obtained. In practice, if the fre- 
quency is constant, the frequency meter is tuned for maximum absorp- 
tion. The kind of coupling to obtain an absorption curve is shown in 
Fig. 16-14. If a sweep generator is used as part of a test arrangement, 


f?d? = A+ Bn? (5) (16-6-4) 
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Power = 
Frequency 


to 


FIG 16-13 Tuning curve of a reac- 
tion or absorption frequency meter, 


the absorption frequency meter can be left connected in the system as a 
variable frequency marker for an oscilloscope presentation. 

For transmission coupling to a frequency meter, the arrangement of 
Fig. 16-15 is used. A matched input circuit feeds power into the reso- 
nant cavity, and at resonance, the cavity transmits power to the matched 
output circuit. Such a device can be considered a tunable bandpass filter 
with bandwidth dependent upon Q. 

All types of frequency meters are customarily provided with a drive 
mechanism having negligible backlash and a calibrated frequency dial. 

In summary, cavity frequency meters, depending upon the mode used 
in their resonant structure, can be classified by calibration accuracy 
and bandwidth freedom from spurious resonance. The following table 
shows a few types of cavity frequency meters and some of their typical 
specifications. 


Type of cavity frequency % 
meter Bandwidth Q Accuracy 
TEM half wave.......... 2:1 2, 000-4, 000 0.1 
TEM quarter wave....... 3:1 2, 000-4, 000 0.1 
TEM capacitively loaded 
quarter wave........... 4-10:1 500-4, 000 0.1 
dB Os ee ne ee ere 1.5:1 8, 000-12, 000 0.02-0.05 
DG Gecct aurbasans 6 ob dnokGit: 1.1:1 50, 000-100, 000 0.005 


FIG 16-14 A coaxial attange- FIG 16-15 Transmission type of 
ment for magnetic field coupling coupling in a coaxial structure. 
for reaction or absorption. 


616 Electronic Measurements and Instrumentation 


Calibration accuracy can be impaired by mechanical wear, extreme 
temperature, and humidity. Better cavity types of frequency meter are 
designed with these factors in mind. Great efforts are made to select 
the correct materials to assure the least mechanical wear and at the same 
time achieve temperature compensation. Some frequency meters are 
also made of invar metal having practically zero thermal expansion. 
Humidity conditions can be met by good sealing or by correct surface 
preparations and drain-hole arrangements. 


16-7 Spectrum Analysis 


The most common way of observing a signal is to display it on an 
oscilloscope, with time as the x axis, as described in Chap. 11. This is 
a view of the signal in the time domain. It is also very useful to display 
signals in the frequency domain. This measurement method, often pro- 
viding unique information unavailable, or practically unavailable, in the 
time-domain view, is called spectrum analysis and is the subject of this 
section. The instrument providing this frequency-domain view is the 
spectrum analyzer. On its CRT, the spectrum analyzer provides a 


(a) 


Amplitude - time Amplitude - frequency 


A(t) A (f) 


FIG 16-16 The time and frequency domains: (a) Three-dimen- 
sional coordinates showing time, frequency, and amplitude. The 
addition of a fundamental and its second harmonic is shown as an 
example. (b) View seen in the A(é) plane. On an oscilloscope, 
only the composite f: + 2f would be seen. (c) View seen in the 
A(f) plane. Note how the components of the composite signal are 
clearly seen here. 
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FIG 16-17 The time and frequency domains with 
incoherent signals. 


calibrated graphical display, with frequency on the horizontal axis and 
voltage on the vertical axis. Displayed as vertical lines against these 
coordinates are the sinusoidal components of which the input signal is 
composed. From the height of each vertical line representing a compo- 
nent, its absolute amplitude is measured, and from its horizontal location, 
its frequency, Just as the oscilloscope vertical and horizontal axes provide 
the amplitude and time dimensions of a signal. 

Figure 16-16 shows how a simple signal A(¢) looks as viewed in the 
time domain on an oscilloscope (6) and in the frequency domain A(f) 
on a spectrum analyzer (c). 

Figure 16-16 shows the analysis of a complex but repetitive time- 
domain signal, a signal that was generated, so to speak, in the time 
domain. In this case, the frequency-domain components are coherent, 
that is, are exact frequency multiples and bear a definite phase relation- 
ship to each other. In another important type encountered in spectrum 
analysis several sinusoidal components of differing frequency that are 
unrelated to each other are present. These components could be signals 
from unrelated oscillators, which could be carrier channels of a telephone 
of a telemetry-frequency multiplex system or perhaps several radio sta- 
tions that are simultaneously present. These signals are frequency- 
domain signals; they can only be distinguished from each other in the 
frequency domain. Figure 16-17 illustrates this; the amplitude and fre- 
quency of each component in the frequency-domain view are clearly visi- 
ble. However, no coherent picture results from the time-domain view. 

Time-domain analysis and spectrum analysis of signals complement 
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each other. Each has its own area of almost exclusive application, and 
there is a gray area where both types of measurement yield important 
information. The digital computer operates almost exclusively in the 
time domain. Also in the time domain is the time-multiplexed pulse- 
code-modulation telephone communication system, where each telephone 
channel is sampled sequentially and each sample level digitized into a 
digital word. The transmitted signal is then a series of digital words 
each representing the level of a particular channel sampled at a particular 
time. Signals from oscillators, mixers, and modulators are primarily 
frequency-domain signals. 

In the rf and microwave-frequency range, many relatively narrow band 
signals spread over a wide frequency range are often encountered. An 
example is the transmitted signal in a frequency-multiplexed telephone 
communications system. In one instance each of 3,600 telephone 
channels is put on its own carrier, which is separated from its neighbors by 
4 kHz in frequency. The frequency spread is from 100 kHz to 15 MHz. 
Critical measurements here are the frequency and amplitude of the indi- 
vidual channel components, which the spectrum analyzer can give. The 
amplitude axis on the spectrum analyzer can be made logarithmic, which 
enables components that differ very greatly in amplitude to be displayed 
simultaneously. The oscilloscope cannot distinguish this information on 
individual channel components. 

Although capable of covering a wide frequency range, such as from 0 to 
1,000 MHz, the spectrum-analyzer detection is narrow band, making it a 
very sensitive detector of narrow-band signals easily capable of measuring 
a sine wave at the microvolt level. The oscilloscope is a broadband 
instrument and so is sensitive in detecting broadband signals such as 
narrow pulses but not narrow-band signals such as a low-level sine wave. 
The spectrum analyzer is a considerably more sensitive detector than 
other broadband detectors with wide frequency range such as rf volt- 
meters, power meters, and crystal detectors. 

Figure 16-18b shows how the spectrum analyzer can measure extremely 
small amounts of distortion, far beyond the capability of an oscilloscope, 
by measuring very small harmonic components, generated from a sinus- 
oidal test signal by the device under test. However, Fig. 16-18a shows 
how at higher levels the oscilloscope can show where in the test-signal 
cycle the distortion is occurring, which can lead to uncovering its cause. 
Spectrum-analyzer applications include the measurement of signal level 
and the measurement of frequency and its response, harmonic and inter- 
modulation distortion, frequency stability, spectral purity, modulation 
index, and attenuation. | 

Scanning and Real-time Spectrum Analyzers. There are two types of spec- 
trum analyzers: scanning types, which scan in frequency, and nonscanning 
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(a) 


(b) 


FIG 16-18 Overdriving an amplifier results in a severely distorted 
waveform easily observed with the oscilloscope; however, quantita- 
tive measurements of distortion levels are difficult to obtain. The 
scope calibration is 0.2 V per division vertically, 0.05 usec per 
division horizontally. When the input power level is reduced (5), 
the distortion is hardly observable. The spectrum analyzer easily 
gives quantitative information about the distortion of the two signals. 
The frequency scale is 10 MHz per division centered at 50 MHz, 
and the reference level is +20 dBm. (The response at the far left is 
the zero frequency indicator.) The 10-MHz signal input is at —30 
dBm in A and at —40 dBm in B. Since the normal amplifier gain is 
40 dB, gain compression is about 7 dB in A. Second harmonic dis- 
tortion is reduced from 14 dB down to 38 dB down by the 10-dB 
reduction in signal input. The effect of input signal level on the 
other harmonics is also easily discerned. 


types, also called real-time spectrum analyzers. The scanning types are 
essentially swept receivers, both superheterodyne and tuned rf (trf), 
whose tuning is electrically swept over the frequency range of observation 
by a scanning signal that also controls the horizontal position of the spot 
on the CRT ray tube. There are two kinds of real-time, nonscanning 
spectrum analyzers: the multichannel spectrum analyzer, and the com- 
putational spectrum analyzer or Fourier analyzer. These real-time 
analyzers “look” over all parts of their frequency display range simul- 
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taneously and so present the spectrum of an electrical event as soon as it 
happens. The scanning spectrum analyzer can only ‘‘look”’ at a single 
frequency at a given instant. At the present time, the most important 
type of spectrum analyzer at rf and microwave frequencies is the swept 
superheterodyne. This type and its applications will be the main subject 
of this chapter, although the other kinds will be described and some of the 
strengths and weaknesses of the various kinds discussed. 


16-8 The Swept Superheterodyne Spectrum Analyzer 


Figure 16-19 shows the controls and display of a typical rf or microwave 
swept superheterodyne spectrum analyzer. The horizontal axis, fre- 
quency, is linear, with the center frequency given by the tuning dial on 
the instrument which is readable to within about 1 percent. The 
accuracy of the frequency scan width of the display is about 5 percent. 
The use of accessories, which can greatly extend the ability of the spectrum 
analyzer to measure frequency accurately, will be discussed later. In a 
microwave instrument, the horizontal axis can display as wide a range as 
2 to 3 GHz, for a broad survey, to as narrow as 30 kHz, for a highly 
magnified view of any small portion of the spectrum. Signals, at micro- 
wave frequencies and separated by only a few kHz, can be seen individ- 
ually. The frequency range covered by the instrument is from 1 MHz 
to 40 GHz. In anrf instrument covering from 1 kHz to 100 MHz, the 
spectrum window ranges from 100 MHz down to 2 kHz and sometimes 
less, with signals that are 100 and even 10 Hz apart capable of separate 
identification. The vertical axis of the display is logarithmic, 10 dB per 
division, and capable of displaying a 70-dB range. Linear display can 
also be used. The amplitude axis is calibrated, which enables the meas- 
urement of absolute signal level to within about 14 dB at rf, 1 dB at low 
microwave frequencies (2 GHz), and 2 to 3 dB at x band (8 to 12.4 GHz). 
Input impedance is generally 50 &. Sensitivity is such that signals of 
—110 dBm (1 uV) can be measured at rf, —90 dBm (=~10 uV) at 
1 GHz, and —75 dBm (=50 uV) at 12.4 GHz. Input attenuators 
permit input levels to +20 dBm (2 V). 

Theory of Operation. Figure 16-20 is the basic block diagram of a 
spectrum analyzer covering the range of 500 kHz to 1 GHz, which is 
representative of the superheterodyne type. The input signal is fed into 
a diode mixer, which is driven to saturation by a strong signal from the 
local oscillator. This oscillator is linearly tunable electrically over the 
range of 2to3 GHz. The input mixer multiplies (heterodynes) the input 
signal and local oscillator signal together and so provides two signals at 
its output that are proportional in amplitude to the input signal but of 
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FIG 16-20 Swept superheterodyne spectrum analyzer covering 50 kHz 
to 1 GHz. 
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frequencies that are the sum and difference between the frequencies of the 
input signal and the local oscillator signal. 

The intermediate-frequency amplifier is tuned to a narrow band around 
2GHz. As the local oscillator is tuned over the range from 2 to 3 GHz, 
only input signals that are separated from the local-oscillator frequency 
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FIG 16-21 Superheterodyne 
tuning chart. 
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by 2 GHz will be converted to the intermediate-frequency band, pass 
through the intermediate-frequency amplifier, be rectified in the detector, 
and produce a vertical deflection on the CRT. Figure 16-21 plots the 
input signal frequencies to which the spectrum analyzer will respond as a 
function of local-oscillator frequency. From this it is seen that as the 
sawtooth signal sweeps the local oscillator linearly from 2 to 3 GHz, the 
tuning of the spectrum analyzer as a receiver is swept linearly from 0 to 1 
GHz. The sawtooth scanning signal is also applied horizontally to the 
CRT to form the frequency axis of the display, the left edge representing 
zero frequency and the right edge 1 GHz. Any horizontal driving wave- 
form could be used for the scanning function, but a sawtooth provides a 
linear time axis useful in certain applications. Notice in Fig. 16-21 that 
the spectrum analyzer will also be sensitive to signals from 4 to 5 GHz, 
referred to as the image frequency of the superheterodyne. A low-pass 
filter with a cutoff a little above 1 GHz at the input suppresses these 
spurious signals. 

Figure 16-22 is a more detailed block diagram of the spectrum analyzer 
just described. The frequency of the first local oscillator is controlled 
with a selectably attenuated signal from the scan generator combined 
with an adjustable bias level from the center frequency control in the 
voltage control block. The attenuator controls the frequency axis 
calibration of the display by controlling the frequency range over which 
the first local oscillator is scanned. The adjustable bias level sets the 
frequency about which the local oscillator is scanned and thus the center 
frequency of the display. This arrangement gives a magnified display, 
expandable over a wide range, of any portion of the spectrum in the 
frequency range of the instrument. 

Several conversions are used in the intermediate-frequency amplifier 
chain, which ultimately gets down to a 3-MHz intermediate-frequency 
amplifier having a bandwidth of a few hundred hertz to provide this high 
selectivity over the whole range of the instrument. The high first 
intermediate frequency is necessary for wide ‘‘image’’ separation, the low 
last intermediate frequency is necessary for narrow-band filtering 
unobtainable at the first intermediate frequency. 

Frequency Resolution and Bandwidth. Frequency resolution is the ability 
of the spectrum analyzer to separate signals closely spaced in frequency. 
Two factors determine resolution, the bandwidth or selectivity of the 
intermediate-frequency amplifier and the frequency stability of the spec- 
trum analyzer, as determined by the drift, residual FM, and phase noise of 
the local oscillators. The scanning action in the spectrum analyzer slides 
the input spectrum past the final intermediate-frequency amplifier filter. 
This can also be viewed as sliding the intermediate-frequency filter 
characteristic past the input spectrum as the analyzer scans. Because of 
this, the magnified display of a single-frequency continuous-wave signal 
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FIG 16-23 Selectivity charac- 
teristic for a 3-db bandwidth of 
10 kHz. 


20 kHz /division 


is a plot of the frequency selectivity characteristic of the intermediate- 
frequency amplifier filter. Figure 16-23 shows this. 

The intermediate-frequency filter characteristic is the window through 
which the instrument “looks” at separate signals. To resolve two signals 
and measure the amplitude and frequency of each, each must appear in 
the window separately. Two continuous-wave signals with a separation 
of less than the intermediate-frequency bandwidth would both be in the 
passband at the same time and could not be distinguished. Multiple 
synchronously tuned intermediate-frequency filters are used. These 
approach a gaussian response, which will not ring and produce outputs 
that could be misinterpreted when a signal is swept rapidly through them 
or in an impulse-input situation. 

Figure 16-23 shows the selectivity characteristic of a typical filter. 
The ability to resolve signals differing widely in amplitude is determined 
by the skirt characteristic, since the skirt resulting from the large signal 
can mask the smaller signal. Figure 16-24 shows that the filter shown in 
Fig. 16-23 can resolve two equal-amplitude signals 20 kHz apart, but 
signals differing by 60 dB would have to be more than 70 kHz apart to 
be separated. A wide selection of bandwidths is provided in the spectrum 
analyzer, to avoid sweep desensitization and provide greater sensitivity 
with impulse inputs, as will be described later. 

The other factor determining resolution is the frequency stability of 
the spectrum-analyzer local oscillators. These oscillators must have 
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FIG 16-24 The dip in the center is caused by the phasing of the two signals to 
cancel each other. (a) Two equal-amplitude signals, 20 kHz apart; (b) Two 
signals of 60-dB difference in amplitude and 70 kHz apart. 
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greater absolute stability than any signals that are to be analyzed and 
resolved. Residual FM in the spectrum analyzer will smear the display, 
and phase noise will add noise skirts to the filter skirts, both reducing 
resolution as shown in Fig. 16-25. 

Sweep Desensitization. Sweep desensitization is an effect, caused by 
scanning a spectrum analyzer too fast, which results in loss of amplitude 
calibration, sensitivity, and resolution. It is easily detected and cor- 
rected if understood. During scan the signal must remain in the band- 
pass of the intermediate-frequency filter long enough to allow the ampli- 
tude of the signal in the filter to build up to the proper value. A simple 
rule of thumb for avoiding sweep desensitization is that the scan velocity 
in hertz per second must not exceed the square of the 3-dB bandwidth of 
the intermediate-frequency filterin hertz. The frequency resolution of the 
spectrum analyzer is also reduced by this effect because the displayed 
time-domain transient response of the filter masks its frequency-selec- 
tivity characteristic. Figure 16-26 shows the extent of these effects 
accurately calculated for a gaussian filter. 

Three controls of the spectrum analyzer are involved with this effect: 
the bandwidth (resolution), the scan width (controlling the frequency span 
of the display), and the scan time. 
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FIG 16-25 Effects on resolution in a spectrum analyzer 
of (a) residual FM and (5) noise sidebands. 
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FIG 16-26 Sensitivity loss and normalized effective bandwidth 
versus normalized sweep rate; F, = sweep width, 7’, = sweep time, 
B = 3-dB intermediate-frequency bandwidth, and Ber = effective 
bandwidth. 


Sensitivity. The ability of the swept superheterodyne spectrum 
analyzer to measure small signals is determined by its own internally 
generated noise. Typical noise figures vary from 25 dB at low frequency 
to 40 dB at 12 GHz. The internally generated noise referred to the 
spectrum-analyzer input exceeds basic thermal noise by these noise 
figures. At room temperature, the thermal-noise power spectral density 
4 X 10-9 pxW/MHz, or —114 dBm in a 1-MHz bandwidth. The avail- 
able thermal noise power, in watts, 


Py = kTB (16-8-1) 


where B = bandwidth of system 

k = Boltzmann’s constant, 1.38 X 10-??W-sec/°K 

T = absolute temperature, °Ix 
The noise on the spectrum-analyzer display is that contained only within 
the passband of its intermediate-frequency filter. Although the spectrum 
analyzer covers a wide frequency range (by sweeping) it is a narrow-band 
instrument and therefore very sensitive to continuous-wave signals. 
Noise power is proportional to bandwidth, and so the highest sensitivity to 
continuous-wave signals is obtained by using the narrowest bandwidths. 
Figure 16-27 shows the levels of thermal noise for various bandwidths at 
room temperature. 

From the noise figure and the thermal noise level in various band- 

widths, the ability of the spectrum analyzer to measure small signals 
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FIG 16-27 Thermal noise level versus bandwidth. 


can be calculated. For instance, with a 100-kHz bandwidth and a 25-dB 
noise figure, the analyzer noise level is —124 dBm + 25dB = —99 dBm. 
To be easily seen above the noise “grass” level on the display, a continu- 
ous-wave signal should be 10 dB above the spectrum analyzer’s own noise 
level, or —99 dB + 10 dB = —89 dBm, or 8 mV across 50. Figure 
16-28 shows the appearance of a signal that is 10 dB above the noise 
power level of a spectrum analyzer with 100-kHz bandwidth. 

Broadband preamplifiers with low noise figures, lower than that of the 
spectrum analyzer, can be used to improve sensitivity. The net noise 
figure of cascaded blocks is 


Ne 
N=N — 
ar Ga 
where N = system numeric noise figure 
Na = numeric noise figure, first block 
Nz = numeric noise figure, second block 
G4 = numeric power gain, first block (10 dB = power gain of 10); 


numbers are numerics, not decibels, that is, 100, not 20 dB 
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FIG 16-28 Appearance of a signal that is 10 dB above the 
noise power level of the spectrum analyzer. 


Transistor, tunnel-diode, and traveling-wave-tube amplifiers having 5- to 
10-dB noise figures, with gains of 20 to 30 dB and continuous coverage 
over wide frequency ranges are available. If the gain of the amplifier is 
greater than the noise figure of the analyzer, the system noise figure is 
that of the amplifier. Otherwise, providing the amplifier noise figure is 
much less than that of the analyzer, the system noise figure will be the 
analyzer noise figure less the gain of the amplifier, all in decibels. 

Dynamic Range. Spectrum analyzers usually provide a selection of 
linear, proportional to voltage, squared, proportional to power, or loga- 
rithmic modes of amplitude display. The logarithmic mode, with its 
ability to display signals that differ greatly in amplitude, is the most 
frequently used. In the spectrum analyzer described earlier, the loga- 
rithmie vertical response is accomplished by a successively limiting final 
intermediate-frequency amplifier with a logarithmie response over a 
75-dB range. Tl igure 16-18 shows the 10-dB per division logarithmic 
presentation of the spectrum analyzer and the simultaneous display of 
300 mV and 300 nV components. 

The dynamic range of the spectrum analyzer expresses its ability to 
display the true spectra of large and small signals simultaneously. With 
signal levels within the dynamic range of the instrument, spurious sig- 
nals, which result from the distortion of the large signals by the analyzer 
itself and could either mask the small signals or erroneously appear as 
small signals, will not appear on the display. The dynamic range that is 
free of spurious signals can be defined as the ratio of the signal level to 
the noise level at signal levels where spurious distortion products just 
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FIG 16-29 Harmonic mixing in swept superheterodyne spectrum 
analyzer from 0 to 12 GHz. 


begin to become visible above the noise level of the display. Present 
spectrum analyzers have 60- to 70-dB dynamic ranges, free of spurious 
signals, for continuous-wave signals except at very high frequency. 
Input attenuation can adapt the analyzer’s dynamic range to higher 
signal levels. 

Harmonic Mixing. Harmonic mixing is used to extend the frequency 
range of the swept superheterodyne spectrum analyzer. In the spectrum- 
analyzer example described earlier, the input signal was mixed with the 
fundamental frequency of the first local-oscillator signal. Figure 16-29 
is the block diagram of a spectrum analyzer with the same configuration 
as the previous one but with a first local-oscillator range of 2 to 4 GHz. 
The instrument has fundamental and harmonic mixing to cover from 
10 \1Hz to above 12 GHz. Figure 16-30 is a plot of the transfer func- 
tion A(t) of the input mixer, which shows the diode gate being switched 
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FIG 16-30 Transfer function of input mixer of a spectrum analyzer, 
A(é} = A(t) = Ay + A: sin (wot) + Aesin (Qu ot + 2) + A3 sin 
(Bw +3) + ---- 
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off and on by the first local-oscillator drive signal. This transfer func- 
tion of time is shown expressed as a Fourier series function of frequency. 
Bias is applied to the drive waveform to unbalance the duty cycle so that 
even as well as odd harmonies are present. An input signal is multiplied 
by this transfer function, which produces sum and difference frequency 
output signals with each term of the Fourier series. In other words, the 
input signal can be heterodyned with the fundamental, second harmonic, 
third harmonic, ete., of the first local-oscillator frequency. Any output 
signals produced at 2 GHz will pass through the system and be displayed 
as already described. So the analyzer will respond to signals which differ 
not only from the fundamental by 2 GHz, but also by 2 GHz from the 
second harmonic, third harmonic, etc. Figure 16-31 plots these input 
signal responses versus the first local-oscillator fundamental frequency. 
Conversion loss increases with the order of the mixing mode N, and the 
conversion gain decreases as approximately 1/N. 

Harmonic mixers respond to several input frequencies simultaneously, 
but preselection filters can be used to eliminate the confusion. Bandpass 
broadband filters can help with higher-order harmonic mixing modes, but 
the most effective solution is a tracking narrow-band filter which can be 
adjusted to track a desired harmonic mixing mode as the spectrum ana- 
lyzer is tuned and scanned. Such a filter is the YIG filter, consisting of 
one or more coupled yittrium-iron-garnet resonators whose resonant fre- 
quency is proportional to the strength of the field from an electromagnet 
in which they are placed. This filter can be biased and electrically swept 
to allow only the signal matching a desired mixing mode to enter the 
input mixer. This is, of course, like the tuned front end on an ordinary 
broadcast receiver. 
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FIG 16-31 Wide-range conver- 
sion scheme with harmonics of the 
local oscillator. 
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16-9 Wave Analyzers 


A wave analyzer is a tuned voltmeter with a very narrow passband. 
It is a narrow-band superheterodyne receiver like the spectrum analyzers 
previously described, but with a meter readout instead of a CRT, and it 
usually must be manually tuned through the frequency range being 
examined. The wave-analyzer tuning is manually centered on the fre- 
quency of an input signal, and then the signal amplitude is read out on 
the meter. Wave analyzers are used in the low rf ranges, below 50 MHz 
and down through audio, and they provide very high resolution of fre- 
quency. To make tuning less critical, wave analyzers have intermediate- 
frequency filters with flat tops and very steep skirts. Steep skirts can be 
tolerated, for transient response is not important because there is no 
swept display. On the contrary, the spectrum analyzer does not need 
a flat-topped selectivity characteristic, for the peak of the response will 
always be swept through the signal. Figure 16-32 shows the shapes of 
the two different kinds of selectivity characteristics. 

A wave analyzer does not provide the broad and instant view of a spec- 
trum range that a spectrum analyzer does and this can be a disadvantage. 
Very often something in one part of tne spectrum is affecting something 
else in another, and a view of all parts is valuable. However, a scanning 
spectrum analyzer with comparable resolution with that of the wave 
analyzer would have to sweep so slowly that the complete display would 
be slow to build up and the “‘instant view’? would not be available any- 
way. Tuning and adjusting the display are difficult under these circum- 
stances. Some wave analyzers can be slowly swept and their outputs 
recorded on an xy recorder to provide a broad spectral view. 

Wave analyzers are available that can measure signal frequency very 
accurately. Electronic counters are built in to measure local-oscillator 
frequencies and from them to compute and present the center frequency 
of the wave-analyzer passband in a 5- and even 7-place digital readout. 
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FIG 16-32 Selectivity charac- 
teristics of the spectrum analyzer 
and wave analyzer compared. 
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The advantages over the direct use of a counter are that the frequency of 
very small signals can be measured and a signal can be selected out of 
many even larger signals that might be present. Wave analyzers usually 
have automatic frequency control, in which the tuning automatically 
locks to a signal and so makes it possible to measure the amplitude of 
signals that are drifting in frequency by amounts that would carry them 
outside the widest passband available. 


16-10 The TRF Spectrum Analyzer 


The heart of the trf spectrum analyzer is a narrow-band input filter that 
is sweepable over the frequency range of the instrument. Figure 16-33 
is a block diagram of the trf analyzer. Analysis is accomplished by 
scanning the input filter across the spectrum in proportion to the CRT 
horizontal deflection, the detector output producing the CRT vertical 
deflection. This type of analyzer has been made practical by the 
electrically tunable yig filter, already described as a preselector for the 
harmonic-mixing superheterodyne spectrum analyzer. Consequently, 
this type of analyzer is used presently only in the microwave frequency 
range, 1 to 18 GHz, of the yig filter. 

The trf analyzer has three advantages: simplicity, the ability to display 
very wide spectra such as a single display of the whole 1- to 18-GHz 
frequency range, and freedom from the multiple and spurious responses 
that can occur with the superheterodyne analyzer. Its disadvantages 
are very low resolution of frequency and poor sensitivity compared with 
those of the superheterodyne. The selectivity is that of the microwave 
yig filter, so it has 20-\[Hz bandwidth compared with as low as 1 kHz for 
a superheterodyne in the same frequency range. Because of lack of 
intermediate-frequency amplification, sensitivity is about —45 dBm 
compared with —100 dBm for the superheterodyne. Present applica- 
tion is limited to relatively large signals spaced widely in frequency. 
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FIG 16-33 A yig-tuned trf spectrum analyzer. 
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16-11 Multifilter Real-time Spectrum Analyzer 


A real-time spectrum analyzer presents the effect of changes in all 
input frequencies on its spectrum display as soon as they occur. The 
final limitation to the speed of presentation is the degree of frequency 
resolution with which the effect of the change is to be seen on the display. 
That is, this limitation is the inability to see the spectral effect of a change 
with a given frequency resolution in a time shorter than the rise time 
corresponding to that given bandwidth. The 10 to 90 percent of rise 
time of a bandpass device is approximately 1/(3-dB bandwidth), and so 
the minimum time to see a change with 10 Hz, 3-dB resolution is.0.1 sec. 
To resolve changes in two components which have the same 10-Hz 
frequency separation but differ more greatly in amplitude takes longer. 
Real-time analysis has important merits for making measurements where 
the frequency resolution is high, such as at audio frequencies and below. 
The very slow scan rate necessary to avoid sweep desensitization and 
deresolution in a swept superheterodyne spectrum analyzer with narrow 
bandwidths is a severe handicap under these circumstances. For 
instance, a display 1-kHz wide with a resolution of 10 Hz requires a display 
rate of 10 sec per display. The time lag between making an adjustment 
to a circuit (or even to the analyzer) and the display presentation makes 
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FIG 16-34 Maultifilter real-time spectrum analyzer. 
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FIG 16-35 Maultifilter real-time 


spectrum-analyzer display. 


these operations awkward. A very important benefit of real-time 
analyzer techniques is to increase the display rate up to at least 3 Hz, 
which is about as fast as a human operator needs for the adjustment 
observation sequence. The rate may be up to 20 Hz, where display 
flicker will not be noticeable with normal phosphors. 

If the swept superheterodyne spectrum analyzer is viewed as stepping 
across its display in increments equal to its bandwidth, it must dwell in 
each slot for at least the rise time corresponding to its bandwidth to avoid 
sweep desensitization and deresolution as previously described. In effect, 
the bandwidth slots in the spectral display are examined serially. The 
multichannel spectrum analyzer gets its speed by examining these slots in 
parallel. Figure 16-34 is the block diagram of an example of this type of 
analyzer that covers from 50 Hz to 10 kHz. Tl igure 16-35 shows the 
display of a signal on this type of analyzer. 

The disadvantages to this type of spectrum analyzer are complexity, 
poor resolution, inflexibility of the frequency axis of the display, and 
inability to adjust resolution or view magnified portions of the display in 
detail. Real-time spectrum analyzers are not at present used at rf or 
microwave frequencies where high frequency resolution is not required. 


16-12 The Tracking Generator Counter 


If a signal generator can be made to accurately and automatically track 
the frequency to which a wave analyzer or spectrum analyzer is tuned, 
the resulting instrument system is valuable in measuring the frequency 
response of a network. As the analyzer is scanned over the frequency 
range of interest, the generator automatically produces the correct fre- 
quency at any time. Now, if a digital frequency counter is added and 
connected to the generator terminals, a very accurate frequency scale is 
established. Figure 16-36 shows how the tracking signal is generated. 
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Frequency response (closed loop) Accurate frequency measurement (open loop) 


Spectrum analyzer Spectrum analyzer 
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FIG 16-37 Tracking generator counter applications. Intense marker 
indicates where counter gives the frequency. 


A crystal-controlled oscillator signal at the same frequency as the spec- 
trum-analyzer final crystal filter is mixed with local oscillators as shown, 
which ultimately produces a signal that will track the spectrum-analyzer 
passband even on its narrowest bandwidth. 

Figure 16-37 shows the frequency-response measurement setup. The 
tracking generator signal is connected to the input of the test network and 
the spectrum analyzer connected to the output. The amplitude fre- 
quency response of the network is plotted on the spectrum-analyzer CRT. 
The frequency response can be determined over very wide range in 
amplitude, over 100 dB. This is due to the high sensitivity of the 
analyzer and the advantage that this tracking, tuned system is not 
sensitive to harmonics of the test signal that may be present or generated. 


16-13 Techniques and Applications for Analyzers 


From the discussions above, many of the ways of using spectrum ana- 
lyzers are obvious. To measure the amplitudes of the frequency com- 
ponents of a signal, after the center frequency, scan width, and other 
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FIG 16-38 Accurate determination of a signal frequency on a 
spectrum analyzer. 


panel adjustments have been made to produce a satisfactory display, one 
simply observes their heights on the CRT screen. Calibration can usu- 
ally be chosen in dBm (0 dBm = 1 mW) or volts. Frequencies can be 
observed from the horizontal positions of the spectral lines, or for greater 
accuracy, signals with accurately known frequencies can be superimposed 
upon the measured signals. Digital displays are available. 

The photographs in Fig. 16-38 show how the frequency comb gener- 
ator can be used to improve the accuracy of frequency determination 
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with a broadband spectrum analyzer. Figure 16-38a shows the analyzer 
display of a signal combined with the 100-MHz comb. The large spike 
at the left is caused by local-oscillator feedthrough in the spectrum ana- 
lyzer and provides a convenient zero-frequency reference. Counting the 
comb frequency components from the left shows that the signal lies 
between 1,800 and 1,900 MHz. Now the analyzer is tuned to place the 
1,800-MHz marker at 0 em and the analyzer-spectrum width is set to 
10 MHz/em (Fig. 16-38b). Switching to the 10-MHz comb and again 
counting harmonics shows that the signal is between 1,840 and 1,850 MHz 
(Fig. 16-38c). The spectrum width is next switched to 1 MHz/cm (Fig. 
16-38d) and the 1-MHz components are added to the 10-MHz comb, as in 
Fig. 16-38e, which shows that the signal is between 1,847 and 1,848 MHz. 
With the horizontal scale expanded to 100 kHz/cm, the signal frequency is 
read as 1,847.35 MHz (Fig. 16-38). To obtain these displays, the output 
of the comb generator is superposed on the signal through a coaxial tee. 

Modulation Measurement. With its frequency scan set to zero and the 
x axis representing time rather than frequency, the spectrum analyzer 
operates as a fixed tuned receiver to measure amplitude versus time. 
This has been called the synchroscope mode. When the analyzer is 
tuned to the carrier frequency with bandwidth at least twice that of 
the modulation frequency and with a linear display, the envelope of an 
AM signal can be observed as seen in Fig. 16-39. The modulation index 
ma, where m, = 1 for 100 percent modulation, can be calculated from the 
peak V, and the trough Vr values as shown. 

When the analyzer is operated normally, the two sidebands y, sepa- 
rated from the carrier, v, at f-, by the modulation frequency fm are seen 
in Fig. 16-40. The modulation index can be calculated from the side- 
band and carrier amplitudes. The ability in the log mode to display 
signals differing as greatly as 70 dB makes it possible to measure AM 


FIG 16-39 Envelope of AM 
seen on spectrum analyzer in zero- 
scan, or synchroscope, mode. 


Zero signal 
base line 


640 Electronic Measurements and Instrumentation 


I 


7 rahe 


To 
Distortion 


“7 


te fe 
aan fn < - fn fe 
2tn 
Simple AM AM with distortion 


producing 2nd harmonic 
modulation sideband at 24m 


(a) (b) 


FIG 16-40 Spectrum of AM; f. = carrier frequency, fm = 
modulation frequency, and mz = modulation index = 2V,/V.. 


as small as m, = 0.0006. As seen in Fig. 16-40, it is also easy to measure 
distortion occurring in the modulation process. 

A knowledge of the sideband configuration in FM enables one to cal- 
culate the FM index A@ from the analyzer display. However, when A@ 
(in radians) is less than about 0.2, the FM sidebands are identical with 
AM sidebands on the display, and the synchroscope mode may have to 
be used to make a distinction. For increased values of A6, additional 
pairs of sidebands appear. 

The amplitudes of both sidebands in a pair are equal when either pure 
AM or pure FM exists. Therefore, when inequality exists in the first 
pair, one can be sure that both FM and AM are occurring at the same 
modulation frequency. However, a phase and magnitude relationship 
can exist that results in sidebands of equal height, and so care must be 
exercised. 

Figure 16-41 shows the spectra of two signals with FM. Modulation 
index can be expressed as 


Af> 
Im 


where Af, = peak frequency swing 
fm = modulation frequency 
As modulation index is increased from a fractional value, carrier nulls 
occur at A@ = 2.40, 5.52, and 8.65 + nz; so from the spectral display, 
Aé is accurately known at these points, and by knowing fm, the Af peak 
can be accurately calculated, for instance in the calibration of an FM 
modulator. This is called the carrier null method of measuring frequency 
deviation. 


Ad = (16-13-1) 
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FIG 16-41 Frequency-modulation displays on a spectrum 
analyzer: (a) Low-deviation FM. This is the spectrum for an 
FM signal at10 MHz. The deviation has been adjusted for the 
second carrier null (Ad = 5.6). The sideband spacing is 25 
kHz, and the modulation frequency, therefore, is Af, = 5.6 X 
25 kHz = 130 kHz (50 kHz per division at 10 MHz). (0) 
High-deviation FM. The transmission bandwidth required for 
this FM signal is 2.5 MHz (0.5 MHz per division). Expanding 
the scale reveals a sideband spacing of 10 kHz, the modulation 
frequency. 
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In most cases the peak-to-peak frequency deviation is approximately 
the width of the spectrum occupied by the FM signal. Usually the fre- 
quency deviation Af peak is substantially greater than the modulation 
frequency fm, or A@ is substantially greater than 1. At very low modu- 
lation frequencies, subaudio, but with large relative deviation, the spec- 
tral display will be the signal sweeping slowly back and forth across the 
display by an amount exactly equal to twice the deviation. As the modu- 
lation frequency is now increased, this same display holds approximately 
true, as seen in the photograph of such a display in Fig. 16-41. 

Continuous-wave Signal Frequency Stability and Spectral Purity. ‘These 
measurements are measurements of unintentional, undesired FM. The 
spectrum analyzer and its local oscillators must have better frequency 
stability and spectral purity than the signal to be measured, and this 
should be determined beforehand from specifications or testing with a 
known stable signal. 

The frequency drift of a signal is simply measured by observing the 
excursions of the signal across the display, as seen in Fig. 16-42. Over 
periods of minutes this measures long-term stability or drift; over periods 
of seconds, short-term stability or drift. 

When the frequencies of undesired modulation-frequency components 
are greater than 1 Hz, so that the eye cannot follow them, but are lower 
than the resolution capabilities of the spectrum analyzer, the signal 


FIG 16-42 The frequency drift of an oscillator during 
warm-up is measured here, Scans are independently trig- 
gered 5 sec apart and are stored on the display section CRT. 
The frequency scale is 0.2 kHz per division with the center 
frequency of 20 MHz. The initial drift rate is 600 Hz/45 sec. 
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appears smeared as was seen in Fig. 16-25. This undesired FM coming 
from noise or power-supply ripple is sometimes referred to as residual FM 
and is measured as the width of the smear, which is the peak-to-peak 
frequency deviation. 

High-frequency wideband noise-modulation components produce what, 
is sometimes called phase noise in a signal and result in noise sidebands 
continuously distributed on each side of the carrier, as seen in Figs. 
16-25 and 16-43. Since these are distributed noise signals, they cannot be 
resolved as individual sidebands. Their voltage amplitude, but not that 
of the carrier, will be dependent on the spectrum-analyzer bandwidth 
used. The amplitude of these sidebands can be stated only in terms of 
their spectral density at various separations from the carrier. The 
information from this measurement can be given as the decibel level that 
the sideband peak envelope is down from the carrier decibel level at 
various frequency separations from the carrier, in which case the spec- 
trum-analyzer bandwidth must be given. Or it can be given as the 
spectral power density in power per unit of bandwidth at various fre- 
quency separations from the carrier, in which case the carrier power level 
must be given. 

Distortion and Noise. Since distortion in the transfer characteristic of a 
network affects the frequency components of a signal transmitted through 
that network, aspectrum analyzer can be used to make distortion measure- 
ments. The analyzer is often the most convenient instrument to use for 
this purpose. A full treatment of procedures will not be given, however, 
since distortion is treated in so many texts. The instruction manuals for 
commercial analyzers also give detailed instructions. 

Similarly, white-noise measurement by means of an analyzer is fairly 
straightforward. 

The noise bandwidth of the spectrum analyzer is determined, as shown 
in Fig. 16-44, by the usual method. A continuous-wave signal is applied 
to the input and the frequency axis expanded to display the analyzer 
selectivity characteristic. Either the ‘‘squared’’ mode of vertical display 
is used, or a linear voltage display is used and redrawn while squaring the 
ordinate. 

Video filtering is filtering following the detector in a superheterodyne 
spectrum analyzer. Video filtering of a bandwidth much less than that 
of the intermediate-frequency filter is used when measuring white-noise 
density to average the display and make it readable at a definite value, 
which the normal grassy display of noise is not. If a squared mode of 
vertical display is used, the spectrum-analyzer detection is square law or 
power and no amplitude corrections need be made. The power is read 
from the vertical axis, directly if calibrated, or by continuous-wave 
substitution calibration if not, and divided by the noise bandwidth to 
obtain noise power density. 
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FIG 16-43 Here the spectral purity of oscillators is compared 
by a spectrum analyzer. In (a) the major noise sidebands are 
seen distributed around the carrier. The oscillator in (b) has a 
lower sideband noise level, but it has low-frequency residual 
FM. The sidebands are not resolved by the 0.3-kHz inter- 
mediate-frequency bandwidth; however, the deviation rate is low 
enough so that the back-and-forth movement of the continuous- 
wave signal is actually seen. The peak-to-peak frequency 
deviation is about 4 kHz (10 kHz per division), and since the 
center frequency is 100 MHz, stability is 4 parts in 10°. 
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SW=horizontal display calibration, kKHz/cm 


FIG 16-44 Noise bandwidth. 


Caution must be observed that the spectrum analyzer input is not 
overloaded or even damaged when noise is being measured that extends 
over broad spectrum ranges. A density of 1 mW/MHz which extends 
over a range of 100 \1Hz is a total power of 100 mW, which could over- 
load the instrument. The widest bandwidth consistent with resolution 
requirements should be used. Preselection helps by restricting spectral 
power entry into the spectrum analyzer. Overload can be found by the 
same method used with harmonic distortion. The display is valid if the 
insertion of x dB of input attenuation drops the entire display by x dB. 

Measurement of Impulse Noise. Impulse noise is a broadband noise 
signal which in the time domain is a train of narrow pulses usually of low 
repetition rate and which may or may not be random in amplitude and 
rate. lor instance, impulse noise is generated from voltage spikes created 
by engine ignition and electric motor commutation. As seen in Fig. 
16-45, a train of impulses in the time domain produces a comb of equal- 
amplitude components extending over a wide range of the frequency 
domain. The components are spaced in the frequency domain by the 
pulse repetition frequency. 

The duration of these pulses is usually short compared with the rise 
time of the systems with which, as noise, they interfere. Also, the pulses 
are spaced by time intervals that are long compared with the decay times 
of these systems. The response in these systems is thus an impulse 
response. The system responds to the area of the impulse and to each 
impulse individually. Impulse noise, as is white noise, is a signal dis- 
tributed in frequency and so is characterized by its spectral density or 
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FIG 16-45 (a) Time-domain rep- 
resentation of pulse train. Pulse 
width is designated 7'.,, and pulse- 
rate period is T,. (b) Frequency- 
domain representation of the pulse 
train shown above. With ideal 
pulses, frequency components 
would be a nearly identical am- 
plitude out to 1/77’, and may go 
through a null at a frequency of 


2(PRF) 1/Tw. 


spectral intensity. It is characterized by its voltage spectral intensity, 
which has units of volts per hertz or subunits thereof. The voltage 
referred to is the peak voltage that would be induced in a system with 
unit bandwidth by the impulse noise. With impulse noise, both the 
peak voltage and the average power increase linearly with bandwidth, 
while with white noise the voltage increases as the square root of the 
bandwidth and the average power increases linearly. 

To measure impulse-noise spectral intensity, the spectrum-analyzer 
bandwidth must be wide compared with the pulse repetition rate, but 
narrow compared with the reciprocal of the pulse width. As seen in 
Fig. 16-46, the spectrum-analyzer bandwidth spans several spectral lines. 
In the figure, 

Vr 
IB = Sr (16-13-2) 

where SJ = spectral intensity 

Vr = response of analyzer to impulse noise 

IB = impulse bandwidth 
Also in the figure, 

A = time-domain area of impulse 

V4 = amplitude of frequency-domain components of noise 

The peak response of the spectrum analyzer to each pulse may be 
viewed as though at one instant all the components within its bandwidth 
added linearly to produce the peak response. So the spectral intensity is 
the number of lines per unit frequency multiplied by the amplitude of 
each line. The amplitudes of sinusoidal components given here are rms 
values. As seen in Fig. 16-46, the spectral intensity of an impulse in 
volts per hertz is ~/2 times the area of the impulse in volt-seconds. 

Measurement of impulse noise is similar to measurement of white 
noise except that the impulse bandwidth JB is used; the video filter is not 
used because the peak response, not the average, is desired. 
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Impulse bandwidth can be determined in several ways. It can be 
arrived at graphically, as was shown for white-noise bandwidth in Fig. 
16-40, but a linear, rather than squared voltage, axis is used. A better 
way is to apply a known spectral intensity, V2 times a known pulse area, 
and then divide the spectrum-analyzer response Vr by this known 
intensity to obtain the bandwidth. A third method is to apply a pulse 
signal of sufficient repetition rate that the spectrum analyzer set for a 
bandwidth less than the repetition frequency can measure the amplitude 
of the individual spectral components, V4, as shown in Fig. 16-46. The 
spectral intensity of this signal is then the amplitude of one component 
divided by the repetition frequency. The analyzer is then set for the 
wide JB to be measured, and its response in voltage is divided by this 
known intensity to give the JB. 

Even more precaution against overload should be observed than in 
measuring white noise, since peak voltages can be especially high and 
overload the analyzer input even though the distributed spectral intensity 
might be low. The widest bandwidth consistent with spectral-intensity 
envelope resolution requirements should be used. Overload is checked as 
always by seeing that changes in the display follow changes in input 
attenuation. 

Pulse AM Signal Measurements. The spectrum of a carrier signal of 
frequency f. modulated by a trapezoidal pulse train is shown in Fig. 
16-47. The spectrum is centered at the carrier frequency f.. The 
spectral components, lines, occur spaced from the carrier and from each 
other at multiples of the pulse repetition frequency prf. The shape of 
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FIG 16-46 Spectral-analyzer impulse bandwidth. 
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FIG 16-47 A sine wave modulated by trapezoidal pulses. 


the spectrum, its envelope, is given by 


Sin (22fT.,/2) _. Sin (2afT,/2) 
QafT ./2 QnfT,/2 


with nulls spaced at each side of the carrier frequency by multiples of the 
reciprocal of the pulse midwidth. 

It is informative to examine, one by one, the effects that changes in the 
time-domain parameters of the signal have on the frequency-domain 
spectrum. If the carrier frequency is changed, the whole spectrum is 
completely unchanged in amplitude and frequency dimensions, but shifts 
to the new carrier frequency. If the pulse repetition frequency increases, 
the frequency dimensions of the envelope will be unchanged, but it will 
grow in amplitude in proportion to the pulse repetition frequency change 
and the spacing between spectral line components will increase and 
become equal to the new pulse repetition frequency. If the pulse mid- 
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width increases, the amplitude of the envelope increases in proportion 
and the frequency dimensions of the envelope shrink in proportion. If 
the shape of the trapezoid changes by changing T, but not T'y, the shape 
of the spectrum envelope changes but not its amplitude at the center of 
the spectrum or the locations of the existing close-in nulls. 

The responses that a modern swept superheterodyne spectrum ana- 
lyzer can have to this periodically pulsed rf signal can be of two kinds 
and give two different but similar displays. One response is called a line 
spectrum, and the other is called a pulse spectrum or spectral intensity plot 
because it is the same kind of response as encountered with impulse noise 
described in the preceding section. Keep in mind that these are both 
responses to a periodically pulsed rf input signal and the line and pulse 
terminology refers to the response or display on the spectrum analyzer. 

A line spectrum. occurs when the spectrum-analyzer 3-dB bandwidth B 
is less than the most closely spaced spectral components of the input 
signal. Since the individual spectral components are spaced by the pulse 
repetition frequency of the periodically pulsed rf, this means that B of the 
spectrum analyzer must be substantially less than the pulse repetition 
frequency to get this type of display. All individual frequency com- 
ponents can be resolved; only one is within B at a time. The display is 
truly a frequency-domain display of the actual Fourier components of the 
input signal. Each component behaves as a continuous-wave signal 
would. The display has the normal true spectrum frequency-domain 
characteristics: 

1. The spacing between lines on the display will not change when the 
analyzer sweep time display in centimeters per second is changed. 

2. The amplitude of each line on the display, as measured by con- 
tinuous-wave substitution, will not change as B is changed. (Of course, 
B must stay below the pulse repetition frequency to stay in the line 
spectrum mode.) The displayed height may change if the analyzer gain 
changes with B, but the measured signal amplitude will not. 

A pulse spectrum occurs when B of the spectrum analyzer is greater 
than the pulse repetition frequency. The spectrum analyzer in this case 
cannot resolve actual individual Fourier frequency-domain components 
since several lines occur within its bandwidth, as with impulse noise. 
However, if B is narrow compared with the spectrum envelope, then the 
envelope can be resolved. The display is not a true frequency-domain 
display, but a combination of time and frequency display. It is a 
time-domain display for the display pulse lines since each pulse line 
occurs as each rf pulse occurs. The display lines occur at the actual 
pulse repetition frequency. It is a frequency-domain display of the 
spectrum envelope. The display has three distinguishing characteristics: 

1. The spacing between the pulse lines on the display increases linearly 
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with the sweep speed. The pulse lines on the display occur at the pulse 
repetition frequency PRF and are spaced in real time by 1/PRF. The 
shape of the spectrum envelope does not change with sweep speed. 

2. The spacing between lines on the display does not change when the 
display width (in megahertz per centimeter) is changed. The spectrum 
envelope changes horizontally as one would expect. 

3. Since the response is exactly as with impulse noise, the amplitude of 
the display envelope, as measured by continuous-wave substitution, 
increases linearly with a slope of 6 dB per octave as B is increased. This 
increase in amplitude with B persists until B equals about one-half the 
width of the main lobe of the spectrum envelope, and then no further 
increase occurs. At this point, B has collected almost all the spectral 
components. The display is now in the time domain. If the frequency 
scan were stopped by setting the spectrum width control to zero and one 
could sweep the display fast enough, one could begin to distinguish the 
time-domain shape of the pulse envelope. If B were increased further 
and became much wider than the main-lobe width, the detailed shape, in 
time domain, of the pulse envelope could be observed. 

In the pulse spectrum just described, the response of the spectrum 
analyzer to each rf input pulse is the impulse response of the analyzer 
intermediate-frequency amplifier. The height of these impulse responses 
traces out the shape of the input spectrum as the front-end tuning is 
swept across the input spectrum. This impulse type of response is the 
explanation for the characteristics of this display. 

Why use a pulse spectrum response? The spectrum envelope, its 
shape, amplitude, and spectral extent, is usually of interest instead of 
individual spectral component lines. The use of the pulse spectrum dis- 
play with larger B gives a greater response than the line spectrum dis- 
play does. The display amplitude at the center of the spectrum envelope 
with a line spectrum is, from Fig. 16-47, T..(prf)E, and with a pulse spec- 
trum it is the product of the spectral intensity at the center of the spec- 
trum and the impulse bandwidth JB of the analyzer, or IB X Ty X E>, 
making 


Pulse spectral response JB 


Line spectral response ~ prf tote) 

Therefore, the amplitude of the response increases linearly with B, as 
is always the case with an impulse response. 

The analyzer’s own noise voltage level will increase but as VB, so the 
increase in signal-to-noise ratio increases similarly. Operating with B 
greater than the pulse repetition frequency increases sensitivity to pulsed 
rf signals and increases the dynamic range. The input level should be 
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held to a value such that the peak pulse signal barely does not overload 
the input mixer. 


16-14 Some Rules of Thumb for Choosing Bandwidth and Other 
Control Settings when Viewing Pulsed RF Spectrums 


Sensitivity versus Envelope Resolution. The B should be as wide as 
possible for the highest, sensitivity but not wider than 0.1/7, the pulse 
midwidth, or the resolution of the spectrum envelope will be seriously 
impaired. Another way of saying this is that B should be less than 
5 percent of the width of the spectrum-envelope main lobe. If higher 
resolution is required to look at faster falling spectrum envelope skirts 
or to look more deeply into nulls, narrower B is required. To resolve 
20 to 30 dB into nulls, a good rule is 


0.03 


B 
<7 


(16-14-1) 


Avoidance of Base-line Lifting. This phenomenon, shown in Fig. 16-48, 
occurs with a pulse spectrum when the response from one pulse has not 
fully decayed in the spectrum analyzer when the next pulse occurs. As 
mentioned before, the intermediate-frequency amplifier decay-time con- 
stant is 0.3/B, and for the pulse to decay down to 1 percent requires 
five time constants. To meet this requirement, the rule is 


B > 1.7 prf (16-14-2) 


This will keep the lifted base line at least 40 dB below the spectrum 
envelope. 


FIG 16-48 Base-line lifting. 


Avoidance of Envelope Peak Fluctuation. Fluctuation of the spectrum 
envelope peak on the display occurs when the pulse does not occur during 
the time the analyzer is sweeping through the peak of the spectrum enve- 
lope on each sweep. This occurs with fast sweeps, low pulse repetition 
frequency, and wide pulses, and the fluctuation looks almost random at 
times and as if something is cutting on and off. To avoid this, the time 
to scan through 10 percent of the main-lobe width must be greater than 
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1/prf. The rule is 


d 

© < 0.2prf AF (16-14-3) 

df _ 0.2prf 

oF 4c 

7 < T, (16-14-4) 
df : 

where ae analyzer-frequency sweep velocity, Hz/sec 
AF = minor-lobe null separation, Hz; the main-lobe base width 
= 2AF 
T. = rf pulse width, see 


This rule assures that the peak will be displayed on each sweep and 
avoids having to watch several sweeps to catch the peak value of the 
displayed spectrum. 

Loss in Sensitivity Due to Sweeping Too Fast. If one sweeps a spectrum 
analyzer past a continuous-wave signal too fast, a loss in response occurs. 
The rule for avoiding this sweep desensitization, already explained, is 


WY — pe (16-14-5) 


Loss in sensitivity can also occur from sweeping too fast through the 
pulse spectrum of a periodically pulsed rf signal. The rule for less than 
1 dB of loss in sensitivity is that 


df — 2.5 
eae (16-14-6) 

Frequency Domain. Most of the preceding has dealt with the pulse- 
spectrum mode of response. The area between it and the line-spectrum 
mode of response is a gray area that does not have quite the character- 
istics of either type of display. In this area, interpretation of the dis- 
play is difficult and is best avoided. 

The criterion for being in the line-spectrum response mode when view- 
ing a periodically pulsed rf signal is that 


prf 


16-14-7 
10 ( ) 


It is required in this case that there be no decay in response between 
pulses, and the above allows less than 3 dB of decay. 

The criterion for being in the pulse-spectrum mode is that B > prf, so 
there is a decade of gray area to avoid. 
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Overload must be again particularly guarded against with the pulsed 
rf inputs described to avoid having the pulse peak overload the spectrum 
analyzer input. 


16-15 Electromagnetic Interference Measurements 


Electromagnetic interference measurements are spectrum analysis 
measurements of both continuous-wave and broadband or impulse noise 
signals radiated from or conducted by cables from a piece of equipment. 
The measurements are very similar to those already described, but 
antennas and current transformer probes are used as transducers ahead 
of the spectrum analyzer, which enables it to measure field strength and 
current. Table 16-1 tabulates some of the types of antennas used. The 
spectrum-analyzer amplitude readings are converted to the field strength 
at the antenna through the use of the antenna factor K, where 


= electric field strength at antenna, V/m 
~ signal delivered by antenna to instrument, V 


Current measurements are made by using an rf current transformer. 


TABLE 16-1 Antennas Specified in MIL-STD-461 for 
Emission and Susceptibility Measurements 


Frequency Description 
14kHz-25 MHz 41-in. rod (electrical length 14 m) 
and matching network. 
20-200 MHz Biconical antenna 
200-1, 000 MHz Conical logarithmic spiral antenna 


1-10 GHz Conical logarithmic spiral antenna 
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Microwave devices and networks are characterized by impedances and 
gains or attenuations, just as devices and networks are characterized at 
lower frequencies. However, both the methods of measurement and the 
parameters measured are profoundly affected by the fact that a wave- 
length at microwave frequency is short in comparison with the dimensions 
of the system. It becomes imperative to consider the existence of waves 
traveling at finite velocities and being partially transmitted, partially 
reflected, at impedance discontinuities in a system. 

Microwave impedance and transmission measurements are also con- 
ditioned by the universal practice of transmitting microwave signals 
through virtually lossless, uniform transmission lines having real, positive 
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characteristic impedances Zp or Ry. For years, instruments have been 
designed to measure the reflection coefficient I’ at a reflection plane or dis- 
continuity in such a transmission system, where = E,/E;. Theincident 
voltage E; and reflected voltage EH, are phasors in general, as in I’, but the 
absolute value of reflection coefficient p is often useful. It is simply |T| 
at the reflection plane. 

Microwave transmission systems are also characterized by standing 
waves along lines, since HE; and EH, are voltages traveling in opposite 
directions. Standing-wave measurements have also been useful for 
many years. 

In this chapter it is assumed that the reader understands classical 
transmission line theory and has some acquaintance with simple devices 
such as slotted lines, tunable and fixed loads, and detectors. After a 
brief review of basic techniques, we shall proceed to a treatment of more 
highly developed microwave devices used to measure transmission param- 
eters. Particular emphasis is placed upon the use of the s parameters in 
measurement and design. Last, the trend toward automatic and com- 
puterized network analysis is viewed. 


17-1 Reflection and Impedance Measurement 


The measurement easiest to understand physically is the voltage- 
standing-wave ratio, vswr. One way to measure vswr is to use a slotted 
line, a transmission line or section of waveguide with provision for sensing 
the voltage on a small sliding probe that projects into the line without 
introducing significant reflections of its own. The other approach is to 
measure the amplitudes of incident and reflected waves separately by 
placing two directional couplers in the transmission system, back to back. 
We assume that the devices and networks being tested are properly 
terminated, but the importance and complexity of correct termination 
should not be overlooked, especially in broadband systems. 

Slotted Lines. A slotted line [1] can be defined as a substantially lossless, 
uniform precision section of transmission line provided with a longitudinal 
aperture allowing a signal pickup probe to penetrate into the fields on 
the line, which enables one to detect the field strength variations along 
that transmission line. 

Coaxial slotted lines, using true coaxial cross section, are severely 
limited in their performance because of the finite width of the slot to 
enable the probe to penetrate into the line. This causes slight deviations 
of characteristic impedance and excess leakage through the slot. Wholey 
and Eldred [2] suggested a slab line arrangement, now widely used, a 
cross section of which is shown in Fig. 17-1. With proper design, Zp can 
be maintained even when a sliding probe is used. 
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FIG 17-1 Cross section of a FIG 17-2 Slotted-line 
slab transmission line. detector probe, Hewlett- 
Packard Company 447A. 


A swept-frequency [3, 4] vswr technique has been developed in the past 
few years. Figure 17-3 shows the block diagram of such a measurement 
setup. The logarithmic display provides information of the vswr in 
decibels. Slotted lines generally probe the electric field distribution. 
Modern coaxial slotted lines use broadband, untuned pickup probes, such 


as shown in Fig. 17-2. 
Oscilloscope with 
log display 


Swept signol 
source 


FIG 17-3 Block diagram for measuring SWR with swept-frequency 
slotted-line technique. 
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Standing-wave indicators are available directly calibrated in vswr, 
taking into account the square law of the crystal detector used normally 
in a slotted-line probe. These standing-wave indicators usually consist 
of a precision step attenuator and a narrow-band 1 kHz tuned amplifier 
capable of amplifying very small signals. 

When measuring vswr on a slotted line, the ratio of the maximum to the 
minimum value of the voltage standing-wave pattern is determined. 
Errors in such measurements generally can be defined in terms of the 
reflection coefficient as follows [5]: 


tAp = A + Bp + Cp’ . (17-1-1) 


where A = slope and loss of slotted line and residual reflections in the line 
B = probe reflection, attenuator accuracy, and square-law error 
of detector 
C = probe reflection 

Determining the actual shift of the minimum of the standing-wave 
pattern compared with a reference plane on the slotted line provides 
information about the phase of the impedance of the termination. Data 
gathered from such measurements can be plotted on a Smith chart. The 
frequency is swept rapidly back and forth, and a storage or a variable- 
persistence cathode-ray oscilloscope is used. The carriage of the slotted 
line is moved a distance of at least one-half of a wavelength at the lowest 
frequency of interest. This makes the vertical height of the envelope of 
the display pattern represent the vswr in decibels versus frequency. 
Reflectometers. As mentioned above, another way to study impedance 
discontinuity in a line is to separate the reflected component of voltage 
from the incident component. The basic device for separation is the 
directional coupler, which gives a signal in its auxiliary arm proportional 
to the signal component traveling in only one direction in the main line. 
Signals coming from the opposite direction produce no output in the 
auxiliary arm (or very little). Two directional couplers are connected 
back to back, as shown in Fig. 17-4. The outputs, after detection, are 
fed to a ratiometer, which indicates the reflection coefficient. Remember 
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FIG 17-4 Reflectometer arrangement. 
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FIG 17-5 Calibrated reflectometer. 


Short or 
open circuit 


that the relationship between vswr, or a, and reflection coefficient p is 


l+op ¢—l 
CS = or = 
o+1 


To make the reflectometer of Fig. 17-4 accurate over a broad frequency 
band imposes some strict requirements upon the directional couplers. 
If the coupling ratio (ratio of signal level in auxiliary arm to level in 
forward direction) varies with frequency, it must vary almost identically 
in both couplers. Further, high directivity is required, and the couplers 
must cause negligible mismatch of impedance in the network. 

Tn order to allow some tracking error, calibration procedures have been 
developed to produce calibration grids by using short and open circuits 
at the measurement port. To produce calibration lines, attenuation 
values of equivalent return losses are inserted into the auxiliary arm of 
the coupler providing the reflected voltage. Such a setup is shown in 
Fig. 17-5. 

With the advent of leveled signal sources the use of ratiometers has 
been largely eliminated. Leveled reflectometers do not need to make the 
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FIG 17-6 Leveled reflectometer. 


Microwave Network Analysis 659 


TABLE 17-1 Error Factors for Reflection Measurements 


Error factor Calibration grid No calibration grid 
), Sea a Directivity; attenuator | Directivity 
accuracy 
Bee 23 alt Directivity; attenuator | Directivity; attenuator 
accuracy accuracy 
Coupler /detector 


tracking; detector 
Square-law error 


CPs 2S roe Reflectometer source Reflectometer source 
match match 
Sd a 


actual ratio measurement, since calibration grids can be established by 
using shorts and open circuits to calibrate. Sucha setup is shown in Fig. 
17-6. To find the errors of such measurement the same basic error can 
be used as in the slotted-line case [6]. That is, 


Ap = A+ Bp + Cp? (17-1-3) 


where p is the measured magnitude of reflection coefficient. 
There are two basic techniques, depending upon whether a calibration 
grid is used. Therefore, the error factors are as in Table 17-1. 


17-2. Attenuation Measurements 


Measurement of attenuation or gain can be divided into three basic 
classes: rf substitution, audio or de substitution (square-law detection), 
and intermediate-frequency substitution (linear detection). Beatty [7] 
defines attenuation as the decrease in power level (at the load) caused 
by inserting a device between a Z, source and Z, load. 

The rf substitution technique uses a standard known microwave 


attenuator for comparison (Fig. 17-7). 


Attenuator 
under test 


FIG 17-7 Attenuation measurement with rf substitution. 
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FIG 17-8 Audio frequency or dc substitution. 


Audio-frequency or de substitution uses low-frequency or de attenu- 
ators to compare microwave attenuation (Fig. 17-8). This technique 
takes advantage of more accurately calibrated attenuators. Of course, 
in this method the error in the detector law does come into consideration, 
and great care has to be taken to keep detectors in their square-law region, 
while in the rf substitution method the detector always operates at the 
same level, which eliminates the need to worry about detector law. The 
combination of the two techniques is often advantageous. 

The techniques above are quite limited in their dynamic range, their 
sensitivity reaching only to —40 to —60 dBm. Instruments with linear 
detection increase the sensitivity to —100 dBm or further and therefore 
greatly expand the dynamic range. 

Errors in attenuation measurements can be class- 
ified as scalar, vectorial, or random (uncertainty). 

Scalar errors are the ones that could be calibrated 
out, if known. For example, the error of the stan- 
dard attenuator used is a scalar term, as is drift 
of the signal source and the detector, detector law, 
etc. 

Vectorial errors are the type that do vary with 
frequency and can be represented by rotating vec- 
tors. Such errors are multiple mismatch errors. 
With varying frequency and varying electrical 
length, they beat with each other. If their values 
are known in both magnitude and phase at each 
frequency, they can be calibrated out by vectorial 
manipulations. These errors, if they are not taken 
closely into consideration, can be quite large, and 

: most of the time they cause the largest errors in 
ai meine paaees such measurements. 
configuration showing Uncertainty terms or random errors are those that 
alignment for(a)ferro- cannot be predetermined. Such errors are caused 
magnetic and (b) feri- 1, Va riations—connector repeatability, instrument 


magnetic cases (no <e oS 
applied field). readability, resettability, etc. Many repeated mea- 


(b) 
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urements and the averaging of the results can cut down the size of these 
errors. There are statistical methods taking these into account. 


17-3 Ferrite Devices 


Directional couplers, discussed above, yield output signals with ampli- 
tudes depending upon the direction of propagation in the main channels, 
but these couplers are passive, static devices in which reciprocity holds. 
There is also an important class of microwave devices based on materials 
that have transmission characteristics depending upon the direction of 
travel of waves in them. These materials are ferrites. The technology 
of nonreciprocal microwave devices is only about 20 years old. Prior to 
this period, reciprocity was considered a fundamental property of all 
linear passive networks. Nonreciprocity permits differential phase shift- 
ing, attenuation, and channeling of waves depending on their direction 
of propagation through the device. 

Linear ferrite devices are usually of three types: isolators, circulators, 
and phase shifters. These will be briefly described below, after a basic 
description of the properties of ferrites. 

Composition and Physical Properties of Ferrites. Ferrites are magnetic 
oxides of iron, commonly containing other metals or rare earths, or both, 
to achieve any of several unique properties. They are usually prepared 
from oxides of their constituent elements in finely powdered form, and 
are mixed, pressed to shape, and then sintered [8]. The result is a hard, 
brittle, ceramiclike material combining magnetic properties and high 
electrical resistance. 

Three basic crystal structures are most common: 

Spinels. These are of the general form MFe2Oj2, where M is a divalent 
metal ion. The crystals have a cubic symmetry. Spinels are generally 
used at low frequencies and at microwave frequencies. 

Garnets. The general form for the garnets is X3Fe;O.4, where X is an 
ion of yttrium or another rare earth. Yttrium-iron-garnet (yig) has 
found widespread use at microwave frequengies. It can be doped with 
other rare earths or metals to produce a variety of properties. 

Hexagonals. When the M ion described above has a diameter much 
larger than the Ie atoms (such as with barium), the crystal has a hexago- 
nal structure. Barium ferrites are used as permanent magnet materials. 

Ferromagnetism and Ferrimagnetism. The magnetic behavior of ferrites, 
just as of any other magnetic material, is fundamentally due to the 
property of the spinning electron. The relationships between the indi- 
vidual atoms determine the macroscopic behavior of the material. 

In ferromegnetic materials, the individual magnetic moments align 
themselves in parallel within the crystal and form domains (see 
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FIG 17-10 Saturation magne- 
tization versus temperature. 


Saturation magnetization, G 


(e) 


Tc 
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Fig. 17-9a). These configurations conform to a minimum total energy in 
the sample. Increasing temperature causes less and less alignment 
within each domain, owing to thermal vibrations of atoms in the lattice, 
until the Curie temperature 7, is reached, where the magnetization 
becomes zero. 

Ferrimagnetic materials (ferrites) are different from ferromagnetic 
materials in that the spins align themselves antiparallel to each other 
(see Fig. 17-9b). A net magnetization is produced if the oppositely 
aligned moments are different in magnitude. Just as in the ferromagnetic 
case, the material will be divided into domains which are usually randomly 
oriented when no external field is applied. As an increasing field is 
applied, the domains will reorientate themselves more and more in the 
direction of the field, until they are all aligned and the material is ‘‘sat- 
urated.” The bulk sample may then be characterized macroscopically 
_ by a saturation magnetization 47M,, which has the units of gauss in the 
commonly used gaussian system of units. Figure 17-10 shows how 47M, 
varies with temperature. 

Ferrimagnetic Resonance. When a dc magnetic field is applied to a 
ferrite, the individual moments align themselves in the field. In doing 
so, however, they precess about the field as a spinning top precesses in the 
earth’s gravitational field when disturbed (see Fig. 17-11). The fre- 
quency of precession wo is directly proportional to the magnitude of the 
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field inside the ferrite, H; or 
oo = vH; (17-3-1) 


where y = 2.8 MHz/Oe. Of course the motion is damped and the 
precessing magnetization vector spirals in and eventually becomes aligned 
with the applied field. The damping represents transfer of energy from 
the precessing electrons to the lattice, where it is dissipated as heat. 
If microwave energy is applied in such a manner that a circularly 
polarized (CP) component of rf magnetic field exists in the same direc- 
tion as the natural precession, energy will be delivered to the precessing 
spins, and to the lattice by the damping mechanism. Maximum energy 
absorption occurs when the frequency of the wave equals the natural 
frequency of precession as determined by Eq. (17-3-1). No energy is 
absorbed from an rf field circularly polarized in the opposite sense. 
Since the rf permeability is a function of the direction of the rf magnetic 
field relative to the applied de field, it is in general a tensor quantity. If 
we restrict our attention to the case of CP rf magnetic fields in a plane 
perpendicular to the dc field, the permeabilities are scalars, 


by = whe (17-3-2) 


where ws = 44, — juz, and where the subscripts denote the two senses of 
polarization. The permeabilities are plotted as functions of de magnetic 
field in Fig. 17-12. The term yu’, the imaginary part of »,, represents the 


\ Unsaturated 
region 


FIG 17-12 Real and imaginary components of », and »_ versus 
applied magnetic field. 
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lossy component of the permeability and is thus maximum when the 
excitation frequency equals the resonance frequency wo, The width of 
the 4’ curve is a measure of the line width AH of the material. This is 
directly proportional to the amount of damping of the precessing spins. 

The nonreciprocal devices to be described below make use of the dif- 
ference in both the real and imaginary parts of u4 and u_. 

Low-field Losses. Microwave ferrite devices can incorporate ferrite 
materials biased to ferrimagnetic resonance (making use of the difference 
in absorption between left- and right-hand-circulating waves), or they 
can be operated at fields above or below resonance (making use of the 
difference in the real part of the permeabilities). An important limita- 
tion exists on the low-frequency operation of these devices and must be 
mentioned at this point. This is the phenomenon of low-field losses. 

Because of the domain structure of ferrites having applied fields below 
the value required for saturation and because of the presence of internal 
fields, resonance losses can occur at low microwave frequencies. These 
losses will be independent of the sense of polarization of the microwave 
magnetic fields and will thus degrade the performance of the device [9]. 
Low-field losses are most troublesome for devices operating below reso- 
nance, since they increase with decreasing de field when the frequency of 
operation is w < wzr, where 


wir = yl[H, + 4rM,] (17-3-3) 


In Eq. (17-3-3), y is the gyromagnetic ratio, 4rM, is the saturation 
magnetization, and H, is the internal anisotropy field. Typically H, is 
of the order of 100 Oe or less for microwave ferrites. 

Biasing above resonance will permit operation below this frequency if 
the ferrite can be saturated at the higher magnetic field. However, 
certain devices cannot be operated in this mode without suffering degrada- 
tion in other parameters, such as bandwidth. 

Isolators. An isolator is a two-port device that allows the propaga- 
tion of energy in one direction with low loss and has high attenuation for 
power passing in the other direction. It can easily be shown from the 
unitary property of the scattering matrix that this function cannot be 
performed by a lossless two-port network [10]. Thus, the reverse attenua- 
tion must be in the form of dissipative loss. 

Isolators are useful as stabilizers and protectors of microwave sources. 
Reflections from mismatched loads can affect the frequency and phase of 
an oscillator. With high-power tubes, excessive reflected power can 
result in damage or reduced tube life. The reverse attenuation of an 
isolator will reduce the level of power reflected back to the source and thus 
will present a better, more uniform match to the source. Of course, this 
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function can be performed by an attenuator (pad), but this is done at the 
expense of reduced power available to the load. 

There are several common types of isolators. Resonance isolators 
contain ferrite biased to ferrimagnetic resonance in microwave trans- 
mission structures providing regions of circular polarization (CP) of 
magnetic field that have opposite senses for the two directions of propaga- 
tion. Power is absorbed by the ferrite when the CP is in the same sense 
as the precession, and little interaction occurs for CP in the opposite sense. 

A rectangular waveguide supporting a wave propagating in the 
dominant Hi. mode has two regions of CP, one right-handed and one 
left-handed. For a wave traveling in the opposite direction, the senses of 
CP at these points are reversed. Figure 17-136 shows a simple isolator 
containing two ferrite slabs. Resonance isolators may use from one to 
four such slabs located against the broad walls on one side of the wave- 
guide. When slabs are also located on the left side of the guide, the 
magnetic field applied to them must be in the opposite direction since the 
direction of CP is also opposite from that on the right. Dielectric loading, 
such as is shown in Fig. 17-13c, has been found to improve reverse attenua- 
tion and bandwidth [11, 12]. 
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FIG 17-13 Resonance isolator configurations. 
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Figure 17-13d and e shows devices in which TEM structures are 
loaded asymmetrically with dielectric to produce H modes having regions 
of CP [13, 14]. 

Figure 17-14 shows a ferrite-loaded waveguide and the electric field 
patterns for forward and reverse propagation. In order to achieve these 
patterns, the ferrite is biased below resonance, and use is’ made of the 
difference between the real parts of u, and yw. The resistive sheet 
absorbs power from the reverse wave since the electric field is large, but 
very little forward attenuation occurs since the forward electric field is 
nearly zero. 

The main advantages of this type of isolator over the resonance isolator 
are extremely low insertion loss and a lower 
applied magnetic field [15, 16]. Insertion 
losses as low as 0.1 dB over bandwidths in 
excess of 10 percent have been obtained. 

Circulators. An ideal circulator is a device 
having three or more matched ports in which 
power incident on any port is conducted out 
of the next port in one particular direction 
with no loss and with no coupling to any other 
port. An 7-port circulator is shown symboli- 
cally in Fig. 17-15a, in which the ports are 
numbered so that power incident on port 1 
flows out of port 2, power into port 2 flows out 
of port 3, etc., with power into port n emerging 
; from port 1. The scattering matrix of the cir- 

6 Lat culator is shown in Fig. 17-15), along with 
the defining relationships from which it is 

(b) obtained [17]. 
FIG 17-15 (a) The  n-port The simplest type of circulator both con- 
circulator symbol for! 2 ceptually and practically is the three-port 
3m circulation; §=.mmetrical Y-junction circulator. Three 


(b) scattering matrix of n-port : : : ; f 
circulator shown above. versions of this device are shown in Fig. 17-16. 
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FIG 17-16 The Y-junction circulator. (a) H-plane wave- 
guide, (b) stripline, (c) microstrip. 


These devices all depend on a resonating junction containing ferrite 
magnetized along the axis of symmetry. At microwave frequencies, the 
magnetic field applied is usually below resonance, while above-resonance 
operation is used at ultrahigh frequencies to avoid low-field losses. 

The currently accepted theory of operation of these devices [18, 19, 
involves splitting of modes in the junction due to the gyrotropic ferrite. 
This is illustrated in Fig. 17-17. In Fig. 17-17a, the field configuration 
of the standing-wave pattern of the lowest-frequency mode in a cylindrical 
resonator is shown. The F field, represented by crosses and dots, is 
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perpendicular to the plane of the disk, and the H field, represented by 
lines, is entirely in the disk plane. 

There is no variation of fields along the axis of the disk. Under 
suitable conditions, application of a magnetic field causes the pattern to be 
rotated 30° as shown in b, where the E field at port 3 is zero. In this 
case, energy is transmitted from port 1 to port 2, and port 3 is isolated. 
The standing-wave pattern in Fig. 17-17a can be generated by two 
counterrotating patterns (modes), in which there is CP of the magnetic 
field in the center of the disk. When the de magnetic field is applied, the 
different permeabilities for the two modes cause their resonant frequencies 
to split apart. The proper amount of splitting (which is related to the Q 
of the resonator) will cause the desired 30° shift in the standing-wave 
pattern, as shown in Fig. 17-17b. The analysis of wideband circulators 
requires consideration of higher-order modes as well. 

To date, optimum performance at microwave frequencies has been 
achieved by using the strip-line structure [20]. Strip-line devices having 
isolation in excess of 20 dB over octave bandwidths are available, with 
insertion loss of a few tenths of a decibel. Lumped constant circulators, 
employing ferrites biased above resonance, have been built to operate at 
ultrahigh frequencies [21] down to frequencies below 50 MHz. 

Some of the applications of three-port circulators are illustrated in 
Fig. 17-18. Figure 17-18a shows how connection of a termination to one 
port makes the device an isolator. Power into port 2 is diverted to port 


FIG 17-17 (a) Standing-wave 
pattern, no field applied; (b) stand- 
ing wave pattern shifted 30° upon 
application of magnetic field. 
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FIG 17-18 Three-port circulator applications. 


3 and dissipated in the load. The reflection coefficient of the load must 
be low, since the return loss is directly equal to the isolation. Figure 
17-186 shows a one-port reflection amplifier (such as a parametric amplifier 
or cavity maser) connected to a circulator. The wave reflected from the 
amplifier is the amplified output and goes to port 3 and the load. Figure 
17-18c¢ shows a transmitter-receiver system using a common antenna. 
Isolation of the receiver is however limited by the vswr of the antenna. 
Figure 17-18d and e shows how three-port circulators may be used to 
realize a four-port and five-port circulator respectively, and how they are 
typically used to achieve isolation of the Joad or source, or both. 

Ferrite Phase Shifters. A gyrator is a two-port device having 180° more 
phase shift of a wave traveling in one direction than of a wave traveling 
in the opposite direction. The gyrator circuit symbol is shown in Fig. 
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symbol. (b) Four-port circulator 
realized from two magic T's and 


@) () a gyrator. Phase shift from y to 


x is assumed equal in each leg. 


© @ FIG 17-19 (a) A gyrator circuit 


17-19a, and part 6 of the figure shows how a four-port circulator may be 
realized from a gyrator and two magic T junctions. Other combinations 
of hybrid junctions and other values of differential phase shift may be 
used in the synthesis of four-port circulators [10, 21], but these will not be 
discussed here. 

If the magnetic field applied to the waveguide device in Fig. 17-13a is 
below the resonance value, the different dispersive (real) parts of uw. and 
u— will yield two different propagation constants 8, and 6_ for the two 
directions of propagation. Thus the differential phase shift Ad = (64 
— 8_)l, where / is the active length of the device. 

The device shown in Fig. 17-20 is a digital phase shifter capable of 
being switched rapidly between two states. When a single current pulse 
is applied to the wire, the ferrite is magnetized in one direction and 
remains in its remanent state. Since the magnetization will be as shown 
by the solid arrow, the conditions for differential phase shift are satisfied 
[22]. Application of a current pulse in the opposite direction reverses the 
magnetization and, thus, the differential phase shift. Such devices are 
useful for phased array antennas. 

The device shown in Fig. 17-21, in which the rod is magnetized axially, 
will yield reciprocal phase shift which varies with applied magnetic field 
[23]. It is symmetrically located in the waveguide, and the magnetiza- 
tion is uniform in the ferrite. This device is reciprocal. 


: FIG 17-20 Waveguide latching 
er digital phase shifter. 
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FIG 17-21 Reciprocal phase 
shifter. 
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17-4 Two-port Network Theory 


This section presents a brief review of two-port network theory as an 
introduction to instruments and measurement techniques used to charac- 
terize microwave networks. 

A linear network, or a nonlinear network operating with signals suf- 
ficiently small to cause the network to respond to a linear manner, can 
be described by parameters measured at the network terminals (ports) 
without regard to the contents of the network. Once the parameters of 
the network have been determined, its behavior again in any external 
environment can be predicted without regard to the specific content of 
the network. 

Although a network may have any number of ports, network parame- 
ters can be explained most easily by considering a network with only two 
ports, an input port and an output port, like the network shown in Fig. 
17-22. To define the performance of such a network, any of several 
parameter sets can be used, each of which has certain advantages. 

Each parameter set contains four variables associated with the termi- 
nals of the two-port model. Two of these variables represent the exci- 
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FIG 17-22 Two-port network. 


tation of the network (independent variables), and the remaining two 
represent the response of the network to the excitation (dependent vari- 
ables). These independent and dependent variables are related by four 
parameters describing the internal characteristics of the network. If the 
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network of Fig. 17-22 is driven by voltage sources V; and Vo, the termi- 
nal currents J; and J, will be determined by the following equations: 


Ty = yuVi + yr2V2 (17-4-1) 
Ie = yoaVi + YooV2 (17-4-2) 


where V, and V» are the independent variables, J; and J, are the depen- 
dent variables, and yi, Yi2, Yo1, and yee are the network parameters 
describing the internal characteristics of the network. 

In this case the network parameters are called short-circuit admittance 
parameters or y parameters. Four measurements are required to deter- 
mine the four y parameters. Each measurement is made with one port 
of the network excited by a voltage source, while the other port is short 
circuited. For example, yo, the forward transadmittance, is the ratio of 
the current at port 2 to the voltage at port 1 with port 2 short-circuited 
as shown in Eq. (17-4-3), 


ya = = V2 = 0 (output short-circuited) (17-4-3) 


If other independent and dependent variables had been chosen, the 
network would have been described, as before, by two linear equations 
similar to Eqs. (17-4-1) and (17-4-2), except the network parameters 
describing their relationships would have been different. The h, z, g, 
and ABCD parameters are examples of other commonly used parameter 
sets. However, all parameter sets contain the same information about 
a network, and it is always possible to calculate any set in terms of any 
other set. The independent and dependent variables need not be the 
voltages and currents at the ports of the network as they are in the 
examples listed above. For example, the incident and reflected voltages 
or currents could equally well serve as terminal variables, and network 
parameters (s parameters) describing their interrelationships could also 
be defined. 

The s parameters are being used in microwave design because they are 
easier to measure and apply at high frequencies than other parameters. 
They are conceptually simple, analytically convenient, and capable of 
providing insight into a measurement or design problem. 

Scattering parameters are well suited for describing transistors and 
other active devices. Measuring most other parameters calls for the 
input and output of the device to be successively opened and short- 
circuited. This is difficult to do at rf frequencies where lead inductance 
and capacitance make short and open circuits difficult to obtain. At 
higher frequencies these measurements typically require tuning stubs, 
separately adjusted at each measurement frequency, to reflect short- or 
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open-circuit conditions to the device terminals. A tuning stub shunting 
the input or output may cause a transistor to oscillate, which makes the 
measurement difficult or invalid. Usually s parameters are measured 
with the device imbedded between a 50-2 load and source, and there is 
less chance for oscillations to occur. 

Traveling waves, unlike terminal voltages and currents, do not vary in 
magnitude at points along a lossless transmission line. This means that 
the scattering parameters of the network can be measured at a reference 
plane located some distance from the actual ports of the network. 


17-5 Theory of s Parameters 


Generalized scattering-parameter theory will now be discussed. The 
generalized theory applied to a two-port network will be covered in the 
next section. 

Generalized scattering parameters have been defined by K. Kurokawa 
[24]. He defines power waves incident on, and reflected from, the kth 
port of a linear network as a, and 6; respectively (refer to Fig. 17-23). 
These waves are related by the scattering matrix [s], which characterizes 
the network: 


[bx] = [s][ax] (17-5-1) 
where 
Vit Zeal 
SS See (17-5-2) 
* 9-7 iRe Zi 
Vi — Zeli 
b — a ees (17-5-3) 
: 2 V|Re Z| 
and V; = total voltage at kth port 


Ti, 
Zi 


total current at kth port 
arbitrary reference impedance for kth port (where * denotes 
the complex conjugate) 

Let us discuss the waves defined in Eqs. (17-5-2) and (17-5-3). In 
the description of low-frequency networks, the voltage and current at the 
terminals are generally chosen as the independent variables. However, 
one may equally well choose any linear transformation of variables as long 
as the transformation is not singular, i.e., as long as the inverse transfor- 
mation exists. The waves defined by Eqs. (17-5-2) and (17-5-3) are the 
results of just one of an infinite number of such linear transformations. 

If V, and J; are given, a, and 0; are calculated by Eqs. (17-5-2) and 
(17-5-3). On the other hand, if a, and 6; are given, V; and J; are obtained 
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from the following inverse transformation: 


Vi = Tea Zi (Zyax + Zxbx) (17-5-4) 
| ee (17-5-5) 
V Re Z;| 
where 


PS 1 when Re Z; > 0 
eae eos when Re Z; < 0 


Thus any result in terms of one set of variables can easily be converted to 
the other set of variables. 

The power-flow concept of s parameters is most important. We shall 
now investigate this -property. Figure 17-23 shows a general linear 
source with internal impedance Z,, where the terms Vx, Ix, and Z; are 
labeled, and the source voltage is V.. The voltage at the source terminals 
is given by 


Vii = Vo — “ili 


If we insert this expression into Eq. (17-5-2) and take the square of the 
magnitude, we have 
|V.|? 
pee 5 ee 17-5-6 
on 4lRe Zi ( ) 
which is equivalent to the available power from the source with a Z; 
internal impedance. We make the convention that |a:|* is positive if 
Re Z; > 0 and negative if Re Z,; < 0. 
Next, consider |a,|? — |b.|?. Direct substitution of Eqs. (17-5-2) and 
(17-5-3) in this expression gives 


Re (V;I*) = Pi(\ax|2 — |bx!?) (17-5-7) 


The left-hand side of Eq. (17-5-7) expresses the power actually trans- 
ferred from the source to the load. 


FIG 17-23 General source driv- 
ing the Kth port of a network. 


kth eat 
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For a moment, consider the case where the real part of the internal 
impedance of the source is positive, that is, Px is equal tol. Then Eqs. 
(17-5-6) and (17-5-7) can be interpreted as follows: The source is sending 
the power |a;|2 toward the load, regardless of the load impedance. How- 
ever, when the load is not matched, that is, 7, does not equal Z;, a part of 
the incident power is reflected back to the source. This reflected power 
is given by |b,|2, so that the net power absorbed in the load is equal to 
|ax|2 — |bs|2. Associated with these incident and reflected powers, there 
are waves a, and b; respectively. 

For most measurements and calculations it is convenient to assume 
that the reference impedance Z; is positive and real. When Z; is real 
and positive, there is no difference in the expressions for the power waves 
of Eqs. (17-5-2) and (17-5-3) and the normalized traveling waves along a 
transmission line are defined in Eqs. (17-5-8) and (17-5-9), 

— Va + Rel Vix voltage incident on kth port 


a = = = (17-5-8) 
2VR. VR: V Re 
— Ve — Ril Vz voltage reflected from kth port 


bh, = Ss == 17-5-9 
2VR: V Ri VR, Che 


where we have used the following results from transmission-line theory: 


Vi = Vix + Vex 
Ty = Liz a Lyi 
and 
Vix Vek 
R, = as 
: liz Lex 


If all a’s and b’s in Eq. (17-5-1) are referenced to the same positive-real 


Two —port 


network e 2 


FIG 17-24 Two-port network with Z, source and Z;, load. 

impedance Ro, then we can divide both sides of the equation by V/ Ro and 

obtain an expression relating incident and reflected voltages directly, 
[Vial = [s][Vix] (17-5-10) 


Two-port s-parameter Theory. We shall now apply the above theory to 
the two-port network shown in Fig. 17-24. For the two-port network, 
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Kq. (17-5-1) reduces to 


by = Syd, + $1202 
be = Soidi + Szede 


where 
a Nut “ah a _ Vat Zale 
1, O° , iy ned 
V Re Z| V |Re Z| 
V,—Zf1, b V2. — Z51, 
i ——— ne => 
V/|Re Z, * WV iRe Zal 
and 
b 
811 = = ag = 0 
ay 
b 
8e2 = = a, = 0 
a2 
S91 = = ag = 0 
a 
b 
8i2 = = ay = 0 
ae 


(17-5-11) 
(17-5-12) 


However, if we reference both ports to Ro (typically the characteristic 
impedance of a transmission line), Eq. (17-5-10) applies and Eqs. (17-5-4) 


and (17-5-12) 


equations 


Va = SuVia + 8i2V ie 
Vn = Sa Via + S22V ie 


where 
% Vin 
n= 
Vu 
3 Veo 
2 = 
Vie 
8 Vee 
21> 
Va 
s Vea 
R= 
Vie 


input reflection coefficient 
Vaso with the output port termi- 
nated by a matched load 
(Z1 = Ry sets Vio = 0) 
output reflection coefficient 
Vs. with the input terminated by 
: a matched load (Z, = Ro and 
V. = 0) 
forward transmission gain 
0 [wa the output terminated 
in a matched load 


with the input port termi- 


reverse transmission gain 
0 
nated in a matched load. 


simplify to the voltage-wave-scattering parameter 


(17-5-13) 
(17-5-14) 


(17-5-15) 


(17-5-16) 


(17-5-17) 


(17-5-18) 
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Equations (17-5-13) through (17-5-18) are very important and practi- 
cal since the s parameters can be simply determined by measuring the 
incident and reflected voltages from the network. 

Notice that 

Vn  Vi-Roli Vi/Ii— Ro Zi — Ro 


= = = = Vig = 0 
aa Visit Ro Z:+ Ro : 
(17-5-19) 


(17-5-20) 


where Z; = V;i/J; is the input impedance at port 1. 

This relationship between reflection coefficient and impedance is the 
basis of the Smith-chart transmission-line calculator. Consequently, the 
reflection coefficients s1; and s22 can be plotted on Smith charts and con- 
verted directly to impedance. This is just one example of how s param- 
eters can be converted to another form. Table 17-2 is a listing of trans- 
formations between the common network parameter sets and s parameters 
for the two-port network. 

From Fig. 17-23 and Eqs. (17-5-8) and (17-5-9), we see that the a and b 
coefficients (normalized to Ro) have physical significance. That is, 


jai | Vial? _ j power incident on the input of the network, or 
: Ro power available from a source of impedance Ro 


gee |Vi2|? _ {power incident on the output of the network, or 
: Ro power reflected from the load 


\Veal? power reflected from the input port of the network, 


|bs|? = = {or power available from an Ro source minus the 
Ro power delivered to the input of the network 
[Vea]? power reflected or emanating from the output of 
[bo|? = p= the network, power incident on the load, or power 
0 


that would be delivered to an Rp load. 


Hence, s parameters are related to power gain and mismatch loss, quan- 
tities which are of much interest, or 


power reflected from the network input 


Isul? = power incident on the network input 
fel power reflected from the network output 
~_e power incident on the network output 

isus|? = power delivered to an Ro load 


power available from Ro source 
= transducer power gain with Ro load and source 


|si2|? = reverse transducer power gain with A» load and sources 
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TABLE 17-2 Parameter Interrelationshipst 


_—— oe eeeeeeeSeSeSSSSSeeeeeeeSFsSsFseseses 


S12 


_ (211 — 1) (222 + 1) — 22201 


(211 + 1) (222 + 1) — 22201 


_ 2212 
(Z11 + 1) (222 +1) — eiezn 
2221 


a (211 + 1) (222 +1) — 2ioza 


_ Gu + 1) (222 — 1) — Zeza1 


§ 
” (211 + 1) (222 +1) = 212221 
= (1 _ yu) (1 + Y22) + Y12¥21 
(1 + yun)(1 + yo2) — yroyar 
—2y12 
si = 
(1 + yi) (1 + ¥22) — Yr2Y21 
_ —2y2 
$20 = 
(1 + yu) + yo) — yroyar 
Soo = el + yu _ Y22) + Yayi2 
Cl + yur) (1 + yor) — yroyar 
1 = (hia — 1) (hae + 1) — Aroha 
ar + Dae #2) — Iashn 
2hie 
Si2 = 
(hin + 1)(hoe + 1) — Archer 
—2hay 
Sa = 
(Au + 1) (hae + 1) _ Ayoha 
eg = Lt A) = hens) + hashes 
22 


7 (Ai + 1) (hoe + 1) — Aichar 


211 


222 


Au 


ha 


22 
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_ C+ 811) (1 — 822) + 812801 

aa S11)(1 — 822) — siege 

_ 2812 

7 (1 — 811)(1 — 822) — si2sa1 

_ 2821 

aa S11)(1 — S22) — 12801 

_ (+ S22) (1 — $11) + 812821 

~ (al — su)(1 — S22) — 812821 

_ (1 + se2)(1 — $11) + 812821 

(sn) + 822) — 81282 

_ — 2812 

a+ S11)(1 + 822) — 12821 
—28e1 


~ (1 + Si1)(1 + 822) — 812801 
_ Q+sn)a — S22) + 812801 

(1 + se2)(1 + Si) — 812821 
_ (1 + s11)(1 + 822) — 812801 


(1 ~ sis)(1 + 822) + 812821 
_ 2812 
~ (1 ~ sir)(1 + 822) + 812821 
_ — 2821 
~ (1 — 811) (1 + 822) + si2801 
_ (1 — s22)(1 — 811) — S801 


(1 ~ Sit)(L + 822) + 82821 


t The h, y, and z parameters listed are all normalized to Z o Ifh’,y’, 


and 2’ are the actual parameters, conversion is obtained as follows: 


Zi = 212 Vir = S 
0 
Zt = 212L Vir = 3 
0 
fu = nko vn = 
0 
Zo = 220L9 Yo = 3 


= hie 


hoy 


has 
Zo 


= hiiZ 


17-6 Network Calculations by Using Scattering Parameters 


This is especially true for power and power-gain calculations. 
ple, the transfer parameters si2 and s., are a measure of the complex 
insertion gain, and the driving-point parameters s,1 and 822 are a measure 


Scattering parameters are convenient in many network calculations. 


For exam- 
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of the input and output mismatch loss. The s parameters form a natural 
set for use with signal-flow graphs. Of course, it is not necessary to use 
signal-flow graphs in order to use s parameters. 

In s-parameter signal-flow graphs, each port is represented by two 
nodes. Node a, represents the wave coming into the network at port k, 
and b; represents the wave leaving the network at port k. The complex 
scattering coefficients are represented by multipliers on directed branches 
connecting the nodes within the network. The transfer function between 
any two nodes in the network can be determined by using topological 
flow-graph reduction techniques or by applying Mason’s “nontouching- 
loop rule.” 

The complete flow graph of the network in Fig. 17-24, including source 
and load impedances, is shown in Fig. 17-25. The load and source are 
described by their reflection coefficients I’, and I's respectively, referenced 
to the real characteristic impedance Ro. Notice that bo represents the 
normalized voltage delivered from a source with a Z, internal impedance 
to an Ry termination and that |bo|? equals the power dissipated in an Ro 
load. 

We shall now explain the topological flow-graph reduction technique. 
The solution for the flow graph can be arrived at by a series of topological 
manipulations which reduce a flow graph to simpler and simpler forms 
until the answer is obvious. The manipulations are based on the follow- 
ing four rules: 


Rule 1. Two branches, whose common node has only one incoming and 
one outgoing branch (branches in series), may be combined to form a 
single branch whose coefficient is the product of the coefficients of the 


Two - port/network 


FIG 17-25 An s-parameter flow graph of two-port network with Z, 
source and Z, load. 


a a2 a3 [477 a3 
Onl} s Se eee ed 
S21 $32 531 = S21 S32 
(a) 
Sa 
‘ae ee! 
Sai = Sa t+5e 
SB 
(b) 
rs eS a3 nN G2 a3 
o oO Oo : —S Ore) 
$21 S32 S21 S32 
1 -s20 
(ce) 


FIG 17-26 Reduction rules: (a) branches in series, 
(b) branches in parallel, (c) reduction of a self-loop. 


original branches. Thus the common node is eliminated (see Fig. 
17-26a). 


Rule 2. Two branches pointing from a common node to another com- 
mon node (branches in parallel) may be combined into a single branch 
whose coefficient is the sum of the coefficients of the original branches 
(see Fig. 17-260). 


Rule 3. When a node k possesses a self-loop (a branch which begins and 
ends at k), the self-loop may be eliminated by dividing the coefficient of 
every other branch entering node k by 1 — (coefficient of self-loop). 
Figure 17-26c shows the elimination of a self-loop by this rule. 


Rule 4. A node may be duplicated, that is, split into two nodes which 
may be subsequently treated as two separate nodes, so long as the original 
signal flows are not altered. Any self-loop attached to the original node 
must also be attached to each of the nodes resulting from duplication. 
Figure 17-27 illustrates various node-splitting techniques. 


Mason’s nontouching loop rule will now be discussed. The non- 
touching-loop rule provides a method for writing the solution of any 
flow graph by inspection. The solution 7 (the ratio of the output vari- 
able to the input variable) is 


kT 
OA 


r (17-6-1) 
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(a) 
(6) 
I 
a3 
a a2 a3 a a2 $32 g¥ 04 
$24 S32 $43 521 532 S43 
$22°532 $23 


a, 4 


Sa S42 = $32543 


a a2 (oP 
et 
$21 $42 
i- $22 


(c) 


FIG 17-27 Node duplication rule: (a) node with single input 
branch, (b) node with single output branch, (c) node duplication with 
a feedback loop to obtain a self-loop. 


where T;, = path gain of kth forward path 

A = 1 — (sum of all first-order loop gains) + (sum of all second- 
order loop gains) — (sum of all third-order loop gains) 

A, = 1 — (sum of all first-order loop gains not touching the kth 
forward path) + (sum of all second-order loop gains not 
touching the kth forward path) — -- - 

A path is a continuous succession of branches. A forward path is a path 
connecting the input node to the output node, where no node is encoun- 
tered more than once. Path gain is the product of all the branch multi- 
pliers along the path. A first-order loop is a path that originates and 
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terminates on the same node, no node being encountered more than once. 
A second-order loop is the product of two nontouching first-order loops 
(that is, two first-order loops that have no branches or nodes in common). 
A third-order loop is the product of three nontouching first-order loops, 
etc. Loop gain is the product of the branch multipliers around the loop. 

As examples of using scattering-parameter flow graphs and the non- 
touching-loop rule, we shall calculate the network functions that follow. 

Input Reflection Coefficient with Arbitrary Output Termination. -Let us 
first solve this example by flow-graph reduction techniques. The flow 
graph is shown in Fig. 17-28a; the various steps used to reduce the flow 
graph are illustrated in Fig. 17-28b through e. Figure 17-280 is obtained 
by applying Rule 4 and duplicating node a,. Rule 3 is used to reduce the 
self-loop at node bz to the form shown in Fig. 17-28c. Then by applying 
Rules 1 and 2 we obtain the final results shown in Fig. 17-28a. 

The same result can be achieved by applying the nontouching-loop 


a be=h 


Input 
reflection 
coefficient= — 
a 


7 
Su Sai Si2 fe : 
1-Se2 F; FIG 17-28 Flow-graph reduc- 
tion to obtain the input reflection 
b, (d) coefficient with arbitrary pz. 


a, 
| $+ S21 Si2 & 
1~S22 


b 
' (e) 
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Fig. 17-28a: 


Forward path 1 = su 
Forward path 2 = saiI'18i2 


Next we find all the first-order loops (for this example there is only one): 
Sum of all first-order loop gains = se2Tz 

There are no higher-order loops in this example. Thus, for this example, 
A= 1 — Sez 


The first forward path si has one loop which does not touch it, and 
therefore, A; (with k = 1) is 


Ay = 1 — SoeDz 
We can now write the answer: 


7 b 7 Si(1 — SooT'z) + Se1812T'L (1) 


Sj 
| 


ay, 1 — Seely 

bi S218120', 

ila 4+ 17-6-2 
ay e 1 — Seet1 ricb2) 


Voltage Gain with Arbitrary Load Impedance. In this example, 


Vo 
Ko 
4 V, 
Vi = (a1 + di) V Ro = Vat Va 
Ve = (a2 =f be) V Ro = Vie t+ Vireo 
ag = Tbe 
bi = $4141 
and so 
Ky = 21 
a1+ sy 
Using the nontouching-loop rule, 
1 T 
Ky su(l + Tx) (17-6-3) 


~ (1 = sePr)( + in) 


Power Available from the Source. The flow graph for the source with 
an arbitrary load I’, is shown in Fig. 17-29. The power absorbed by the 
load is |as|? — |bs|2. The solution of the flow graph for a2 and be in terms 
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b, bs “a 
1 
Ps Py 
FIG 17-29 Flow graph used to 
ds 1 b, determine the available power 
from a source with internal imped- 
|Bo|? ance Z,. 
Pus 2 
|- | ®5| 
of bo is as follows: 
ay = bo + TT saz 
a, = bo 
a ee 
T bo 
b, = rya,y = ——_—— 
L Lay i— fils 
bol?(1 — [Tz]?) 
|az|? —~ [bz |? = | ol ( | | 
jl — TzT's| 


The maximum power absorbed by the load (Pays) occurs when I’, = I'3; 
therefore 


[bol? 


ro 2 = = OO 
(|as| |be| ) max = Ps 7 [Ts|? 


(17-6-4) 


Transducer Power Gain with Arbitrary Load and Source Impedances 


Gwe power delivered to the load = Pi 
power available from the source Pays 
P, = P (incident on load) — P (reflected from load) 
= |b2|/?(1 — |x|?) 
|bol? 
(1 — |T's|?) 


bs |? 2 2 
be (1 — |Is|?)(1 — |Tz|?) 


Pave oa 


Gr = 


From the nontouching-loop rule, 


be 821 
bo 1 — Sul's — SanV, — S280 gs + Sil g8e20'z 
= S21 
- (1 — suls)(1 — seePz) — Sei8ie0 T's 
[saal/?(1 — |T's|?)(1 — |T'z]?) 
Gr = 


SS ee 17-6-5) 
|(1 a Suil's)(1 — 821) — $21812T'2T's|? ( 
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Table 17-3 lists formulas for calculating many often-used network 
functions (power gains, driving-point characteristics, etc.) in terms of 
scattering parameters. Not only are scattering-parameter flow graphs 
helpful in solving various network calculations, but they are also useful 
in determining measurement errors and uncertainties. 


TABLE 17-3 Network Calculations by Using s Parameters 


Two-port 
network 


b1 = $1101 + $1202 


be 82101 + S22@2 


Input reflection coefficient with arbitrary Zz, 


Pa S2i8ie'L 
= $11 ne 

I 

1 — SeoTz 


Output reflection coefficient with arbitrary Z, 
Si2Se1T's 


i 

§ = S22 
22 

1- Siil's 


Voltage gain with arbitrary Zz, 
V2 sn(1 + Tz) 


K, = = 
Vi a = Seer) (1 + si) 


power delivered to load 


Power gain = - 
power input to network 


|sil?(1 — |Tz|?) 


Ge= 
(1 — [sisl?) + [Pz[2({se2|? — |D]?) — 2 Re (rN) 


; : power available from network 
Available power gain = 


power available from source 
: ial? — IPI) 
(1 — |se2|?) + [Ps|?([si1]? — |D]?) — 2 Re (r.M) 


Ga 


power delivered to load 


Transducer power gain = - 
power available from source 


|sail?(1 — [Ps|?)(2 — |x|?) 


Gr = 
Il — suls)(1 — Seelz) — Sie8xnT Ts |? 
where D = 811822 — 812821 
M = 81 — Ds» 
N = sn — Ds 
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17-7 Measurement of s Parameters 


In this section, assume that the characteristic impedance of the 
transmission lines at all ports equals Ro so that Eqs. (17-5-13) through 
(17-5-18) apply. Therefore measurement of the incident, reflected, and 
transmitted voltages, with the ports properly terminated, will be suf- 
ficient to determine the network s parameters. 

Since |sy:| and |se2| are simply the magnitude of the reflection coef- 
ficients of each port of the network with the other port terminated in 
an Ro load, |si:| and |se2| can easily be determined by using the reflec- 
tometer method described earlier. If we want the complex reflection 
coefficients 81, and s2, the measurement system used for determining 
the driving-point impedance of a network or a slotted line can be used. 
Because |82:| is the insertion loss (or gain) of the two-port network, it 
can be measured by the techniques described in the section on measure- 
ment of attenuation. The above techniques have been discussed in 
detail earlier and will not be reviewed here. It is important to realize 
that the above classical methods are valid techniques for measuring 
s parameters and will suffice for many of our measurement needs. How- 
ever, there are times when we want complete device characterization. 
Both the magnitude and the phase of all four s parameters (in the two- 
port network) will sometimes be required. This section will describe 
one measurement system used for complete network characterization. 

The Network-analyzer Concept. The network-analyzer system shown in 
Fig. 17-30 contains three main functions: signal source, test set, and 
receiver. The signal source can be either continuous-wave signal gen- 
erator or a sweeper. The sweeper can be used for broadband network 
characterization. The amplitude of the swept rf output may or may not 


Network 
under 
test 


Reference 
; = channe} , 
Signal source or parameyer Receiver 
test set Test 
channel 


FIG 17-30 Network-analyzer system. 
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FIG 17-31 Receiver block diagram. 


need to be leveled, depending on whether or not the receiver has an 
automatic gain control. 

The s-parameter test set routes rf power to the network under test and 
separates the incident, reflected, and transmitted signals needed to 
characterize the network s parameters. The incident signal is routed to 
the reference channel of the receiver, and either the reflected or trans- 
mitted signals can be connected to the test channel of the receiver. An 
adjustable ‘‘line stretcher’ is provided in the test set to equalize the 
apparent electrical lengths of the reference and test channels. 

The receiver is a two-channel vector-ratio detector; it measures the 
amplitude ratio and phase difference between the reference and test 
channels. A block diagram of the receiver is shown in Fig. 17-31. 
Observe that the broadband input signals are down-converted to a con- 
stant intermediate frequency frr. This down-conversion is a linear 
process and does not alter the phase and amplitude information of the 
original rf signals. Thus, gain and phase information are preserved, and 
all signal processing and measurements can take place at a constant 
frequency. The local oscillator can be synchronized to keep the receiver 
automatically tuned (phase-locked) to the rf frequency from the signal 
source. The automatic gain control normalizes the test channel ampli- 
tude to the reference channel amplitude. Any amplitude changes that 
are common to both reference and test channels are thus eliminated in 
effect, and we need measure only the amplitude of the test channel to 
determine the amplitude ratio. 

The detection process can be performed in either of two ways: (1) 
Measure the amplitude of the test channel and the phase difference 
between reference and test channels, or (2) measure the real and imaginary 
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components of the test channel normalized to the reference channel phase. 
The first method provides the amplitude ratio and phase difference data 
convenient for displaying transmission phase and gain (or attenuation). 
Usually the log of the amplitude ratio is displayed. The second method 
provides data in polar form, which is convenient for displaying reflection 
coefficients (Smith chart). The intermediate-frequency attenuator is 
used as an amplitude offset control when the log of the amplitude ratio is 
displayed. When the polar display is used, the intermediate-frequency 
attenuator expands or contracts the magnitude of the polar vector. 
Phase and gain verniers are provided for calibrating the displays. An 
external scope, zy recorder, or voltmeter can also be used to display the 
data from the detectors. 


17-8 Measurement Techniques 


When making microwave measurements, one should not blindly rush in 
and take the measurement and hope that results will be accurate. A four- 
step procedure that should be followed to improve measurement tech- 
nique follows: 

1. Error analysis: Analyze the measurement system errors. 

2. Error reduction: Reduce the major system errors. 

3. Initialization: Calibrate the system for the measurement. 

4. Measurement: Insert and measure the unknown network. 

Let us discuss these four steps in detail. 

Error analysis is important in helping us to recognize the limitations 
of our measurement system. We know that low directivity in a coupler 
can cause measurement errors; also tracking between coupler arms, mis- 
match errors, frequency tracking of the frequency converter, calibration 
errors in the attenuator, noise, etc., can cause measurement ambiguities. 
The importance of these error terms depends on the level of accuracy we 
demand in our particular measurement situation. If we want to measure 
to an accuracy within 1 dB, we can just about make the measurement any 
way we want and be assured of good results; but if we want 0.1-dB 
accuracy, we need to examine the magnitude of the various error terms 
and take steps to reduce some of them. For 0.01-dB accuracy we not 
only need to know the magnitude of the error terms, but may need the 
phase of these terms as well. It will become necessary to use error- 
reduction techniques to remove many of the error terms. When making 
measurements with high accuracy, we may not be able to remove the 
errors physically; but if we know and remember what they are, we can 
take account of them mathematically in our final measured data. Error- 
reduction techniques will be covered later when we deal with specific 
measurement examples. 
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We shall now develop the error models needed to characterize the error 
terms in our measurement system. For any two-port s-parameter 
measurement system, Table 17-4 lists the possible error parameters and 
their physical interpretation. Figure 17-32a through d shows the four 
basic error models with the use of these parameters. 

The general error-analysis procedure is to write the flow graph of the 
entire system and then solve for the appropriate transfer function by 
using the flow-graph reduction technique or the nontouching-loop rule. 
This can become difficult for a measurement system like that shown in 
Fig. 17-30. However, these error models can be simplified in specific 
measurement situations after reducing the models to the basic forms of 
Fig. 17-32. The error models and error parameters will be described in 
detail when we discuss specific measurement examples. 

Assume that the error terms and ambiguities are now accounted for 
and minimized. We are ready to initialize the measurement system. 
During the initialization we may equalize the electrical length in the 
reference and test channels and adjust the phase and amplitude vernier 
controls to scale our display, etc. We are now ready to complete the 
measurement, but a final word of caution. Be sure all connectors are 
tight and that no undue strain is applied to the mechanical interconnec- 
tions. This is extremely important at high microwave frequencies; 
faulty connections can cause hours of grief and inaccurate results. 

Reflection Measurements. The system shown in Fig. 17-33a can be used 
for one-port reflection measurements. The basic block diagram of the 
system described in Fig. 17-30 is used, where the test set is a simple 
reflectometer. The line stretcher was added to the reflectometer to 
balance the electrical length in the reference and test channels. The 
error model, the equation describing the reflection measured by the 


Table 17-4 Common Error Sources for the Error Models in 


Fig. 17-32 
Error parameterst Physical counterpart 

Too 133 Reflection crosstalk (directivity) 
tso tos Transmission crosstalk 

Toi 32 Reflection tracking errors 

tsa ton Transmission tracking errors 
Y1iTae rile Reflection port mismatch 
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FIG 17-32 Measurement-system error models: (a) for measuring 
811, (b) for measuring 821, (c) for measuring S22, and (d) for measuring 
siz. Ports 1 and 2 are the actual ports of the network analyzer, port 
0 and port 3 are fictitious ports used only for notational purposes. 
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FIG 17-33 One-port measuring system: (a) block diagram, and 
(b) error model. 


system, and a description of the various error sources are given in Fig. 
17-33b. This error model is simplified from the model in Fig. 17-32a 
since $12 = sa = 0 for the one-port network. 

We shall now describe the various error terms and the sources from 
which they arise. If we place a perfect load on port 1 (s1; = 0), we still 
measure an apparent reflection. This may be caused by a signal leaking 
either from the reference channel to the test channel in the receiver, or 
via the directivity path through the test channel coupler. The leakage 
term will typically be down 80 dB or more below a full reflection, but the 
directivity will typically be no better than 40 dB below a full reflection. 
Hence, the directivity of the test channel coupler is the greatest con- 
tributor to the crosstalk term roo. If the amplitude and phase response of 
the coupler arms do not track or the two channels of the receiver do not 
track, we measure an apparent ripple as we vary frequency, which cannot 
be attributed to the network being tested. This ripple term is known as 


-& 
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FIG 17-34 Coupler directivity calibration (roc) obtained by 
phasing a sliding load through one wavelength at a single fre- 
quency. The directivity vector magnitude is the distance 
from the center of the display to the center of the small circle 
obtained when the load is phased through 360°. Fullscale 
81 = 0.05. 


the frequency tracking error rm. Finally, we know that an imperfect port 
match r;; can cause multiple mismatch errors. 

Since the directivity roo is typically a small number, it can be neglected 
many times when measuring large values of s1:. However, when 8, is 
small, r;; becomes significant and must be reduced to obtain accurate 
measurements. The tracking error ro, causes a percentage error in the 
measured value of s:; and is sometimes neglected when s;; is small. Also 
the mismatch error r;, is not as important when s,; is small. The 
mismatch and tracking terms, ri; and ro, affect the measurement of 81, 
most severely when 8); is large. 

In the continuous-wave mode of operation the errors can be calibrated. 
First the source mismatch term 71; can be reduced by using a slide screw 
tuner, etc. Then a sliding load can be used to isolate the directivity. 
Attach the sliding load to the output port and slide the load back and 
forth (phasing the load). The resultant output on a polar display is 
shown in Fig. 17-34. The reflection coefficient of the sliding load is not 
zero, but when the load vector is rotated through 360°, its center can be 
located, which isolates the directivity vector roo. To determine the 
tracking error ro, place a short circuit on the output port. The mea- 
sured reflection should be 1 at an angle of 180°. The phase and 
amplitude vernier controls can be adjusted to obtain the correct output 
on the display. 

For swept measurements, we first need to equalize the electrical length 
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(6) 


FIG 17-35 Equalizing electrical length in reflection mea- 

surement system: (a) swept measurement of a short before 

electrical length equalizing, and (b) result of equalization and 
adjusting phase and amplitude verniers. 


in the reference and test channels. The length can be equalized by plac- . 
ing a short circuit on the output of the measurement system. Using a j 
polar display, we obtain the results of Fig. 17-35. The line stretcher is ; 
adjusted until the line becomes a small cluster, and then the phase 

vernier control is adjusted until the display reads an angle of 180°. 

For continuous-wave measurements, the line stretcher does not need to 
be adjusted. For both continuous-wave and swept measurements, the 
line stretcher can be used to extend or retract the reference plane if we 
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want a different measurement plane from that established by the short. 

In making swept measurements, the frequency tracking error can be 
approximately isolated by connecting a short to port 1 and drawing grid 
lines on the display device for each different setting of the intermediate- 
frequency attenuator as described in Fig. 17-36. If the mismatch term 
7, Causes significant measurement error, it may be reduced by inserting a 
pad between port 1 and the network under test. 

In making reflection measurements on a two-port network, the same 
one-port measurement system can be used if we add a good termination to 
the output of the network, as shown in Fig. 17-37a. In this case, one 
additional error term must be considered; this is the mismatch of the 
termination placed on the output port of the network under test, 722. 
Figure 17-37b shows the error model for this case. Notice that if sa: or 
82 is small, we may be able to neglect this mismatch term; but if 82, and 
$12 are close to unity, we may need to tune out this mismatch, or at least 
reduce it by using a high-quality termination. Except for the above 
complication, the two-port reflection measurement proceeds as in the 
one-port system. 

The above error discussions are based on a linear error model, but in 
the real world there are many other types of errors that can occur. For 
example, nonlinear errors in the receiver front end can cause gain com- 
pression errors or a phase that changed with amplitude changes. Con- 
nector repeatability is important. Many times the crosstalk changes 
with signal level changes or as the phase changes. Attenuators are not 
perfect and do cause phase and amplitude errors when they are used. 
Noise is always present, and so is Hiesenberg’s uncertainty principle, and 


FIG 17-36 Tracking-error calibration grid lines for reflection 
measurements, 
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FIG 17-37 Two-port reflection measurement system: (a) 
block diagram, and (b) error model. 


so forth. Most of these errors are difficult to calibrate and are often 
overlooked by the measurement system user. 

Many times the input impedance of an active device is negative. This 
means the magnitude of the reflection coefficient is greater than unity. 
The standard Smith chart does not provide for |s1:| > 1, but the com- 
pressed Smith chart in Fig. 17-38 can be used whenever |s1| < 3.16 and 
provides a direct readout of negative impedance. 

Transmission Measurements. A typical system used for transmission 
measurements, along with the error model and mathematical interpreta- 
tion, is shown in Fig. 17-39. This system compares the transmission 
through the reference channel with the test channel. The network tested 
is thus normalized to the reference channel path. If the amplitude and 
electrical length of the reference channel varies with frequency or the two 
arms of the power splitter do not track or the receiver channels do not 
track, we measure an apparent ripple ¢32 in our transmission measurement. 
The port mismatch terms ty; and te: also cause measurement errors. If 
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FIG 17-38 Compressed Smith chart used for direct readout of nega- 
tive impedances. Full-scale (s1:| = 3.16. 


we do not connect any network, we still measure some transmission of the 
crosstalk in the system 3p. 

Let us now discuss the importance of these various error terms. The 
crosstalk term ¢39 is usually a very small number. Typically it is down 
80 dB or more and only causes problems in the measurement of high levels 
of attenuation. Many times the crosstalk is about the same level as the 
noise in the system. The tracking error tz; causes a percentage error in 
the transmission measurement. The mismatch terms ty; and te, cause 
measurement error even when 81: and S22 of the network are zero, because 
ti, and te. are coupled by the sei and si2 paths of the network under test. 
The multiple mismatch terms ¢11811 and t2282 reduce as 811 and 822 approach 
zero and are many times neglected in measuring a network with low input 
and output reflection coefficients. It is difficult to measure the attenua- 
tion of a bilateral network with high input and output reflections. 

In the continuous-wave mode of operation the errors can be calibrated 
in much the same way as described in the reflection measurement section. 
First we tune out both mismatches. Then we disconnect ports 1 and 2 
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so that sic = $1 = 0. This isolates. the crosstalk term to. However, 
tz is Sometimes hard to recover from the noise. Next we connect ports 
1 and 2 and adjust the gain and pulse vernier controls until the magnitude 
is unity and the phase is 0°. This calibrates the tracking term f3:. 

For swept-transmission measurements the electrical length in the test 
and reference channels must first be equalized. This can be accomplished 
by the same technique used in the reflection measurement. For the 
transmission measurement we connect the two ports and adjust the line 
stretcher and phase vernier until the small cluster is centered at 0° on the 
polar display. A phase-versus-frequency display could equally well be 
used for adjusting the electrical length. With this display we adjust the 
line stretcher to flatten out the phase slope and then offset the phase 
display with the phase vernier to obtain an approximately 0° reading for 


SS ear Poet 
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— 43 Soi fs2 
Measured $9; = — = + ee ee 
er BG ita 1-5, t11- S22 t2a- S21 Si2 Au fo2tSi Fu Saae2 
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FIG 17-39 Transmission measurement system: (a) block diagram, 
and (b) error model. 
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(b) 


FIG 17-40 Equalizing electrical length in transmission mea- 
surement system by using a phase-versus-frequency display: 
(a) swept measurement of through line before electrical length 
equalizing, and (b) result of equalization and adjusting phase 
vernier control. 


all frequencies (see Fig. 17-40). If desired, the line stretcher can be used 
to remove or add electrical length to the network under test. 

In making swept measurements, the frequency tracking error can be 
approximately isolated by connecting both ports together and drawing 
grid lines for each setting of the intermediate-frequency attenuator, in 
much the same way as illustrated in Fig. 17-36 for reflection measure- 
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FIG 17-41 Combined reflection and transmission test set. 


ments. The mismatch terms may be reduced by adding pads to port 
1 and 2. 

Incremental testing is a popular way to remove measurement system 
errors. Incremental testing compares two like networks, one which is 
well characterized and the other to be checked for deviation from the 
known network. As long as the unknown network does not deviate too 
far from the known network, the tracking and mismatch errors are 
comparatively small. 

Multiparameter Measurements. Many times we should like to measure 
more than one s parameter with the same test set. Figure 17-41 shows a 
combined transmission and reflection test set. The switch position 
determines which parameter we are measuring. If any of the error terms 
in the transmission or reflection error models do not change very much 
with switch position, we may be able to combine the reflection and trans- 
mission error models as shown in Fig. 17-42. Here we have assumed that 
the port mismatch terms ri: and 722 do not change when the receiver is 


FIG 17-42 Error model for combined reflection and transmission 
measurement system. 
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FIG 17-43 Four-parameter (s11, 822, S21, and S12) s~parameter test 
set. 


switched from the reflection port to the transmission port. The analysis 
and equations for this test set and the operation of it are the same as 
described in the previous reflection and transmission measurement sec- 
tions. If we had a three-channel receiver, we could eliminate the need 
for the switch and simultaneously monitor the transmission and reflection. 

Figure 17-43 illustrates a four-parameter test set for measuring $1, 
821, S22, and siz, With s; and s2 set as shown in the diagram, the ratio of 
the test to reference channels is proportional to si; of the network being 
tested. If s, and s2 are both switched, we measure $22 of the network. 
If s, or 8. are switched separately, we measure sj. or S21 of the network 
respectively. 

Computer Measurement Systems. Highly sophisticated microwave 
devices and systems have created a need for accurate, fast, and complete 
characterization of the networks that comprise them. We have dis- 
cussed two popular techniques for characterization of microwave net- 
works. They can be broadly classified as fixed-frequency or swept- 
frequency techniques. The power of the fixed-frequency technique is 
that the mismatch, tracking, and directivity errors of the measurement 
system can be minimized by ‘tuning out” the residual errors and high 
accuracy can thereby be achieved. Fixed-frequency techniques, how- 
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FIG 17-44 Computer-controlled automatic network analyzer 
system. 


ever, are slow and somewhat tedious. Swept-frequency techniques in 
general offer a fast means of gathering data across broad bandwidths and 
the advantage of intuitive insight into the device being tested. Nor- 
mally, it is difficult to account for all errors when using the swept-frequency 
technique, since they cannot be completely tuned out in the broad band- 
widths. We should like the microwave measurement system to provide 
the advantages of the above two techniques without incurring the 
disadvantages and to be flexible and easy to use. 

If we take the network analyzer system shown in Fig. 17-30 and add 
a computer, we obtain the automatic network analyzer shown in Fig. 
17-44. The computer controls the various blocks and also processes the 
data from the receiver. Let us now discuss how the automatic system 
strengthens the following four areas. 

Accuracy. The automatic system uses astepped-frequency sweep rather 
than a continuous one, and so a finite number of points for measurement 
results. Instead of tuning out the system errors at each frequency point. 
the various error terms (see Fig. 17-32) are first measured, then taken into 
account as the device is measured. The internal system errors are 
vectorially subtracted from the measurement data, which corrects the 
measurement and leaves only the true characteristics of the device. 
System errors need only be characterized at the beginning of a set of meas- 
urements. The various error terms of the automatic network analyzer 
can be constructed by measuring appropriate standards.. The standards 
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used are such devices as shorts, opens, and loads, which are relatively 
easy to characterize and manufacture to accurate tolerances. 

The residual system errors, all of second-order importance, are then 
only those caused by imperfect repeatability of connectors and switches, 
noise in the system, system drift, and errors in the standards used for 
calibration. 

The measurement procedure is as follows: (1) calibration, (2) measure- 
ment, and (3) correction of the data. 

Speed. The computer can easily control all the instrument functions 
normally operated by the user. Then, too, the calculating power of the 
computer greatly shortens the time required for complete network 
characterization. 

Flexibility. The s parameters are the parameters most easily measured 
at microwave frequencies. However, they may not be the desired out- 
put from the system. The s parameters comprise a total characteriza- 
tion of the network. Therefore, the computer can transform from the 
s-parameter set to any other consistent parameter set one may wish. 
The h, y, or 2 parameters can be determined, and also group delay, 
vswr, return loss, or other desired quantities. Transformations into 
other domains are also feasible, such as determining time-domain response 
from frequency-domain data. 

Fase of Use. Since the computer controls the instruments, makes the 
measurements, and manipulates the data, the user is relieved of the 
mundane and difficult parts of the measurement procedure. The imagi- 
nation of the development or production engineer is not merely supple- 
mented; it is indeed amplified by the system, and furthermore his ideas, 
now in software, are made usable by many people. More time becomes 
available, and more desire is created to do the long and difficult measure- 
ments needed for imaginative design. 
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CHAPTER EIGHTEEN 
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AUTOMATED MEASUREMENT 
SYSTEMS 
i 


From notes by 
M. D. Ewy 


Hewlett-Packard Company 
Palo Alto, California 


a 


A measurement system is a combination of instruments working together 
to measure, sometimes to analyze, and to present the resultant data in a 
useful form. 

An automated system is economically advantageous if: 

1. Many repetitive measurements must be made or operations 
performed; or 

2. A complicated operation requiring a high degree of skill must be 
performed. 

Three types of automatic measurement systems will be described, which 
illustrate the automatic system capabilities of 

1. Data acquisition 

2. Data analysis 

3. Programming and control or automatic testing 

At the time of the present writing [1], “automatic testing of electronic 
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FIG 18-1 Basic low-level data acquisition system. 


devices is one of the fastest growing areas of electronic instrumentation. 
It is the way an increasing amount of our testing is done every day, and 
it is the way most of our testing will be done in the future.” Reference 1 
contains four papers on automated testing, choosing an automatic test 
system, building an automatic test system, and a description of the 
systems produced by a leading company. 


18-1 Low-level Multichannel Data Acquisition Systems 


In contrast to the other automatic systems to be described, this type of 
system has been in use for many years. Applications have increased 
manyfold over the last two decades. The applications are often char- 
acterized by the need for monitoring, at many points, the condition of a 
process or equipment, for example, a nuclear reactor, aerodynamic 
structure, rocket, or jet or internal-combustion engine. In other words, 
the need is for automatic multichannel scanning; that is, each point to be 
monitored must be measured rapidly, one after the other, in sequence. 
It is often desirable to convert each measurement to digital form for out- 
putting or recording to allow later accurate analysis. 

A block diagram of a basic system is shown in Fig. 18-1. As the scanner 
successively connects the voltmeter input to each signal source, the 
voltage level from the source is measured and digitized by the voltmeter 
and presented in digital form to the printer for reeording. 

Frequently, the parameters to be measured by a low-level data acquisi- 
tion system are temperature and pressure or force. These parameters 
are ordinarily converted into electrical signals by thermocouples for 
temperature measurement and strain gages for the measurement of 
pressure or force. A typical thermocouple generates a potential of 
22 uV per °F. A strain gauge might generate 20 mV full scale. This 
situation requires the measurement of low-level potentials of the order of 
a few microvolts. 

At this level, measurement capability is often limited by the errors 
introduced by common-mode and normal-mode noise signals. Signals 
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introduced identically on both the high and low input lines are referred 
to as common-mode signals (see Fig. 18-2). Figure 18-3 shows how both 
de and ac common-mode noise signals are typically introduced into a data 
acquisition system. The desired signal source is the small differential 
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Common -mode 
noise 
source 


Output 


FIG 18-2 Common-mode voltage. 


voltage developed across the resistance bridge through bridge unbalance. 
The excitation voltage for the bridge introduces a de common-mode 
voltage, and a ground potential caused by ac power currents flowing in 
ground leads having finite impedance introduces an ac common-mode 
voltage. Both of these undesired voltages are often very large compared 
with the desired signal voltage. If the measurement system cannot 
reject these common-mode voltages well enough, then significant errors 
will appear at the output. 

No amplifier or measurement system has perfect (zero) CMR ratio. 
Because of various unbalances in the source and in the measurement- 
system input circuits, some of the common-mode noise is converted into 
normal-mode noise. A normal-mode signal is a signal that appears 
between high and low, just as the desired signal appears. See Fig. 18-4 
and also Chap. 13. 

Several techniques are used in the design of low-level data acquisition 
systems to minimize the effects of noise. Most of these design techniques 
are described below. Also, see Chaps. 7 and 13 for discussion of the 
amplifiers themselves. 
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FIG 18-3 Allternating- and direct-current common-mode voltage. 
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18-2 Common-mode Noise Rejection 


Floating. A floated measurement system has no de connection between 
the chassis or earth ground and the measurement circuits; that is, the 
measurement circuits are floated. Figure 18-5 shows the significant parts 
of a bridge transducer with its output measured by a floated voltmeter. 
Reasonable circuit values are shown. 

If the voltmeter were not floated, Lo would be connected to chassis 
ground and essentially all the voltage generated by the noise generator 
would appear across R, and thereby interfere with the signal being 
measured. Floating reduces the interference to the extent that 
Xe. = 1/wC is large compared with R,. For the values shown, CMR 
ratio is approximately 


xX 
CMR (dB) ~ —20 log" = —20 log 


al 
Rr wt, Rz (18 a ) 


~ —48 dB 


For long input lines, the use of shielding as shown does not improve the 
noise rejection because of the low value of Rc. An insignificant part of 
the current generated by the noise generator normally flows through Ry 
because of the high input impedance required of the voltmeter. For 
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FIG 18-5 A floated measurement system. 
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FIG 18-6 A floated and guarded measurement system. 


some special applications, it would be possible to improve the situation 
further by maintaining appropriate impedances in the Hi and Lo lines at 
the source and the voltmeter input circuitry. 

Guarding. A guarded measurement system has an electrostatic shield, 
or guard, surrounding the input lines and measurement circuits (see Fig. 
18-6). The common-mode noise generator now drives the guard by 
charging C; through Ry. Since the potential on the guard shield nearly 
follows the potential on the Lo input line, very little noise current flows 
through R; and C;. Also, the guard shield can be made quite effective, 
so that C1 is only a few picofarads. Therefore, very little noise current 
flows directly through R, and Cy. 

Assuming reasonable values of 0.01 uF for Cz and C; (the same value 
used for C in Fig. 18-5), 3 pF for C3, and 60 Hz, 


Xo. > Rr 
X ce > Rr, 
X¢3 > Rg 


The noise voltage developed across Rz is approximately 


p= (Bats 4 Be) p, 


XooXc3 Xe 
Ve 
CMR (dB) = —20 log . 
RsRr =) 
= 201 — 
Cans Xc1 


For the parameters given, 
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and 


CMR = —20 log “se = —20 log decibels (18-2-2) 
L 


wy Ry 

Note that this formula is identical with (18-2-1), but in this case the 
value of Xc; is orders of magnitude larger. For the values given, » 
CMR ~ —119 dB. 

If leakage resistances Ri, Re, and R; are substituted for the capaci- 
tors Ci, C2, and C; of Fig. 18-6, it can be seen that interference from a 
dc common-mode voltage will be similarly rejected by a floated and 
guarded measurement system. The unguarded leakage resistance f; 
can be as high as 101! Q in a practical instrument, which gives —160-dB 
CMR at de for 103-0 source unbalance. 

As indicated in Fig. 18-6, the measurement information must be 
coupled through the guard shield with ac coupling to preserve the 
integrity of the shield. Low-level DVMs have measurement techniques 
that generate pulses, which are ac coupled through the guard shield and 
then counted or totaled in output circuitry that can be referenced to 
chassis or earth ground [2, 3]. 


18-3 Normal-mode Noise Rejection 


In the preceding section, we have shown how floating and guarding 
can reject a 60-Hz common-mode signal by a ratio of 10° or 120 dB. 
If a system experienced 10 V rms of common-mode signal because of 
power-line ground currents, only 10 1V rms would be converted to normal- 
mode interference and appear in series with the desired signal. However, 
even an error of 10 nV is large for systems measuring the outputs of strain 
gages or thermocouples. The parameters measured with strain gages and 
thermocouples usually fluctuate only at very low frequencies. Therefore, 
the interfering 60-Hz normal-mode signal can often be attenuated by a 
low-pass filter of some kind. 

Other noise, including amplifier noise (see next section), is also signifi- 
cant at the 1-uV level. Therefore, a desirable filter not only would have 
high attenuation at 60 Hz, but also good attenuation at all higher fre- 
quencies. The filter should have minimum attenuation in the passband. 
Because the DVM is preceded by a scanner, a filter at the input terminals 
of the voltmeter must have fast transient response. Otherwise, accurate 
measurements could be made only at slow scanning rates, to allow the 
filter output to settle, or a preamplifier and filter would have to be used 
on every channel ahead of the scanner. 

A technique often used, which meets all of the requirements above, is 
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electronic integration over a period of time equal to one or several periods 
of the interfering 60-Hz signal [2, 3]. (See Chap. 7.) 

Note that even though the equivalent noise bandwidth is approxi- 
mately 30 Hz with the integration period set at 1é9 sec, a preamplifier 
circuit ahead of the integrating amplifier can be wideband and settle 
quickly after each scanner connection. 


18-4 Low-noise Preamplifiers 


As previously shown, it is often desirable to measure or resolve 1 nV, 
or even 0.1 »V, with a source impedance of 10? © in order of magnitude. 
An integrating DVM with an integration period of 9 sec has an equiv- 
alent noise bandwidth of approximately 30 Hz. Thermal noise in a pure 
resistance is given by 


E, = (4KTR af)¥ (18-4-1) 


where E, = noise voltage, V rms 
K = Boltzmann’s constant, 1.38 & 10723 j/°K 
T = absolute temperature, °K 
R = resistance, Q 
Af = equivalent noise bandwidth, Hz 

At room temperature, and with the values given above, an ideal source 
resistance of 1,000 @ would generate a noise voltage of 0.022 pV. 

A preamplifier not carefully designed for low-noise performance might 
have a noise figure of 20 dB, especially at these low frequencies. The 
equivalent input noise of this amplifier would be, for the 10? Q source, 
0.22 uV. Design techniques for obtaining lower noise figures are 
described in many books and papers on amplifiers. 


18-5 Crosstalk 


Crosstalk refers to the normal-mode interference on a channel being 
measured, generated by the signal or signals on other channels. The 
interference present in a scanning system is due to leakage impedance 
between signal lines and across open scanning switches. Figure 18-7 
shows the basic situation, where 

E.. = signal being measured 
E,, = interference signal 

R,, R,» = source resistances 

R,, R, = leakage resistances 

Cp, C; = leakage capacitances 

R; = input impedance of measuring circuit 
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FIG 18-7 Crosstalk parameters 
(only Hi-line switches are shown). 


The total leakage impedance is 
R.R> 


Z, = ———— 18-5-1 
; R.R,w(C, + C;) + R, + Rp : 
At de, 

R,.R> 

= = _ -2 

Z.= RK, RB. +R, (18-5-2) 
and at high frequencies, 
1 

Z,= X;, = ——— 18-5-3 

t ‘= FG4 6, ( ) 


Crosstalk is normally not a problem at frequencies approaching dc. In 
typical applications, R; >> Ri and at frequencies of interest X;:>> R, and 
R,. Then the crosstalk ratio CT is 


CT = Ryw(C, + Cp) (18-5-4) 
or 
CT (dB) = 20 log Riw(C, + Cp) (18-5-5) 
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FIG 18-8 Two-level switching to minimize crosstalk (only Hi-line 
switches are shown). 
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In most applications, C, can be reduced by electrostatic shielding or 
guarding, but C, is additive for each source or channel connected to the 
system. Figure 18-8 shows how two-level switching can be used to 
minimize the effective C, in a scanning system. 


18-6 Thermal Voltages 


A junction of two dissimilar metals will generate a small voltage, or 
emf, with amplitude depending upon temperature. This result is 
commonly called a thermal emf, since the magnitude of the voltage is 
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FIG 18-9 Thermocouple. 


a function of temperature. Thermocouples are junctions of dissimilar 
metals fabricated specifically for measuring temperature by using this 
effect, and a diagram of such a device is shown in Fig. 18-9. When 
both junctions are at the same temperature, the thermal emf’s at the 
junction are of equal magnitude and opposite polarity, so that the net 
voltage seen by the measurement system is zero. If the temperatures 
of the two junctions are different, then a net voltage is developed that is 
proportional to this differential temperature. The metals shown will 
develop a net voltage of about 22 u.V/°F of temperature difference between 
hot and cold junctions. 

This effect is useful, but great care must be taken to prevent undesired 
thermal emf’s from existing in the low-level input circuits. An input 


CONSTI 


Scanner Voltmeter 


FIG 18-10 Thermocouple input circuit. 


circuit is shown in Fig. 18-10 that uses a copper-constantan thermocouple 
and a magnetic-reed scanner to route the signal to a low-level voltmeter. 
For clarity, the guard circuit that is normally used is not shown. There 
are typically many more connections than shown here. 
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Now, to measure a temperature to an accuracy of 0.1°F would require 
measurement of the input voltage to an accuracy of about 2 4V. The 
thermal emf developed by the reed scanner, if there is a temperature 
difference at the two junctions of nickel-iron to copper, is greater than 
10 »V/°F. Careful thermal design must be used to ensure that the 
temperature difference between the two ends of the reed switch is held 
very low. Also, if care is not taken, the connecting lines may contain 
materials having different thermoelectric coefficients, and unless junction 
pairs are accurately matched in temperature, a residual error voltage will 
exist and drift about with changes in temperature. For instance, if 
copper wires and brass connectors are used, a temperature change of 1°F 
at one of the junctions will cause a drift of more than 1 uV referred to 
the input. . 

In some cases, even the different thermoelectric coefficients of wire from 
different ingots of copper can cause significant error. And if two pieces 
of copper wire are soldered together without clean copper-to-copper 
contact, two thermoelectric junctions exist at the connection and can cause 
drift. 


18-7 Scanners 


Low-speed Scanners. The techniques described above allow the design 
of systems that provide accurate measurements down to the microvolt 
level in very difficult environments. However, the integration technique 
for eliminating 60-Hz normal-mode interference limits the system speed 
to a maximum of about 40 measurements per second. At these speeds, 
magnetic-reed switches and other electromechanical switches can be used 
to perform the input scanning function. These scanners switch three 
wires, HIGH, Low, and GUARD, for each input channel, and connect these 
wires to a cable routed to the DVM. The switching typically requires a 
few milliseconds. . 

High-speed Scanners or Multiplexers. A high-speed-scanner is usually 
called a multiplexer. The electromechanical scanner is not fast enough to 
be used in high-speed data acquisition systems. Solid-state switches are 
used instead. These switches must be followed by a wideband, low-noise 
amplifier with low output impedance, that is physically close to the out- 
put of the switches. This allows higher system speeds by minimizing 
the capacitance on the output side of the switch that must be driven by 
the source. Suppose, for example, that a data acquisition system uses a 
10-ft signal cable, as shown in Fig. 18-11. With a reasonable cable 
capacitance of 30 pF/ft, C; = 300 pF. Further, assume that the voltage 
on C; is 0 V before the scanner is connected to H,; and that Ri = 10° 
Q. If a reading to an accuracy of 0.1 percent is desired, R; must be 
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FIG 18-11 Input capacitance ef- 
fect (only Hi-line switches are 
shown). 


>10° & to prevent steady-state loading effects, and this resistance is 
easy to obtain. However, one must wait more than 6.9 time constants 
7, where 7 = R,C;, before making a measurement, to allow the voltage on 
C; to rise to within 0.1 percent of E,; Then this time is T > 6.97 
= 6.9 K 10° X 300 X 107-12, or T > 207 usec. 

This time is insignificant if one is integrating the input signal over a 
period of }é9 sec or longer, as in low-speed systems. However, it is 
seriously long in high-speed systems. These systems are often required 
to make measurements to 0.1 percent accuracy in 10 usec or less. There- 
fore, a high-performance amplifier must be used near, and on the output 
side of, the switches. 

Other techniques to minimize the effective value of C; are two-level 
switching (see Fig. 18-8) and the use of multiple amplifiers, with only a 
limited number of sources switched into any one amplifier. 

Analog-to-digital Conversion Techniques. In many modern data acquisi- 
tion systems, the scanner or multiplexer is followed by an instrument that 
can measure the input analog voltage and present the resultant number in 
digital form for display or recording, or both. In slow-speed systems, this 
device is usually a DVM. The integration technique previously referred 
to is often used because it provides outstanding noise rejection capability. 

In high-speed systems, the instruments that perform the measurement 
and conversion are called analog-to-digital (or A/D) converters. Some 
methods for analog-to-digital conversion are treated in Chap. 8. 


18-8 Automatic Analyzer Systems 


In an application suited to the use of an automatic analyzer system, the 
measurement requirement is not necessarily very repetitive, but con- 
siderable analysis must be made to obtain the desired answer. Small 
computers are therefore appropriate in this type of system. An example 
is the microwave-network analyzer system shown in block diagram form 
in Figure 18-12. See Ref. 8 for details. 
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The signal source consists of a sweep signal generator interfaced to the 
computer for the control of generator frequency. 

The network analyzer measures the s parameters [4] of the device 
being characterized. Any one of the four s parameters representing a 
two-port device can be measured by switching the rf signals inside the test 
unit. This switching is computer controlled. The network analyzer 
portion of the system is a microwave vector-ratio voltmeter which mea- 
sures the amplitude ratio and phase difference between the reference and 
test channels [5, 6]. Thus, for the position of the test-unit switches 
shown in Fig. 18-J2, the port-1 reflection characteristics of the device 
under test would be measured. Two analog-to-digital converters in the 
network analyzer digitize the magnitude and phase information for 
computer input. 

The computer is a small instrumentation computer [7]. All important 
functions of the microwave instruments can be controlled by the com- 
puter. Also, the computer can be used to store the system’s own fre- 
quency-dependent errors (both amplitude and phase) as well as perform 
necessary mathematical calculations. Control of the system is as fol- 
lows: First the computer sets the sweep generator and network analyzer 
to the required frequency and then routes the rf signal through the multi- 
plexer to the test unit. Next, the s parameter to be measured is selected, 
and the resulting amplitude and phase information is digitized and trans- 
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FIG 18-12 Microwave-network analyzer system. 
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ferred to the computer. Finally, the raw measurement data are corrected 
for system errors (previously measured) and then transformed into the 
desired parameters for display on either an oscilloscope or the teletype. 
These last two operations of the computer (error correction and data 
transformation) are very important. They are the unique characteristics 
of this kind of system and make it very useful. 

Error Correction. The error correction capability allows the system to 
make microwave measurements to the accuracy of a standards laboratory 
quickly and easily. This is accomplished by making s parameter mea- 
surements with reference standards connected to the measurement ports, 
and also with the ports connected together. Then simultaneous equa- 
tions are solved and other calculations made to derive eight separate 
calibration constants. This calibration procedure is automatically per- 
formed at each frequency of interest. Then, after the s parameters on the 
unknown device are measured, they are corrected by an iterative com- 
puting technique that uses the stored calibration data, and this yields 
measurements with standards laboratory accuracy in only a few minutes. 

Data Transformation. The data transformation capability of the com- 
puter comes into play after error correction. The corrected S-parameter 
measurements have completely characterized the device, but the user 
normally wants the information in the form of VSWR, reflection coeffi- 
cient, return loss, bandpass transmission, or group delay, all these versus 
frequency. The digital computer can quickly calculate any or all of 
these characteristics and print them out on a teletype or plot them on a 
cathode-ray oscilloscope display. 

Thus it is seen that small digital computers make it possible to build 
automatic analyzer systems that make accurate measurements quickly, 
and these would otherwise be made inaccurately or not at all because of 
the tedium involved. 


18-9 Automatic Test Systems 


An automatic test system application typically requires not only some 
data acquisition and analysis, but also a considerable amount of pro- 
gramming and control capability. This kind of system is often used to 
check the performance of some device on a production line or at a mainte- 
nance facility. The applications vary from electronic component testing 
such as capacitor testing, to large system testing such as the checkout of 
all electronic systems on an aircraft. We shall describe here a typical 
test system that would be useful for testing electronic assemblies, such as 
printed circuit cards or a receiver. A basic block diagram is shown in 
Fig. 18-13. 
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FIG 18-13 Automatic test system. 


The system would operate basically as follows: After the unit under 
test is connected to the system, the switching unit would be programmed 
to make the proper system interconnections, and then the power would be 
programmed on to the proper level. The stimuli are then programmed 
on, and after an appropriate time interval, a measurement might be com- 
pared with a desired result, and if the comparison is satisfactory, the 
system would be programmed for the next test tobe made. At the com- 
pletion of all tests on the unit, the significant results are recorded on an 
output device. The entire sequence of tests can be made automatically, 
without operator intervention. Almost any measurement that can be 
made manually on a device can now be made automatically with such a 
system, with a great saving of time and with increased repeatability and 
accuracy. 

A system might include several power supplies, stimuli, and measure- 
ment instruments. The stimulus sources could include, for example, low- 
and high-frequency oscillators, function generators, dc sources, and pulse 
generators. The measurement instruments could include DVMs for 
measuring low-level or de signals, analog-to-digital converters for making 
high-speed measurements of amplitude versus time, ac DVMs and phase 
meters, digital ohmmeters, and counters for measuring frequency or time 
intervals. The system could also include programmable loads, attenu- 
ators, amplifiers, and calibration references [8]. 
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With instruments such as these, the system could be used automati- 
cally to measure the gain and phase versus frequency, the time response 
to a step input, and time delays and logical operation of digital circuitry, 
for example. The measurements made are usually the same measure- 
ments that could be made manually, but the computerized system can 
dramatically speed up the process. The computer can also be used to 
analyze the results more thoroughly and even to perform diagnostic 
troubleshooting on test units that exhibit improper performance. 

The instruments used in such systems are in most respects the same 
as the instruments used in manual test setups. The primary difference 
is that the instruments must be programmable. That is, the range- 
changing, level-setting, switching, etc., that would otherwise be done 
manually must be programmed by the computer. Also, data generated 
by the measurement instruments must be in a form suitable for reading 
by a computer. 

Programming. Digital computers are used for control and analysis in 
modern automatic test systems [7]. All information in such a computer 
is in the form of digital bit patterns. The computer normally operates 
on (that is, stores, transfers, reads, or performs logical arithmetic oper- 
ations on) a bit pattern of a fixed length, called a character or word, one 
word at a time. This is then the natural means of communicating 
between the digital computer and other instruments in the system. 
That is, the computer would like to transfer data to or read data from 
an instrument one word at a time, each word containing, for example, 
16 bits of digital information. The instruments then need to recognize 
this digital programming data. This requirement is easily met for those 
instrument adjustments that would be made manually by switching— 
for example, range changing. A switch connection can be remotely con- 
trolled by using a relay or a transistor that is biased orr or saturated on 
in the programmed instrument. The first eight bits in the program word 
to an oscillator, for example, could control the switching of eight fre- 
quency ranges. Lach bit is represented by an electrical signal, and only 
one of the eight is caused to be on or TRUE at any one time and thereby 
select the appropriate range. A further refinement could binary encode 
this range program data, which would require the transfer of only three 
data bits from the computer to the instrument. 

Sometimes program data take the form of numbers, for example, the 
channel number to which a scanner should be connected. This infor- 
mation is transferred as a binary-coded octal or binary-coded decimal 
number. Some instrument controls, such as signal output-level controls, 
are analog in nature. Here a digital-to-analog converter is needed to 
transform the digital program data before it is used to program the 
instrument. The digital-to-analog converter could be a part of the pro- 
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grammed instrument, or it could take the form of separate interface 
hardware. 

Addressing and Memory. All digital program data transferred out of a 
digital computer are transferred from acommon data bussin the computer. 
The program data must somehow be directed to the appropriate instru- 
ment. This is done by addressing. Each instrument has a unique 
address, an octal number. When an instrument is addressed, the com- 
puter output data buss is connected to that instrument, or to a register 
associated with that instrument. This register then remembers the data 
that were transferred. The data buss then can be used to transfer data 
to another instrument. This register, or memory, is essential. It must 
exist to hold the program data as long as the program is needed. The 
registers and associated addressable switches could be in the instruments, 
in an interface package between the instruments and the computer, or 
within the computer main frame. 

Timing. A typical modern small digital computer contains a clock that 
causes it to operate on the order of 10° operations per second [7]. Such a 
computer could successively read program data from its memory and 
transmit the data to instruments to connect system switches, program 
power supplies, program an ac source, program an ac voltmeter, and 
examine the voltmeter for measurement data, all in a time interval of less 
than 100 usec. The instruments obviously cannot respond this fast. 
Typically, the switches would require a few milliseconds to close and stop 
bouncing, a fast power supply would require 100 usec to settle, and an ac 
source and voltmeter could each take a good part of a second to settle 
and obtain an accurate measurement. The point is, system timing 
information must be incorporated into the computer program. There are 
basically two methods. 

The most obvious approach is to program the computer to wait, or 
“count time,” for an appropriate period after each time that it programs 
or communicates with an instrument. This is a completely workable 
approach, but it requires that the person programming the system (writing 
the computer program) have a good knowledge of the timing require- 
ments of all instruments in the system. Another approach is to provide 
a line between the computer and the instrument, over which timing 
information is transferred. With such a line, an instrument can ‘“‘tell’ 
the computer when it has ‘‘timed out” or settled, by changing the digital 
level on this line at that time. The computer then simply monitors this 
line until the appropriate level change occurs and then proceeds with the 
next system operation. The system then operates at maximum permis- 
sible speed, determined by the instruments, without the need for putting 
explicit instrument timing information in the computer program. 

More highly developed automatic test systems use this timing inform 
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tion from the instruments in an interrupt mode. The computer program 
can be so arranged that whenever the computer must wait for an instru- 
ment to settle or generate a reading (for example), the computer program 
goes on to other problems that can be done while waiting, such as per- 
forming calculations on data previously obtained. Then when the 
instrument interrupts at the end of the required instrument delay time, 
the computer program goes back to the operation with the instruments. 
This technique of course makes more efficient use of computer time. 
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Mesures, 12 
Common-mode rejection, 377, 491, 707 
in digital voltmeter, 233 
Communication system interferences, 
536 
Complex impedance meter, 280 
Computer information display, 415 
Conducted interference, 511 
Conducted susceptibility, 515 
Confidence level, 124 
Convolution, 56, 113 
definition of, 108 
digital, 139 
Cooley-Tukey algorithm, 110 
Copernicus, 2 
Correlation function, 76, 89 


Crookes, William, 350 
Crosstalk, 710 
CRT (cathode-ray tube), 353 


Cumulative probability distribution, 74 


113 
Curve tracer, 416 


Data acquisition system, 705 
De (see Direct current) 
Defense Communications Agency, 543 
Delay distortion, 30 
Delayed sweep, 387 
DeMoivre-Laplace theorem, 116 
Detection: 

coherent, 99 

of signal in noise, 100 
Detector: 

average-responding, 239 

peak, 245 

peak-to-peak, 249 

phase, 25 

quasi-root-mean-square, 253 

root-mean-square, 250 
Differential amplifier, 201 
Differential time delay, 528 
Digital convolution, 139 
Digital filtering, 139 
Digital voltmeter (DVM), 211 

counting, 219 

integrating, 82, 224 

noise rejection, 230 

potentiometric, 213 

ramp, 218 
Digitizing errors, 119 
Dimensions, 10 
Direct-coupled amplifier, 188 

chopper, 204 

differential, 201 

open-loop gain measurement, 195 

overvoltage protection, 194 
Direct-current amplifier, 186 

automatic reset, 197 
Direct-current comparator, 281 
Direct-current meter, 276 
Direct-current probe, 259 
Direct-current resistance, 265 
Distortion, 643 

delay, 30 

measures, 41 


? 


Distribution, cumulative probability, 74, 
113 
Disturbance, background, 102 


Electromagnetic susceptibility, 514 
Emu, 7 
Ensemble of noise signal, 66 
Envelope delay, 31, 530 
Ephemeris time, 157 
Equivalent circuit, 266 
Equivalent filter, 117 

for signal averaging, 118 
Ergodic systems, 68 
Esu, 7 


Ferrimagnetic resonance, 662 
Ferrite devices, 661 
Filtering, digital, 139 
Fourier transform, 47, 49 
basic theory, 108 
common pairs, 109 
Cooley-Tukey algorithm, 111 
Frequency: 
broadcasts, 158 
ratio measurement, 176 
VLF broadcasts, 160 
Frequency measurement, 177 
standard deviations, 164 
Frequency measuring instruments, 172 
Frequency meter: 
absorption, 615 
microwave, 611 
Frequency multiplier, 556 
stability, 564 
Frequency response, automatic plotting, 
22 
Frequency stability, 642 
Frequency standards, 162 
atomic, 170 
quartz, 167 
Frequency synthesizer, 179 
applications of, 183 
Function generator, 348 


Gain margin, 36 

Gain measurement, 19, 489 
Galvanometric recorder, 428 
Group delay, 31, 34, 530 


Index 725 
Guarded-measurement, 708 

Guarding, 708 

Gunn oscillator, 565 

Gyrator, 669 


Hanning line shapes, 129 
Hanning window, 129 
Harmonic mixing, 630 
Hewlett-Packard RX meter, 305 


Impedance, 265 
precision measurement, 311 
transfer, 268 
Impedance measurements, 264, 655 
Impedance standards, 313 
Impulse noise, 645 
Impulse response, 47 
by crosscorrelation, 101 
Inductance meter, 279 
Inductance standards, 13 
Inductively coupled frequency, 291 
Inductor: 
frequency effects, 275 
standard, 276 
Input balance, 491 
Instruments, frequency measuring, 172 
Integration, dual-slope, in digital volt- 
meter, 227 
Interference, 536 
conducted, 511 
radiated, 514 
Interference measurement, 653 
International Committee on Weights and 
Measures (Comité International des 
Poids et Mesures), 12 
International system of units, 12 
Isolator, 664 


Kelvin double bridge, 285 
Kepler, Johannes, 2 
Kerr bridge, 305 


LC oscillator, 321 

Line shape, 126, 127 

Linear systems, analysis of, 17 
Loop gain, 35 


726 Index 
Loss measurement, 19 
Low-noise amplifier, 710 


Magnetic recording, 461 
analog, 468 
noise in, 475 
reproduction of, 472 
Magnetic recording methods, 464 
Magnetic tape, 476 
Matched filter, digital, 141 
Mathematics, 66 
Mean solar time, 158 
Mean-square values, 69 
Measurement: 
automated systems, 704 
computer systems method, 701 
electromagnetic interference, 653 
guarding, 708 
impedance, 264, 655 
interference, 653 
low-impedance, 299 
microwave attenuation, 659 
microwave techniques, 688 
modulation, 639 
multiparameter, 699 
mutual-inductance, 300 
presence of noise, 97 
radio-frequency, 303 
reflection, 655, 689 
transmission, 695 
Microwave amplifier, 552 
Microwave attenuation measurement, 
659 
Microwave power measurement, 595 
Microwave sweep generator, 588 
Microwave transistor oscillator, 545 
Microwave wavemeter, 611 
Modulation, pulse amplitude, 647 
Modulation measurement, 639 
Modulator: 
absorption, 585 
amplitude, 584 
Multiparameter measurement, 699 
Multiplexer, 713 
Multiplier: 
circuit, 558 
frequency, 556 
step-recovery diode, 562 
varactor-diode, 556 


National Bureau of Standards (NBS), 
159, 312 
station WWVB, 160 
traceability, 313 
Network, electrical, 305 
bridged T, 306 
Network analyzer, 29 
s-parameters, 686 
Network theory, two-port, 671 
Nichols plot, 487 
Noise: 
background, 90 
common-mode rejection, 377, 491, 707 
effect of, on measurement of power 
spectrum, 138 
ensemble average, 66 
mean-square values, 69 
normal-mode rejection, 709 
power density spectrum, 70 
power spectrum, 69 
in recorders, 475 
spectral measurements, 87 
in spectrum analyzers, 628 
as a test signal, 87 
time average, 67 
white, 71 
Noise figure, modulation, 521 
Noise measurement, 80 
Nonlinearity, classes of, 46 
Normal-mode rejection, 709 


Ohmmeter, 277 
Optical recorder, 448 
Oscillator: 
avalanche, 569 
beat-frequency, 340 
Gunn, 565 
impatt diode, 567 
LC, 321 
microwave transistor, 545 
phase-shift, 337 
polyphase, 342 
RC, 328 
ring, 339 
solid-state, 565 
stability, 578 
tuning, 548 
Wien bridge, 331 
Oscilloscope: 
accessories for, 418 


Oscilloscope (Cont.): 
amplifier, 374 
classification of, 352 
delay lines, 392 
digital readout, 407 
functions of, 351 
general-purpose, 371 
for medical displays, 413 
plug-in, 395 
sampling, 398 
storage, 397 
sweep linearity, 388 
sweep mode, 386 
time-bases, 382 
x-y plotter, 411 

Oscilloscope camera, 421 


PAM, 647 
Period measurement, 175 
Phase detector, 25 
Phase margin, 36 
Phase measurement, 23 
Phase-shift oscillator, 337 
Physical constants, table, 14 
Polyphase oscillator, 342 
Power density spectrum, 70 
Power measurement: 
microwave, 595 
mismatch, 607 
pulsed-power, 605 
Power meter: 
thermistor, 600 
thermocouple, 598 
Power sensor, 596 
Power sensor mounts, 610 
Power spectral analysis, 134 
Power spectrum, 69 
Precautions in testing, 42 
Probability density function, 71, 112 
Gaussian, 72 
of sampling error, 115 
Probe: 
alternating-current, 261 
direct-current, 259 
Programming, 718 
Pulse-amplitude modulation (PAM), 647 
Pulsed-power measurement, 605 


index 727 
Q meter, 310 
Quartz frequency standards, 167 


Radiated interference, 514 
Radio-frequency bridges, 304 
Radio-frequency measurements, 303 
Radio receiver, amplitude-modulation, 
508 
Random variable, 112, 113 
Ratio measurement, frequency, 176 
RC oscillator, 328 
Reactance, 265 
Receiver, 507 
amplitude-modulation, 508 
automatic-gain-control, 523 
commercial specifications for, 539 
federal and military specifications for, 
540 
modulation, 521 
noise figure, 520 
quieting, 516 
Recorder: 
amplifier for, 440. 
galvanometric, 428 
noise, 475 
optical, 448 
pen mechanisms, 446 
phase response, 438 
position feedback, 454 
servo, 456 
sine response, 436 
straight-line writing, 450 
transient response, 430, 459 
Recording: 
digital, 466 
magnetic, 461 
Reflection measurement, 655, 689 
Reflectometer, 657 
Resistor: 
frequency effects, 270 
power coefficient, 270 
standard, .272 
temperature coefficient, 270 
voltage coefficient, 269 
Resonance method (impedance measure- 
ment), 308 
Ring oscillator, 338 
Root-mean-square (rms) detector, 250 
Root-mean-square (rms) voltmeter, 250 


728 Index 
Sampling oscilloscope, 398 
Sampling voltmeter, 255 
Scan conversion, 371 
Scanner, 713 
Scattering parameters, 673, 678, 685 
Servorecorder, 456 
Sidereal time, 158 
Signal analysis: 
basic theory, 107 
histograms, 114 
Signal averager, transfer function, 149 
Signal averaging, 116 
Signal generator: 
amplitude modulators, 584 
microwave, 576 
stability, 583 
standard, 579 
Signal source, sinusoidal audio-frequency, 
319 
Sinad sensitivity, 519 
Sine-wave synthesis, 345 
Single sideband, angle-modulation, 
509 
Slotted line, 655 
Smearing function, 143 
Smith chart, 696 
SMPTE method, 504 
Society of Motion Picture and Television 
Engineers (SMPTE) method, 
504 
Solid-state amplifier, 550 
Solid-state oscillator, 565 
Solid-state sources, 572 
microwave, 556 
Spectral analysis: 
by digital methods, 126 
power, 134 
Spectrum analyzer, 616 
noise, 628 
real-time, 635 
superheterodyne, 620 
with tracking generator, 635 
trf, 633 
Spectrum averaging, 151 
Square-wave testing, 44 
effect of low-end cutoff on, 57 
Stability of physical systems: 
frequency multiplier, 564 
oscillator, 578 
signal generator, 583 


Standard: 
atomic, 12 
prototype, 11 
time, 157, 162 
Standard deviation, frequency measure- 
ment, 164 
Stationary process, 114 
Step response, 48 
examples of, 50 
Susceptibility: 
conducted, 515 
electromagnetic, 514 
Sweep generator, microwave, 588 
Switched sweep, 387 
Synchronous detection, 257 
Systéme International d’Unités, 12 


Test signal: 
pseudorandom, 93 
random, 91 
Test systems, automatic, 716 
Thermistor, 600 
Thermocouple, 596, 712 
Time: 
atomic, 158 
definitions of, 157 
ephemeris, 157 
mean solar, 158 
sidereal, 158 
standard, 157, 162 
universal, 158 
Time-base waveform, 385 
Time-delay differential, 528 
Time-domain reflectometry, 46, 61, 408 
Time-signal broadcasts, 158 
Time window, 126, 127 
Transfer function, 481 
signal averager, 149 
Transfer gain, 481 
Transfer impedance, 268 
Transformer-ratio-arm bridge, 296 
Transient response of galvanometric 
recorder, 430 
Transistor amplifier, 554 
Transistor chopper, 207 
Transmission measurement, 695 
Transmitter, 507 
amplitude-modulation, 508 
commercial specifications, 539 
federal and military specifications, 540 


Transmitter (Cont.): 
keying waveshape, 534 
noise-loading, 525 
residual noise, 533 
Trigger generator (cathode-ray oscillo- 
scope), 389 
Tunnel-diode amplifier, 551, 553 
Turnaround time, 535 


Units: 
electrical, 7 
electromagnetic (emu), 7 
electrostatic (esu), 7 
history of, 6 
International System of, 12 
definitions of, 12 
Universal time, 158 


Variable persistence in cathode-ray tube, 
370 
Variance, 84 
in digitizing, 123 
Vector impedance meter, 281, 310 


Index 7129 
Vector voltmeter, 29 
Voltage measurement, alternating-cur- 
rent, 236 

Voltage-to-frequency conversion, 221 
Voltmeter: 

averaging, 239 

effects of distortion, 242 

peak-reading, 245 

root-mean-square, 250 

. sampling, 235 


Warshawsky bridge, 286 
Wave analyzer, 632 
Wavemeter, 611 
Wayne Kerr radio-frequency bridge, 305 
Wheatstone bridge, 282 
White noise, 71 
Whitney, Eli, 5 
Wien bridge oscillator, 331 
Q of, 333 
Writing speed (cathode-ray tube), 363 


X-y plotter (oscilloscope), 411 
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